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Simplicity (an editorial)

EUGENE F MURPHY P. D., Consumers of research results sometimes complain of complex,

Director fragile designs and yearn for simplicity; equally, they desire

Office of Technology Transfer simplicity of function. Some developers are proud of
Veterans Administration "sophisticated," "state-of-the-art" designs-even if untried.
New York, N.Y. 10001 Organizations tend to become increasingly complex, promulgating

additional regulations in efforts to promote efficiency and prevent
fraud. Advertising often promotes self-gratification, or pride, not a
simple life. What are some elements of simplicity?

Finley Peter Dunne's "Mr Dooley in Peace and in War," published
in 1898, is a collection of weekly columns from the Chicago Journal.
The saloonkeeper-sage comments satirically on the Spanish
American War, its aftermath, and on local, national and international
affairs. He displays the prejudices of the time and place, and
sometimes movingly discusses human nature, aspirations, and
bravery in peace and war. Dunne's Preface describes the Irish
immigrants among whom Mr. Dooley was supposed to live as "a
simple people." "Simple, says ye!" remarks Mr. Dooley. "Simple like
th' air or th' deep sea. Not complicated like a watch that stops whin
th' shoot iv clothes ye got it with wears out!"

In this era of environments, aeronautics, space shots, and sea
labs, we realize all too profoundly the complexities, costs, and
problems of air, blue sky, and deep sea. The Space Shuttle illustrates
the value of meticulous care yet also the nagging problems of
scheduling, reliability, costs, and reusing a device time after time.
On a much smaller scale (and budget), rehabilitative engineering has
long faced similar difficulties in developing innovations to improve
the quality of daily life for severely disabled persons-with minimal
maintenance.

In mechanism, everyone desires simplicity of design. It should
bring rapid development, high reliability, low costs, suitability in all
cultures and climates, minimal training, and aesthetic satisfaction.
But even a simple device may fail to meet a need or may break if
overloaded or misused. (Sometimes it should, to avert greater
catastrophe.)

A first principle is to eliminate devices or components where
possible; why solve a problem that can be avoided? The massive
locked hip joint, molded leather socket, and medial tracks and rollers
of the "tilting table" hip disarticulation prosthesis, for instance, were
heavy, cumbersome, subject to breakage, and awkward to use.
Walking with the usual stiff artificial knee joint was difficult and
tiresome. In contrast, the free hip joint, plastic socket, and free knee
joint of the Canadian hip disarticulation prosthesis permit a lighter
and more sanitary prosthesis, reduced clothing wear, and better gait
with less energy consumption.

In 1947, the most expensive repair category under the unique VA
prosthetics service card program was repair of broken hip joints or

"r. Murphy is Editor of this publication, pelvic bands of above-knee limbs. The absence of hip joint and



2
EDITORIAL

pelvic band from the suction socket prosthesis hydraulic knee control has increased the safety,

introduced that year totally eliminated part of the confidence, and function of many thousands of
problem, and greater understanding of biomechanical above-knee amputees by allowing recovery from
principles so greatly reduced stresses in hip joints and stumbles and simplifying descent of hills and stairs
bands, when used, that wear is reduced and failures and changes of cadence.
rarely occur. Greater independence simplifies the life style of a

The SACH (Solid Ankle, Cushion Heel) foot likewise disabled person, allowing greater freedom of choice
eliminated the mechanical ankle joint and rubber and more flexible scheduling. Technical aids, low-force
bumpers controlling dorsiflexion and plantar flexion. inputs to environmental controls, power mobility aids,
In 1947, though, cleaning and oiling the ankle joint communication systems, and (increasingly)
and replacement of bumpers had been the most manipulators and robotic aids are devices and
common repair charge. systems offering such improved independence.

Compromises occur. The Bowden cable simplified Though there is a spectrum of increasing mechanical
construction of artificial arms by replacing pulleys, and electrical complexity, careful design, evaluation,
guards, and thongs. Self-contained, self-suspended quality control, and maintenance should lead to
myoelectrically controlled below-elbow artificial arms reliable, unobtrusive assistance.
offer freedom from shoulder harness, and simplicity Even organizations require careful design and
in donning and removal, but they use more complex prudent monitoring. The satires of Parkinson's Law
mechanisms, require recharging, and thus far lack the and the Peter Principle are amusing but distressingly
limited feedback of force and position provided by a possible. Nevertheless, detailed controls to prevent
Bowden cable and harness, waste and to account for costs may themselves

The whole field of electronics, for many become wasteful. Numerous health care plans, for
applications, has moved rapidly toward greater example, will pay for substantial periods of expensive
simplicity and reliability at lower cost, provided hospital bed occupancy (where costs supposedly can
sufficient numbers of identical items are involved, be audited) but will not pay for modest preventive
Everyone recognizes the trends from hand-wired measures or for much less expensive (though less
vacuum tube circuits through printed circuit boards supervised) home care, for an additional temporary
and transistors to integrated circuit chips. These prosthesis or for a modest premium price to ensure
changes brought great reductions in bulk, weight, faster delivery of a definitive prosthesis. Unit-dose
power consumption, and vulnerability to vibration and drug delivery offers greater control against drug
shock. abuse and more precise billing but seems intrinsically

Increasing use of versatile microprocessors should expensive.
allow a single type of compact, mass-produced, low- Simplicity, too, offers a measure of each individual's
cost hardware to be used for control of many different expectations and manner of living. Modesty, decency,
devices and-functions by button-touching or a change generosity, and thoughtfulness are more attractive
in software. The Johns Hopkins Applied Physics than pomposity, arrogance, selfishness, and contempt.
Laboratory search, with grant support from the To quote Mr. Dooley again, "Whin Father Butler wr-
National Science Foundation and Radio Shack and rote a book he niver finished, he said simplicity was
participation of many other organizations and not wearin' all ye had on ye'er shirt-front, like a tin-
individuals, was designed to stimulate interaction horn gambler with his di'mon' stud. An' 'tis so."n

between disabled persons and "computerniks."
Attention again is called to IEEE Computer Society's
magazine "Computer", Vol. 14, No. 1, January 1981,

whose theme was Computing and the Handicapped.
Numerous papers at the IEEE/EMBS and the RESNA
meetings, and many of the progress reports in this
Bulletin, also illustrate applications of computers to
simplify the problems of the disabled. Clearly there
remain vast opportunities.

Simpliclty of function has often been attained by
tolerating relible complexity within mechanism. The
elimination of the clutch pedal and of many motions
through use of the automatic transmission, which
simplifies driving for both normal and disabled
individuals, is an outstanding example. Our essay in
BPR 10-32 also traced many others. The Mauch S-N-S
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Digital Approaches to
Myoelectric State Control
of Prosthesesa

LENNART PBSO ABSTRACT
DUDLEY S. CHILDKESS. Ph. D. The design of a new three-state myoelectric control system is pre-

sdnted. This controller determines its operating state from the initial

Northwestern University rate of increase of the myoelectric signal, and the concept is realized
Prosthetics Research Laboratory in great measure through digital logic techniques. Proportional control
345 East Superior of both active states (same dynamic range) is a unique feature of the
RIC, Room 1441 controller.
Chicago, Illinois 60611 A microcomputer was interfaced in a simple way with myoelectric

potentials to simulate the three-state controller described and to sim-
ulate various other state-determined control methods (some multi-
functional). This was found to be a valuable method of evaluating
control schemes without building the actual devices.

INTRODUCTION

Since the introduction of myoelectric or electromyographic (EMG)
control to limb prosthetics, there have been many attempts to use
myoelectric signals for the control of prostheses with multiple degrees
of freedom, and to do this with a limited number of muscle sites.
These attempts have been prompted because arm amputees with
high-level amputation locations frequently need multifunctional arti-
ficial arms but have limited muscle sites that are practical as myoelec-
tric signal sources.

The most successful myoelectric artificial limbs, below-elbow my-
oelectrically controlled hands, may be considered to be wasteful of
muscle sites because two sites (finger extensors and flexors) are usu-
ally used to control one degree of freedom (hand opening-closing).
Dorcas and Scott (1) introduced the three-state single-site control con-
cept in 1966; the method is more conserving of muscle sites because
one muscle site controls one degree of freedom. Five-state single-site
control (2) has also been used. These, and other state-determinant
methods, often lack strong physiological underpinnings. Nevertheless,
state approaches have been successful from a clinical viewpoint (e.g.,
Scott (3), Schmidl (4)) and probably will be used for some time to
come.

Graupe (5,6) has introduced the idea of multifunctional control from
'his work is supported by Veterans Admin- one muscle site using computer-based signal analysis techniques.
istration Contract V10(134)P-326. However, this concept awaits further development before it can be

b)ept. of Clinical Neurophysiology, Regional determined how it will impact the clinical problem.
Hospital, S-701 85 Orebro, Sweden. Mr. This paper first presents a digitally-based circuit design for a three-
Philipson spent 190 as a Visiting Engineer state, rate-sensitivec single-site controller, and then presents ideas on
at the NU Prosthetics Research Laboratory how various multifunctional, multistate concepts may be investigated

ettesensitive, as used In this paper, refers and evaluated through microcomputer approaches. A simple method
to circuits or devices that set their state in of interfacing myoelectric inputs with microcomputers is presented.
a manner dependent upon the rate of
change of the input signal or some function This interface concept may have future applications in microcomputer-
thereof. based myoelectric limbs.
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THREE-STATE MYOELECTRIC CONTROL proportionally control output B, but because the zone
T1-T2 may occupy a large part of the dynamic range of

In a three-state controller the myoelectric or electro- the EMG signal, this may not be an effective approach.
myographic (EMG) signal from the control muscle is High levels of EMG may be required for full output from
classified as belonging to one of three groups. The clas- B in this semi-proportional arrangement, and this may
sifying parameter can, for example, be the root-mean- result in muscle fatigue.
square (RMS) amplitude of the EMG, or it can be the The rate-sensitive three-state controller is an alternate
rate at which the RMS amplitude is changing (7). By approach that some users find more desirable than the
detecting three different states of the EMG signal from amplitude approach. A three-state controller that is rate-
one muscle site it is possible to control one degree of sensitive can have the characteristics shown in Figure 2.
freedom (off, forward, reverse) in a prosthesis. Childress (8) designed an early rate-sensitive three-state

A three-state controller that is amplitude sensitive may controller based on an idea of Colin Ruch. (The idea
have the characteristics shown in Figure 1. When the was conveyed in conversation by the late Colin Ruch,
EMG level is below level T1 there is no output from the a biomedical engineer from South Africa, during the
controller. For an EMG level that stays between levels ACEMB Conference in Houston in 1968.) That controller
T1 and T2 longer than time td, output A is activated, used the natural rate-sensitive characteristics of a sili-
Output A will stay on until the EMG level is no longer con-controlled rectifier (SCR) as the rate-detection cir-
in the region between T1 and T2. When the EMG level cuit. Dillner & Hagg (7) first suggested the approach
goes above level T2, output B is turned on. Output B described here; their approach is easily realized with
will continue until the EMG level drops to a value less digital circuitry, and offers the added advantage of per-
than T2. A time delay, td, makes it possible to directly mitting proportional control, although they did not im-
activate or deactivate output B without activating plement a proportional feature.
output L The general principle of the approach is illustrated in

The amplitude-sensitive three-state controller seems Figure 2. The block diagram of Figure 3 shows how we
to work best with an on-off output characteristic. It is implemented this approach with a digital-type process-
possible to let the amplitude of the EMG level above 12 ing scheme.

FIGURE 1.
Diagram showing three-state character- EMG- LEVEL

istics of an amplitude-sensitive controller.
A rectified and integrated EMG signal

(EMG-level) in the interval TI to T2 will
activate output A and an EMG level in the

interval above T2 will activate output B.
Time-delay t,, makes it possible to activate T 2

output d without activating output A.

TI +t

I I I I I

OUTPUTA I I Ill
I I I Ill
I I I I l

ON T II
Fl7

OFF
I I
I !

OUTPUT B

ONOFF -41110_
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EMG- LEVEL

TII

OUTPUT A

ON

OFF-- ~t
(A)

EMG-LEVEL

dl

OUTPU B IFIGURE 2.
OUTPUT 8Drawings showing the characteristics ofa

I three-state rate-sensitive controller The
upper drawing. A, shows that a slowly

_______________________rising EMG level will activate output A.

ON The lower drawing, B, shows that a
relatively faster rising EMG signal will

________________________________________________ activate output S, if threshold window is
OF- traversed in an interval less than t.. The

(B) activated output will remain on until the
_______________________________________________________ EMG-level drops under level TI.

The principle of operation is based on the average control the output Imyo-pulse) drive, after the rate-based
rate of change of the processed EMIG signal over a spec- decision has been made.
ified time period, td. If at td seconds after the signal
crosses threshold Ti the signal is greater than threshold Desciption of Operation of Three-State Proportional
T2 (T2>Tl), then the average rate of change over % is Myoecr Control CikCUlt -

greater than (T2-T1 )Itd. Otherwise it is less than this The new three-state proportional myoelectric con-
value. The state decision is based on this averaged rate troller that we have developed is shown in block-die-
of change of the signat not on an instantaneous value of gram form in Figure 3 and diagrammed in detail in
the somewhat noisy signal. It is possible to control the Appendix A. The amplified EMG signal is converted to
output in a quasi-proportional way by letting the EMIG a pulse-type signal in the myo-pulse processor. Figure 4
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INTEGRATOR 1S AND-GATE

A CMPLIRATOCSOR A IE

LEVRIVER

FIGURE 3.
Block diagram of a three-state myoelectric control circuit. The function is described in the text.

FIGURE 4. r
Illustration of the myo-pulse processingtechnique. The upper record represents a MG

typical band-pass filtered electromyo-
graphic signal (EMGI. When the absolute

I'Ivalue of the EMG exceeds a threshold V2.r
i the output (lower record) saturates. The

output will have a duty cycle related to the
EMG amplitude.

"Vt - 0

iB

OUT-i I
PUT IM

LEVEL Tn--

OFF " '-BLt
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illustrates this conversion. This so-called "myo-pulse" contraction will open AND-gate B at the end of the time
processing technique has been described elsewhere (9) interval t, ( -80 msec).
and has proved to be a practical processing technique When either gate is open, pulses from the myo-pulse
in myoelectric control. The power output to a drive mo- processor can pass through the gate to the actuator,
tor may be driven directly with this signal, without elec- providing proportional-like control of the prosthetic
trical filtering. The digital-like myo-pulse signal is "gated" device.
to the driver according to the decision made about ini- AND-gate A or AND-gate B will remain open until the
tial rate of EMG increase. EMG-level drops to a value lower than TI. The driver

The rectifier and integrator supplies the two compar- circuit, when activated, provides power to the motor in

ators with a DC level that is proportional to the EMG the prosthetic device and provides damping to the motor.
level. When the EMG level reaches level T1 the output The circuit as physically realized is shown in Figure 5.
from comparator 1 goes on, this transition starts the This circuit is identical in size to the two-site circuit used
timer. When the timer times out, after the td, the bistable in the VANU myoelectric hand system. Therefore, it can
latch is clocked". If, when the bistable latch is clocked, be substituted for the two-site circuit when single-site
the output from comparator 2 is off, the latch will be control is required.
set with output A on and output B off. We have successfully used the system with three be-

If, when the bistable latch is clocked, the output from low-elbow amputees. Each was originally fitted with the
comparator 2 is on (the output of comparator 2 will go SCR rate-sensitive circuit and subsequently changed to
on when the EMG-level exceeds level T2), the latch will
be set with output A off and B on.In other words, a low-rate contraction will open AND- "This time out signal also enables the two

AND-gates. In this way unwanted outputs
gate A at the end of the time-interval t, and a high-rate are avoided while the timer is running.

Photograph of a three-state rate-sensitive myoelectric control circuit. The printed circuit board measures 3.5 4.4 cm.

............................................ ,.
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the circuit described here because this circuit was sim- putation of his right arm. All flexor muscles of the fore-
pier (less expensive, more reliable, and easier to adjust) arm were lost in the injury and subsequent surgery.
and had proportional control of both hand opening and D.M. was converted to the system described in this pa-
hand closing. per in 1977 and continues to use the system daily.

WV., a 47-year-old securities broker (Left B/E, Trauma),ClnclExperience
was referred to our laboratory in 1971 because he had

R.S. is a 34-year-old bank executive (Right 8/E, elec- only one below-elbow myoelectric site. Fitted that year,
trical burns) first fitted with rate-sensitive myoelectric his system was upgraded in 1978 to contain the three-
control of a hand prosthesis in 1968, when he was a state system described. He continues to use this system.
college student. He could use only single-site control All the amputees described operated the three-state
from wrist extensor muscles because the remaining system without difficulty on their first trial. Training ses-
flexor muscles cramped when contracted. He was con- sions were not necessary. Quick musck- contractions
verted to the single-site system described here in 1977 are easily separated from slow ones. Because the users
and used it daily until 1979 when he was converted to rarely made incorrect control commands it was not
a two-site system, as the muscle cramping problem had thought necessary to make laboratory measurements
gone away R.S. operated the system easily, and rarely of accuracy. The systems clearly gave good control of
activated the wrong mode, although he found the sin- a prehension prosthesis, although the control was not
gle-site system required more attention to operate than as automatic or quick as with two-site control of the
the two-site system. It also could not be cycled between same kind of prostheses. Experience indicates there is
output states as quickly. a small percentage of below-elbow amputees who can-

D.M. is a 31-year-old businessman who first received not use two-site control for whom the circuit described
a single-site myoelectric hand system as an immediate is beneficial. The system can be used for higher-level
postsurgical fitting in 1970. A punch press injury during amputations, but our experience has been limited to
summer work from college had resulted in a B/E am- below-elbow amputees.

PROPORTIONAL

F D HOPENINGM . TRICEPS .,,.,,PC E O

-- SUPINA ION

S..

PRCESO A. PONTO

EF WRS

Block diagram of a microcomputer-based myoelectric control system that can utilize one or two electrode inputs and produce up to seven
output modes in ways determined by the control program. RAM (Random Access Memory), MPU (Microprocessing Unit), PIA (Peripheral

Interface Adaptor), D,E,FG,H,I, (AND-gates).

INi
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LOW RATE HIGH RATE

TRICEPS TRICEPS
EMG- EMG-
LEVEL LEVEL

HAND OPENING ELBOW EXTENSION

WRIST SUPINATION WRIST PRONATION

HAND CLOSING CEMG-P ELBOW FLEXION CEMG-

LEVEL LEVEL
FIGURE 7.
Figure showing state relationships of a possible control method for an AlE prosthesis (two muscle sites controlling three
degrees of freedom). Table 1 also describes this state relationship.

Multi-State Proportional Myoelectric Control Using Mi- are logically AND-ed with a high-frequency clock in gates
crocomputer Techniques A and B. By letting the microprocessor count the num-

One of the problems associated with "state" ap- ber of pulses coming from gates A and B during a fixed
proace oh protheis controliati y mte - time interval, a measurement of the EMG level in theproaches to prosthesis control, particularly multifunc- muscles is obtained. The technique of letting the outputtional control, is that, frequently, various concepts need from the EMG processor gate pulses from a high-fre-

to be experimentally evaluated. Evaluation may be ex- quency clock has been described previously in a paper

pensive and arduous if new circuitry must be designed by Ichikawa et al. (10).

for each new concept. Our goal has been to develop a With information concerning the EMG level in the

microcomputer-based device which would allow differ- t cones, the icroproces c n ae

ent control algorithms to be examined by changes in two control muscles, the microprocessor can make a

computer program rather than by hardware changes. to perform. This decision can be made according to a

The system was developed to handle up to two my- resident control algorithm. When the decision is made,

oelectric signal inputs, although this could be expanded the appropriate gate in the gate-array (D through J) will

to any desired number. Proportional or on-off output be opened by the peripheral interface adaptor (PIA). The
drives have been provided.

outputs of the gates may be operated in either an on[Figure6 shows the control system in diagrammatic off mode or in a proportional, pulse-width-modulated,
form. Although the system was developed for rapid lab- mode, depending on the setting of switches in front of
oratory evaluation of control concepts, it has potential
for future use in actual prostheses. The use of a micro- gates D through I. The outputs from the two myo-pulse
computer-based controller in a self-contained battery- processors are logical OR-ed by gate C, producing a
copowerprstesis scomtrolleri selcomntaind bter signal that is proportional to the boolean sum of the
powered prosthesis should become common in the near outputs from the myo-pulse processors. This signal canfuture. In fact, a generalized hardware system compat- be gated to drive the actuators in a proportional way if
ible with a wide variety of control schemes and pros- the switches are set in the proportional mode.
thetic designs seems possible. In that way one hardware Several control algorithms have been laboratory-
system could easily be used for many control tech- tested. One successful algorithm tested (based upon
niques commonly used today. Standardized hardware su ccessfulaalgrimtste ase uncoud rduc cst f eecronc cntollrs orartificial subjective laboratory experiments with amputee and
could reduce cost of electronic controllers for non-amputee subjects) was a seven-state controller that
limbs, employed two muscle sites. The state relationships are

shown in Figure 7. Table I summarizes that approach.
Dcdptionl of Operation The muscle space may be partitioned in many other

The EMGs from two muscle sites are processed as ways (e.g. see Childress (11) et al.). The computer per-
described in Figure 4. The outputs from the processors mits rapid experimental examination of various parti-

JeL
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tioning schemes and allows rapid adjustment of RERERENCES
parameters within a particular scheme. Software 1. Dorcas DS and Scott RN: Athree-state myoelectric control. Med
changes, as opposed to hardware changes, make this Biol Eng 4:367-370, 1966.
possible. 2. Paciga J, Richard P and Scott R: Error rate in five-state my-

oelectric control systems. Med & Biol Eng & Comput pp. 287-
290, 1980

TABLE 1. 3. Scott R and Paciga J (Eds): Progress Report #16, Clinical Eval-
rateol contactlion principalmuselm outputfunction uation of UNB 3-State Myoelectric Control, U. of New Bruns-

low triceps handopening wick, Sept. 1978.
4. Schmidl H: The I.N.A.I.L. experience fitting upper limb dysmelia

low biceps hand closing patients with myoelectric control. Bull Prosth Res BPR 10-27
triceps and biceps wristsupination pp, 17-42, Spring 1977.
(co-contraction) 5. Graupe D, Beex A, Monlux W and Magnussen I: A multifu-

high triceps elbowextension tional control system based on time series identification of EM-,J
high biceps elbow flexion signals using microprocessors. Bull Prosth Res BPR 10-27, pp. 4-

high triceps and biceps wrist pronation 16, Spring 1977.
6. Graupe D and Cline W: Functional separation of EMG signals

via ARMA identification methods for prosthesis control pur-
poses. IEEE Trans SMC-5, 790, 2, pp. 252-259, 1975.

7. Dillner S and Hagg G: Three methods of controlling an exter-
CONCLUSIONS nally powered prosthesis with one myoelectric signal only. Re-

port 4:71, The Division of Applied Electronics, Chalmers
Several illustrations of the use of digital components University of Technology, Goteborg, Sweden.

and microcomputer technology in the design of some 8. Childress D: A Myoelectric Three-State Controller Using Rate
Sensitivity. Proc. 8 Int Conf Med & Biol Eng, Chicago, 1969.

control systems for limb prostheses have been 9. Childress DS: An approach to powered grasp. Advances in ex-
presented. ternal control of human extremities. In: Proceedings of the

Extended clinical experiences with three below-elbow Fourth International Symposium on External Control of Human
Extremities, pp. 159-167, Dubrovnik, 1972.

amputees indicates rate-sensitive three-state control to 10. Ichikawa K, Tanaka S, Nakai S and Hashizume T The myoelec-
be an effective alternative to two-site control. The rate- tric signal analysis for artificial upper extremity, advances insensitive circuit described offers proportional control external control. In: Proceedings of the Fifth International Sym-

posium on External Control of Human Extremities. pp. 149-
over a wide dynamic range of EMG. The circuit is simple 158, Dubrovnik, 1975.
and realizeable with few digital components. The au- 11. Childress DS, Holmes DW and Billock JN: Ideas on Myoelectric
thors believe that digital techniques will play an increas- Prosthetic Systems for Upper-Extremity Amputees. In: Herberts

et al. (Eds.), The Control of Upper-Extremity Prostheses and
ingly important role in the control of future limb Orthoses pp. 86-106. Springfield, Illinois, Charles C Thomas,
prostheses, in the same way that these techniques are Publisher, 1974.
influencing so many other fields today.

We have demonstrated that the microcomputer is a
powerful tool for empirical evaluation of various pros-
thesis control ideas. The laboratory trials have eluci-
dated simple techniques for interfacing myoelectric
signals with computers and have demonstrated how
micro-computers may be used in future prostheses as
all-purpose, generalized controllersE
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Fifth Annual Rehabilitation Engineering Conferde INSTRUCTIONAL CUIW.SES
August 22-27, 192 Hyatt Regency Hotel Houston, Texas
(instructional courses August 20-21) ... Two instructional courses are scheduled forSponsored by the interested counselors, health care

R hlfton Engineering Society professionals in clinical practice, and
of North America consumers. These courses will be held on

Friday and Saturday, August 20-21,
immediately preceding the scientific
program.

TECOOGY UTILIZATION-THE KEY TO INDEPENDENCE ADVANCED TOPICAL DISCUSSIONS

...In this context, technology is used in its ...Late afternoon sessions provide a forum for
broadest meaning and psychological, social, indepth discussions on technology. The
economic, and attitudinal factors that discussions will focus on technology
impact the use of engineering technology to utilization models, service delivery, and
improve personal independence will be integration of the handicapped person
stressed in the meeting sessions, into society.

FOItAT
STUDENT DESIGN COtIPETITION

...This year's conference includes six 
basic

activity areas: ...Student design studies and projects are
1. Scientific Papers solicited in the areas of aids for1. Inruti l P rses pmobility, daily living, sensory loss,
2. Instructional Courses presenting environmental design, and communication.

fundamentalDeadline for receipt of papers is April 15.
3. Advanced Topical Discussions e

dealing with selected
topics in detail EXHIBITS

4. Student Design Competition
S. Scientific and Technical Exhibits ...Space for more than eighty exhibits is
6. Poster Sessions available at the Hyatt Regency Hotel.

Scientific and technical participants will
SCIENTIFIC PAPERS display their applications of technology to

serve the needs of handicapped consumers....Papers are solicited which report on
research results and developments in
rehabilitation technology. Areas of 1982 Rehabilitation Conference Committee
interest include: Thomas A. Krouskop, Ph.D., Chairman

" Mobility aids Exhibits
* Communication aids James P. O'Leary, Scientific Papers
" Utilization strategies Sandi Enders, Instructional Courses

" Tissue pressure management Gregg C. Vanderheiden,

" Control interfaces Advanced Topical Discussions
" Vocational rehabilitation James R. O'Reagan, Ph.D.,

" Devices and jigs and fixtures Student Design Competition
* Rehabilitation engineering

service delivery
" Functional electrical stimulation For information, preliminary program, e, write:
" Pain management
* Cardiac rehabilitation Suite 210
" Prosthetics and orthotics 440 East-W~t Highway

Abstracts Deadline: April IS, 1982 t, MD 2W14
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TECHNICAL NOTES "Technical Notes" in BPR orginated when certain Progress Reports went beyond
the usual scope to Present a wealth of detail about some single aspect of the re-

search, typically a matter of instrumentation or materials or procedure.
With the establishment of the category, authors have been finding the department

a useful channel of communication. Material available has tended to grow in intel-
lectual and technical stature. BPR's editorial posture has changed in response, so
that the earlier informal verification by staff and occasional external review has
tended to give way to a more formal procedure which involves reviewers from the
publication's Editorial board, ad hoc reviewers, or both, as may be appropriate to
deal with complex or wide-ranging subject matter. This "double-anonymous" review
effort frequently equals that given to all regular feature articles in this publication.

Therefore, while these more ambitious Technical Notes may lack the number of
subjects, weight of data, and discovery of or replication of new knowledge required
for a traditional scientific article, they have been handled with the greatest possible
respect for the authors' devotion and the readers' requirements.

The Wear Particles of Synovial Fluid: Ferrography is a technique devised originally for the
Their Ferrographic Analysis analysis of wear particles in machines. Ferrous wear

and Pathophysiiologcal Signiflicancea particles are retrieved from a sample of the lubricating oil
under the influence of an external magnetic field.

* C:HRIS'TOPHR H. EVANS, Ph.D., C. CHEM., M.R.S.C.b Microscopic examination of the particles thus retrieved

Assistant Professor of Orthopaedic Surgery permits accurate diagnosis of the wear status of the
machine (q.v.).

DANA C. MEARS, B.M., Ph. D., M.R.C.R Given the success of the ferrographic technique with

Associate Professor of Orthopaedic Surgery machines, it was suggested that ferrography could be
profitably applied to the analysis of wear particles contained

Dept. of Orthopaedic Surgery in the synovial fluid of natural and artificial joints. For
University of Pittsburgh prosthetic joint replacements, this would allow a non-

Pittsburgh, Pennsylvania 15261 surgical, sophisticated analysis of the rate and type of wear
of the implant and prognostication of its future performance.

Abstract-This article reviews recent progress in our With natural joints, there is the enticing prospect of vastly
investigations into the wear particles which accumulate in improving the differential diagnosis of arthritis. Particularly
prosthetic and natural diarthrodial joints. Ferrographic important is the potential of ferrography to facilitate an early
analysis of these particles is providing new insight into the diagnosis, before the disease has progressed to conspicuous
manner in which joints undergo wear in situ. It also has the radiological manifestations, by which time potentially
potential to serve as a diagnostic and prognostic technique, prophylactic treatments may not longer suffice and surgical
with special application to monitoring very early changes in procedures remain the only solution.
the wear status of joints and distinguishing the various Wear particles in joints are of additional significance. By
arthritides. Wear particles interact with periarticular cells influencing the metabolism of calls in the surrounding
and tissues, provoking the release of lytic enzymes and tissues, particles eroded from prosthetic devices could
eliciting other biochemical changes, which exacerbate the contribute to various of the adverse reactions which result,
destruction of the joint, for example, in loosening of the implant, or infection. In

natural joints, the wear particles may be mediators of tissue
destruction during arthritis, in which case their investigation

Recently a novel analytical tool, ferrography, has enabled should provide insights into the disease process itself.
us to undertake a non-invasive study of the very early In this article, we review progress made here and at

deterioration that accompanies various arthritides when Foxboro Analytical, Burlington, MA. in the application of
applied to an aspirated sample of synovial fluid. The method ferrography to the study of wear particles derived from
permits a critical separation of diverse types of biological human and prosthetic joints, and in establishing their
wear particles generated from the bearing surfaces of an possible role in the initiation and progression of arthritis.
articular joint.

The Analysis of Wear by Ferrogrphy
* This investigation was supported by the Veterans Administration Ferrography is a technique of proven worth in evaluating
and by NIH Grant AM20697. tribological processes by studying the wear particles they

"Addres correspondence concerning this paper to C. H. Evans, Ph. D., produce. Developed by Vernon Wetcott of Foxboro
Department of Orthopaedic Surgery, University of Pittsburgh, 96 Analytical, Burlington, Massachusetts, ferrography is based
Scaife Hall, Pittsburgh, PA 15261. upon the magnetic ratieval and separation of wear particles
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from lubricating fluids (M). It was originally designed to
monitor wear in machines, where the particles are typically
ferrous and thus intrinsically susceptible to an external
magnetic field. Most biological materials are, of course,
diamagnetic, so, as described later, special techniques have
had to be developed to enable their magnetic separation.

With machines, a small volume (usually 1-3 ml) of
7lubricating oil is slowly pumped along a thin glass

microscope slide (the substrate) which lies in a high-gradient
magnetic field (Fig. 1). The substrate is raised slightly at the
point where it first comes into contact with the sample (the
entry point), so that particles encounter a perpendicular
magnetic force which is weakest at the entry point and
which increases progressively down the length of the
substrate. Consequently, for particles of the same unit
volume susceptibility, the largest particles deposit nearest
the entry point, with a grading of particles according to size
down the length of the substrate. A washing solution is

S / -- SUSPENSION pumped over the particles on the substrate, which is then
OF allowed to air dry. The resultant ferrogram (Fig. 2) can then

PARTICLES be examined by various optical and electron microscopic
techniques.

Particles are classified on the basis of their size, shape
and other morphological features, to indicate the operation

-.. SUBSTRATE of certain wear modes in the machine from which the

(GLASS SLIDE) sample was drawn. Once the "running-in" period of the
machine is over, it is normal to find a moderate number of
elongated particles (Fig. 3) indicative of rubbing wear.
Abnormal conditions are indicated by increased numbers of

)"4Jphot' -tMAGNET particles of greater size and of distinctive morphology
indicative of cutting wear, fatigue, or other disturbances
(Fig. 3). These particles appear on ferrograms before
adverse symptoms affect the machine (2): As different

FIGURE 1 components of engines are made from different alloys,
The ferrograph analysr. The photograph at the top of the page shows identification of the constitution of the wear particlesa "dual" analyser capable of processing two samples simultaneously.
The diagram illustrates the interaction of the suspension of wear permits the site of excessive or abnormal wear to be
particles with the magnetic field during the ferrographic analysis. located.

The ferrographic analysis of engine oil has been
extensively reviewed (2,3).

Ferrographic Analysis of Human Joints
With the foregoing background, ferrography seemed of

potential value in studying wear in human artificial and
natural joints. Wear particles accumulate in synovial fluid in
much the same way as they do in engine oil. Non-invasive,

2 dt: objective, diagnostic and prognostic, this technique yields
important information pertaining to the rates of wear, types

, . - -of wear and reasons for failure of prosthetic joint
replacements. This information may greatly aid the
development of improved implants, and would permit
convenient, non-invasive, serial assessment of the progress
of implanted prostheses with minimum discomfort to the
patient. Ferrography also has potential application to studies

FIGURE 2 of osteoarthritis, where mechanical wear of the joint
A ferrogram. This ferrogram has been deliberately overloaded with surfaces occurs.
cartilaginous wear particles and stained to illustrate the technique.
The substrate is 60 mm long. The entry point is at the left of the Ferrographic analysis of prosthetic joint rePlaements-
photograph, and contains the highest concentration of particles. Ferrography was first applied to the examination of synovial

fluids and washings obtained from replacement joints. Such
metal-on-metal or metal-on-plastic arthroplasties constitute a
type of machine confined within the body, and provide the

-- ---- m~~'.a-,-~
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opportunity for a logical extension of the original direct light. Non-metallic materials appear green, yellow or
ferrographic technique. pink, depending upon their density or thickness. Polarized

Synovial fluids, or saline washings, from these sources light is advantageous when examining particles of bone,
can be processed by a method analogous to that used to cartilage, methylmethacrylate and plastic.
make ferrograms from engine oil. This is so because the tiny Following optical inspection, particles can be examined
metallic particles become embedded in the surrounding with greater morphological precision using the scanning
materials, thereby imparting a magnetic susceptibility which electron microscope (SEM) and their elemental composition
is sufficiently high for normally diamagnetic wear particles can be determined by energy dispersion X-ray analysis.
to be retrieved under the influence of the magnet of the Ferrographic analysis of saline washings of failed
ferrograph. Under these conditions, wear particles of prostheses (Fig. 4) reveals the presence of metallic, plastic
cartilage, bone, plastic, polymethylmethacrylate and and polymethylmethacrylate particles in synovial fluid
synovium can be analyzed without the need for artificial (Fig. 5). The relative proportions vary with the type of
means of magnetisation (4). prosthesis and the severity and type of wear which has

Synovial fluid is obtained by sterile needle aspiration from occurred. Thus, larger numbers of metallic particles are
joints after arthroplasty. If synovial fluid is unobtainable, the found when both articular surfaces are composed of metal.
joint can be flushed with sterile saline. About 2 ml of the With metal rubbing on polyethylene, most of the particles
synovial fluid are pumped over the substrate as described are plastic, and range from 1-10 pm in diameter up to
below, shredded fibres several hundred micrometers long. Metallic

Following washing and drying, the ferrogram is first particles range in size from under 0.25 lim where wear is
examined by optical microscopy A useful instrument in this relatively small, to 1 mm in length where fatigue or abrasive
context is the bichromatic microscope, providing both wear has occurred. Polymethylmethacrylate particles are
reflected and transmitted illumination (1). Using the generally cuboid with large variations in size from 1 ym to
appropriate filters, the transmitted light is green and the 1 mm or more. Sometimes, these particles adhere to
reflected light red. Under the bichromatic microscopL metallic fragments. Particles of bone, cartilage and synovial
metallic wear particles appear red, due to their attenuation tissue are also found. Histological examination of synovium
of the green transmitted light and reflection of the ,d, demonstrates the presence of embedded wear particles,

Wear particles from engine oil. (A) Normal
(i jrtrubbing wear particles, mag. 450,. (B)

Cutting wear particles, scanning electron
microscopy, 225 .. (C) Fatigue wear parti-
cles, mag. 450-. (D) Laminar wear parti-
cle, mag. 1000,.

3-A 3-8

3-C 3-D
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'4,

FIGURE 4
Macroscopic appearances of wear in failed prosthetic joint replace-
ments. At top of page, erosion of the polyethylene surface of a failed
total knee replacement is seen; the depressions are filled with po-
lymethylmethacrylate. Above, a failed total hip replacement. Again, FIGURE 5
there is pitting of the polyethylene surface with polymethylmethac- Wear particles from prosthetic jorints, recovered by fetroroaphy At
rylate infilling. Note that the metallic component is less severely top, metallic wear particles, mag. 1000 - Center. polyethylene wear
eroded, particle under polarized light, mag 400 - Immediately above po

lymethylmethacrylate particles under polarized light maq 400
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while phagocytic cells containing endocytosed wear debris A
can be retrieved from the synovial fluid of affected joints
(Fig. 6).

X-ray elemental analysis of the metallic particles confirms
that they originate from both the arthroplasty and the
surgical instruments, most especially haemostats, scissors,
and osteotomes (4).

This study revealed interesting and encouraging
similarities to the ferrographic analysis of the lubricating oil
of machines. In both cases, excessive wear is signalled by
an increase in the numbers and sizes of particles, and the
presence of wear particles representing altered and
abnormal modes of wear. Thus, ferrography appears to offer
the same advantages to studying wear in prosthetic joints as
it presently does to studying wear in machines. The
presence of wear debris embedded in the synovium (Fig. 6)
indicates how rapid prosthetic wear could provoke a painful,

FIGURE 6
Interaction of wear particles with sur-
rounding cells and tissues. Above, right:
a polarized light micrograph of synov-
ium shows embedded wear particles.
Mag. 100x. At right, a transmission
electron micrograph of a polymor-
phonuclear leukocyte retrieved from the
synovial fluid. Engulfed particles occur
in intracellular vesicles. Mag. 38,300x.
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proliferative synovitis. Such information has stimulated Notes on Optical Analysis-Examination of the
further modification of implant design, and it has indicated ferrograms is first undertaken with the bichromatic
one other pathogenesis of a painful joint replacement. microscope, as described in the previous section.

Ferrograms made from synovial fluid aspirates reveal a
Fergraphic analysis of wear In natural joints-Before the variety of deposited materials, not all of which are yet
biological wear particles present in the synovial fluid of completely understood.
natural joints can be analyzed effectively by ferrography, it is As bone and cartilage are both optically active, polarized
necessary to make them susceptible to external magnetic light microscopy is especially useful, Whereas most
fields. Research conducted at Foxboro Analytical has cartilaginous and osseous wear particles are conspicuous
produced methods of achieving this (5). The 'magnetisation' under polarized light, soft tissue components such as
process is based on the sorption of paramagnetic cations of synovium or other cellular material are not. Osseous
the rare earth element erbium (111) to particles of bone and particles usually have high optical activity and a compact,
cartilage (6). Because Er3 interacts strongly with many chunky appearance; much of this is due to the scattering of
other substances in synovial fluid, producing troublesome light when it encounters the polycrystalline mineral of bone.
precipitates, the particles are first collected by centrifuging Consequently, osseous particles remain bright as the
and washed three times by resuspension and recentrifuging direction of prolongation is changed while maintaining
in saline (0.9% w/v). Even this may be insufficient to crossed polars. On the other hand, materials exhibiting
adequately remove hyaluronic acid, a sticky macromolecule birefringence, in which the molecular structure of the
which may pose problems by tenaciously coating the particle is organized over a period of several micrometers,
particles. For this reason, the washed particles are treated will exhibit a change in light intensity as a function of the
mildly with a highly specific hyaluronidase before analysis. direction of prolongation. Cartilaginous particles vary
(That step is usually unnecessary for particles obtained greatly in their optical activity-some resemble bone in
through saline washings of joints.) having high optical activity, while others are barely visible

Moody samples are difficult to process. If the degree of under crossed polars. This may reflect their degree of
contamination is slight, the erythrocytes can be lysed in mineralization, the extent to which the collagen fibres are
distilled water prior to ferrography. This leaves a residue of oriented along a single axis, and the thickness of the
cellular debris which, in modest quantities, is not a problem, particles.
Samples of synovial fluid quickly form gelatinous Occasionally, especially in the larger cartilaginous
precipitates. For this reason, all such specimens must be particles, one can observe lacunae which, in life, contain the
centrifuged, washed and resuspended in saline before chondrocytes. Phase contrast microscopy facilitates such
storage. Sodium azide (final concentration 0.02% w/v) observations.
should be added to stored saline suspensions of wear Histological and chemical notes-Various histological
particles to prevent microbial contamination, techniques have been brought to bear on the complex

problem of particle identification. It would seem, at first
Peculiarities of "biological" ferrography-Although sight, that these various types of particle could be
biological particles achieve considerable positive magnetic elucidated by standard histological techniques, many of
susceptibilities on treatment with magnetising solutions which have been specifically devised for differentially
containing Er3, the induced susceptibilities are many times staining the tissues of the joint. This, however, has not
less than those of corresponding metallic particles. For this proved as straightforward as it appears.
reason, it is necessary to position the substrate flat against The reasons for this are several.c The chemistry of the
the magnet (Fig. 1) to ensure adequate recovery of the wear particles probably differs from that of the intact tissue.
biological material. Unfortunately, this arrangement reduces Specifically, metachromatic staining of articular cartilage is
the longitudinal gradient in magnetic force that is exerted on markedly reduced in early osteoarthritis, reflecting a loss of
the particles as they flow along the substrate, thereby the proteoglycans which are responsible for many of the
interfering with the size-grading of particles along the staining properties of cartilage. Also, once released into the
ferrogram. This is exacerbated by the chemical synovial fluid, further biochemical modifications of the
heterogeneity among the wear particles themselves which minute articular particles may occur. However, some success
influences their uptake of Er3  and thus their individual has been obtained with a modified Movat's pentachrome
magnetic susceptibilities. Such heterogeneity results from stain (7).
intrinsic variations in chemistry at different locations within
the cartilage, from different mechanisms of wear, and from X-Ray analysis of materials-Particles of bone and
alterations produced by the disease. (Eventually, the cartilage which have not undergone excessive degradation
resultant change in ferrographic behaviour of such particles can be distinguished readily by energy dispersion X-ray
may prove of diagnostic value.) analysis. As shown in Figure 7, cartilaginous particles give a

strong sulphur emission from their sulphated
Duet-ree work arms-When making and examining glycosaminoglycans. Bone provides strong calcium and

ferrograms, it is necessary to work in an environment which phosphorous peaks (Fig. 8), while mineralized cartilage
is free from dusL Particles of dust are often optically active
and in many cases resemble cartilaginous wear particles.
Extraneous particulates can be prevented by situating the Procedures required to avoid staining problems, when Er"' has been
ferrograph onalyser and the bichrometic microscope in a employed to impart magnetic susceptibility to tissue particles, are
laminar flow hood. discussed in (7).
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FIGURE 7-cartilaginous wear particle (arrowed), mag. 200x, with
(at right) its energy dispersion X-ray analysis spectrum. The analysis
shows the presence of sulphur, from the sulphated glycosaminog-
lycans of cartilage, and erbium, which is used to magnetize the par-
ticles. The sulphur peak is irregular due to subtraction of the
background spectrum produced by the glass substrate.

[] I rL] 441 E40

contains both of these and sulphur. Figure 8 compares part investigated by an analysis of about 50 synovial samples.
of the elemental spectrum of bone (background) with soft This survey yielded encouraging results (7). A variety of
tissue (foreground). The bone gives a major peak of calcium, different particles deposited on the ferrograms, indicating
while the soft tissue has only a small calcium peak, which is that discrete wear particles do indeed exist in human
dwarfed by that of potassium. A difference in their relative synovial fluid, and that they are susceptible to ferrogdaphic
amounts of chlorine is also seen. analysis. It was also encouraging to observe that wear

While this technique is rather tedious for routine use, it particles were not pieces of random detritus, bit that many
serves to resolve the identity of enigmatic particles and to of them fell into one of several different, identifiable
cross-check the various other methods tested in the search morphological categories.
for improved identification techniques. On the basis of that preliminary work, we are beginning to

Comments on an Analysis of 50 Synovial Samples appreciate the different types of wear particle in joints, the
wear conditions that produce them, and their significance. In

Having developed a technique for the ferrographic the work outlined below, the ferrographic analysis was
analysis of synovial fluid aspirates, its applicability was compared to radiographic, arthroscopic, and physical

s-A 8-S -

FIGURE 3--Osseous particles under (A) unpolarized and (B) polarized light, meg. 200×, with (C) their energy dispersion X-ray analysis The
beclcground spectrum is that of bone showing a marked calcium peak. In the foreground is. for comparison, non-osseous tissue which his
only a little calcium.
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examrination of the loint flii which the sainple was in Figur e 9a is the entry deposit, viewed under polarized
obtain ed. ligfit at 100x magiication, of a ferrogramn made fromn the

Ferrogranis made fromn the wear debtis of joint,; with evfen synovial fluid of a patient with chondromalacia patella.
modest degrees of articuilar erosion oflpir contain a sizable Closer exaninatioo ot samples such as these enables many
and variedt populationi of w"oaImit~l~ Sonic, of these are of the iartrides to lip c-ategor zeif.
mrrrf,.t-i wn ri~tre.s; 1) i, !ii idr 1q [li'h array slruwvi

FIGURE 9
Types of cartitaginous wear particles
are shuwn it, the photographs at right

fa) Entry deposit or, ferrograni from chon (W Thiii, angular lamellae of superficial car

dromalacia patella, p,.!a.izedi light, mag tllaqe un1polarized hqlrt, niag 200

100.

(0 Cartilaginious wear particles from a mod- (d) Fihrous cartilaginoris wear particle, nag eM Spherical cartilaginous partcies Mag
eratply erodeni knee joint. Mag. 200.. polar- 200 -polarized light. 400 .- unpolarized light.
ized light.

(fl Triarrgular fragment of cartilage and car- (g) Cartilagrirous wear particles retrieved (h) Large cartilaginous wear particle from
tilaiotres phrere, polarize-d light. mar. 400. from ostetiarthritir I writ, rrmar 200 piilar osteuat iritic loint, riag 100', unpolarized
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Benign forms of low-grade wear in 1u)ints ai)pat :. .tlown by SlM in 9t is larger - 25 ,m djanete;) anld of
generate small (- 40 Mm) flakes of thin, arguilar larnell. of stongtr optical activity.
cartilage with weak optical activity. These occur on most The mechanism of production of cartilaginous spheres
ferrograms, even where damage is light, and they are likev uirdiis to be determined. In machines, spherical wear
to originate from the superficial layers of the cartilage At) paiticlt are shaped by their iolling in inute cracks in the
SEM micrograph of one such particle is shown in Figure 91 -ita:e uof nu of the cnnponents of the machine. Sphetiiical

More severe damage--When damage to the articulatiig par ticls it) sy ovial fluid nay be formed from non-spherical
surfaces is more severe, the lamellae are larger 80 pii) pr.-(rirsor particles in an analogoos manner, or they may
more numerous, and sometimes give the impression of have been spherical to begin with. In the latter Lase, an
being laminate. More severe wear also produces larger tinusuially precise wear process must have carved them out
particles of higher optical activity and a mote compact of the carlilage, or, more probably, pie-exibting spheres
appearance, as shown in Figure 9c under polarized lighi within the cartilage might have been released by the wear
Possibly, these are derived from the deeper zones of th.  process In several examples, there was evidence of some
cartilage or are produced by different wear mechanisms. degree Oft minerahzation associated with the spheres (7).
both. Other cartilaginous wear particles are elongate rods. This tentative suggestion may bear sone relationship to the
some of which have a coarse fibrr'us nature (Fig. 9(d). (We observations of Pautard (8) on the morphology of
suspect that many of the latter are derived from the crystallized material within bone. In one instance, a high
meniscus.) concentration of mineralized spheres of diameter 25-30 niJ

Spherical particles-Under certain conditions, spherical was seen on a ferrogram made from the synovial fluid of a
cartilaginous particles occur. The ones shown in Figure 9e patient with bursitis and primary osteoarthritis (Fig. 10e).
are about 5 Mm in diameter and were retrieved from the McCarty has observed slightly smaller spheres of
knee of a patient with chondromalacia patella. The sphere, hydroxyapatite in the shoulder joint of certain patients (9).

II

FIGURE 10
Photographs Ia) through (e) show ex-
amples of other types of deposits en-
countered on ferrograms.

(a) Optically inactive membrane, mag. 100x, (b) Amorphous debris, mag. 100x, unpolar-
unpolarized light. ized light.

Ic) As (b), polarized light. (d) Crystals, mag. 400×. (e) Crystalline spheres, mag. 200x, polar-
ized light. (Inset shows SEM of one sphere,
mag. 1000x.)
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ilher evidtice of crystal deposition in osteoarthritic joints is clear that realising the diagnostic and predictive potentials
i11tkwiq this would piovide an ideal niechanism for the of ferrography would require close scrutiny of selected

te,10iao Ot the "cu:ting wear particles" of cartilage we groups of patients whose medical histories and arthritic
hJ, Obi t)ervUd Oi ferrgraiis made from the fluid of conditions were minutely detailed.
osteoarthitic junts (Wear particles could conceivably serve To develop that phase of the project, in collaboration with
as toci for the deposition of minerals.) Dr. Carl Stanitski of the University of Pittsburgh Health

When articular erosion is severe, larger particles are Center, we are presently limiting ourselves to ferrographic
produCed which io not tall into distinct morphological analysis of saline washings of knee joints recovered during
kattuLJlOIWs suckh as the lamellae, spheres, and rods arthroscopic examination of the knee. This eliminates many
Muitiorned earlier The tiangulal particle shown in Figure 9f variables-we are dealing with only one joint (the knee) and
is Onie such example Others are shown in Figures 9g and with a limited number of disorders. Most patients suffer
9h Lacoiiae are visible it) the particle shown in Figure 9g. from a torn meniscus, chondromalacia patella, or early
Parl of dnOther large caltilaglnOuS pa, tile is shown in osteoarthritis. On occasion, arthroscopic examination will
Figure 9h under polarized light, again, lacunae are evident, reveal no joint abnormalities, thus providing valuable
In some cases, cartilaginous wear particles have a blue-grey "normal control" samples, which are otherwise difficult to
sheen under polarized light (7) obtain. Arthroscopy also has the advantage of permitting

Ferrograms contain other types of wear particle in close visual examination of the articulating surfaces and
addition to the cartilaginous ones described above. Thin, synovium, thus providing the detailed information needed in
amorphotus inembianes without optical activity (Fig. 10a) a study of this kind. Ancillary historical data, physical
probably represent fiaginents of synovium In contrast, examinations, and radiological assessments can be
amorphous debris of the type shown in Figure 10b has correlated with the ferrographic analyses and arthroscopies.
appreciable optlcal activity (Fig. 10c). Preliminary energy The most interesting group of patients in this study have
d(plersprtoi X-ray analysis suggests an appreciable level of been those whose arthroscopic examinations revealed
JssoCiated sulphur, indicating the presence of cartilage essentially no damage to the cartilaginous surfaces of the
po te glycans. These deposits may thus constitute a joint. One illuminating subset contained three patients of
3legraded form of cartilage, possibly that subjected to equivalent age (11, 12, 14 years). The initial arthroscopic
erzymic a ack. In agreement with this interpretation, the examination classified each of these as normal. However,
few samples ot iheumatoid synovial fluid which we have ferrographic analysis revealed marked differences between
analysed by ferrography, and where the enzymic mode of one of these patients, whose knee contained very little wear
degradation of cartilage would be expectPd to be operative, debris, and the two others, whose ferrograms contained
have high amunririts of this material (7). evidence of cartilaginous damage. On arthroscopic re-

Minerals in the foire of crystals (Fig. 10d) or spheres (Fig. evaluation, one of the latter two patients was found to have
10e) also Occur on ferrograms. Those containing phosphate a possible slight softening of the patella, and the other a
become especially magnetic (6) as Er" has a high affinity barely detectable softening of the femoral condyle, Thus,
tor phosphate groups ferrography seems much more sensitive than arthroscopy to

The sizes of the synovial wear particles are generally subtle changes in the integrity of the cartilage.
much larger thall their metallic counterparts. Even in joints Examination of five patients with torn anterior cruciate
where the damage is light, wear particles reached 20-30 M.m 'ipaments reinforced that conclusion. Ferrograms made from
in size, with fibres being larger than this As with machines, saline washings of the affected knees contained an
increased severiy of wear produced particles of increased appreciable amount of wear debris. Although the number of
size, particles up to 2 mm in length often appearing on wear particles was elevated, their size remained small; some
terrogrrms. Even larger fragments occur in severely arthritic were rounded particles only 1-5 l#m in diameter. In each
loits. (The upper size limit for detection by ferrography is case, arthroscopy failed to detect this 'micro-damage' to the
set by the gauge of the hypodermic needle used to aspirate cartilage. The suggestion has been made that such damage
the sample, and the bore of the turret tube used in the may arise from the alteration in biomechanical forces within
ferrographic analysis (Fig. 1).) Along with the increased size the joint as a result of the ligamentous injury. With
which accompanies more advanced degeneration, there is ligamentous laxity, sliding of the articular surfaces may
increased morphological variety among the particles, which supplement the normal rolling motion and greatly alter the
thus become difficult to classify wear pattern. In the presence of peripheral ligamentous

injury (or with abnormal joint congruity perturbed by
traumatic, congenital, or arthritic change) the local sites of

Studies of Selected Patient Groups linear or point contact on the bearing surfaces might result
The preliminary survey already described has confirmed in excessive forces on those bearing surfaces, so that

the applicability of ferrography to synovial fluid analysis: the abnormal wear modes ensue. This suggestion finds support
wear particles fell into a number of unique categories which in the analysis of the wear particles in the knees of two
varied fron one patient to another; the sizes and patients in which the torn cruciate ligamentous injury was
morphologies of the particles altered with the severity of superimposed on another defect; in one of these this was
wear However, no clear-cut differences could be found softening of the articular cartilage and in the other it was a
between the various groups of diseases studied slightly "ragged" meniscus. In both cases, the numbers and
(chondronaldcia patella, torn meniscus, osteoarthritis, types of wear particle revealed damage in excess of that
rheumatoid arthritis) (7) From these findings, it became caused by torn ligaments or the other injuries alone.
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Patients with articular damage of sufficient severity to be culture and exposed to wear particles retrieved from
detected by arthroscopy yielded elevated numbers of wear synovial fluid aspirates. The conditioned culture media were
particles of large size and varied morphology, then examined for various proteolytic enzymes of relevance

These studies illustrate the extreme sensitivity of to the breakdown of cartilage (15). The results are
ferrography to articular damage. Its superiority over summarized in Table 1. Both macrophages and synovial cells
arthroscopy has two aspects. First, there is the released proteinases in response to the wear particles.
magnification factor; ferrograms are routinely examined Collagenase may be important in breaking down the
under the optical microscope under magnifications of 100x- collagenous component of cartilage. It is interesting to note
400x. With the electron microscope, much higher that synovial cells released more collagenase than
magnifications are possible. Arthroscopy, however, scans for macrophages; cultures of rheumatoid synovium are a rich
articular damage at magnifications of only 3x-5x. A second source of this enzyme (16). This difference is reflected in the
aspect is the greater resolution permitted by the means inability of macrophages to liberate as much hydroxyproline
used for examining the wear particles, in contrast to that from cartilage as synoviocytes. Both types of cell produced
used to view the bulk material, when searching for evidence equivalent activities of the other proteinases tested and
of damage. were able to release quite large amounts of degraded

It appears, then, that even grossly normal knee joints do proteoglycan from cartilage (Table 1).
contain some wear particles. This observation raises In every case, mild trypsinisation of the media revealed
questions about normality. Preliminary analysis of a few enzyme latency (Table 1). From these data it is not possible
samples seems to indicate that the "background" wear to determine to what extent the newly synthesised enzymes
debris of asymptomatic joints increases with age. This ties are latent, as their autoactivation occurs during
in with the observation that most, if not all, joints concentration and storage of the conditioned media.
degenerate with age, even though only a fraction suffer With these initial observations, attention is being turned
from clinically overt arthritis. We are presently trying to towards delineating which features of the wear particles are
analyse ferrographically a sufficient number of samples responsible for producing the cellular effects. Wear particles
from asymptomatic knee joints to permit an accurate are very heterogeneous in size and shape. Their precise
assessment of this matter. chemical make-up also varies depending on whether they

are of meniscal or articular cartilage, or osseous, and to

The Pathological Significance of Wear Particles: Observa- what extent they have been subject to enzymic attack.

teas and Hypotheses The first of these variables to be investigated was size.
Synovial fluid aspirates were not used as a source of

Specialized phagocytic cells exist for the removal of particles for these experiments, as the yield of particles of
particulate matter from the body. Most active in this respect any one size range is small. -urthermore, even particles of
are macrophages and polymorphonuclear leucocytes, both one size may be chemically heterogeneous. Thus, to
of which are derived from the stem cells in the bone minimize the number of variables, meniscal cartilage was
marrow. Their phagocytic activities are thought to feature in used as a source of particles. This was powdered and added
defense against invading microorganisms. Several other to cultures of cells. The response of cells exposed to
types of cell are able to internalize particulate materials. Of cartilaginous particles of this type was compared to that
relevance to arthritis is the ability of synoviocytes to do this. elicited by latex beads of diameter 1 j~m and 45 um. From

Phagocytosis has a number of biochemical and the results of such experiments (Table 2), it was concluded
physiological consequences. One is the release of various that internalization of particles by the cells was not a
hydrolytic enzymes, several of which degrade cartilage. A necessary condition for enzyme release. Particles which are
variety of particulate stimuli have been shown to elicit this too large for endocytosis adhere to the cell surfaces and
response, including inert substances such as latex beads promote the release of enzymes (17). This observation ties
(10), asbestos (11), minerals (12), precipitated in with the demonstration by Harris et al. (18) that urate
immunoglobulins (13) and collagen (14). Putting these two crystals need not be internalized by synovial cells to
observations together synthesises the hypothesis that stimulate the production of collagenase. Thus it seems that,
phagocytosis of wear particles provokes the release of lytic qualitatively, the observed tissue response is not limited to
enzymes which attack the articular surfaces. This would one particular size of wear particle, although there may well
"soften" them, thus potentiating the mechanical release of be qualitative differences due to variations in surface area to
more particles. Such circumstances could after the wear volume ratios, etc.
modes in operation, thus producing particles of altered Cartilaginous particles provoked a greater release of
morphology. These "secondary" particles could also differ neutral proteinases than did latex beads (19), which are
chemically from bulk cartilage as a result of the enzymic assumed to be biochemically inert. It thus appears that
attack which had facilitated their production. Such particles chemical, as well as physical, stimuli are involved in the
might have an altered propensity to provoke the phagocytic effects produced by cartilaginous wear particles on cultures
cells into releasing enzymes. From these considerations, it is of macrophages.
easy to appreciate the possibility of complex interactions Chondroitin sulphate is a major component of cartilage,
between mechanical wear, cellular and biochemical events, which appears to be one of these chemical stimuli (19).
and arthritis. Purified chondroitin sulphate produced a marked elevation

In initial experiments to examine these possibilities, in the secretion of both lysosomal hydrolases and neutral
macrophages and synovial cells were grown in tissue proteinases by cultured macrophages (Table 3). The effect is
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TABLE 1.
Rates of production of proteinases by cells in the presence or absence of wear particles.

Production' of Proteinases (mUb/10 cells/day)
Cell Types Conditions

Collagenase Gelatinase Azocaseinase Pz-Peptidase

without particles 0.73 t 0.06 2.37 t 0.18 1.53 t 0.18 1.92 t 0.17

without particles, 0.97 t 0.10 2.87 t 0.21 2.18 t 0.20 2.41 t 0.21
Murine trypsinised
Peritoneal
Macrophages with particles 1.52 + 0.21 4.84 ± 0.25 2.91 - 0.23 3.53 ± 0.28

with particles, 1.91 - 0.52 6.56 - 0.43 4.28 ± 0.35 5.08 ± 0.46
trypsinised

without particles 0.33 2.52 2.05 1.83

without particles, 0.83 3.15 3.10 2.42
Human Blood trypsinised
Mononuclear
Phagocytes with particles 1.61 4.72 3.22 3.69

with particles, 1.85 5.98 4.86 5.11
trypsini sed

without particles 1.31 t 0.14 3.00 t 0.21 1.33 + 0.21 2.64 ± 0.19

without particles, 2.38 t 0.21 5.19 t 0.46 2.56 t 0.30 3.82 t 0.30
Human trypsinised
Synovial
Cells with particles 5.52 t 0.35 6.52 t 0.53 2.84 t 0.38 5.31 t 0.42

with particles, 9.95 t 0.89 11.56 ± 1.03 5.20 ± 0.51 8.18 ± 0.78
trypsinised

aResults shown for murine peritoneal macrophages are the means ± SEM of six replicate
experiments; for synovial cells, four replicates; and for human blood phagocytes, the
average of two replicate experiments.

b1 unit of collagenase, gelatinase or Pz-peptidase degrades log substrate per min at 37O.
1 unit of azocaseinase degrades 1mg azocasein per hour at 37' .

reversible; within three days of changing the cultures of manner, whether wear particles have arthritogenic
macrophages back to a medium which does not contain properties (21). Intra-articular injections of particles of rabbit
chondroitin sulphate, the production of neutral proteinases articular cartilage into the knees of recipient rabbits provoke
and lysosomal hydrolases returns to normal. an intense inflammatory arthritis. After 3-4 months of

Certain lines of evidence suggest that these effects are receiving 3 mg of articular cartilage per week, the recipient
not limited to the artificial conditions of tissue culture. Wear knees become swollen and inflamed. Histological
particles exist in considerable amounts in many examination of the synovium reveals a marked cellular
osteoarthritic joints (7). Observations such as those shown infiltrate and the presence of cartilaginous wear particles,
in Figure 6 demonstrate the interaction of these particles presumably from the injected material. Organ cultures of the
with periarticular cells and tissues, which may explain the synovium from knees receiving wear particles secrete much
synovitis and other signs of inflammation that often occur in higher levels of both neutral proteinases and lysosomal
osteoarthritic joints. Furthermore, the activities of several of hydrolases than do cultures of control synovium. The
the enzymes measured in the work described here are also cartilage of particle-injected knees is discoloured and its
elevated in tissues taken from osteoarthritic joints (20). metachromatic staining properties are attenuated. These

changes are much more marked than those reported by
Animal Model: Preliminary Results-We have recently Chrisman et al. (22) who conducted similar experiments with

employed laboratory animals to determine, in a more direct dogs. In certain rabbits, the synovium appears to have
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TABLE 2.
Production of extracellular proteinases by macrophages in response to particles of cartilage and latex beads of different sizes.

Enzyme Production (munits/lO cells/day)

Collagenase Gelatinase Azocaseinase Pz-Peptidase

Control Macrophages 0.57 2.1 1.62 1.85

Macrophages and Cartilaginous Particles 1.26 5.9 3.83 4.52

Macrophages and Small Latex Beads 0.92 4.3 3.21 3.93

Macrophages and Large Latex Beads 0.63 2.9 2.03 2.16

One unit of collagenase, gelatinase or pz-peptidase breaks down 1 pg subsubstrate/min at 37* C. One
unit of azocaseinase breaks down Img azocasein/hr at 370C. Enzyme assays on conditioned media were usually
incubated for 18 hr. Small latex beads were added to cultures at a concentration of 100 beads/cell; the
same weight of large latex beads was added to parallel cultures. Powdered meniscus was added at a concen-
tration of 5mq/75 cu cm culture vessel containing approx. 10 cells.

formed an invasive pannus, as found in human rheumatoid elicited a concentration-dependent increase in the
arthritis and in symptomatic artificial knee joints, production of all enzymes measured except lysozyme; this

Experiments are underway to determine whether an finding agrees with previous reports that the production of
immune response has been mounted to the injected lysozome by macrophages is not greatly affected by their
material, or whether the effects can be accounted for by the state of activation,
cellular release of catabolic enzymes, and other factors, It is noteworthy that this stimulation of enzyme
provoked by the particles. Preliminary results suggest that a production occurred without any increase in the number of
systemic response to the injected particles has not occurred; cells per mouse. That is unusual, as most agents which
the recipient rabbits give a negative skin test and attempts activate peritoneal macrophages, such as thioglycollate,
to demonstrate circulating IgG antibodies against the recruit additional cells, so that the yield of macrophages per
particles have failed. Furthermore, the timing and severity of mouse is greatly enhanced. Chondroitin sulphate is not
symptoms is remarkably constant between animals, a antigenic (23). It may, however, have the important propertyfeature which is not normally seen in experimental diseases of reversibly stimulating the local secretion of lytic enzymes,

that rely on an immune reaction. without triggering a full-blown inflammatory response.
Evidence that chondroitin sulphate elicits cellular Workers in Sledge's laboratory (24) have found that the

responses in vivo comes from experiments in which purified ability of anionic polysaccharides, such as chondroitin
chondroitin sulphate was injected into the peritoneal cavities sulphate, to provoke synovitis in rabbit knees increases with
of mice (19). After 4 days, peritoneal macrophages were their molecular weight and charge density. Chondroitin
harvested, counted, cultured and their release of acid and sulphate was shown to produce a transient inflammation;
neutral lytic enzymes measured. Chondroitin sulphate 4 weeks after the termination of the chondroitin sulphate

TABLE 3.
Effect of chondroitin sulphate on the production of acid hydrolases and neutral proteinases by cultured macrophages.

Concentration of ENZYMIC ACTIVITY OF CONDITIONED MEDIUM*
Chondroitin Sulphate Release from cartila e of:

in culture medium (mg/ml) Chondroit'1n Sulphate Hydroxyproline Azocaseinase B-glucuronidase
(pH 7.2) (pH 7.2) (pH 5.1) (pH 5.1)

0.0 4.40 1.04 84 54.7

0.1 7.47 3.09 98 73.6

1.0 8.65 4.67 126 94.9

10.0 9.14 4.77 142 98.3

*Figures quoted are pg of substrate (azocasein, phenolphthalein-glucuronic acid) degraded, or pg
of product (chondroitin sulphate, hydroxyproline) released per 10 macrophages per hour.
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injections, the synovium continued to produce slightly 8. Pautard FGE: Data presented at the -inorganic Biochemistry
elevated amounts of catabolin-like activity, but the Discussion Group" Meeting, Birkbeck College, University of
production of lysosomal marker enzymes equalled that of London, December 1980.

9. Halverson PB, Cheung HS, McCarty DJ, Garancis J, and Mandel
controls (25). N: "Milwaukee Shoulder': Association of Microspheroids Con-

taining Hydroxyapatite Crystals, Active Collagenase and Neu-
General Discussion tral Protease with Rotator Cuff Defects. I1. Synovial Fluid Studies.

Despite its long history and widespread debilitating Arthritis Rheum 24:474-483, 1981.
effects, osteoarthritis remains a problematic disease. It is 10. Werb Z and Reynolds JJ: Stimulation by Endocytosis of theSecretion of Collagenase and Neutral Protease from Raboit
difficult to diagnose at an early stage, and it resists effective Synovial Fibroblasts. J Exp Med 140:1482-1497, 1974.
treatment. Diagnosis relies largely on patient symptoms and 11. Miller K: The Effects of Asbestos on Macrophages. CRC Crit
X-ray data supplemented, in certain instances, by techniques Rev Toxicol 5:319-354, 1978.
such as arthrotomy and arthroscopy. But the occurrence of 12. Cheung HS, Halverson PB and McCarty DJ: Release of Colla-

genase, Neutral Protease and Prostaglandins from Cultured
symptoms is peculiar. Pain, for instance, is not directly Mammalian Synovial Cells by Hydroxyapatite and Calcium Py-
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(26). Yet the incidence of arthritic symptoms is much less Human Monocytes. Effect of Surface-Bound Immune Com-

plexes. J Exp Med. 149:954-968, 1979.
than this. Under such circumstances, osteoarthritis is 14. Biswas C, Dayer JM: Stimulation of Collagenase Production by
frequently diagnosed when it is too late to initiate the Collagen in Mammalian Cell Cultures. Cell 18:1035-1041, 1979
appropriate anti-inflammatory regime or undertake the 15. Evans CH, Mears DC and Cosgrove JL: Release of Neutral Pro-
optimal reconstructive procedures, such as osteotomies to tenases by Mononuclear Phagocytes and Synovial Cells in Re-

sponse to Cartilaginous Wear Particles in Vitro. Biochim Biophysrealign the joint or to restore joint congruity. Treatment is Acta 677:287-294, 1981.
unsatisfactory, in that symptoms rather than the underlying 16. Harris ED, Brinckerhoff CE and Vater A: Release of Collagenase
disease processes receive attention. Thus, an arthritic from Synovial Tissues in Rheumatoid Arthritis. In (Panagi GS
patient with advanced disease may be treated by resort to a and Johnson PM, eds.) Immunopathogenesis of Rheumatoid

Arthritis. Chertsey (Surrey) Reedbooks 40:147-154, 1979.walking aid, while the pathophysiological undertow flows 17. Evans CH: Cellular Mechanisms of Hydrolytic Enzyme Release
unchecked. Alternatively, an unnatural replacement joint of in Osteoarthritis. Sem Arthritis Rheum Vol. 11, Suppl. 1:93-95,
limited anticipated functional period may be the only 1981.
realistic method of treatment. This, of course, reflects an 18. Harris ED, Vater CA, Brinckerhoff CE, McMillan RM and Has-
ignorance of the aetiology and mode of progression of selbacher P: Patterns of Regulation of Collagen Breakdown in

Articular Cartilage. Sem Arthritis Rheum Vol. 11, Suppl. 1:69-
osteoarthritis. Of the existing treatments for severe 70, 1981.
osteoarthritis, prosthetic hip replacements are outstandingly 19. Evans CH and Mazzocchi RA: Chondroitin Sulphate Elicited Re-
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Automated Retrieval of or manual searches. ABLEDATA is presently in the pilot
Information on Assistive Devices stage, with brokers located at Charlottesville, Virginia, and in
(ARIAD) California at Palo Alto, Downey, and Sacramento (4). A pilot

course for the training of additional brokers was planned for

ANDREW V J. SZETO, Ph. D., November 1981, with expansion of the training program
Associate Professor intended in 1982. The ABLEDATA System is now based with
LINDA A. TINGLE, B.S. NARICb"
STANLEY R. CRONK B.S. Other systems also exist, or are believed to exist, but it is

characteristic of the situation that few details are available

Department of Biomedical Engineering and information about them tends not to be widely

Louisiana Tech University circulated. Of the systems reviewed, Accent on Information

Ruston, Louisiana 71272 (AOI) and perhaps ABLEDATA appear able to meet the
generally accepted goal of providing easily accessible,
relevant, complete, and rapid information on assistive

Introduction devices that could satisfy a need. But it could not be said
that a survey of existing conditions finds a satisfactoryApplication ofnew technology to the problems of choice among well established, convenient to use, and

rehabilitative engineering and physical medicine is

producing new kinds of assistive devices, as well as new easily accessible services, in place and available. This seems

versions of familiar devices. In some areas of the field the to be the case whether the seeker is a disabled consumer orv e rs io n s oa p r o v i d erd eo fcd ir e c t r e h a b ilit a ti onh es e r v i c e s.
advances occur so rapidly that individual doctors and related a provider of direct rehabilitation services.

health care professionals have difficulty keeping their In light of the existing situation, the Biomedical

information up to date. A result can be the risk of failing to Engineering Department at Louisiana Tech University has

prescribe the most appropriate-aids for patients. Consumers developed a set of computer programs to achieve

or their families have similar problems when they try, Automated Retrieval of Information on Assistive Devices

independently, to learn about the aids that are now available (ARIAD). The goals of ARIAD are:

for their various needs. 1. To provide a systematic and expandable method of

The situation has prompted a number of efforts to storing information on assistive devices;

categorize and systematize information about assistive 2. To provide computer-aided matching between the end-

devices, and to make relevant information available to those user's functional abilities and limitations versus the

needing it. operational requirements and capabilities of a particular

The U.S. Government's Department of Education device;
3. To provide relevant, usable, and up-to-date informationpublishes a resource guide called Rehabilitation Engineering quickly to the requestor, whether an end-user or a

and Product Information: Resource Guide (1) which lists rehailtaio ser p i a

major sources of rehabilitation information available from rehabilitation service provider; and

private and federal agencies. This is an indirect information 4. To provide an information service that minimizes

source and its main strength is the completeness of its staffing requirements (i.e. as few high-salaried professionals
as briefly as possible) and computer hardware requirementslistings of places to go for detailed information. (Among the (i e. implementable on a modest sized mini-computer).

sources listed are the VA's Office of Technology Transfer, The accomplishment of the above goals, especially the
Smithsonian Science Information Exchange, the National second, is what makes ARIAD different from information
Technical Information Service of the U.S. Department of
Commerce, the National Library for the Blind and Physically systems reported in the literature.Commrce th Natona Lirar fortheBlid an Phsiclly The remaining sections of this paper discuss how ARIAD
Handicapped, NASA's Technology Utilization Program, the functions with the outside world (e.g., with computer
American Foundation for the Blind, National Rehabilitation operators, rehabilitation personnel, and requestors of
Information Center (NARIC), and the Trace Research & information); the coding scheme used to allow efficient
Hadelpen) Cnter oure ev e Com artey storage, matching, and retrieval of information on assistive
Handicapped.) Another resource guide, from the Department devices with regard to the nature of the request; the

of Health, Education, and Welfare, lists more than 50 data s w ithms thatum the nn e s oA D
software algorithms that form the inner workings of ARiAD;

banks containing information on assistive devices for the
disabled (2). bA press-release received early in October 1961 at the Bulletin of

Prominent among the computerized data systems b rs ees eevderyi coe 91a h ultno
Prosthetics Research announced that the National Rehabilitation

intended for widespread accessibility in the field of Information Center (NARIC) has received from the California
rehabilitation aids and assistive devices is a commercial Department of Rehabilitation a $73,467 contract to continue
effort called Accent on Information. It is a proprietory development work on the ABLEDATA System. The release
computerized system developed by Raymond Cheevers (3). described the ABLEDATA System as "Rehabilitation product

information and a network of information brokers ... a service ofThe National Institute for Handicapped Research has been the National Rehabilitation Information Center." Development
sponsoring ABLEDATA, which has been designed to be used work under the contract was said to include increase of the
through persons called information brokers who accept, database from the then current 3,000 to more than 4,000 items by
interpret, and process requests for information. Data held by December 1981. The ABLEDATA letterhead bore the address of
ABLEDATA may be accessed through either computer and/ The Catholic University of America, 4407 Eighth St. N.E.,

Washington, D.C. 20017. Those wishing further information were
referred to Marian Hall at NARIC, telephone number 202-

'All reprint requests and inquiries should be directed to Dr. Szeto. 635-5826.
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supplied by the requestor, the computer operator would
REQUEST FOR INFORMATI ON generate an input disability code which would be used by

ARIAD. The computer would then search through its files,
selecting only data on those assistive devices that could
meet the needs of that disabled person. A listing of the
device information would then be sent back to the requestor
who then makes the final choice.

COMPUTER OPERATOR ARIAD has been designed to suggest potentially suitable
devices rather than to prescribe devices, for two reasons: (i)
The computer operator generally would not have a complete
background on the patient nor be as well-trained in
rehabilitation as the requestor; and (ii) The requestor knows
the patient intimately and is fully aware of the patient's

INPUT Di SAB I LI TY CODE disabilities and his present or desired lifestyle. The
responsibility for prescribing any particular aid would
therefore be best handled by the person having direct
contact with the patient ARIAD has been designed to
function in a manner similar to that of the computerized

CPU HARD Di SK searches for bibliographic information used in libraries.

STORAGE Descriptioneof Coding Scheme
A suitable device for a handicapped person must not

require control actions nor perceptual abilities outside the
residual capabilities of that person. Therefore, some type of

HARD COPY OUTPUT Iclassification of both the disabilities and the device
characteristics is necessary. After considerable research and
study, a single coding scheme has been developed to denote
three key parameters: (i) the physical dysfunctions of the
person, (ii) the physical abilities needed to operate an
assistive aid, and (iii) the disabilities for which that aid was

FMA 1L TO REQUESTOR designed. The first parameter is contained in the disability
code, and the last two are contained in the device code.
ARIAD uses these codes to generate three arrays and then

FIGURE 1. compares them to ascertain which assistive devices are
A block diagram of the ARIAD system implemented on a suitable and which ones are not Details of how the
Digital Equipment Corp. minicomputer POP 11134, with harddisk storage and 256 bytes of MOS memory computer program performs these comparisons are given in

the next section of this paper.

Information about the disabilities of the person for whom
a search is being conducted is entered into ARIAD using a
specially designed disability code. In designing this code,
the various dysfunctions which can result from medical

the type of information available from ARIAD; and finally its disorders such as spins bifida, spinal-cord injury, cerebral
present status. For potential users of such a system, the palsy, amputation, etc., were reviewed. It was decided that a
front and later portions of this paper will be of primary code describing the actual physical disabilities, rather than
interest. For those using or developing information retrieval the medical aspects of the disorders, would be best A code
systems, the sections that discuss the coding scheme and which describes the functional disabilities is unique and
software may be of primary interest, unambiguous, whereas a code denoting medical disorders

This paper has been written for two main aims: (i) to might not accurately reflect a person's actual condition,

propose a coding scheme which will reliably match a especially if there are atypical problems. Nevertheless any
handicapped person's functional limitations with the coding system inevitably involves generalizations.
operational characteristics of an asistive device; and (ii) to Since the quality of ARIAD depends heavily on accurate
publicly describe an information retrieval system that is coding of the devices, a rehabilitation engineer and an
presently serving the people of Louisiana and surrounding occupational therapist do that coding. Then an operator uses
states. the interactive computer programs to add to or edit the

Sof ARMAD existing data bank.

Figure 1 shows a block diagram of the ARIAD program. A Disability Co-ased on a survey of various disabling
doctor, physical therapist, occupational therapist, or disorders, six major categories of deficiencies have been
rehabilitation counselor would write to the department defined: AMPUTATION which covers surgical, traumatic, and
requesting information on available devices to help his congenitally missing body parts; MOTOR which covers
patient-a quadriplegic person, for example. Using motor dysfunctions; TACTILE which covers dysfunction in
information about the patient's functional disabilities as perceiving touch, pressure, vibration, end temperature via
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the skin; BOTH which denotes motor and tactile 13) and legs (7). Such a code might designate a quadriplegic.
dysfunctions in the same part of the body; SENSORY which It is important to note that a disability code does not
covers any dysfunctions in senses other than tactile; and necessarily indicate that a complete dysfunction exists, but
VISCERAL which covers dysfunctions in major organs of the rather some significant degree of dysfunction is present To
viscera such as the heart, kidney, and bladder. These further illustrate, someone with a weak heart might be
categories of deficiencies and the aids for them have been coded as VH., where (V) indicates the visceral category and
respectively abbreviated and cat,-1oged as follows: (H) refers to the heart. Someone who is blind would be

coded as S.B. where (S) represents the sensory category

major Catalog No and (B) represents the loss of sight
A person having dysfunction in more than one major

r (category would have codes for each of his separate

A-Amputation 10,000-17,777 dysfunctions strung together in a series. For example, a

B-Both motor and tactile 20,000-27,777 blind person who has lost motor control in his hands and
M-Motor 30,000-37,777 neck and also has a kidney problem could be coded as

S-Sensory 40,000-47,777 M.25.S.B.V.K, where M.25. represents motor losses (M) in

T-Tactile 50,000-57,777 the neck (2) and hands (5); S.B. represents a sensory loss

V-Visceral 60,000-67,777 (S) in the eyes (B); and V.K. represents a visceral dysfunction
(V) in the kidneys (K).

Within the major dysfunction of "Sensory", four An important feature of this disability code is that the

subcategories have been defined, major categories and the subregions within them do not
need to be listed in any particular order. It is required only

Components of the Sensory Category that the appropriate anatomic subregions be listed following

B-Blindness each category and that periods be used to delineate the
H-Hearing loss categories and subregions. For instance, the previous code
S-Smell could have also been written as follows:
T-Taste S.B.V.K.M.25.

V.K.S.B.M.25.
Under the "Visceral" category, the following subregions V.K.M.52.S.B.

are used:
Device Code--Each assistive device stored in ARIAD is

Visceral Subregions assigned a device code. Based on available information, the
two main sets of characteristics of the device are

H-Heart ascertained: (i) the types of disabilities which the device is
K-Kidney intended to help, and (ii) physical capabilities required for its
P-Pancreas use. The device code uses the same major categories of
B-Bladder dysfunction and anatomical subregions that the disability

More visceral subregions car be added to the above list code uses except that-the alphanumeric symbols carry a
slightly different meaning. In a device code, the presence ofTen anatomical subregions have been defined so that the a "D" in front of any major dysfunction category signifies

site of a particular dysfunction, complete or partial, can be that the device was designed specifically for such a
designated. These subregions are used in conjunction with disability. All major categories in the device code not

the major categories of "Amputation," "Motor," "Tactile," and preceded by a "D" delineate those functional abilities

"MotortTactile." needed to operate the device. The presence or absence of
the D-prefix allows the device code to reflect accurately the

Anatomical Subregions key characteristics of any assistive aid.
For example, the familiar Optacon, which displays printed

1-Head 6-Pelvis letters via vibratory reeds that can be sensed by a blind
2-Neck 7-Whole leg person's fingertips, would be assigned the device code
3-Whole arm 8-Below knee DS.B.B.5. The first part of this code (DS.B.) signifies that the
4-Below elbow 9-Foot Optacon was designed for persons with visual impairments.
5-Hand 0-Mouth The second part of this code (B.5.) signifies that a user must

have both motor and sensory capabilities in his hands in
order to effectively use the Optacon.

The above categories and subregions are used as follows: In another example, the device code DS.B.M.3.S.H.B,5.
The first character of the disability code designates one of would be assigned to an aid that would help a blind person
the six major categories while the successive characters (DS.B.) who must be able to control his arms (M.3.), be able
designate the dysfunctional anatomic or visceral subregions. to hear (S.H.), and who has both motor control and tactile
Periods serve to set off the different major categories and to sensation in his hands (8.5.). An assistive device which
separate the various subregions associated with each major could help such an individual is the laser cane. This
category electronic travel aid for the blind combines a long cane with

For example, the patient disability code 8.37. indicates built-in secondary electronics plus laser detection
that there are both motor and tactile losses (B) in his arms capabilities. Warnings of overhead projections and surface
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irregularities are presented as auditory tones of high and
low frequencies, respectively. Warnings of straight ahead CHECK DEFINE

obstacles are presented tactually by means of a vibratory
reed or electrocutaneous stimulation sensed by the index
finger; see reference (5). SUBROUTINES

Description of Software QUEST ARRAY

ARIAD was written using the FORTRAN IV-Plus Scientific
Programming Language. FORTRAN was chosen primarily for
its speed and ease in programming. ARIAD has been
divided into five phases: (i) the initialization phase, (ii) the
patient array set-up phase, (iii) the device data set-up phase,
(iv) the comparison phase, and (v) the output phase.

The main program, MARIAD, forms the foundation upon
which these phases are built. MARIAD coordinates the data
transfers between the individual subroutines, indicated in MAIN PROGRAM

Figure 2, and also provides the necessary control statements
to bind the subroutines together. In this way MARIAD serves
as the root from which all the subroutines branch.

The initialization phase is handled by the subroutine FIGURE 2.

QUEST. During initialization the following interactive Overall program structure of MARIAD.

questions guide the computer operator in providing the
necessary background information:

1. What is the date? the sensory dysfunctions; the fifth row denotes tactile
2. How many different requests for information do you dysfunctions; and the sixth row denotes dysfunctions in the

wish to make? organs of the viscera. The columns of the matrix contain the
3. What is each requestor's name and address? alphanumeric designations for the affected body parts. For
4. What is each patient's name (or some other identifying example, the matrix for the disability code S.B.V.K.M.257.*

information)? would be
5. What is each patient's disability code?
6. What type of device is desired for each patient? 11 0 0 0 0 0 0 0 0 0
The "type of device" asked in question 6 refers to one of 11 0 0 0 0 0 0 0 0 0

the following classifications: 2 5 7 8 9 11 0 0 0 0
aids for daily living 8 11 0 0 0 0 0 0 0 0
mobility aids 11 0 0 0 0 0 0 0 0 0
recreational aids K 11 0 0 0 0 0 0 0 0
eating aids
hygiene aids Each row of the above matrix ends with the number "11"
occupational aids which acts as the terminating symbol. (When there are no
all aids. dysfunctions in a particular category, the corresponding row

Inclusion of such classifications permits a more focused begins with the number "11" as is the situation for rows 1,
selection of suitable aids for the intended user. If "all aids" is 2, and 5 above.)
selected, a general output of all suitable aids for the The third or motor disabilities row contains the numbers
intended patient is generated. Additional classifications can "2,5,7,8, and 9." The numbers "8" and "9" are not explicitly
be added to ARIAD as needed. listed in the disability code of S.B.V.K.M.257., but they are

The computer operator's answers to the questions are implied by the frequent patterns of physical disability. In this
stored as alphanumeric data because alphanumeric example "7" signifies movement difficulties in the upper leg.
formatting has the desirable characteristic of processing In general, a person who is unable to move the upper leg
data which contains both letters and numbers. Answers to also cannot move his lower leg or his foot. Therefore, when
questions 5 and 6 are used to determine which devices are the number '7" is specified, PARRAY generates the code for
most suitable for the patient Answers to the other questions the other most-probably-affected areas. The same general
appear in the final output pattern of disability is assumed for the case of the upper

The second phase begins when MARIAD calls PARRAY to limb.
generate the patient's disability matrix. This matrix defines When the subroutine PARRAY ends, the device data phase
the functional disabilities of the patient and is used for begins with MARIAD storing data on each of a group of 25
selecting suitable assistive devices during the comparison assistive devices in a two dimensional array named IDV.
phase of MARIAD. Each row of the matrix corresponds to a MARIAD now uses IDV and the subroutine ARRAY to create
particular category of disability. The first row denotes the two more matrices for each device-one matrix describing
disabilities related to amputation; the second row denotes
both motor and tactile deficiencies; the third row denotes -Sensory lou in eyes, visceral dysfunction (kidneys), motor losses
only the motor dysfunctions; the fourth row denotes only in neck, hands, and whole leg.
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the disabilities for which the device was designed to help Information Available from ARlAD
(IDES) and the other matrix describing the abilities required Information provided by ARIAD covers a wide scope of
to operate the device (INOTD). devices, from mobility aids for the blind to recreational aids

The matrices that would be generated for the device for the immobile. Such a broad spectrum of devices is
code-DS.BH.B.5-is shown below as an example. expected to benefit a maximum number of potential

requestors and/or their patients. Practical limitations prohibit

33 0 0 0 0 storing information on every item listed in every catalog of

3 0 0 0 0aids. Only representative aids and their main accessories are
33 0 0 0 0 incorporated into ARIAD. The decision on whether to include

(IDES) B H 33 0 0 or exclude an item depends on the soundness of its design
(disabilities 33 0 0 0 0 and its expected usefulness. These admittedly somewhat

designed for) 33 0 0 0 0 subjective judgements are necessarily based on available
descriptions of the device. A degree of professional
objectivity is contributed by the combined expertise of the

22 0 0 0 0rehabilitation engineer and occupational therapist, with their
access to evaluation literature both at the research and the

22 0 0 0 0 clinical application levels. The final determination of a
5 22 0 0 0 device's soundness, as well as its suitability for a specific
5 22 0 0 0 application with a specific individual user, must remain the

(INOTD) 22 0 0 0 0 responsibility of the person using the system: ARIAD
(abilities 5 22 0 0 0 provides information, not a prescription.
required) 22 0 0 0 0 The information sources upon which ARIAD is based are

as varied as the devices they describe. Almost 100 catalogs
and references have been abstracted for information. A brief

The row terminators for these matrices are '33' and '22' illustrative list of typical sources is given below:
respectively. Again, each row represents a disability International Guide to Aids and Appliances for Blind and
category, and each column represents an affected body area Visually Impaired Persons
or sensation. Since there are 25 devices in each group Everest & Jennings Distributor Catalog
processed, ARRAY generates 50 matrices (25 IDES matrices The Maddak Catalog
and 25 INOTD matrices). The Beok Catalog

Before MARIAD compares the patient's disability array The Green Pages
(IDIS) with the device arrays (IDES and INOTD), each device The Non-Vocal Communication Resource Book.
is checked to see if it corresponds to the device-type Manufacturer's releases on new products are also utilized,
selected during question 6 of the initialization phase. For thus providing information on the latest devices that are
example, if the type selected earlier was hygiene, then only available. Magazines and catalogs also permit periodic
those devices which apply to hygiene will be compared. updating of information about existing devices. When a new

The next comparison is between the IDIS and INOTD catalog comes out, the information in it is checked against
arrays. If the device was not designed to help such a patient, the stored information to insure accurate and current data.
it is deleted from further considerations by MARIAD and the Any new aids are evaluated for possible addition to the data
next device is compared. If no conflict occurs between IDIS bank.
and INOTD for a particular device, IDIS is then compared Information about a potentially suitable assistive device
with IDES of that device for compatibility. When appearing in the computer printout includes a description of
compatibility with both INOTD and IDES is found, this the device, the manufacturer's and/or distributor's names
device is deemed to be potentially suitable and the and addresses, the cost of the devices, the printing date of
information about it is printed out. After all 25 devices have the information source, and the date of the most recent
been compared against the patient's disability matrix, update (Fig. 3). A covering letter attached to the output
MARIAD returns to the device data phase and reads in 25 suggests how the requestor should interpret and use the
more devices. This process continues until all device information provided in response to his oral or written
information stored in ARIAD has been examined for each request.
search request.

In order for MARIAD to operate at peak efficiency, two Preent Status
support programs, FILMOD and SEARCH, have been The advisory service of ARIAD is fully operational and
implemented to permit easy inputting and editing of new available on a no-cost basis. More than 30 formal and
device data. FILMOD reads in new data, checks for errors in informal requests for information were processed during the
the device codes, and sorts the new and old devices first 6 months following an announcement made to the
according to preassigned catalog numbers. If any errors are vocational rehabilitation counselors of Louisiana regarding
found in the data, the errors are printed on the CRT for the availability of ARIAD. The request rate has steadily risen
correction by the computer programmer. Periodic updating since then, as more and more vocational rehabilitation
of information is made possible through SEARCH which counselors, physical and occupational therapists, and
enables the programmer to either update (or delete) a range physiatrists in Louisiana and nearby states have become
of assietive devices or to update just one specific device, aware of ARIAD's utility. However, the request rate for ARIAD
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is not expected to reach the numbers that the proprietary ot-state requests have been processed with favorable
system of Accent on Information has or will reach, simply tesults. Approximately 70% of all requests have come from
because ARIAD is a local system designed to serve the direct rehabilitation service providers, and about 25% have
needs of the region. come from disabled persons or their families. Feedback from

Periodic reviews of the device classifications and the users of ARIAD has been generally positive. Several
coding scheme are being performed. Eight to 10 new suggested changes are being implemented.
devices are added weekly, and updating of the information In summary, ARIAD as described in this report appears to
on previously stored devices is done as new information is be a helpful service for persons involved with prescribing or
received through retail catalogs and advertisements in ordering assistive devices for the physically handicapped.
magazines for the physically handicapped. There are now The information stored, the coding scheme used to
more than 900 representative aids for which data is stored mechanize the matching of handicaps with various aids, and
in a readily retrievable format. the supporting software to keep ARIAD current and growing

ARIAD was originally intended to advise rehabilitation have all proved to be very workable and cost effective. Only
counselors and other direct service providers in Louisiana. one full-time-equivalent person is needed to maintain ARIAD
The request rate of 4 to 6 per month is not surprising or and respond to requests, and the entire information system
indicative of nonacceptance by the intended users. Although has been implemented on a minicomputer of modest size
the service was announced only regionally, a number of out- and capability.

FIGURE 3. DISABILITY CODE CATALOG NUMBER
Sample output of ARIAD. DS.B.M.57. 40012 M

TELESCOPING FIBERGLASS CANE
MADE IN 6 SECTIONS FROM WHITE, TUBULAR FIBERGLASS. CANE SECTIONS TELESCOPE
INTO HANDLE WHEN CASE IS CLOSED. CLOSED LENGTH IS APPROXIMATELY 11 IN VERY
LIGHTWEIGHT AND SENSITIVE TO PRESSURE OR TOUCH. NOT FOR USE BY PERSONS
NEEDING SUPPORT IN WALKING. MADE IN ANY LENGTH DESIRED BY PURCHASER.

MODEL NUMBER: UNAVAILABLE
MANUFACTURER/DEVELOPER:

MR. WALTER L. CRANDELL
7693 LAKEVILLE HIGHWAY
PETALUMA, CA 94952 USA

AVAILABILITY STATUS: COMMERCIAL

PRICE: $10.00

MOST RECENT UPDATE: 06/28/79

DATE OF INFORMATION SOURCE: 1977

DISABILITY CODE CATALOG NUMBER
DS.B.S.H.M.12, 40013 M
AUDIBLE PHOTOCONDUCTIVE LIGHT PROBE
GENERAL-PURPOSE POCKET-SIZE INSTRUMENT DESIGNED TO DETECT AND CONVERT LIGHT
DIRECTLY INTO SOUND, FREQUENCY OF WHICH RISES PROPORTIONATELY WITH INTENSITY
OF LIGHT; NO SOUND IN TOTAL DARKNESS, SHRILL WHISTLE UNDER MAX ILLUMINATION
HAS POTENTIALLY GREAT NUMBER OF USES: DETECT AND LOCATE SOURCE OF LIGHT IN
ROOM, PINPOINT SIGNAL LAMPS SUCH AS THOSE FOUND ON COOKERS AND ELECTRIC BLANKET
CONTROLS, LOCATE LEVEL OF LIQUIDS IN TRANSPARENT CONTAINERS, DETECT DIFFERENCE
BETWEEN LIGHT AND DARK MATERIALS. AID HAS BEEN DESIGNED AS SHORT-RANGE INSTRU-
MENT AND IS NOT SUITABLE AS GUIDANCE AID SIZE: 5 X 3 4 IN. WEIGHT: 3 OZ
MODEL NUMBER: 9432
MANUFACTURER/DEVELOPER:

ROYAL NATIONAL INSTITUTE FOR THE BLIND
224 GREAT PORTLAND STREET
LONDON. WIN 6AA, ENGLAND

AVAILABILITY STATUS: COMMERCIAL

PRICE; AVAILABLE UPON REQUEST

MOST RECENT UPDATE: 06,2879

DATE OF INFORMATION SOURCE 1977
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EDITOR'S NOTE main volume. There is also a Guide to Prescription
The importance of prompt access to current, Drug Costs. The magazine Consumer Reports, cer-

accurate, and reasonably comprehensive infor- tain government reports on foods, drugs, auto-
mation on assistive devices for disabled persons mobiles, or other products, and columns or
has been stressed repeatedly by both profession- departments in magazines on sports, photogra-
als and groups of disabled individuals. Neverthe- phy, boating, etc., report on various consumer
less there seems to be very little literature in either products. Recently announced sources include a
rehabilitative engineering or information science Directory of Biologicals and a New Product/Tech-
on the different users, the types of information nology Sourcebook of inventions in health care,
each category of user needs, or the variety of ap- pharmaceuticals, cosmetics, and toiletries.
proaches available or being developed. Objective In the specialized yet very diversified area of re-
evaluations are needed of the effectiveness of the habilitative engineering, a variety of publications
different approaches of dedicated and enthusiastic (and in some cases their advertising) provide por-
workers. tions of the information needed on assistive de-

Workers in research and development certainly vices for the disabled. Some are published by
do not want to duplicate efforts or "re-invent the groups of disabled individuals. A few examples
wheel." Treatment teams, counsellors, and agen- may suggest the range that is available. Examples
cies or other third-party payers would like to be of commercial ventures are the magazine Accent
aware of the rapidly growing array of devices on Living, edited by Raymond C. Cheever, and the
available, their sources of supply, the respective annual compilation The Green Pages (which is
indications and contraindications, durability, pur- being continued by Mrs. John Erving-see BPR
chase and life-cycle costs of each, and the ex- 10-35). The newsletter Inform, numerous pam-
panding body of reports on user experience. phlets, and the looseleaf Information Sheets are
Manufacturers, too, need feedback on such user published by ICTA (the International Committee
experience. Disabled individuals would like to feel on Technical Aids, Housing, and Transportation of
confident that they are using satisfactory, econom- Rehabilitation International). Each annual Rehabil-
ical devices and that they somehow learn of gen- itation Gazette provides information on numerous
uine improvements. Legislators, budgeters, and devices and publications. Specialized periodicals
many others seek demographic data on numbers like Archives of Physical Medicine and Rehabilita-
and characteristics of actual and potential users of tion, or Orthotics and Prosthetics, or Journal of
assistive devices. Speech and Hearing Research provide valuable in-

Realistically, such ambitious goals are not fully formation, primarily for professionals. The Amer-
attained even in fields with mass markets, though ican Foundation for the Blind publishes an annual
many sources of information exist. Various ele- revision of its catalog of technical aids. Unfortu-
ments are provided for drugs by such sources as nately, none of these inkprint documents enjoys
the Physician's Desk Reference for Consumer the circulation it deserves, and that would be
Products for "over-the-counter" items and the needed to reach the widespread body of profes-
companion Physician's Desk Reference for pre- sionals and disabled consumers.
scription drugs plus the PDR Supplements for the The existing services provided by libraries, and
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by abstracting and indexing services, help to store, output, to use imagination in finding sources or
diffuse, and ritrieve information. A useful recent simply in trying synonyms, and to winnow poten-
survey is presented in the April 1980 issue of the tial useful information from a large body of par-
Drexel Library Quarterly, which has the theme "In- tially irrelevant information retrieved by inevitably
formation Services to Disabled Individuals." The incomplete coding systems. Re-entry with other
final paper describes international activities, coding may sometimes be needed. Interested

Major texts (like Lowman and Klinger's Aids to therapists, reference librarians, engineers, and the
Independent Living-Self-Help for the Handi- "information brokers" in the ABLEDATA system
capped) take years of devoted effort to compile; function in the role: ABLEDATA's brokers "also de-
they can provide wise advice and define stable velop supplemental local information resources"
principles, but editions quickly become incom- according to an October 1981 information release
plete and even obsolete on specific devices. Each issued by The National Rehabilitation Information
individual consumer typically owns a few useful Center (NARIC). But the seeker of information, too,
catalogs, but widespread diffusion to all con- must be active and ingenious.
cerned by constantly revised "hard-copy" texts or The substantial sources, plus the challenges,
catalogs seems utterly impractical and have led to an attempt to organize an Information
uneconomical. Roundtable. Informal meetings were held in 1980

Because of the mass of data, the frequent and 1981 in conjunction with the President's Coin-
changes, and the numerous modifiers or limita- mittee on the Handicapped.
tions, computers seem appealing. Computer sys- Past history has shown that some publications
tems include Cheever's Accent on Information (a cease, texts rapidly become obsolete but are rarely
private venture), the newly emerging NIHR-sup- revised, and projects tend to disintegrate when
ported ABLEDATA, the University of Washington contracts or grants terminate. A major concern is
STORPROD system serving Federal Region 10, and to preserve easy retrieval of expensive informa-
certain computerized aspects of the National Re- tion through accessible, stable, self-supporting
habilitation Information Center (NARIC) compila- systems.
tion (primarily of RSA and NIHR reports). The The paper by Szeto, Tingle and Cronk describes
Clearing House on the Handicapped specializes in the purpose, concepts, software, and early results
referring inquiries to the most appropriate agency with a specific system that is now serving an area
or reference center. There are numerous other in and around a single state. The presentation of
clearinghouses and data banks which include de- that paper in BPR is intended not only to record
vices for the disabled, though usually incidentally that particular project but to encourage descrip-
in connection with primary coverage of some other tions of other systems. Reports of past experi-
aspects. ences and discussions of the respective realistic

The rapid evolution of information science and and economic roles of individual experts with
technology parallels that of computers. Decreasing memory and judgments, collections of printed (or
costs of computers and of memory are encour- manuscript) data, and computerized systems are
aging. Increasingly sophisticated programs should needed. Probably all variants will coexist for years
reduce the load on the user and sharpen the focus to come.
on devices particularly relevant to a clearly stated Juvenal, millenia ago, asked, "Quis custodiet
need. ipsos custodes"-"Who will watch the watchmen

Though answers to many questions are simple, themselves?" Similarly we may need to ask, 'Who
an intermediary expert may often be needed to will serve as clearinghouse for the clearinghouses?"
interpret or rephrase lay questions and technical EDITOR
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Aid for Training and Evaluation Wilson Rehabilitation Center has been evaluating drivers for
of Handicapped Drives several years. All persons requiring medical authorization for

driving are being evaluated. Many disabilities are involved.
STEVEN I. REGER, Ph. D. In evaluation, those persons with partial or complete
ALICE T. MCGLOIN, M.S. quadriplegia (C-5 or below) requiring hand controls have

become a particular challenge. The Keystone Vision
University of Virginia Equipment, the AAA Driver Education System, and the
Rehabilitation Engineering Center Aetna Drivotrainer Simulator are used to evaluate clients.
Charlottesville, Virginia 22903 Reaction time and night vision are easily tested, but the

Drivotrainer had to be modified to accommodate driving
RAVl F. LAW, JR. from a wheelchair. Recently, the evaluation program has
ROANN E. PZENCE, OTR been upgraded by the addition of an occupational therapist
CYNTHIA CLAUS, OTR as a driver-education instructor who is also an evaluator and
Woodrow Wilson Rehab. Center trainer. Fifty percent of her time is spent providing on-the-
Fishersville, Virginia 22939 road evaluation and training for the severely disabled

clients.
Abstract Although these tools are alternatives, and adequate for

An indoor driver-evaluator and trainer-aid vehicle, some clients, they did not provide enough information to
developed to quantify students' ability and progress in predict the abilities of the more severely disabled clients
learning to drive, is described. In general, the such as the quadriplegic. The simulator, although more
instrumentation for each control was built to measure interactive than the others, became more useful as an
operating force and elapsed time. The system consists of exercise device rather than an evaluation tool. In particular,
functional ignition and gear shift control, instrumented the above equipment failed to evaluate the simultaneous
steering wheel, hand controls for brake and acceleration, functions required by "on the road" driving. A new system
and elapsed response time meters for each control. The was needed which would allow the quantification of the
controls allow the major driving functions to be evaluated in major physical variables of driving functions in their
their interactive mode and the subjects to be taught using interactive mode. In addition to evaluation, the
variable mechanical resistance elements. Pilot tests were instrumentation would have to be capable of monitoring
made on nine tetraplegic subjects, spaced over a 4-week patient progress.
period for a subject. Evaluation results by the third test The resulting design criteria called for (i) a realistic
agreed with road evaluation for all six of the subjects who method of testing and monitoring driver performance in
thus far have attempted licensing examinations, braking, steering and acceleration, (ii) training within the

Inrouion spatial restrictions of the driver compartment, and
(iii) provision of visual or auditory feedback during testing

Through technology, persons with severe disability have and training.
been able to achieve mobility independence. An important Following these criteria, the instrumentation should
measure of their independence is the ability to drive a provide the guidance to establish levels of human
personal licensed vehicle (automobile, van, or truck) (1, 2). performance necessary to permit a severely disabled

The Occupational Therapy Department at Woodrow individual to operate a personal licensed vehicle safely.

-*-REACTION -- --- COMPLETION..-- -0
TIME TIME

Torget Force
Light stiml/us

Begin

Force

11._U

Build-Up

(0

to t, t2  TIME
0

FI"E 1.
Idealized force-response curve generated by the driver in the course of a driving task.
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Controls and Instrumentation of the car and controlled by the tester, was added to initiate

During vehicle operation, the driver's ability to apply the the testing sequences. Also visible on the front hood is a

necessary forces to accelerate, to brake, and to steer are not pressure meter, to indicate the force, in pounds, applied to

sufficient by themselves as evaluative tools. The completion the brake pedal. The implemented controls are enabled by

of any of these driving tasks within a time interval and the the modified key-activated ignition system (Si) while

ability to maintain a force level over that interval are movement of the gear shift from N to D closing switch S-2

fundamental to proper handling of the vehicle. The basis of as shown in Figure 3, is used to energize the speedometer

our instrumentation is the simultaneous measurement of motor through the accelerator potentiometer R1.

exerted force and duration, since driving relies strongly on The task of braking involves two phases, reaction and
the interdependence of control force, displacement, and completion. The time from the appearance of the visual
timing. stimulus to the initiation of the brake application is the

Force monitoring of the driver's use of the vehicle controls reaction time. The completion time spans the period from
indicates the course from onset to completion of the driving initiation of braking to achievement of a pre-set braking
task. An idealized force/response curve as it is experienced force. Timers to measure these two task phases, in tenths of
in the acts of braking, steering, or other control tasks is seconds, have been installed in the car. The reaction timer is
shown on Figure 1. The time from a visual stimulus (at to) to started by the appearance of the red light controlled by the
the beginning of force build up (at t,) is a well-defined therapist at switch S4, which is the stimulus to slow or brake
measure of the initial reaction time (RT=t,-t0). The end point the car. This counter is stopped by the initiation of braking
is taken when the pre-adjusted target force is reached. The via the brake relay K2 through activation of brake pedal S.
time to this end point (t2) is that for reaction plus complete Switch S4, held in the therapist's hand, is located out of the
force build up, and the difference is the measure of the task client's vision. To measure the completion time, there is
completion time (CT=t 2-t,). another timer, which commences counting when braking

The instrumented controls were installed in an A.M.C. has been initiated. The completion timer is "stopped" when
Pacera located indoors and adapted with push-right angle the variable pre-adjusted force level on the hydraulic
pull (Gresham Slimline) hand controls and interchangeable pressure switch S9 is attained. This corresponds to applying
steering adapters (Steering ball, V-grip, and wrist stabilizer a specific level of force at the brake pedal. For example
adapter). An overview of the system is shown on Figure 2. when the hydraulic pressure switch is set at 200 psi, the
The engine and automatic transmission were removed and ;utoff pedal force is 40 pounds. This pedal force is
the steering system was disconnected from the wheels, registered on a meter on the front hood of the car.
allowing space for modifications. The speedometer was Using the mode selector switch S7, the tester can evaluate
modified to be controlled by a D-C motor drive, and the the time required for a complete turn of the steering wheel
speed indicator was controlled from the accelerator pedal. A in either direction. When the steering wheel is rotated from
tri-color traffic light simulator, positioned on the front hood the zero position, Ss closes and the reaction timer starts.

'The Woodrow Wilson Rehabili- Digital Steering
tation Center gratefully acknowl- Torque Readout

edges the American Motors Bzraklng Stimuli (chosen and

Corporation's donation of this initiated by therapist)

automobile used in the program. R
°P .. Brking Pre ssure C m l t o i e

S teorling Retmir

RA
-elnrponse imrMode

Switch,.

RIGURE 2.
The instrumented driver evaluator-

trainer aid vehicle used for
assessment of handicapped driver Steering Resistance

performance.
Brake and Accelerator

Hand Controls

Functional Instrumentation
(initiated by ignition switch)



37
Bulletin of Prosthetics Research BPR 10-36 FiN 1981

FIGURE 3.
Instrumented driver evaluator-trainer aid. Switches and relays are
shown in their normal positions.
VI: 110 V a c power
V2: 4.5 V Battery
Ri: Accelerator rheostat
K1: Ignition relay
K2: Brake relay

II -AC IN + - +Si: Ignition switch
CHAR 12V. AT. S2: Gearshift switch

S3: Accelerator pedal switch
S4: Stimulus selector switch
S5: Initiated steering switch

er $ S6: Steering completion switch
S2 S7: Mode select switch

S : Brake pedal switch
S9: Hydraulic pressure switch

SPEEDOMETER

S4 R MOTOR

IK2 5S9 COMPLETION

- ' After appropriate transfer into the auto and proper
positioning with application of seat belts (activities which

V2 act as screening procedures in themselves), the driver was
given a short preliminary orientation to the car. This

SONALERT procedure involved acquainting the driver with the ignition,
I5 accelerator, brake, and steering controls. Orientation was

followed by a primary test of base-time assessment of
driver performance given in a sequence:

1. The ability to maintain constant speed at 40 and
Completion of a 360 degree steering wheel turn then stops 50 mph;
the timer by opening S. The tester is also able to assess the 2. The reaction time and completion time involved in
potential driver's ability to maintain constant equivalent braking after the appearance of the red cue; and
speeds, utilizing the functional speedometer of the auto. 3. The time required for a complete turn in either

The potential driver's performance at steering can be direction.
evaluated by an added friction-drag torque meter. With a This testing sequence was performed on three occasions
mechanical resistance, adjusted by the therapist on the within a 4-week period in an attempt to establish the
steering column, the required steering torque applied by the effectiveness of the system. Each occasion was separated
driver can be increased or decreased. Visual display of the by 7-10 days, the variability being introduced by driver
applied torque level has not been implemented on the illness, and other delays. At the end of the testing period,
system. the clients were again evaluated for their isolated braking

Since a common difficulty in learning to drive with push- performance simulated at 40 and 50 mph. Throughout the
right angle pull hand controls is the inadvertent dual testing period, all of the clients were undergoing
application of brake and throttle, an error warning has been occupational and physical therapy. It should be noted that
included to indicate when this situation occurs. When both this Driver Evaluator-Trainer aid is limited to evaluation of
the accelerator and brake pedals are simultaneously physical capability and it was not designed to measure
depressed (S3 and So are both closed), the circuit to the mentation, perception, and cognition which are also
Sonalert "I is completed and the audio alarm is sounded. important factors in safety and good driving performance.
Relays, battery, and other instruments are located under the
hood. The mode selector, timers and Sonalert were placed Results
in the glove compartment for easy access by the therapist. A small pilot series of 9 clients with traumatic tetraplegia
Made of Oof 5 to 41 months duration was tested. The injury levels

Opealtion represented were: 3 clients with C-5-6, 2 with C-6, 3 with C-7

Orientation, evaluation, further driving training, and and 1 client with C-8 level of injury.
supportive therapy if necessary, are the sequential elements Preliminary data showed that brake reaction times for all
of the training program utilizing this instrumentation, clients were near or below the mean normal value of



38
TECHNICAL NOTE: REGER et al.

0.75 sec given by the National Safety Council (3). Reaction
times, as a function of injury level for simulated 40 mph 0.8
speed (Fig. 4) indicate only a weak dependence of the brake 0,

reaction time on the level of injury. On the other hand, brake
completion time (as shown in Table 1) confirms the 2 0.6
suspicion that it is a more meaningful indicator of driving
capability. For Table 1 a target brake pedal force of 40 lb was z
selected from "on the road" tests with similar cars at 40 and 2 0.4 -I-
50 mph. This 40 lb brake pedal force was found to be S
adequate to stop the car within the braking distance
prescribed by the National Safety Council (3) at either speed. W
The results tabulated by injury level affirm that the brake I I__
completion time is slower-as either elbow extension or C5-6 Ce C7 Ce
shoulder rotation or both are diminished to "fair" or poorer
values. SPINAL INJURY LEVEL

Optimal steering performance has also been evaluated FIGURE 4.
for a complete left and right turn of the steering wheel with Brake reaction time as a function of spinal cord injury level.
the rating of the corresponding movement. A group of 10
non-handicapped drivers were tested, each several times,
and the less than 1.1 sec average turning time they Conclusion
produced was accepted as the control value. Similar results
are shown in Table 2 for most of the patients tested, using An efficient use of this system relies on the services of
plain steering wheel if possible or a knob if necessary. Seven the therapist and on-the-road training, as well as the dual
of the clients showed turning performance times of 1.1 sec nature of the system as evaluator and trainer. It is
or less when good-to-normal shoulder function was recommended that this system be used for primary
demonstrated. Diminished shoulder function resulted in screening to access base-line performance levels, and to
longer turning time. determine what muscles/functions need strengthening or

How well the system can predict if an individual will be substitution. Then, with therapy and repeated use of the
licensed is illustrated by Table 3. The results of the isolated testing system, it is recommended that the client be taken
braking and steering tests for each occasion have been on the road for evaluation when he is able to apply
converted to "ready" or "not ready" on the basis of the 40 pounds of force to the brake within 2 seconds and
individual's performance. "Ready" denotes a reaction time of complete a turn within 1.1 seconds. These specifications are
0.4-0.8 sec, the ability to apply 40 lb of force within 2.5 sec, tighter (more conservative) than the minimum conditions
and the time for a complete turn within 1.1 sec. "Not ready" found earlier for the control of similar cars. An on-the-road
denotes a poorer performance on these tests. The results of evaluation provides the necessary performance stimuli
the client's on-the-road evaluations, if conducted, have also which are required for driving progress. The indoor system
been included. For three of the six cases in which road tests could then be used to monitor further task progress or
have been given, there is agreement between the results of indicate therapy requirements, while on-the-road training
tests on occasion one and the road evaluation. With the continues.
second test, the correlation exists for a different three of the
six clients. By test occasion number three, the results of the References
tests agree with the road evaluations for all six cases. Thus 1. Gurgold GD and Harden DH: Assessing the driving potential of
the ability of this new evaluation tool to predict driver the handicapped. Am J Occ Ther 32(1):41-47, 1978.
performance appears to be optimal after three test 2. Long CH: Handicapped driver, a national symposium. J of Rehab

40:34-38, 1974.
occasions, which in this series were spaced over a 4-week 3. Defensive Driver's Manual: 6th Edition, National Safety Council,
period of continuing therapy. 1971.
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TABLE 1.
Isolated braking completion times and joint function by levels of spinal injury, at Occasion 3.

Completion time Target Shoulder Elbow
Client (Sec.) pedal force rotation extension injury

50 MPH 40 MPH (Ib) grade grade

9 0.4 0.4 40 Good - Good - C8

8 0.5 0.5 40 Good Good C7
7 0.5 0.5 40 Fair Normal C7
1 0.8 0.4 40 Fair + Poor C5-6
6 0.9 0.8 40 Good + Fair + C7
5 1.6 1.9 40 Good Zero C6
4 2.0 23 40 Normal Poor C6
3 2.2 4.4 25 Good - Zero C5-6

2 - 5.6 35 Poor - Zero C5-6

TABLE 2.

Steering performance and muscle function by levels of spinal injury, at Occasion #3.

CLIENT COMPLETE TURN MUSCLE
time (sec) Ant. Post. Pector. Bicepts INJURY

No. Left Right deltoid deltoid major and LEVEL
brachiorad.

9 0.7 0.7 G+ G+ G+ G+ C8

8 0.8 0.7 G G G G+ C7
5 0.8 0.9 G G G- G-N C7
7 1.0 1.0 N N N N C7
6 1.0 1.1 F+ G+ G+ G+ C7

1 1.1 1.0 G+ G+ G+ G+ C5-6
4 1.1 1.0 N N N N C6
3 1.4 1.4 G - G- G - G C5-6

2 3.2 5.4 F- F F- G C5-6

TABLE 3.

Evaluation of client's driving potential: isolated steering and braking tests

Client Occs. #1 Occs. #2 Occs. #3 On-the-Road
No.

9 Ready Ready Ready No road test

8 Not Ready Not Ready Ready iUcensed

7 Not Ready Not Ready Ready No road test

1 Not Ready Not Ready Ready Licensed

6 Not Ready Not Ready Ready No road test

5 Ready Not Ready Ready Ucened

4 Not Ready Not Ready Ready Licensed
3 Not Ready Not Ready Not Ready Not Ready

2 Not Ready Not Ready Not Ready Not Ready
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Scotchcast 5 PVC. Interim Prosthesis prominences, as was used in the removable rigid dressing
for Below-Knee Amputees technique (5,6).

YEONGCHI WU, M.D. ,' 2. Cover the tube sock and the cotton paddings with a

MICHAEL D. BRNCCK, C.PO.b 5-ply wool stump sock to a level above the knee. Mark on

NAROUW J. KRCmK, C.C.T, the wool sock the patella and the trim line of the socket to

TINOTHY D. PUTNAM, M.D., be made.

JOSEPH S. STRATIGOS, M.D., 3. Apply a strip of 10-cm-wide Scotchcast tape (by 3M

'Veterans Administration Co.) or similar casting tape, longitudinally around the stump
Lakeside Medical Center, starting from the patella, down over the tibial tubercle and
Chicago, Illinois 60611 the tibial crest, and turned under the distal end and upward
bRehabilitation Institute of Chicago to the popliteal trim line. This strip provides a smooth inner

hiaio Instiut of1 Csurface of the socket over the bony prominences. After this
Chicago, Illinois, 60611 longitudinal layer, apply the rest of the Scotchcast tape

Adoption of newly available materials and knowledge, evenly over the entire stump following the routine
bandaging technique. Exert moderate manual tension to the

through trial and error experiment, sometimes can result in Scotchcast tape to ensure firm adhesion between the layers.
an increase of productivity as well as improvement of Cut along the postero-medial and postero-lateral corners, so
quality. This is often true in industry in general, and can also that a flared posterior edge can be formed by asking the

be true in the prosthetic field. This paper describes a patient to flex the knee.
fabrication system combining many widely used techniques
(2,4,5,6) and accepted principles (3) and a few new time- 4. While waiting for the Scotchcast tape to set, manually
saving approaches in making a below-knee interim apply extra pressure between the posterior wall and the
prosthesis. Using this approach, a skillful prosthetist can patellar tendon area to form a PTB bar and control A-P
fabricate an interim prosthesis in less than 2 hours.* The diameter for weightbearing. After the tape is set, in about 10
goals are to improve service to new amputees by speeding minutes, remove the socket, cut along the trim line, and fold
provision of interim prostheses and reducing visits to the wool sock outward for a smooth edge (Fig. 10.
prosthetics facilities. These techniques can also increase the
productivity of prosthetists. B. Determining the "Axis" and "Height" of the Socket (Fig. 2)

Details of the Procedure The patient is then asked to wear his usual sock and shoe
on the remaining foot, and two to three tube socks and the

A. Making the PTB Socket socket (with cotton padding removed) on the residual limb.

1. When the residual limb is healed and no longer He then stands in the parallel bars with the bottom of the

edematous, (though further shrinkage will be expected from slightly flexed socket resting on a padded adjustable
weight-bearing exercise) usually two to three weeks after automobile jack. The jack is adjusted until the anterior

surgery, a tube sock (with the elastic band removed) is worn superior iliac spines are even. The patellae and the patient's
over the residual limb. A tube sock is similar to an athletic subjective feeling are checked. While bearing full weight, the

sock but without a shaped heel, and is commercially patient adjusts the socket axis to the most comfortable

available at low cost at many department stores. Patches of position. Then, the end of a small spirit level is attached
cotton padding, three layers thick and tapered at the edges, with putty to the lateral surface of the socket, and adjusted

are applied over the bony prominences of the tibial tubercle, so that the air bubble is maintained in the center (Fig. 2,3).
the tibial crest and the fibular head- Eight to ten layers of In addition, another spirit level is attached to the anterior
tapered cotton padding are also used over the distal end of wall, leveled, and is adjusted so that its long axis is parallel
the tibia (Fig. 1-A). The cotton padding, differing from the to the line of progression. A mark, arbitrarily 18 inches from

felt used in the immediate postsurgical fitting (IPSF) (1), is the ground for adult males, is made on the wall for control

used as a "spacer." It will be removed after the PTB socket is of the height of the socket. The shoe on the remaining foot

made to provide graded pressure relief over the bony is traced on cardboard or heavy paper.

*The 'less than 2 hours" refers to direct fabrication time only, and C. Assembling the Pylon-Foot-Shoe Unit
does not include travel to and from the hospital, patient
evaluation, subsequent adjustments, or overhead activities such For the pylon unit 11/2 inch inside diameter, thermoplastic
as billing and bookkeeping. polyvinyl chloride (PVC) pipe is used. The pipe is softened

on one end with a heavy-duty hot air blower (heat gun),
NOTE: This Technical Note is partially based on a paper presented
at the annual meeting of the American Academy of Physical Medi- then snugly fitted to the metal plug attached to the top of

cine and Rehabilitation, Washington, D.C., October 1980. the SACH foot. The junction of pipe over plug is further
Please address reprint requests to Yeongchi Wu, Research De- reinforced with a hose clamp. The proximal end of the PVC

partment, Rehabilitation Institute of Chicago, 345 East Suparior St., pipe is then sliced longitudinally (preferably to small holes
Chicago, Illinois 60611. A "IdeMap which supplements the text is
also available. Tape may be obtained directly from Dr Wu at the as crack-stoppers) into four sections, softened, and bent
above address, or by writing to the Editor, Bulletin of Prosthetics outward into X-shaped bars. The height of the pylon-foot-
Research, VA Office of Technology Transfer (1 53D), 252 Seventh Ave., shoe unit is now slightly lower than that of the adjusted jack
New York, N.Y. 10001. (Fig. 3).
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FIGURE 1.
Application of cotton padding (A)
for casting the Scotchcast PTB
socket (B).

B
D. Alignment of the Socket and the Pylon Foot-Unit (Fig 4) c) adjust the height so that the mark on the socket wall is

1. Sketch a prosthetic shoe print symmetrical about the 18 inches from the table top (Fig. 2,5C);
axis of progression to the tracing of the shoe on the d) determine the "center" of the socket at the midpoint of
remaining foot (Fig. 2). Identify the "alignment reference the AP axis from the center of the PTB bar (Fig. 4);
center" at the junction of posterior and middle thirds on the e) adjust the clamp and socket so that the vertical plumb
longitudinal axis of the prosthetic shoe print. Place the print line (alignment axis) points at the "center" of the socket (Fig.
on the work table of a vertical alignment fixture, so that the 4,5B); and finally,
"alignment reference center" is under the plumb line (on the f) if necessary, rotate the cardboard about its vertical axis
alignment axis) (Fig. 5A.) Place a thumbtack to fix the through the alignment reference center (thumbtack) to
"reference center" to the work table top This permits provide the desired amount of toe-out in relation to the line
turning the cardboard (Fig 5B) if needed for adjustment of of progression guided by the long axis of the anterior spirit
degree of toe-out without displacing the alignment reference lev'l on the socket wall (Fig. 5B).
center 3 The next step is to bring the pylon-foot-shoe unit into

2. The following steps are then taken to position the position (Fig 5D) and to connect the PVC pylon to the
wool-sock-lined socket in the clamp of the alignment fixture socket by softening and molding the four x-shaped bars on

a) adjust the mediolateral tilt until the bubble of the lateral the outer surface of the socket (Fig. SE). This step is
spirit level is centered; facilitated by using double-sided mounting tape between the

b) adjust the socket flexion according to the anterior spirit PVC bars and the socket wall. Then, remove the levels and
level; apply another roll or two of Scotchcast tape to reinforce the
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LEVEL 7 LEVEL

1C

FIGURE 3.
Determine the position (axis and height) of
PTB socket by the patient during full weight
bearing. Use the anterior and !ateral spirit
levels to maintain and monitor the medio-
lateral tilt, flexion of the socket. The height
of the socket is monitored by a mark at a
specific height, from the ground, 18 inches
for a typical male adult.

FIGURE 2.
The lateral spirit level is
used to control medio-lateral
tilt while the anterior level is
used to control flexion of
socket and degree of toe
out.

AXIS OF SOCKET FIGURE 4.
Relationship between the PTB socket
and pylon-foot-shoe unit.

aVERTICAL
ALIGNMENT AXIS

'CAL attachment of the PVC pipe on the socket. Place Scotchcast
in the V-shaped gaps between bars in an effort to reduce

CENTER stress concentration. Finally, attach the supracondylar strap

OF SOCKET (and sometimes a waist belt as in Fig. 6) for suspension.
Although re-alignment of the prosthesis can be done by
softening the PVC pipe with a heat gun (2), it has rarely
been necessary.

Sometimes, the interim prosthesis can be foamed and
laminated to form a definitive one.

Discussion

For preparatory prosthesis, the use of Lightcasl for PTB
A -. socket (4) and the use of PVC pipe as part of the pylon unit

(2) were reported earlier. Yet, the combination of the two
approaches was not described in those articles. The purpose
of our approach, initially, was to try a simple preparatory

LIGNMENT prosthesis, for gait training while the patients were waiting
REFERENCE CENTER (often many weeks) for the standard VA temporary
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VERTICAL B C
ALIGNMENT

AXIS

CENTER

RGURE 5.D
Steps of alignment:DE
A. Place the 'Alignment Reference Cen-
ter" of shoe print into the vertical align-
ment axis (plumb line).
B. Adjust the axis of the socket accord-
ing to the levels, and the height accord-
ing to the mark 18 inches from work
table top.
C. Bring the "center" of PTB socket into
alignment axis (pointed by the plumb
line) and adjust rotation of prosthetic
foot.
D. Match pylon-foot-shoe unit to the
shoe print on the cardboard.
E. Soften and mold the four bars, held
by double side mounting tapes, onto
the socket.

prosthesis from the regional laboratory at another medical Direct formation of the socket on the residual limb, using
center. the cotton padding (spacer) method (506 provides a graded

Since 1979, we have used this system on 25 patients pressure relief over the bony prominences, and in some
including two bilateral BK amputees. Mechanical failure of cases sensitive areas, while uniform pressure is distributed
the system has never happened. The longest period of use over the rest of the stump and a desirable higher unit
was 90 days until the patient received his VA training pressure exerted over the patellar tendon for weightbearing
prosthesis. On a patient with 330 pounds body weight, a (3). The use of a thick wool sock as the liner for a smooth
total of 5 rolls of Scotchcast tape were used-with excellent inner surface, and the wearing of tube socks, replace the
results. need for a soft insert in our system. Both direct casting on

An advantage of this technique, besides light weight, the residual limb and elimination of the soft insert are
comfortable fitting, and only rare need for realignment, is effective time-saving approaches in making the PT8 socket.
the reduction of fabricating time, often to less than 2 hours. Alignment techniques used are also markedly simplified,
This is achieved by the following: (i) direct formation of the although they do follow common principles (3). To connect
socket on the residual limb using the new casting material the socket (upper section) and the prosthetic foot (lower
and simple pressure relief technique, (ii) use of wool sock section), three independent factors are involved: (i) the
lining as the soft insert, and (iii) precise static alignment of position of the prosthetic foot; (ii) the position of the socket;
the socket to prosthetic foot to replace the conventional and (iii) the relationship between the socket and the
dynamic alignment procedure. prosthetic foot. Since the prosthetic fcot is the foundation
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FIGURE 6.
Gait training using

Scotchcast-PVC
prosthesis.

for the alignment, all that is required is the stability of the "alignment reference center" in our 20 definitive or
pylon-foot-shoe unit on the floor (or work bench). The temporary below-knee prostheses aligned by conventional
position for the socket, however, involves the "height" as dynamic technique, we believe that simply bringing the
well as the "axis" (a result of mediolateral tilt and flexion) of "center" of the PTB socket onto the same vertical axis with
the socket. This position can be readily and accurately the "alignment reference center" would approximate the
determined by the patient while standing with the socket on. same goal as the dynamic alignment process. This has been
While bearing full weight, the patient adjusts the socket to proved by the fact that realignment in our system was rarely
the most comfortable position. Once this is achieved, with necessary in 25 consecutive cases. Two cases aligned by
no excessive pressure to any certain area of the residual eye (to test the need for the spirit levels) were inadequate:
limb experienced by the patient, the exact "axis" (i.e., the they were then refitted with the recommended techniques,
mediolateral tilt and flexion) of the socket is maintained by leading to perfect results.
temporarily attaching two spirit levels. The exact "height" is The "center" and the "axis" of the socket are two
defined by a mark on the socket wall. During the transfer independent factors, and must be considered separately. The
from the residual limb to the alignment fixture, the degree "center" of the socket must be in the alignment axis (Fig. 4)
of mediolateral tilt, flexion and rotation of the socket is and the "axis" of the socket should be flexed to match the
monitored accurately by the spirit levels, most comfortable position of the residual limb determined

While the patient determines the position of the PTB by the patient during full weightbearing. From a practical
socket, it is possible to make certain that the socket fits viewpoint, establishment of the most comfortable position
comfortably as in the check socket procedure, thus avoiding (axis) of the socket by the patient while standing on the jack
later time-wasting in correcting a poorly cast, improperly is a modified form of dynamic alignment, while alignment of
modified, or otherwise faulty socket normally discovered the "center" of the socket to the prosthetic foot is a precise
only after attachment to the pylon unit. and simple method of static alignment.

The relationship between the socket and the pylon-foot- From our experience, using Scotchcast casting tape and
shoe unit in the conventional approach is determined by PVC tubing along with a simplified alignment technique by
dynamic alignment. Since the "center" of the socket at PTB a nearby certified prosthetist-orthotist (M.D.B.) has resulted
bar level was found to fall vertically at or very close to the in improved patient care at this VA Medical Center where no
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prosthetic workshop is available and where delay in
obtaining a standard training prosthesis has been a
problem. To this date, we have had no major complications
associated with its use except for two earlier patients who
developed very mild superficial skin breakdown over the
tibial end. Those incidents led to the application of thicker
distal cotton padding and the wool sock lining in making the
PT8 socket

This interim prosthesis is very practical and effective. It
has been well received by the patients and the staff E
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Margaret J. Giannini, M.D., Director

Development and Evaluation sibility of operating a number of useful The Phase I technical plan calls for the
of a New Artificial Larynx devices, ranging from electric typewrit- development of a clinical evaluation in-

VA Medical Center ers and voice synthesizers to telephonic strument, which will nct reflect the final
Gainesville, Florida 32602 communication systems and environ- prototype configuration in appearance,

mental controls. power consumption, portability or size.
Lewis R Goldstein, Ph.D., Howard In practice, the user points a head- Functionally, however, the SPA-SYN-

B. Rothman, Ph.D., and Calvin mounted sighting device at an adjacent COM instrument wilf perform in an
C. Olivr, Ph.D. target board that contains blocks of let- identical manner to the envisioned

Continuation and modification of the ters, numbers and symbols for various prototype.
prototype artificial larynx is still under- control functions. The user's line-of-sight Essentially, a straight-forward engi-
way. There are no new developments to to the target board is measured through neering approach is planned to develop
report at this time. the spatial relationship between two the research-grade communication aid.

electromagnetic dipole antennas: a fixed There are four major steps to the ap-
source mounted behind the head and a proach: System Design, Hardware/Soft-

Development of a Communication sensor mounted on an eyeglass frame. ware Design, Unit Testing and System
Control Aid Using Electromagnetic Measurements of the position and ori- Integration and Test. The System De-Tracking Technology entation of the user's head-mounted sign process defines the functional ele-

sensor can thus be converted into lo- ments of the instrument in terms of their

VA Medical and Regional Center cations on a passive target board. input, output, transfer, and interface pa-
White River Junction VT 05001 SPA-SYN-COM was successfully rameters. This effort will result in spec-
an E. Bush, M.B., B. Chir., Ph. D. demonstrated at the DeGoesbriand Unit ification documentation sufficient to

of the Medical Center Hospital of Ver- design the exact hardware and soft-
Polhemus Navigation Sciences, Inc. mont in Burlington the week of May 19, modules for system implementation.
P.O. Box 296 1980. The modules will be integrated and the
Essex Junction, Vermont 05452 Based partially on the results ob- resulting instrument tested for compli-
Jack Scully tained in that demonstration, the Reha- ance with the specifications.

bilitative Engineering Research and In conjunction with the design pro-
Polhemus Navigation Sciences, Inc. Development Service of the Veterans cess, equal attention will also be given

(PNSI) of Vermont, a subsidiary of The Administration, operating through its to the Cost Benefit Analysis segment of
Austin Company, has continually been Medical and Regional Office in White the program. Any areas of design that
developing SPASYN (SPAce SYNchro- River Junction, Vermont, decided to represent cost trade-offs will be noted
nization), a company-patented electro- support the PNSI proposal to develop and justified. For example, the size re-
magnetic position and orientation the communication aid. A three-phase quirement of the microprocessor mem-
measurement technique. The SPASYN program was proposed: in the first ory for the research instrument is a
concept has been successfully em- phase a research-grade instrument is function of software development rather
ployed as a head-tracking device which being configured; the second phase will than of the computational and/or oper-
is used by military pilots as a helmet- involve the clinical evaluation of the in- ational requirements. Notation and jus-
mounted sight system. PNSI has begun strument at Trace Research and Devel- tification of such cost trade-offs will
to design and develop a new applica- opment Center at the University of enable a more accurate assessment of
tion of this technology: a communica- Wisconsin; and the third phase will pro- the cost of a final configuration. Other
tion aid for the handicapped called SPA- vide for the prototype development and critical areas which will be carefully as-
SYN-COM. Originally conceived by testing. sessed for cost versus benefit will in-
James Krieg, a PNSI systems engineer, At present, the VA views successful clude: manufacturing techniques, power
SPA-SYN-COM is envisioned to be a completion of the first phase of the pro- consumption, component availability
portable direct-selection device en- gram as a requirement for additional and future interface requirements such
abling even the more severely disabled funding authorizations. Work on Phase I as environmental controls, telephone
person to communicate by either small began in earnest at PNSI on June 29, modems, speech modules, etc.
natural movements of the head or by 1981 and will continue for one year, at Documentation of the total engineer-
some other controllable part of the body. which time the clinical instrument will ing effort and the Cost Benefit Analysis

When fully developed, SPA-SYN-COM be available for evaluation and testing. will be included in the final report for
would offer disabled persons the pos- Phase I of the program.
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Studies of Normal and Abnormal 78 years, were tested before surgery and and walking performance measure-

Motion 2 and 4 years after surgery. None of ments (Fig. 1). Average hip muscle

Kinesiology Research Laboratory these patients had complications re- strength measurements in the men

VA Medical Center lated to the total hip replacement, such showed slight, but not statistically sig-
Wood, Wisconsin 53193 as loosening or infection, and none of nificant, declines from 2 to 4 years after

the patients had any neurological dis- surgery (Fig. 2). For most patients, the
Mary Patricia Murray, Ph. . ease or major problems with other joints 2 and 4 year levels of performance were

During the period from January 1 to in the lower extremities. still below the normal limits of variabil-
June 30, 1981, the Kinesiology Research The study showed that, on the aver- ity for comparable age and sex groups.
Laboratory continued its investigations age, men and women with these re- Preoperatively, we had tested 110 pa-
into the nature, rate, and extent of placements were significantly improved tients. Of this original sample, 52 did not
change in functional performance in pa- 2 years after as compared to before sur- meet the criteria for this long-term study,
tients with total joint and other recon- gery. Improvement was measured in al- either because of inability to follow-up,
structive procedures in the lower most all of the components of function complications related to the hip replace-
extremities. tested, including range of hip motion, ment, or severe arthritis of other joints.

To help determine the duration of hip abductor and adductor muscle From information gathered on these pa-
benefits in functional performance re- strength, weight distribution between tients, an estimate was made that ap-
suiting from total hip arthroplasty, ki- the feet during standing, and multiple proximately 70 percent of the patients
nesiologic testing was completed over components of walking performance. in the original sample of 110 were still
a 4-year period on 58 patients with 72 During the period from 2 to 4 years after functioning better 4 years after surgery
Charnley and Muller total hip replace- surgery, the patients tended to maintain than before surgery.
ments (1). The patients, who averaged the 2-year level of performance, partic- Two studies to assess the effect of
62 years of age with a range from 22 to ularly as regards range of hip motion different surgical procedures in groups

FIGURE 1.
Mean free-speed and fast-walking ve- NORMAL MEANS - 2 S.E. PATIENT MEANS
locity, stride length (2 successive steps) ' FAST SPEED -- A-- FAST SPEED
and cadence for 25 men and 33 women FREE SPEED ... FREE SPEED
before total hip replacement and 2 and
4 years afterward. All patients were
walking without support. Range of nor-
mal variability defined by 2 standard MEN WOMEN
errors above and below the mean is in-
dicated by shaded horizontal bars for VELOCITY
free-speed walking and diagonally
striped horizontal bars for fast walking _ 105 105
for men and women. Reprinted with
permission from Clinical Orthopaedics -75 75l
and Related Research, No. 147, June :
1981, p. 122. ..
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FIGURE 2.
Mean maximum isometric hip abductor and adductor muscle strength before surgery and 2 and 4 years afterward
for 30 hips replaced in men and 42 hips replaced in women. The shaded area bisected by the horizontal line represents
the normal mean and 2 standard errors above and below the mean for normal men and women. Reprinted with
permission from Clinical Orthopaedics and Related Research, No. 147, June 1981, p. 121.

of patients with the same type of hip Dr Gore in analyzing and interpreting Remote Control Writing
replacement are near completion. These data and publishing a manuscript on a Clinical Bioengineering Laboratory
include a study comparing functional project in which 7642 girls and 751 boys VA Medical Center
performance of patients with and with- were screened for spinal deformity in a ~ Roxbury, Mass. 02132
out osteotomy of the greater trochanter, Wisconsin county of approximately We r, Mas. 023
and a study comparing functional per- 100,000 persons (3). Two hundred forty- RS Walker, Ph.D. and
formance of patients operated through three girls and 13 boys had scoliotic T. Sum, B.S.
an anterolateral as opposed to a poste- curves of ten degrees or greater. Deter-
rior approach to the hip. mination of curves which would prog- This is a pilot study to assess the fea-

During the period covered by this re- ress was found to be unpredictable. sibility of generating "handwriting" by
port, the Laboratory also published a Identification of progression was pos- inputting the motion with the chin. This
book chapter in a text, Clinical Biome- sible only by repeated examinations. may be of particular value to the quad-
chanics: A Case History Approach (2). riplegic, whose only other method of
This book chapter, written on request, written communication is by mouth-
combined information from two pre- 1. Murray MP, Gore DR, Brewer BJ, Mollin- stick or typewriter or video with specialger LA, Sepic SB: Joint function aftervious works done at the Kinesiology Re- total hip arthroplesty: A four-year fol- keyboard controls. The advantages of
search Laboratory on the antalgic low-up of 72 cases with Charnley and the system would be speed, versatility,
maneuvers in the gait of patients with MUller replacements. Clin Orthop and simplicity and the satisfaction of pro-
hip pain and the compensatory maneu- Rel Res 157:119-124, June 1981. ducing script. Funding sources for this
vers in the gait of patients with hip fu 2. Murray MP, Gore DR: Gait of patientswith hip pain or loss of hip joint motion, work, in addition to the VA, are the Par-
sion. In the text, gait information from Chap. 9, pp. 173-200. In Clinical SBio- alyzed Veterans of America, and How-
these two studies was synthesized with mechanics: A Case History Approach medica, Inc.
biomechanical principles in order to elu- (J Black and JH Dumbleton, ads). New Both mechanical and electronic sys-
cidate the relationships between gait York: Churchill Livingstone. 1911. tems have been made for the evaluationdeitions hrelijoint in, aend gt 3. Gore R, Paehl R, Sepic SB, Dalton A:deviations, hip-joint loading, and the Scoliosis screening. Results of a com- proce5. The former employs a system
mechanical energy cost of walking. munity project. Pediat 67:196-200, 1981. of linkages and has been used for on-

The Laboratory also collaborated with site tests where the individual is asked
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to trace standard shapes representing Quantftatie Analysis of the Effect to the complexity of the computations
script, as well as make script which is of Total Hip Arthroplasty on involved.
compared with a pre-injury sample. A Stress and Strain in the Human In order to expand the scope of the
computer program is now being written Pelvis project and allow for consideration of
to evaluate tests in terms of accuracy VA Medical Center many variables inherent in the place-
and speed at the time of the tesL A joy- Gainesville, Florida 32602 ment of acetabular components, a mi-
stick into an aid converter will be used crocomputer-based data acquisition
The other electronic tests are to mea- WIllIam Petty, M.D.. Gary J. Miller, system is being developed to increase
sure the frequencies and accuracy of up Ph. D., George Piotrowski, Ph. D. the number of strain gage readings that

and down and side to side motions, The present project is a continuation can be made from each specimen and
based on the coupled oscillation model of an earlier study (1) investigating the to provide for real-time analysis of the
of handwriting. A sample of "chin writ- changes in the strain field in the human acquired data. This system is described
ing" from a patient is shown (Fig. 1). pelvis after implantation of the aceta- schematically in the flow chart of

bular component of a total hip arthro- Figure 1.
plasty. The previous investigation utilized Cadaveric hemipelves and their
three strain gage rosettes (with three matched proximal femurs are being
gage elements each) glued to a hemi- procured. Each hemipelvis will be in-
pelvis which was loaded to simulate strumented with five strain gage ro-
conditions during stance phase of gait settes, for a total of 15 gage elements
while pelvic strain data were recorded on each hemipelvis. Corresponding gage
on a strip chart recorder. Comparative elements for each hemipelvis will be
results using an Austin Moore hemi- connected into a half-bridge in the
prosthesis and subsequent implanta- 'bridge completion and calibration" box,

AZG tion of a conventional acetabular which will also contain the resistors nec-
component load with matching Charn- essary to complete the 15 Wheatstone
lcy type prosthesis were obtained. Pro- Bridges. The signals generated by each
cessing of the data from 12 such tests of the 15 strain gage bridges, as well as

1 i V yJ ,( required a minimum of three weeks due the load cell used to monitor the ac-

IFT 1 1111T

In PELVIS i 1i01-EtVIS

ARC CAlIIISATION

IAPLIF lll

ROUM 1. F
This "handwriting" was generated by a pa- is hANuIKL
tieMt who input the motion with his chin. al* CeiN[IN
The posibllities of both mechanical and
electronic systems are being evaluated. -... 1-

IGUII E I.
Schematic of microcemputenbased data acquisition sya devel-
oped to provide mel-time date processing and display
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quired load, are amplified by a bank of signed program allows calibration and signs have been initiated.
amplifiers which have been especially scaling of all the data channels. Offset Redesign and fabrication of the load-
designed and custom-built for this ap- and scaling will be handled by the soft- ing arm assembly (Fig. 2) is being car-
plication. The amplifier outputs are fed ware rather than by manual adjustment. ried out to allow for more efficient
into a 16-channel, eight-bit A/D con- The program provides for scanning all control of loading parameters. Devel-
verter, which feeds the digital represen- channels periodically, translating the opment of the system described above
tation of the strain gage signals into the strain readings from each rosette into is intended to allow the evaluation of
Apple II/Plus microcomputer in real time. the principal strain values and their ori- the strength and stiffness of the bony
In order to accelerate execution time and entation, and displaying these strain data pelvis-acetabular complex under var-
provide real time representation of the on a TV monitor as the test is being run. ious situations. These include observa-
strain fields, software is being written Hard copy of the acquired data will be tion of strain readings:
in PASCAL rather than the more cus- available via a printer. As of this writing, 1. When there has been no cortical
tomary BASIC language used on most all computer hardware has been ac- reaming as compared to reaming
microcomputers. The specially de- quired and/or constructed. Software de- through the outer cortex of the aceta-

bulum-leaving the inner or medial pel-
vic cortex intact.

2. Comparison of the use of three
large keying holes as opposed to the
use of no keying holes, and also com-
paring these techniques to the use of
multiple small keying holes.

3. Determination of the effectiveness
of a uniform mantle of cement, estab-
lished by spacers, between the bone and

H prosthetic acetabulum in improving the
strength and stiffness of the bone-pros-
thesis complex.

4. Comparison of the use of pressure
injection techniques for insertion of
acetabular cement to that of hand in-

t sertion of cement.
5. Comparison of the use of surface

replacement acetabular components
which have a larger diameter and thin-
ner wall to the smaller diameter, thicker
wall, conventional acetabular

FP components.
6. Comparison of the use of metal-

encased polyethylene acetabular com-
"I ponents to the standard acetabular

component.
7. Determination of the effect of var-

ious reinforcing techniques used to en-
hance support of the acetabular

4 a LB imedial wall (these include the use of
protrusio ring, protrusio ring with fem-
oral head bone graft, and wire mesh
reinforcement).

PF Refeme,
1. Petty W, Miller GJ, and Piotrowski DG:

In vitro evaluation of the effect of ace-
tabular prosthesis implantation on hu-
man cadaver pelves. Bulletin of

- Prosthetics Research, Vol. 17, No. 1,
Summer 1980, pp. 80-89.

FIGURE 2
Lateral view of hemipelvis (HP) bolted, through epoxy block (EB), to the positioning fixture
(PF). A Charnley femoral head prosthesis (FP) is mounted on the loading bar (LB), along with
cables (C) and hooks (H) which simulate the abductor muscle pull. The load cell (LC) mon-
itors the simulated ground reaction, applied to the other end of the loading bar.
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The Effect of Partial Versus Full Radiography findings. To date, 13 of the are measured using a Biosentry tele-
Weilghtbeing on Late Loosening patients studied (out of a total of 50) metry system incorporating surface or
After Total Joint Replacements in have shown no loosening on all studies wire electrodes. Bandpass filters elimi-
the Lower Extremities conducted. Thus approximately Z/3 of all nate noise and motion artifacts. They

patients studied have shown some mo- have a fourth order, one-half dB ripple,
VA Medical Center tion at the bone-cement interface at Chebyshev high-pass section with a cut-
10701 East Blvd. some time during our study. off frequency of 40 Hz and a second-
Wao s Park, Cleveland, Ohio 4106 order Butterworth low-pass section with
Case Western Reserve University a cutoff frequency of 400 Hz. They are
University Circle Cement-bone interface motion is more a state variable realization (1). Inte-
Cleveland, Ohio 44106 common than not, even in those pa- grated EMGs are formed from the fii-

Eugene Bahniuk, Ph. D., tients who do not present with clinical tered EMG with linear integrators. An

T. C. McLaughlin, M.D., symptoms. integrator consists of an active rectifier

R. Liebet, B.S.M.E., References and a third order Paynter integrator with

and P Mirkow, PA. 1. Browr, RH, Burstein AH, Nash CL, Shock a 6-ms time constant (2). Canes or de-

CC: Spinal analysis using three-dimen- vices requiring force measurement are
The objective of our study is to mea- sional radiographic techniques. J Big- instrumented with a strain-gage bridge.

sure and document in vivo motion of mech 9(6):355-365, 1976. The bridges are powered and forces
the cement-bone interface in total hip measured by the telemetry system. All
and total knee replacements. Four other analog signals, such as goniom-
spherical (1.6 mm) markers are inserted etric measurements, are hardwired. All
in cortical bone near each component analog signals are acquired by the com-
of the implant and used as references. puter via the A/D converter.
From three to six markers (2.39 mm) are Foot contact patterns are measured
embedded in cement. A Biplane Radi- using a B&L Engineering telemetry sys-
ographic Technique (1) is used to mea- Evaluative and Corrective tem incorporating sensitive switches that
sure the distance from cement markers Techniques for Neuromuscular can be taped to feet or footwear. This
to the bone reference markers. Simul- Deficits system senses the contact of the heel,
taneous Biplane X-Rays in non-weight- Paul Griffin, M.D., and fifth and first metatarsals and large toe
bearing (20 kG force or less) and full Richard Shiavi, Ph. D. of both feet. A special interface has been
weightbearing are taken on the affected and built which encodes the on-off contact
side. These are taken post-operatively, information into 8 bits of 16-bit com-
before discharge, and 2, 4, 6, 12, 18, and Biofeedback in Rehabilitation puter word. This pattern is acquired by
24 months postoperatively, We gener- for Hemiplegia the computer via the parallel line unit.
ate, by computer, a report on the Bi- Richard Shiavi, Ph. D., and The data acquisition program sam-
plane Analysis for each film set taken. Frank Freeman, M.D. pIes all of the data at 250 Hz during the
Reported data are the coordinates for VA Medical Center measurement session and stores this on
bone and cement markers, intermarker 1310-24th Avenue, South a disc file. The start and end of a mea-
distances for bone and cement markers, Nashville, Tennessee 37203 surement run are triggered by elec-
and any relative motion of the cement tronic eyes which demarcate a 5-meter
markers with respect to bone (i.e., loos- The same facilities are utilized for lo- section of walkway. Immediately after a
ening and migration). Additionally, we comotion studies in both projects. Coin- run, the data are displayed on an oscil-
generate a two-dimensional plot of ce- puter software has been recently loscope and scanned for acc.,racy. The
merit marker motion with respect to developed which enables on-line data measurements may be remade if
time, as well as a clinical correlation re- acqusition and subsequent compilation, necessary.
port that is placed in the patient's chart averaging, and plotting of information.
for permanent reference. This report briefly outlines the function- Averaging and Plotting-A second pro-

To date, there have been 50 patients ing of the data measurement, acquisi- gram forms an average gait pattern from
in our study; of these 17 have been Total tion, and processing systems. the sampled data file in several stages.
Knee Replacements (TKR's) and 33 Total The data handling system is a Digital First, the foot channels are scanned and
Hip Replacements (THR's). There are two Equipment Co. PDP 11/23 central pro- the onset and offset times detected.
bilateral TKR's and two bilateral THR's. cessing unit (CPU) with 32K memory, 16 These channels are displayed on a video

We have had 14 patients with me- channel A/D converter, 16 bit parallel line terminal with cursors indicating the de-
sured cement loosening (range: 0.4 to unit, 2 RLO1 5Mb discs, high-speed tected foot events. An optional editing
6.3 mm) and clinical evidence of loos- printer, and digital plotter, mode is available to correct any detec-
ening (radiolucent line on x-ray and tion or recording errors. The average foot
symptoms); 6 of these have gone to Data Measurement and Acquisition- patterns and stride information such as
surgery for revision or fusion (one case Data are measured using standard coin- speed, etc. are then calculated. The av-
of septic loosening). In all cases the mercial equipment and conditioned with erage patterns of all analog channels are
prosthesis was found to be gros ly loose filters and integrators designed and fab- calculated by first demarcating the in-
at surgery, thus supporting our Biplane dcated locally. Electromyograms (EMG) terval of activity in a full stride, second,
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interpolating this single stride data at a split posterior tibial tendon transfer: 3. Schafer R, Rabiner L: A digital signal
256 points, and third, averaging it with the stride information is included in the processing approach to interpolation.
other interpolated data from that chan- legend of Figure 1. Proc IEEE 61:692-702, 1973.
nel (3). The averaged data are then ROseess
stored.

A third program plots the signals and 1. Temes G, Mitre S: Modern Filter Theory
and Design, John Wilea 1973.prints the information from the aver- 2. Gottlieb G, Agarwal G: Filtering of elec-

aged data file. Figure 1 shows an aver- tromyographic signals. Am J Phys Med DevelOpment of
age gait pattern from a postoperative 49:142-146, 1970. Upper Extremity Ortheses
gait study of a patient who underwent Employing Electrical Stinulation

S VA Medical Center
10701 East Boulevard
Clevalland, O14o 44106
Case Western Reserve University
Metropolitan Generall/Hghland View
D of Ordtopaeics

339 Scranton Road
clevelland, Ohio 441og
R Hunter Pe km, Ph. D.

P L Introduction-The purpose of this proj-
ect is to develop and evaluate an upper-
extremity orthotic system, employing
functional electrical stimulation of par-
alyzed muscle, to provide control of
grasp and release. Palmer prehension-
release or lateral pinch-release is elicitedGby electrical excitation of forearm and
hand muscles. Eight C5 or C6 quadri-
plegic outpatient subjects are currently
evaluating this system. Various aspects
of these studies are carried out in con-

5 Ljunction with the Applied Neural Con-
trol Laboratory, the Engineering Design
Center, and the Rehabilitation Engineer-
ing Center at Case Western Reserve
University.

TF Laoratory Developnt-A flexible
laboratory stimulation system has been
developed to provide versatility in stim-
ulation and control functions. This sys-
tem allows us to specify stimulus
parameters and the type of controller
for a specific patient to be used with the
present portable stimulation hardware.
The system is capable of processing pa-
tient-generated input commands from
a number of sources, and of regulating
the output stimuli to provide the desired
coordinated movement in the electri-

L T cally stimulated muscle. Ongoing stud-
FIGURE 1. ies of these techniques employing the
Average integrated EMG from the tibialis anterior (TA), peroneus longus (PL), getrocnemus computer to furnish the laboratory with
(GS), soleus (SL), and tibialls posterior (TP). Right (RT) and left (IT) foot contact patterns. The greater flexibility will allow us to design,
step sizes are: 1 unit = large toe contact; 2, heel; 4, fifth metatarsal; 8, fIrst metatarsal, model, and specify the criteria for future

Stride information for Figure 1.
STRIDE TIME= 1.1760S: STANCE PHASE=8 percent. stimulation units. This system is in rou-
SINGLE LEG SUPPORT PHASE= 21 percent: number of strides-9. tine usage in our FES laboratory for es-
STRIDE LENGTH=0.4113 METERS, VELOCITY-0.3497 ms. tablishing proper stimulation parameters
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and coordination algorithms, described mented in human subjects without sur- tions to tailor it specifically to individual
below. This aspect of the project is sup- gery; and (ii) for enabling subjects to subjects (see previous reports).
ported in part by NIH-NINCDS Neural utilize functional systems as outpatients Six C5 and three C6 quadriplegic pa-
Prosthesis Program for software devel- to insure that they are candidates for a tients have been supplied with this sys-
opment and the VA RER&D program and totally implanted system. Ultimately, in tem. Only three systems have exactly
NIHR for aspects of the hardware an appropriate subject, the percuta- the same control figuration, demon-
development neous system will be replaced by a strating the individuality, based on the

totally implanted stimulator, as de- subject's performance and/or prefer-
scribed below. ence, that must be provided. To produce

Wrist-Hand Orthosis Development- the same general type of grasp in dif-
Orthoses are ander development to sta- ferent subjects, different muscles fre-
bilize wrist posii. n for the C5 quadri- Electrode Connector Development-A quently were used. These differences
plegic to use in conjunction with the FES new electrode connector has been de- enabled us to correct for problems such
system. The objective is to fabricate a veloped for covering the site at which as unstable joints and denervated
cosmetic appliance which serves the the electrodes enter the skin. The con- muscles.
function of conventional devices, but nector serves a dual purpose of pro- C5 subjects were required to wear an
does not encumber the subject during tecting the area where electrodes pass external orthosis. For lateral prehen-
movement generated by FES. Designs through the skin and for electrical con- sion, this orthosis stabilized the wrist
of two alternative devices have been nection to external apparatus (see pre- only. For palmar prehension, the splint
completed and are being evaluated. vious reports). was used for wrist stabilization only in
They are fabricated from polypropylene The new connector has been in use one subject, with finger and thumb co-
and utilize either a spiral design or a for the last year with all of our subjects. ordination supplied by the stimulated
more conventional structure positioned The new design enables the patient's muscle; in two different subjects the
along the radius. attendant to maintain the electrode site splint stabilized the thumb and finger in-

without technical supervision. Changing terphalangeal joints as well. C6 subjects
the connector at 2 to 3 week intervals required no orthosis. This enabled them

Electrode Evaluation-The percuta- results in a clean, long-lasting site, which to use the grasp generated by muscle
neous wire electrode is used exclusively can now be accomplished without need stimulation as an adjunct to their teno-
in these studies for excitation of para- for the patient to return to the hospital desis grasp, which generally is weak.
lyzed muscle. This electrode is fabri- for routine connector maintenance. Our subjects have been involved in
cated from 10 strand Teflon-insulated evaluation of the systems, primarily on
wire, as described in previous reports. an outpatient basis, for up to 21/2 years.

Over the period of the past 28 months, Outpatient Evaluation of Functional We have a total of 146 patient months
75 multistrand wire (MSW) electrodes Systems-Functional electrical stimu- of experience with the system. Of the
have been implanted, and previous to lation systems have been developed to nine subjects fitted with the system,
that 103 of a single strand configuration. supply functional control of grasp and eight are still in the evaluation program.
Of the MSW electrodes, 72 percent are release in nine C5 and C6 quadriplegic Three use their system regularly; three
still intact. Of the remaining 28 percent, subjects. The type of grasp provided was use it irregularly, primarily for special
only eight electrodes were broken (three either lateral pinch (key grip) or palmar functions; two are less than four months
in one subject after less than 100 days); prehension (three jaw chuck grip). The with the system; one was discontinued.
the remainder were removed intact be- patient obtained proportional control of Generally the most active subjects uti-
cause of a change in the contractile re- grasp/release via one of the several lize their system more frequently.
sponse which rendered them available sources. Eight of nine subjects Donning of the systems requires less
nonfunctional. Of 24 implanted for at who have been fitted with this system than two minutes if put on while dress-
least eighteen months, 17 (71%) were continue to utilize it on an outpatient ing; otherwise lead wires must be
operational, 3 (13%) broken, and 4(17%) basis. threaded beneath the clothing. The pa-
removed intact. The systems that we have developed tient must have assistance in putting on

The use of percutaneous electrodes for control of hand function utilize a sin- the system.
has been a safe, reasonably reliable, and gle proportional command signal, gen- The primary problems encountered
extremely valuable technique for exci- erated by the patient, to grade the generally have not been technical in or-
tation of paralyzed muscle for periods coordinated movement of four electri- igin. In response to patient suggestions,
of up to several years. This technique cally stimulated muscles. In our sys- new command sources have been mod-
enables one to develop functional stim- tems, we have developed a special if ied or generated to solve specific prob-
ulation systems for subjects to utilize purpose controller/stimulator which re- lems. Generally the electrodes produce
outside the hospital, and for research ceives external inputs from one of a va- sufficiently reproducible response so
and development of new concepts of riety of sources and delegates that modification of stimulation param-
functional electrical stimulation. In the appropriate strength stimuli to the mus- eters is rarely required. Thus, no adjust-
future, we anticipate-that the percuta- cles at the appropriate time. The con- ments of any kind are available
neous electrode will continue to play an troller/stimulator is configured modularly externally on the patient stimulator. Bat-
important role: (i) in the investigation of to provide for versatile use of the basic tery lifetime (approximately two months)
new systems, which can be imple- system with minimal hardware varia- is generally sufficient for intervals be-
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tween visits by users to the hospital; References of movement are being developed, as
batteries are not changeable by the user 1. Peckham PH, Mortimer JT, Marsolais EG: is a system for computer evaluation of

Controlled prehension and release in the results. Recording devices are being
C5 quadriplegic elicited by functional custom designed in cooperation with the
electrical stimulation of the paralyzed Bioengineering and Orthotics

Implantable Stimulator Development- forearm musculature. Ann Biomed Eng
The purpose of this study is to develop 8(4-6):369-388, 1980. Departments.
and evaluate a multi-channel implanta- 2. Peckham PH, Ko WH, Poon CW, Marso- Monitoring muscle afferent activity in
ble stimulator for electrical stimulation lais EB, Rosen JJ: Multichannel im- patients with hyperactive syndromesof paralyze musclet stimlatn plantable stimulator for control of and phasic movements (especially ce-
of paralyzed muscle. The implantable paralyzed muscles. IEEE Trans Biomed
unit has been specified to be sufficiently Eng BME-28, No. 7:530-536, July, 1981. rebral vascular accident and Parkinson-
versatile for use in applications in the ian patients) is projected for the
upper or lower extremity The implant immediate future. The overall objective
is a slave receiver/stimulator which pro- of the program is to study the role of
cesses information recei" -d from an ex- the alpha motor-fusimotor system in hu-
ternal transmitter - directs the man normal and pathological
appropriate strength stimulus to the A Single Unit Study of Muscle movement.
proper electrode at the desired time. Two Afferents in Human Movement
models of the implant have been de- VA Medical Center
veloped. Both models are totally pow- Richmond, Virginia 23249
ered and controlled by an externally Charles R. Lamb, M.D., and
induced radio-frequency (RF) signal. This Alfred J. Szumski, Ph. D. Functional Spinal Cord
design provides for long life expectancy, co-principal investigators. Regeneration
since no battery is utilized. The original
model of the stimulator is a four-chan- In the past 6 months, a laboratory at VA Medical Center
nel device which generates stimuli in a the McGuire V.A. Medical Center has Gainesville, Florida 32602
format identical to the present genera- been established with electrophysiolog- University of Florida
tion patient stimulator (see previous re- ical capabilities to monitor and record College of Medicine, Departments
ports). This stimulator has been single unit afferent nerve potentials from George W. Sypert, M.D., and
fabricated using thick-film hybrid circuit muscle receptors in the awake, una- John B. Munson, Ph. D.
technology. A packaging technique uti- nesthetized human. The major receptor Gainesville, Florida 32610
lizing a glass-ceramic material (Macor) presently recorded is the muscle spin- George W. Sypert, M.D., and
has been developed. The package con- die, most specifically the primary sen- John B. Munson, Ph.D.
sists of Parylene coating of the circut;, sory receptor, although cutaneous
hermetic feedthrough connections pro- receptors such as touch and pressure, In order to investigate the capacity of
vided by a solder/glass seal, and an and joint receptors, are readily re- the adult mammalian spinal cord to re-
epoxy seal between the capsule lid and corded. Potentials are recorded from the cover function after injury, it is impera-
body. Three stimulators have been im- median nerve at the elbow and mid-up- tive that an understanding of the central
planted in animals to evaluate circuitry, per arm and the posterior tibial nerve in segmental (spinal cord) synaptic orga-
packaging, and electrode performance. the popliteal space. nization of motor control is accom-

The implant circuitry has been rede- Electrical stimulation through the re- plished. Since the last progress report
signed to increase its versatility of op- cording electrode allows for muscle af- (BPR 10-35) substantial progress in this
eration and its reliability. The second ferent nerve fascicle isolation, which laboratory has been made in under-
generation has been designed and im- results in a more rapid muscle spindle standing the organizational principles of
plemented in a semi-custom CMOS in- nerve fiber location, the monosynaptic projections of spin-
tegrated circuit (Monochip-lnterdesign). Single unit action potential activity is die afferent fibers onto spinal
This revision has doubled the number recorded using manually inserted elec- motoneurons.
of output channels to eight and allows trodes of insulated tungsten wire, elec- Mammalian muscle spindles (muscle
independent activation of each channel, trolytically tipped and impedance stretch receptors) give rise to two groups
while substantially reducing the com- measured at 35-50 Id at 1.0 kH. These of afferent fibers, both activated by
ponent count. A pulse-coded RF signal electrodes are superior to electrodes muscle stretch: (i) rapidly conducting
provides the implant with (i) power for with an impedance of 100-150 kit as group Ia fibers and (ii) slowly conduct-
circuit operation and stimulation; and originally reported. Electrodes are fab- ing spindle group II fibers. Since the in-
(ii) coded information regarding chan- ricated by Frederick Haer and Co., troduction of the powerful technique
nel selection and stimulator output Brunswick, Maine. termed spike-triggered computer aver-
parameters. Preliminary recordings in normal sub- aging (STA), the central synaptic actions

Major support for this aspect of the jects allow criteria to be developed for of single group Ia and group II spindle
project has been through the NIH- receptor identification and basic unit ac- afferents have been the subjects of con-
NIGMS, and work is performed in con- tivity during rest, passive stretch, mus- siderable experimental interest (11, 13-
junction with the Engineering Design cle twitch, reflex activity and voluntary 16, 18-20, 22, 25, 26). However, few
Center at Case Western Reserve movement. Techniques for recording studies have directly examined the gen-
University. and quantitation of range and velocity eral principles of organization observed



VA RER&DS PROGRESS REPORTS

by these two muscle spindle afferent ties of the respective spindle fiber are less than 70 ,v whereas only about
systems. In recent studies of this labo- groups: fast group la afferents (-- 98 mi one-half of group la single fiber EPSPs
ratory, the synaptic actions of single s); slow group la afferents (< 98 mis); are less than 70 gv. The differences be-
medial gastrocnemius (MG) group Ia and fast spindle group II afferents (> 52 m/ tween the actions of the two spindle
spindle group II afferents in triceps surae s); slow spindle group II afferents (< 52 afferent systems appear to be largely
motoneurons have been compared in m/s). Functional connectivity was found quantitative (peripheral conduction ve-
great detail leading to new hypothesis to be greater with homonymous than locity, functional connectivity and single
regarding the organization principles of heteronymous motoneurons (group la; fiber terminal potential (TP) and EPSP
the spindle afferent system (17, 24). 86% vs. 57%; group 11: 50% vs. 17%); amplitude). Based on our analysis of the

Using STA methods and intracellular greater for the combined la sample than central actions of slowly and rapidly
micropipette electrodes, the monosy- the combined group II sample (78% vs. conducting fibers of the two spindle af-
naptic excitatory actions of 67 MG la 42%); and greater for fast than for slow ferent groups, it an,.*.qrs that these
and spindle group II afferent fibers on afferents of each type (group Ia: 84% measured differew-'s arc strongly re-
1,027 triceps sure motoneurons were vs. 75%; group II: 57% vs. 23%). The lated to peripheral fe :r,t conduction
investigated in cat lumbar spinal cord. mean amplitude of single fiber EPSPs velocity and, hence, to the diameter (size)
The results of these studies allowed elicited by spindle afferent fibers was of the afferent fiber.
comparisons of both la versus spindle also found to be greater in homony- Identification of abiding general prin-
group II afferents, and rapidly versus mous than heteronymous motoneurons ciples of organization in the central ner-
slowly conducting fibers, within each (group Ia: 88 Lv vs. 67 Av; group II: 24 vous system has been exceedingly
spindle afferent group with respect to 1v vs. 17 fsv, not significantly different difficult. Henneman and colleagues (3,
conduction velocity in the dorsal funi- at the 0.01 level); greater for the com- 4, 10, 21, 27) have found evidence that
culus, projection of major collateral bined group la sample than the com- the neural "energy" necessary to dis-
branches to triceps surae motoneuron bined group II sample (82 uv vs. 23 uv); charge a cat lumbar motoneuron, the
pool, ramification of major collateral and greater for fast spindle afferents than energy the motoneuron transmits and
branches within the pool, functional slow spindle afferents (group la: 97 Av releases through the muscle cells it in-
connectivity with triceps surae moto- vs. 74 Av; group If: 24 tjv vs. 21 v, not nervates, the motoneuron's mean firing
neurons, and parameters of monosy- significantly different). The 10-90% rise rate, and its excitability and inhibitabil-
naptic excitatory postsynaptic poten- time and half-width of single fiber EPSPs ity are all correlated with the motoneu-
tials (EPSPs) elicited in triceps surae elicited by group la afferents were not ron's size. Based on such correlations,
motoneurons. significantly different from those elic- Henneman and colleagues (3) devel-

Based on these data, the functional ited by spindle group II afferents. These oped the concept of "the size principle"
organization of the MG groups la and II data are taken as evidence that the dis- to describe the influence of cell size on
spindle afferent projections to the tri- tribution of active terminals of single the functional properties of motoneu-
ceps surae motoneuron pool is sum- spindle afferent fibers on the surface of rons. More recently, Luscher et al. (7)
marized in the schematic diagram of the motoneuron is largely unrelated to have extended the application of the size
Figure 1. The stem axons in the dorsal the type or size of the afferents. The principle to the la and spindle group II
funiculus (including the caudally di- mean EPSP latencies (measured from afferent systems. Our data lend strong
rected branches) of both groups Ia and the terminal potential) were signifi- support to the hypothesis that the dis-
II spindle afferent fibers give up to nine cantly longer for single fiber EPSPs elic- tribution and density of functional con-
major collateral branches into the tri- ited by spindle group II fibers (0.57 ms) nections of both groups la and II spindle
ceps surae motoneuron pool (13, 14). than group la fibers (0.50 ms). However, afferents are dictated, in part, by affer-
These major collateral branches de- amplitude-matched subsamples of sin- ent size. The larger the spindle afferent
scend from the stem axon into the moto- gle fiber EPSPs elicited by la and group II fiber, the greater the functional connec-
neuron pool at about 1.0 to 1.5 mm in- spindle afferents demonstrated no sig- tivity and the magnitude of the mono-
tervals. Within the motoneuron pool, nificant difference in EPSP latency. Rise synaptic excitatory effect on spinal
terminal branches extend both rostally time and half-width also did not differ motoneurons. Contrary to the conclu-
and caudally (13, 14). These rostro-cau- between these subsamples. These data sions of LOscher et al., however, our data
del terminal arborizations are much lend further support to the hypothesis indicate that the size of the sensory neu-
more extensive for group Ia afferents that Ia and spindle group II afferent fi- ron bears no relation to the location of
than for group II afferents. Moreover, our bers have similar distributions of active its active synaptic terminals on the
evidence indicates that the spindle terminals on the motoneuron soma- soma-dendritic membrane of spinal
group II afferents with faster conduction dendritic membrane. Overall, these motoneurons.
velocities have more extensive terminal findings indicate a similarity in the cen-
arborizations than spindle group 11 af- tral organization of la and spindle
ferents with slower conduction group 11 afferents.
velocities. Of the variables studied which may Relationship of M and S boutons to

The samples of group Ia and spindle discriminate between the central ac- group Is ad spindle group N termi-
group II single fiber EPSPs were each tions of spindle groups la and II affer- nals:-The present data indicate that the
divided into a fast conducting subgroup ants, single fiber EPSP amplitude may two central actions that best distinguish
and a slow conducting subgroup using be the most significant, since virtually between group Ia and spindle group I
the observed mean conduction veloci- all spindle group II single fiber EPSPs afferents are single fiber EPSP ampli-
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FIGURE 1.
A schematic model of the functional organization of the overall projection of single medial gastrocnemius (MG) group [a fibers (above)
and single MG spindle group 11 fibers (below) to homonymous and heteronymous motoneurons. Open triangles represent homonymous
motoneurons, and filled triangles represent heteronymous motoneurons. The relative density of active terminals (open circles) is esti-
mated, based on the mean amplitude of single fiber EPSPs. DR refers to dorsal root. (Reproduced from ref. 24; copyright 1980 J.
Neurophysiol., The American Physiological Society.)

tude and single fiber TP amplitude. Sin- tively large size and by the apposition Spindle afferents: One system or
gle fiber EPSP and TP amplitudes of of P boutons. Certain evidence is con- two?-In working with these data on
group la and spindle group II fibers are sistent with the hypothesis that group the central actions of spindle afferent
significantly different. The mean group la fibers may terminate as M boutons fibers, one is struck more by the unity
la EPSP amplitude is about three times and spindle group II fibers may termi- of the two spindle afferent systems than
as large as the mean spindle group II nate as S boutons. Firstly, the rapid dis- by their divisibility. Peripherally, the an-
EPSP amplitude and the mean group la appearance of both bouton types atomical and functional properties of the
TP amplitude is about twice as large as following dorsal rhizotomy indicates that primary and secondary spindle afferent
the mean spindle group II TP amplitude, both are primary afferent terminals that endings are clearly distinguishable (2, 5,
Only group la fibers appear to be ca- monosynaptically contact motoneu- 8, 9, 12, 23). Both receptors are sensitive
pable of generating large amplitude sin- rons. Secondly, these large S boutons to tonic stretch of the host muscle, but
gle fiber EPSPs (> 150 A.v) and large are smaller than M boutons. Although primary and secondary spindle affer-
amplitude single fiber TPs (> 20 /tv) (14, there are no anatomical data on the rel- ents are differentially responsive to the
16). In contrast, spindle group II affer- ative number of terminals ending on dynamic aspect of muscle stretch. Even
ents appear to elicit many more small motoneurons from )a and spindle dynamic sensitivity, however, has been
amplitude single fiber EPSPs (< 10 gv) group II fibers, this difference in bouton found under certain experimental con-
and TPs (< 5 Lv) than do group la af- size is consistent with our findings that ditions to exist as a continuum, pro-
ferents (13). Furthermore, in single fiber spindle group II single fiber EPSPs and gressively increasing from fast group II
EPSP amplitude-matched samples, a TPs are generally smaller than those of through slow la spindle afferents (8). In-
significant difference persisted in the group la fibers. Finally, the majority of terestingly, Loeb and Duysens (6) have
mean amplitude of single fiber TPs of both M and S boutons are located on characterized one spindle afferent con-
the two spindle afferent types (13). In the proximal parts of the motoneuron ducting at 70 m/s as a group la, and an-
fact, the amplitude difference between dendrites often close to the cell body other conducting at 85 m/s as a spindle
group la and group II-elicited TPs in the (1). This anatomical finding predicts that group 11. Like Matthews (9), these au-
matched samples was almost as great M and S boutons should elicit EPSPs thors consider conduction velocity unre-
as in the parent samples. It is possible with similar temporal parameters. Our liable for spindle afferent classification in
that these physiological differences may observations for group la and spindle the range from about 65 m/s to 85 m/s.
reflect anatomical differences in the group 11 afferent single fiber EPSPs are Single-fiber EPSP amplitude and
central terminations of group la and consistent with this prediction. Critical functional connectivity for the spindle
spindle group II afferent fibers. testing of this hypothesis must ulti- afferent systems decrease according to

Conradi (1) has shown that two types mately depend on ultrastructural ex- afferent conduction velocity, from fast
of presynaptic boutons terminating on amination of labelled (e.g. horseradish group la through slow group II affer-
spinal motoneurons disappear follow- peroxidase) and physiologically identi- ents. There are no systematic differ-
ing dorsal rhizotomy in cats: type M fied group la and group II spindle affer- ences in the location of afferent
boutons and a subclass of S boutons ent terminals in contact with alpha terminals on the motoneuron that are
which are characterized by their rela- motoneurons. related to the major spindle afferent
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classification. Since both afferent sys- 14. Munson JB, Sypert GW: Latency-rise Studies for the Design of a New
tems observe a number of common or- time relationship in unitary postsyn- System for Stabilization of the
ganizational principles in their aptic potentials. Brain Res 151:404-408, Cervical Spine1978.monosynaptic excitatory connections 15. Munson JB, Sypert GW: Properties of Clinical Bioengineering Laboratory
with motoneurons, differing in the num- single central la afferent fibres project- VA Medical Center
ber of motoneurons contacted and the ing to motoneurones. J Physiol
amplitude of the EPSPs generated, group 296:315-327, 1979. West Roxbury, Mass. 02132

la and 1i spindle afferents may cop 16. Munson JB, Sypert GW: Properties of PS. Walker, Ph. D., R.W. Hussey,
on continuous functional sycomprise single fibre excitatory post-synaptic M.D., A.B. Rossier, M.D., D.
one osystem that potentials in triceps surae motoneu-
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Equations were written to relate the test subject then relaxed and the gages ber pads between the head and the halo
strains, at points on the various metal were balanced. ring instead of pins into the skull) and
rods connecting the halo and the vest, The particular activity was then car- four patients is shown in Table 1. Note
with the forces and moments and with ried out while the computer continu- that the values obtained are for one side
various dimensional constants and ma- ously sampled and stored the strain data. of the apparatus. Assuming symmetry,
terials properties. The program computed the forces and the total F, would be double, while F,

Computer programs were produced moments for each set of data, and de- would be double, or plus and minus in
for various locations of the four gages termined the maximum values. (The turning activities. The limited data avail-
on the rods of the different halo-vest maxima did not necessarily occur at able show patients to be similar to nor-
designs. (The designs included the Ace maximum strains). These maximum mals. Activities not shown in the table,
MKI, MKII and MKIII and the Pope). At values were then displayed and printed, such as walking up and down steps,
the start of each test session, the gages When they were satisfactory, the next gave generally lower forces. The force
were attached, their locations measured activity was carried nut. values are all relative to the relaxed po-
and keyed into the computer, along with A selection of the maximum values sition and do not necessarily represent
the material (steel or aluminum). The obtained from three normals (using rub- absolute forces relative to zero frame

loading. Forces in the horizontal direc-
tion F, were significant as well as the
vertical forces Fy.

It appeared that the most important
factors in generating large forces were
gravity (the weight of the head) and
geometrical changes of the body such
as when pushing upwards from seated,
or shrugging. Muscle forces and inertia
forces were probably contributory but
apparently to a lesser degree.

Our studies are providing the data to
enable an analysis of new design con-
figurations, which will be the next phase
of the work.

Development of a Wheelchair
Using a Myolectric
Control System

FIGURE 2. VA Medical Center
Clip-on strain gages in use. These allowed versatility in dealing with various designs. Com-
puter progra.ns were produced for the differing locations of the four gages on the rods of 1400 Veterans of Foreign Wars
the various halo-vest designs tested. Pkwy.

West Roxbury, Mass. 02132
Alain B. Rossier, M.D., and

Mehdi Sarkarati, M.D.

TABLE 1. Neurocom
Maximum forces (in Newtons) obtained from 3 normals and 4 patients for various activities. Franklin, Mass.
Forces, shown for one side of the halo-vest, are not absolute relative to zero frame loading, George Crawford, Ph. D.
but are relative to those at the "relaxed" position.

Activity Normals Patients Progress has been made in both: (i)

F F, F, F, the investigation of the rate at which in-
formation can be transferred over a sin-

Reaching forwards or upwards 40 10 26 - gle myoelectrical channel with temporal
Reaching arms across chest 43 46 - 51 patterns of minute all-or-nothing pulses,
Bending to floor from seated 28 17 18 93 and (ii) the development of a myoelec-
From lying to seated or vice versa 80 45 40 - tric command code for wheelchair con-
Looking left to right - - 25 60 trol. The requirement for automated
Looking up and down 47 14 18 - experimental facilities to perform the
Crouching down 42 - 19 - myoelectric information rate investiga-
Pushing up from seat 60 - - 79 tion was presented in the last progress
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report (BPR 10-35). This equipment is of a technique for upgrading the my- the neural interconnection that results
now fully functional. It monitors the oelectric system from switched control in activation of the occipitofrontalis
temporal pattern of myoelectric activity (E&J type 34) to proportional control. muscle when the eye is closed tightly.
and provides on-line feedback that dis- This technique will be implemented be- Closing the right or left eye indepen-
plays the different types of errors made fore extensive testing of the current sys- dently activates the corresponding oc-
by an experimental subject when at- tem with patients. Two myoelectric cipitofrcntalis muscle.
tempting to generate specific myolectric channels will be used. The right and left The following example illustrates the
patterns. The two patterns currently occipitofrontalis muscles have been use of this indirect but independent con-
used are a single myoelectric pulse (P1) chosen for the initial experimentation. trol. An operator is initially traveling for-
and two distinct sequential pulses (P2). In high level quadriplegics these mus- ward. He desires to make a very sharp
This equipment makes possible at- cles are both fully innervated and not left turn. He transfers control of the right
tempts to train subjects to generate such spastic. They can be used conveniently occipitofrontalis muscle to the indirect
patterns in time frames that are too short with electrodes that are built into a mode by closing his right eye. This al-
for conscious attention to the genera- headband. lows him to keep the right wheel turning
tion of the fine structure of the patterns. Right occipitofrontalis muscle my- at any desired speed while reducing or
For example, P2 is to be generated in a olectric activity will operate the right eliminating left wheel drive in order to
time duration that is too short for two wheelchair drive motor. The speed of execute the sharp left turn. Note that the
distinct attention states, one corre- this motor will increase with the firing code is structured in such a way that the
sponding to the generation of the first rate of motor units of the muscle. The left eye is open when making the sharp
pulse and the other corresponding to left occipitofrontalis muscle will be used left turn. If the code had been structured
the generation of the second pulse. Ini- for similar control of the left drive motor. so that the left occipitofrontalis muscle
tially a pulse-pair spacing of 500 milli- A specific combination of activity levels controlled the right wheel, this sharp left
seconds (easily generated with in the two occipitofrontalis muscles will turn would have been made with the
conscious attention to each of the dis- map into the coordinates of a corre- left eye closed.
tinct pulses) is used to familiarize the sponding position for the joystick of a Rotating in place represents another
subject with the feedback for different proportional control system. This map- case where the high right-left selectivity
types of errors and then the pulse spac- ping covers all possible joystick loca- that is easily achievable with eye closure
ing is decreased in steps to 50 millise- tions that correspond to various forward can be used. Rotating in place, with the
conds. Experimentation to obtain data speeds for the two drive motors, wheels turning in opposite directions,
pertaining to human error rate when Provisions are also made to cover all corresponds to a sidward movement of
generating such pulse pairs in a short joystick locations that correspond to the joystick of a manually operated
time frame is currently underway. The various reverse speeds for the two drive wheelchair. A rapid closure of one eye
ability to use either P1 or P2 in a time motors. A rapid twitch of the right oc- will result in reversal of only one drive
frame that is less than twice the time cipitofrontalis muscle will change the motor. As a result, an operator not pro-
that is normally required for a simple state of the right motor reversing relay. ficient at independently activating his
myoelectric response will increase the A rapid twitch of the left muscle will re- right and left occipitofrontalis muscles
rate of information flow over a single verse the direction of the left drive mo- could rotate in place. It has been ob-
myolectric channel. tor. The reversal mechanism will be served that normal automatic eye blinks

The myoelectric command code for automatically disabled during operation do not produce significant occipitofron-
wheelchair control that was described at moderate and high speeds to avoid talis activity, thus they will not interfere
in the last progress report (BPR 10-35) accidental whiplash. The wheelchair can with this mode of myoelectric wheel-
has been implemented. A microproces- be rotated in place by reversing only chair control.
sor program has been written to pro- one of the motors.
vide the required decoding for the Preliminary experimentation has been
experimental myoelectric wheelchair in performed to assess the practicality of
operation at the West Roxbury VA Med- using the occipitofrontalis muscles for
ical Center. The program resides in an the proportional control technique de-
EPROM, an integrated-circuit memory scribed above. Both myoelectric activity
that is capable of storing computer pro- of the right occipitofrontalis muscle and Seat Cushions for the Paralyzed
grams. The EPROM is installed in the myoelectric activity of the left occipito- VA Medical Center
microcomputer that has been especially frontalis muscle were simultaneously Castle Point, New York 12551
designed for operating the wheelchair, observed on a two-channel oscillo- Bok Y. Lee, M.D.
This decoding system is in operation and scope. It is apparent that a large per- VA Rehabilitation Engineering Center
performs well. The decoded myoelec- centage of wheelchair operators will 252 Seventh Avenue
tric signals activate relays that perform require practice in order to directly con- Now York, New York 10001
functions identical to the functions per- trol their right and left occipitofrontalis Leon Bennett, MAE
formed by the microswitches in the muscles with adequate selectivity to
joystick assembly of the Everest and make sharp turns. A technique has been An evaluation of the skin loads during
Jennings type 34 control unit. found to achieve the desired control in- sitting, and corresponding blood flows

Experience with myolectric wheel- directly, eliminating the need for such as measured in geriatric hc.spitalized pa-
chair control has led to the conception practice. This technique is based upon tients, has been published in the Ar-
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chives of Physical Medicine and Interdisciplinary Development and ated joystick controller and a wrist-hand
Rehabilitation. Evaluation of Externally Powered orthosis designed to assist joystick con-

A similar evaluation of paraplegic Upper-Umb Prostheses and tact and manipulation. With this equip-
subjects is currently in progress. Re- Orthoses ment he was able to travel independently
suits to date suggest that the paraplegic Applied Phsyics Laboratory about the unobstructed corridors of the
sitter resembles the geriatric. Sitting The Johns Hopkins Univerity nursing home in which he resided. His
loads can be far higher than those de- Johns Hopkins Road wheelchair control was jerky and erratic.
veloped by the normal, and associated Laurel, Maryland 20810 He was obliged to travel very slowly. He
skin blood flows (in the vicinity of the could not negotiate narrow places or
ischial tuberosity) can be considerably Woodrow Seamone and Gerhard back up without risk of collision. He could
smaller. Thus we conjecture that the high Schmeisser, Jr., M.D. not handle elevators, inclines, irregular
rate of pressure sore incidence in para- surfaces or outdoor terrain. Due to these
plegic and geriatric patients reflects not The research program at Johns Hop- problems, a non-motorized wheelchair
only lessened mobility and insensitivity kins for the Veterans Administration propelled by an attendant was fre-
to load, but also a decreased perfusion continues to be focused on the devel- quently used in preference to the mo-
capability. opment and evaluation of assistive de- torized one in order to move him about.

vices for the high spinal-cord-injured This individual was invited to partici-
person. Improvement of interface de- pate in this program in order to corn-
vices, and clinical evaluation of the ro- pare his performance using the older

Foot Biomechanics: Force and botic armlworktable system and chin wheelchair, manual joystick and control
Pressure Distribution in controlled wheelchair, were the princi- system with that using the new wheel-
Health and Disease pal activities of the project during the chair with advanced chin controller and

Rehabilitation Medicine Service reporting period. Progress and accom- closed loop velocity control system. Fol-

VA Medical Center plishments during the January-June lowing equipment delivery and patient
Iowa City, Iowa 52240 1981 period are summarized below, orientation, he used the new equipment

exclusively for several weeks.
Reginald R. Cooper, M.D., Chief Chin Controller for Wheelchairs At the end of the test period it was

We have submitted our study on the Evaluation is continuing on the low- felt by the operator and various knowl-

stress distribution on the plantar as- profile chin controller compatible with edgeable observers that his perfor-

pects of the foot for publication. The the E&J Model 3P Wheelchair. Seven mance with the new system

study used a finite element analysis of E&J wheelchairs equipped with this sys- approximated that with the old one and

the foot within the shoe to determine tem are currently being evaluated by offered no significant advantages. Due

the effects of shoe sole elastic proper- volunteer quadriplegics. Testing periods to his poorly coordinated head and neck

ties upon pressure. This revealed a sig- range from a few months to over 3 years motions, he operated the new propor-

nificant dependence of the stress on the in daily living environment. Test models tional wheelchair in a non-proportional

stiffness of shoe sole material. Shoe include both open-loop torque control mode. He had difficulty switching be-

soles of intermediate stiffnesses low- and closed-loop velocity control. Overall tween reverse and forward. He could

ered stresses. results to date indicate that, while closed- not use the high-speed capability or
We have calibrated thin pressure loop control with its self-braking char- handle the wheelchair safely on ramps

transducers and are starting to apply acteristics and adjustable velocity limits or outdoors, regardless of the closed-

them to the feet of healthy subjects and contributes to wheelchair safety, such loop velocity control feature.
those with foot diseases and disorders. features are important only in an out- It was felt that evaluation by this

We have developed a lighted walk- door environment. The features do not quadriplegic had enabled better identi-
way in the floor to record pressure im- appear to be required in indoor or insti- fication of the limits of usefulness of a

ages during gait, and this is ready to use tutional environments, high technology wheelchair controller.

on patients with a variety of foot disor- The latest volunteer to receive a chin- With due consideration of this opera-
ders both before and after treatment. controlled wheelchair is a well-educated tor's limited cervical spine range of mo-

35-year-old quadriplegic with neuro- tion and his poor coordination, it was
myelitis optica of 16 years duration. His decided that further testing by him
only useful upper-limb function derives would be unproductive. The test equip-
from a small unilateral remnant of ac- ment was therefore withdrawn for fur-
tive shoulder musculature. This mus- ther evaluation by other types of
culature produces a very weak and quadriplegics.
limited motion of the hand when appro- In contrast, during 3 years of evalua-
priately supported. Residual head-neck tion of the chin controller in which the
motion is about 2/3 of normal and is also majority of instances have yielded highly
weak and poorly coordinated, successful results, most of the users

Prior to participation in this project, have possessed better cervical spine
this individual had been provided with range of motion and reasonably good
an E&J non-proportional electric wheel- coordination of head and chin motion
chair with a conventional hand-oper- (see BPR 10-34). Accordingly, discus-
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sions are being held with potential man- telephone held in position for A series of dots or a series of dashes
ufacturers to try to bring these conversation, are generated by depressing and hold-
wheelchair controllers to the market In the 6 months of evaluation in this ing down one side or the other of the
place. environment, this volunteer has verified paddle, thus minimizing chin motion
R the capabilities of this system to per- input.
Robotic ArmWrktable System form the designated functions in a reli- The output of the keyer device is sent

Research on the robotic arm/workta- able manner. The chin controller to a single chip microprocessor which
ble system during the reporting period interface was easy to learn to use and translates the Morse code into ASCII
was primarily concentrated on evalua- it worked reliably. The combination of code and serially transmits this signal at
tion testing by a quadriplegic volunteer robotic arm capability and mouthstick 300 baud to the computer terminal via
in his home environment which is also capability r,ives the user flexibility to a standard RS-232 input system. Stan-
used for the family-owned business. This carry out rn.,.,v tasks on his own. The dard Morse code characters are used
individual was furnished a complete system has exi ibited excellent reliabil- for the alphabet and numerics and some
system which consisted of a dual-pur- ity with only ane failure (broken wire) additional codes are created to com-
pose chin controlled wheelchair and a during the 6 months continuous test pe- plete all keyboard functions including
robotic arm/worktable system. For a de- riod. The one attribute which appears to shift, space bar, control, repeat, and other
tailed description of each of the subsys- need improvement is speed of response special keys. In order to maximize the
tems, see BPR 10-35, 10-34 and earlier in the use of the telephone and of the character entry rate for a given physical
issues. self feeding modes. A second advanced motion capability, a pseudo Morse code

The worktable was configured with a model robotic arm, now being com- is utilized. The code system selected for
low-cost personal computer system lo- pleted, operates with simultaneous mo- this purpose utilizes dots and dashes
cated in the main work area of the table tion in three axes and is expected to having equal dwell time but distinguish-
and a self feeding arrangement at one reduce the time to accomplish these able from each other by utilizing high
end of the table. This quadriplegic vol- tasks to acceptable levels. This individ- pitch tones for dots and low pitch tones
unteer is shown in the self feeding lo- ual has taken full advantage of the op- for dashes. This pseudo Morse code im-
cation in Figure 1. Food is placed in three portunity over the past 6 months to learn proves the throughput speed by about
bowls and the robotic arm is pro- how to use a personal computer, includ- 30 percent for a given physical capability.
grammed to allow self feeding capabil- ing learning BASIC language and use of Since this system can contain the full
ity with minimal assistance. A typical some disk programs, and plans to con- ASCII set and outputs via a standard RS-
meal required 30 to 40 minutes to tinue working with a computer when 232 signal, it is compatible with a wide
complete. these tests are completed during the variety of computers, including the Ap-

On the left side of the worktable, a summer of 1981. pIe II, Radio Shack TRS--80, and many
personal computer system is set up to commercial time-sharing terminals. Op-
allow handicapped individuals to use a Pseudo Morse Code Interface for eration with each of the above models
computer with minimal additional help. Computers has been demonstrated in the Labora-
One feature of this equipment arrange- During the course of the evaluation of tory. In demonstration testing with an
ment is the tilted keyboard to allow good this robotic arm/worktable system, the Apple Computer, word processing with
mouthstick accessibility. The robotic arm mouthstick was found to be generally Applewriter was shown to be a practical
is utilized to insert into and remove the adequate for keyboard entry except for task. Writing programs in BASIC, includ-
program diskettes from the disk drive, the multiple key input requirement for ing use of a disk drive for data storage
A reading stand permits use of written key shift and for some word processing and retrieval, is readily accomplished. A
materials (mouthstick used for page programs. Fatigue is also another prob- steady rate of 60 characters per minute
turning) when working with the corn- lem if continuous inputting with the for long periods was demonstrated to
puter. A telephone located on the table keyboard is required (more than one-half be feasible.
is manipulated with the robotic arm. hour at a time). In order to solve these The system as presently configured
Figures 2 and 3 show the quadriplegic problems, a new technique was evolved is a stand-alone system comprised of a
volunteer in his wheelchair located in as an alternative to keyboard entry to commercial high-speed Morse code
the normal work position in front of the the computer. The requirements for this paddle mounted on a bracket, a single
computer. alternative to the keyboard were that it microprocessor chip to perform the

The worktable is designed to permit had to provide standard computer key- Morse-to-ASCII conversion and tone
self docking so that the individual may board functions, including upper and generation, and a RS-232 connector to
come to or leave this work area without lower case, multiple key entry, as well the host computer. In application pro-
assistance from an attendant. This fea- as the capability to operate at an input grams such as Applewriter (word pro-
ture has worked very well. All control rate of 10-20 words per minute, and it cessor program), additional special
inputs to the robotic arm are via the should permit sustained work at the codes were added in the microproces-
wheelchair chin controller inputs. Shown computer without fatigue. The new sys- sor to simplify the mechanics of calling
in Figure 2 is the robotic arm placing a tern evolved from this program makes up such commands as "delete word,
diskette into the disk drive under robotic use of a standard Morse code high- delete paragraph, change the cursor to
arm program control. Provisions are speed paddle mounted on an adjustable move to a specified portion of the text,
made to store four diskettes in the rack bracket. Minute (less than 1/16 inch) chin return to BASIC, etc."
above the disk drive. Figure 3 shows the motion is required to generate the code. It is anticipated that this system may

.. .. . . .. ... . j= .. .' ' *... . II_ j - *,
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FIGURE 2.
Robotic arm ( foreground) is programmed to permit precise tasks, such as placing a diskette into the mini disk drive, to be carried out on
command.

FIGURE 1. FIGURE 3.
Ouadriplegic evaluates self feeding capability of robotic arm system Multiple-task capability is made possible by worktable layout and by

the combined use of the robotic arm and a mouthpiece,
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have a broad application to a wide class Foreign Body Reaction in the Lung A Grommet Bone Liner for Flexible
of handicapped persons including quad- to Intravenously Injected Implant Arthroplesty
riplegics, persons with minimal hand or Biometerials Director of Orthopaedic Research
arm function, and certain non-vocal per-
sons who need flexible communication VA Medical Center Blodgett Memorial Medical Center

means. It is a low-cost device and we Gainesville, Florida 32602 1900 Wealthy Street, S.E.

are actively contacting potential manu- Department of Pathology Grand Rapids, Michigan 4956

facturers to try to make the system School of Medicine Alfred B. Swanson, M.D., F.A.C.S.
available to potential users. University of Florida Surgical Implantation an HarvestPowered Upper Umb Pm~*Gaineville, Florida 32611 Sria mlnainadHretn
Powered Upper Limb Prothesis GaAs of March 5, 1981, all surgical im-

During previous years of research, this C. Ian Hood, M.D., Ch. B., and plantations at the Veterinary Clinical
project team developed and evaluated Frederick J. Schoen, Ph. D., M.D. Center at Michigan State University of
motor units and control systems for Work during this period continues to the textured full grommets and shim
powered upper-limb prostheses (see be devoted largely to defining the role grommets were completed. A total of 17
various articles in BPR 10-13 through of surface area in granuloma formation proximal and 17 distal textured full
10-22). This design concept uses a sin- in response to the presence of divinyl grommets, and 18 proximal and 18 dis-
gle drive motor and a cable drive sys- copolymer beads (Biobeads SX-8, tal textured shims were implanted. Har-
tern to power a VO Dorrance series 5 BioRad) in the lung (see BPR 10-35). vesting has been accomplished as close
hook and/or elbow motion. Although The area of the granulomas, formed to the proposed dates of sacrifice as
experimental models were highly suc- in mouse lungs perfused with a fixative, possible (See Table 1, pp. 112-113, in
cessful in clinical trials, attempts in pre- was measured by tracing the outline of BRP 10-35, Spring 1981, Vol. 18, No. 1).
vious years to find a manufacturer were the granuloma and bead projected on Biomechanics
unsuccessful. the ground glass of a light microscope,

Dankmeyer Inc., a Baltimore manu- and the total area of the granuloma de- As of May 31, 1981, fourteen full
facturer of artificial limbs, expressed in- termined with a Numonics Electronic grommets and twelve shims were sub-
terest early in 1981 to manufacture and Graphics Calculator by substracting the mitted to the Biomechanic Department
distribute a motor unit and control sys- area of the bead from the total. of Michigan State University for testing.
tem for upper-limb prostheses based on Other studies-Studies are continu- Partial results from these tests are in-
this concept. This firm has enlisted an ing to use the bead model with sieved cluded in this report (Table 1).
electronics manufacturing company to 45-53/jm beads to measure the effec-
make the electronics and battery pack. tiveness of anti-inflammatory drugs. We
Engineering p-ototypes are presently have tested six anti-inflammatory drugs As of May 31, 1981, sectioning and
being developed. If the prototype models to date (acetyl salicylic acid, ellagic acid, microscopy has been done on all sam-
are successful, it is expected that Dank- polyanetholsulfonic acid, hydrocorti- pies which were submitted to the His-
meyer will make the unit available sone, azathiaprine and bacterial levan tology Department at Michigan State
commercially. (prepared with Erwinia herbicola)), and University. Because of the imminent re-

preliminary results indicate that this tirement of the pathologist on this proj-
model bead system provides a consis- ect, another source of the processing
tent and reproducible method for as- and microscopy for the textured sam-
sessing the anti-inflammatory activity of pies has been procured. Samples will
these drugs. be processed by Gerry H. Kenner, Ph. D.,

Associate Professor of Bioengineering,
Clemson University, South Carolina.

Publications not previously reported Specimen retrieval, trimming, and in-
Coleman SE, Hood Cl, Schoen FJ, Robin- itial fixation in buffered formalin will be

son M: Electron microscopic study of the done at Michigan State University. After
effect of anti-inflammatory agents on the
foreign body response in mouse lung. the samples are received at Clemson
Absts. of Southeast Electron Micros- University, they will be processed
copy Society, 1980. through a graded series of daily alcohol

Wilson J, Pigott GH, Schoen FJ, Hench LL: changes (once 70%, twice 95%, once
Toxicity testing of Bioglass. World Con-
gress on Siomaterials, Vienna, Austria, 99%) followed by two daily changes of
1980. polymerized thin methylmethacrylate

resin. Final embedding will be in thick,
prepolymerized methlymethacrylate
resin.

The polymerzed block will be trimmed
to approximately a 0.5 in cube. Five or
more sections, each 250-500 microme-
ters thick, will be cut from the block us-
ing a diamond saw blade (metal) or a
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TABLE 1.

These figures are results from the more recent tests that have been run by the Department of 8iomechanics.

RIGHT SIDE LEFT SIDE REMARKS
Rabbit #27 Implanted 7/8/80 No implant. Only one side was implanted
Test 13 Distal Femur (right distal femur). Test went
tested 8128/80 Max. load 10.14 lb. well.

Material SSS
Rabbit #45 Implanted 12/22/80 No implant. Animal died from a broken
Test 14 Prox & Distal back. Tried test: no results
tested 2/4/81 No test results. due to grommet falling out

Material TCG during the setup.

Rabbit #42 Implanted 11/17/80 Implanted 1/14/81 Good test series from this
Test 15 Distal: Bad angle but the Distal: Good alignment. Max. specimen. Some trouble with
tested 3/11/81 results are Max. load 35.7 lb. load 23.7 lb. the angle on some femur

Prox: Good alignment. Max. Prox: Pulled out during setup. grommets.Material TCG load 14.80 lb. Approx. load 2 lb.
Rabbit #47 Implanted 12(23/80 Implanted 3/2/81 Good tests. Heavy wear on
Test 16 Distal: Very little bone around Distal: No test result. Fell out the Silastic implants from
tested 4/27/81 the grommet. Max. load during prep. both sides.

Material TCG 2.1 lb. Prox: Good test results. Max.
Prox: Good test. Clamp load 11.3 lb.
slipped but grommet did not
move. Max. load 16.4 lb.

Rabbit #48 Implanted 12/23/80 Implanted 3/2/81 Tests went well.
Test 17 Distal: No test. Fell out during Distal: Good test results.
tested 4/2781 prep. No bone around Max. load 16.0 lb.

grommet for support. Prox: Good test even thoughMaterial TCG Prox: Good test. Max. load the load is low. Max. load

18.0 lb. 4.5 lb.
Rabbit #55 Implanted 12/29/80 Implanted 3/4/81 Test went well but had some
Test 18 Distal: Good test results. Distal: Tried a new clamp trouble with fractured bones.
tested 4/27/81 Max. load 8.6 lb. (Clamp Max. load 3.4 lb. This was our first test on the
Material TCS slipped. Little bone around Prox: No test; bone badly new shims. We are trying agrommet.) fractured, could not get a grip new method of clamping and

Prox: Test results, Max. load on it. it seems to work.
4.5 lb.

Rabbit #56 Implanted 12/30/80 Implanted 3/5/81 Used the new clamps (upper).
Test 19 Distal: No test. Load less than Distal: Good test. Max. load The test procedure is still the
tested 4/30/81 .5 lb. 10.54 lb. same as before.

Prox: Tested at a Max. load of Prox: Good test. Max. load1.2 lb. 5.6 lb.

Rabbit #57 Implanted 12/30/80 Implanted 3/5/81 These tests went very well
Test 20 Distal: Good test, Max. load Distal: Same, very good test. even though the results seem
tested 4/30/81 6.7 lb. Max. load 10.26 lb. a little "backwards," in that

Material TCS Prox: Good test again; Max. Prox: Good. Max. load the grommets that were in
load 7.0 lb. 11.90 lb. the shortest time carried the

highest loads.

Rabbit #34 Implanted 8(14/80 Implanted 9/22/80
CONTROL ANIMAL No load. These were tested No load. The results were the
No grommets were by a different method and the same on this and all other
used. loads were very low. Max. tests run on Control Animals.

load 2-4 g.
Rabbit #36 Same Same
CONTROL ANIMAL
Rabbits 38, 39, 40 Same Same
CONTROL ANIMALS
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jeweler's blade (plastics) mounted on a ARGON GAS
Gillings-Bronwill thin sectioning ma-
chine. After the sections are cut they 10V+ ,-AHD
will be labeled according to their posi-
tion and medial-lateral, dorsal-ventral
will be indicated on the specimen. Five
specimens from each block will then be + .-- ANODE
finally ground to 200 micrometers or less
with graded series of grinding papers
using petrographic lapping wheels. DISCHARGE

The sections will be microradi- CHAMBER
ographed for 10 minutes at 12 mil-
liamps at 55 kilovolts on a General
Electric mode! XRD-6 X-ray machine
using Kodak High Resolution Profes- GROMLE
sional Film type SO-343.

After microradiography, the sections
will be stained with Paragon (basic fuch-
s in a n d to lu id in e b lu e ). T h e s e c tio n s w ill - - -- - - G R A P H ITES H IE L D
be placed on microscope slides on a
slide warmer at 50 degrees C. Several NTI
drops of Paragon stain will be placed on \-NEUTRALIZER
the sections and allowed to dry. After COM ION
20 to 30 minutes, the dried stain will be RGURE 1.
removed with distilled water, the sec- Ion source configuration for grommet texturing is shown in this schematic. Grommets tex-
tions rinsed with alcohol, lightly abraded tured by means of this sputtering technique are currently being evaluated.

with a tooth brush and allowed to dry.
Finally, a glass coverslip will be mounted source. The figure (Fig. 1) shows a sche- volts ion energy and approximately 1.2
with synthetic resin. matic drawing of the apparatus. The mA/cm2 current density for 30 minutes.

Histology will consists of checking the grommets are attached to rods that al- Total grommets, which encircle the stem,
microradiographs and stained sections low the grommets to be placed inside and grommet shims, which cover 3 sides
to determine the tissue apposition at the the discharge chamber. Grommets for of the stem, have been ion-textured.
bone-implant interface. Specifica;ly, the the distal and proximal stems of a No. 4 These grommets are presently being
presence or absence of a collagenous Swanson finger joint have been tex- evaluated at the Michigan State Small
membrane and mineralization in the im- tured. The sputtering conditions are 1000 Animal Clinic by Dr. James McGehee.
plant-tissue interface will be studied.

During the next quarter, harvesting of
the implantations will continue on the
proposed dates for sacrifice. Four sam-
ples will be harvested and submitted to Microsurgical Techniques Applied Our continuing studies will permit us to
Clemson University for histology stud- to Orthopeedic and Hand Surgery correlate the biological healing charac-
ies. Twenty-four samples will be har- teristics of vascularized bone grafts with
vested and submitted to the VA Medical Center
Biomechanics Department at Michigan 10701 East Boulevard their mechanical properties. uial
State University. Cleveland, Ohio 44106 A segment of diaphyseal canine ulna 4

centimeters long is mobilized, the vas-
John W. Shaffer, M.D. cular pedicle cut, and then the vascular

pedicle reanastomosed using micro-
Clinical application has demonstrated surgical technique. Reanastomosis is

Textured Grommets for Fexible vascularized diaphyseal bone grafts to accomplished with micro-instruments,
Implant Arth0eoplaty of Finger be reliable in bridging osseous defects. the operating microscope with 25 power,

In theory, the vascularized bone grafts and the use of 10-0 nylon suture. The
Research and Advanced Concepts eliminate the need for long-term bone 19 dogs studied to date had undergone

Section remodeling and creeping substitution of bilateral forelimb procedures. A
NASA-Lewis Research Center nonviable bony tissue. The vascularized 4 centimeter autograft of ulna has been
21000 Brookpark Road bone grafts retain viable osteocytes elevated with its vascular pedicle on one
Clevehd, Ohio 44135 which permit the vascular graft to heal side and a nonvascularized graft on the
Bruce A. Banks, Head to adjoining bone as if it were segmen- opposite side. In this way each dog has

tal fracture. We continue to investigate acted as its control with a vascularized
Grommets made of Co-Cr-Mo alloy the biological properties of vascularized and a nonvacularized 4 centimeter ulna

(Vitallium) have been ion-textured using bone grafts. Our progress report de- graft. In the vascularized bone graft the
a modified 30-centimeter-diameter ion scribes in additional detail our findings. ulna was elevated out of its tissue bed



71
Bulletin of Prosthetics Research BPR 10-36 Fall 1981

along with its vascular pedicle and then without the need for long-term creeping man knee in preparation for human pa-
reduced anatomically. Its vascular pedi- substitution. Our subsequent experi- tient analysis, and to develop an in-vitro
cle was reanastomosed and soft tissue ments will address the issue of mechan- fibroblast cell culture system to study
closure was accomplished in the routine ical properties to determine whether the modes of cell attachment to the im-
manner. The contralateral ulna had a these grafts can provide immediate me- plant materials and of extrusion of new
similar procedure without anastomosis chanical behavior comparable to adja- collagen, respectively.
of the vascular pedicle and with strip- cent bone upon healing of both ends of It is expected that the first (kinematic
ping of the periosteum. the vascularized bone graft to recipient model) project will be useful in a num-

Re-exploration of the dogs was per- bone. ber of ways. For example, analytical
formed according to the following methods may be used to establish de-
schedule: 4 at one week, 5 at 6 weeks, sign parameters for a replacement lig-
4 at 3 months, and 6 at 6 months. In the ament. This is accomplished by
convalescent period after the initial sur- analytically and experimentally deter-
gery, animahi were periodically labelled mining the forces to which the ligament
with tetracycline to permit, at sacrifice, Student Projects in the is subjected. In addition, such methods
analysis under the microscope of viable Development of Replacement may be used to determine the mechan-
osteocytes. Re-exploration was per- Ligaments and Tendons Using ical response of the knee to replacement
formed to visualize the vascular pedicle Polylactic Acid/Filamentous of a given ligament The effect on mo-
and to determine whether the pedicle Carbon Composites tion and force distribution of the inevi-
was patent. Specimens were then ob- table change in ligament properties and
tained for bone histology including fro- VA Medical Center exact attachment sites introduced by the
zen bone, tetracycline labelling, and East Orange NJ 07109 use of a substitute ligament can be in-
decalcified bone, H + E labelling. Bone New Jersey Medical School and vestigated. Finally, such analytical tech-
scans were done in the immediate post- the Graduate School of Biomedical niques will clearly provide a more
operative period in all dogs using tech- Sciences detailed understanding of knee
netium labelling. X-rays were done at College of Med. & Dentistry mechanics.
the time of the original procedure, at the Newark, New Jersey 07103 The mechanics of the knee joint in-
time of the bone scan, and at sacrifice. College of Engineering, Rutgers volves kinematic and force analyses.

All animals survived the experiment The State Univ. of New Jersey Prior to kinematic analysis, information
and were sacrificed on schedule. Of the Piscataway NJ 08854 on the bony landmarks of the patella,
19 vascularized bone grafts at re-explo- the distal femoral condyle, the tibial pla-
ration, 63 percent were patent X-rays Andrew B. Weiss, M.D., Harold teau, and the tibiofibular joint must be
taken at the time of sacrifice showed Alexander, Ph. D., Noshir obtained. Likewise, the soft tissue land-
healing of both the vascularized and Langrana, Ph. D., and marks, attachments of tendons and lig-
nonvascularized bone grafts at the dis- Amos Gone, Ph. D. aments to the bony surfaces and the
tal osteotomy but most specimens location of muscle groups must be eval-
showeu nonunion of the proximal end This project started April 1, 1981. The uated. Usually this is performed exper-
of the osteotomy. Bone scans were un- work involves two graduate students: imentally and the biomechanical
reliable in permitting us to evaluate in one from the Department of Mechanical information, such as surface contact
the immediate postoperative period and Aerospace Engineering, Rutgers area, lengths of tendons and ligaments,
whether the vascularized bone grafts University, and the other from the De- and strains in tendons and ligaments,
had adequate blood flow. Histologically, partment of Anatomy, the Graduate can be calculated.
the vascularized bone grafts showed School of Biomedical Sciences. Over the A computer assisted tomography
preservation of osteocyte in 80 percent past 4 years, the overall objective of a (CAT) scan system was utilized to obtain
of the specimens. In the 20 percent of project pursued at the New Jersey Med- the geometry of the knee. A cadaver
the vascularized bone grafts where the ical School has been to provide a class knee was examined and slices of the
pedicle was not patent and osteocytes of synthetic ligaments and tendons for knee at 5 millimeter distances apart were
were not present in lacunae, we did see use as long-term implants. This work recorded. These slices were projected in
creeping substitution apparent in the has resulted in the development of a the computer to generate data bases for
subperisteal section of some speci- particular material candidate, a com- the tibia and the femur. Computer aided
mens. In the nonvascularized bone graft posite of polylactic acid polymer (PLA) design and three-dimensional graphics
controls, we did see some osteocytes in and filamentous-carbon. The composite programs were utilized to view individ-
lacunae but the number of these osteo- acts as a rate-controlled mechanically ual slices and three-dimensional views
cytes was markedly less than what was degrading scaffold for the development of the tibia and the femur. The devel-
seen in the vascularized specimens, of new tissue. This candidate material opment of the computer programs for

The biological behavior of vascular- is currently in clinical trials. There re- the kinematic analysis has been facili-
ized canine ulna autografts results in main a number of areas that require ad- tated through the use of a RAMTRAK-
preservation of osteocytes in the vas- ditional research. The specific projects PDP 11 minicomputer system provided
cularized bone graft and supports the of the engineering and biomedical stu- through the courtesy of Dr. Paul A. Frost
theory that bone grafts taken with the dents will be to further refine a three- Xybion Corp., Ceder Knolls, New Jersey.
vascular pedicle intact can function dimensional kinematic model of the hu- The second project facilitates the study
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FIGURE 1.
Scanning Electron Micrograph of Fibroblasts attached to carbon fibers in cell culture.

of degradation rate and tissue regrowth carbon fibers, cells rapidly migrate out After 5-7 days in culture, these cells
rate control. With a fibroblast cell cul- along the fibers. Within 1-3 days after form colonies which may completely
ture system, the degradation of the im- the start of the explant culture, fibro- envelope individual fibers, form bridges
plant can be quantified and the various blasts from the explant begin migrating between fibers, or envelope bundles of
methods of acceleration of tissue out of the tissue onto the carbon fiber fibers. Often, one cell is observed to
growth, i.e. growth hormones, Vita- substrate. These cells migrate away from form attachments to several fibers.
min C, can be studied in an in-vitro the explant and along the length of the This work is continuing during the
model. carbon fibers. They are often seen 1-2 next quarter with a quantification of the

The experimental model utilizes mm away from the explant after 2-4 rate of cell migration and an investiga-
14-day-old Sprague-Dawley rat tendon days in culture. tion of the effect of fiber type and di-,-
fibroblasts. The extensor tendons have Tendon cells grown on carbon fiber ameter. A method for determining, in
been removed from the hind legs of the range in shape from rounded cells about culture, the amounts of DNA, RNA, and
young rats and grown as explants on 12 gim in diameter to long, spindle- total protein is being adapted to this ex-
implant surfaces. To date, cell dynamics shaped, 1-2 uim thick cells that align perimental model in order to determine
alone have been studied. However, in along the length of the fibers. The the growth rate of cells on the carbon
the near future, collagen formation will rounded cells are thought to be substrate as opposed to the growth rate
be stimulated by the addition of ascor- undergoing division. The spindle-shaped of cells on normal culture dishes or on

a into culture media. cells, when viewed with the scanning Dacron fibers. By changing certain cul-
It has been found that the cells do not electron microscope (SEMI (Fig. 1), show ture conditions and supplementing the

adhere to PLA sheets since the surface tooth-like attachments on the carbon nutrient media with ascorbate, fibro-
is continually dissolving away This substrate. Transmission electron micro- blasts may be stimulated to secrete col-
property of PLA mV' become an advan- scope ITEM) pictures are being at- lagen. Several methods are available for
tage in gliding ieion repair and re- tempted in order to determine the ultra- determining the amount and type of
placement. However, when the tendon structural nature of these attachments. collagen produced under these condi-
explants are placed on a sheet of 10 Mmr Many of these cells also show microvilli. tions, In the future, the synthesis of col-
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lagen, by cells cultured on these suggesting a close association between whole blood was drawn from the jugu-
substrates, will be investigated to deter- cytoskeletal actin and membrane-asso- lar vein and collected in anticoagulant
mine the effect of cell-substrate inter- ciated fibronectin (9,10). A transmem- citrate dextrose solution. Plasma was
actions on cell function. brane linkage between actin and obtained by centrifugation of whole

fibronectin during cell attachment has blood (1500 g), and fibronectin (FN)
recently been proposed on the basis of extracted by affinity chromatography
immunofluorescence and ultrastruc- with gelatin coupled to CNBr-activated
tural findings (11,12). Sepharose 46 (Pharmacia Fine Chemi-

Under laboratory conditions, fibro- cals, Piscataway, N.J.). Figure 1 contains
Development of Hydrogel Surfaces nectin binds readily to collagen, alpha a typical chromatogram of dog plasma.

for Dental and Orthopedic chains and to the cyanogen bromide FN was eluted with 6M urea and the
Implants peptide alpha-i(1)-CB-7 (13). A collagen- peak eluate was pooled and dialyzed

Dental Service fibronectin meshwork has been dem- against acetate buffer (pH 3.6) at
VA Medical Center onstrated on the external surfaces of 4 degrees C. From 175 to 200 jig of FN
West Roxbury, Mass. 02132 attached cultured fibroblasts which dis- per ml of whole blood are routinely ex-

Daniel A. Garcia, D.D.S. and appears after dissociation with trypsin tracted by this method. Part of the FN
Thomas M. Sullivan, D.D.S. and reappears after reattachment (14). was coupled to Sepharose 4B with the

In view of these reported findings, the intent of selecting, by affinity chroma-
A soft, porous polymer of hydroxy- proteins selected for incorporation into tography, a subpopulation of skin col-

ethyl methacrylate (PHEMA), containing the polymer were complexes of fibro- lagen with fibronectin-binding
connective tissue and plasma proteins nectin and collagen. Tissue reactions properties.
is under development as a candidate for were studied in dogs, using autogenous Skin specimens (1.5 to 2.0 grams, wet
eventual use as a surface coating of en- proteins to avoid allergic phenomena. weight) were trimmed free of subcuta-
dosseous dental implants. The implant Proteins were obtained as follows. neous fat and soft tissues, diced, ho-
is an oral prosthesis which is partially A skin specimen I cm wide and 10 cm mogenized in 0.5M acetic acid (HAc) and
submerged in a surgically prepared al- long was surgically removed from the digested at 4 degree C with pepsin (hog
veolar bone bed, with the protruding shaved midback under intravenous stomach mucosa, Sigma Chemical Co.,
portion serving as an anchor for full or Nembutal anesthesia, and the wound St. Louis, MO.) at final concentrations of
partial dentures. Thousands of these closed with resorbable sutures. During 5 mg (wet weight) of skin per ml of 0.5M
much-needed devices have been placed the same intervention, 100 to 120 ml of HAc and 0.02 mg pepsin per ml of di-
during the last 30 years, but recent sur-
veys have revealed an overall survival
rate of only 49 percent after 6 years in
situ (1-3). The major cause of failure is
the lack of an attached tissue interface DOG PLMN:

to prevent the entry of oral flora into the ABSORANCE GWATB-SEPI&OSE 4e

bone bed with consequent inflamma- 280 rn

tory bone destruction (4). The protein-
containing polymer under investigation
is intended to effect the required tissue
attachment, thereby providing a barrier 1.0 -

to microbial invasion. What follows is a
report of progress of an ongoing animal
study to evaluate tissue and cell re-
sponses to the polymer.

The proteins being studied are plasma -
fibronectin and type III collagen. Molec- I
ular collagen has been shown to pro-
mote cell differentiation (5,6) and cell /
attachment to a substratum (7) in vitro.
Attachment of cultured cells, however, o.. .
requires the presence of a serum pro- 0
tein, fibronectin. The binding of fibro- 0 10 20 30 0 10 20 30

nectin to cell surfaces, demonstrable by Ps-CITR 3uWU N uNA ,ums
immunofluorescence (8), restores cer- CPrIFLW ML

tain normal surface properties to trans-
formed cells, such as adhesiveness and FGURE 1.
contact inhibition of movement (9). The Affinity chromatography at room temperature of fresh dog plasma. The column bed was
addition of fibronectin to cells in culture CNBr-activated Sepharose 4B to which gelatin (Swine skin type I denatured collagen) hadbeen coupled. Plasma fibronectin selectively binds to gelatin while all other plasma proteins
induces the formation of actin bundles are eluted with the column buffer: PBS/.01M sodium citrate, pH 7.2. Fibronectin is eluted
and a flattened cellular morphology, with 6M ureal.05M tris, pH 7.5.
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gest. Digestion was stopped after 18
1.7K &PRECIPITAEI) hours by elevation of the digest pH with

DOG SKIN COLL.GEi, 3M tris-base, after which type Il colla-
FIBRONMECTN-SEPMROSZ 4B gen was precipitated by the addition of

NaCI to 1.7 molar. The precipitated coi-
ABSORBANCE lagen was collected by centrifugation

230 =, (48,000 - g). resuspended in 0.5M HAc,
reprecipitated and washed two more

o.2 - times. The final washed precipitate was

resuspended in 0.5M HAc, desalted by
dialysis versus 0.1 percent HAc and ly-
ophilized. A portion of the lyophilized/ % collagen was solubilized and further

0.1- purified by affinity chromatography with
t \FN-Sepharose 4B. A collagen affinity

I / ,chromatogram is plotted in Figure 2
showing the elution with 6M urea of a
subpopulation of type III skin collagen

- ** / •with fibronectin-binding properties,
0 .... * comprising roughly one half of the crude

, 0salt precipitated preparation.
0 10 2r 30 0 10 20 30

PBS-CITKATE 91' rER 6M UREA BUFFE The formation and composition of
EFFLUEN4T M. complexes were studied with

-125-labelled FN and 1-131-labelled fi-
bronectin-binding collagen (FNBC) asFGURE 2. follows. Radioiodination was by the

Affinity chromatography at room temperature of acid soluble, pepsin digested, salt precipi- chloramine-T method (15). Mixtures of
tated (1.7 M NaCI) type III dog skin collagen. The column bed was CNBr-activated Sepharose
48 to which dog plasma fibronectin had been coupled. Approximately one half of the salt various weight proportions of the Ia-
precipitated collagen was eluted with column buffer (PBS-citrate). 6M urea eluted the re- belled proteins were incubated for 1 hour
maining collagen with fibronectin-binding properties. at 37 degrees C and then chromato-

graphed on gelatin-sepharose 4B. Fig-
ure3 is a chromatogram of a mixture

INCUBATION MIXTURE containing 50 j.g FNCB and 10 gg FN,
r-131-N1NC * - The plot showed that a portion of the

CP!4 x 103 I-125-FN . . . 1-125-FN did not bind to gelatin and was
30 - CE.ATIN-SEPHAROSE 43 eluted with column buffer (PBS-citrate)

together with 1-131-FNBC. These eluates
were presumed to represent complexes
in which FN binding sites were totally

30 saturated with FNBC. The urea buffer
eluted several fractions containing both
radionuclides at differing proportions.

; /These were presumed to contain com-
3'- /\. plexes of partially saturated FN with

some sites available for binding to
gelatin./ ... ...... "..The presumptive complexes were ex-
amined by polyacrylamide gel electro-

. .. . .. phoresis analysis of selected elution J
0 10 20 30 0 10 20 30 fractions containing both 1-125 and 1-131

PDS-CITB.AT BuFER 64 UREA BUFFER activity. Two aliquots each from elution
EFFLUENT ML fractions containing both isotopes were

RIJM 3 - - electrophoresed on 5 percent phos-
Affinity chromatography with gelatin-sepharose 48 of an incubation mixture containing 5Opg phate gels, with and without pretreat-
1-131-labelled fibronectin-binding collagen (FNBC) and 10ug -125-labelled fibronectin (FN). ment with 2 mercaptoethanol (2ME).
The proteins were incubated for one hour at 37 degree C prior to chromatography. Thereafter the gels were cut into 2-mm

slices and each slice counted for both
radionuclide activities.

The results of one such analysis are
plotted in Figure 4. The data for the ali-
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quot not treated with 2ME show that the
highest concentrations of either radion- POLYACRYLAMIDE GEL
uclide are associated with molecular ELECTRPHORESIS
species greater than 200,000 molecular 1-131-rsc * * *

weight. Pretreatment with 2ME resulted 1-12s-PN • 0
in a decrease of high molecular weight
radioactivity and the reappearance of MOLECULhR WRIGHT x 1o3

1-125 activity at the molecular weight of
FN (200,000). The decrease in 1-125 and 200 130 94
1-131 activity resulting from 2ME treat- COUNS/10 min
ment was presumed to represent the
disassociation of FN-FNBC complexes. 1000 -
Estimates of FNBC:FN weight ratios
were calculated from the differences, 2 4E(-)
due to 2ME, in high molecular weight
radioactivity. oc -

The results indicated that complexes
eluted with PBS-citrate buffer consisted
of from 19 to 23 parts FNBC to 1 part of
FN, by weight. Complexes eluted with 0- *

6M urea produced a range of propor-
tions from 9 to 0.6 parts FNBC to 1 part
FN. Overall, the data showed that re-
gardless of the starting proportions in
an incubation mixture, a family of com- 1000- 4
plexes was formed varying in the pro- -.
portions of the two proteins. * 2 ME(+)

Radiolabelled proteins were also used
to determine whether collagen and fi- 500 -
bronectin were firmly bound to the po-
lymerized hydrogels. The polymers were
prepared in the usual volume propor- /* -
tions of 6 parts hydroxyethyl methac- ... - ., ,,, .-rylate, 0.6 parts ethylene glycol, 0.2 partso-, -',, •,-- ° °  "

each of ammonium persulfate and so- 0 5 10 is 20 25
dium metabisulfite, and 3 parts protein GEL SLICE NUMBER
solution. Sucrose powder, sized from
100-250 micrometers (jLm), was added
after 10 minutes of initial polymeriza-
tion and dispersed by vortexing. Fifty FIGURE 4.
mg of sucrose was added per ml nf Polyacrylamide gel electrophoresis on 5% phosphate gels of a 6M urea eluate from the
PHEMA formulation. affinity chromatogram of Figure 3. The gels were cut into 2mm slices and each slice was

counted for 10 minutes. Simultaenously electrophoresed molecular weight standards are
After polymerization in siliconized indicated. An aliquot of the eluate not pretreated with 2-mercaptoethanol (2ME -) contained

a molecular species greater than 200,000 with high count rates of both radionuclides. Pre-
glass test tubes was complete, the hy- treatment with mercaptoethanol (2ME +) reduced the high molecular weight associated ra-
drogels were removed, sliced into sev- dioactivity, presumably through disassociation of FN-FNBC complexes. The increase in 1-125
eral small wedges, counted for activity with 2ME treatment at the molecular weight of FN (200,000) supports this presumption.
radioactivity and then dialyzed for three
days versus 200 volumes of saline, with
daily changes of dialysate. At the end of
dialysis, the wedges and aliquots of the were, 1-125-FN: 92.5 percent, and full thickness flaps retracted to expose
three dialysates were counted. Dissolu- 1-131-FNBC: 80.7 percent. the buccal alveolar bone plate of right
tion of the sucrose by dialysis produced Based on the above findings, hydro- and left posterior teeth. Circular beds
porosity throughout the polymer. The gels were prepared for in vivo assess- were prepared with rotary carbide in-
amounts of labelled protein added ment in dog jaws. Porous hydrogels with struments approximately 5 mm inferior
ranged from 5 to 100#gs/ml of hydrogel and without protein were cut into sev- to the alveolar crest. The bed dimen-
mixture. The results revealed that re- eral discs measuring 4 mm in diameter sions were made comparable to those
gardless of the amounts added, the per- by 2 mm in thickness. These were placed of the discs to produce a relatively snug
cent protein retained by the polymer in bone beds prepared as follows. Ver- fit. The buccal tissues were replaced and
remained constant for each type of pro- tical incisisions were made of the man- the incisions closed with resorbable
tein. The average percents retained dibular buccal gingiva and mucosa and sutures.
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A total of 40 discs were placed in 2
dogs, 20 per dog. During a 2 month pe-
riod of observation only three discs pro-

Tl o duced chronic inflammatory responses
!l ---1  with fistula formation. Four groups of

porous hydrogels were tested, contain-

rig the following jug of protein ml of
hydrogel:

#;" '- a 1. No protein, control.
.- 2. 100 gg FN.

3. 100 pg FNBC.
. . 4. 10/AgFN and 50Mg FNBC, in-

V , cubated for one hour at 37 de-
; ; , . ; ,,.,. .grees C.

The discs were removed after 2
- months as follows. Vertical incisions

." - " .- were made as before and the soft tis-
S . , sues were retracted. reeth within the

J , "area were extracted and the interradi-
cular septa removed. Block sections of

"'c~j--., ' * .buccal bone, each containing one disc,
- " were cut, fixed in formalin, decalcified,

-# and prepared for light microscopy.
FFigures 5 to 7 are representative mi-

Four micron thick cross- crographs of the specimens. The major

section of a polymer disc observations were:
(clear area) and its alveo- 1. Discs without proteins (Fig. 5) were
lar bone bed. The porous encapsulated with fibrous connective
polymer contained no tissue which separated them from the
proteins and was encap- s
sulated by a thick layer of , healing bone bed.
fibrovascular connective ..- , 2. Discs with either protein alone (fI-
tissue. . .. bronectin, Fig. 6) had little or no inter-

FIGURE 6.
Discs containing either fibronectin alone, as in this figure, or collagen alone, had little or no fibrous connective tissue
separating the discs from healing bone beds.
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SI

FIGURE 7.
Discs containing incubation mixtures of FN and FNBC contained numerous penetrations of cells and tissues from adjacent
healing bone beds.
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Bone Strength: In Vivo Stress Gage Description
and Strain yMale Holtzman albino rats ranging

School of Medicine 11 from 150 to 650 grams were instru-
Department of Orthopaedics, RK-10 mented with microminiature three-ele-
University of Washington 1350 450 ment 45-degree rosette strain gages
Seattle, Washington 98195 (Micro-Measurements EA-06-015RJ-120).

Dan M. Spengler, M.D. The gages were the electrical resistance
DaCn ASeB type consisting of a grid of constantan

VA Medical Center X foil on a thin polyimide backing. Fig-
Seattle, Washington 98108 ure 1 shows schematically the configu-

TA S. Keller, M.S.E., and ration of the three-element rosette,

R. Lee, B.S. which when implanted is oriented so that
the abscissa is along the long axis of the
bone. Each gage is 120-1% ohms, withMICROMINIATURE STRAIN GAGE 2700 a gage factor of 2.00t1%, and self-tem-

PREPARATION, IN VIVO IMPLANTA perature compensation of 6 ppm/deg F
TION, AND IN VITRO MATERIAL FIGURE 1. The gages were employed in a quarter
PROPERTY EVALUATION Rosette gage configuration. bridge with excitation from a constant

Introduction current source. Constant current was
used to minimize noise from poor orDuring the past 10 years, foil and This report will present a technique faulty electrical connections. An excita-

semiconductor strain gages have been for the preparation of microminiature tion voltage of 0.25 volts (2.1 milliam-

used to analyze the mechanical re- rosette strain gages that can be installed peres) was chosen for each gage

sponses of bone during normal skeletal in laboratory animals as small as 150 element. This excitation level was based

locomotion, enabling biomechanics re- grams. One such animal, the rat, has on Thiswexitationeel was
on a power density for bone of 0.5 watts/searchers to make correlations with undergone extensive biochemical, his- in2 and a gage grid area of 0.0003 in2. A

simplified static models. Many authors tological and metabolic research, but total of six bridges and current sources
(1,2,3) have described "state of the art" there have been no reports on the me-
techniques for fabrication, implantation chanical behavior of rat bone in vivo and enabledrrecordingsefromhsix single gageor two rosette gages. The constant-cur-
and insulation of foil and semiconduc- very little in vitro information is avail- rent source and bridge circuitry for one
tor type strain gages in large experi- able. Such information is invaluable in
mental animals, but there appear to be assessing the mechanical response of
no published reports on the use of mi- bone, and can provide new insight into
crominiature strain gages for investi- 'he link between changes in the func-
gating the in vivo response of small tion of bone and bone architecture-the
laboratory animals with rapid bone adaptive remodeling response of bone
turnover. (Wolff's Law).

RA

-15V TA

0. 62K

1K 6.2K 2 8 1- R

SOURE
4v 0. 062K R out

- 6. 2K1t K"- I

(0. 25V) 3K

5K

CONSTANT CURRENT WH~EATSTONE BRIDGE
SOURCE

FIGURE 2.
Circuit diagrams of constant current source (left) and Wheatstone bridge (right). Circuitry at left supplies 0 to 20
milliamps excitation. Circuitry at right consists of three precision (0.02%) resistors (R) and a gage or active
resistor (RA) forming a full bridge. Note that a three lead-wire system is used to compensate for differences in
pathway resistance. Resistor, Rc, provides a known strain level for calibration, while the 5K potentiometer initially
balances the bridge.
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Gage Preparation Verification of Strain Gage Readings L is the distance from the load to the
The gage units were constructed us- During the course of development of center of the gage in meters,

ing 38-gage polytetrafluorethylene this technique, 18 healthy male rats were d is the distance from the bone surface

(PTFE) insulated lead wires soldered di- instrumented. Following a recovery pe- to the centroid in meters,
rectly to the grid solder tabs. Strain re- riod of 4 to 6 days, the in vivo strains of I.x is the moment of inertia about the X-
lief tabs at the gage were not used owing the rats were recorded during normal axis in M4, and
to the small size of the gage and im- locomotion on exercising wheels. Ex. is the axial strain from the gage
plantation site. Waterproofing and me- At sacrifice, the gages were visually readings.
chanical protection were achieved by examined for insulation failure and/or
applying a thin base coat of toluene- debonding and both femurs were re- Several different loads (W) were used
thinned acrylic (Micro-Measurements, moved. Of the 18 instrumented rats, in and the slope of the plot of W vs. E.,
M-Coat D) followed by a coating of po- vivo recordings were obtained from all was calculated using a linear regression
lysulfide/epoxy waterproofing com- but 4 rats that had chewed off their jack- by the least squares method. These tests
pound (Micro-Measurements, M- ets before recordings could be made. In yielded values for the axial modulus of
Coat G). A 2.5mm section of the lead every case, however, visual examina- 15.3 GPa (43 days) to 32.6 GPa (122 days)
wires was also potted using the Type G tion confirmed insulation and gage or an overall mean of 26.8-7.7 GPa. In
coating. The gage unit was then trimmed adhesion integrity, Two rats were kept addition, an average value of 0.41 -0.11
resulting in a prefabricated, encapsu- instrumented until debonding occurred for Poisson's ratio (transverse strainiax-
lated, wired unit with a maximum over- (as evidenced by erratic readings) and ial strain) was obtained.
all area of 10 mm' (2.5 , 4.0 mm) and the gages were found to give good A torsion device developed by Bur-
overall thickness of 0.5 mm. A miniature readings for 12 days. stein and Frankel (5) and shown sche-
multipin connector (Amphenol, 222- In order to quantitatively assess the matically in Figure 9 was used to
11N07) interfaced with a three-wire re- in vivo performance of the gages, in vi- calculate the shear modulus, G. In this
sistance compensation system to the tro tests were performed on three freshly case both ends of the rat femur were
Wheatstone bridge. Figure 3 shows the excised rat femurs. The proximal end of potted in methyl methacrylate and the
completed gage unit with attached lead each bone was embedded in methyl bone then held by the small grips (F and
wires, connector, and jacket support. methacrylate and securely anchored. To H) shown in Figure 9. A rosette strain
Surgical Implantation the free or distal end a series of static gage was bonded to the center of the

loads were attached and recordings unpotted portion of the femur in order
Femurs of anesthesized rats were ex- made of each of the three gages (Fig. 8). to record the strain of failure. A typical

posed and then isolated with cotton- The original' gage was then removed, torque (T) vs. angle of twist (o) curve is
tipped wood applicators. The exposed with care taken to mark its exact loca- shown in Figure 10. Based on the
bone surface was scraped free of per- tion, and a new gage was installed in formula:
iosteum and alternately degreased-dryed exactly the same manner as the original
with xylene-cotton tipped applicators gage. The replacement gages agreed T GKO where
until a clean dry surface was obtained, closely (6-10%) with the original gages. G is the shear modulus in Newtons/m 2,
After neutralizing the surface with am- K is a property of the bone cross-
monium solution and drying, the gage Material Property Evaluation section in M4

, and
was introduced subcutaneously from the In vitro static, non-failure cantilever 0 is the maximum angle of twist per unit
dorsum to the bone site and methyl beam and dynamic failure torsion tests length in radians/m,
2-cyanoacrylate (Permabond 101) was were performed on eight freshly ex-
applied to the back of the gage (Fig. 4). cised femurs from health "normal" rats the following information was deter-
A pre-shaped implement that contoured ranging in age from 43 days to 122 days mined. Shear modulus ranged from 1.1
to the bone surface was then used to (166 to 490 grams). With respect to the GPa (69 days) to 3.3 GPa (122 days) or
bond the gage to the bone. The portion cantilever beam tests, the proximal end an overall mean of 2.5 ±0.8 GPa. Fur-
of the lead wires encapsulated with M- of each bone was embedded in methyl thermore, the in vivo shear strain
Coat G was bonded to the bone in a methacrylate and anchored and loaded (y., 50O0) was 6.5% of the shear strain
similar fashion (Fig. 5). The gage and a as in the procedure for gage verification at failure for 74-day-old rats in contrast
portion of the surrounding bone was described previously (Fig. 8). For these to 3.4% for 122-day-old rats. These re-
then covered with a very thin layer of experiments the gage was bonded to suits indicate that the mechanical prop-
fast-drying epoxy for additional me- the anterior or tensile surface of the erties of rat bone vary with age and/or
chanical and electrical insulation. A loop bone. A simple state of stress was as- maturity and hence remodeling is oc-
was introduced in the lead wires and sumed and the axial Modulus of Elastic- curring. The trend is toward an increase
sutured into the subcutaneous tissue for ity (E,) was determined by the following in strength as evident by both mechan-
added stress relief (Fig. 6). The wound equation: ical properties and in vivo shear strain
was then sutured closed and the plug vs. in vitro shear strain at failure.
assembly taped to the rat's back (Fig. 7).

VI~dwhereDiscussion
. where In vivo recordings for a typical rat are

W is the load iii Newtons, shown in Figure 11 along with the cor-
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responding axial (e_), transverse (E,,)
and shear (y,,) strains. Axial strain mag-
nitudes of 250-300 microstrain (I.u) were
characteristic of most of the recordings.
This strain level is in agreement with
other authors (1.4). The techniques pre-
sented in this paper, however, differ
somewhat from classical strain gage
preparation and implantation as re-
ported by (1,2,3). Some changes re-
sulted from the miniature nature of the
gage unit and test animal, but others
such as the final epoxy insulation are
unique. Basically, though, a strain gage
unit for in vivo implantation should meet
the following requirements: (i) durabil-
ity (mechanical, chemical and electri-
cal), (ii) size-small enough to permit
placement on the bone surface of at least
three gages or one rosette, and (iii) ster-
ilizability (autoclave or gas).

In vitro mechanical testing can eval-
/ uate material properties of bone using

relatively simple models, although in the
future more complex models will be

I fV I I I I I I I I I I I I I I I I I I I I I I I I II I IIIII II I IIII II I I I ' I rseItused to fully characterize rat bone with
respect to properties in all directions,

, ., ' •" since bone is really an anisotropic ma-
terial. Average or mean values for Mod-
ulus of Elasticity and Shear ModulusFIGURE 3. sol elmtdt ruso aso

Micro-miniature rosette strain gage unit. Gage with attached lead wires interface to recording should be limited to groups of rats of

apparatus via miniature multi-pin connector. Connector is protected by syringe container, similar age and maturity, since the ma-
both of which are bonded to moldable expanded polyethylene jacket support to provide terial properties of the bone change sig-
strain relief for wires. nificantly with time. Average values or

- .... F,- .
" '''  =

4#4

FIGURE 4. FIGURE 5.
Lefi femur of rat exposed, isolated, and cleaned; gage ready for Gage bonded to anterolateral surface of rat femur
implantation.
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FIGURE 6.
Close-up of implantation site with fast drying epoxy encapsulation.

magnitudes, however, are useful in
comparing rat-bone material properties
with other animal models as well as with
humans, and therefore have been in-
cluded in this report. Mechanical testing
techniques such as those presented in g
this report, used to investigate the phys-

iological and pathological actions of vi-

tamins and hormones on skeletal tissue,
will prove invaluable in assessing bone '.

remodeling and bone disease. Experi-
ments of this nature are currently under
investigation, as well as histological
studies.

Conduslorls
FIGURE 7.

Micro-miniature rosette strain gages Gage installation complete; plug assembly secured to rat; wound sutured
are available that can be fabricated into closed and coated with sterile surgical dressing.
units capable of in vivo implantation on
very small test animals. These units are
rugged and permitted strain recordings
for up to 12 days. Other authors (1,2,3)
have reported obtaining readings for 3
to 5 weeks, but were not dealing with
an animal model with rapid bone turn-
over such as the rat. Experimental stress
analysis techniques applied in vivo rep-
resent a step forwat J for the biome-
chanics researcher, who until recently
was limited to in vitro studies of bone
behavior. In vitro mechanical testing,
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The componcents or a Standard Torsion Testing machisic arc: A. Frame:
B. Tail stock; C. Pendulum-. D. Dog clutch in pendulum; F. Dog clutch on rotm~.og
shaft; F.0 Rotating grips; G. Angular deformation transducer; H.* Stationary

grips; 1. 0 Torquc transducers; J. *Self calibration system;. *Two sizes shown.

FKPJ 9.
however, is an important aspect of bone
biomechanics research, but should be Z
interpreted carefully. In addition, using
rat as a model could prove invaluabe
in assessing the factors responsible for L ,-fb4
bone themdlad bioheicl h dtooia,r
bne rhembodeigand boehisae, 
phological and metabolic iniformation on
rats is extremely well documented. W..

MGUUU I.
Loading geometry for gage function verification and cantilever beam tests, with bone rep-
resented as a hollow ellipticall tube.
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In Viva Loading of Knee Joint
Nm Replacements

Orthopaedic Engineering Laboratory
Glennan Engineering Building
Case Western Reserve University

Torque 2040 Adelbert Road

(T) Cleveland, Ohio 44106
S-. - -x failure Richard H. Brown, Ph. D.,

Kingsbury Heiple, M.D., and
.7 Victor M. Goldberg, M.D.
elastic region

Background
Since our previous report, work has

radians proceeded well in the two required

Angle of Twist r areas: the development of a suitable
mechanical telemeterizable total-knee

FIGRLME 10. joint, and the development of the nec-
Torque (ordinate) vs. Angle of Twist (abscissa) for a typical normal essary telemetry electronics. Although,
rat femur obtained from the loading device illustrated in Figure 10. as in any applied research project, many

unanticipated problems have arisen in
SJACthe course of this development, no in-

160 IE surmountable problems have been
80 G1 200f Exx encountered.

0 0.5 10 T<sc> 0 - ""- 100T <sac> Mechanical Development

-200- V ,,. As previously reported, it is the goal
of this project to instrument the tibial
portion of a total knee joint replacement

80 A G2 1001 c4 .0-eyy to determine the loads and forces borne
5 1.0 sec> 0 h N0.5" " 1. T <sc> by such devices in-vivo. The commer-

-80 0.5 1.0 cial design chosen as the basis for our
development is the total condylar total

4 0 0 ,( fl knee joint replacement. Development of
200 such a device allows standard femoral

G3 200 xy components to be employed, and the

0 0 N X' 1 0 -T <sac> entire telemeterized total knee assembly
-160 V V can be installed using standard clinical

-320 surgical procedures. That is. our goal is
to reproduce as closely as possible the

- 11. overall geometry of commercally avail-
In vivo strain recordings from gages A. 8, and C and corresponding axial (a..), transverse
(N,,), and shear (y.,) strains for two gait cycles, able total condylar total knee joints sys-

tems. An exploded view of our basic
finstrumented tibial design is again

shown in Figure 1 for reference.
1. Cochran, GVB: Inplantation of Strain With the exception of the actual pla-
Gages on Bone In Vivo. J Biomech teau assembly, the entire device is fab-
5:119-123, 1972. ricated using 6 Aluminum - 4 Vanadium
2. Hayes T: Strain Gage Applications extra-low iron (ELI) titanium alloy, and
in Bone. SESA, Proc. Westport Regional fabricated in the University's precision
Strain Gage Committee. pp. 22-28, 1973. machine shop. The tibial plateau artic-
3. Roberts L: Strain Gage Techniques ulating surface is a standard ultra-high-
in Biomechanics. Experimental Mechan- molecular-weight polyethylene tibia pla-
ice, pp. 19A-22A. March, 1966. teau, which is machined for us by How-
4. Carter DR and Vasu R: Stress Fields medics Corp. from their standard tibial
in the Unplated and Plated Canine Fe- component blanks. Therefore, when im-
mur Calculated From In Vivo Strain planted this device will be mated with
Measurements. J. Biomechanics, 14:63- a standard Howmedica femoral
70, 1981. component.
5. Burstein AM and Frankel VH: A
Standard Test for Laboratory Animal Load Call Design-Reference to Fig-
Bone. J. Biomechanics, 4:155-158, 1971. ure 1 shows that the actual load path in
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this design is from the tibia plateau Mechanical Testing-The fatigue test-
through the plateau tray, then through ing that was performed on the implant PLATEAU
the load cell which resolves the three was carried out with a load that varied
forces and three moments. In order to in magnitude from 100 to 900 lbs. in
resolve all force and moment compo- compression at a frequency of 65 cycles
nents with seven data channels, the tray per second. We had set a limit of five
is pinned to only two arms of the load million cycles as an acceptable life in fa- PLATEAU TRAY
cell. On the other two arms it rests on tigue at those loads. This criterion is

titanium stems with polyethylene film somewhat harsh, since the 900 lb. max-
interfaces. The pins are pressfit into the imum limit is six times the body weight
arms of the load cell. The tray is placed of an average male. Fatigue testing of LOAD - CELL
on top and then electron-beam (EB) the implants has shown that the pins,

welded to the pins. The load cell, in turn, load cells and housing would withstand
is attached to the housing by means of this five million cycle limit. However, the
a central stud which is passed through tray was developing a small fracture in
the housing and then also EB welded. the wall section in the region of the pin
Because of this load path, the stems of at or just slightly beyond the five million
the pins inserted into the load-cell arms cycle limit. To find the solution to this
are subjected to bending moments problem, a series of tests were con- LOAD -CELL
which are difficult to specify for the pur- ducted where 4 different pin collar pro- HOUSING
poses of analysis. Furthermore, as the files were used in 2 different diameters
beams with the welded pins undergo with 2 trays of different floor thick-
bending, they try to warp the floor of nesses, which led to a total of 16 pos-
the tray locally. This loading induces a sible combinations, Each tray had rosette ELECTRONIC$
stress state which is very difficult to pre- strain gages located over the areas E O ICS

dict theoretically. where the fractures had been occurring. HOUSING

Because of the inability to define They were loaded to their maximum
completely the constraints and loading level and the strains recorded. The re-
on the ends of the pins that are inserted suits of these tests indicated that by in-
into the beams, classical beam analysis creasing the floor thickness of the trayL COVERPLATE
was accepted as being inadequate, but and using a slightly different collar pro-
at least it provided a starting point for file than had been originally used, FIGURE 1.
the design. This analysis predicted that stresses could be reduced by a factor of Exploded view of telemeterizable total knee
there would not be any problems from two in the regions where the fractures libial system
fatigue due to bending. This was sub- had occurred originally.
stantiated by subsequent axisymmetric The next best possible combination to fatigue testing was uninstrumented
finite element analysis. Fatigue testing was to keep the same floor thickness as except that a fully wired load cell was
of the assembled unit has shown that originally used and increase the collar used At the end of the test there was
compressive loading of the assembled diameter by .075 inches. This, likewise, no indication that any of the strain
implant should result in no failures of reduced the stresses by almost a factor gauges had debonded from the tita-
the pins. Classical analysis also indi- of two. A subsequent finite element nium substrate or had failed from fa-
cates that there should be no failures in analysis also showed very comparable tigue. The current plans for further
fatigue due to shear loads on the im- results and predicted that there should testing include the shear fatigue test
plant, especially at the load range that be no fatigue failures in the trays in the previously mentioned, as well as taking
we expect to encounter in the knee. regions of the walls where they had been a fully instrumented telemetering im-
However, fatigue testing in pure shear, occurring, At the conclusion of these plant prototype and installing it in a knee
or pure shear combined with compres- tests, a new tray design was fabricated, simulator to which we have recently ob-
sion, have not been performed to date. A series of fatigue tests were run on the tamed access. By means of this knee
Although it is our belief that the shear revised implant and it succeeded in sur- simulator, known loads in compression
loading on the pins (induced by bending viving more than 11.7 million cycles be- and shear in both the AP and lateral di-
deformation in both the load cell beams fore the test was concluded. Although rections, as well as axial torques, can be
and tray due to compression loading) is this was in excess of our criterion of five applied at any level desired. The output
a sufficient test of the pin strength in million cycles for an acceptable implant, from the device will be reduced using
fatigue, we plan to perform a number it was decided to see if any fractures the full data acquisition system and then
of fatigue tests which emphasize the ef- could be produced in either the tray, the compared with the known simulator in,
fects of shear loads. Our laboratory has pins or the load cell. At the 11.7 million puts for accuracy.
a Model 1230 Instron Dynamic Test Ma- mark the test was concluded and a care-
chine which is capable of producing the ful examination of these three critical Telemetry Development
desired compressive and shear loads at components showed no signs of exces- Strain Gage Bonding-One of the un-
any frequency up to 100 cycles per sive wear or any microfractures. anticipated technical problems that has
second. This last implant prototype subjected arisen relative to this project was the



Bulletin of Prosthetics Research BPR 10-36 Fall 1981

difficulty associated with getting a good transmitter version, although consum- sidered, it was decided that a demodu-
strong bond between the strain gages ing slightly more power, allows for lator system based on the utilization of
and the titanium. Because the titanium greater channel separation and, there- phaselock loop techniques would give
oxide formed so rapidly on any pro- fore, greater sensitivity per channel. For the best possible channel separation. For
cessed implant, we found it was not this reason, our current plan is to use this reason, a major portion of the elec-
possible, using standard techniques, to the dual transmitter version, since the tronic development in the early project
reliably bond the strain gages to the ti- increased current drain is acceptable for period was devoted to developing the
tanium load cell. Therefore, a new tech- the batteries now used and the possi- necessary phaselock loop demodula-
nique for bonding strain gages to 6-4 bility of using some of the new high- tors. While these original demodulators
ELI titanium was developed in our lab- energy density batteries would more were found to work reliably under the
oratory in conjunction with the Lord than compensate for the power loss with controlled conditions of the laboratory,
Corp. to improve the bonding reliability this version. they were also found to have a signifi-
of the strain gages to this metal by elim- cant temperature instability compensa-
inating the titanium oxide coating prior Telemetry Reception-As part of this tion problem when moved from location
to bonding. The technique utilizes a spe- evaluation, two McIntosh Laboratories to location. This was primarily due to
cial etching protocol, then a pre-treat- FM tuners were aligned, matched and our inability, in the early stages of the
ment with a biocompatible conditioner tested in our laboratory and found to be project, to obtain commercially a stable
(Chemlock 205) from Hughson Chemi- in agreement within plus or minus 1 db voltage-controlled oscillator which not
cal Division of Lord Corp., which is then over the full range of frequencies pro- only covered the audio range of our
set after the gages are mounted. Use of jected for use in this project. These tu- subcarriers, but also supplied the highly
this procedure has resulted in much bet- ners are utilized because they have a accurate quadrature output required for
ter strain gage bonding and should pre- fixed-gain output which emanates prior good phaselock loop AM demodulation.
vent any problem in this area. to the standard stereo de-emphasis cir- As a result, the original design utilized

The steps in this procedure start with cuitry found in all modern FM tuners. a heterodyning technique and a hybrid
the machined part receiving a sand- This capability is essential, since the de- voltage-controlled oscillator circuit op-
blasting. This is followed by a methyl emphasis circuitry would, of itself, serve erating an order of magnitude higher
ethyl ketone (MEK) ultrasonic 3-bath to decrease the received signal as a than the subcarrier frequencies. Empir-
cleaning, followed by 10 minutes at 77 function of the subcarrier frequencies. ical analysis of the operational circuit
deg C in a mild alkaline solution, with It was these matched tuners that were showed that this heterodyning tech-
stir agitation. After a water rinse, the utilized in conducting the above dual nique, although theoretically sound.
MEK 3-bath ultrasonic cleaning is re- transmitter tests. tended to amplify any thermal non-lin-
peated, followed by an acid etch for 2 Also, as part of this telemetry receiver earities in the circuitry.
minutes at 45 deg C, with stir agitation. evaluation, the fidelity of the tape re- For this reason, commercial manufac-
After a water rinse, the part is blown corder (Technics Model 1500) being uti- turers were again queried, and a suit-
with dry air and when dry is given a lized in this project was analyzed. To this able low-frequency, high-precision
spray-on coat of Chemloc 205. end, a number of recordiplayback tests voltage-controlled oscillator (VCO) with

were conducted at different frequencies quadrature output was found to be on
Transmitter Ciruitry-During the pre- using different types of recording tapes. the market now at a reasonable cost.
vious project period, two separate te- As a result of this testing and evalua- The demodulation circuitry has since
lemetry circuits (a single and a dual tion, it was found that adequate fidelity been re-designed, based on this new
transmitter version) suitable for incor- and accuracy (tape drop-out and distor- VCO. With the use of this new voltage-
poration in the stem of this device have tion due to flutter, wow, and tape ten- controlled oscillator circuitry and its as-
been assembled and tested. To inspire sion) could only be guaranteed if the sociated balanced multipliers, the re-
against the possibility of intermodula- dual-channel tape system was aligned quired phaselock loop now operates in
tion due to the housing of two separate specifically to a high-quality instrumen- the same frequency range as the sub-
micro-transmitters in the same stem, a tation-grade tape on precision reels, carriers, allowing direct lock onto the
series of laboratory tests were per- Therefore, the tape system that is cur- desired channel. It also allows for more
formed. These tests consisted of phys- rently committed to this project has been accurate alignment of the tuning range
ically encapsulating two separate micro- aligned by an audio laboratory in Clave- of the individual demodulating units. In
transmitters with associated subcarriers land and matched to 3M-301 instru- fact, this new design also has the addi-
into the actual stem geometry and re- mentation tape. As a result of this tional bonus of increasing the overall
osiving and analyzing the- output from procedure, the tape recorder is now ca- reliability of the demodulation system
each on a Tektronix spectrum analyzer. pable of accurately recording the output because it actually results in fewer com-
Results showed no difference between of the dual Mclntoshes without any per- ponents necessary for implementation
a received pattern from a single trans- ceptable loss in sensitivity, of the circuitry. Re-design of this system
mitter or from that same transmitter also greatly improved its ability to track
when a second transmitter was active Telemetry Demodulation-Since early the individual subcarrier channels over
in the same housing. While the single in the project, when the very real pos- a much wider range.
transmitter version is lower in power, it sibility of having to utilize a single trans-
employs more tightly spaced informa- mitter to broadcast all seven channels Telemetry Packaging-As can be seen
tion channels. In contrast, the dual of data from the implant had to be con- from Figure 1, the implant contains a
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stem of standard external geometry placement. The only remaining aspect a check of the telephone directories of
which is in fact a hollow cavity acces- of this project currently under develop- the seven largest metropolitan areas of
sible through a mating dovetailed slid- ment is the finalization of the packaging the state. A total of 159 orthopaedic sur-
ing coverplate. It is this compartment of the whole implant system. This as- geons were identified as practicing in
which contains the actual energy cells pect of the project is being given con- Louisiana, and each was mailed a ques-
and microcircuitry necessary to telem- siderable attention, since implantation tionnaire in July of 1979. In December
eter out the loading data. of a total joint replacement gives long- 1979, a revised questionnaire was pre-

Since our assembly protocol calls for term biocompatibility a whole new pared, whichcould be completed more
pre-sterilization of the electronic circui- meaning. That is, anything that is im- easily, and those surgeons not replying
try prior to final assembly, our first in- planted as a total joint replacement must to the initial mailing were contacted a
vestigation concerned itself with the be considered a permanent implanta- second time. The requested information
effect of ethylene oxide sterilization on tion. Therefore, the packaging and seal- included the number of total knee re-
the microcircuitry components. To this ing techniques utilized in this device placement procedures performed, the
end, a microcircuit consisting of an FM must be adequate to function for the types or designs of prostheses for total
transmitter, three subcarrier oscillators, anticipated long-term period, knee replacement (TKR) utilized, de-
and a set of energy cells was assembled signs which had been abandoned, and
and tested in our laboratory. This initial comments about TKR.
testing documented the basic transmis-
sion parameters of subcarrier ampli- Results-31 replies to the initial ques-
tude, center frequency and spectral tionnaire and 48 replies to the second
purity as analyzed on a spectrum ana- Orthopeedic Implant Device questionnaire were received for a final
lyzer, the transmitter sensitivity and Retrieval and Analysis response rate of 50 percent. Of the sur-
transmitter center carrier frequency, as VA Mpdical Center geons who replied, 48 (61 percent) stated
well as the transmitter's signal strength. New Orleans, Louisiana 70146 that they were currently using total knee
Following this test, the microcircuitry Allan M. Weinstein, Ph. D. arthroplasty as a treatment for rheu-
was then double wrapped and sent over Harry B. Skinner, M.D., Ph. D. matoid and degenerative arthritis. These
for standard gas sterilization at Univer- Matko Mili*ic, M.D. 48 surgeons claimed a total annual in-
sity Hospitals. The circuitry was then re- Stephen D. Cook, Ph. D. sertion of 487 devices.
tested in the laboratory. As a result of Alastair J. T. Clemow, Ph. D. In Table 1, the different designs of tota
this testing, it was determined that the Cyrus Guidry, M.S. knee prostheses have been character-
temperatures and gas utilized in the ized by their frequency of insertion ac-
sterilization procedure did indeed have This report covers the period cording to the replying surgeons. Clearly,
a slight effect on almost all the above- 1 January 1981 through 30 June 1981.
mentioned circuit parameters. There- Two aspects of our retrieval and analy-
fore, following the second documented sis effort dealing with total knee re- TABLE 1.
test, the circuitry was again sent to the placements are being reported. Number of Each Total Knee Design Being

Inserted in Louisiana in 1979.hospital for a second sterilization. Fol- The first aspect is the results of a sur- No. Surgeons' Total No.
lowing this second sterilization, retest- geon survey, conducted in Louisiana, to Device Using Each Used
ing demonstrated that no further provide more specific information con- Device Annually
changes had occurred from the param- ceming the selection and use of total Total condylar 35 302
eters documented following the first knee arthroplasty. UCI 11 59
sterilization. For this reason, prior to fi- The second aspect is the results of a Noiles 8 48
nal setting of the implant microcircuitry continuing followup study of the poly- Townley
parameters, all associated components centric knee arthroplasty. Anatomical 5 21
are first cycled through a gas steriliza-
tion procedure at least once. However, Surgeon Survey Marmor

Modular 2 19
similar testing of the strain gages utilized Purpose--The survey of orthopaedic GUEPAR 7 16
on the load cell showed them to be es- surgeons in Louisiana was conducted in
sentially impervious to any effects of order to determine both the type and Polycentric 1 8

the sterilization procedure. frequency of total-knee prostheses cur- Condylar 2 6

rently being inserted. It was further in- Sphercentr 3 5
Summry tended that this survey would examine Crete

As stated previously, we currently an- the sentiments of practicing surgeons condylar 1 1

ticipate no insurmountable technical toward this procedure and possibly Gustillo 1 1

problems in the successful completion identify any common problems being Zimmr Offset

of this project. The required telemetry encountered. Hingee 1 1

capability is fully developed and tested.

The basic mechanical design has also Method-A list of orthopaedic sur- Annual Total 487
been extensively tested and shown to geons in Louisiana was compiled, using 'Number of surgeons does not total to 79e tbecause some surgeons do not perform
meet the mechanical requirements for records obtained from the Louisiana total knee arthroplasty and some surgeonsa fully functioning total knee joint re- Orthopaedic Society supplemented with use more than one design.
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the total condylar design has been most asm with total-knee prostheses among number of orthopaedic surgeons.
frequently inserted by this group, with Louisiana orthopaedic surgeons. Al- It would be of great interest to com-
62 percent of all insertions and 73 per- though several surgeons expressed ap- pare these findings with a similar study
cent of the replying surgeons who per- parent satisfaction with the knee for total hip prostheses if one were
formed total knee arthroplasty using this arthroplasty, most did not. Several corn- available; certainly a more even distri-
design. mented that they discouraged total-knee bution of insertions would be expected.

Also included in the questionnaire was arthroplasty for fear of "disaster," while It is intended, however, that a similar
a request for information concerning the three surgeons noted that they had study be conducted in future years for
reason why a particular device was cho- ceased using the procedure entirely. total knee prosthesis in order to exam-
sen. The result clearly illustrated that the These reactions are very similar to the ine any changes which occur with time.
surgeon considered the design to be the sense of dissatisfaction noted by Hori
most important. Other criteria noted as (3) in his study of orthopaedic surgeons Polycentric Total-Knee
important were a device's usefulness in at the major joint centers in Illinois in Arthroplasty Followup
varied diagnoses, instrumentation as- 1976. Hon further inquired as to how Purpose-A continuing followup of the
sociated with the prosthesis, availability, many additional patients would have polycentric knee affords the longest ex-
and finally previous training with a sp- been treated with TKR if reliable designs perience of any non-constrained total
cific device (Table 2). The number of were available and found that an addi- knee replacement. In this particular
total-knee replacements performed each tional 60 percent more procedures study, a maximum followup period of
year per surgeon ranged from one to would probably have been performed 93 months was available, with more than
forty, with the average being ten. if a better system had been available, one-half of the 56 devices in use for at

On the basis of the 50 reply rate, it is least 48 months. Although the polycen-
TABLE 2. possible to estimate that the total num- tric total knee is no longer widely used,
Selection criteria used by Louisiana ortho- bar of knee prostheses inserted in Lou- continuing accumulation of long-term
paedic surgeons in choosing a prosthesis isiana in 1979 was between 489 and 987. results of its application provides valu-
Criterion Number Noting The lower of these figures would apply able information in the continuing de-

Design of prosthesis 12 where none of those surgeons who did velopment of a more reliable
not reply inserted any total knees, while arthroplasty

Usefulness in the higher figure would apply if the sur-
varied diagnosis 9 geons who did reply were fully repre- Methods-A questionnaire containing

sentative of the whole-obviously, a 103 items regarding the preoperative,
Instrumentation 7 situation somewhere between the two operative, and immediate postoperative

extremes may be expected. In order to condition of each patient was corn-
Availability examine the validity of the survey, all of pleted (Table 3). Each patient was con-

of the device 6 the manufacturers of these devices were tacted, those available were examined,
contacted to obtain their sales data in and a form (Table 4) was completed de-

Received Louisiana in 1979 for both total condylar scribing each patient's current condi-
specific training 4 and other designs. These figures indi- tion. The questionnaire and followup

cate that the sales of all total-knee data form, Tables 3 and 4, are not shown;
prostheses were 610, of which 306 (50 the two tables which occupy seven

The responses concerning devices no percent) were total condylar designs. pages are available on request to Dr.
longer utilized by a surgeon, and the These figures for total sales are in broad Weinstein or to this publication. If the
reasons for changing, were also inves- agreement with the survey. While the patient was not available for re-exami-
tigated. The reason most often noted somewhat low percentage of total con- nation, the followup data form was
referred to the design of the prosthesis. dylar knees is surprising, this may re- completed from records of the latest
Several surgeons noted that a newer flect an over-generalized use of the term available examination. A thorough ra-
design appeared to offer an advantage by the replying orthopaedic surgeons. diographic analysis was performed re-
over an earlier design. Complaints con- If the 609 figure for the manufactur- garding device placement, wire marker
cerning particular devices appeared era' sales is accepted as accurate and migration, and evidence of device set-
consistent with those reported in the lit- complete, then it becomes possible to tling for all radiographs available
erature, such as the inadequate range of estimate more accurately the overall throughout the period of implantation,
motion with a Geometric (1), and the usage of total knee arthroplasty. If the along with weightbearing anterior-pos-
loosening and disintegration of the UCI 79 surgeons who replied are inserting terior and lateral views taken at the time
tibial component (2). Individual Louisi- 489 protheses, then those 80 surgeons of the followup visit.
ana orthopaedic surgeons also reported who did not reply should be inserting In order to define the outcome for the
discontinuing use of the GUEPAR, ICLH, only 121 prostheses. This lowers the av- patient population, two knee rating
Noiles, total condylar, and the cruciate erage number of insertions per surgeon scales were utilized. The first was the
condylar prostheses. from the figure of 10 (per surgeon re- modified Larson Knee Score (4) (Table 5)

plying and inserting) to 3 (per surgeon which is a complex, multiple entry rat-
Diseuslson in the state)--while implying that a large ing scale with a 0 to 100 point range of

For the reporting year 1979, the sur- percentage of all insertions are being scores. The second was a simpler func-
vey revealed a general lack of enthusi- performed by a comparatively small tion rating scale, Table 6 (5) in which the
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TABLE 5. TABLE 7.
Modified Larson Knee Score Summary of patients
Function (40 points) Anatomy (10 points)

Ump: Patients Reviewed 51
none 12 Genu Valgum or varum:
slight 8 0-10 4 Total number of knees 56
moderate 6 10-25 2 Age mean: 58 years (range: 41-81)
severe 2 over 25 0 Males 46
not walking 0 lexion contracture: Females 3

Support: none 2 Weight mean: 178 pounds (range: 128-260)
none 12 over 10 0
cane, occas, 8 Patellar abnormality: Diagnosis
cne, always 6 none 1 Rheumatoid 9

crutch 4 lateral pos 0 Osteoarthritis 32
2 canes 1 high riding 0 Post-Traumatic 14
2 crutches 1 inc. mobility 0 Other 1
not walking 0

Distance walked: Swelling: Followup mean: 50 months. (range: 0-93)

unlimited 12 none 3
6 blocks 8 slight 2 TABLE S.
2-3 blocks 6 moderate 1 Operative data
indoors only 2 marked 0 Tourniquet Time 1.5-2.0 hours (range: 1 to 4)
bed, chair 0 Pain (40 points) Blood Loss 150 cc. (range 100 to 500)

Stairs: none 40 Hospital Stay 23 days (range 7 to 60)
normally 4 slight 35 Healing Time 2 weeks (range 1 to 6)
use bannister 2 mild 25
any method 1 moderate 20
not able 0 severe 10 Operative Occurrences

disabled 0 Procedure No. of Patients % of Population
Range of motion (10 points)0
0 to 45 degrees Patellectomy 0 0

Deduct 1 for each 10 of loss. Max. 5 points. Medial Facetectomy 5 9.6
45 to 90 degrees Lateral Facetectomy 7 13.5

Deduct 1 for each 15 of loss. Max. 3 points. Patellar Shaving 11 21.2
90 to 130 degrees Osteotomy of 26 50.0

Deduct 1 for each 20 of loss. Max. 2 points Posterior Femoral
Condyle

TABLES.
Simplified point system for assessment of function

Points Early Complications
Pamn None soMid 0 Intraoperative deaths 0

Mild 40 Pulmonary embolism 1
Severe 0 Myocardial Infarction 1

Delayed wound healing 1

Walkn abillty Outdoors, 30+ minutes 20 Infection 0

Outdoors, 0-30 minutes 15
Indoors 5
Unable 0

Range of mvmmnt 80 + 30
60-79 20
30-59 5
0-29 0

Aceaptale Function Pain 40-50
Walking 15-20
Movement 30

If acceptable in all 3 Add 10
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individual was evaluated using only The width measurument was utilized March, 1979. Approximately 10 arthro-
three parameters. A bonus was pro- in order to compensate for any magni- plasties per year were performed from
vided if an individual were acceptable fication variation between the different 1972 through 1976 when the rate
for all three measurements. The simpli- radiographs of a particular individual, dropped to 2 per year through 1979.
fied rating scheme has a range of values When any region was unclear, several Unique to this population is the male-
from 0 to 110. radiographs from the same individual to-female ratio. Other published studies

Overall evaluation to determine the were examined to insure that the same of total knee arthroplasty involve pre-
success rate for the arthroplasty utilized landmarks were chosen. No attempt was dominately females, but only three ar-
the simplified rating scheme and the made to analyze the data as the mea- throplasties of this study were
degree of satisfaction as reported by the surements were being taken. performed on females, because the ma-
patient during the interview. Addition- The calcu!ated settling ratio was plot- jority of the patients were treated at the
ally, any individual who underwent re- ted versus time from implantation and Veterans Administration Medical Center,
operation was classified as a failure, a linear regression was performed in New Orleans.

Anterior-posterior radiographs from order to determine the slope of the best The patient population represents a
patients in the study were subjected to fit line. This slope for the time rate of carefully selected group with the follow-
a more detailed analysis than called for change of the settling ratio was re- ing preoperative indications identified as
in the general study, in order to deter- corded as the settling indices for the necessary for success:
mine the degree and significance of any medial and lateral components. 1. minimal deformity,
settling that had occurred. Only the ti- In order to determine the actual num- 2. minimal ligamentous laxity, and
bial components were evaluated in this ber of individuals present in the study 3. good bone quality
manner, with the lateral and medial during a given time interval, and to de- Overall, the preoperative complaint
components studied separately. termine the probability for failure during common to all individuals was pain, with

Radiographs of an individual were ex- any given interval, survival analysis was every individual complaining of mod-
amined in the following manner (Fig. 1): performed on the data. The 93-month erate to severe pain on weightbearing.

1. A line (L) was drawn determined interval for the study was subdivided Additionally, 60 percent complained of
to be the joint line using bone tissue not into 10 periods. Survivorship of the ar- moderate to severe night pain. The av-
removed by the procedure as the throplasty was measured from the date erage range of motion for the group was
landmark, of insertion. Although individuals en- 106 degrees (range 30 to 140) with 37

2. Another line parallel to Li was tered the study at different times, for the percent of the individuals demonstrat-
drawn tangent to the most distal region purpose of these calculations, every ing a flexion contracture of 5 degrees or
of the bone cement for the medial com- participant entered the first interval and greater. Disability severe enough to pre-
ponent (L2). continued through all intervals until the vent an individual from working was

3. A similar line was drawn for the time of followup for a given individual claimed by 46 percent of the population.
lateral component (L3). (Not shown in was reached. Individuals removed from Preoperative radiographs indicated
figure) the study were then marked as either only two individuals with normal joint

4. The distance between the lines Li "failed" or "withdrawn." An individual spacing of the medial compartment, with
and L2, and between lines L3 and L4, was marked as withdrawn if the study 45 percent of the population rated as
were measured and recorded as the dis- ended or the patient was lost to obser- having severe loss of medial joint spac-
tances (H1 or H2). vation. This technique allows the use of ing. Only 15 percent of the population

5. The width of the joint was mea- data from cases for which the response demonstrated severe loss of lateral joint
sured at its widest point (W). (failure) had not yet occurred by the end space. Irregularities of the tibial surface

6. A length-width ratio was calculated of the study. The major restriction is the were noted for 60 percent of the popu-
and recorded for each component (Set- assumption that withdrawals occur ran- lation with 86 percent demonstrating
tling ratio - R). domly, not in anticipation of failure (6). femoral surface irregularities.

The data obtained from the operative
Results-The patients who were fol- reports are given in Table 8.
lowed represent 58 consecutive poly- Prophylactic antibiotics were admin-
centric arthroplasties (Table 7). Two istered intravenously to all patients with
arthroplasties were lost to followup be- approximately 50 percent of the popu-
cause of unobtainable medical records- lation receiving Cephalosporin (used
therefore 56 of the arthroplasties are in- prior to 1976) and 50 percent receiving
eluded in the study. Of the knees in- Methicillin (used exclusively in 1976 and
cluded in the study, 33 were evaluated later). Cultures were recorded for 52
during dn examination which occurred procedures with 6 (11.5 percent) identi-
during March, 1980, through May, 1980. fied as positive. In five of the six cultures
The remaining 23 knees were evaluated the organism encountered was Staph-
using the most recently available med- ylococcus epidermidus, with anaerobic

R = W ical records. diphtheroid in the other. The individual
W The earliest arthroplasty was per- whose arthroplasty cultured the ana-

FIGURE 1. formed in April 1972; the most recent erobe had been treated with Cleocin.
Settling Ratio Determination. included in the study was performed in Three of the individuals with cultures
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positive for the Staphylococcus had been ticular block of the table. In Table 9, Pain lation was 106 degrees with 37 percent
treated with Cephalosporin and two with Rating, the horizontal row labeled "se- of the population demonstrating 110
Methicillin. vere" includes the 25 individuals who degrees of motion or greater. Extension

Anticoagulant therapy was not rou- suffered severe pain preoperatively. Of contracture of greater than 5 degrees
tinely utilized with aspirin administered those individuals, one suffered disa- was present in seven individuals, with
to ten individuals (19.2 percent) and bling pain at followup, and four suffered one individual demonstrating an exten-
Warfarin for one. severe pain. Thirteen individuals went sion deformity of 30 degrees.

Early complications following the from severe preoperative pain to mild Medialllateral instability was not a
surgical procedure resulted in the deaths pain at followup, with seven individuals major problem for this patient popula-
of two individuals. A 57-year-old male demonstrating no pain at followup after tion, with moderate medial instability
died from a pulmonary embolism on having severe preoperative pain. Pre- more prevalent than lateral instability,
the second post-operative day. An sentation of data in this manner indi- and no individual suffering from severe
89-year-old female died during the sec- cates both the final quality of results instability in either compartment.
ond post-operative day following a my- and the degree of change between the The radiographs of 46 arthroplasties
ocardial infarction. No further two periods. A diagonal line is drawn were available at followup and exam-
complications developed during the im- intersecting cases showing no change ined for the presence of lucency. Nine-
mediate postoperative period except for in value from the preoperative to the fol- teen knees demonstrated slight lucency
one individual who suffered delayed low-up condition (four knees in Table 9). associated with at least one component
wound-healing. That problem resolved Cases lying above the diagonal corre- of the arthroplasty The most common
without a skin graft. spond to those that have improved fol- site of the lucency was the medial tibial

Examination of the operative radi- lowing surgery; those lying below it component (in 16 arthroplasties) with
ographs of 44 knees (12 unavailable) have deteriorated. The general quality the lateral tibial component suggesting
disclosed lucent lines present in nine of the results in a group of knees can slight lucency in 13 arthroplasties. Lu-
knees (20 percent) immediately after im- be seen by their distribution about the cency around femoral components was
plantation. Valgus placement was noted diagonal "no change" line. In order to much less common, present in only four
for one medial and one lateral tibial simplify the presentation, a chosen value medial and three lateral components.
component. Twelve knees (27 percent) is defined as "acceptable" for each pa- Moderate lucency was noted in a total
were noted as having an anterior tilt rameter, and a vertical line is drawn at of three arthroplasties, in two medial
(anteroversion) of the tibial component this point crossing the horizontal axis. tibial components and one medial fem-
with one individual demonstrating a Only cases falling to the right of the ver- oral component.
posterior tilt (retroversion). Valgus tical line are considered acceptable at Sclerosis beneath one or more tibial
placement was noted in two medial followup. Further, a summary ex- components was identified radiograph-
femoral and two lateral femoral com- pressed as percentages is oresented be- ically in 51 percent of those reviewed.
ponents with two lateral femoral com- low each table. Each table includes every Breakage of the wire marker was iden-
ponents placed in varus orientation. One individual from the study for whom both tified in the radiographs of six individ-
individual was noted as having a flexion preoperative and postoperative values uals. This breakage was thought to
placement of the femoral components. for the indicated parameter were follow a loss of bony support beneath

Six individuals underwent manipula- available, the central portion of the component,
tion under anesthesia following surgery. Referring to Table 9, pain relief at fol- which permitted a flexing of the poly-
The mean time for manipulation was 24 lowup represented the most dramatic ethylene and the encased wire.
days postsurgery (range 14 to 35). The improvement offered by the procedure, The number of items necessary for
individuals underwent manipulation be- with only one individual worsened and completion of the Larson Knee Rating
cause they demonstrated a limited range four unchanged. The lower rate of im- Scale left many individuals with an in-
of motion (mean value 50 degrees.) With provement in walking ability (Table 10) complete rating. Of the 54 knees in the
one exception, all manipulations were resulted from the general condition of study, only 36 could be rated with the
performed prior to 1975. (The surgeon the participants of this study; no at- Larson rating. Utilizing the simpler scale
in charge became convinced that indi- tempt was made to alter or exclude the suggested by Freeman, 45 knees were
viduals would gain adequate range of rating of an individual whose limited rated postoperatively but only 44 could
motion in time without the added trauma walking ability was unrelated to the be rated preoperatively.
of additional anesthesia.) arthroplasty, The minimum rating considered ac-

The results of this review are pre- Three individuals demonstrated a ceptable, using the Freeman scale, was
sented initially as tables showing the passive range of motion (Table 11) of 75. In order to attain an acceptable rat-
state of each case before surgery and at less than 70 degrees at followup. Two ing an individual could have no worse
followup for various parameters. A of the individuals with reduced range of than mild pain on weightbearing, 80 de-
cross-tabulation grid was formed with motion were short-term, with the device grees of motion, and the ability to walk
possible preoperative values of a given in place for 16 months or less. One died indoors. (The cross-tabulation of the
parameter marked on the vertical axis of gunshot wounds 3 months after sur- Freeman rating is presented in Table 12.)
and possible followup values on the gery, and the other died 16 months after One individual demonstrated a drop in
horizontal axis. Any block within the grid surgery following a pulmonary embo- rating following the surgery. with seven
corresponds to a unique pairing going lism. The third individual continues as individuals identified with uneceutabie
from a given preoperative to a certain a marginal success after 56 months. The knee ratings at followup
followup condition as listed in each par- average range of motion for the popu- In order to check the pfpq i (,# t,w ,



80Al 2 EEASA MINSRTO ASHINGTON DC DEPT OF E CI EC F/ 6/

BULLETIN OF PROSTHETICS RESEARCH. REHABILITATIVE ENGINEERING RE-ETC(U)

UNCLASSIFIED BPR-1O-36-VOL-18 NL

IEEIIEHEIIIIEI



IIll IIII_____ II II6o .
1.25 ffj4 1 .

IV .- , W 0 l lkI iI %



TABLE 9. TABLE 10.

PaIN RATING WALJaLATE

FOLLOW-UP FOLLOW-UP
Disabled Severe Moderate Mild Slight None Unable Severe df. Mod. dif. No limit

Disabled 0 4 0 12 0 8 Unable 1 1 0

P Severe 1 "' 4 0 13 0 7 P
r Moderate 0 0 0 0 0 0 e

Moderate df. 1 2 9 9

Mild 0 0 0 0 0 0 o

Slight 0 0 0 0 -'0 0 p No limit 0 0 0 0

None 0 0 0 0 0 0 Unacceptable Acceptable

Unacceptable Acceptable

SUMMARY
SUMMAR Y Acceptable 76.0%

Acceptable 81.6% Unacceptable,improved 3.0
Unacceptable,improved 8.2 Unacceptable,unchanged 9.0
Unacceptable, unchanged 8.2 Unacceptable,woaseced 12.0
Unacceptable, worsened 2.0

Total reviewed 49 Total reviewed 34

SIMPLIFIED KNEE RATING SCALE
RANGE OF MOTION (degrees)

FOLLOW-UP
FOLLOW-UP Disab Severe Prob Fair Ok Excel

<70 70-90 0-100 >100 Disabled 0 1 0 6 0 0
<70 1 0 0 2 P Severe 0 1 4 13 6 9

r
P 70-90 1 3 3 4 e Problem 0 1 0 2 1 0

• 90-100 0 3 , 0 P Kair 0 0 0 0 0 0

0 >100 1 6 4 21 oK 0 0 0 0 0 0

P Excellent 0 0 0 0 0 0
Unacceptable Acceptable

Unacceptable Acceptable

SUMMARY SUMMiARY

Acceptable 71.0 Acceptable 84%
Unacceptable,improved 0.0 Unacceptable,improved 14
Unacceptable,unchanged 7.0 Unaccep table, unchanged 22
Unaccep table,wors ened 21.0 Unacceptable,wors ened 0

Total reviewed 44

Total reviewed 52

TABLE 11. TABLE 12.

knee-rating value, a plot with linear identified as failures. Six knees have associated with every failure.
regression was performed (figure 2). It undergone reoperation. Three of these
should be noted that twice, two knees knees were revised to a more con- Analysis for settling was performed
had identical ratings and times of fol- strained device, while revision for the on 27 individuals from the study. This
lowup (rating = 60, followup = 51 others involved replacement of one or sub-group represents those individuals
months; rating = 95, followup = 84 more of the polycentric components, on whom three or more readable radi-
months). leaving the patient with a polycentric ographs were available covering the im-

Although the rating of individuals with arthroplasty. One of the polycantric re- plantation time of the device. This
a followup of 60 months or greater is visions was subsequently fused. The five population contains most of the failures
somewhat lower than that for short-term remaining were classed as failures based (10 of 11). This was not a conscious
arthroplasties, the trend is slight The on functional result (knee rating and pa- choice, but a result of the higher fre-
average knee rating at different fol- tient assessment) but have not at this quency of examination for individuals
lowup periods is almost constant. date undergone reoperation. Moderate having difficulty.

A total of 11 knee prostheses were to severe pain on weightbeanng was The average number of radiographs
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read per individual was 6 (range 3 to 13) definite settling, the second group is The trends in the settling index values
covering an average period of 50 months identified as "questionable" for settling, for lateral compartment (Table 14) are
(range 18 to 93). with the third having no evidence of less clear than for the medial, with three

The time rate of change of the settling settling. Thus, for the medial compo- numerically large negative values well
ratio was determined for both the me- nent, a slope of 0.085 or greater is taken beyond the assumed "indeterminant"

dial and lateral tibial components. as definite evidence of settling, a range range. Whether or not such values rep-
Table 13 reports the values for each in- of 0.030 to 0.084 is questionable, and resent rising of the prosthesis is not dear
dividual in the analysis, arranged for less than 0.030 is classed as not settling. Table 15 describes the settling ratio
medial and lateral compartments. Each (A negative slope probably represents for the 10 of the 11 knees described clin-
set is subdivided into three categories, an indeterminant value rather than ically as failures. Every individual classed
based on a sharp break in the settling actual rising of the device, and is as a failure demonstrated at least ques-
index value. The group labeled "defi- most likely a result of measurement tionable settling on radiographic analy-
nite" demonstrates what is felt to be inaccuracies.) sis, with 50 percent of the failures

MEDIAL SLOPE VALUES

I28 ID SLOPE TIMEF-
O 0 0 (months)
L 0 C> 0 0
L 0 010e- DEFINITE SETTLING

-000 0 366L 0.583 26
U 8  OD

0 0 0 00 0 0 401L 0.290 37
698R 0.146 45

K 828L 0.143 28N Be- o o o
0 443L 0.113 23

E 924R 0.094 44
A 0 210L 0.087 5540- 0

i 434L 0.086 35
N

20- ' I ' I ' I 'QUESTIONABLE SETTLING

9 20 40 60 80 1.
TIME (MONTHS) 633L 0.068 35

083L 0.052 23
FIGURE 2. 635R 0.047 62
Knee Rating versus Time at followup. 504R 0.041 35

551R 0.034 68
337R 0.030 53

N NO SETTLING
U
M 698L 0.027 43

- 147L 0.024 49
R 265R 0.018 57

0 51L 0.011 18
F 720L 0.006 50

874R 0.004 77
N2- 701R -0.002 60
E 930R -0.004 72
E 044L -0.020 89

266L -0.027 59
269L -0.043 93
038L -0.085 67

O 20 40 60 so l0 965R -0.093 36

INTERVAL (MONTHS) TABLE 12.

Fur e.
Number of knees exposed versus Time.
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demonstrating definite signs of settling, is marginally successful; the individual note that, during the later intervals of
Also listed are the values of the settling has a rating of 75 (minimally acceptable) the study; the number of arthroplasties
ratio for the 17 non-failures. Of this after 55 months. The rate of settling and exposed or "at risk" is drastically re-
group, eight (47 percent) demonstrated current quality of result suggests that duced as individuals are withdrawn. With
a suggestion of settling with four (24 clinical failure may occur shortly. The a mean followup period of 50 months
percent) of these individuals having def- remaining individual rates 105 on the for this study, only 15 arthroplasties are
inite settling. Freeman scale (excellent) with only slight exposed to 5 years or longer use. Thus,

Of the four individuals who demon- pain; this individual does demonstrate even with this study, only a small por-
strated definite settling, two are short moderate medial ligamentous laxity and tion of the population has an exposure
term (23 months or less) and warrant a is currently in twenty degrees of varus, time suitable for a long-term study. The
close examination. It is felt that these which would be consistent with medial number of knee arthroplasties exposed
two individuals are at risk, and some settling, is plotted versus the interval of the study,
conservative response by the clinician The life table for survival analysis is in Figure 3.
may be called for. One of the remaining presented in Table 16. It is important to

LATERAL SLOPE VALUES

ID SLOPE TIME FAILURES

Medial Lateral Status

DEFINITE SETTLING ID Settling Settling or
Index Index Knee Rating

510L, 0.377 18
51 .7 8 266L -0.027 0.042 45434L 0.272 35 337R 0.030 0.017 Reoperation

366L 0.103 26 366L 0.583 0.103 60
828L 0.098 28 401L 0.290 -0.270 Reoperation

QUESTIONABLE SETTLING 434L 0.086 0.272 Reoperation
504R 0.041 0.010 45

698R 0.060 45 551R 0.034 -0.017 Reoperation
720L 0.006 0.058 60720L 0.058 57 828L 0.143 0.098 Reoperation

265R 0.052 57

266L 0.042 924R 0.094 -0.012 60

NO SETTLING

3371 0.017 53 NON-FAILURES
701R 0.014 60 Medial Lateral Status
965R 0.010 36 ID Settling Settling or
874R 0.010 77 Index Index Knee Rating874R 0.010 77
504R 0.010 35 038L -0.085 0.001 85
635R 0.001 62 044L -0.020 -0.023 75
147L 0.001 49 083L 0.052 -0.028
038L 0.001 67 147L 0.024 0.001 75
924R -0.012 210L 0.087 0.010 75
698L -0.015 265R 0.018 0.052 95
551R -0.017 68 269L -0.043 -0.068 95
044L -0.020 89 443L 0.113 -0.185 110
083L -0.028 23 510L 0.011 0.377 ?
633L -0.047 35 633L 0.068 -0.047 95
269L -0.068 93 635R 0.047 0.001 85
443L -0.185 23 698L 0.027 -0.015 95
401L -0.270 7 698R 0.146 0.060 105
930 -0.628 7701R -0.002 0.014 85
TAKE 14. 874R 0.004 0.010 85

930R -0.004 -0.628 ?
965R -0.093 0.010 110

TALE 15.
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Figure 4 presents a plot of the pro- moderate pain at followup. The distinc- scale rates, in addition to the distance
portion of the population failing versus tion between mild and moderate pain walked, the presence of a limp, use of
time in situ. In this study the time of is not clear; the necessity for such dis- aides, and the ability to maneuver on
greatest danger of failure occurred be- tinctions limit the usefulness of this and stairs. Again, none of the additional pa-
tween the 48th and 5.,th months, with other semi-quantitative rating schemes. rameters identify knee function prob-
12,5 percent of the exposed population The Larson knee score assigns 40 per- lems alone. The 20 percent weight of
failing. The interval of highest propor- cent to pain rating, with an addi tional the simplified scale assigned to walking
tion of failing was immediately pre- category which reduces the abrupt drop ability is justified.
ceded by the interval with the second in points but requires distinction be- As described earlier, the minimally ac-
highest failure proportion (6.8 percent). tween slight, mild and moderate pain- ceptable rating of 75 represented an in-
An earlier interval of elevated failure oc- thus making the subjective decision dividual with mild pain, greater than 80
curred between months 18 and 24, with more difficult. degrees of flexion-extension motion, and
6.7 percent of the individuals at risk dur- The multiple factors influencing the the ability to walk indoors. When asked
ing the interval failing, walking ability of an individual limit its how they would rate their knee, of the

A plot of the overall probability of sur- usefulness in a rating system. The sim- individuals who subsequently were rated
vival versus time is presented in Fig- plified rating scale utilizes only the dis- as minimally acceptable (75 points) two
ure 5. The final level of survival was tance the individual can walk. The Larson felt their knee was very good, two felt
0.705. The estimated time at which 25
percent of the population would fail was
51.3 months. . IS

The population was subdivided into p
two groups according to preoperative R
weight of the individual, with 200 pounds 0

Pat the cut-off value. The probability of 0
failure versus time for the two sub- R 9. t-
groups is plotted in Figure 6. T

In comparing the two groups, the cu- I0
mulative probability of survival at 96 N
months was 0.80 for the knees in indi-
viduals weighing less than 200 pounds, F

and 0.50 for individuals weighing more I
than 200 pounds. L

N
Discussion-With no consensus in the G
literature on what constitutes a success, 0.00-

i assessing the results of total-knee ar- [ ' I ' I
throplasty is difficult. A procedure may 0 20 40 60 80 l ow
be said to have failed if it does not meet TNTERVAL (MON'HS)
the goals established for it. A successful FIGURE 4.
total-knee arthroplasty must provide Proportion Failing versus Time.
stability, mobility, and freedom from
pain. The simplified knee-rating scale
utilized for this study provides a semi- C LII
quantitative measure rating level-of-pain, U
range-of-motion, and the ability of the Ut
patient to ambulate, with 50 percent of L
the rating weighted toward pain, 30 per- T

cent toward range of motion, and 20 1
percent toward walking ability. V

During the patient interview, the most E
common expression of satisfaction was S
about freedom from pain, the most U
common complaint was about the pres- R
ence of pain assoiated with the knee. I
Thus the 50 percent weighting of the V
scale for pain is probably justified. The A
large drop in rating between mild pain L

(40 points) and moderate pain (15 points) 0

made that single observation determine 199
INTERVAL (MONTHS.)whether the rating was a success or fail- __NT__ __L_________

ure. An 'acceptable" rating (75 points) FIGURE 5.
was unobtainable if the observer noted Cumulative Survival.
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clusions can be drawn, there appears to
Life Table be the suggestion that greater than 15

degrees of varus or valgus may predis-
Interval Entered Left Failed Proportion Cumulative pose a knee to failure.
(months) failed survival Evaluation of preoperative instabili-

ties (an indication of ligamentous laxity)
0 - 6 56 4 0 0.00 1.00 revealed 17 individuals with moderate
6 - 12 52 1 0 0.00 1.00 medial instability and one failed. Among

12 - 18 51 3 1 0.020 1.00 the two knees with severe medial inst-
18 - 24 47 4 3 0.067 0.980 ability, none had failed. Only one knee
24 - 30 40 4 1 0.026 0.914 demonstrated moderate lateral instabil-
30 - 36 35 2 1 0.029 0.890 ity, and it was not a failure. Three knees
36 - 42 32 1 0 0.000 0.864 demonstrated moderate to severe bilat-
42 - 48 31. 3 2 0.068 0.864 eral instabilities and none of these have
48 - 54 26 4 3 0.125 0.806 failed.
54 - 60 19 4 0 0.000 0.705 A qualitative estimate of bone quality
60 - 66 15 0 0 0.000 0.705
66 - 72 15 3 0 0.000 0.705 was determined using preoperative ra-
72 - 78 12 2 0 0.000 0.705 diographs. Four individuals were rated
78 - 84 10 7 0 0.000 0.705 as having severe loss of bone density,
84 - 90 3 1 0 0.000 0.705 or osteopenia, with no failures among
90 - 96 2 2 0 0.000 0.705 them. One failure was recorded among

the two knees rated with moderate
TABLE 16 osteopenia.

Though not mentioned as a preoper-
ative contraindication, 6 failures oc-

the knee was good and two felt that it 15 degrees of varus preoperatively, also curred among the 24 individuals who
was fair. Of the individuals rating 95 one had failed. Two knees had 20 de- had undergone knee surgery prior to the
points or greater, all identified the re- grees of varus preoperatively, one could arthroplasty. The types of previous sur-
suits as good (3 individuals) or very good not be rated as the patient died shortly gery in the failed knees demonstrated
(14 individuals), after surgery, and the other failed. One no pattern, with one patellectomy, one

The knee rating serves to distinguish individual demonstrated 10 degrees of tibial plateau prosthesis, and one each
a "success" from a "failure" by the in- valgus preoperatively, and failed. One with osteotomy and synovectomy.
dependent evaluation of selected pa- individual began with 28 degrees of val- Excess weight has been implicated in
rameters rather than a single subjective gus, is currently classed as a success, the failure of total knee arthropasty.
decision. Marginal scores are the least but has reverted to 20 degrees of valgus The mean preoperative weight of the
dependable, and the single step of the at last followup. Though no dear con- entire population was 174 pounds; of
pain evaluation from mild to moderate
essentially selects the failures.

The eleven individuals identified as
failure either because of reoperation (6 0.3-

patients) or knee rating (5 patients) were
grouped for separate analysis to identify P
factors associated with the failure. R

With such a small total number of fail- p 200 pounds or greater
ures, statistically significant inferences 0
concerning factors predisposing an in- R 8.2-

dividual to failure were not possible. Ten
of the 11 failures occurred in individuals 0
with a diagnosis of primary (eight fail- N a
ures) or secondary (two) osteoarthritis, F I less than 200 pounds
with one rheumatoid individual classed A ,e a o
s a failure. The individual with rheu- I a

matoid arthritis complained of moder- L
#te paln on weightbearing, but had an N 5

excellent range of motion and was able G
to ambulate four to six blocks. A

The population was examined to de- I.|
termine if any individual failed to meet 20 48 88 80 le
the preoperative indications. In check-

i preoperstive deformity, six individ- INTERVAL (MONTHS)
uals exhibited 10 degrees of verue and FIUR 6.
one had failed. Of the 6 individuals with Proportion Failing versus Time.
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the non-failures, 172 pounds, and of the The difficulty in evaluating certain cases interval. Successive multiplication of the
failures, 190 pounds. The difference was could be eliminated if a standardized ra- probability of survival produced the cu-
not statistically significant (p < 0.20). diographic technique were utilized. mulative probability of survival.
Twenty-seven percent of the individuals Because of the increased risk to the The effect of weight on the probabil-
190 pounds or greater (4 of 15) failed, device associated with individuals ity of survival is profound, with a drop
while 14 percent (4 of 28) of those in- weighing 200 pounds or more, a linear from 0.8 to 0.5 as preoperative weight
dividuals weighing less than 190 pounds regression was performed between the exceeds 200 pounds. The curves of the
failed. values for the settling index (once for proportion failing appear similar for both

No relationship was noted between medial and once for lateral) and the groups displaying only a difference in
the presence of lucent lines postopera- weight of the individual. No trend was magnitude. (Figure 6) In both curves
tively (in nine cases) and later failure. Of present between weight and either of there appear two periods of peak fail-
the three individuals displaying marked the index values. The slope of the ure, with no failures after the 55th
lucent lines at followup, two were regression line in each case was near month. In his study of long-term fol-
classed as failures. The large number of zero. The results are not unexpected; lowup of Polycentric arthroplasties,
individuals (19) with only slight lucency time in situ of the device should alter Bryan (11) noted a continuing incidence
demonstrated no tendency toward the influence of the individual's weight of failure between the 5th and 7th years.
failure. on the settling index. At present, no such failure has occurred

The effect of individual component The method for determining the set- in the population under study, and a
placement as noted in the operative ra- tling ratio as described would be appli- 5-year survival at present appears to in-
diographs was evaluated. The one in- cable only to Polycentric arthroplasty sure a 7-year survival. As the number of
dividual with retroversion placement of Other knee arthroplasty procedures re- individuals exposed during the 5 to 7
the tibial components, and the one in- quire the removal of the entire surface year period increases, failures may and
dividual with a flexion placement of the of the tibial condyles, and no bony land- probably will occur.
femoral components, each failed and marks remain to identify the joint line. Dobbs suggested extrapolation of the
underwent revision. No association was For such devices, another landmark survival probability to predict failure at
noted between varus or valgus place- would have to be selected, possibly the some future time. Such a prediction
ment of the components and subse- head of the fibula. would be valid only if the future behav-
quent failure. Actuarial methods (life tables) are ior could be defined by the past. In the

The relationship between device commonly used when measuring the current study, if the first 30-month inter-
placement and success of the arthro- time to occurrence of some event or re- val had been used to predict failure in
plasty could not be verified with this sponse. They have been used in epide- the second 30-month interval, the high
population. In his evaluation of Geo- miological studies and in the engineering incidence of failure at 50 months would
metric total knee arthroplasty, Lotke (7) analysis of the failure of manufactured not have appeared. The causes of fail-
noted varus positioning in four of the components. Dobbs (10) suggested the ure of a joint arthroplasty are not con-
five instances of mechanical failure of use of actuarial methods to compensate stant in time; for example, infection can
the prothesis. Illstrup (8) suggested that for the differences in length of followup occur early, while wearing out of the
a common sequence of failure for the between different studies of hip arthro- prosthesis usually occurs late. Extrapo-
Polycentric knee involved a good initial plasty, one factor which limits the com- lations of survival data, especially when
result with slight residual varus which parison of such studies. The method can the patterns of failure are irregular and
would be followed by a gradual sinking be applied with little difficulty, allowing of varying causes, are not valid. Actu-
of the medial tibial block increasing the periodic and overall failure rates to be arial methods provide many advan-
varus. At followup, 5 knees of the 56 determined for a group of patients with tages in analyzing the effects of time on
were in varus with one failure-and 5 varying followup. a population. They serve to limit the in-
were in valgus with 1 failure. Survival analysis generates a more fluences of differing followup periods

The settling index was the evaluated conservative estimate of survivorship when two or more studies are com-
parameter most closely associated with than the conventional method of re- pared. They do not however, provide a
failure, suggesting settling as the pri- porting the proportion failing within a view of the future.
mary mode of failure. Bryan (9) men- given population. With 11 failures iden-
tioned failure due to settling as an tified among the 56 knees that under-
infrequent occurrence. Lax ligaments went Polycentric total knee arthroplasty Refaences
and unexplained pain which were re- in the present study, the simple failure 1. Insall JN: A comparison of four models
ported as causes of failure in the Bryan rate would be 19.6 percent. The cumu- of total knee replacement prosthesis.
study could have been caused by im- lative survival as determined by survi- J Bone and Joint Sur 9 58-A:754, 1976.
plant settling. vorship methods for the same 2. Duchayne P: Failure of total knee ar-throplasty due to Ic )sening and defor-The initial attempts at identifying set- population was 70 percent, or a failure mation of the tibial component. J Bone
tling using a qualitative impression of rate of 30 percent. The computations and Joint Surg 60-A:348, 1978.
radiographic changes was not ade- produce a higher and more realistic fail- 3. Hori R: The number of total joint re-
quate. The quantitative measurement ure rate because the probability of fail- placements in the United States. Clin

Orthop and Rel Res 132:46, 1978.procedure provided a strong indication ure is calculated for successive intervalsof polycentric a-
of the presence or absence of settling by dividing the number of failures by throplasty Clin Orthop and Rel Res
and the rate of settling, for most cases. the number of devices at risk during the 120:19, 1976.
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5. Freeman MAR: A technique for record- for any reason. Outside of reports of the the stress depends both on the force
ing the results of knee surgery Clin work being performed in this laboratory transmitted across the joint and the
OrthQip and Rel Res 128:216, 1977. (and previously by one of the investi- cross-sectional area of the base of each

6. Benedetti J and Yuen K: Life Tables and
Survival Functions, In Dixon W (Ed.), gators with M.A.R. Freeman and M. A. of the supporting, articulating compo-
Biomedical Computer Programs, Uni- Tuke in England) there are no publica- nents. If the compressive stress under
versity of California Press, Berkeley, tions in English describing such normal joint loads exceeds the com-
1979. prostheses. pressive strength of the supporting

7. Lotke PA: Influence of positioning of Initial project tasks have been to es- bone, it is possible that the joint com-
prosthesis in total knee replacement.
J Bone and Joint Surg 59-A:77, 1977. tablish methods for determining whether ponents will subside into the bone and

8. Illstrup DB: A statistical evaluation of prototype prostheses (i) provide ade- thus change their function. In this re-
polycentric total knee arthroplasties. quate range and type of motion, (ii) gard, measurements were made of the
Clin Orthop and Rell Res 120:18, 1976.9.CBryn Ortrson L: PoRentric totl maintain normal forces in surrounding compressive strengths of the support-9. Bryan RS, Peterson L: Polycentric total
knee arthroplasty Clin Orthop and Rel ligaments and (iii) provide adequate ing bone in both the talus and navicular
Res 145:23, 1979. component base cross-sectional areas (reported in the immediately previous

10. Dobbs HS: Survivorship of total hip re- to prevent collapse of supporting bone. issue of BPR).
placements. J Bone and Joint Surg 62- Other design considerations such as ar- Determining the actual force trans-
B:168, 1980.

11. Bryan PS, Peterson L: Polycentric total ticular wear resistance are not being in- mitted across the prosthetic talonavi-
knee arthoplasty. Clin Orthop and Rel vestigated, but will be satisfied by using cular joint under applied tibial loads in
Res 94:128, 1973. materials with proven clinical perfor- cadaver specimens has been a more

mance. It is necessary to use human ca- difficult task. This is because it is nec-
daver specimens to perform the types essary to incorporate force measure-
of tests described. ment elements in one of the

This report covers the second half of talonavicular joint components, thus ef-
the first project year. During this year, fectively turning it into a force

Development of Hindfoot Joint efforts have been directed chiefly at es- transducer.
Resurfacing Prosthesis tablishing test methods and performing Initial efforts to produce a talonavi-

VA Medical C r tests to assess the adequacy of a pro- cular prosthesis instrumented to read

500 Foothill Drive totype talonavicular prosthesis already intra-articular force were documented in

Salt Lake City, Utah 84148 available at the beginning of this project the immediately previous issue of BPR.
February 1981 marked the completion

Kent M. Samuelson, M.D. Talonaviculer Joint Surface Geomety and utilization of a special talonavicular
Determining the surface geometry of joint prosthesis, incorporating a fiberOrthopedic Bioengineeing the normal talonavicular joint was optics force transducer, into the talar

Laboratory, Division of among the first project activities and was component. This prototype device was
Orthopedic Surgery described in this Bulletin (BPR 10-35, capable of reading moderate (up to 30

University of Utah, Colege of Spring 1981). As mentioned at that time, kgf) talonavicular loads over a normal
Medicine the report was submitted for publica- range of foot positions relative to the

A.U. Daniels Ph. D.b tion in Foot and Ankle, the journal of the tibia in human cadaver specimens. A
American Orthopaedic Foot Society. complete description of the transducer

'Dr. Samuelson is Acting Chief, Orthopedic During the present reporting period the and its performance was published (2)
Section, VA Medical Center, Salt Lake City. article was published (1). Specimens are as a project report in completion of the

bDr. Daniels is Research Associate Professor
of Surgery, University of Utah College of now being gathered for similar assess- research project requirement for the de-
Medicine, 50 North Medical Drive, Salt Lake ments of joint surface geometry for the gree of Master of Engineering in Bioen-
City, Utah 84132. subtalar joints and the calcaneocuboid gineering at the University of Utah.

bitodctin nd acedjoint. Subsequent to the development of
that prototype force-reading talar com-

This project is based on the hypoth- Telonavlcular Compressive Force ponent, various methods were explored
esis that established total joint replace- Measurements to allow the component to respond to
ment technology can be employed for It is necessary to determine forces a higher range (over 100 kgf) of talon-
implants for acquired deformities of the transmitted across prosthetic joint com- avicular force. Essentially, it was neces-
hindfoot joints (subtalar, talonavicular ponents under anticipated tibial loads sary to develop or obtain a small, but
and calcaneocuboid). If properly de- for two purposes. First, it is possible extremely stiff, low-hysteresis spring
signed, these implants will restore nor- (especially in the case of polymeric which would fit inside the talar compo-
mal hindfoot position and allow hindfoot components) that the force per unit area nent of the joint prosthesis. The proto-
joint motion, thus providing nearly nor- on one of the components will be suf- type configuration of six small coil
mal function. It is planned to develop ficient to cause damage to the compo- springs could not be reworked to obtain
implant components which resurface the nent or alteration in its shape, thus the required stiffness. A number of
joint with the need to remove only min- impairing its function. In addition, the spring materials and spring-type de-
imal amounts of bone. This strategy will intra-articular force results in a com- vices were explored and evaluated. Fi-
make it possible to remove the implants pressive stress (force per unit area) in nally we were able to incorporate a pair
to perform an arthrodesis if necessary the supporting bone. The magnitude of of Belleville springs into the device, as
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shown in Figure 1. Belleville or disc form has been designed and built which date, following a detailed protocol in-
springs are essentially precision-made allows the specimens to be positioned volving three tibial force levels (4, 40
washers which, instead of being flat, with known amounts of dorsiflexion/ and 70 kgf), five positions of varuslval-
have a raised inner rim relative to the plantarflexion, varus/valgus, and rota- gus, and seven positions of flexion. Data
outer rim. A wide variety of these springs tion relative to the vertically held tibia. obtained showed reproducible trends in
is available (National Disk Spring Divi- Known loads are then applied to the ti- strain patterns. Initial observations are
sion, Rolex Company, Hillside, New Jer- bia with an Instron testing machine, as follows:
sey). In addition, these springs may be Three specimens have been tested to 1. The anterior portion of the deltoid
stacked in series, parallel or combina-
tions of series and parallel configura-
tions to give a broad spectrum of spring
performance. Two springs in series con-
figuration are now used in the talar
component, providing a useful force
range up to 200 kgf. Figure 2 shows a
calibration curve for the prosthesis with
the new spring components.

Ankle Ligament Tension Measurements
Little work has been reported in the

field of laboratory determination of lig-
ament forces, and most ligament func-
tion studies of any type have been
concerned with the knee. Other investi-
gators in this laboratory recently devel-
oped a novel method for simultaneous
determination of the forces in ligaments
in statically loaded cadaver specimens,
and have applied this technique to bio-
mechanical studies of the knee (3). The
technique is now being applied to the
ligaments surrounding the ankle-hind-
foot joint complex in this project (Fig. 3).

In the technique under development,
stress in intact ligaments is sensed by
utilizing strain gage transducers placed
on the surface of the bone near liga-
mentous attachments. The strain read-
ings can be converted to force by
subsequently severing the ligaments and
applying a series of known loads to de-
velop calibration curves. Multiple gage
sites with sequential recording of data
allow simultaneous static measure-
ments of resultant ligament forces at
known positions under known external
loads, before and after introducing pros-
thetic ankle, talonavicular joint, or other
hindfoot implants.

Ligamentous function in the ankle re- gki

gion is varied and complex, since some
of the ligaments stabilize both the ankle
joint and the hindfoot joints. The pur-
pose of this initial study was to define
further these anatomical interactions in
the deltoid, anterior talofibular, and cal-
caneofibular ligaments in normal spec-
imens. Embalmed cadaver ankle
specimens are being used for protocol
development. As techniques are re- FUM 1.
fined, fresh specimens will be studied Interior view of improved talar component force transducer showing location of Belleville
as they become available. A test plat- (dic springs. Scale is approximately 4 23 X life size.
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ligament becomes more taut as the an- 6.0
Ide goes from dorsiflexion to plantar-
flexion. Ligament tensions as high as 14
kgf were recorded in a neutral varuslval-
gus position with 70 kgf tibial axial load
applied. Trends were reversed for the
posterior portion of the deltoid liga- o
ment. Force measurements of 23 kgf 4o

were obtained at the maximum dorsi- 0
flexion level studied (30 degrees) for this 0

0
ligament. This was the highest ligament ' 3.0
force recorded in our initial studies. Both u
portions of this ligament were stressed a',

in valgus positions. However, the pos-
terior portion of the deltoid ligament 2.0"

showed increased tension with varying
degrees of varus combined with dorsi-
flexion. This is thought to be secondary l.0

to the subtalar motion causing tighten-
ing of this ligament in the aforemen-
tioned position.

2. Progressing from dorsiflexion to 4 i o o o o I

plantarflexion, the anterior talofibular

ligament showed steadily increasing APPLIED FORCE. KGF

tension. Varus/valgus positioning had FIGURE2.
little effect on forces observed. Voltage output of improved talar component force transducer as a function of applied load.

3. As the ankles were placed in dor-
siflexion, the tension on the calcaneo-
fibular ligament increased. This occurred
with varus positioning also. The forces
were small compared to those seen on
the medial side of the ankle.

4. In general, as tibial loads were in- Anterior TsiotibulerLigament

creased a general increase in ligament
tension was seen. However, ligament Gauge
tensions at 4 kgf of tibial force were al-
ready 80 to 90 percent of the values ob-
served at 70 kgf.

This initial study has shown that the
technique described appears useful in
determining the relative tensions in the
ankle ligaments. The findings empha-
size the need for critical evaluation of Rosette Ca\coneolibiar
these functional interactions. For ex- Gauge Ligament

ample, the contribution of subtalar joint
movement to ligament tension, espe-
cially in causing the posterior portion of Rosett
the deltoid to be under increased load, Gauge
is contrary to previously accepted de-
scriptions of ligament function. This otl
work should provide a baseline which Ligament
will allow evaluation of changes in lig-
ament function related to prosthetic re-
placement of the ankle and/or hindfoot
joints.

Quantifiable and reproducible posi-
tioning of the foot relative to the tibia is
important in producing and understand-
ing both ankle ligament tension mea-
surements and tslonavicular FRER 3.
compressive force measurements. A Location of strain gauges for measurement of ligament tension in the
device of simple but unique design, al- enkl.-hindfoot joint complex.
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lowing positioning of the foot relative to Engineering Applications in ble upright ankle-foot orthosis on the
the tibia in any combination of dorsi- Orthotic and Prosthetic Treatment right, but he says it doesn't help much.
flexionlplantarflexion, rotation and of Musculoskeletal Defects He does have some selective control of
pronationlsupination, is under construc- Motion Study Laboratory the extension of the right knee, though
tion. It will be described in subsequent Rehabilitation Medicine Service very little at the ankle. He has some con-
reports. VA Medical Center trol at the hip on the right but it is not
Relrsndsa 10701 East Boulevard as good as the knee. The patient can

1. Daniels AU, Samuelson KM and Rusin Wade Park, Cleveland, Ohio 44106 stand independently-but can only walk
backwards. With the assistance of a

KA: Talonavicular joint surface anatomy E. Byron Marsolals, M.D., Ph. D. therapist who advances his right leg for
and prototype resurfacing prostheses.
Foot & Ankle 1(6), 1981. him, he is able to walk forward.

2. Rusin KA: Development and Prelimi- In a major development for the Mo- The patient was implanted with intra-
nary Use of a Fiber Optic Force Trans- tion Study Laboratory, a 57-year-old non- muscular electrodes in the right iliop-
ducer for Evaluating Loads in Prosthetic walker, for whom all conventional means soas and the rectus femoris. A stimulator
Joint Components. Research Project
Report, Univ of Utah Bioeng Dept, Salt of ambulation assist had been tried at was made which is turned on with a
Lake City, Feb 19, 1981. a major rehabilitation center, became a heel switch. A timer then activates the

3. France EP: Simultaneous Quantitation walker through the use of functional rectus after an appropriate delay (Figs.
of Knee Ligament Forces. Master of Sci- electrical stimulation. A pharmacist who 1 and 2). The patient has been given a
ence Thesis, Univ of Utah Bioeng Dept, suffered a bilateral stroke approxi- stimulator for his personal use at home
Salt Lake City 1980. mately 3 years ago, he was paralyzed and is clearly able to walk unassisted

from the neck down and for 6 months with the stimulator and a walker frame,
was unable to move at all. He gradually though he is totally unable to walk with-
regained function of most of his body. out the stimulator. We believe that this

Stimulation of Repair of Cortical Presently he is able to use his left hand is a type of patient who may greatly im-
Bone Transplants by Implantation well, his right hand to some degree. prove with electrical stimulation.
of Piezoelectric Materials: A There is decided weakness in the left Two other patients are currently in the
Pilot Study leg, and in the right leg he has no func- program. Work is continuing in conjunc-

tion of the hip flexors or the lateral trunk tion with Case Western Reserve Univer-
VA Medical Center muscles to "hike" the hip. This limitation sity and Dr. Hunter Peckham on an
Castle Point, N.Y. 12511 interferes with his forward progress in implanted version of the stimulator.
Helen Hayes Hospital walking, because he is unable to bring A Master's Thesis (1) resulted in the
Route 9W, West Haverstraw, his foot through. The patient has a dou- demonstration of ankle, knee, and hip

N.Y. 10663
George Van B. Cochran, M.D., Sc.D.,

Bok Y. Lee, M.D., and Wendell
Williams, Ph. D.

Work is continuing in dogs with sev-
eral types of implants, and evaluation
of an initial series of implantation at 20
sites in 5 dogs is currently underway. In
the coming year, the effect of the im-
plants on graft incorporation will be
studied using quantitative histological
techniques with the aid of an Optomax
(semiautomatic image analyzer). The
project is complicated by the fact that
the large specimens of radius and ulna
require in vivo fixation techniques to
adequately preserve the tissue.

FIGURE 1.
Patient walking with Functional Electrical Stimulator. Right iliopeoas stimulated (hip flexed;
knee remains flexed).
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to our attention in the comparison of hydraulic knee than with the constant
direct-formed (on the patient) socket friction unit. Angle-angle diagrams (hip
shape with sockets which have been re- angle vs. knee angle) were determined
fined from a number of check socket for both conditions.
fittings. Pendular models (mathematical) were

Socket shape and cast modifications made of the limbs, and the model re-
are now among the main areas which sponse under gravitational influence was
are under investigation regarding the compared with walking responses. The
concept of "total contact" fit. results indicated that the swing time of

Clinical use of preparatory below-knee the prosthesis as used by the amputee
prostheses is progressing. Modifica- was much shorter than the swing-time
tions for Syme's amputation levels have of the model under gravitational influ-
been developed and look promising. ence. This result is consistent with con-

ventional wisdom which states that the
Powered Arm for Shoulder prosthesis is forced considerably during
Disarticulation Levels gait by the hip flexion stop and by ac-

Work is continuing on a total arm celerations in the hip region.
prosthesis for shoulder-disarticulation Redistribution of prosthetic mass in
amputees that utilizes unbeatable posi- the models indicated that such attempts
tion-servo control effected by shoulder in prostheses would probably not be
motion. A preliminary investigation, practical for reducing natural oscillation
analyzing the ability of the normal sub- periods.
ject to control the physiological arm and Models showed that the knee flexion
shoulder, has been completed. The re- achieved during swing-through by the
suts of this investigation have indicated amputee during gait was not sufficient
the viability of using shoulder elevation/ to produce toe clearance of the floor.

FIGURE 2. depression and protraction/retraction to Consequently, compensatory floor
Patient walking with Functional Electrical control prosthesis elbow flexion and clearance actions were necessary dur-
Stimulator. Right rectus femoris stimulated wrist rotation. ing gait.
(hip flexed and knee extended). An experimental prosthesis has been

built to allow further evaluation of un-
beatable position-servo control of pros- Lower-Extremity Amputation:

kinematics by Selspot with acceptable thesis function. In this system, Immediate Postoperative Fitting
accuracy. A second Master's Thesis (2) unbeatable position-servo relationships of Prostheses
resulted in the upgrading of the joint have been effected by implementing Vascular Surgery Section
force estimation capability of the direct cable linkages between the pros- VA Medical Center
laboratory, thesis activators and a shoulder motion Tucson, Arizona 85723

Refrences transduction system. The activators in- James M. Malone, M.D.,
1. Reece, D: A Selspot-Based Data Acqui- corporated in the prosthesis are the Wesley S. Moore, M.D.,

sition System for Use in a Clinical Mo- Northwestern University wrist rotator and Joseph M. Leal, C.P
tion Study Laboratory. Master's Thesis and Liberty Mutual/Boston elbow. Ac-

2. Kell- "A: A Data Acquisition and Anal- tuator control signals are derived from Due to funding changes and hiring
ysib ystem for Evaluation of Human strain gage force transducers, attached freezes, there was a large lag time for
Gait. Master's Thesis to the linkage cables, that are sensitive active research productivity in our proj-

to forces derived from shoulder motion. ect. We have just recently recruited a
Evaluation of this system is currently in new research prosthetist and have
progress. added several new areas of investiga-

tion to our prior work. In addition to
Prosthetics Research Hip-Disarticulation Ambulation continuing to evaluate use of Xenon
Prosthetics Research Laboratory A master's thesis has been completed isotope to measure skin blood flow for
Northwestern University entitled "Pendular Models of the Swing amputation level selection, and the use
Room 1441, 346 East Superior St. Phase During Gait: The Canadian-type of immediate postoperative prostheses
Chicago, Illinois 60611 Total Limb Prosthesis." Ambulation data for amputation rehabilitation, we are also

Robert G. Thompson, M.D., and was collected from a vigorous amputee beginning to evaluate (i) skin tempera-
Dudley S. Childress, Ph. D. who walked on a Canadian-type pros- ture as it relates to prosthetic design and

thesis with a hydraulic knee and on a environmental factors, and (ii) new
Below-Knee Preparatory Prostheses similar prosthesis with a constant fric- prosthetic materials which may contrib-

Direct-casting methods are still being tion knee. Comparisons showed sub- ute to more durable lightweight
investigated, with continuing experi- stantial differences in the kinematics of prostheses, especially needed by ger-
ence gained through clinical use of walking with these two prostheses. The iatric amputees.
preparatory below-knee prostheses. amputee under study walked about 10 We have begun preliminary evalue-

Interesting observations are coming percent faster on the prosthesis with the tion of Scotch-cast' (water-activated

IL
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polyurethane on fiberglass) for con- Evaluation of Photographic Protocol A-This protocol
struction of immediate postoperative Peripheral Vascular Disease by a has been used for the study of eight nor-
and temporary lower-extremity Real-Time Multispectral Imaging mal subjects and nine patients with vas-
prostheses. This material has a large System cular disease. It involves the following
amount of promise, both with respect sequence:
to prosthetic costs and for rehabilitation VA Medical Center 1. Sphygmomanometer cuff placed at
of patients with limited physical strength. 11201 Benton Street midthigh (deflated).

We are beginning our evaluation of Lome Linda, California 92357 2. Patient rests for 15 minutes.
the feasibility of a regional referral am- W. Ross Adey, M.D., David B. 3. Reference photos taken with green,
putation center within the VA system of Hinshaw, M.D., John E. red, and infrared filters.
medical centers. Kaiser, M.D., Norman P 4. Cuff pressurized to 50 mm Hg above

Poe, M.D., and Dana M. systolic blood pressure. Pressure main-
Street. M.D. tained for 5 minutes.

Upper-Extremity Amputation: 5. Reference photos taken before re-
Immediate Postoperative Calif. Inst. of Technology/ lease of cuff.
Conventional, Electric and Jet Propulsion Laboratory 6. Upon release of cuff, photographic
Myoelectric Prostheses Environmental and Energy Systems sequence started with pictures at 0, 5,

Vascular Surgery Section Divison 10, 15, 30, 45, 60, 90, 120, 150, 180 ...
VA Medical Center Pasadena, California 91103 to 300 sec; 1 picture/min to 10 min; 1
Tucson, Arizona 85723 Victor J. Anselmo, Ph. D. picture every two minutes from 10 to

20 minutes.James M. Malone, M.D., Scope and Goals 7. Take Doppler records of systolic
and Sandra J. Childers, B.A. The goal of this research is the de- pressure and wave from recordings atvelopment of an imaging system for di- knee and ankle (elapsed time 5 min).
Since our last report, we have tripled agnostic and prognostic evaluation of 8. Take photographs of dependent leg

the number of amputees treated with peripheral vascular disease associated at 30, 45, and 60 sec after sitting up.
immediate postoperative prosthetic de- with inadequate limb circulation. As de- This sequence demanded excellent
vices after traumatic or elective upper- scribed in our previous report, we are coordination on the part of the photog-
extremity amputation. Although our developing a television display tech- rapher to secure three images with three
group of patients is still small, our initial nique that utilizes up to three separate cameras at short intervals in the first 5
conclusions would suggest significant simultaneous images of the affected minutes of the sequence after deflation
improvement in patient prosthesis use limb, each taken through a photo- of the cuff.
and two-handed function, and a de- graphic filter selected to optimize dis- Photographic Protocol B-Following
crease in pain and phantom limb prob- play of specific deficiencies in selected preliminary data analyses, it became
lems. In addition, for those patients who elements of the cutaneous and subcu- apparent that vascular changes follow-
were working prior to their injury, we taneous vascular ar)rizations. ing the ischemic challenge were peri-
have been extremely successful in re- At this point, we are approaching odic in character, with a solitary change
turning them to a working environment, completion of photographic data that will in the optical density (reflectance) as a

We have been working with manufac- provide a baseline suited to the selec- fraction of time over the 20 minutes of
turers of various powered prosthetic de- tion of these filters, and at the same time, the photographic sequence. These first
vices in order to incorporate changes engineering specifications are being analyses have suggested that a faster
which will allow many of the compo- prepared for the electronic data acqui- photographic sequence would be desir-
nents to be interchangeable. sition and image processing system. Fi- able, and a modification of Photo-

Due to funding changes and hiring nal specifications of the electronic graphic Protocol A has now been tested.
freezes there was a lag in our program; processing will be based upon analyses In most aspects, the sequence is the
however, we have just hired a new re- of the baseline data acquired in normal
search prosthetist and expect to be back subjects and patients with vascular raphy is confined to the green filtered
in full swing very shortly. At the present disease. image. After the grence sequencestime, we are making plans to formulate iae fe h eeec eune
iprospective randomized study which Accomplishments in Reporting preceding and following the cuff infla-

tion for 5 min, photographs are taken
will compare conventional and exter- Two photographic protocols have every 10 sec for 20 min. To accommo-
nally powered components when ap- been tested. In each case, black-and- date all the picture frames (totaling ap-
plied as immediate postoperative white film images have been subjected proximately 140) on a single roll of film,
prostheses after upper-extremity to initial computer evaluation. Enlarged a motorized camera back is used. There
amputation. prints of each negative have been pre- have been four subjects in the initial

pared to provide a complete library ofpare toproide coplee lirar of group using this protocol, two controls
the negatives taken with green, red, and and two controts

infrared filters. These prints are useful and two patients.

in preliminary data evaluation and in Preliminary data analyses of records
intproliinr ligtg eauaete. n from Protocol A, using reflectance from
controlling lighting parameters. the region of the knee and from the

lower portion of the leg, shows strong

... ........ ....... ....... .. ... ... .. |I II. , " _.J ... ..
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periodicities that decrease in amplitude Instrumentation for Clinical half of the supplies but none of the
and frequency with the passage of time Investigative Engineering Center equipment. The construction of a baro-
to the completion of recording at 20 min. VA Medical Center graph was completed. Experience is
However, the large changes in sampling 3350 La Jolla Village Drive being gained in the acquisition of plan-
intervals between the beginning and the San Diego, California 92161 tarbarograms of patients having foot
end of these records under Protocol A disorders secondary to diabetes.
carry a major risk of aliasing of high fre- Frank L. Golbranson, M.D.,

quency data, particularly for sequences and Roy W. Wirta, BSME
Evaluation ofbetween 10 and 20 main. We are there- Work was started to design and con- Physiologic Suspension Factors

fore making a major effort to complete struct instrumentation for the Clinical In- in Below-Knee Amputees

similar analyses from film sequences vestigative Engineering Center. The VA MelC-ner

under Protocol B, where the 10-sec laboratory will be used to conduct clin- VA Medical Center
sample interval will be adequate to eval- ical investigations, the immediate tech- 4435 Beacon Avenue So., Room 402
uate high and low frequency compo- nical focus of which will be in the area Seattle, Washington 98108
nents of these reflectance records from of locomotor impairments. The primary Frederick G. Lippert, Il, M.D.,
the beginning to the end of the record- goal is to enable clinicians to employ Ernest M. Burgess, M.D.,
ing epoch. objective techniques to (i) help make Sandor A. Veress, Ph. D. and

Plans and Goals choices in prosthetics and orthotics Thomas W. Starr, B.S., M.E.
treatment and methods, (ii) measure

Spectrophotometry and correlated progress and efficacy of therapy, and Our work to date has identified phys-
photography through special filters will (iii) evaluate new and untested compo- iologic suspension factors at the below-

nents, appliances, and treatment tech- knee level of prosthetic substitution, has
illumined with light identical with niques. The secondary and longer-range established protocols for their measure-
sources to be used in operating the TV goal is to enable development of clini- ment, and has begun to investigate their
data acquisition system. These blood cally deployable instrumentation to significance. (See our progress reports
samples will first be equilibrated with a measure variables associated with gait in BPR 10-33, 10-34, 10-35.) Muscle ac-
series of gas mixtures having progres- and having an impact on improvements tivity properly captured in this socket
sively lower oxygen tensions within the in locomotory function. To reach these design can enhance the physiological
expected physiological tissue oxygena- goals, engineering objectives include the components of suspension and stability.
tion range. This study is necessary in provision of instrumentation which (i) is Physiologic suspension, between the
the selection of the vidicon tube to be reliable and relatively trouble free, (ii) is residual limb and the prosthetic socket,
used in the video converters, convenient to use, and (iii) presents data results directly in improved propriocep-

A further baseline of normal subjects derived from measurements shortly tion. Better proprioception provides bet-
and patients with arterial disease will after testing, formatted in a manner easy ter control of the limb particularly at
now be established using Photographic to interpret and understand. night or on uneven ground or during
Protocol B, extended to a trispectral The first phase instrumentation is any situation where visual feedback is
photographic imaging already tested modest in scope and is patterned after limited. The goal is not necessarily to
under Photographic Protocol A. successful designs employed at various produce suspension by the physiologic

Progress in baseline data acquisition facilities engaged in locomotion stud- factors alone but to improve the exist-
is now approaching a point where ad- ies. Four categories of gait variables ing suspension and proprioception
equate information will be available for were chosen. They include: (i) detection through a sustained intimateness of fit.
the implementation of the electronic en- and indentification of joint movement We are studying below-knee ampu-
gineering phase of the project. This will deviations occurring bilaterally, using tees in order to determine the statistical
require a substantially higher level of electrogoniometry, (ii) limb loads and significance of the various suspension
scientific effort in coordination of bio- loading rates using load-sensing san- factors. A multiple regression analysis
chemical, biophysical, and engineering dais, (iii) instantaneous forward velocity has been performed to establish the re-
phases of the project. This expanded using a tachograph, and (iv) mechanical lationship between the measured sus-
commitment will be the subject of a fur- work done during walking using acce- pension factors and the suspension
ther research proposal in the next 90 lerometers. Signal processing and data performance. These analyses will en-
days. display will be done using a Commo- able us to identify which factors are most

dore Business Machine "PET" important to suspension performance,
microcomputer. which factors are improved by training,

Substantial progress has been made. and finally, what final suspension per-
An electronics technician was hired after formance can be predicted for an am-
certain restrictions from the Federal hir- putee based on measurements of his
ing freeze were eased. Mechanical de- suspension factors before training.
signs were prepared and fabrication of
the mechanical components is about 70 Methods

percent complete. Orders were pro- At this time we are measuring all be-
cessed for electrical supplies and for low-knee amputee patients who are am-
equipment; received to date are about bulatory in their prostheses without skin
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problems, in conjunction with the pros-
thetics clinic at the Seattle VA Hospital. CORONAL SECTION
Using our protocol, we have evaluated
both conventional and myoplastic resid-
ual limbs.

Our evaluations consist of an activity
profile questionnaire to establish the
level of activity available to each indi-
vidual (Appendix A). a series of mea-
surements of socket and residual limb
suspension factors, and measurement
of the suspension performance of the 3 4
prosthesis. Selected patients are also
measured stereophotogrammetrically SAGITTAL SECTION
for limb and socket contours.The socket and residual limb suspen- ll J L

sion factor measurements are as

follows:
1. Limb length, L in centimeters, from

the distal aspect of the patella to the dis-

tal tip of the residual limb.
2. Gastrocnemius circumference, G in

centimeters, measured at the apex of
the distal medio-lateral muscle bulge. 0 2 3 4

3. Medio-lateral expansion, E in cen- _,
timeters, measured in the distal stump, FGURE 1.
upon contraction of the residual gas- Limb contour factor subjective rating scale.
trocnemius muscle mass.

4. Compliance (the amount of positive model of the socket to produce
compression), F in centimeters, induced contour index C4.
when the contracted muscles at the point 8. interference D (a measure of the
of the expansion measurement are sub- relative fit in the distal medio-lateral di-
jected to a compressive force. The mension between the residual limb and
amount of compression is inversely the prosthetic socket). It is expressed in
proportional to the firmness of the con- centimeters, with a plus value indicating
tracted musculature. tightness.

5. Skin motion, M in centimeters, the 9. Interference P similar to above ex-
maximum amount of vertical motion cept that it relates to the narrowest place
possible between the skin and the bony existing in the socket, usually between
structure of the residual limb. It is mea- the levels of the distal muscle bulge and
sured by palpation of the anterior me- the fibular head.
dial face of the tibia. The suspension performance of the

6. Limb contour (the degree of taper prosthesis is evaluated from measure-
or bulbousness in the shape of the re- ments of pull-off force versus displace-
sidual limb). Two methods are used for ment as the subject pulls straight up.
the evaluation of this parameter. One The device used to make these mea-
approach matches contour tracings of surements was previously reported in
the limb to weighted cases, and sums BPR 10-33. Figure 3 illustrates the fol-

- the resulting scores to produce a con- lowing characteristics:
tour factor C, (Fig. 1). The other ap- 1. Suspension stiffness, S in New-
proach fits a third-order polynomial tons/cm., is a measure of the effective-
curve to photogrammetrically derived ness of the interface between residual
contours of each aspect of the residual limb and prosthesis. This factor is mea-
limb, and produces a contour index C3  sured at the point where the force passes
from the sums of the resulting slopes, from weightbearing to tensile in nature

7. Socket contour, similarly to the limb 2. Maximum retention force, P in
contour index, the qualitative judge- Newtons, is an indication of how the
ment C2 is based on tracings of the muscle contours interact with the con-
socket made with a special tool adapted tours of the socket in their most advan-

FIGURE 2. for that purpose (Fig. 2). A mathematical tageous position. This force occurs at an
Socket contour replication device, description is fitted to the contours of a average slippage of 3 cm.



PROSTHESIS. R'TiTIQM .. ........
PATMIElT 08

. . . . ... i4A I L .....A~bMUM

.1.1

~~.o~w. _____ _

1 -------------

/ .L

t_<...7 •4:, 7

FIGURE 3.
Retention-testing device, de a output curves.

Figures 4 and 5 illustrate a subject's subjects who were measured early in of the suspension factors are raised to
suspension performance being evalu- the program and were unavailable for a higher power. The coefficients A,, A,,
ated. The device on which his foot rests re-evaluation as more suspension fac- etc. are determined so as to give the
measures the forces, and the linear dis- tors were added to the study smallest difference between the value
placement transducer is strapped to his In the statistical treatment of the data, for suspension stiffness predicted by the
leg. the measured suspension performance equation and the actual measured value.

(i.e., the stiffness or maximum force val- The magnitude of this difference is in-
Results ues) is assumed to be a dependent vari- dicated by the standard error of the es-

Data collected on 17 subjects are pre- able which is a function of the timate, s, which is calculated for each
sented in Table 1. These subjects were independent variables (the suspension equation. The degree to which suspen-
randomly selected from the prosthetics factors). A computer program gener- sion performance is linearly related to
clinic and received no special training or ates the coefficients for an equation of the suspension factors is called the coef-
prosthesis modifications in order to the form: ficient of multiple correlation, R2. This
maximize their physiologic suspension. term has a value of 0 if there is no linear
The purpose was to develop methods S Ao + AL + A2 G + A3 E correlation at all, and a value of 1 if there
for evaluating suspension factors and A F 4 A, M t A, C, + A, C2  is perfect linear correlation. A low value
performance, and to fit preliminary mul- (where S, L, C, etc. are as defined in indicates that possibly a non-linear re-
tiple linear regression equations to the Table 1.) lationship exists between the variables.
data. The blanks in the table indicate This is a linear equation because none Using patients 1-11 the following
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equations were determined: Equations 12] and 131 indicate some in- is due to the prosthetic sockets' lack of

S=(-316.5 + 3.47 L + 9.22G - teresting facts about the sample popu- modification to take advantage of the
8.06 E + 89.5 F -15.96 M [21 lation. Limb length correlates positively muscle expansion, causing an "ejection
+ 1.4.02C, - 5.40 C,) Nlcm with both suspension stiffness, S, and socket" effect. Compliance contributed

s = t29.4 N/cm, R2 
= .887 maximum axial force, P. Gastrocnemius positively to suspension stiffness, but

circumference has a large positive cor- correlates negatively to maximum force.
and, relation with stiffness and a small neg- Skin motion has a negative correlation

P= (83.9 + 1.29L - .27G -24.0 E - ative correlation with maximum force. with performance (the less, the better).
53.2F-1 1.57 M -1 2.84C, [3J Expansion correlates negatively with Finally the contour factors apparently
+ 20.58 C2) Newtons performance, with a larger reduction to have contradictory effects on perfor-

s = + 23.4 N, R2 = .873 the maximum axial force. We feel this mance. We feel this is because the socket

L G E F M ID IP Cl C7 C3 C P S
IJBJECT Limb Gastroc. Expansion ompliancl Skin Interference Interference Limb Socket Limb Socket Max. Suspension
RMER Length Circum. cm. cm. Motion D - cm. P - cm. Contour Contour Slope SlopeI Axial Stiff ieds

cm. cm. cm. Subj. Subj. Photo- Photo- Force N/cm
gram gram N
cm/m cm/M I

15 28 .5 .3 2.0 - - 5 5 - - 80 52

2 22 26 -.3 .6 3.5 - 5 5 -1.8 -5.0 60 34

3L 12 29 .3 .8 1.5 - 4 7 1.5 - 110 50

3R 17 25 0 .3 1.5 - - 4 7 .6 - 110 63

4 19 32 .6 .6 3.8 -.2 -.5 5 5 2.2 -3.1 50 78

5 14 34 0 .9 5.0 -.2 -.2 4 4 4.8 - 30 83

6 18 26 .2 .5 1.4 .3 .3 5 6 - - 150 52

7 15 27 .3 .5 3.0 1.3 .9 4 3 - - 30 11

8 16 29 .6 .5 1.0 -.2 -.1 4 5 - - 90 35

9 16 23 .4 1.0 2.3 2.6 .4 1 1 20 1'

10 21 31 .6 .7 0.5 -.8 -.5 5 5 1.0 80 142

11 13 28 .9 .6 2.0 .9 1.9 6 5 - 40 52

12L 14 28 .7 .2 2.4 - - - 4.9 - 120 162

12R 22 25 .4 .4 2.5 - - - 2.6 - 160 131

13L 11 27 0 .2 2.4 - - -13.7 - 55 18

13R 16 27 .4 .6 2.7 - .8 - 55 13

14 - - - - - - 9.0 .6 120

15 - - - 8.6 -.3 - 95

16 2.4 4.6 50

17 1 1 1.1 9.7 45

TABLE 1.
Master Data Record
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contours have not been designed to op- effect relationships, and do not account the initial hypotheses regarding impor-
timize either suspension stiffness or for other possible factors which might tant stump and socket factors are cor-
maximum force. have had an effect. Because each factor rect. On the basis of the regression

Patients 2-5, 10, 12 and 17 were used in the equation is derived from a differ- analysis, skin motion and socket and
to investigate the relationship between ent set of dimensions, the magnitude of stump contour correlate highest with the
suspension stiffness and the photo- the coefficients cannot be compared di- socket retention factors. This situation
grammetric limb contour factor; rectly. The large standard error is as- suggests that special attention to surg-

S=(90.3-20.0 E - sumed to be caused by the lack of ical and prosthetic contouring might

56.4 F + 5.77 C3) N/cm 141 specificity in patient selection and pros- further enhance an amputee's physio-

s = - 22.0 N/cm thetic modification. logic suspension capability. We have re-
ferred to this concept previously Still to

In considering equations 2-4 one Discussion be tested is the effect of the specific re-
should appreciate that they reflect cor- The results thus far, even though they tention training, using the testing de-
relations of each factor, not cause and lack large numbers, seem to indicate that vices described in this report. Later, we

tlI
1 t 4

FIGURE 4.
Retention-testing device, front view.

FIGURE 5.
Retention-testing device, side view.
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UNIVERSITY OF WASHINGTON
Consent Form

Evaluation of Physical Characteristics of Below Knee Residual Limbs
will also explore surgical and prosthetic to Study Prosthetic Suspensionmodifications. Meanwhile, we plan to Frederick 6. Lippert, I.l M.D.,

continue the present study using the Chief, Department of Orthopeedics-206-762-1010 (Extension 396)
protocol described, to gain a larger
number of patients and a greater statis- Sandor A. Veress, Ph.D., Department of Civil Engineering-

tical validity. In addition, the activity 206-543-7613
questionnaire (Appendix A) combined The purpose of this study is to determine those factors which
with assessment of gait in the clinic, will contribute to better prosthesis suspension and thus improved func-
establish the relationship of measured tion to you as an amputee. Suspension refers to the attachment of
suspension performance to real-life your prosthesis and includes belts, cuffs, wedges, lacers and the
performance. action of your residual limb against the walls of the socket. Your

The practical application of these participation in this study will be of direct benefit to you in that it
studies is in pinpointing the key suspen- will provide an analysis of the function of your own suspension and
sion factors, especially those that are thus reveal possible ways of improvement.
controllable, which are contributing to
physiologic suspension, and in provid- To obtain this information we use several techniques and types of
ing a performance protocol which can measurement apparatus. First, you will be asked to complete a ques-
beusdduring p m nc prtofolw wh an- tionnaire which provides us with a profile of the activity level, com-

fort and stability provided to you by your prosthesis. Second, we
putee's progress. will meer'fre both your stump and your prosthesis. All measure-
Summary and Conlrusions ments cause no discomfort beyond standing on crutches and con-

tracting the musculature in your residual limb. The first measurement
1. Suspension factors in below knee utilizes a device which traces the contour of your residual limb to

amputees have been defined, measured obtain its profile. The second measurement consists of immersing
and correlated with suspension your limb in a water bath to determine its volume. The third mea-
performance. surement requires you to pull upward while wearing your prosthesis

2. The data collection protocol is fea- which is attached to a force plate to determine the effectiveness of

sible for outpatient clinic evaluation, your suspension. The other measurements of your stump and socket

3. Continued refinement of existing will be made with tape measure and calipers to check your fit.

data-gathering techniques, and specific The overall time involved will be about one hour plus, if it is con-
attention toward the effects of training venient for you, fifteen minutes to stop at the University of Wash-
and of surgical and prosthetic modifi- ington so that we can take a three dimensional photograph of your
cation, would appear to be promising. residual limb. (See map attached)

O"mIoIrfphy You may decide to omit any questions or any part of this study or
1. Starr TW: A computerized device for the not, at your own discretion.

volumetric analysis of the residual limbs
of amputees. Bull Prosth Res 10-33:98- In order to participate, you should be able to keep your balance
102, Spring 1980.

2. Snedecor GW and Chocran WG: Chap- while standing on your opposite leg, using a walker support, for
ter 7, Statistical Methods (6th Ed.) Iowa short periods of time. The risks of the study are possible discomfort
State Univ Press, 1967. and fatigue, and the possibility of a fall. You will be able to rest any

3. Dixon WJ and Massey FJ: Introduction time you feel necessary during the course of the measurements. In
to Statistical Analysis, McGraw Hill, 1969. the unlikely event that a physical injury occurs as a direct result of

a study procedure, you will be treated at no cost at the V.A. Hospital.

All information provided by you will remain confidential and you
may withdraw from participation at any time without penalty and
without jeopardizing your future care. Subjects who drive to the hos-
pital or clinic for the purpose of participating in this study will be
compensated on a mileage basis.

Signature of Investigator Date
APPENOIX: Questionnaire

and Consent Form. Copies: Subject
File

SUBJECT'S STATEMENT:

I voluntarily consent to participate in this activity. I have had an
opportunity to ask questions. The study as described above has
been explained to me.

Signature of Subject Date



109
Bulletin of Prosthetics Research BPR 10-36 Fall 1981

VAMC PROSTHETICS RESEARCH 8. Please assign an approximate value in hours per week that
FUNCTIONAL CAPABILITIES QUESTIONNAIRE you engage in the following activities (if zero, leave blank):
PLEASE COMPLETE A. RECREATIONAL WALKING

B. RUNNING __
NAME C. SWIMMING
SOCIAL SECURITY NUMBER DATE D. DANCING
SIDE AMPUTATED?: E. GOLF

F FISHING
1. Do you have any medical complications of which we should G. HUNTING

be aware? (Those which affect your balance, stability, or H. SKATING
________________ I. ROLLER SKATING

sensation would be of significance) 1. SKIING
K. VOLLEYBALL
L. BASKETBALL
M. FOOTBALL
N. BOWLING

2. What in your occupation? 0. HORSEBACK
R HIKING

3. How many hours per day are you on your feet? Q. OTHER

4. How for would you say you walk on an average day?. 9. Do you use ladders?_ Do they pose a problem going
Blocks/Miles/Kilometers up? - Going down? -

5. What percent of your walking is done on smooth surfaces? 10, Do you experience phantom sensations In your amputated
None Very Little Some A lot All leg(s)? Do you use these sensations when you

walk?
On uneven terrain?
None Very Little Some A lot All 11. Are any areas of your stump(s) usually tender to

touch? - How about right now?_
On rough terrain?
None Very Little Some A lot All 12. What is the condition of your other log?

Normal
In the dark? Some Cramping
None Very Little Some A lot All Limits Activity?

Open sores?
6. How much do you use a cane? Any pain?

None Very Little Some Frequently Always Amputated also?

How much do you use crutches? 13. On a scale of I to 10 where 10 is best, how would you rate:
None Very Little Some Frequently Always Left Right

A. Your prosthesis
How much do you use a walker? B. The weight of your prosthesis
None Very Little Some Frequently Always C. The suspension of your prosthesis

(Can you walk with your prosthesis
How much do you use a wheelchair? unattached? -_
None Very Little Some Frequently Always D. The intimateness of the fit of your

prosthesis
7. How much difficulty would you say you encountered going up E. The comfort of your prosthesis

curbs? F The stability of your prosthesis
None Very Little Some A lot G. The ease of walking with your

prosthesis
How much difficulty would you say you encounter going up H. Your ability to tell where your
stairs? prosthesis is without looking
None Very Little Some A lot 14. Do you ever contract the muscles In your stump Itself:

How much difficulty would you say you encounter going up A. To help hold the prosthesis on?
ramps? B. To make yourself more stable in difficult situations?_
None Very Little Some A lot C. When on stairs?

D. When Inding on the prosthesis?
How mush difficulty would you say you encounter going E. Any other time?_ Describe
down curbs?
None Very Little Some A lot

How much dificulty would you say you encounter going 15. Which of the following descriptions best describe your
down stairs? feelings about the foot of your prosthesis?
None Very Little Some A lot A. It is very good

B. It is not as stable as it should be
How much difficulty would you say you encounter going C. It doesn't walk very smoothly
down ramp? D. It's not good on uneven terrain
None Very Little Some A lot E. It's too heavy

F. It is not very versatile
G. Other
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For each of the following areas, select the category or categories B. With only some exceptions-I find that in some activities I
which best describe your personal experience, must watch the foot to avoid tripping.

C. Sometimes-I find that I frequently look at the foot for
1. With regard to my suspension, when wearing my prosthesis, safety and would probably not want to walk in the dark.
I feel: D. Not at all-I find myself constantly watching where I put the
A. Very Secure-as if the prosthesis were always a part of me. foot for safety, to avoid tripping, and because there is no

Even on stairs. other way to judge where it is.
B. Moderately Secure-The prosthesis feels firmly attached

except when walking fast or using stairs. 4. Due to the fact that I wear a prosthesis, I find that in my
C. Somewhat Insecure-Although the prosthesis feels poorly activides I experience:

attached, sometimes I can compensate for it. A. No increase in difficulty, I even feel confident at night and
D. Quite Insecure-As if I lose contact with the prosthesis, on uneven ground.

whenever I lift it off the ground, the suspension never gives B. Slightly increased difficulty, depending on the situation but
me a sense of security, nothing that I can't cope with.

C. Moderate increase in difficulty, the prosthesis requires a
2. When I bear weight on my prosthesis, I feel that It Is: significant increase in attention and energy expenditure.

A. Very Stable-it feels stable even on stairs, on uneven D. Decidedly more difficulty, the prosthesis causes wobbling,
terrain, and walking in the dark. tripping, knee buckling, and/or problems in balance which

B. Moderately Stable-it feels stable except on uneven terrain makes many activities too difficult to consider.
or in darkness.

C. Slightly Unstable-The leg never gives me a real feeling of 5. In your own words, please say anything which you would have
stability, even indoors, done differently about your own prosthesis.

D. Very Unstable-The leg is only moderately stable on
smooth surfaces and is very unstable on uneven terrain so
that it wobbles and makes balance difficult.

3. I have the feeling that the prosthesis is a part of me:
A. All of the time-I always know where the prosthesis is and

rarely if ever have to look at it.

A Program to Improve Efficiency pulmonary ventilation (VE), and heart level tiled surface, their preferred veloc-
and Reduce Risks rate (HR) were determined (2). These ities were determined by an electronic
for Wheelchair Locomotion procedures were repeated twice for a speedometer. VO2, VE, and HR were de-

Physiology Research Laboratory total of three trials. termined during the final minute of each
VA Medical Center Mean results for the two groups of test (2). Mean preferred velocity was
Dayton, Ohio 45428 patients were as follows: velocity = 2.0 found to be 2.1 and 2.8 kmhrl for the
and and 3.1 km-hr'; V0 2 = 0.535 and 0.814 conventional and arm-crank wheel-

1.min-t ; VE = 19.4 and 26.2 1.min-1 ; and chairs, respectively. During locomotion
Laboratory of Applied Physiology HR = 95 and 92 bpm during wheelchair at these velocities, respective V0 2 was
Wright State University locomotion and walking, respectively. 0.555 and 0.560 1-min 1; VE was 20.3
School of Medicine Similar HR values for wheelchair loco- and 20.8 1*min-I and HR was 94 and 90
Dayton, Ohio 435 motion and walking tend to suggest bpm. When the arm-crank wheelchair

Roger M. Glasor, Ph. D.a, Agaram comparable relative stress for these ac- was operated at the same velocity as
G. Suryaprasad, M.D., and Bonita tivities. When taking into consideration the conventional wheelchair (2.1 krm

M. Fichtenbaum, M.S. that wheelchair locomotion (arm exer- hr'), V 2 and VE were 11 percent lower
cise) elicits peak V0 2 values that are ap- and HR was 8 percent lower. The equal-

We have recently completed three proximately 30 percent lower than those ity of VO 2 for operating these wheel-
studies which relate to the physiological for walking (leg exercise), it appears that chairs at the preferred velocities
stresses of wheelchair locomotion and both groups performed at a similar per- suggests that the selection of velocity
wheelchair design. One study com- centage of their peak aerobic power. The was based upon absolute metabolic de-
pared the metabolic and cardiopulmon- 37 percent lower velocity for wheelchair mands. The 33 percent higher velocity
ary responses of eight geriatric (R = 62 locomotion as compared to walking for the arm-crank wheelchair and the
yr) wheelchair-dependent (WD) and 10 should be taken into consideration when lower HR values at this velocity indicate
geriatric (R = 58 yr) ambulatory (AMB) scheduling activities for these patients. that this form of locomotion is more ef-
patients during locomotion (1). WD sub- The second study compared meta- ficient. This is further supported by the
jects propelled their wheelchairs, and bolic and cardiopulmonary responses of lower physiological responses ob-
AMB subjects walked, on a level tiled geriatric patients during wheelchair pro- served during operation of the arm-crank
surface for 5 minutes at their preferred pulsion utilizing conventional handrim wheelchair at the same velocity as the
velocities. During the last minute of each stroking and arm cranking (3). Seven conventional wheelchair.
locomotive bout, oxygen uptake (V0 2), volunteers (k = 61 yr) each operated It is also interesting to note that the

Pleaseiddrescorrespondenceto:Dr.Roger their own conventional handrim wheel- WD subjects using the arm-crank

M. Glaser, Department of Physiology, Wright chair as well as a wheelchair incorpo- wheelchair had preferred velocities that
State University School of Medicine, Day- rating an arm-crank propulsion system. were similar to the AMB subjects during
ton, Ohio 45435. (Tel. 513-873-2742.) During three 5-minute test bouts on a walking in the above study.



111

Bulletin of Prosthetics Research BPR 10-36 Fall 1981

The third study compared the phys- The Mechanical Propeitles of 80,000 total hip joints were implanted
iological responses of 9 AMB and 7 WD Porous Coated Orthopaedic Alloy (1). At the same time, however, it is be-
volunteers to conventional and arm- coming recognized that the current de-
crank wheelchair propulsion (4). Both VA Medical Center signs offer only a limited service life,
wheelchairs were operated for 5 minutes 1601 Perdido Street after which a reoperation may be ne-
at 3.0 km.hr 1 on level tiled and carpeted New Orleans, Louisiana 70146 cessitated. For this reason, many
surfaces. The arm-crank-propelled Stephen D. Cook, Ph. D., Allan M. younger patients are being urged to
wheelchair was operated in 3 gear ra- Weinstein, Ph. D., and Frederick forgo treatment until a later age.
tios-low, medium and high. During the S. Georgette, B.S. In an attempt to improve upon this
final minutes of each test V0 2, VE and situation, a great deal of research has
HR were monitored (2). These physio- Objectives been concerned with developing a truly
logical responses were significantly Although existing designs of total joint permanent prosthesis. That research has
lower during arm-crank wheelchair pro- replacement have proved extremely concentrated upon the areas of implant
pulsion for all gear drive ratios on each successful, it is generally recognized that design and fixation. To be successful, a
surface. Average percent differences the chances of failure increase with time. prosthesis must not only be able to
were as follows: 30 percent and 33 per- Foremost among the causes is a loos- withstand the stresses imposed upon it
cent for VO,; 27 percent and 34 percent ening of the prosthesis, causing pain and by the body but must also be able to
for VE; and 16 percent and 19 percent ultimately necessitating reoperation. In impose upon the body stresses com-
for HR, on the tiled and carpeted sur- order to avoid this, a great deal of re- patible with the maintenance of ade-
faces, respectively. In absolute terms, search has been conducted upon im- quate bone stock. In this way, the
these responses were lower for the arm- proving the fixation of orthopaedic surrounding bone continues to support
crank wheelchair on the carpeted sur- implants to their surrounding bones TW.  the implant and thereby minimizes the
face than for the conventional handrim most favoured approach invc.--us the danger of mechanical failure.
wheelchair on the tiled surface. As with use of a porous surface upon the irn- At present, orthopaedic implants are
the aforementioned study, these results plant to allow the bone to mr. -,hanically attached to the skeletal system by either
indicate that arm-crank wheelchair pro- interlock with the implant. :..-n thou ,-., a tight fit or use of a polymethyl meth-
pulsion is less stressful than conven- this method has been denov'trated to acrylate grouting agent. The latter tech-
tional handrim wheelchair propulsion at produce good fixation, very - , atten- nique has gained widespread
given velocities. Both of these studies tion has been directe, twa.cdt ';ve ef- acceptance, since it offers the possibility
suggest that arm-crank propulsion sys- fect that applying a potous coating to a of immediate fixation for a large range
tems could be used to improve wheel- solid substrate has upon the mechanical of applications. It is generally consid-
chair design and thereby improve patient properties of that materia This ques- ered a slowly-failing system, however,
rehabilitation. tion is obviously irrjortant if failure of due to eventual failure of the cement re-

Reflmences a prosthesis by loosening is not to be suiting in implant loosening. The most
1. Simsen-Harold CA, Glaser RM, Petrof- replaced by mechanical failure. From an promising new approach to implant fix-

sky JS, Stanley DE, Kahn SE, and Sur- engineering standpoint, the application ation is the use of a porous coating upon
yaprasad AG: Metabolic and of a thin porous coating may affect the the solid implant, a system which allows
Cardiopulmonary Responses of Geria- substrate in two ways-(i) the introduc- bone to grow into the surface and
tric Wheelchair Dependent and Ambu-
latory Patients During Locomotion. tion of surface flaws enabling fatigue thereby provide a mechanical interlock.
Physiologist 24(4):41, 1981. cracks to be more easily initiated, and The concept of using a porous sur-

2. Glaser RM, Suryaprased AG, Sawka MN, (ii) the high temperature typically re- face to aid fixation of an implant is not
and Fichtenbaum BM: Methodology De- quired to attach the porous coating to new, having been introduced by Klawit-
vised For a Program To Improve Effi- the substrate may severely impair the ter (2) in the late 1960's. Since then, the
ciency and Reduce Risks For Wheelchair
Locomotion (Technical Note). Bull Pros mechanical properties of that alloy, efficacy of this approach has been dem-
Res BPR 10-35, Spring 1981, 18(1):63- This research project is designed to onstrated by frequent clinical trials.
68. investigate the extent to which the ap- These have shown that, provided a suit-

3. Stanley DE, Glaser RM, Petrofsky JS, plication of a porous coating compro- able pore structure is available, viable
Simsen-Harold CA, Kahn SE, and Sury-
aprasad AG: Physiological Responses of mises the mechanical properties of a bone will grow into the implant (3). In-
Geriatric Patients To Conventional and cobalt-base alloy. In this way, it is in- deed, at least two designs of THR are
Arm-Crank Wheelchair Propulsion. tended that the long-term aim of pro- available commercially in which a po-
Physiologist 24(4):41, 1981. ducing orthopaedic implants capable of rous surface is provided for implant fix-

4. Smith PA, Glaser RM, Petrofsky JS, extended service lives will be furthered. ation. Both of these, however, are of a
Underwood Jr. PD, Smith GB, and Rich-
ard JJ: Physiological Responses To Background comparatively simple shape and un-
Handrim and Arm Crank Wheelchair likely to find widespread acceptance.
Propulsion. Physiologist 24(4):64, 1981. The use of metallic prostheses in the The optimum pore structure for im-

treatment of degenerative diseases, to- plants has been examined by a number
gether with their use in the reconstruc- of authors (4-6). Clemow et al (6) has
tion of joints in trauma victims, has indicated that, from a mechanical
increased greatly in the last 10 to 15 strength standpoint, the optimum pore
years. A survey of Total Hip Replace- size lies with the range 100-200 pm.
ment (THR) operations indicates that in A large number of candidate mate-
the United States in 1976 approximately rials have been examined for use as po-
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rous implants, including ceramics (3), cent confidence level, a chance that 0.1 around the substrate while being held
carbons (7), polymers (8, 9), and metals percent of the specimens would fail in shape by a ceramic mold. The whole
(6, 10, 11). Within this latter category, when stressed for 5 x 10' cycles within assembly is then heated to ensure
only two major groups of alloys, tita- the cyclic range of 6,900-46,500 p.s.i. proper sintering of the powder (19).
nium and cobalt-based alloys, have been This corresponds very closely with the 2. A binder technique in which an or-
found to satisfy the major criteria of cor- results of Devine and Wulff (14) even ganic binder such as methyl cellulose is
rosion resistance, mechanical strength though different techniques of testing used to adhere the particles to the sub-
and biocompatibility. Stainless steel, al- and environments were used. Both re- strate. The binder is burnt off at high
though used extensively as a surgical ports, however, stress the importance temperature when, as above, sintering
implant material, is not suitable for po- that non-metallic inclusions and gas po- of the particles occurs (11).
rous coatings due to its insufficient cor- rosity have in determining the true fa- 3. Thin wires of the desired material
rosion resistance associated with the tigue strength of a specimen. are mechanically kinked, pressed into the
increased surface area of the metal (10). The influence of heat treatment upon desired shape and sintered together (20).

Of all those materials which may be the mechanical properties of Co-Cr-Mo An obvious similarity between all
categorized as biomaterials, possibly the alloy is confusing, with diverging results three methods is the use of a high tem-
most successful (apart from the pre- being reported. perature sintering period to achieve me-
cious metals) is that alloy known var- Hollander and Wulff (15) have shown chanical integrity. The temperature
iously at Vitallium, HS21, or Co-Cr-Mo that by using a solution treatment pro- needed was found by Klawitter, Wein-
Alloy. The alloy was developed in 1929 gram of 1280 degrees C for 2 hours, a stein and Peterson (19) to depend upon
for use in dentistry where its excellent substantial improvement in elongation, the size of the particles being used-the
corrosion resistance and ease of casting together with a slight improvement in larger the particles, the higher the tem-
could be utilized. Since that time, Co-Cr- yield and ultimate tensile strengths may perature. For particles of 104-149gm
Mo alloy has been used in jet engines result. Later work at the same institu- diameter, a temperature of 1310 degrees
and, more recently, in the field of ortho- tion, reported by Cohen, Rose and Wulff C for 3 hours was required, while for
paedics. Surprisingly for an alloy with (16), indicates that by judicious use of particles of 420-595 Am diameter it was
such a long life, a basic understanding heat treatment, a substantial improve- necessary to raise the temperature to
of its physical metallurgy has only re- ment in all three properties may be ob- 1330 degrees C. This is consistent with
cently been achieved, tained. Unfortunately, no fatigue the results of Weloch, Pilliar, and McNab

For the majority of purposes, Co-Cr- properties are available for comparison. (11), who sintered Co-Cr-Mo alloy par-
Mo alloy is fabricated by investment Dobbs (17) found that the use of a so- ticles at 1200 degrees C, but in their case
casting since this technique offers the hution treatmnnt of 1250 degrees C for the diameter of the sphere was only
advantage of excellent dimensional ac- 2 hours caused a substantial decrease around 4.4 tim. Such a size is unlikely
curacy. The resultant product is gener- in mechanical properties. A probable to result in a pore structure large enough
ally referred to as being in the as-cast explanation for this behavior is that the to allow adequate bone ingrowth.
condition. As such its microstructure higher temperature used caused com- It is apparent, therefore, that in order
consists of a cored dendritic structure plete dissolution of the carbides and al- to produce a porous surface having a
with an interdendritic dispersion of car- lowed extensive grain growth to occur large enough pore size, it is necessary
bides. Until recently Co-Cr-Mo alloy was once the grain boundaries were freed of to use a sintering temperature in excess
used in this as-cast condition. However, any obstacles to motion. A similar of 1300 degrees C. Since carbide dis-
it was found that, by subjecting the alloy anomaly was reported by Clauss, Gar- solution in Co-Cr-Mo alloy occurs at 1210
to a short high-temperature heat treat- rett, and Weeton (18) in the early 1950's, degrees C and above, the sintering pro-
ment, its ductility could be increased when Co-Cr-Mo alloy was still being used cess introduces a substantial danger of
sufficiently to ensure passage through in jet engines, complete carbide dissolution leading to
ASTM standard F-75. The reactions ex- It is this danger of excessive grain massive grain growth and a substantial
tensively studied by Clemow and Dan- growth, caused by a solution treatment alteration in mechanical properties of
iell (12), have been shown to consist of at temperatures high enough to allow the material.
a series of carbide transformations pre- carbide dissolution, which constitutes The objective of this research project
ceding their dissolution into the matrix the basis of this research project. Should is to examine the extent to which the
phase. As a result, a number of varied this growth occur during the attach- application of a porous surface influ-
microstructures may be observed de- ment of a porous coating, then the me- ences the fatigue properties of implant
pending upon the time and temperature chanical properties of the substrate grade Co-Cr-Mo alloy.
employed, would be severely compromised, and This work will consist of the following

Due to its inherent importance with the possibility of fatigue failure in vivo four stages-(i) Examination of the in-
regard to the performance of total joint increased. fluence upon the microstructure of the
prosthesis, the mechanical properties of As stated earlier, in order to obtain addition of a porous Co-Cr-Mo alloy
Co-Cr-Mo alloy have been examined by satisfactory growth of bone into a coat- coating to a solid substrate, (ii) Deter-
a number of investigators (13). The fa- ing, it is necessary that a pore structure mination of the fatigue properties of as-
tigue properties of the alloy have been of at least 100 Am be provided. In order cast and heat treated Co-Cr-Mo alloy, (iii)
examined by Miller, Rostaker and Gal- to achieve this, three methods of fabri- Determination of the fatigue properties
ante (13) and Devine and Wulff (14). The cating coatings have been used: of porous coated Co-Cr-Mo alloy, and
former authors derived S-N curves to 1. Gravity compaction in which (iv) Examination of the relationship be-
show that there existed, at the 95 per- spherical powder is allowed to settle tween microstructural changes and fa-
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tigue properties for the coated 19. Klawitter JJ, Weinstein AM, Peterson known. Analysis of the available date
specimens. LJ: Fabrication and characterization of yields the following statistics:

porous-rooted cobalt-chromium-mo-
lybdenum (Co-Cr-Mo) alloy dental im- Type of Amputatio Number Percent
plants. J Dent Res Vol 56:474-480,
1977. Below Knee 98 55.7

feMcM 20. Galante J, Rostoker W: Fiber metal Above-Knee 46 26.1

1. Hod R, Lewis JL, Zimmerman JR, Coin- composites in the fixation of skeletal Syme 4 2.3
pere CL: The number of total joint re- prosthesis, J Biomed Mater Res Symp Knee Disartic. 1 0.6
placements in the United States. Clin 4:-61, 1973. Hip Disartic. 1 0.6
Ortho and Rel Res 132:46, 1978. Bilateral 26 14.8

2. Klawitter JJ, Ph. D. Dissertation, Clem- BK/BK 13 7.4
son University, 1970. BK/AK 10 5.7

3. Hulbert SF, Cooke FW, Klawitter J Rehabilitative Engineering AK/KD 1 0.6
Leonard RB, Skinner HB: Attachment Research Program AKIAK 2 1.1
of prosthesis to the musculoskeletal
system by tissue ingrowth and me- VA Medical Center Cause of Amputation

chanical interlocking, J Biomed Mat Res 4150 Clement Street Trauma 129 73.3
Symp. 5:1-23, 1973. San Francisco, California 94121 Vascular 44 25.0

4. Galante J, Rostoker W, Lueck R: Sin- with Diabetes M. 17 9.7
tered fiber metal composites as a basis Franklin T Hoaglund, M.D., without Diabetes 27 15.3

for attachment of implants to bone, Larry W. Lamoreux, Ph. D., Tumor 3 1.7
J Bone and Joint Surg Vol 53A:101- Leigh A. Wilson, C.P.O.,
114, 1974.

5. Robertson DM, St. Pierre L, Chahal R: Harry E. Jergesen, M.D.,
Preliminary observations of bone in- and Ruth A. Roberts, R.RT.
growth into porous materials, J Biomed Thirty-four of these respondents have
Mater Res. 10:335-344, 1976. University of California. Berkeley been evaluated in the laboratory, with a

6. Clemow AJT, Weinstein AM, Klawitter Biomechanics Laboratory goal of 50 evaluations to be completed
JJ, Koeneman J, Anderson J, Interface 5144 Etcheverry Hall by October 1981. The survey evaluation
mechanics of porous titanium ir- Berkeley, California 94720
plants, Jnl of Biomed Mat Res. 15:73- includes a physical examination, short
82, 1981. Charles W Radcliffe, Frank N. Todd, medical history, prosthetic evaluation,

7. Niles JL, Lapitsky M: Biomechanical in- Richard W Cummings, Don M. subjective and objective gait analysis,
vestigations of bone porous carbon and

porous metal interfaces, J Biomed Mat Cunningham, and Gordon Stout videotaping, and discussion of the am-
Res. 7:63-84, 1973. putee's problems and needs regarding

8. Shim HS: The mechanical behavior of Amputee Survey his prosthesis.
LTI carbon dental implants, Biomateri- The objective is to define the popu- Evaluation of these 34 amputees in-
als, Med Devices & Artif Organs. Vol 4, lation of amputees served by the San dicates that a significant number of am-
2:181, 1976.

9. Spector M, Young FA, Marcinak, CF, Francisco VAMC and identify the nature putees experience deficiencies in
Kresch CH: Clinical histological Evalu- of any problems they are experiencing prosthetic functioning and gait resulting
ation of porous titanium and porous in obtaining prosthetics care. from inadequate prosthetic fitting, fab-
density polyethylene tooth roots, pa- To date questionnaires have been re- rication, and alignment techniques.
per presented at the 5th meeting of the
Society for Biomaterials, Clemson ceived from 176 (70 percent) of the orig- The three most serious deficiencies

University, 1979. inal 251 amputees sampled. Of the non- encountered were: (i) poor socket fit, (ii)
10. Hirschhom JS, McBeath AA, Dustoor respondents, 12 were deceased, 22 could poor foot plantarflexion function and

MR: Porous titanium surgical implant not be reached by mail or phone, and rollover, and (iii) faulty prosthetic
materials. J Biomed Mater Res 5:49- 41 did not respond for reasons un- alignment.
60, 1971.

11. Welsch RP Pillian RM, Manab 1: Surg- -
ical Implants. J Bone and Joint Surg
53-A(5):963-977, 1971. Employment post amputation Dyeculr Trauma Tumor Total, %

12. Clemow AJT, Daniell BL: Solution
treatment behavior of Co-Cr-Mo alloy. Unable to work due to amputation 9 13 0 22 12
J Biomed Mater Res 13:265-279, 1979. Unable to work for medical reasons 9 5 2 16 9

13. Miller HL, Rostoker W, Galante JO: A Changed occupation due to amputation 4 67 1 72 41
statistical treatment of fatigue of the Retired 17 11 0 28 16
cast Co-Cr-Mo prosthesis alloy. Unemployed 1 4 0 5 3
J Biomed Mater Res 10:399-412, 1976. Part-time work or school 0 9 0 9 5

14. Devine TM, Wulff J: Cast vs wrought Same occupation 4 20 0 24 14
cobalt chromium surgical implant al-
loys. J Biomed Mater Res 9:151-167, Daly Walking
1975.

15. Hollander R, Wulff J: Engineering in No Response 0 1 0 1 1

Medicine. Vol 3:4, 1974. None 6 3 0 9 5

16. Cohen J, Rose RM, Wulff J: Recom- In House only 9 6 1 16 9
mended heat treatment and alloy ad- 1 to 6 Blocks 24 58 2 84 47
ditions for cast Co-Cr surgical implants. Over 6 Blocks 4 29 0 33 19
J Biomed Meter Res. 12:935-937, 1978. Unlimited 1 32 0 33 19

17. Dobbs HS: Unpublished research, 1977. 46% of the 176 respondents feel they have socket fit problems, 35% feel their limbs are
18. Clause FJ, Garrett FB, Weeton JW: too noisy, and 73% identify additional activities or recreation they would like to perform

N.A.C.A., TN 3512, 1955. but are unable.
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The following results are based on 34 clinic team, but the AK figure is mark- Bar Knee Unit At the three-month ex-
evaluations including 19 below-knee, 12 edly different This suggests that the AK aminations and later follow-up exami-
above-knee, and 3 bilateral amputees amputees often may not realize how nations, however, reactions generally
(22 BK limbs and 15 AK limbs), poor the fit and function of their have been favorable.

The questionnaire responses from prostheses actually arel Since most of Early problems were encountered with
these same 34 amputees indicate that the socket problems were identifiable excessive noise due to loose bearings,
55 percent of the BK amputees and 40 and correctible, there is hope for a sig- erratic swing-phase-control action due
percent of the AK amputees felt that they nificant improvement in the prosthetics to leaks in the damper piston seals, and
had socket problems. The BK figure care of this group of amputees. deformation of the cosmetic cover re-
agrees well with the assessment of the suiting from improper shaping. These

problems with the prototype devices
have been solved by minor modifica-

22 OK Umbs 15 AK Urnbs tions, which have been duly noted in the

Socket Problems 59% 80% instructions for manufacture.
Suspension Problems 59% 40% Occasional problems in achieving ad-
Knee Problems - 60% equate socket fit and optimal alignment
Foot Problems 82% 60% have been experienced by local prosthe-

Good Fair Poor Good Fair Poor tists, resulting in some amputee dissat-

Alignment 45% 35% 20% 27% 60% 13% isfaction. Solutions to these problems
Cosmesis 73% 27% 0% 67% 27% 6% have been worked out on an individual

basis with the assistance of the RERP
research prosthetist, and descriptions of
the improved fittingialignment proce-
dures have been included in the

Problem-Case Referrals the use of) the tested devices. More de- prosthetist's instruction manual.

The objective is to provide specialized tails are to be found in the previous Design and Development of Lower-
progress report, in BPR 10-35. The initialprosthetics treatment for amputees re- ojcoftsigs hUCBFurar Limb Prosthetic Devices

ferred to the program because of un- object of testing is the UC-BL Four-Bar

usual problems. Linkage Polycentric Knee. The objective is to develop new con-

The research staff has become in- Since the initiation of this evaluation cepts, methods, and devices for im-

volved in the care of problem amputees project on July 1, 1980, a total of 32 proved prosthetics care. The

referred for evaluation both from within above-knee veteran amputees have been Biomechanics Laboratory of the Univer-

this facility and from outside of it. Six evaluated as potential candidates for sity of California at Berkeley conducts

problem cases of veterans with lower clinical trial of the Four-Bar Linkage po- engineering development projects for
limb disabilities have been referred to lycentric knee unit. Of the 24 subjects the RERP under VA contract. Current
the RERP during this report period. Three who have been included in the study, 18 projects include prosthetic foot design
of these were unilaterial BK amputees have undergone followup evaluations and experimental studies of knee sta-
with longstanding fitting problems and after using the Four-Bar Knee Unit for bility control in above-knee amputees.
skin breakdown, one was a bilateral BK periods ranging from 4 to 11 months. Metal Keel--SACH Foot-Six produc-
amputee with multiple epiderlroid yt Thus the evaluation project is progress- tion prototypes, as shown in Figure 1,
one was a quadrilateral amputee with ing steadily-but not at the projected have completed a 1,000,000 zyde accel-

rate of 25 six-month follow-ups by June erated toe-flexion testing program atAK and BK leg amputations and one was
a diabetic with structurally collapsed foot of 81. (That goal is now projected for Kingsley Manufacturing Co. with no ex-

and ankle secondary to osteoarthritis. November 1981.) ternally visible signs of damage. A slight
All the BK amputations were succe Preliminary clinical experience with delamination of the foam material from

fully fitted with lightweight PTS the Four-Bar Knee Unit indicates that, the metal keel was apparent after sec-
prostheses incorporating removable with few exceptions, it has been well re- tioning of the feet, but all test specimens
wedge suspension air-cushion sockets ceived by the amputees. Factors such were considered fully functional at the
withe sftpnst lir-Tho A kt- as the more "natural" behavior of the end of the test.with soft insert liners. The AK amputa-
tion was fitted with a quadrilateral linkage during level walking, and the Microcomputer Control of an Above-

socket with hip joint and pelvic belt. The unusually large knee flexion angle al- Knee Prosthesis-Improvements to the
patient with foot problems was fitted lowed by the design, have received es- servo-valve that controls the hydraulic
with a PTB fracture brace. pecially favorable comment. A few swing-control damper were completed

subjects have reported feeling that less during this report penod. Amputee tests
total energy is required for daily ambu- of the latest prototype prosthesis have

Prosheffte Dvlce Evluation lation with their research limbs coin- shown excellent control of swing phase
The purpose of the evaluation proj- pared to previous ones. and have demonstrated the advantages

ects is to evaluate the safety, durability, Subjects who previously had worn of individual programing of the table-
and functional value of new lower-limb hydraulic knee units have frequently look-up system for generating the resis-
prosthetic devices, and to gather all the noted some initial difficulty in getting tance pattern desired by the amputee.
information necessary to manufacture, used to the characteristics of the pneu- The control program is being modified
prescribe, fit and fabricate (and teach matic swing-phase control of the Four- to allow true adaptive control that will
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respond automatically to changes in
walking speed. Tests of the stance phase - ' ,-
control mode have shown the need for .. .-
an improved servo-valve design which
can be isolated from the compliance of
the accumulator in the modified U.S. .
Manufacturing Co. Dyna-Plex unit. The - "
present valve provides good control for 01'.
flexion resistance but is ineffective in "'.

controlling the rate of knee extension. LI 1
A new valve under construction will IN1 ,
provide identical control of flexion and
extension resistance, which is impor-
tant in allowing for control of knee ex-
tension at heel contact, followed by
control of knee flexion prior to push off.

Mobility Aids for the Severely Disabled

The objective is to develop mobility
aids for people with severe locomotor '
disabilities. FIGURE 2.

Powered Spring Suspension Wheel- The UC-BL powered spring-suspension wheelchair.

chair-Components for five wheel-
chairs less seats and footrests were positions, plus a fourth position folded position while driving but readily re-
delivered in December 1980, and two back out of the way for transfers in and leased to shut down the controller and
units have been assembled, as shown out of the chair. The armrests follow the apply the chair's fail-safe brakes. One
in Figure 2. A new seat was designed recline motion in any of the three nor- chair has been fitted with the new seat,
with a contoured backrest and simple mal armrest positions. Footrests were footrests, and dead-man switch, and has
body-compatible recline kinematics further developed for increased strength performed well in extensive driving by
suitable for use in either a powered or and improved impact resistance. A new project staff. Daily use testing of th, chair
manual recliner. A simple linkage-type dead-man switch was designed, with a is beginning.
latch mechanism allows easy adjust- thin, lightly spring-loaded music-wire Solid State Controller-Five Bowman
ment of armrest length to any of three activator that is easily held in the "on" UC-BL controllers were delivered in Oc-

tober 1980, and the units fitted to the
first two powered spring-suspension
wheelchairs have performed flawlessly.
Spring Suspension Caster Forks-Parts
for twenty forks were delivered in De-
cember 1980, and the eight units assem-
bled so far have performed very well on
three different kinds of electric
wheelchairs.

Total Hip Joint Loosening

The objective is to examine the causes
of loosening in implanted total hip joint
prostheses. Working under a VA con-
tract, researchers in the Department of
Radiology at the University of California
Medical Center in San Francisco (UC-SF)
have adapted the algebraic reconstruc-
tion technique (ART) to the imaging
problem in computed tomography (CT)
created by the presence of metallic

lei 'prostheses in the reconstruction field.
The filtered back-projection methods
currently employed by commercial
scanners are unable to eliminate the ar-
tifacts that arise from x-ray opacity of

RLURE 1. Faul, D.D., Cann, C.E., Couch, JL., Russell,
The UC-BL/Kingsley metal keel SACH foot. M.L., and Genant, H.K.
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the prosthesis, as shown in Figure 3. In scanner. After the rays which pass prosthesis, the differences between the
the case of bilateral femoral head re- through the prosthesis are flagged, the real data and the pseudo-data are set to
placements, the severity of these arti- image is reconstructed by an iterative interpolated values that insure a con-
facts is compounded. Since the image process consisting of: (i) constructing a vergence to an artifact-free image.
in the ART approach is reconstructed it- set of pseudo-projections based on an Figure 4 shows an ART reconstruc-
eratively ray-by-ray, it can be recon- estimation of the image, (ii) comparing tion of the same data used to generate
structed without using the rays that are these pseudo-projections with the cor- Figure 3. The CT numbers are accurate
severely attenuated by passing through responding real projection data, and (iii) in the part of the image that shows the
the metal object. back-projecting onto the pixel matrix the cement-bone interface, the region of pri-

In the present application of ART, the appropriately weighted differences be- mary interest for this prosthesis loos-
location of the prosthesis within the slice tween the real and the pseudo-data. For ening study. At present, the additional
is determined using the software pro- the flagged rays in the region of "hol- calculations required for such a recon-
vided by the manufacturer of the CT low" data created by the opacity of the struction procedure require a significant

additional expenditure of computer time,
but the procedure is now suitable for
limited application as a research tool in
the study of hip-joint loosening.

Total Knee Implant-Biotelemetry

Wadsworth VA Medical Center
J1 ,.Wilshire and Sawteile Boulevards

Los Angeles CA 90073

Division of Orthopaedic Surgery
UCLA Center for Health Sciences
Los Angeles CA 90024

John R. Moreland, M.D., and
J. Michael Kabo, Ph. D.

During the previous report period,
continual evaluation of clinical results
involving various knee designs has re-

FIGURE 3. mained a primary emphasis. Proposals
A conventional Computed Tomography (CT) scan through the distal pelvis of a total hip for companion total hip and total knee
patient. When standard CT reconstruction algorithms are used, the presence of metal in the implant biotelemetry studies have been
plane of the scan results in a so-called "STAR" artifact that obliterates much of the infor- generated and are currently under re-
matrion in the reconstructed image. view. The total hip biotelemetry project

represents a continuation of a joint ven-

ture between the UCLA Biomechanics
research section and the Jet Propulsion
Laboratory to fabricate and test in vitro
several laboratory prototypes. The com-
panion knee project requests resources
for the initial design and debugging
phase of the project. In conjunction with

11 1 " ,,anticipated funding for the projects, a
3i" computer system has been installed and

the elimination of installation related
p problems is underway Several general

programs for data acquisition and dis-
play are also under development.

Numerous commercial prosthetic de-
signs are currently being evaluated as

bill.-suitable recipients for the necessary
electronic assemblies, but no such unit
has been found to date. Total compo-
nent redesign as well as modifications

FIGURE 4. to only the tibial component are alter-
The Algebraic Reconstruction Technique (ART) can be used to eliminate or greatly reduce the natives currently being contemplated.
STAR artifact and thereby permit the use of CT scans in the study of total hip joint loosening Clinical, developmental and manufac-
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turing considerations have served as for measuring myocutaneous perfusion ranged from 7.42 to 24.15 ml/min100 g
deterrents to a design consensus to date. rates in the dog (Fig. 1). tissue with an average myocutaneous

Finally, a few customized tibial com- To study the effect of lumbar sym- perfusion rate of 12.57 cc/min/100 g tis-
ponents have been implanted for prob- pathectomy on myocutaneous perfu- sue obtained for the nonsympathec-
lem cases, and short and long term sion, four dogs underwent unilateral tomized limb. At approximately one
followups will be evaluated relative to lumbary sympathectomy (right) with the week intervals following right lumbar
their standard component counterparts. contralateral limb (left) serving as a con- sympathectomy, follow-up bilateral my-

trol. Local hydrogen gas desaturation ocutaneous perfusion measurement
was monitored at the gastrocnemius was done. A representative tracing
muscle. Anesthesia was established and (shown in Fig, 1) demonstrates an
maintained throughout the procedure almost three-fold increase in myocuta-

Program for Evaluating using a 0.2% intravenous drip of so- neous perfusion of the sympathectom-
and Monitoring the dium thiopental. After anesthesia was ized gastrocnemius muscle as compared
Disvascular Patient induced, the dog inhaled a mixture of to the non-sympathectomized contralateral

VA Medical Center 3 percent H2 gas in room air until full muscle.
Castle Point, N.Y. 12551 tissue saturation was achieved. The hy- These initial data demonstrate an

Bok Y. Lee, M.D., William drogen gas concentration was moni- increase in myocutaneous perfusion

R. Thoden, M.A., Frieda S. tored using hydrogen-sensitive polarized following lumbar sympathectomy.

Trainor, Ph. D., and David needle electrodes inserted into the gas- Additional studies will be made to

Kavner, D. Eng. trocnemius muscle. Once full tissue sat- evaluate repeatability of flows and to
uration was achieved, the dog's establish a trend in myocutaneous per-

This program (initially reported in BPR inhalation oi the H2 -room-air mixture fusion changes following lumbar
10-35, Spring 1981) concerns the devel- was stopped and normal ventilation of syinpathectomy.
opment and use of a technique for po- room air was initiated. Simultaneous
larographic monitoring of local hydrogen bilateral recordings of the hydrogen gas
gas desaturation for measuring myocu- washout were made on a stripchart. The
taneous perfusion in rehabilitation of the hydrogen gas concentration in the mus-
amputee and in evaluating the effects cle tissue gradually falls to zero; the lo-
of lumbar sympathectomy in the man- cal desaturation of the hydrogen gas
agement of atherosclerotic occlusive follows an exponential decay in accor-
disease. This report concerns comple- dance with Fick's Law of indication di-
tion of initial work in the application of lution. A total of 47 hydrogen gas
the technique of polarographic monitor- washout curves were analyzed. Ob-
ing of local hydrogen gas desaturation tained myocutaneous perfusion rates

.. .... ....--- 4 !,

Washout Curve - L. Limb .... ... . I. .. . H

•~~~~~ -------- ------
(Control)

' • ~ ~ ~ 4 TM TV..:. 4. ..:.i-: : i ............
:;::.i::i .:... !.:.l.2.'.i:: . .. Blood Flow Perfusion Rate

... .... ml/minllO0 g tissue
Ventilated with 3% H2-room
air mixture until stabilized Room Ar

IT", L..23.4

Washout Curve - Rt. Limb I''T . .!" 'I ... ... Rt. = 66.0

(Lumbar Sympathectomized) " " h". . .
'"'I~~~..... .. :........~i,

!I::ii::!A i H::: I: :,!1 :.; ... .11 ! ..... .:,....

Chart Speed 0.25 mm/sec.

I1 ,1 i.
Myocuteneous perfusion measured by hydrogen washout. Curves were obtained from electrodes inserted into gastrocnem~us muscle (Ca-
nine). Dales: Rt. Lumbar Sympathectomy 2/10/81; Perfusion Study 2/19/81.
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Seating Systems for Body Support sitting pressures to acceptable levels. tope measurements (Xenon 133). An
and Prevention of Tissue Trauma This research further shows that mod- excellent study of that test continues at

VA Medical Center ular seating systems can meet the or- VAMC Tucson (Malone et al). The Seat-
3601 Miranda Avenue thopedic and pressure reduction needs tie facility is in regular communication

Palo Alto, California 94304 of a wide population of spinal-cord-in- with science persons at Tucson and at
Inder Perkash, M.D. jured or otherwise asensory persons. other limb viability laboratories in this

Steps are underway to make VASIO-P country and abroad.
Rehabilitation Engineering Center commercially available. Significance of these studies extends
Children's Hospital at Stanford well beyond the more accurate preop-
Palo Alto, California 94304 erative determination of amputation
Richard Pasiflas, C.O. Clinical and Laboratory level in the ischemic limb. There is very

Donna Politi, O.T.R., and Study of Amputation little current information about the na-
Maurice LeBlanc, M.S.M.E., C.P PrtudyiofAmprtati ture of wound healing in the presenceProsthetics Research Study of ischemia. This work is directed to

To date, 57 prototypes of the Veteran's Eklind Hall, Room 409

Administration Seating Interface Or- 1102 Columbia Street more fully understand this process.

thosis-Paraplegic (VASIO-P) have been Seattle, Washington 98104
evaluated by patients with spinal cord Ernest M. Burgess, M.D. Prosthetics Research-A synthetic
injuries between T1 and T12.

After a minimum of 3 months on the Limb Viability-Elective amputations composite energy-storing foot has been
cushion, responses of the patients have were performed on 52 patients at VA developed in conjunction with the
reinforced originally favorable com- Medical Center, Seattle, during the Boeing Technology Services. It is de-
ments relating to comfort, balance, pos- 6-month period. An additional number signed to improve functional perfor-
ture, practicality, and cleanliness. One of patients were included from other mance for active lower-extremity
noticeable and frequently cited advan- hospitals within the University system. amputees. Prototypes have been bench
tage of VASIO-P is a continual increase This smaller group of patients was se- tested and stress analyzed. Design and
in the patients' sitting tolerance. lected for their specific research value, materials are now standardized. The foot

Highly active patients, those involved Following up on earlier double-blind in- is undergoing testing on ten selected
in sports, gardening, or farming, have vestigation using transcutaneous po amputees. Performance evaluation will
presented problems concerning accel- determination at several limb sites, this be reported within the next few months.
erated deterioration of the cushion with test is now included as a routine pre- The Prosthetics Research Study has
constant use. This difficulty could be operative amputation determination, enlarged its Amputee Evaluation Group
alleviated by distributing two cushions The surgeon is informed of the perfu- to include fifty subjects. These individ-
to the patients for alternate use. sion levels prior to the amputation. This uals have been carefully selected from

Transfers remain difficult for many due rapidly increasing statistical base will a larger volunteer group and are avail-
to height of the cushion. Solutions to establish the value of noninvasive gas able for field testing of new and modi-
this problem are being investigated. Data perfusion measurements for limb via- fied lower-extremity prostheses and
obtained in clinical testing is being used bility and preoperative determination of components. The majority of these in-
in the formulation of prescription guide- correct amputation level. dividuals are from the veteran amputee
lines for clinicians. The microwound research is now ac- oopulation.

Research and development on a seat tively underway. A small standardized
cushion for quadriplegics, designated and carefully controlled microwound is
VASIO-Q (Q-quadriplegic), is now made on the threatened limb at a pre- Surgical and Immediate Postsurgical
complete. In this model the surface fea- determined site distal to the level of am- Amputation Research-Clinical re-
tures have been modified to accom- putation. The wound is harvested from search continues concentrating on dis-
modate the special biomechanical and the amputated limb, then subjected to tal levels of amputation in the ischemic
pressure-reduction needs of patients a variety of histological and biochemical lower limb. Of particular investigative
with quadriplegia who cannot perform observations. This "in vivo" examina- concern are amputations through the
pressure reliefs independently. Clinical tion uses the clinical wound healing at forefoot and midfoot. This area of lower
testing of VASIO-Q is scheduled for July the amputation site as a control and also limb amputation is least well under-
1981. A lap tray, and leg and trunk sup- forms a yardstick against which other stood. Healing failure following surgery
ports, will also be designed as acces- non-invasive tests carried out at the is frequent requiring higher secondary
sories to this total body support system. same site can be measured. amputation. A more precise knowledge

Design of a third cushion, specific for Preoperative tissue viability is also of the healing capability, as measured
patients with a cauda equina injury, will being studied experimentally using a by preoperative studies of the type PRS
permit the increased movement and laser Doppler and multispectral reflec- is investigating, and innovative surgical
postural changes exhibited by these pa- tometry. These objective laboratory pa- techniques, are urgently needed.
tients. Research and development on rameters are non-invasive, inexpensive, PRS continues to evaluate statistically
this cushion will start after clinical test- without hazard or discomfort to the pa- all amputations carried out by its staff.
ing of VASIO-Q. tient, and potentially valuable. We have These data form a base for inhouse cri-

Test data On VASIO-P indicate that it not, during the time covered in this tique and comparison with other
performs quite satisfactorily in reducing progress report, used radioactive iso- services.
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Education-A list of current publications is sociation Region IX and California Or- ily; 15 of 19 patients having transcuta-
as follows: thotics and Prosthetics Association neous PO, values greater than zero but

1. Burgess EM: Postoperative Manage- Combined Meeting, Monterey Califor- less than 40 mm Hg healed primarily 2
ment. Atlas of Limb Prosthetics, Surgi- nia, June 5-7, 1981.
cal and Prosthetic Principles. American after local revision but 2 failed after in-
Academy of Orthopaedic Surgeoms. Thi The Prosthetics Research Study staff tercurrent thrombosis. All three patients
C.V Mosby Co., pp. 19-23,1981. supported by an excellent national fac- having prospective transcutaneous PO.,

2. Burgess EM: General Principles of Am- ulty is conducting a Continuing Educa- values of zero failed to heal and re-
putation Surgery, Atlas of Limb Pros- tion workshop in Seattle, September 11- quired revision to an above-knee am-
thetics, Surgical and Prosthetic
Principles. American Academy of Or- 12, 1981. This course is entitled "Mod- putation. There were only 3 primary
thopaedic Surgeons. The C.V Mosby Co., ern Amputation Surgery and Prosthetic above-knee amputations and the bal-
pp. 14-18, 1981. Rehabilitation" and is sponsored by the ance of this group were various types

3. Burgess EM: Principles of Amputation American Academy of Orthopaedic of foot amputations. Patients are being
Surgery in the Upper Limb. Atlas of Limb Surgeons.
Prosthetics, Surgical and Prosthetic added to this data pool continually.
Principles. American Academy of Or- Patients appropriate for longitudinal
thopaedic Surgeons. The C.V Mosby Co., Transcutaneous Oxygen Tension as study, pre- and post-vascular-recon-
pp. F2-94, 1981. Predictor of Wound Healing struction, and exercise testing are picked

4. KeG B: Prostheses and Assistive De-
vices for Special Activities. Atlas of Limb Limb Viability Laboratory up as they appear on the vascular or
Prosthetics, Surgical and Prosthetic University of Washington amputation services at the Veterans
Principles. American Academy of Or- Administration Hospital. For the longi-
thopaedic Surgeons. The C.V Mosby Co., Dept. of Orthopaedics (RK-10) tudinal study, limbs contralateral to an
pp. 423-434.,1981. Seattle, Washington 96195 amputation are studied at 6-month in-

5. Burgess EM: Principles of Amputation Frederick A. Matsen Ill, M.D., Craig tervals when patients return for check-
Surgery in the Lower Limb. Atlas of Limb
Prosthetics, Surgical and Prosthetic Wyss, Ph. D. ups. Segmental transcutaneous oxy-
Principles. American Academy of Or- gens are measured in patients sched-
thopaedic Surgeons. The C.V Mosby Co., Prosthetics Research Study uled for vascular reconstruction and then
pp. 272-276, 1981. Eklind Hall, Room 409 ure frasur ro cn a nd ten

1102 Columbia Street are measured again about 1 week after

A list of publications submitted for pub- Seattle, Washington 98104 their surgery to evaluate the effective-ness of the treatment. Patients who
lication is as follows: Ernest M. Burgess, M.D. come into the vascular lab for exercise
Enoka R, Miller DI, Burgess EM: Below-knee

amputee running gait. Accepted by Amer This project is directed at exploring testing are measured with transcutane-
J Phys Med. ous oxygen electrodes just above the

Burgess EM, Matsen FA: Current concepts the use of trenscutaneous oxygen mea- osxe eled jutiaboankle
for determining amputation levels in pe- surements as a means of evaluating blood pressure); these patients are fol-ripheral vascular disease. Accepted by noninvasively the severity of peripheral lowed during and after exercise, and re-
J Bone & Joint Surg. vascular disease and the effect of ther-

Johansen KH, Burgess EM: Improvement of apeutic measures. Five separate studies sults are compared to the ankle pressure
amputation levels in limb revasculari- measurements.
zation. Accepted by Surg Gyn Obstet. are in progress: (i) prospective evalua- Development of the multi-probe

Kegel B, Burgess EM, Starr TW, Daly WK: tion of transcutaneous PO, before am- Deveoe of the
Effects of isometric muscle training on putation for peripheral vascular transcutaneous oxygen sensor is in the
residual limb volume, strength, and gait insufficiency; (ii) a longitudinal evalua- prototype stage and will be completed
of below-knee amputees. Accepted by in about nine months. This multi-probe
Phys Ther. tion of transcutaneous P values ov sensor will be used to measure simul-

Burgess EM & Forsgren SM: The Prosthe- time in a patient population at risk for taneously a number of skin sites for
tist Chapter in Orthopedic Rehabilita- peripheral vascular disease; (iii) pre- and
tion edited by V.L. Nickel. New York, post-vascular-reconstruction measure- mapping out prospective amputation
Churchill Livingstone. In Press. ments of segmental transcutaneous ox- flaps and for monitoring the changes in

Burgess EM: Amputations of the Lower Ex- transcutaneous oxygen that attend ex-
tremity. Chapter in Orthopedic Rehabil- ygen values; (iv) measurement of ercise over the extremities of patients
itation edited by V L. Nickel. New York, transcutaneous oxygen during and after ex treiitiescofdpationt
Churchill Livingstone. In press. exercise on a treadmill in patients with experiencing claudication.

Burgess EM: Amputation Surgery and Post- claudication; and (v) development of a References
operative Care. Chapter Three in Reha- multi-probe transcutaneous PO, mon 1
bilitation Management of Amputees, I. Matsen FA, Wyss CR, Simmons CW: The
edited by S. N. Banerjee and J.V Bas- tor for mapping transcutaneous oxygen effects of compression and elevation on
majian. Baltimore, Williams and Wil- over the extremities. the circulation to the skin of the hand as
kins. In press. A preliminary paper has been sub- reflected by transcutaneous PO. Plast.

Reconstr. Surg. In press.
mitted covering a double-blind study of 2. Burgess EM, Matsen FA: Current con-There were two preetations in this time 58 amputations with respect to the pro- cepts for determining amputation levels

period:
1. Dr. Ernest M. Burgess: Instructional spective evaluation of amputation suc- in peripheral vascular disease. (Edito-

Course, "Advances in Amputations," cess or failure using transcutaneous rial) Accepted by J Bone Jt Surg.
American Academy of Orthopedic Sur- oxygen measurement at the proposed
germs Annual Meeting, Las Vegas, Ne- site of amputation. Of 38 below-knee
vad. March 1, 1981.

2. Shirley M. Forgren: "Prosthetic Foot for amputations, all patients having pro-
Active Sports- Preliminary Studies" spective transcutaneous P0 2 values
American Orthotics and Prosthetics As- greater than 40 mm Hg healed primar-
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Maxillofacial Restorative Materials technology to clinical servicing through- been achieved in this.
and Techniques out the VA system and interested non- Although not extensively reported at

VA maxillofacial clinics. Inasmuch as this time, the project section on human-
Temple University School of small maxillofacial prosthetics attracts safe aspects continues to engage a ma-

Dentistry very little commercial interest or shows jor portion of the effort in support of a
Broad Street and Montgomery the prospect of profitable venture op- biocompatibility test protocol which has
Avenue portunity because of low market vol- already been submitted for panel re-

Philadelphia, Pennsylvania 19122 ume (2), the development plan has been view in a committee of the American

VA Medical Center extended in the direction of large pros- Society for Testing and Materials. The
1601 Kirkwood Highway thetic devices. Accordingly, special ef- most pressing task is in separating and
iAdmington, Delaware 19805 fort, as will be recounted in the specifying the factors in cell growth

John F Lontz, Ph. D., James W. succeeding five project sections, has medium that are in accord with current

Schweiger, D.D.S., M.S., and been imposed on producing more flow- developments in cell growth. The major

Mary D. Nadijcka, Ph. D. able modification of PDM siloxane with- burden of this obligatory work is the
out changing the inherent chemistry, and detailing, fine-tuning so to speak, of the
devising or inventing a stone mold rein- specified testing media and procedures

Introduction forced and stabilized with metal framing to assure reproducibility of the test re-
The research and development effort to protect the stone mold, despite its suits by other tissue culture laboratories.

continues with five project efforts inte- hardness, from fracturing and breaking
grated into a comprehensive develop- into pieces during the pressuring oper-
ment plan (1) from basic science and ation. Salient progress and success have

FIGURE 1.
Simplified, inexpensive Design B of large dental stone mold for fab-
ricating large prosthetic devices, beyond current limits with conven-
tional dental stone molds, using angle-iron encasing to stabilize the
stone mold against fracture from imposed-pressure molding and
from thermal stresses during polymerization at 100 C.

Figure l(a)-Starting two-part split mold of dental stone. Dimen-
sions are: Length: 11 inches; Width: 7 inches; and Height: 5 inches.
Weight is 16.5 lb. (7.49 Kg.).

Figure l(c)-Assembled, closed arrangement of stone mold with the
reinforcing case ready for filling in with additional stone, set from
water slurry, to lock the rectangular reinforcing case to the two-part
stone mold.

Figure (b)-Extended display introducing the rectangular angle iron
reinforcing case to encase the two-part components of the stone
mold.
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Product Development acrylics, and polyvinylchloride plasti- faction. A series of replicate moldings

Of the tentative Performance Stan- sols, etc. Presently available proprietary are in progress for the purpose of (i) re-

dards as required by FDA regulations compositions have one or more serious trieval, client-wear evaluation (tear re-

(1) and listed in a recent BPR (3), that of consumer (end-use) deficiency, among sistance, comfort, hygienic maintenance,

the elastic modulus is being particularly these being age-cracking (rubber), de- and signs of dermal sensitivity) and (ii)

scrutinized for the 18 production cam- tergent and solvent gumming (acrylic ascertaining pressure limits of the new

paigns (to supply the VA-wide needs) terpolymers), tear rupture (RTV sili- rectangular box mold design with the

for effects of milling schedules, shelf life, cones), shrinkage and stiffening (poly- specified hardware. The client wear

and applied tensile straining rates. These vinyl chloride), and gradual elastic evaluation will include a series of 3, 6
effects constitute the essential features distortion or set. In general, the proprie- and 12 months usage with selected tests

for quality and uniformity which in- tary formulations, usually left to the par- for elastomer deterioration.

creasing clinical acceptance of oligo- ticular skill or preference of the

merized PDM siloxane depends upon. prostheses technologist, are deficient in Pigmentation (Internal Shade Stocks)
It has been observed that the speci- mechanical endurance, especially tear The current standard six-shade inter-

fied range of 60-80 lb/sq in (0.41-0.55 resistance and sustained elasticity. All or nal pigmentation has been augmented
MPa) in tensile modulus has been in- most of these deficiencies can be elim- with a melanin replicating color for
creasing with consequent production inated or substantially reduced in the which Monastral Gold (DuPont) has been
campaigns to 100-140 lb/sq in (0.69-0.97 larger prostheses by use of PDM silox- selected from a series of dry pigments
MPa). This is tentatively ascribed to more ane (5), with the availability and use of resistant to color fading and to hygienic
efficient blending of the prepolymer and a new series of molds larger than the (sodium hypochlorite) disinfecting.
oligomer, based on longer milling time current dental stone mold sizes. Con- Unlike most darkening or red-sur-
in combination with elevated milling sequently, in this project section, sev-
temperatures. These milling adjust- eral developments have been pressing artist's chars or carbon, Man-astral Gold has imposed less thana
ments have been observed to produce undertaken to (i) provide simple, inex- 5 percent diminution in the arterial red/
a more tractable, more moldable stock. pensive mold frames to reinforce the carotene yellow ratio (Hunter DCD b/a

The milling adjustments have been fracturable stone mold compounded as described in (6)). The first of a series
undertaken as one aspect of the Com- from gypsum, (ii) deve!op a modified of prduction runs (Shade SY-2A) of
prehensive Development Plan (1) to at- form of the current PDM siloxane (80/20 internally pigmented PDM siloxane has
tain lower viscosity (plastisol) prepolymer/oligomer ratio) for in- been s ent e Mailoxan has
oligomerized stocks, with increased oli- creased viscous flow, and (iii) work out thetics clinics for esthetic replication of

gomer content, for large prostheses the technical details for thermal sched- Afro cosmetic skin coloration to aug-
molding in dimensions beyond those ule for polymerization to performancec et s tn -
limited by the 5-inch diameter dental standards. During this period ofr e ment the current standard 6-shade

stone molds (4). As recounted in the en- three tasks, initiated as reported in the to arterial (red) dominant shades of stock
suing fabrication project section, this previous BPR, each has been advanced material.
task effort proved highly successful. The to the point at which the first successful

new 70/30 (prepolymer/oligomer) com- right-foot prosthesis has been made (and T
position is programmed for studies on accepted by the client for consumer end- oxicity and Potential Tumorigenicity
effect of oligomer unit dimethylsiloxane use testing) using the new 70/30 pre- Under the regulatory provisions of the
lengths in combination with a range of polymer/oligomer PDM siloxane Medical Devices Act (7), the protocol for
catalyst levels on the extensile proper- composition. testing and demonstrating non-toxicity
ties as was done with the 80/20 The initial trial of pressure-forming of of PDM siloxane has been formally sub-

composition. a 11 in x 7 in (77 in2 area) rectangular mitted to the American Society for Test-
mold was carried out in the fabrication ing Material (ASTM) Committee F04,

Fabrication of an internally pigmented (SY-2) form Medical and Surgical Materials and De-

Maxillofacial restorations heretofore of a prosthetic forward toe section of a vices, at the Spring meeting, May 13-
have been limited to cross-sectional right foot, measuring seven inches in 15, 1981, at Phoenix, Arizona, and as-
areas of 16 square inches with a maxi- length with an area of approximately 21 signed the ASTM Designation
mum circular width of 4 inches and a square inches extending to the back of F04.20.06.52. Under the title, Standard
maximum depth of 2.5 inches, using the the client's heel. Repeating the model Practice for Assessment of Orofacial
largest (Hanau Giant) dental stone mold. foot molding described in a previous Materials and Devices by Culturing with
These dimensions preclude the fabri- BPR (5), the new rectangular box mold, Human Excised Donor (HED) Tissues,
cation of a significant number of facial depicted in Figure 1, withstood success- the proposal now undergoes study by
and cranial reconstructions, of func- fuly without any fracturing the 2000 lb a committee of panelists representing
tional and cosmetic augmentation of applied forming force with the new 70/ producers, users and general interest
congenital amputated limb defects, and 30 prepolymer/oligomer PDM siloxane reviewers from whom comments will
of various cosmetic implants. These en- composition and the ensuing 3 hour be forthcoming, ranging from construc-
larged reconstructions are served by thermal polymerization schedule. This tive modifications to challenges for var-
prosthetic forms made from a variety of first molded cosmetic foot prosthesis, ious reasons of rationale, relevance, and
undefined, often untraceable ingredient endowed with substantial tear resis- so on. Thus a series of committee re-
sources, compounded forms of unspec- tance (lacking with RTV silicones) has views are expected with prospects of
ified, proprietary grades of latex rubber, been accepted by the client with satis- modifications and experimental verifi-



122

VA RER&DS PROGRESS REPORTS

cation of changes obligated to attain of PDM siloxane, has reached a total of mental and personal cleanliness in an
ultimate ASTM approval (8). It is ex- 52 VA and non-VA maxillofacial clinics, isolated room is the practice in the pro-
pected this may take from 2 to 3 years This number represents only a fraction, duction of PDM siloxane, it is necessary
at the ASTM level serving as the vol- by about one-fifth, of expected partici- and planned to set up a clean room nor-
untary agency (7) for FDA approval, pants as the initial program was set up. mally required for medical or surgical

The principal components of the HED Despite the drop-out of an estimated grade devices meeting Federal
tissue biocompatibility testing proce- one-fourth of the participants starting in guidelines.
dure for nontoxicity include (a) specifi- 1978, there is evidence that private clin- To continue the availability and corn-
cations for chemically defined medium, ics, especially those furnishing artificial petent utilization of PDM siloxane, this
(b) augmentation with minimal and spe- eyes, are coming into the program. project program continues to report on
cific human serum protein factors for The principal problem continues to the research and development and clin-
attachment, viability, and division, and reside first in the lack of professional or ical utilization at conferences of several
(c) provision for preliminary (7 day) technical job classification and secondly, national professional organizations. Ad-
qualification of selected (a) and (b) com- on the fulltime commitment of a pros- ditionally, a workshop similar to that or-
ponents with an established HED cell thodontist or D.D.S. clinician. The latter ganized in the Spring of 1979 is planned
line followed by extended (7 and 30 day) in most of the participating clinics has for the Fall of 1981.
testing with specific HED primary tissue to undertake the time-consuming bur-
for rated (specification) biocompatibil- den of the non-dental tasks of (i) max- Production
ity. This protocol provides ample op- illofacial, sculptural replicating from A total of 18 production campaigns
tions and flexibility to the proposed hydrogels to stone molds, followed by and over 600 one-pound units of PDM
recommended practice for favorable (ii) thermal molding, and by (iii) external siloxane have been produced since in-
panel review, painting for cosmetic matching, tasks ception of the program in 1979. Each

Present emphasis is accorded to the which more properly can and should be campaign is specific to repeated lots of
separation of the Holmes alpha-l-pro- carried out by skilled technicians, partic- prepolymer (General Electric SE4524U),
tein growth factor (AGF) from human ularly medical sculpturists. These tasks oligomer (Dow DC 200 silicone fluid),
serum and blood fractions (9) and es- require special laboratory devices and catalysts (CST and AST), and modifica-
tablishing an appropriate activity titer supply items. Except for the devices, tions of processing procedures. The
for the above qualification test. It is ex- notably forming molds, press, and oven modifications are related to the product
pected that as the proposing laboratory (or autoclaves), the supply items are fur- development tasks, mentioned in the
for the biocompatibility test, this project nished in the starter kit shown in Fig- earlier section of this report, specifically
will provide samples of the qualified AGF ure 2 with a complete array of pigments to extend the milling time and temper-
to reviewing participants of the ASTM for external cosmetic matching and ature range of operation and to incor-
F04 Committee. At present there are items special to molding along with a porate higher levels of oligomer. Each
three biocompatibility test proposals manual of procedure, production campaign is monitored by
under review by the F04 Committee re- In the meantime, inquiries continue to quality control on expected product
lating to other medical and surgical come for non-pigmented PDM siloxane performance, especially tensile con-
prosthetic biomaterials of which only the to be constructed into implants, an area stants and tear resistance, and biocom-
HED has the highest degree of human that would give a new impetus to med- patibility quality assurance.
relevancy. ical or surgical sculpturists. This area is Refernce
Field Participation being purposely restrained until the bio- 1. Lontz, John F. and James W Schweiger:

compatibility test procedure now under (ibid in succeeding reference) Maxillo-
The total number of participants, review by ASTM is formally adopted. facial Restorative Materials and Tech-

based on requests for starter sets (kits) Although normal laboratory, environ- niques, Bulletin of Prosthetics Research

/ I. -" _ ' FIGURE 2.
(h) - Starter kit of internally pigmented PDM siloxane in six (6) internally

pigmented shade with accessories for external, cosmetic painting to
match patient skin coloration. The kit includes:

(a) 6 one-pound stocks of PDM siloxane,
(c.(b) 10 pure pigments for external cosmetic painting,

(d'- (c) xylene thinner for vehicle (d),
S. (d) adhesive vehicle (Silastic Type A Adhesive),

(e) separator (foiling over stone mold) compound,
(f) product description list by chemical types,
(g) accessory list with sources of commercial supply, and
(h) manual (draft) of procedure for molding and painting.
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BPR 10-32 Fall 1979; see Table 1, pages Rehabilitative Engineering At this time the authors are complet-
378--379 detailing the six project efforts Support for the Atlanta ing an analysis of the proposed vehicle's
with defined tasks (specific objectives) VA Medical Center stability and other operating parame-
integrated and consolidated toward the
goal of providing a standard, continuing Institute of ters. All studies to date indicate that the
supply of safe and effective prosthesis Georgia proposed vehicle will successfully meet
stocks and their derived prosthetic Technology all of the established design criteria.
devices.

2. Ibid BPR 10-32 Fall 1979; see pages 401- Office of Interdisciplinary Work will continue on analysis of the
402, Clinical Services and Cost Programs, 225 North Ave. N.W control design and this is expected to
Advantage. Atlanta, Georgia 30332 evolve into a major project in itself. The

3. Ibid BPR 10-34 (Vol. 17, No. 2) Fall 1980; control system presently designed may
see Table 2, page 105. Gary W. Kelly offer some surprising advantages com-4. Teledyne Hanau Company, 80 Sonevil
Drive, Buffalo, N.Y 14225, Hanau Recon A Manual Wheelchair Wheel with In- pared with present wheelchairs The ad-
Flask Cat. No. 155-1, Manganese Bronze, dition of a microprocessor and the innate
overall dimensions 111/' length x 71/" tegral Anti-Rollback (Gary Kelly, Princi- capability of self-leveling provides the
width, and 77h6" height, priced at $350, pal Investigator, and Theresa Ackerman, additional attraction of programmable
August 11, 1978. Research Technologist.)

5. Ibid BPR 10-35 (Vol. 17, No. 3) Spring The first prototype of the wheelchair weight-shifting and control of accesso-
1981; see the project section II (Fabri- wheel was developed and tested. ries that is far superior to that of anycation), molding a foot prosthesis system presently offered or proposed,

6. Ibid BPR 10-27 Spring 1977; see pages Among the problems appearing in the as far as is known.
162-164, section on digital color differ- design were: the unit weighed too much, Some new accessories have been
ence indices on human skin. Also BPR rolling friction was too high, spacing of perfected for use in power chairs (in-
10-28 Fall 1977; p. 195-186. the push rings was inadequate, a lock- cluding the proposed vehicle) by the re-

7. Federal Register, July 25, 1978, Part V.
FDA, Medical Devices, Procedures for out was needed to disable the anti- search staff at the Georgia Institute of
Development of Standards. rollback feature, and surfaces needed to Technology Among these are the auto-

8. Standards Survey, publication prepared be smoother with fewer prominences to matic leg-bag evacuator complete with
by Bureau of Medical Devices, FDA, 1980. catch the user's hands. a robotic arm which would allow the in-
This survey lists the ASTM among the The efforts this year have been in two
various voluntary standards agencies dependent use of restroom facilities. This
(see Reference (7)) providing biomater- directions: to determine further user student project is nearing completion of
ials standards for materials and devices; suggestions as to improvements in de- a first prototype for use on conventional
the ASTM acceptance of standards is by sign, and to begin designing a wheel power chairs. Research is continuing on
series of panel reviews from a consen- that would meet as many of the known other accessories that would be useful
sus of interested producers and users.

9. Holmes, Richard, Gretchen Mercer and criteria as possible. in promoting independence of the ve-
M. Foght: Properties and Function of Work is continuing on gathering as hide user. It is intended that the final
Human alpha-I-Protein Growth Factor. In much user input as possible, in order to design be a system design rather than
Vitro 3:139, 1967; one of a series of pa- obtain enough information to rank-
pers reporting on the role of human oder the preferences in design changes. wimodel with add-ons; each component
serum-derived growth factors now will be a modular unit integral to the
adopted in the human excised donor At present, it appears that the highest whole, which is expected to reduce pro-
(HED) tissue culturing system. preference is the reduction of friction, duction costs.

followed by need for a lock-out, reduced Mr. Ken Morgan has been the gradu-
weight, cleaner surfaces, etc. ate student who carried the majority of

Design modification will continue, the work to its present state. This report
taking into consideration the prefer- draws upon his graduate thesis for the
ences and the intent of providing future Master's Degree in Mechanical Engi-
options such as forward dynamic brak- neering. The study will be carried on by
ing, 2-to-1 or 1-to-2 gearing, and other a new team who will further develop a
options. clear description and graphics presen-

It is anticipated that within the next 6 tation that will be used in additional dis-
months the design decisions will be cussions with wheelchair users, to gain
made, and the second prototype with more insight into their needs and also
reduced weight and friction as well as to involve them further in the design
many other human-factors improve- process.
ments will be constructed. In addition, In addition, the planning for the elec-
alternate construction methods are tronic control system will continue along
being considered to reduce the cost and with studies of vehicle dynamics, struc-
enhance the manufacturing feasibility of ture, and human-factors design. It is es-
the wheel. timated that this study is approximately

2 years from completion of detailed en-An Alternate Vehicle for the Physically gineering drawings-from which a pro-
Handicapped. (Gary W. Kelly, Principal totype can be built.
Investigator, and Theresa Ackerman,
Research Technologist.)
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Sonic Orientation and Navigational Aid Electronic Typewriter for the Visually A Musical Language Computer Termi-
(SONA) (Gary W. Kelly, Principal Inves- Impaired (Gary W. Kelly, Principal Inves- nail for the Visually Impaired (Gary W.
tigator, Robert D. Atkins, Research Sci- tigator, Lawrence Moriarty, Research Kelly, Principal Researcher, and David
entist, and Theresa Ackerman, Research Scientist, and Theresa Ackerman, Re- Ross, Graduate Research Assistant.)
Technologist.) search Technologist.) The most recent accomplishments in

The present design of the sonic ori- A typewriter for the visually impaired, the project have been the development
entation and navigational aid (SONA) designed to meet the needs of persons of improved software which allows more
has reduced the size of the packaging with usable residual vision who could versatility, including use as a prelimi-
required for the transmitter. Efforts at utilize large print, is based on word-pro- nary training tool. The tone-generating
reduction beyond this point may not cessor technology. It consists of a key- software for the ALF Products music
make sense, since the limits of available board, a processor with memory, board has been improved to allow use
touch-tone keyboard sizes is being cassette storage of information, and a of the nine-voice board. This board,
reached. Tests with present units dem- large character display. while lacking some of the features of the
onstrate the packaging to be satis- The philosophy of the device's con- earlier three-voice boards, is still suit-
factory, though much more actual eval- struction has changed in the last 6 able for this use at a significantly re-
uation is needed. months, and the attempt has been to duced cost.

With the addition of the new General modularize the entire device into elec- In addition, improvements have been
Instruments music board to the receiv- tronic subsystems that are compatible made in the teaching programs to allow
ers, the tone quality problems have been with almost any TTL circuitry. At this for an increased vocabulary. These pro-
solved. Virtually all the technical prob- time the video board, the RS232 serial grams have been useful in the prelimi-
lems associated with this project seem interface, the display, the display soft- nary work done with a small sample of
to have been eliminated, ware, and the cassette interface board blind students.

The receivers have been improved by are separate operational subsystems in- It is expected that, over the next 6-to-
the addition of new tone synthesizer terrelated through the central 1802 9 months, additional software will be
chips. The best version is the program- processor developed to allow this musical lan-
mable General Instruments board. This The research team is developing a guage to be used with a text editor
promises to provide an infinite variety system that is not tied to one processor package available for the Apple II Plus.
of tones at low cost and with high qual- or mainframe word-processing/text-ed- It is anticipated that even better soft-
ity. Similar boards are appearing on the iting system. This may have some ware for teaching the language will also
market with highly attractive low costs. unique design advantages, be available. Efforts will continue to ob-
This problem appears solved with even The decision to modularize the entire tain the cooperation of other facilities to
greater simplicity than was initially device into electronic subsystems was evaluate the language and its uses.
anticipated. made to accommodate the newly

This project now intends to address emerging word-processors, which may Communicator for the Speech Im-
the utilization of more complex trans- ultimately be readily modified to meet paired (Gary W. Kelly, Principal Investi-
mitters and receivers. These new de- the needs of this device-rather than gator, and Theresa Ackerman, Research
vices are replacing the older ones rapidly requiring the specialty manufacture of Technologist.)
and have considerably more coding a dedicated device for the visually im- This portable battery-operated device
possibilities. Future plans for SONA in- paired. At present, the research staff is consists of a Morse Code entry system,
dude the use of the device for elevator studying several new word-processors a microprocessor, memory, and a dis-
control, a decentralized environmental that are portable and have the capability play. It is designed to permit the user to
control system, and (coupled with of being modified with one or more of input any phrase or set of characters
speech output) an information system the presently developed subsystems to into the Morse entry system for trans-
for blind travelers. The hardware will be allow their performance as cassettes to lation into normal alphanumeric text ap-
updated to provide the capability for a large-print reading machine for the pearing on the display.
these uses later. visually impaired. This effort is ex- The Communicator has undergone

Special consideration will be given pected to be successful, and technical several design alterations since the con-
over the next 18 months to coding. discussions have begun with one large struction of the first prototype, each
Adoption of reasonable standard codes electronics manufacturer to modify one adding versatility and cost effective-
and location for SONA must be deter- of their machines for the purpose of ness. The most recent design, initiated
mined. Efforts will continue to involve demonstrating this capability, in May 1981 and rapidly approaching
other centers in testing and evaluating The users would aid in evaluating this fruition in the form of a fully working
this unique orientation aid which allows approach over that of continued con- prototype, is technically state-of-the-art
the visually impaired traveler to identify struction of a dedicated system. We ex- and gives the power and versatility to
and locate specific kinds of known ele- pct that the piggy-back approach of make the communicator an extremely
ments within his environment, such as loading additional subsystems onto ex- useful device to the widest possible user
entrances and exits, elevator call but- isting devices will provide, at lower cost, population.
tons, etc. a device superior to the present proto- There are now two models, one with

type. We anticipate having the first suc- the Morse Code input and one with a
cessful system operating in 12 months. pushbutton keypad input. With the ex-
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caption of the input, the two models are SENSORY AIDS IN THE VA RERWD SERVICE PROGRAMS
functionally and operationally identical. Edited by Howmd Frelberg, A.M.
All of the software and 95 percent of the Chief, Research and Development Service (VARECI
hardware is identical between them, Veterans Administration Rehabilitation Engineering Center
thus giving added versatility without 252 Seventh Avenue, New York, N.Y 10001
losing economies of scale.

The microprocessor is Intel', 8748, Development of the Autocuer search effort between Gallaudet Colleg,-
which has become the indust /stan- Speech-Analyzing and Research Triangle Institute (RTI). The
dard for one-chip microcomputers. We Lipreading Aid objective of this project was and is the
have designed the device using a slow development of a wearable device, now
clock (3.6 MHz) which cuts the cost of Research Triangle Institute called the automatic cuer or Autocuer,
the microcomputer to as low as $19.00 P.O. Box 12194 which through electronic speech analy-
in volume. This can be less, if the pro- Research Triangle Park, NC 27709 sis can present to the deaf wearer visual
jected volumes justify mass program- Robert L Beadles, M.S.E.E. cues equivalent to those of manual cued
ming. The use of Intel's revolutionary speech.
2816 EEPROM, just introduced, gives the Gallaudet College Research demonstrating the feasibil-
user the capability to program his own 7th and Florida Ave., N.E. ity of an autocuer-that such a hypo-
messages. Message capability has been Washington, D.C. 20002 thetical device could remove ambiguities
increased to 112 programmable lines R. Orin Cornett, Ph. D. from lipreading-was performed dur-
which are linkable to any length. The ing the period 1973-76 with support pri-
use of a liquid crystal display insures NASA Goddard Space Flight Center marily from the National Institute of
that the display will be visible even in Greenbelt, Maryland 20771 Neurological and Communicative Dis-
direct sunlight and, when coupled with Michael C. Peck, B.S. orders and Stroke. Gallaudet College
an increased use of CMOS components, trained deaf subjects, then tested them
p-romises 6 or more hours of continuous Introduction on their ability to perceive speech pre-
operation per charge. sented via computer-cued videotapes.

We believe that the present configu- Numerous approaches have been RTI developed the hardware and soft-
ration represents the final iteration in made to facilitate communication with ware for this effort, including a mini-
the design process, as all major short- hearing-impaired and profoundly deaf computer-based speech analyzer for
comings of the previous designs have persons. A number of methods and var- automatic generation of cues. The re-
been addressed and eliminated. It is still iants are widely used. An extensive suits of this work are reported in (3).
possible, however, for some minor "fine summary has been prepared by Gar- Figure 1 illustrates how the Autocuer
tuning" to be required as we continue mon (1). Various forms of sign lan- display will appear to the user. The dis-
to get feedback from potential users of guage, finger spelling, lip reading, oral play shows, on a syllable-by-syllable ba-
this device, gestures, cued speech, and amplifica- sis, the results of the speech analysis.

The new model will feature 112 user- tion constitute elements of total com- Consonant ambiguity is removed by vi-
programmable messages. A good rede- munication. Instead of competition sual symbol shape; each shape repre-
sign providing an improved housing of between elements, some now believe sents one of nine groups of visually
the model, of optimal shape and size, is that combinations may be effective. contrastive consonants. Vowel ambigu-
expected to be completed within the Cued speech is a very effective tech- ity is removed by visual symbol loca-
next 6 months. nique for facilitating speech communi- tion; each of four locations represents

cation with people who are deaf. one of four groups of visually contras-
Developed by Orin Comett, cued speech tive vowels. As seen in the figure, the
makes use of eight hand shapes held at symbols and locations are produced us-
four different positions near the face by ing two seven-segment displays. The
the speaker. These manual syllable cues, wearable Autocuer will incorporate two
in combination with lipreading, can en- seven-segment light-emitting diode
able realtime speech perception by a (LED) displays built into one lens of eye-
deaf person with accuracy comparable glasses, to produce the symbols super-
to that of an individual with normal imposed on the user's visual field; the
hearing (2). Not a form of sign language, user will move his head to position the
cued speech is described as a code de- cue symbols beside the speaker's mouth.
signed to take the guesswork out of li-
preading. For it to enable clear
communication, of course, the speaker Initiation of VA and NASA Involvement

must know and use cued speech. By 1978 sufficient progress in speech
Recognition of the limitations inher- science and integrated circuit technol-

ent in any communication method for ogy had been made to justify undertak-
deaf people that requires each speaker ing the development of the wearable
to learn a special code led to the estab- Autocuer. RTI and Gallaudet began dis-
lishment, in 1971, of a collaborative re- cussions with the Veterans Administra-

......
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FIGURE 1.
"He can go" and "Get a coat" appear similar to the lipreader. The Autocuer analyzes the speech signal and displays visual symbols to clear
up such ambiguities. Wearer can position eyeglass-mounted display so that symbols appear near speaker's mouth.

tion and with NASA concerning such an Project Status These tests were completed in
undertaking. Key technology required for Project key accomplishments through April 1981.
the wearable Autocuer was identified in June 1981 include the following: 4. As of June, 1981. the design of the
the results of NASA R&D programs, and 1. Autocuer and Autocuer Display pat- wearable Autocuer was nearing com-
a 3-month study funded by NASA was ent applications were filed with the U.S. p(etion, and construction of prototypes
begun in March 1979 to examine all as- Patent Office in October 1980. was under way at RTI. The first dem-
pects of Autocuer feasibility. The study 2. An exclusive license agreement onstration of wearable units to NASA
results did verify technical and com- (based on the above inventions) and a and the VA was planned for
mercial feasibility of the wearable Au- no-cost contract for the commercializa- November, 1981.
tocuer. A group of older deaf adults tion of the Autocuer were signed by RTI References
(primarily veterans) were trained and and Gallaudet with Telesensory Sys- 1. Garmon, Linda: Breaking the Sound
tested at Gallaudet to verity that older tems Inc. (TSI) of Palo Alto, CA in De- Barrier: Researchers of communication
adults typical of the VA deaf population cember 1980. Under the terms of the techniques for the deaf study different
can accurately receive speech syllables contract, TSI will build 24 wearable Au- strokes for different folks of the hearing.
through Autocuer cues plus lipreading. tocuers for use in the field test. impaired community. Science News,

120(6):90-92, August 8, 1981.The joint VA-NASA project to develop 3. Using output from the Autocuer 2. Nicholls GH: Cued Speech and the Re-and field test a modest number of wear- speech analyzer, deaf subjects at Gallau- ception of Spoken Language (thesis).
able Autocuers began in August 1979. det College scored 77 percent correct McGill Univ., 1979.
Because of the active technical role to word recognition accuracy as compared 3. Cornett RO, Beadles RL, Wilson BS: Au-

tomatic cued speech. Proc Rsch Conf.be played by NASA in transferring its with 57 percent accuracy on equivalent on Speech -Processing Aids, Gallaudettechnology to the project, the decision uncued speech and 86 percent accuracy College, 1977.
was made that NASA would be the con- on error-free computer-cued speech.
tracting agency.
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Efflc of Auditory Cues in audiological evaluations, the Utley The Clinical and Acoustic
Computer-Assisted Instruction Lipreading Test, and the Hearing Parameters of Hearing Aid
In Lipreading Performance Inventory which measures Effectiveness

Audiology/Speech P the degree of hearing handicap. These VA Auditory Research Laboratory
Olin E. Teague Veterans Cener subjects will be given 12 1-hour group Washington, D.C. 20422

lipreading lessons. During the interval
Temple, Texas 76501 between group lipreading lessons, these G. Donald Causey. Ph. D.

Speech and Hearing Center subjects will receive supplementary drill Uoyd S. Bowling, Ed. D.
Department of Speech Communication and practice with computer-assisted in- Linda J. Hood and Claire L.
University of Texas struction in lipreading provided by the Hermanson, Research Audiologists
Austin, Texas 78712 David Instructional System. For one Clinical evidence and experience in-
Lennert L Kopra. Ph. D. group of subjects, linguistic redundancy dicate that there is a wide range of com-

will be systematically increased to the municative (auditory) performance in
Sensorineural hearing loss in adults degree necessary for correct identifica- persons whose thresholds range from

is frequently accompanied by a problem tion of drill and practice sentences. For normal to the limits of the audiometer.
in speech discrimination, that is, diffi- another group of subjects, auditory re- Even persons having similar audi-
culty in phonemic differentiation at su- dundancy will be systematically in- ograms with respect to severity and
prathreshold sound levels. Since the creased to the degree necessary for configuration can demonstrate varying
mere use of amplification does not al- correct identification of drill and prac- abilities to extract meaning from speech
leviate the problem of reduced speech tice sentences. Data will be analyzed to and environmental stimuli. To measure
discrimination ability, instruction in lip- determine (i) whether the magnitude of this performance clinically, we must seek
reading becomes an important com- the change in Utley lipreading scores in those tests whose scores reflect such a
ponent of the aural rehabilitation the Linguistic Redundancy group and the range of disability. It is most likely that
program. Although the literature Auditory Redundancy group is signifi- no single score can adequately repre-
abounds in methods, materials, and ap- cantly different, (ii) whether changes in sent a hearing handicap.
proaches in lipreading instruction, very the Hearing Performance Inventory pro- In the continued search for a satisfac-
little reference is madeto quantification files are related to Utley lipreading tory discrimination test, it is necessary
of improvement resulting from lipread- scores, and (iii) whether there are sig- to compare existing tests and their
ing instruction. nificant changes in the degree of hear- properties to the test in question. Since

Communicative efficiency of a hear- ing handicap as measured by the the CID W-22 Auditory Test (Hirsh et al.,
ing-impaired person results from hear- Hearing Performance Inventory follow- 1952) is still commonly used in clinical
ing and seeing others talk. However, the ing lipreading instruction. settings and its performance is well-
use of bisensory input in lipreading in- The probable impact or long-term sig- known, it is customary and proper to
struction has not been examined as a nificance of this research will lie in a use it for comparison purposes. The
part of aural rehabilitation procedures. number of interdependent outcomes: basic underlying construction of the CID
The application of computer-assisted in- (i) increased understanding of the effect W-22 Test is phonetically balanced lists
struction in lipreading with an auditory- of systematic use of auditory-visual of monosyllabic words. In contrast, a
visual interactive device, such as the stimulation on the development of lip- phonemic balancing scheme was fol-
David Instructional System (Vontech, reading skill, (ii) quantification of im- poem blais e as fol-lowed by Lehiste and Peterson (1959)
Inc.), lends itself appropriately to a more provement in lipreading skill as a and Peterson and Lehiste (1962) in the
scientific examination of the effects of function of instruction and type of prac- formation of the CNC (consonant-nu-
auditory-visual stimulation than has tice, (iii) the development of a more sci- cleus-consonant) Test. One of the out-
been available in the past entific basis for construction of growths of the CNC Test has been the

The goal of this project is to provide lipreading stimulus materials that vary Northwestern University Auditory Test
new information on the effectiveness of from easy to difficult, (iv) identification No. 6 (Tillman and Carhart, 1966), more
computer-assisted instruction as a sup- of the utility of computer-assisted in- commonly referred to as the NU 6. The
plementary procedure for drill and prac- struction in lipreading for post-lingually present study utilizes these three audi-
tice in a program of lipreading hearing-impaired adults, and (v) a better tory discrimination tests in a quest for
instruction for post-lingually hearing- understanding of the effects of lipread- information regarding the equivalency,
impaired adults. The first-year objec- ing instruction in terms of how im- reliability, and future utility of the NU 6
tives include the development, con- proved lipreading skill relates to a Auditory Test as it is presently recorded.
struction, and video-tape production of person's degree of hearing handicap. The commercially available record-
12 lists of 25 sentences each which are ings of the CID W-22 Test were used in
sequentially and progressively more dif- this study. The CNC lists were recorded
ficult as lipreading stimuli. These sen- by a young male graduate student in
tences will be used as drill and practice broadcast communications. In an effort

material in a program of lipreading in- to incorporate the effects of coarticula-

struction at Olin E. Teague Veterans' tion, a carrier phrase in which the test

Center (OETVC). word was embedded was used. The

Beginning the second year, 12 lipread- phrase is "say the __ again." A fe-

ing lessons will be developed. Twenty- male speaker with considerable experi-

four patients at OETVC will be given
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ence in radio and stage productions was a Grason-Stadler 1701 audiometer. Test are plotted in Figure 1. The knee of the
employed to record the NU 6 lists. The materials were administered via mon- function occurs at a sensation level (SL)
carrier phrase "say the word _____ was aural earphone. Each subject was in- of 24 dB. The slope of the linear portion
utilized. Both talkers had general Amer- structed to write his response and guess of the function was found to rise ap-
ican speech with absence of regional if not sure of the exact word. proximately 4.7 percent per decibel in-
dialect A speech reception threshold (SRT) crease in intensity. This was determined

It was the purpose of the following was established for each subject and using the mean scores at sensation lev-
experiments to (i) determine the perfor- used as the basis for administering the els of 6, 12, and 18 dB. This rise com-
mance-intensity (P-I) function of the four lists at different sensation levels, pares favorably with 5.6 percent per
NU 6 Auditory Test with normally-hear- The first 10 subjects received lists 1 decibel increase reported by Tillman and
ing subjects, (ii) determine the P-I func- through 4 at decreasing sensation levels Carhart (1966) for a different recording
tion of the NU 6 with hearing-impaired of 42,30, 18, and 6 dB. The second group of the same test. The mean threshold of
subjects, (iii) determine the equivalency of 10 subjects received lists one through intelligibility for these subjects occurred
of the four lists of the NU 6, (iv) deter- four at increasing sensation levels start- at approximately 12 dB SL. This is
mine the reliability of the NU 6, and (v) ing with 6 dB and progressing to 18, 30, somewhat higher than the 50 percent
compare performance scores on this test and 42 dB. The methods of presentation point on the function established by Till-
with those obtained on the CID W-22 for the third and fourth groups repli- man and Carhart. For their sample, the
and CNC Tests. cated those for groups 1 and 2 except mean threshold of intelligibility was ap-

with different sensation levels: 36, 24, proximately 8 dB SL.
Experiment 1 12, and 0 dB. An equal number of right
Procedure. Forty college students with and left ears were used to minimize Experiment 2
normal hearing (thresholds < 20 dB HL possible ear effects. Procedure. The subjects consisted of 40
from .25 to 8 kHz) and negative otolog- male veterans ranging in age from 34 to
ical histories were used as subjects. The Results and discussion. The data were 74 years, with a mean of 53 years. Each
subjects ranged in age from 19 to 29 examined at eight different points along veteran received a complete hearing
years with a mean age of 24 years. All the P-I function with 20 subjects at each evaluation at the Audiology Service of
subjects were tested in an IAC Series level. A mean and standard deviation the Veterans Administration Medical
1200 sound suite, using a Sony TC 353D were computed for each of the eight lev- Center in Washington, D.C., immedi-
tape recorder and the speech circuit of els of presentation. These data points ately prior to participation in this inves-
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FIGURE 2.
Mean audiogram with standard deviations for the 160 sen-

20 sorineurally-impaired subjects used in Experiments 2, 3,
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Performance-intensity function of 40 normally-hearing adults on the
dB SENSATION LEVEL NU 6 Auditory Test and limits of one standard deviation.



100_ 129

Bulletin of Prosthetics Research BPR 10-36 Fall 181

90 100

80 90

L 7070

0

o 0

060-
Z

2 z 7 0 -
300

~50-
Z

't60-

0m 400
050

0 30 J
S40-

20 i= 70 X=65 X70 X=72

SD= 18 SD 20 SO IS SO 1810 30

O i I I II I I I2024 28 32 36 40 44 48 1 2 3 4

dB SENSATION LEVEL NU 6 LIST

FIGURE 3. FIGURE 4.
Performance-intensity function of 40 sensorineurally-im- Means and standard deviations of scores of 40 sensori
oaired adults on the NU 6 Auditory Test and limits of one neurally-impaired adults on each of the four lists of the
standard deviation. Twenty scores were used to obtain each NU 6 Auditory Test.
mean.

tigation. Only patients exhibiting hearing the eight chosen sensation levels. Dis- indicated that a significant difference (p
losses greater than 20 dB from 1 to 8 crimination scores were better at an SL < .001) exists among the four lists. Pair-
kHz were used as subjects. None had of 20 dB than at an SL of 24 dB without wise comparisons were made among
air-bone gaps greater than 10 dB, ab- explanation. On the linear portion of the the means using the Tukey procedure
normal acoustic reflex thresholds, Pt-PB slope, there is approximately a 1 percent (Winer, 1971). Results of these compar-
rollover, or positive results on acoustic per decibel increase in performance in isons showed no significant difference
reflex decay measurements. The mean the range of 28 through 44 dB. The knee (p < .05) between Lists 1, 3, and 4. How-
audiogram for these subjects is dis- of the function occurs at a sensation level ever, List 2 does differ from each of the
played in Figure 2. of 44 dB. This is somewhat higher than other lists (Table 1) by being more dif-

All subjects were tested in an IAC Se- the 40 dB sensation level generally con- ficult. List 2 might be better utilized as
ries 1200 sound suite, using a Grason- sidered appropriate for achieving a practice list while Lists 1, 3, and 4 can
Stadler 1702 clinical audiometer with a PB Max. be considered equivalent.
Presto A908 tape recorder. Subjects were
provided with answer sheets and in- Experiment 3
structed to write their responses and Procedure. Forty male veterans ranging
encouraged to guess if unsure of the in age from 30 to 81 years with a mean Experiment 4
exact word. Test materials were pre- of 54 years served as subjects. Each vet- Procedure. Ten of the subjects who par-
sented via monaural earphone and, to eran met the previously-established cri- ticipated in the equivalency study re-
prevent lateralization at the higher sen- teria for sensorineural hearing loss. The turned for a second administration of
sation levels, appropriate masking was test environment remained the same as the test in order to evaluate test-retest
used in the nontest ear. The NU 6 Test, in the previous experiment reliability. An average of 5 weeks elapsed
Lists 1 through 4, were presented in a Each subject was administered all four between the first and second tests. Cor-
counterbalanced manner. Eight presen- lists of the NU 6 Test via monaural ear- relation coefficients comparing test and
tation levels were employed to obtain phone at a sensation level of 48 dB (re retest scores for each of the four lists
eight data points along the function with SRT). The order of presentation of the were calculated.
20 subjects receiving test stimuli at 20, lists was counterbalanced to avoid pos-
28, 36, and 44 dB SL (re SRT) and the sible order effects. Results and discussion. Results indi-
other 20 at 24, 32, 40, and 48 dB SL cated that a significant correlation (p <

Results and discussion. The results of .001) between test and retest scores
Results and Discussion. Figure 3 dis- the equivalency study are displayed in does exist, thus demonstrating good
plays the mean discrimination scores at Figure 4. A repeated measures analysis test-retest reliability and stability of this



130
VA RER&DS PROGRESS REPORTS (Sensory Aids)

discrimination measure over time TABLE 1.
(Table 2). Differences between mean scores for the four lists of the NU 6 Auditory Test for 40 male

veterans with sensorineural hearing loss.
Experiment 5 List 1A 2A 3A 4A

Procedure. Another group of 83 male 1A 460* 15 2.10
veterans who met the previously-estab- 2A - - 4.45* 6.70
lished criteria for sensorineural hearing 3A - - - 2.25
loss served as subjects. As part of the
routine audiological examination, < .
PB Max was obtained using the CID
W-22 Auditory Test In all cases, the sen-
sation levels necessary to achieve the TABLE 2.
optimum scores were greater than Mean discrimination scores for the lists of the NU 6 Auditory Test obtained on test and retest,

differences between means, and correlation coefficients for 10 male veterans with sensori-44 dB. neural hearing loss.
Each subject was administered one of

the two CNC Lists (1-4, and 1-10) and List Test Retest Difference r
one oi ihe three NU 6 Lists (1, 3, and 4), 1A 74.20 78.00 3.80 .96*
which are known to be equivalent, at the 2A 71.00 74.00 3.00 .92"
level of PB Max for the W-22 Test. The 3A 76.00 77.20 1.20 .93*
same clinical equipment was used for 4A 77.80 79.60 1.80 .95*
all measures. Results appear in Figure 5. *p < .001

A repeated measures analysis indi-
cated that a significant difference exists
among the three discrimination texts (p TABLE 3.
< .001). Pairwise comparisons (Tukey Differences between mean scores for W-22, CNC, and NU 6 speech discrimination tests for
procedure) among the test differences 80 ears with sensorineural hearing loss.
showed no significant difference be- Test W-22 CNC NU 6 (female speaker)
tween the NU 6 and CNC Tests (Table 3).
However, the W-22 Test was shown to W-22 - 13.63" 14.40"
differ quite significantly from the other CNC - - 0.77
two measures. Examination of the data *p < .05
shows that the W-22 scores are much
higher and have less variability.

Figure 6 was generated from data ob-
tained from selected subjects included
in the previous comparisons and from
additional subjects with hearing loss Summary Referees
isolated to higher frequency regions. As Kruel, Bell, and Nixon (1969) and 1. Hirsh I, David H, Silverman S, Reynolds
These data demonstrate the conspicu- Hood and Poole (1980) point out, speech E, and Benson R: Development of ma-

terials for speech audiometry, J. Speechous difference between the W-22 and discrimination tests should be thought & Hearing Disorders 17:321-337, 1952.
CNC and NU 6 Tests as a function of of not as lists of words but as recordings 2. Hood JD and Poole JP: Influence ot the
hearing loss configuration. With one ex- of those words. The particular circum- speaker and other factors affecting
ception, the CNC and NU 6 Tests per- stances of a recording, i.e., talker, equip- speech intelligibility. Audiology, 19:434-
form remarkably alike. That one ment, environment, etc., impart a set of 455, 1980.

3. Kruel EJ, Bell DW, and Nixon JC: Factors
exception is with subjects who have characteristics to the recordings that are affecting speech discrimination test dif-
normal hearing only at 0.25 kHz. In that unique. Therefore, it should be under- ficulty. J. Speech & Hearing Res, 12:281-
category, the difference in mean scores stood that the results described herein 287, 1969.
between the two tests is approximately pertain to a particular recording of the 4. Lehiste I and Peterson G: Linguistic con-siderations in the study of speech intel-
23 percent with the CNC Test scoring NU 6 by a female voice. ligibility. J. Acoust Soc Amer, 31:280-
better. With regard to the ability to under- 286,1959.

An analysis of a selected portion of stand monosyllables in quiet surround- 5. Peterson G and Lehiste I: Revised CNC
each of those two tests was conducted ings, it is felt that the data on the NU 6 lists for auditory tests. J. Speech &Hearing Disorders, 27:62-70, 1962.to determine if there were any obvious (female voice) demonstrates a decided 6. Hin Disoder, 2:2-70,p1962.

6.Tillman T and Carhart R: An expanded
differences in spectrum. There appears advantage over the CID W-22 Auditory test for speech discrimination utilizing
to be much more energy in the region Test The data on test-retest reliability CNC monosyllabic words. USAF School
0.3 to 0.6 kHz in the CNC Test than in and equivalency, the degree of relation- Aerospace Med SAM-TR-66-55, June
the NU 6 Test, attributable to the differ- ship to the CNC Test, and the distinc- 1966.
ence between the-talkers This may have tions the NU 6 makes between 7. Winer B: Statistical Principles in Exper-imental Design (2nd. ed.), New York:
produced the performance distinction individuals with varying degrees of high McGraw-Hill, 1971.
between the two tests in subjects with frequency loss, strongly support its use
normal hearing at 0.25 kHz and im- clinically. Further investigations of this
paired hearing at all other frequencies, recording of the test are warranted.
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FE This investigation is designed to test
Cr. the efficacy of Teletactor a wearable

U5 electrotactile sensory aid, as a treat-
O ment for speech discrimination deficit in

X=90 X =77 X =76 severe sensonineural hearing loss, and
SD 8 SD 16 SO 20 for auditory comprehension deficit in
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frequency intensity, and temporal infor-
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electrotactile patterns on the skin. A be developed by TSI. The currently used ing System, HS-1. It will contain a mod-
16-week controlled treatment trial is Optacon camera limits the potential per- erately high resolution solid state retina
being conducted with patients with se- formance of the Voice Output Reading which will provide high resolution input
vere sensorineural hearing loss and pa- System. The details of the problems images for an image preprocessing
tients with severe aphasia to compare which arise when this camera is used stage. This stage will simultaneously
performance when wearing Teletactor were discussed in the previous issue of determine both the size and the orien-
with their performance when not wear- the Bulletin of Prosthetics Research. It tation of the printed text. The resulting
ing Teletactor. is expected that the improved quality of information will be used to automati-

During the period from January 1, the images from the new camera, as cally track a line of text, even if skewed,
1981 through June 30, 1981, the com- well as the larger field of view for each and to extract individual character im-
puter system to generate and present character, will increase the accuracy of ages which will be transformed to a uni-
acoustic stimuli and record subject re- the character recognition software, form size. This automatic control of line
sponses was designed and ordered. In which will in turn improve the quality of tracking will make camera positioning
addition, screening for patients to iden- speech output. and movement much less critical. In ad-
tify those who meet selection criteria dition, the automatic magnification con-
was initiated. Individual treatment pro- trol will replace one critical adjustment
grams have been written for four pilot Design Goals now required of the user. The result of
subjects, three with aphasia and one The new camera is intended to offer both these features will be that much
with sensorineural hearing loss. These improved performance over the current less skill, effort, and training will be
pilot subjects have been entered into a Optacon camera which is used in both needed in order to operate the reading
treatment trial that utilizes "live voice" the Optacon and the Voice Output Read- system.
stimuli while we await the arrival and
assembly of our computer system.

Development of a Camera for .. --- ---.-- -

Application in Sensory Aids -
for the Blind

VA Medical Center
3801 Miranda Avenue
Palo Alto, California 94304

Sally L Wood, Ph. 0.

The purpose of this project is to de-
velop a hand-held camera for use in r
reading machine for the blind. With this _ ___ . . . .__ _-- - - - _

reading machine a user should be ableto scan printed material using a hand- FIURE 1.
This image was digitized to 6 bits of grey level from a half inch strip of text printed in 14 point

held camera and hear spoken English (rather large) type.
output. The new camera will provide
good quality images for input to a char- _____

acter recognition module which identi- _____-___'---_--

fies the images as individual characters -- _ ---_-_ .

and words. This stream of characters

module which produces the spoken out-
put heard by the user. The camera will
have high enough resolution and a large
enough field of view to allow the read- -_

ing of print sizes between 6 pt. and 20 pt.

type, which roughly corresponds to type
with a capital letter height between _ _

.05 inches and .2 inches and includes --
most common reading material.

The camera will be compatible with i -

the Optacon, a tactile reading device - -
which is a product of Telesensory Sys- FIGURE lb.
tems Inc (TSI), and with the Voice Out- This image was digitized from text printed in 10 point type (a commonly used size) with
put Reading System, HS-2, which will about 12 degrees of line skew. This skew is slightly exaggerated by the display angle,



133
Bulletin of Prosthetics Research BPR 10-36 Fall 1961

The larger images and improved sig- resolves the crossbars of the two "t 's capped, and the Rehabilitation Services
nal-to-noise ratio are expected to im- shown is readily apparent. Administration. Over a 30-month pe-
prove the performance of the character A sample of 10-point Caledonia type riod, it is intended to implement low-
recognition software. In addition, the with a 12-degree line skew is shown in cost Optical Character Recognition (OCR)
new camera will allow increased read- Figure lb. In this case the x-height is 11 techniques suitable for use with an Op-
ing speeds because the new retina can which is within the recommended range tacon, low-cost high-quality text-to-
be sampled at a faster rate than the Op- for Optacon use with the reading ma- speech techniques, and a means for au-
tacon retina. The new camera may also chine. An image of 6-point type with this tomatically scanning a bound book.
contain a 6x24 Optacon retina for mo- resolution was appropriate for magnifi- Results of the first 27-month effort
tion detection and tactile feedback. This cation and orientation detection, but it (starting September, 1978) were previ-
would allow camera motion to be de- was not as easily interpreted by visual ously reported. By the end of 1980 five
tected by image cross correlation so that observation as the two figures shown. hand-scan prototype units had been built
no external encoders which might ham- Preliminary work shows that orienta- and successfully demonstrated to rep-
per camera movement would be tion-dependent line integrals through resentatives of the sponsoring agen-
needed. segments of the digitized image yield a cies. During the first months of 1981

reliable magnification and orientation these units were used daily by blind TSI
Summary of Previous Work estimate. This method will be further in- employees. In June 1981, TSI received

An experimental camera with a 1024 vestigated to establish performance a contract from the Veterans Adminis-
point linear array was built and evalu limits. Filtering algorithms suitable for tration to conduct a design evaluation

ated by TSI. The images from this cam- automatic thresholding to reduce the of the hand-scan prototypes. Three ad-

era were superior to the images obtained image to one bit of grey level per picture ditional units were built and will be sub-

from the currently used Optacon cam- element will be tested using these jected to a formal field evaluation at

era. Motion detection software, which images. private sites.

uses cross-correlation of sequential 6x24 Three prototype cameras will be de- During the final months of the project

Optacon images, is currently operating signed and built under contract by TSI. much effort went into refining the

in the HS-1 prototype systems which are Blind subjects will test and evaluate the breadboard unit of the automatically

now under evaluation under a separate Voice Output Reading System, HS-2, us- scanned reading system. New optical

merit review contract ing the new camera. This work will be- elements were introduced to reduce re-
gin upon completion of contract flection and to increase reliability. New

not Status negotiations. circuitry for signal detection and thresh-
olding was added. Distortion correction

During the past six months an inves- hardware and software were imple-
tigation of threshold, orientation, and mented. Software to deal with format
magnification detection algorithms was and read pages was moved from the
begun at the Palo Alto RER&D Center. Development of an Advanced Optical mainframe computer to the breadboard
Images of pages printed in a variety of Character Recognition Speech- hardware.
fonts were digitized to 8 bits of grey level. Output Accessory for Blind People The result of these efforts is a stand
The image size was 512x512 and the Telesensory Systems, Inc. alone system which, under operator
spot size was about .006 inches. The type 3408 Hillview Avenue control, can scan a single sheet of ma-
size varied from 6 point to 14 point, and Palo Alto, California 94304 terial. The breadboard scanner can per-
a line skew of up to 12 degrees was Pat Clark, M.S., and form a low-resolution "format" pass over
tested. Robert Savoie, Ph. D. the page to locate and identify page fea-

A small section of 14 point type, set tures such as columns, titles, and page
in the Optima font which is a sans-serif Telesensory Systems, Inc. is devel- numbers. The results of this pass can
style, is shown in Figure la. Sampled oping a family of devices intended to be displayed in real time on a graphics
horizontal scans through the image, meet the print reading needs of blind terminal attached to the breadboard. It
which would subsequently be thresh- people. One of these devices, the Op- can also perform a high-resolution
olded, are shown for a strip of the orig- tacon, was introduced in 1971. There are "read" pass to collect image data which
inal text which is a little less than now over 7,000 in use throughout the is then enhanced and formatted for in-
.5 inches deep. Although the image was world. Two additional devices are under put to an OCR (Optical Character Rec-
digitized to 8 bits, the limited dynamic development. One is an accessory for ognition) program. The enhanced data
range made effective use of only 6 bits. the Optacon that recognizes printed can either be displayed locally or written
With this resolution a digitized small let- characters and speaks words intelligibly on a floppy disk for transmission to the
ter ("x-height") would be 15 picture ele- in a synthetic voice as the reader scans OCR program which runs in a main-
ments tall. This can be observed by print by hand. The other is a speech-out- frame computer.
counting the number of horizontal traces put reading system that automatically A number of tasks have to be accom-
through a character. Even though this scans print under the control of a blind plished before this breadboard system
resolution is 25 percent greater than the user. The research and development can become a manufacturable product.
minimum recommended by earlier leading to the new devices is partially Packaging will have to be designed to
studies using the Optacon input for supported by an inter-agency contract allow the system to read bound books.
character recognition, the problem of from the Veterans Administration, the The optical and mechanical systems
choosing a thresholding algorithm that Bureau of Education for the Handi- must be further designed for improved• j
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reliability and ease of production in vol- for the requisite skills needed to suc- present, amplification of the acoustic
ume. The electronics will have to be ex- cessfully operate the system, train energy is not often of any significant
panded to include interfaces to an OCR screened individuals, test for reading benefit to such patients and, even worse,
and TTS (Text to Speech) computer. The speed and comprehension, and inter- frequently results in further deteriora-
page-formatting software should be de- view participants concerning response tion of the patient's ability to process
veloped further to handle complex for- to the system following training. They acoustic information -particularly
mats. A set of user controls must be will also provide following-along sup- speech information. It would be fair to
integrated and subjected to human fac- port for participants as needed, sched- say that at the present time most pa-
tors evaluations. The current bread- ule the system for independent use tients with a significant degree of sen-
board system proves that most of the training, and report performance prob- sorineural impairment will derive limited
technical problems have been solved; lems to project staff. or no benefit from contemporary hear-
many practical problems remain. The project Principal Investigator will ing-aids (1).

interview all participants in depth con- The central idea of this research proj-

Design Evaluation of the cerning their use of the system and re- ect is the analysis of SNHL, specifically
Hand-Scan Voice Output sponse to it, and compile data cochlear pathology, in individual pa-
Reading System concerning the following areas: system tients in terms of the consequences tofeatures (user controls, optical character the patient's ability to process spectral

Telesensory Systems, Inc. recognition, text reformatting), the sys- or pitch information. From this point of
3408 Hillview Avenue tem's tracking aid, general system per- view, the more peripheral stages of the
PO Box 10099 formance, and the device's applications neural auditory pathways become a
Palo Alto, California 94304 and limitations.

Jeffrey J. Moyer, M.A. All data will be compiled and reported intensity distortion into the signals it
to the VA and to TSI for the purpose of transmits to higher auditory centers. Re-

There is a need for a thorough design recommending design changes for a fu- trsits this aditory as we-
evaluation of the Telesensory Systems, ture production unit. cent research in this laboratory as well
Inc. (TSI) Voice Output Reading System as others indicates that it may be pos-
based on the Optacon. This initial Hand- Status.-A training program for site sible to characterize the distortion pro-
Scan Voice Output Reading System has coordinators was held during the week duced in an SNHL patient by means of
Scan dvoed ut Reading Sytem haslizing ccJuly20,19oordinators wi ee simultaneous dichotic pure-tone stim-
been developed at TSI, in part utilizing of July 20, 1981. Site coordinators were uli. Within the context of a theoretical
funds from the VA, The Bureau of Edu- brought to TSI for the 3-day program model of pitch processing (2), the SNHL
cation for the Handicapped, and the Re- concerning all aspects of the evaluation

distortion can not only be characterized,
habilitation Services Administration. project. Following the training, units but it is also possible to compute a
Extensive consumer feedback is needed were shipped to the various sites.in oderto evie th deign nd er-compensatory signal distortion for each
in order to review the design and per-
formance of this system, which could patient, which when combined with his

SNHL distortion will tend to normalize
substantially overcome the print handi- the neural signals reaching the higher
cap of blindness for many individuals. auditory centers. To the extent that these

The TSI Hand-Scan Voice Output An Auditory Prosthesis for centers.sTolthe extentithat the
will SensrinuralHeaing osscentral neural signals are normalized, theReading System prototype (HS-1) willpatients' ability to deal with auditory

be evaluated through a period of exten-
sive field trials. These trials will involve VA Medical Center stimuli, especially with spectrally com-
the placement of four units in diverse 150 Muir Rd. plex ones like speech, should be greatly

evaluation sites for use and review by Martinez, California 94553 improved. Indeed, the overall goal of this

blind people with a variety of reading E. William Yund, Ph. D., research is to specify the design of a

needs. The units will be placed in the Helen J. Simon, Ph. D. and signal-distorting hearing aid which

VA Blind Rehabilitation Centers in Palo Robert Efron, M.D. compensates for the hearing deficits

Alto, California and Hines, Illinois, in a n e d bycha m .

public school system in DeKalb County, Hearing loss is conventionally classi- neural mechanism.

Georgia, and a series of individual ea- fied into two main categories--conduc- During the period from January 1 to
ployment settings in the San Francisco tive and sensorineural. In the first, the June 30, 1981, six subjects with varying
Bay Area near TSI. In addition, three hearing loss (as measured by elevation degrees of SNHL have begun the series
units apart from these VA systems have in threshold of detectability) can be at- of monaural and dichotic tests neces-
been placed at The Cleveland Society tributed exclusively to a lowered effi- sary to characterize each of their hear-
for the Blind Sight Center, The Braille In- ciency in the transmission of acoustical ing losses. Four normal-hearing controls
stitute of America in Los Angeles, and energy to the cochlea. The use of hear- have also begun the same series. The
the American Council of the Blind na- ing-aid amplifiers to compensate for results obtained thus far are restricted
tional office in Washington, D.C. such conductive hearing losses has to frequencies at 1000 Hz and below and

Each evaluation site will be managed proved to be of great value. The second must be considered preliminary at this
by a site coordinator, trained by project category, "sensorineural" hearing loss time, but it is dear now that the tech-
staff concerning HS-1 operation, train- (SNHL), represents what might be called niques (used previously only in subjects
ing techniques and research protocol. "all other" forms of hearing loss. Al- with normal hearing) can be applied
Site coordinators will assess individuals though threshold elevations are usually successfully to SNHL subjects. Of par-



135

Bulletin of Prosthetics Research BPR 10-3 Fall 191

ticular interest is the stage of the theo- Communication Aids Research tion and an exhibition on consumer
retical model (the intensity-response or for the Blind electronics, and contacted dealers and
I-R function) which corresponds to the Central Rehabilitation Section distributors for information and dem-
ear's ability to determine the intensity of for Visually Impaired and onstrations. Following is a list of items
a sound and generate the appropriate Winded Veterans and categories about which Lauer and
neural response for that intensity (3). Of VA Hospital Mowinski can supply information and
course, it is well known that the ear with Hines, Illinois 60141 some written reports: talking clocks and
SNHL is not operating normally with re- watches, speech compressors, talking
spect to its intensity-response transduc- Harvey Lauer and Leonard Mowinski calculators, musical calculators, new
tion mechanism-threshold elevation features of tape machines such as in-
alone established that-but no tech- (The studies and evaluations covered in dexing or tabulation, digitally-tuned ra-
niques have been available previously this report are not funded as research dios, new radios with TV audio bands,
to measure the shape of the I-R function by the Rehabilitative Engineering Re- personal stereo radios and tape ma-
throughout the intensity range in either search and Development Service.) chines with miniature headsets, com-
SNHL or normal-hearing subjects. Pre- puter games blind people can play, and
vious work in this laboratory has led to Communication aids research at the making music with synthesizers and
an innovative method of measuring the Central Blind Rehabilitation Section is computers. Talking tools including mi-
I-R function in normal-hearing subjects. conducted by Harvey Lauer and Leon- crowave ovens, thermometer, currency
One major aspect of the current study ard Mowinski. It includes some basic re- identifier, multimeters, computer termi-
isto perform similar measurements with search, testing, evaluation, and nals, etc., and dictating machines with
SNHL subjects. dissemination of information, microprocessors.

The I-R functions of normal-hearing The urgent need for some blind peo- Two of those items deserve special
subjects tend to have a constant slope pie to use computers if they are to com- mention. The revolutionary design of
in the range of 50-to-90 dB SPL, and pete with their sighted peers has given new miniature headsets is very wel-
when the slope does change, it changes rise to several instruments. An example coined by blind people because it coin-
in a gradual, regular way. In contrast, the is the VersaBraille made by Telesensory bines comfort, high fidelity, and minimal
I-R functions measured so far for hear- Systems, Inc. As a stand-alone device it reduction of sounds from the environ-
ing-loss subjects at 1000 Hz have shown can serve for braille reading, compos- ment. The Type N' Talk, made by Votrax,
somewhat more rapid and irregular ing, editing, and personal filing. The is a text-to-speech converter which can
changes in slope than those of control model we have acquired for an evalua- be plugged into many computer sys-
subjects. Although it is much too early tion project being done by VAREC, New tems. Its small size, low cost and clear
to draw conclusions concerning the sig- York, serves also as a computer termi- speech may revolutionize talking termi-
nificance or utility of these measure- nal. A formal protocol has been written nals and computers.
ments, such abnormalities in the in New York: however, all aspects of The Voxcom is a module which at-
intensity-response transduction mech- VersaBraille (except for extensive read- taches to a modified cassette recorder.
anism could account for some deterio- ing) have already been experienced by It is a card reader permitting recordings
ration or loss of information in the subjects eager for familiarization, of fifty seconds or more to be stored on
processing of complex acoustic signals It was found that braille users can eas- a single card. Because it may serve as
(e.g. speech). Further testing will con- ily read the "soft copy" braille output a filing medium for those who cannot
tinue on these and other subjects, and and that professionals who would have use braille, it is being tested in the Blind
tests will be added as computer hard- need for such an instrument can readily Center. (The Voxcom is being tested at
ware acquisition and software devel- learn to use it as a stand-alone device, the CBRC in a project supervised by the
opment progress. The first test of a Though the manual is very good, those research staff and corducted by an in-
computer simulated hearing-aid for one who have not had experience with coin- tern in Rehabilitation Teaching, Shif
of the current hearing-loss subjects will puting machinery would be best ad- Toda.) The popular APH player/recorder
probably occur in about 1 year. It is such vised to receive personal instruction. Use has been modified to work well with the
hearing-aid simulation tests which will as a computer terminal was successful Voxcom.
determine the significance and utility of in many instances. The Model P2 The staff is working with researchers
the measurement of the I-R function in VersaBraille was interfaced with coin- at the Hines RER&D Center who are
subjects with sensorineural hearing loss. puters, modems, a printer, and the Kur- conducting a project to evaluate perfor-

zweil Reading Machine for interacting, mance of blind people with reading aids
Refeenes editing, and the production of hard-copy and with braille. Basic research into the
1. Plomp R: Auditory handicap of hearing print. Initial instruction and installation value of the tonal output for the Opta-

impairment and the limited benefit of can be complex and may require special con described in the previous report is
hearing aids. J Acoust Soc Am 63:533- skills and even a site visit, also underway.
549, 1978.

2. Yund EW, Efron R: A model for the rel- Electronic technology for the sighted
ative salience of the pitch of pure tones is undergoing yet another revolution, The evaluation of the Hand Scan-1
presented dichotically. J Acoust Soc Am and many of the results are especially (HS-1), an optical character recognition
62:607-617, 1977. useful to the visually impaired. Even speech-output system for the Optacon3. Efron R, Vund EW Divenyi PL: Individualdiffrnces n te peeption oL: dichi more surprising is the fact that fewer reading machine has begun. The Con-differences in the perception of dichotic
chords. J Acoust Soc Am 65:75-86, adaptations are needed. The staff, tral Blind Rehabilitation Center is one of
1979. therefore, attended a computer conven- six sites where this prototype unit from
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Telesensory Systems, Inc, will be eval- developed by Telesensory Systems, Inc. gramming is on tape, so it is easy to
uated. Development of this unit was (TSI). Under a contract from the VA, pro- change, but it takes 6 minutes to
supported by an interagency contract totypes are presently being evaluated at download.
from the Veterans Administration, the the Braille Institute of America in Los Evaluation of the optical character
Bureau of Education for the Handi- Angeles, The Cleveland Sight Center, and recognition error rate is an area where
capped, and the Rehabilitation Services our own site, the Western Blind Reha- more research is needed. At present, it
Administration. bilitation Center (WBRC) in Palo Alto. is difficult to separate this error rate from

Mr. Mowinski attended a 3-day train- Other sites soon to be added to this the human error rate when tracking with
ing seminar at Telesensory Systems to evaluation are the DeKalb County the hand-scanned camera. Tracking is
learn the function and operation of the schools in Atlanta, The American Coun- one of the more difficult skills needed
HS-1. The unit was delivered on July 29. cil for the Blind in Washington, D.C., and to operate the system, and hours of
Protocol for the evaluation was supplied the Central Blind Rehabilitation Center training are required before it is mas-
by TSI. The Blind Center will provide at the Hines VA facility. tered. The present tracking aid allows
the manufacturer with documentation The unit has three components. The for too much vertical movement of the
on system reliability, optical character CPU (central processing unit) is about camera, and a very tight tracking toler-
recognition, user controls, tracking ac- 17 inches wide, 20 inches deep, and ance is required before individual char-
curacy, training and training materials, 13 inches high, and weighs about acters are recognized accurately. The
and application of the system. The vet- 55 pounds. The operator's console (into general error rate varies greatly, de-
eran population tested will consist of which a standard Optacon is inserted) pending upon the tracking skill of the
experienced Optacon users as well as measures approximately 8 inches wide, individual user. However, if the tracking
veterans with no reading machine 8 inches deep, and 4 inches high. The can be mastered, it allows the user to
experience, tracking aid, about the size of a clip- read material with a more complicated

In June, Mr. Lauer served on an ad- board, provides the surface onto which format than an automatic scanner could
visory panel for the American Founda- the reading material is clipped and the deal with.
tion for the Blind. It concerned the Optacon camera is attached for easier Thus far, maintenance has not been
development and evaluation of a full- tracking. The entire unit weighs about a major problem. There have been only
page "soft copy" braille display for which 66 pounds. two problems requiring the attention of
the AFB has a National Science Foun- The controls are simple, conveniently a TSI engineer. On one occasion, with
dation Grant. located, and few in number. On the CPU the use of a telephone MODEM, the

Mr. Lauer was selected as one of sev- are the on/off switch, jacks for a tape problem was diagnosed from TSI and
eral consumer respondents at the 1981 recorder and earphones, the volume the appropriate action was taken.
conference of the Rehabilitation Engi- control, and the rate control with set- There are many questions yet to be
neering Society of North America in tings for 60, 100, 180 and 300 words per resolved about reading machines in
Washington, D.C. Two of his papers to minute. The operator's console has the general and this one in particular. It is
be published in the proceedings deal intensity and threshold controls-which hoped that we can begin to find an-
with the role of consumers in rehabili- are on the inserted Optacon-plus three swers to some of these during the next
tation engineering, and the rationale for other switches for controlling the sys- year's evaluation.
employing several communication me- tem. There are two 3-way switches. The
dia or channels for the blind, first has settings for record, ready (nor- Night Vision Aid and Wide Angle Mo-

mal voice output code), and Optacon bility Light (Evaluations)-The WBRC
mode (tactile reading only). The second has completed its study evaluating the

Clinical Application Study switch has settings for spell speech only, effectiveness of the Night Vision Aid
of Reading and Mobility Aids normal spoken word output, and spell (NVA) and Wide Angle Mobility Light
for the Visually Impaired last word. There is also a paddle switch (WAML) in reducing the mobility prob-

Western Blind Rehabilitation to control the memory (which holds 1000 lems of people with night blindness. An
Center characters). On the camera there is the explanation of the operation of the aids

VA Medical Center magnification control. and the research methodology have
Palo Alto, California 94304 The synthetic speech is of high qual- been included in a previous issue of the

Joseph J. Hennessey, M.A., ity, clear, and easy for all students to Bulletin of Prosthetics Research (BPR
Diane L. Mrssette, M.Ed., understand after a listening time of 1 to 10-33, Spring 1980).Suan L. MoIrose, M.A., and 3 hours. Thirty-five subjects participated in theGregor L Goodrich, . D. The system is programmed to rec- study over a 15-month period, and 24 ofognize 12 major type fonts, and does them completed all phases of the proj-

(The studies and evaluations covered in well with many of the variations on these ect. The remaining 11 subjects did not
this report are not funded as research fonts. It recognizes many of the coin- complete the study because of sched-
by the RER&D Service of the VA. The mon symbols, but there is a need for uling conflicts, visual acuity and/or vi-
period covered here is from January 1, additional ones, such as the percent sual fields which did not warrant the
1981, through June 30, 1981.) (%) symbol. Some consideration is being need of a night mobility aid, discharge

given to making it possible for the user from the rehabilitation program prior to
HS-1 Evaluation-The HS-1 (Hand to choose the types of symbols to be completion of the research project, or
Scan 1 or "Talking Optecon"), a reading recognized-mathematical, scientific, further loss of vision during the project.
machine for the blind, is currently being and other specialized symbols. The pro- Twenty-one of the subjects were vet-



137

Bulletin of Prosthetics Research BPR 10-36 Fall 1961

erans who were either enrolled in the Mowat Sensor Study-A follow-up capped. Visually limited and totally blind
WBRC program at the time of their par- study was begun on the Mowat Sensor, people who negotiate the environment
ticipation in the study, or were formerly an electronic mobility aid designed for with the long cane receive advance in-
in the WBRC program. The remaining the visually handicapped. The operation formation and protection from the cane.
three subjects were nonveterans from of the device and the evaluation proto- The cane protects the user from waist
local communities who were referred to col for this study were described in the height and below. Even with perfect cane
the project by VA optometrists and previous issue of the Bulletin of Pros- skills, however, the cane does not offer
ophthalmologists. The participants were thetics Research (BPR 10-35, Spring any protection to the user above the
between 25-82 years old, with an av- 1981). A preliminary followup study had waist. As a result, the visually handi-
erage age of 52. Of the 24 subjects, there previously been conducted by the au- capped traveler is not protected from
were 21 men and 3 women. thors and was reported in the Journal contacting overhanging tree branches,

The results of the study have been of Visual Impairment and Blindness bent poles, head-high signs attached to
summarized and analyzed, and a com- (Morrissette, Goodrich and Hennessey, poles and similar hazards. A head-high
plete description of the study is being 1981). obstacle detector has been proposed
prepared for publication. The data The start-up date for the project had which would act as a warning system
showed that, on the average, the sub- been delayed due to a delay in comple- for such hazards.
jects' night mobility with the WAML tion of a monitoring device which is to The goal of the project is to develop
more closely approximated their day- be added to the Mowat to gather addi- a small, lightweight, cosmetically ac-
time mobility than did their night mo- tional project data. (The monitoring de- ceptable aid which would provide the
bility with the NVA. This was true for vice is being developed by the Palo Alto user with consistent, reliable informa-
both of the objective measures used: VAMC RER&D Program.) Since the tion regarding the presence of obstacles
(i) measurement of time to complete the monitor will not be completed for ap- located at head level. Other goals spec-
evaluation routes and (ii) number of er- proximately 6 more months, the project ify a device which is simple to operate,
rors counted during the routes. The re- has been modified to accommodate for inexpensive, and usable by visually im-
sults showed that the subjects averaged the delay paired individuals with additional
approximately the same number of er- handicaps.
rors when using the NVA as when trav- Wide Angle Mobility Light Followup A first-generation prototype has been
eling at night without the aid. The Study-A followup study of the Wide developed by the project engineer, Dan
average time to complete the route was Angle Mobility Light (WAML) has been Pliskin. The device employs two 40 kh
slightly greater when employing the NVA completed. The purpose of the study crystal transducers which emit ultra-
than when negotiating the environment was to ascertain the effectiveness of the sonic bursts. Reflected signals are then
at night without any aid. In all, 20 sub- WAML as a night mobility aid for people converted into a tactile output. The aid
jects had better times and scores with with night blindness, as well as deter- is wom like a medallion around the neck,
the WAML and 3 performed best with mining its maintenance reliability, usage and tactile feedback to the user is pro-
the NVA. One individual had a better rates, limitations, and user-suggested vided by a vibrator located in the neck-
time with the NVA but a better score modifications. strap. The body of the prototype
with the WAML. A telephone survey was conducted of measures approximately 31/4 inches

In addition to the objective results, all known professionals and visually wide, 31/ inches high and 1 inch deep.
participants' subjective comments re- handicapped individuals who had either With the neck strap, the device mea-
garding both devices were recorded. purchased the device or had it r,. sures 101/ inches long. One of the proj-
Seventeen subjects stated that they pre- chased for them. The names of the p, ect goals is to design an aid which is
ferred using the WAML and seven pre- chasers were supplied by the smaller and less conspicuous.
ferred the NVA. Subjects who preferred manufacturer, Farallon-Oceanic Indus- The design criteria call for a beam
the NVA gave such reasons as its size tries in San Leandro, California, and the which extends horizontally from 1 to 2
and portability, inconspicuousness and distributor, Innovative Rehabilitation inches beyond the shoulder width of the
acceptable cosmetic appearance. A few Technology, Inc., in Los Altos, California. user and, vertically, covers from the up-
subjects preferred the NVA because the Thirty-two visually handicapped in- per chest area to a point 1 to 2 inches
maximum focal range extended to infin- dividuals and 23 professionals in the field above the head. The precise range has
ity, and they could therefore see for of low vision were contacted. All indi- yet to be determined, but the objective
greater distances with the NVA than with viduals who were contacted agreed to is to enable the user to detect obstacles
the WAML. Although the majority of the answer the survey questions, and each in the immediate area and still allow the
subjects preferred the WAML, they cited interview required 15-45 minutes. The individual sufficient time to react to the
drawbacks such as weight, size and data are presently being summarized signal.
conspicuousness. and analyzed, and when this is com- A second-generation prototype, pres-

The Central Blind Rehabilitation Cen- pleted the results will be submitted for ently being devised, will be tested with
ter (CBRC) in Hines, Illionis, and the publication, subjects prior to further development
Eastern Blind Rehabilitation Center and evaluation on a larger scale.
(EBRC) in West Haven, Connecticut, are Head-High Obstacle Detector-The
conducting evaluation projects follow- WBRC is working cooperatively with the
ing the same protocol. VAMC Palo Alto RER&D Center to de-

velop an objert detector to aid in the
safe mobility of the visually handi-

Ii
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Investigations of Acoustic Reflex on a report on transcranial conduction mittance-The Measurement of Middle
in Elderly Persons of signals used for contralateral activa- Ear Function (AS Feldman and LA Wil-

VA Medical Center tion of acoustic reflex, and the devel- bur, eds.) pp. 282-294, Williams & Wil-

1901 S. 1St Street opment of graphics software for kins, 1976.

Temple, Texas 76501 representation of acoustic-reflex
measures.

David J. Thompson, Ph. D. 2. Popelka GR: in Hearing Assessment with
References the Acoustic Reflex (GR Popelka, ed.)

The human acoustic reflex is a brain- 1. Borg E: in Acoustic Impedance and Ad- pp. 23-46, Grune & Stratton, 1981.
stem-mediated system that produces
contraction of the middle-ear muscles
upon presentation of an appropriate Rehabilitative Engineering R&D Center
acoustic stimulus to an ear. Certain as- Veterans Administration Medical Center
pects of the acoustic reflex have clinical 3801 Miranda Avenue
application, and investigations in recent
years have provided useful data for pre- Palo Alto, California 94304
diction of hearing loss from reflex Larry J. Leifer, Ph. D., Director; Franklin G. Ebaugh, M.D., Acting Medical
thresholds (Popelka, 1981) and for as- Director; Patricia A. McCarty, M.A., Technical Assistant.
sessment of certain auditory pathology
(Borg, 1976). 1981 is the International Year of Disabled Persons, by resolution of the General

The primary goal of this research pro- Assembly of the United Nations. The expressed purpose of the International Year of
gram is provision of quantitative infor- Disabled Persons is to "undertake to further full participation of disabled persons in
mation on the effect of aging on the the life of their society." The efforts of this center have focused upon heightening
human acoustic reflex. Subject samples public awareness of the large disabled community, and reducing the number of
for most studies are composed of nor- barriers faced by many of these individuals because of physical limitations.
mally-hearing persons in the 20-79 year This year, the RERanD Center has undertaken a program directly attuned to public
age range. Data are gathered with an education regarding rehabilitation research. The Center hosted a public Open House
aural acoustic-immittancea instrument, on Saturday, April 11, 1981, presenting current research of the RER&D staff as well
which is the basic instrument in a non- as rehabilitation-oriented projects by Stanford University engineering graduate and
invasive procedure for analysis of the undergraduate students. A high degree of interest and enthusiasm was evident
acoustic reflex. throughout the 4-hour event, The Center continues to receive requests for tours and

The initial phase of the project is cen- presentations from individuals as well as professional and service-oriented groups
tered around interfacing and calibration interested in rehabilitation. An average of 4 such groups per month are
of computer hardware and analog in- accommodated.
strumentation, development of soft- In addition to such public education endeavors, a weekly seminar series has been
ware for acquisition and analysis of aural initiated for the purpose of educating both investigators and support staff at the
acoustic-immittance measures, and lo- Center. Experts from various rehabilitation-related fields of research and clinical ser-
cation of suitable subjects in the vice conduct seminars in their area of expertise at the Palo Alto RER&D Center,
50-to-80-year age range. The major ac- facilitating an exchange of information and ideas.
tivity during the reporting period has Toward the goal of reducing the number of barriers encountered by disabled
been the development of an efficient persons, Center personnel continue research on the design and development of
algorithm for computer-controlled mea- rehabilitative devices using high technology. It is expected that these efforts, both
sures of perstimulatory adaptation of the short and long term, will facilitate the increased integration of physically limited
acoustic reflex. Written on a Nicolet persons into the mainstream of society.
MED-80 computer, these programs The following summaries represent work that has been accomplished on the var-
control stimulus generation, direct ious projects under way at our Center during the period January-June, 1981. An
memory acquisition of data in 4 kbyte additional seven proposals are being prepared for submission to the Fall 1981 VA
segments, and routines for direct-mem- RER&D Merit Review, and another has been submitted for consideration to the
ory-access of data for absolute mea- Paralyzed Veterans of America Technology and Research Foundation.
surement of quantitative characteristics.
This program set is the first of a family Toward Better Methods of surgically restore normal anatomical
of programs for automated measure- Nerve Repair and Evaluation configuration at the repair site; and (ii)
mont of aural acoustic-immittance mea-tepsntacofojtieehiqs

sures, including tympanogram, acoustic- Personnel: Vincent R. Hentz, M.D. the present lack of objective techniques
to evaluate the results of repair and sub-reflex threshold, and the input-output (VA); Larry J. Lelfer, Ph. D. (VA); and

function of the acoustic reflex. Gordon S. Abraham, M.S. (VA). sequent regeneration.
Other activities have included work This is a new VA Merit Review project. Background-Previous investigations of

nerve repair techniques have utilized
'Refers to measures of acoustic impedance Need-Further investigation of better either suture methods at the epineurial
or acoustic admittance acquired in the (hu-
man) ear canal (ANSI Standards for Aural methods of nerve repair and regenera- or perineurial level, or sutureless meth-
Acoustic-Immittance Instruments, Draft tion must address two fundamental and ods applied at the epineurial level. In-
1980A). interrelated problems: (i) the inability to consistent results have been obtained,
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both because objective methods to Bibliography passive muscle and muscle that is elec-
measure return of function in clinical and Rosen JM, Kaplan EN, Jewett DL: Suture trically stimulated. During reattach-
laboratory studies have not existed and and sutureless methods of repairing ex- ment, tendon tension is monitored so
because the repair methods mentioned perimental nerve injuries in nerve repair that the desired tension can be precisely
above failed to restore normal anatom- and regeneration. Jewett DL and Mc- established.Carrot JR, eds., Nerve Repair: Its Clinicalical configuration at the severance site. and Experimental Basis. p. 156, St. Louis,

The CV Mosby Co., 1980. Status-A working prototype of the
Goals-This project is designed to test Leifer LJ, Meyer MA, Mork M, Petrieg D: buckle transducer has been tested on
the following two hypotheses: (i) su- Nerve bundle conduction velocity dis- the cat's Achilles tendon. A larger ver-
tureless repair techniques utilizing newly tribution measurement and transfer sion, suitable for use on human wristfunction analysis. Proc. IEEE 65:747-755, an fige end on sbe n vlp.
developed biodegradable membranes 1977. and finger tendons, is being developed.
at the perineurial level can better restore Cummins KL: Estimation of Nerve Bundle Permission for the experiment is being
anatomical configuration at the repair Conduction Velocity Distribution; Meth- sought from the Human Subjects
site than conventional suture methods, ods Based on a Lineal Model of the Committee.

Compound Action Potential. Ph. D. The-and can increase the number of axons sis, Stanford University, 1978.
proximal to the repair site making func- Rosen JM, Jewett DL: Physiologic Methods Pending-Once the required permis-
tional distal connections; (i) recently of Evaluating Experimental Nerve Re- sion for experimentation is obtained, the
developed computer derived methods pair and Regeneration. Jewett DL and buckle will be used in the operating room
that permit mapping of mixed and mo- McCarroll JR, eds. Nerve Repair: ItsClinical and Experimental Basis. p. 156, during elective surgery for hand recon-tor nerves by axon conduction velocity St. Louis, The CV Mosby Co., 1980. struction. The informed consent of the
distributions (NCVD) can provide a patients will be sought.
quantitative evaluation of functionally Measurement of Muscle Mechanical
connected axons, Properties in vivo Using a Buckle
Method Transducer Talking Computerized

Following preoperative nerve con- Personnel: Parvati Dev, Ph. D. (VA); Bulletin Board
duction velocity distribution studies, Michael R. Zomlefer, Ph. D. (VA), and
controlled injuries will be created in the Vincent R. Hentz, M.D. (VA, Stanford) Personnel: Gregory L. Goodrich,
median and ulnar nerves of a previously This new project is supported through Ph. D. (VA); David L. Jaffe, M.S.; Sue
developed primate mode, the macaca the RER&D Center core budget. Melrose (VA); Douglas H. Williams
fascicularis or cynomolgus monkeys. (Psycho-Linguistics Research); Carol A.
Tensionless nerve anastomoses will then Need-Tendon transfer surgery for re- Simpson (Psycho-Linguistics Research),
be performed, using either standard re- construction of the upper limb is based and Susan H. Phillips (Sensory Aids
pair techniques such as epineurial or on knowledge of the force and maxi- Foundation).
perineurial suture methods, or perineu- mum excursion of the muscle whose Support for this new project is pro-
rial tubulization techniques utilizing sev- tendon is transferred. The changes in vided from RER&D core budget.
eral newly developed biodegradable muscle tension with changes in muscle
materials (including hypoantigenic col- length during contraction are not well- Need-Therapists, physicians, re-
lagen and polyglycolic acid mem- known, but will significantly affect the searchers, consumers, manufacturers,
branes). Early events will be studied by performance of the transferred muscle and engineers are all a part of the re-
standard histologic methods. Serial at different joint angles. There is a need habilitation community. Many local,
nerve conduction velocity distribution to know the length-tension relation for state, national, public, and private or-
studies will be used to observe changes all muscles used in reconstruction of the ganizations participate in providing aid
in the nerve proximal to the repair site. upper limb. for the disabled. Despite conferences,
At varying postoperative intervals, re- newsletters, and local meetings, the di-
generation across the repair site will be Approach verse nature of rehabilitation makes it
assessed using conventional electro- A small (2 cm I 1 cm) E-shaped chro- difficult for segments of the community
physiologic techniques and newly de- mium-steel buckle has been developed, to keep abreast of research activities,
veloped computer-derived nerve based on a design available in the lit- new products, new services, events, and
conduction velocity distribution meth- erature, which can be slipped onto the current information.
ods and methods to integrate the area tendon. As the tendon is tensed, the
under the compound action potential. buckle is stressed and the correspond- Approach:
This information will be correlated with ing strain is measured by strain gauges A similar lack of efficient information
standard histologically derived axon glued to the buckle. During surgery, 'ransfer prompted computer hobbyists
histometrics. These studies of repairs when the tendon to be transferred is ex- to implement "Computerized Bulletin
performed in a tensionless manner will posed, the buckle can be slipped onto Board Systems." Using terminals, mo-
be modified in a nerve gap model to the tendon before it is cut to determine dems, and the telephone, they were able
study the effects of tension on nerve re- the muscle's resting tension (which is to access a centralized computerized
pair and regeneration in the primate, often the tension at which it is reat- communication node to send and re-

tached at its new insertion). Once the ceive messages regarding dub meet-
tendon is cut, the muscle's length-ten- ings, new programs or hardware,
sion relation can be measured for both equipment for sale, or just gossip. These
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systems have multiplied to over 200 and 1. Generalized information mode: in- Approach
now exist in all parts of the country. Sys- formation relevant to the rehabilitation Although the use of an electric wheel-
tems have also been developed to meet community can be exchanged without chair provides the most obvious means

the specialized needs of amateur radio the need for personal phone conversa- of providing mobility to quadriplegics,
operators and some non-technically-ori- tions, newsletter publications, or peri- attempts to produce a compatible e-
ented common-interest groups. odic meetings. hie have involved a mechanical user-

A computerized bulletin board sys- 2. On-Line Evaluation: prescribed re- device interface such a mechin or head

tem would provide an ideal information habilitation devices can be evaluated controlled joystick. These interface de-

node for the rehabilitation community. systematically by requiring users to fill cestre farsfrom idese intmae

Its advantages are: out a computerized form message on a contact with them must be maintained

regular basis. Problems with those de- cnatwt hmms emitie
1. It removes the temporal and spacial resuan be cobied ia this de- and critical positioning is required to ac-

coincidence requirement from the infor- vices can be communicated via this sys- commodate the user. Limited chin ex-
mation transfer. The sender transmits tem as well, tension and marginal control of those
information to the computer at his con- 3. Employment: a 'Position Wanted' movements aggravate the control prob-
venience. The computer stores that and 'Jobs Available' section can be in- lin and prove frustrating in use, for
message digitally until the this corporated into the message scheme. many. Additionally, chair motion tends

ready to access the system and read it The system can then act as an auto- to be quite jerky due to the acceleration
2. Both private and broadcast modes mated clearing house for employment feedback effect of the chair motion on

are implemented. Message senders can opportunities for the handicapped. the user's chin position. Other chair con-
specify a specific person as the desti- 4. Consumer feedback: comments in trol designs, such as pneumatic switch
nation or they can designate the mes- regard to the usefulness or modification control, suffer from similar disadvan-of specific rehabilitation devices can be tages as well as increased difficulty insage open to "all interested parties." made.

3. "To," "From," "Date," and "Subject" mastering control and sanitation prob-
fields are an integral part of the mes- Status-A prototype version of the lens (aesthetic factors frequently have
sage. Users can perform a computer- above system is being implemented. The been overlooked in the design of wheel-
ized keyword search on these fields to initial hardware includes a Votrax Type- chair systems for quadriplegics).
read only messages in which they have N-Talk speech synthesizer, a Z80 micro- By utilizing ultrasonic distance-rang-
interest processor, a telephone interface, and a ing technology to track the user's head

The main disadvantage of the above Touch-Tone decoder. Software is written position and proportionally control the
system, for rehabilitation use, is that a in BASIC for ease of testing and devel- chair's movement in joystick fashion with
user must access the system using a ter- opment. A stand-alone system will sub- this head position, many problems that
minal and a modem. Many members of sequently include large off-line disk plague current designs for quadriplegic
the rehabilitation community do not storage and be supervised by a human individuals can be overcome. Minimal
have this type of equipment at their dis- system operator. motion of the user's head to the front
posal. Others, such as vision-impaired directs the chair to move forward, while
individuals, would find such a system Pending-Funding for this project will positioning the head to the left, right, or
difficult to use unless they employ an be sought from the Veterans to the rear produce corresponding mo-
Optacon. Administration. tions. Combinations of those orthogo-

To overcome this problem, a "talking nal positions allow smooth turns, while
bulletin board" is proposed. In this sys- the magnitude of motion defines the
tem, a computer-operated speech syn- Goodrich, Gregory; "Consideration of speed of travel. Since very minimal mo-
thesizer is used to convert the digitally Standards for Computer Sensory Aids tion is required to use this system, and
stored messages to audio speech for for the Handicapped," Conference at the control is easy to learn; this non-
transmission over the telephone lines. Western Blind Rehabilitation Center; Fe- contacting, remote-sensing ultrasonic
(Digital communication would still be burary, 1980. Bull Prosth Res BPR 10-34, method of wheelchair control offers the
supported.) The system would prompt Fall 1980 17(2):201-205, 1980. possibility of an improved method of
the user for the various modes of op- quadriplegic control of electric
eration. These would include: (i) Enter Uftrasnic Head Control Unit for Smart wheelchair.
a message, (ii) Request help, (iii) Read Wheelchair
a message, (iv) Scan messages for key- StI% urrently, work is focused on
words, (v) Enter 'expert' mode, and (vi) Personnel: David L Jaffe, M.S. (VA). producing a flexible independent ultra-
Hang up. Support for this continuing project is sonic head control unit which will be a

For the purpose of entering text and provided by RER&D core budget and by stand-alone transducer of head posi-
performing mode changes, the user the Paralyzed Veterans of America. tion. Information acquired by this unit
would use the Touch-Tone pad to com- would then be used for electric wheel-
municate with the system. A $40 com- Need-The lack of mobility is a disabil- chair navigation and also for robotic arm
mercial adapter that fits over the ity that an estimated 50,000 quadri- control and communication board input.
telephone would make non-Touch-Tone plegic individuals encounter. It is their
phones compatible with the bulletin top priority to be able to personally Pending-Hardware and software are
board system. command any mechanical mobility they currently being developed to implement

Among the uses contemplated for the do acquire, and thereby achieve a higher the ultrasonic head control unit. Once
completed system are: level of independent living, operational, the unit will be integrated
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with an electric wheelchair and the ro- Development/Evaluation mance in subsequent design and
botic arm. of Recreational Bicycles for the prototyping. The seating has also been

On the wheelchair, DC bridge control- Disabled found to be a very important aspect of
lers will be used for increased efficiency the vehicle design, as it is the rider/ve-
as well as the elimination of the bulky Personnel: Douglas F. Schwandt, hicle interface combined with the steer-
and noisy motor relays used in the ex- MSME (VA), Peter W. Axelson, BSME ing configuration which present the
isting configuration. These controllers (VA), and Larry J. Leifer, Ph.D. (VA, greatest influence on the performance
will feature motor current sensing cir- Stanford). of the Para-Bike for a particular rider.
cuits and a regenerative system that re- Support for this continuing project is

charges the batteries during braking. In provided by RER&D core budget and the Pending-Further refinements in the
addition to its superior performance, the Northern California Charpets of the design of the Para-Bike are underway to
DC bridge circuit has the advantage that Telephone Pioneers of America. prepare for the transition into produc-
it can be directly driven by a computer- Need-As a recreational activity engen- tion. A tandem version of the Para-Bike
generated pulse-width-modulation out- dering both physical and emotional vi- (for able-bodied and disabled individu-
put signal. tality, bicycling is particularly appropriate als to ride together) is on the drawing

To increase the overall gain of the for an individual endeavoring to over- board. A cooperative effort with the
wheelchair system, an inertial frame will come difficulties involving mobility and University of British Columbia will in-
be employed. This will serve to mini- participation. Existent cycling equip- volve tandem prototyping and place-
mize the effects of acceleration on per- ment does not meet this need. ment of the first production prototypes
formance. Additionally, this feature will of the Para-Bike into a comprehensive
indicate the approach of vehicle insta- Approach disabled physical educational curricu-
bility as well as inform the user of an Our continuing approach focuses on: lum in the spirit of this International Year
attempt to climb a grade that is too (i) improving the Para-Bike, a hand-pe- of the Disabled Person.
steep. Low-battery alarm, computer daled prototype bicycle initially devel- Publication
watch-dog circuits, and a user-accessi-
ble panic switch will be required for a oSchwandt, Doug, "Para-Bike," Sports 'n
reable scsit. wUniversity Design Division Master's Pro- Spokes, Phoenix, Arizona, November

gram; (ii) developing a tandem version December 1980, pp. 18-19, 21.
The microcomputer systems for the of the Para-Bike (for able-bodied and

wheelchair and the ultrasonic head con- disabled to ride together); and (iii) iden-
trol unit will be designed to dynamically tifying appropriate manufacturers and Patterns of Conduction
adjust to the user. In such a design, the ways to move the Para-Bike concepts Of Impulse Trains
microcomputer will 'learn' the user's into the marketplace for the direct ben- Of mplse ins
range of motion as well as his rest po- efit of disabled riders. in Myelinated Fibers
sition. The final design will attempt to Personnel: Sally L Wood, Ph. D. (VA);
capture the above features on a single Status Kenneth L. Cummins, Ph. D. (VA); Ste-
circuit board that can be fitted onto an Two working prototypes of the Para- phen G. Waxman, M.D. (VA, Stanford),
existing commercial electric wheelchair Bike have been developed: One is the and Jeffrey D. Kocsis, Ph. D. (Stanford).
at a cost of less than $500. Para-Bike with adjustable steering ge- Support for this continuing project

Publications: ometry, the result of a VA funded stu- comes from the RER&D core budget.

Jaffe, David L., "Smart Wheelchair," Sixth dent pilot project in the Stanford
West Coast Computer Faire, San Fran- University Design Division Master's Pro- Simulations of collision neurography
cisco, Calif.; April, 1981. gram (completed June 1980). The other techniques have been run I11 in which

Jaffe, David L., 'Smart Wheelchair," Fourth is the competition version of the Para- two stimulus pulses are applied at dif-Annual International Rehabilitation En-
gineering Conference, Washington, DC; Bike, which demonstrated the versatility ferent points along a nerve. The mini-
August 1981. and potential of the concept by allowing mum time required for the initiation of

Epstein, Richard; Gerding, Leslie; and Jaffe, a paralyzed veteran (within one year of a propagating response from the sec-
David L., "Head-Controlled/Smart spinal injury), and a recently paralyzed ond (test) stimulus in each direction is
Wheelchair," ASME Design Engineering 54-year-old individual, to participate in used as a measure of the stimulus-pa-
Conference; April 1981.

La, Bill; Koogle, Tim; and Jaffe, David L., the Annual International Human Pow- rameter-dependent forward and reverse
"Microcomputer Controlled Omnidirec- ered Vehicle Championships (Pomona, refractory characteristics. This time was
tional Mechanism for Wheelchairs," California, May 2-3, 1981) and ride the adjusted for the conduction delay from
EMBS, Houston, Texas; September 1981. Para-Bike to the arm-powered world re- the first (conditioning) stimulus site. The

La, Bill; Koogle, Tim; and Jaffe, David L.,
'Toward Total Mobility: An Omnidirec- cord speed of 24 mph. This latest pro- refractory period was examined as a
tional Wheelchair" Fourth Annual Con- totype has advanced and simplified the function of the conduction velocity (CV),
farence on Rehabilitation Engineering, Para-Bike design (with improvements in depth of the axon, and amplitude of the
Washington, DC; August 1981. efficiency, compactness, ridability and test stimulus pulse.

manufacturability) as a recreational bi- These results showed the expected
cycle for the disabled. variation of refractory period with CV at

The first prototype with adjustable small depths and low stimulus intensi-
steering geometry has proved to be a ties. As stimulus intensity and depth in-
valuable ongoing resource in the optim- creased, the forward and reverse
ization of steering and drive perfor- refractory periods began to differ due
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to virtual cathode effect of the spatial

, =I°WA spread of the stimulus (Fig. 1). These

A effects reduced the effective interval-
between-impulses (IBI) in the forward
direction while increasing the effective

0 IBI in the reverse direction. Similar pat-
terns of forward and reverse refractory
period behavior were observed at all

10 CV's tested, although the specific depths
and intensities at which a particular type
of behavior was observed were CV de-

13 pendent. These results provide one ex-
A 1400m

planation for previously reported
discrepancies in experimental findings
regarding the CV dependence of refrac-

is 1 tory period.

Pending-The simulation program is
_ r being modified to include recently avail-

s f\ TEST SFAP able empirical data on ionic channels in

(REVERSE) mammalian CNS and a more general
N\ temperature dependence. It will be res-

0'.00 2.00 6.00 6'.00 8.00 1b.00 I.o-.00 k.0 o 1 b.oe i tructured to allow easier and more di-
TIME IN NSEC

rect interaction with the user, so that
extensive previous computer experi-
ence is not required. The program will
be used to study propagation in single
axons under normal, and a variety of
pathological, conditions. Results of the

[coN1 fTESaFAP simulations can be combined to give

B estimates of compound responses re-
corded remotely. For example, the new
program will be used to study the ef-
fects of reduced diameter in demyeli-

* nated segments of a myelinated axon.
The amount of reduction required in
order to promote conduction into and

10 through a demyelinated region will be
examined under a variety of conditions.
The effect of the demyelinated segment

WEL = on the conduction characteristics of the
Is- total fiber will be investigated with re-

82 spect to relative refractory period and
entrainment. The effects of the absence
of potassium conductance, in conjunc-
tion with modified sodium and leakage

_,2 conductances, will also be simulated.

I [\TEs SFAP Publications

T ) Wood SL, Cummins KL: Bidirectional
0.00 2.00 i-00 S.00 e'.00 1b.00 .o k.0o A.00 Ak.Co a nerve refractory characteristics: simu-

TINE IN NSEC lations of conduction resulting from di-

FGURE 1. rect and remote stimulation. Proc. 3rd

This figure shows an example of the differences in forward and reverse refractory periods. Annual Conf. of the IEEE Engineering in

Each horizontal trace is a time waveform 'recorded" at a specific position along a 28 cm Medicine and Biology Society, Houston,
length of axon. The vertical axis represents distance along the axon. At time t=0 a condi- Texas, Sept. 19-20,1981.
tioning stimulus (Si) is applied at the 22 cm point. At some time later a test stimulus (S2 T
is applied at the 14 cm point.

In Figure 1 a the test stimulus was sufficient to excite a propagating response in the reverse
direction only. In Figure lb the increase in 181 (interval-between-impulses) allows the test
stimulus to generate a propagating response in both directions. The propagating response
in the forward direction travels at a much slower velocity than the reverse direction as car
be seen by the arrival time of the second impulse at a distance of 12 cm on either side of S2
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Spinal Injury Patient Status-Work in this project area has filter predicts tension exactly, provided
Transport System been continuing. The static two- and that the unit's time-series of discharges

three-dimensional problems have been contains all frequencies (not necessarily
Personnel: Eric E. Sabolman, Ph. D. completed and work is underway on the uniformly) within the bandpass of the

(VA); Timothy A. Kooge, Eng. D. (VA); dynamic problem. model. However, for the nonlinear
Robert L. Pizili, Pih. 0. (VA, Stanford), model, the extracted twitch-contraction
and Connel Wilmot, M.D. (Santa Clara profiles nearly always underestimate
Valley Medical Center). Improved Predictive Filtering both the time-to-peak and the duration

This continuing project is supported Techniques for Non-Invasive of the twitch. The underestimates, in
by RER&D core budget. Analysis of Neuromuscular many instances, fall below 70 percent of

System the actual values. We believe, therefore,
Status--Two of these transport sys- Personnel: C. C. Boylls, Ph. D. (VA), that a considerably more sophisticated
tes have been completed in a proto- and F E. Zajac, Ph. D. (VA). predictive-filter technique will be re-
type configuration and are currently Support for this continuing project is quired before the goal of accurate twitch-
being used at the Santa Clara Valley provided by RER&D Center core budget. contraction estimation can be achieved.
Medical Center for transporting pa-
tients. Feedback to date has been very Need-The evaluation of therapies for Pending-This project has been sus-
positive. We will be using inputs from human neuromuscular disease pro- pended until a suitable filtering tech-
the SCVMC to produce production pro- cesses benefits from the replacement of nique can be found. We expect to
totypes in which we will be using more invasive assessment techniques by consider both Volterra-series estimators
advanced materials and more conve- noninvasive methods of comparable and methods based upon model-refer-
nient fixation systems. sensitivity. We thus have examined the enced system identification in making

(Note: the device, previously de- feasibility of extracting the contractile that choice.
scribed and illustrated, is a stretcher-like properties of motor-units in muscle us-
transporter incorporating a traction de- ing indirect predictive filtering methods
vice and lateral head, axial shoulder, and as a replacement for muscle biopsy. Development and Evaluation of
torso-strap restraints. Editor) an Omnidirectional Wheelchair

Approach Personnel: William H. T. La, Ph. D.
Analytical Modeling Following the discharge of a motor (VA); Timothy A. Koogle, Eng. D. (VA);

of the Human Lumbar Spine unit, the fibers of the unit contribute a David L. Jaffe, M.S., and Larry J. Leifer,

Personnel: Lyle W. Swenson, Jr., small increment to the tension in a mus- Ph. D., (VA, Stanford).
Ph. D. (VA); Robert L. Piziali, Ph. D. (VA, cle. If one records (with a needle elec- Support for this continuing project is
Stanford), and Timothy A. Koogle, trode) both the time-series of motor-unit provided by RER&D Center core budget.
Ph.D. (VA). discharges and the corresponding

Support for this continuing project is whole-muscle tension, then a filter can Need-Conventional wheelchairs have
provided by RER&D core budget. be mathematically constructed which limited mobility, requiring a large area

tries to predict the time-course of ten- in which to maneuver. Homes, buildings
Status--This project has continued to sion change following each motor-unit and public transportation systems have
develop general capabilities in numeri- volley. If accurate, then this time-course to be modified at great costs in order to
cal methods appropriate for spinal mod- allows the unit to be identified accord- accommodate these chairs. There is a
eling and general modeling of the ing to its twitch-contraction properties. need for a wheelchair that has no ma-
human musculo-skeletal system. The The construction of an accurate pre- neuvering constraints beyond the mo-
project is currently awaiting appropriate dictive filter, however, is made difficult bility limitations of its physical size.
data to test the performance of the by such factors as: (i) nonlinearities and
model. It is anticipated that this will be time-dependence in the unit's twitch- Approach

completed in the next six months. contraction behavior; (ii) statistical non- Total mobility of a vehicle on the
(Note: among the features of the an- stationarity in the motor-unit discharge ground plane requires three degrees of

alytical model developed by this project train and nonuniformity of the fre- freedom of motion: forward-backward
is the use of non-linear spring force-de- quency representation within that train; translation, left-right translation and ro-
flection data in accounting for ligamen- and (iii) the presence of correlated activ- tation on the vertical axis. This total
tous and intervertebral disc interactions. ity (e.g., synchrony) in other motor-units mobility can be achieved in the simplest
Editor) within the muscle. We have been eval- way with three independently driven

uating the sensitivity to these sources wheels that provide positive traction

The Mechanics of error of predictive filters constructed along three lines of action forming a

of Human Cancellous Bons by various methods. well-defined triangle. The wheels have
to be capable of moving sideways with-

Personnel: Lyle W. Swenson, Jr., Status-The behavior of the "simplest" out binding or slipping, and must there-
Ph. D. (VA); Robert L Pizieli, Ph. D. (VA, predictive-filter technique, Wiener's fore be fitted with idle peripheral rollers.
Stanford), and KII-Soo Kim, M.S. least-squares linear predictor, has been
(Stanford). studied with reference to motor-unit Status-An experimental prototype of

Support for this continuing program models derived from Hill's equation. For the three-wheel-drive, omnidirectional
is provided by RER&D core funding. a linearized Hill's-equation model, the wheelchair has been built, using mostly
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Experimental and Theoretical

Study of Mammalian Movement

Personnel: F E. Zajac, Ph. D. (VA), and

W.S. Levine, Ph.D. (University of
Maryland).

Support for this continuing project is
provided by the RER&D Center core
budget and by National Institutes of

Health (NS 11971).

Status-Since our last report we have
solved the optimal control problem for
a human subject jumping to his maxi-
mum height using only his calf muscles
for propulsion. When these computer
and analytical results are compared with
experimental data, we find good agree-
ment even for simple muscle models.
Critical to this agreement, however, is
accurate specification of the properties
inherent to these models. Future work
will concentrate on more complicated
jumps so that we can understand the

Pinteraction of externally-imposed and
internal body constraints on the bio-
mechanics and neural control of
movement.

Development and Evaluation of
a Downhill Ski-Sledding
System for Persons with
Disabilities
Personnel: Peter W. Axelson, B.S.

(VA); Larry J. Leifer, Ph. D. (VA, Stan-
FIGURE 2 ford), and John J. Csongradi, M.D. (VA,
Experimental Prototype of the Omnidirectional Wheelchair Stanford).

Support for this project is provided by
available components (modified E&J wheelchair. The present wheels give a RER&D Center core budget.
frame, automobile bucket seat, Solo rather rough ride due to their limited
motors and controller, and Bowman size and the lack of resilience of the Status-User and Instructor qu-stion-
controller (Bowman Electronics, San rollers (Fig. 2). naire information was used t,. develop
Anselmo, CA.)). An analog translator the Arroya V ski-sled which incorporates
converts te inputs from a three-axis Pending-Different designs of the frame user feedback and suggested modifica-
joystick and feeds them into the Solo and wheels are being studied. Shaft en- tions from the 1979-80 ski season. (Dur-
and Bowman units. The three omnidi- coders will be mounted on the motors ing that ski season, 15 Arroya IV ski-sleds
rectional wheels were built by graduate to implement feedback control. A micro- were field-tested at nine ski areas, in-
students at Stanford University under processor-based digital controller is cluding Winter Park Ski Area in Colo-
the sponsorship of Unimation. The being assembled; it will enable us to rado and Snoqualmie Ski Summit near
24-volt electrical system is powered by test various control schemes and will Seattle, Washington). Users indicated
two Gel Cell batteries, help us investigate the dynamics of this that, while turns were easy to complete,

The prototype exhibits some impre- wheelchair. they were difficult to initiate. This sug-
cision in direction control. Pure low- gestion led to the use of four edges on
speed translation in odd directions is Publication the Arroya V, two forward edges which
difficult to achieve, due to the dead zones La, H.T, "Omnidirectional Vehicle,' U.S. pat- allow skiers to initiate turns and two rear
in controller and motor response. The ent no. 4,237,990. 1980. edges which allow completion of a turn.
wheelchair also has a tendency to veer RERanD Center core budget funded
when accelerating or braking. The three- the construction of ten Arroya V proto-
axis joystick requires some adaptation types which were ready in March of the
on the part of people who are used to 1980-81 ski season. These sleds were
the operation of a conventional electric used in slalom and giant slalom com-
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petitions, at the 1981 National Handi- study of upper-limb function. Another Need-There is a need for sensitive non-
capped Ski Championships at Winter major objective is to develop mathe- invasive electrophysiologic techniques
Park Ski Area in Colorado, by 35 skiers matical models of hand biomechanics for the study of the dynamics of periph-
with varying disabilities. (The freestyle for the eventual evaluation of specific eral nerve growth, development, dam-
event was eliminated this year. How- abnormalities and for the selection of age, disease, healing and response to
ever, an official downhill event was optimal rehabilitative measures includ- treatment.
added.) The competition was close and ing reconstructive surgery.
exciting for all of the racers involved. Status
Tf.e all-around top male and female Ar- Status-Those areas of the project that Initial studies of DCVs (2-CAP method,
roya competitor will represent the United deal with ultrasound transmission im- Cummins et al.) in mixed motor/sen-
States at the World Handicapped Ski aging, and require collaboration with SRI sory median nerves suggest that DCV
Championships in Switzerland in March International, are suspended while analysis, when controlled for stimulus
1982. awaiting the evaluation of a research intensity and temperature, provides a

Representatives from all of the RER&D proposal resubmitted to VA RERanD reliable measure of nerve-bundle con-
evaluation centers and other ski-sled- merit review. duction characteristics that can detect
ding programs met to discuss the var- In-house development of a mathe- subtle peripheral nerve abnormality,
ious issues associated with downhill ski- matical model, and computer simula- even when conventional electrophysiol-
sledding programs. The issues covered tion of a single joint, the wrist, is ogic techniques yield normal findings
were (i) tethering vs. nontethering, (ii) ongoing. The wrist is modeled as a uni- (see BPR 10-35, Spring 1981, VA RER&DS
ski area insurance problems, (iii) and ski versal joint with two degrees of free- Progress Reports, pp. 131-132.)
area personnel involvement with chair- dom. Tendons around the joint are acted We are continuing our study of dia-
lift loading and unloading procedures. on by simulated muscles with specified betic patients in an effort to follow the

length-tension properties. The simula- course of diabetic neuropathy in re-
Pending-This RER&D Center will seek tion is an interactive one, allowing the sponse to dietary control and drug treat-
to locate a manufacturer capable of pro- user to insert or delete muscles and to ment. That study is principally an
ducing the Arroya in its current state of alter tendon moment arms and inser- evaluation of the ability of our DCV
development. The Center also plans to tion points. The data for the model are methods to detect and follow the course
continue to monitor the evaluation of derived from the literature and from an- of subtle peripheral neuropathy.
Arroya V ski-sleds, to publish a user/in- atomical measurements (Brand, Paul W: Also, patients with MS, hemiplegia,
structor manual for downhill ski-sled- Orthopedic Clinics of North America, and spinal cord injury are being studied,
ding, to monitor the certification of Level Symposium on Tendon Transfer in the in order to investigate the possible cor-
I, II, and III ski-sledding instructors and Upper Extremity, Vol. 5, No. 2, April relation of peripheral neuropathy with
the certification of advanced users. 1974). lesions of the central nervous system.

Instrumentation for the measurement Our method for studying motor nerve
of muscle mechanical properties is DCVs (collision method, Leifer et al.) has

Study of Upper-Umb under development (see project by Dev, shown an undesirable sensitivity to

Biomechanics Using Ultrasound Zomlefer and Hentz). stimulus intensity. This sensitivity has
Tranmission Imaing Ulbeen isolated to the intensity depen-
Transmision Imaging Pending-The kinematics of the model dence of refractory period and its rela-

Personnel: Vincent R. Hentz, M.D. will be compared with the kinematics of tionship to conduction velocity (CV)
(VA, Stanford); Parvati Dev, Ph.D. (VA), a cadaver wrist and the model will be (Cummins and Abraham, 1981). The na-
and Kenneth W. Marich, M.B.A. (S.R.I. refined as necessary. The model will then ture of the relationship between refrac-
International). be made accessible to hand surgeons tory period and CV has been studied via

Support for this continuing project is to determine its acceptability and level computer simulation (Wood and Cum-
provided by the RER&D Center core of usefulness. mins, 1981).
budget. The refractory characteristic which is

important in collision neurography is the
Need-Modern functional, and espe- minimum time interval between the ar-
cially biomechanical, analysis of living Nerve Conduction Velocity rival of an action potential at a specific
hands has been restricted because, until Distributions: Clinical point along a nerve and the time when
now, no safe non-invasive method for Research Applications a second (propagating) action potential
studying bone and soft tissue relation- can be elicited at that point (IBImin-
ships has existed. Ultrasonic transmis- Personnel: Kenneth L. Cummins, minimum interval-between-impulses).
sion imaging combines the advantages Ph. D. (VA); Leslie J. Dorfman, M.D. (VA, This interval is, in general, dependent
of X-ray laminography and fluoroscopy, Stanford); Larry J. Lelfer, Ph. D. (VA, on CV, remoteness of the stimulus site
and permits risk-free visualization of soft Stanford); Gordon W Abraham, M.S. from the nerve, and stimulus intensity.
tissues and bone in real time. (VA). In fact, for high stimulus intensities this

Support for this continuing project is interval depends on the direction of
Approach shared by the Muscular Dystrophy As- propagation being considered ("for-

One major objective of this study is sociation, the RER&D Center core bud- ward" or "reverse," see Figure 3). This
to extend the capabilities provided by get, and the VA Merit Review research result may well account for the inability
ultrasonic transmission imaging to the program. of many investigators to demonstrate a
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clear inverse relationship between re- Pending--Development of a stand-alone Leifer LJ, Meyer M, Morf M, Petrig B: Nerve
fractory period and CV for "forward" re- system for estimating DCVs will begin bundle conduction velocity distribution

measurement and transfer functionfractory period studies in humans (Hopf in the near future. This computer-based analysis. Proc IEEE 65:747-755, 1977.
and Lowitzsch, 1975 and Betts et al., instrument will be centered around a Cummins KL and Abraham GS: Refractory
1976). commercially available system for elec- studies in collision neurography. Proc

For the collision paradigm, both empir- trophysiological analysis of averaged 34th ACEMB, Houston, Sept. 1981.
ical evidence and computer simulations evoked potentials and compound ac- Wood SL and Cummins KL: Bidirectional

nerve refractory characteristics: Simu-indicate an inverse relationship be- tion potentials (Pathfinder II, Nicolet In- lations of conduction resulting from di-
tween "reverse" IBImin and CV. There- strument Corp.). rect and remote stimulation, Proc 3rd
fore any attempt to characterize the IEEEIEMBS Conf, Houston, Sept, 1981.
range or distribution of motor CVs in Bibliography Hopf HC and Lowitzsch K: Relative refrac-
humans should take this relationship into Cummins KL, Dorfman U, Perkel DH: Nerve tory periods of motor nerve fibers, in

fiber conduction velocity distributions Studies on Neuromuscular Diseases,account. Ignoring this fact results in er- II. Estimation based on two compound K. Kunze and J E Desmedt (Eds), pp 264-
rors on the order of 20-40 percent for action potentials. Electroenceph Clin 267, Karger, Basel, 1975.
the estimated range of CVs. Neurophysiol 46:647-658, 1979. Bettas RP, Johnson DM, Brown BH: Nerve fi-

ber velocity and refractory period dis-
ST5tributions in nerve trunks, J Neurol

C3 Neurosurg Psychiat 39:694-700, 1976.

I: Tx5

o I F Internal and External Stabili-
zation of the Disrupted
Dorsal Lumbar Spine

-Personnel: Inder Perkash, M.D. (VA);
Donald A. Nagel, M.D. (Stanford); Tim-
othy A. Koogle, Eng. D. (VA); Robert L

o Pizia!i, Ph. D. (VA, Stanford), and John
J. Csongradi, M.D. (VA, Stanford).

LI Support for this continuing project is
1: Tx3 provided by the Veterans Administration.

,- Status-This project has tested two ca-
/ F davers using Harrington distraction rods,

R Harrington distraction rods with seg-
z -mental wiring, Harrington compression

rods, and the Luque segmental stabiliz-
ing system. These tests have been suc-
cessful and will be part of the data base

1: to compare the four different ap-proaches. In addition, two cadavers have

been tested with simulated cervical frac-
ture dislocations. The normal Luque
segmental wiring technique was inves-

FIR tigated, followed by a study of a varia-
tion of the Luque rod developed by our
research group. This latter system has
performed better than the normal Lu-

*00o. T0o i .O0 2b.oo 2ht. oo at.o *-o0 qua approach and we are in the process
VEL IN N/SEC of establishing an experimental proto-

col to fully evaluate the two approaches.
FIGURE 3. A completely instrumented Harring-
Minimum interval between impulses (181min) as a function of conduction velocity (CV) for ton rod has been received and is now
three different stimulus intensities. Results obtained from computer simulation of a myli- being mated with a telemetry package
nated nerve fiber. Forward (F) 181min's, which represent conduction of the test action poten- appropriate for implantatin. The cur-
tial in the SAME direction as the conditioning action potential, are indicated by boxes or
diamonds. Reverse (R) IBImin's, which represent conduction of test action potentials n tho rent system has three channels and we
OPPOSITE direction of the conditioning action potential, are indicated by stars or X's. Nerve are checking the performance of the
Depth is 0.5 cm. system in the laboratory. Plans are

For a Stimulus intensity of twice threshold (1: Tx2) the forward and reverse I1minls are underway for a complete telemetry
identical; 181min varies inversely with CV. When stimulus intensity is increased to five times
threshold (1: Tx5) theforward 11min becomes greter then the reverse lBmin, and no longer package for the rod. In addition, initial
varies inversely with CV The transition in the relationship between forward 11min and CV contacts have been made with the
occurs at an intensity of three times threshold and a CV of 16 m/sec. NASA/Ames Research Center to con-
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Rehabilitative Engineering aments on spinal stiffness using tran-

Research and Development Center section approach to obtain individual
Hines VA Medical Cente ligament stiffness;

9. Formulation and validation of a
Hines, Illinois 60141 three-dimensional finite element model

of a human spinal motion segment in-
Wifton H. Bunch, M.D., Ph. D., Director corporating the effects of ligaments and
John lnmble, Ph. D., Engineering Director facets;

10. Comparative study of stress dis-
This report of the VA Rehabilitative Engineering Research and Development tributions in normal spinal motion seg-

Center points out existing and new affiliations, functions, and facilities of core ments versus fused segments, and also
laboratories in applied biomechanics, applied neurophysiology, communicative versus normal segments adjacent to
and sensory aids, and systems evaluation and research design. It then gives fused segments when abnormal load-
samples of continuing and proposed work in the several laboratories, and a ing or motion is indicated.
bibliography.

New affiliations include Northwestern University, University of Illinois, Rush-
Presbyterian St. Luke's Medical Center, Rehabilitation Institute of Chicago, Field
Electronic Publishing, and four additional Services within VA Hines Hospital. APPLIED NEUROPHYSIOLOGY

Current work is reported as follows: LABORATORY

APPLIED BIOMECHANICS AND number of fused segments; (ii) the lo- An Animal Model for
KINESIOLOGY CORE LABORATORY cation of fusion along the length of the Spinal Cord Injury

spine; (iii) the amount of residual mo- John Trimble, Ph. D., Semi Dughman,
Blomechanical Study of tion at the fusion segment; (iv) the load- M.D., Talat Khan, Ph. D., and

Spinal Fusion and its Effect on deformation properties of the motion Wilton Bunch, M.D., Ph. D.
the Free Segments segments; (v) the geometric configura-

Avinash Patwardhan, Ph. D., Ray tion of the spine; and (vi) the applied At present, there is considerable con-

Vanderby, Ph. D., and Wilton loads, flict over the pathophysiological changes

Bunch, M.D., Ph. D. 2. To investigate the stress distribu- following experimental spinal cord in-
tion within the fused as well as adjacent jury. There is also conflict regarding the

The objectives of the research are: free-motion segments subjected to the relationship between these changes and
1. To perform a parametric study to segmental loads obtained as described measures of spinal cord function. It is

generate quantitative data describing the above, as functions of the various possible these conflicts result from the
range of motion of the spine and the parameters. lack of reproducible and quantifiable in-
magnitude and location of peak forces In order to meet these objectives, the jury models, as well as inaccuracies in
and moments acting on the fused seg- following activities will be undertaken: the physiological and pathological mea-
ments, as well as on the free-motion 1. Experimental study to obtain the surements following experimental
segments above and below the level of load-deformation properties of the mo- trauma. There is also the problem that
fusion. The effects of the following pa- tion segments of human spine; the most commonly used experimental
rameters will be investigated: (i) the 2. Experimental study to obtain data injury models are not directly relevant

describing the geometric configuration to clinical injuries.
of the spine; The proposed project will attempt to

3. Formulation and validation of the resolve these conflicts and to create an
duct a cooperative effort using mon- motion simulation model of the spine; experimental injury model which is
keys as test specimens. This will allow 4. Experimental study of residual mo- closely relevant to clinical injuries. This
us to collect data on the performance of tion in fused segments of canine spines will be done by developing reproducible
Harrington type instrumentation during and instrumented human spine and quantifiable injury models for both
the incorporation of bone grafts follow- segments; open and closed experimental injuries.
ing fracture dislocation in an upright 5. A parametric study, using the vali- In addition, accurate simultaneous mea-
animal. dated motion simulation model of the surement of physiological, histological,

spine, to generate data describing the and functional variables will allow cor-
Development of a Camera for range of motion of the spine, and the relation between pathophysiological
ApIatin Sesory Ads peak values of segmental loads acting measurements and measures of spinal
for the Blind on the fused as well as adjacent free- cord function.

motion segments; An open contusion injury and a dosed
Personnel: Saly L Wood, PH. D. (VA). 6. Experimental study of human arti- flexion injury will be used for experi-

This new VA merit-reviewed project was cular facets to obtain forceldeflection mental studies. In addition to vital signs
funded in Fiscal Year 1981. data; and arterial blood gases, we will also

The initial report will be found else- 7. Development and validation of a measure tissue blood flow, tissue oxy-
where in this issue of BPR, in the "Sen- three-dimensional model of human ar- gen tension, somatosensory evoked re-
sory Aids" section of the VA RER&DS ticular facets; sponse, monosynaptic reflex, and
Progress Reports. 8. Experimental study of effects to lig- edema. Correlation of these measure-
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ments following both types of experi- produced in cats. The forces involved in performance of the reader. This tech-
mental injury will be done to obtain a the injury will be quantified using in- nique, and others to be utilized in this
complete temporal description of path- strumentation constructed in this labo- study, have proved effective in elucidat-
ophysiological and functional changes. ratory. Following injury, an implantable ing the nature of information process-

osmotic pump will be placed in the in- ing by sighted readers.
Psychophysical and Electrophysio- tramedullary grey matter for infusion of Within the framework of the approach

logical Measures of Somesthetic NGE Infusion will be continued for six and methods outlined above, the major
Function to twelve weeks following injury, objectives of the proposed study are:

John Trimble, Ph. D., Don Dallman, Following the recovery period, the 1. Development of baseline values for

PE., Don Stewart, R.EEG.T., and functional recovery of the spinal cord rational performance measures of read-

Wilton Bunch, M.D., Ph. D. will be assessed with kinesiological and ing by the blind;
electrophysiological measures. In addi- 2. Identification and localization of the

Most current electrophysiological tion, a quantitative histological study of major constraints in the man-machine
measures of somesthetic function in the cord will be made to accurately de- system represented by the blind reader
humans involve the use of evoked po- scribe the nature and extent of and the reading aid;
tentials to electrical stimuli. Although regeneration. 3. Elucidation of some fundamental
these measures have proved clinically Preliminary results suggest NGF characteristics of information process-
useful, their functional significance re- causes regenerative changes in both the ing mechanisms utilized by blind read-
mains obscure. The primary reason for dorsal funiculus (as reported previ- ers; and,
this problem is the lack of neuroanatom- ously) and also in the ventral funiculus. 4. Extrapolation of experimental re-
ical specificity of electrical stimuli. The Future studies will be directed to deter- suits to provide improved approaches
goal of this study is to produce electro- mining the functional significance of the to the training of blind readers, and to
physiological or psychophysical mea- observed changes, and to quantifica- the development of future reading aids.
sures of somesthetic function which tion of the histological changes.
provide an indication of the functional Measuring the Performance of
integrity of specific neuroanatomical Blind Travelers
pathways in humans. John Trimble, Ph. D. and

This goal will be accomplished by Rebecca Holyfld, Ph. D.
comparing psychophysical and electro- COMMUNICATIVE AND SENSORY AIDS
physiological responses to both electri- LABORATORY Because limitations on independent
cal and mechanical stimuli. Since the travel impose serious handicaps on blind
mechanical stimuli are mediated by well- Factors Affecting the Use of travelers, improvements in travel skills
defined receptor types as well as neu- Reading Aids by the Blind have been a major part of the rehabili-
roanatomical pathways, comparison of B.L. Zuber, Ph. D., John Trimble, tation effort. These efforts have taken
electrophysiological responses to the Ph. D., Harvey Lauer, Len two general forms: mobility training
different stimuli may provide informa- Mowinski and Dave Hislop programs and electronic travel aids.
tion regarding pathways mediating the Neither of these approaches, however,
responses to electrical stimuli. In addi- This study embodies a quantitative has been as effective as had been an-
tion, comparisons of the psychophysical and rational approach to the develop- ticipated. Improvements in both of these
responses to both stimuli may provide ment of performance measures for three areas depend upon increased knowl-
an indication of the functional signifi- methods of reading by the blind: audi- edge about the tasks performed by the
cance of the response to electrical ble-output and tactile-output electronic blind traveler, the information required
stimuli, aids, and braille, to do them, and the cognitive and per-

A non-contact monitoring method al- ceptual abilities that are the bases for
Effects of Nerve Growth Factor lows recording of manual tracking pat- successful mobility. Such a research

on Functional Recovery After terns during reading by blind subjects, program would require a quantifiable
Spinal Cord Injury and provides both hand position and measuring system that is sensitive to

Taat Khan, Ph. D. hand velocity information. The infor- the safety, efficiency, and stress of the
mation available from these tracking blind pedestrian. While there have been

Previous studies have shown that patterns should allow identification of problems associated with measuring the
nerve growth factor (NGF) enhances re- the major constraints on information stress placed upon the blind traveler by
generative growth of dorsal column ax- processing during reading by the blind, the mobility task, safety and efficiency
ons following acute spinal-cord injury in and should indicate whether these con- have proved useful in performance
cats. Functional recovery coincident with straints are physiologically or mechani- measurement. The measures used up
this regeneration was confirmed with cally based. to this time for these two variables have
evoked potential measures. The objec- Crucial to this study is the use of a been averaged scores which do not per-
tive of this study is to further define the controlled input. Subjects will be read mit an assessment of the responsive-
role of NGF in regeneration, as well as texts which have been quantitatively ness of those measures to particular
to expand knowledge of the morphol- graded and rank ordered along a scale environmental variables and thus do not
ogical and functional changes induced of difficulty level. Such a controlled in- permit a detailed task analysis of the
by NGF put allows separation of test-related ef- mobility task. A continuously measured

Experimental contusion injuries will be fects from those reflecting the variable would permit such a correlation
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between environment and mobility be- itation treatment can be subdivided into The Effectiveness of Differing

havior. The project in progress concerns several key questions, each of which Outpatient Treatments of
the development of such a measuring must be addressed by a specific re- Low Back Pain
system. A position determining device, search objective: John Fisk, M.D., Ross Lambert,
combined with time measures, will per- M.D., Selwyn Becker, Pt. D.,
mit the estimation of such variables as 1. To what degree does the CBRC effect Phyllis Dimonte, R.P.T., and
speed and acceleration of walking, the changes in a patient's life-state? Sheia Courington, MS.
proximity of the traveler to environmen- The dimensions of life-state have
tal objects, and the continuity and veer- been defined during the course of The basic purpose of this research is
ing of the traveler's walking. pilot studies preparatory to this to assess rigorously the relative effec-

Such a measuring system will be cre- study. We will use the scales de- tiveness of Back School as a treatment
ated by placing a matrix of conductive rived from these pilot studies to as- for low back pain (LBP), as compared to
tape on the floor and a piece of conduc- sess patients' life-states prior to more traditional treatments. In order to
tive material on the shoe of the subject rehabilitation treatment, and again do this we will execute a controlled ex-
who will be walking over the surface. after treatment. This will permit us periment in which selected participants
By means of a special-purpose elec- to measure the amount of change will be randomly assigned to the var-
tronic circuit, the position of the pedes- in patient's lives which is due to re- ious treatments. Participants will be se-
trian will be determined on each footfall habilitation treatment This process lected on the basis of criteria that ensure
based upon the coordinates of the two will demonstrate both strengths and that they are LBP sufferers, and that the
axes that are connected by the conduc- weaknesses in the existing pro- outcome variables are appropriate to the
tive material on the subject's shoe. This gram, and thus lead to ways of im- sample.
position, combined with previous posi- proving that program. Although we are primarily interested
tion measures and time measures, will in the treatment of veterans with LBP,
provide estimates of the distance and 2. How can we measure the outcomes there are no established outcome crite-
direction traveled, the speed and accel- of rehabilitation treatment and how can ra for the purpose of assessing treat-
eration of travel, and proximity to pre- we measure the patient variables which ment effectiveness with this population.
determined environmental objects, predict positive and negative outcomes? Therefore, the experiment will be car-
While the resolution and linearity of the The objective here is to create mea- ded out on a more general population
measures will be tested prior to subject suring instruments or scales which of essentially healthy, employed per-
involvement, the sensitivity of the sys- can be used to evaluate any blind sons. By doing this, we can determine
tem will be ascertained by comparing rehabilitation program, and thus the usefulness of a variety of other out-
these measures for two groups of trav- improve the quality of treatment come variables in assessing treatment
elers, one of which will be trained cane and the efficiency of service allo- efficacy with the veteran population.
users and the other naive cane users. cation in all such programs. We will Patients who meet our selection cri-

use a method of test design which teria will be randomly assigned to one
permits an unusual degree of valid- of the following treatments: (i) manage-

SYSTEMS EVALUATION AND ity, reliability, and generalizability- ment with medication and therapy, (ii)
RESEARCH DESIGN and which allows a great precision Back School with personal instruction,
CORE LABORATORY in specifying the amount of a given (iii) Back School with audio-visual in-

skill or characteristic possessed by struction only, (iv) diathermy placebo
A Study of the Effectiveness of a the individual patient, treatment, and (v) no treatment (control

Blind Rehabilitation Program group).
Ross W. Lambert, Jr., M.D., 3. Which personal, psychological and These five treatments will be com-

Selwyn Becker, Ph.D., social factors seem to be associated with pared on two basic outcome variables:Ben Wright, Ph. D., Shells positive changes in life state subse- time from onset to remission of symp-
Courington, M.S., and quent to rehabilitation? toms, and amount of time lost from work
John Malamazien We need to be able to predict which at 6 and 12 months after treatment. Butpatients are more likely to succeed we will also assess the usefulness of

The objective of this study is to dis- in being rehabilitated, and which are other outcome variables that are more
cover ways of improving the effective- less likely to succeed. To accom- appropriate to the veteran population.
ness of blind rehabilitation training so plish this, we must examine the These are: (i) functional ability on spe-
that blind persons can develop a greater patterns of demographic, psycho- cific tasks, before and after treatment,
degree of personal and financial inde- logical, and social characteristics of (ii) frequency of post-treatment medical
pendence. We propose to do this by as- individuAl patients to determine attention for LBP, (iii) the patient's per-
sessing the degree of effectiveness of which pattems are related to posi- caption of discomfort and limitations of
the Central Blind Rehabilitation Center tive outcomes. Once this is done, activities, (iv) psychological state and
in bringing about positive changes in we can then use those patterns to social adjustment, and (v) levels of med-
the lives of blind patients, and by de- predict the success of future pa- ication for LBR
veloping means of predicting individual tients, and therefore improve the Thus, the five possible treatments will
success in the rehabilitation training, degree of success, and increase the be compared in terms of their effects on

This broad goal of improving rehabil- probability of successful outcomes. seven outcome variables. Data analysis
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NATIONAL INSTITUTE of HANDICAPPED RESEARCH
DIVISION OF REHABILITATION ENGINEERING

Richard R. LeClair, Acting Division Director

Rehabilitation Engineering Center prostheses to be custom tailored to their

Harvard University/Massachusetts Institute of user. The activities range from clinical
application of new prostheses and in-Technology strumentation systems for immediate

300 Longwood Avenue, Boston, Massachusetts 02115 postoperative training to evaluation of
the efficacy of powered multimode A/K

Wiliam Berenberg, M.D., Director; Robert W Mann, Sc. D., Melvin J. prostheses.
Glimcher, M.D., and John E. Hall, M.D., Associate Directors Three unique electronically-controlled

prostheses have been built and used by

This is a report of the current activi- Neurophysiological Feedback amputees. The most versatile pros-
ties and recent progress in the 14 proj- from Extremities thesis, which is restricted to studies inthe laboratory because of its electrohy-
ects conducted at this REC. The long- Project responsibility: Neville draulic umbilical, was recently used to
term objectives of the projects were de- Hogan, Ph. D. demonstrate that an A/K amputee couldscribed in earlier issues of the BPR.scried n erlir isuesof he PR.perform tasks such as foot-over-foot stair

The core area for this REC's research The object of this project is to en- perfrmptasksbsuch a fov o sair
is neuromuscular control using sensory hance the intimacy of the union be- and ra cimin g h aomakesmooth transitions through automatic
feedback systems. In addition, this REC tween an amputee and his prosthesis gait mode changes using relatively
has a long-standing record of concern by providing as natural a means of con- straightforward knee controllers. An-
for and contribution to communication trol as possible given the limitations of other of the new prostheses was used
disorders. current prosthesis technology. An es- to show that electronically-augmented

sential subgoal is to implement in a biofeedback can aid postoperative
Monitoring, Modifying, and prosthesis the most accurate transmis- training.

Testing Anterior Spinal sion of commands which can be Immediate goals include completion
Instrumentation achieved using myoelectric signals. To of smaller and more sophisticated con-

Project responsibility: Derek this end, a microprocessor-based tech- trollers for the existing prototype
Rowel, Ph. D., and John nique for improved myoelectric signal prostheses, and completion of an all-
Hall, M.D. processing has recently been imple- re, andome ti f amentd. his icrproesso imle- new, passive-powered, regenerative,mented. This microprocessor imple- selfcontained microcomputer-controlled
Research is proceeding in an effort to mentation has retained the high fidelity prosthesis.

improve the results of surgical proce- of the improved processing techniques
dures for scoliosis correction. An ac- reported previously in the Fall 1979 is- Evaluation of Gait and Posture
cepted technique for handicapped sue of BPR, and the convenience of dig- In Selected Groups of
children with certain types of spinal de- ital implementation, while containing the in ite ral of
formities is anterior spinal fusion stabi- entire processor in a package which is Children with Cerebral Palsy,
lized by implantation of a Owyer Cable. small and portable. In its current form, Myelomeningocale and Scoliosis
It is important to reduce, or preferably the processor could be readily applied Project responsibility: Sheldon
eliminate, postsurgical complications to the control of assistive devices such R. Simon, M.D.
consisting of breakdown of the cable as a powered wheelchair or a medical
system and failure of fusion, which re- manipulator, but is as yet not small Segmental Energy Analysis-The en-
suit in a loss of the correction. This might enough to be contained inside a pros- orgy cost of gait is being measured to
be accomplished if adequate biome- thesis. Efforts continue to make this de- help determine how functional a patient
chanical data were available with regard vice as small and as practical as possible, will be as an ambulator or how effectiveto the forces acting on the cable and the a particular treatment (operation, or-fusing spine. To obtain such data, a pas thoses, therapy program) has been insive telemetry system has been do- Use of a New Biofeedback and Gait- making gait more efficient. The changesigned for implantation at the time of Analysis System In Conjunction with in mechanical energy per distancesinal fusimplatation r e tthe Microcomputer-Controlled walked in one gait cycle is being usedthe spinal fusion procedure.*

Current work is concerned with the Above-Knee Prosthesis as the indication of energy cost. The po-
assembly of devices for implantation and Project responsibility: Woodle tential and kinetic energies of 12 differ-
the design and construction of the as- Flowers, Ph. D. nt segments of the body are calculated

for the entire gait cycle from high-speedsociated telemetry receiver and analyzer. Efforts are continuing to develop more films taken of the patient walking. From

*Reilly RD: An Implantable Biotelemetry versatile A/K prostheses through re- this segmental information, the total
System for the Dwyer Scoliosis Instrumen- search on microcomputer-controlled body energy change during the gait cycle
tation. Master's Thesis, M.I.T., 1961. knee mechanisms which allow is calculated.
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Our studies show that healthy sub- Relationship Between the Wire-Elec- determined, i.e., as the calf muscles were
jects and patients tend to walk at a speed trode Electromyographic Signal (EMG) rapidly lengthened the ankle joint torque
that minimizes their change in mechan- and the Physical Behavior of Muscles- increased with a 50 millisecond latency.
ical energy per distance walked. This is In the past year we have explored rela- Additionally, the spring action at the knee
similar to the findings of other investi- tionships between muscle activity as joint during the period of weight accep-
gators which show that metabolic en- measured by the electromyographic tance, as in the normal subject, was not
ergy used per distance walked tends to signal (EMG) and readily identifiable seen. The knee joint was steadily ex-
be minimized at the chosen speed of muscle mechanical variables: muscle tending from the beginning of this pe-
walking. The exact relationship be- lengths, lengthening velocities and joint riod by the extending torque at the hip
tween these two parameters is yet to be moments. joint.
defined. As efficiency increases, the Based on muscle length, lengthening
amount of transfer of energy taking place velocity and EMG data, the following Interactive Graphic Display of Gait-in
within and between segments in- conclusions for normal gait were drawn: order to provide an increased under-
creases, reducing muscle energy (i) The tibialis anterior and hamstrings standing of the complex pattern of gait,
needed. Our investigations of patients begin their electrical activity at their peak an interactive graphics system has been
have demonstrated that improvement lengthening velocity. (ii) Two-joint mus- developed and added to the central
in gait, as shown by increases in effi- cles show less changes in length per computer system. Segmental relation-
ciency, may not coincide with improve- unit length during gait than do one-joint ships can be examined at any point in
ment in other commonly used measures muscles, due to the interaction of joint the gait cycle or the motion of the whole
of gait such as changes in velocity, or rotations. (iii) Motion of the knee joint is body or specific segments can be dis-
joint angles. This raises the question of less influential than those of the ankle played dynamically. The operator has
whether gait improvement has multiple or hip joints to the length changes in interactive control of the display through
definitions, two-joint muscles. (iv) Before the period computer terminal input. An analog

of weight acceptance, vasti muscles are control in the form of a "joystick" is being
Limb Segment Inertial Properties- fully active and ready to work as a added to allow the operator to sweep
During the past year the development spring; functionally, the vasti are help- through motions or stop the display at
of regression equations to determine the ing to smooth the impact of the foot at any particular position or viewing angle.
moment of inertia of lower-extremity heel strike and could conceivably be This type of representation will provide
limb segments has been completed. In storing energy (as a stretched spring) a means of examining the gait pattern
a series of 13 normal adults, the mo- for release at a later time in the gait cycle, that has been unavailable through film
ment of inertia of the combined thigh, (v) The muscle lengths show differ- or hard-copy graphics.
shank and foot and the combined shank ences as a function of walking speed,
and foot were measured using the free especially when muscles are actively EMG System-The evaluation of avail-
oscillation technique of Hatze. Moments shortening. able techniques for recording electro-
of inertia were measured about an axis From the study of the relation be- myographic signals has continued. In the
perpendicular to the sagittal plane and tween muscle activity and external joint past year, electrode-preamplifier pack-
passing through the proximal joint of torques, the fact that two-joint muscles ages from other laboratories as well as
the system being considered. In addi- showed electrical activity in phase with those commercially available were ex-
tion, on each subject the limb diameters the external joint torques at the distal tensively tested. No single type was
in the sagittal and coronal planes, and joint was observed. Co-contraction ap- found ideal for clinical purposes. The
limb circumferences, were measured at peared to be present whenever needed muscle examined and long leads with-
six locations along the lower extremity, for stability of posture. Co-contraction out preamplification were the greatest
as were segment lengths and subject across the hip and knee was found factors generating noise, rather than
weight. whenever the joint moments were small, postamplification cable motion. Many of

A linear multivariable correlation i.e., whenever there was a possibility of the devices were unacceptably large,
analysis was performed to determine a change from a flexion (extension) to awkward to use, fragile, and expensive
which of the measured anthropometric an extension (flexion) moment even if for use in a clinical setting. This led to
parameters were the most effective pre- the moment does not actually change the development of a miniaturized
dictors of the moment of inertia deter- direction. An exception is when the vasti preamplifier system, which is located at
mined from the free oscillation. For the muscles are preparing for weight accep- the electrode site and provides greater
thigh-shank-foot system, the leg length tance by activating before heel strike, flexibility in less than one fifth the vol-
squared and body mass were found to Similar relationships have been in- ume and cost of commercially available
correlate most highly with the moment vestigated for three spastic patients: a units. Several prototypes of this device
of inertia. For the shank-foot system, the 9-year-old female with left hemiplegic are now undergoing clinical trials with
shank length squared, body mass and cerebral palsy; a 31/-year-old male with considerable success. Final versions,
the knee circumference were found to asymmetrical spastic quadriplegic ce- providing further size reduction with in-
correlate most highly with the moment rebral palsy, and a 14-year-old male with creased noise rejection, appear ex-
of inertia, left spastic hemiparesis secondary to tremely easy to use-and inexpensive.

early encephalopathy. In these subjects
with equinus gait, reflex activity in the
calf muscles after heel strike could be
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Motion System Modifications for Up- clusters can be identified with different paratus has been constructed and cali-
per-Extremity Function-In the past severeness levels of abnormal gait. brated. It can measure accurately the
year, the Gait Laboratory System has Walking velocity and patterns of hip and force vector and center of pressure dur-
been modified to examine the kinemat- ankle movements were seen to be ing any experimental run. The electron-
ics of upper-extremity motion. In the markedly different for each cluster rather ics of the myoelectric processing system
current project, normal subjects were than related to age (2-15) or to subdi- are complete and can monitor and store
filmed as they reached to pick up ob- agnosis (hemiplegia, diplegia, etc.). Traits signals from 14 channels through either
jects from a table in front of them with associated with patients in two of the surface or needle electrodes. Goniom-
their right hand. This research will pro- clusters were identified with severe gait eters and the associated electronics to
vide important information about the pathologies, while the remaining three measure the orientation of the limb seg-
motor control of the upper extremity and clusters exhibited characteristics more ments have been integrated into the
will serve as a foundation for the de- closely approximating normal gait. Most system. Some final calibration and the
velopment of a clinical evaluation pro- of the patients in the two poorest-walk- substitution of a new hydraulic power
tocol. The software available in the ing groups (clusters 1 and 3) were di- supply are needed before experiments
laboratory has been used to derive and agnosed as having quadriplegia, while can actually begin.
analyze the film data and determine the none of the patients in the best-walking
shoulder, elbow, and wrist joint angular group (cluster 2) had the same diagno- Dynamic Analysis of Myoelectrical
changes and angular velocities. Other sis. On the other hand, a patient diag- Activity during Gaita
software was developed to examine the nosed as having diplegia can be in any Project responsibility: Neville
trajectory of the reach and the phasing one of the five identified clusters; from Hogan, Ph. D., and Sheldon
of the grasp. The adaptation of the sys- these results the conclusion was reached R. Simon, M.D.
tem for film analyses was successfully that the present clinical diagnosis sys-
completed. Minimal intra- and inter-sub- tem is not suitable for indicating the Recent efforts have focused on a
ject variability was found in most functional status of a. cerebral palsy deeper understanding of the transmis-
reaches to a particular object in a par- patient. sion of surface myoelectric signals from
ticular location. This consistency in nor- The Friedman recursive partitioning their origins deep in the muscle to their
mal performance is important for the decision rule was used to construct a detection at the electrodes. Analysis and
evaluation of abnormal patterns of classification scheme based on the experiments have shown that the ani-
movement, groupings obtained by the clustering sotropy of muscle due to the parallel

In the near future, we will begin de- method. Use of this classification rule arrangement of the muscle fibers and
veloping a clinical evaluation protocol demonstrated that the effects of correc- the inhomogeneity due to the difference
for teenagers and adults. Reaches to pick tive measures such as surgery or assis- in the electrical properties of muscle,
up objects and other tasks which rep- tive devices on the gait patterns of fat, and skin have a large effect on the
resent the spectrum of activities of daily individual patients can be examined, amplitude and frequency content of the
living, will be filmed. EMG activity of detected myoelectric signal. An ex-
several arm and hand muscles will be Accurate Prediction of tremely useful aspect of this research
collected simultaneously. Pilot testing of Individual Muscle Action' has been the description of these ef-
an adaptation of this methodology with project Responsiilbty: Robert W fects as analogous to the familiar phe-
infants has also been initiated. Mann, Sc. D. and Sheldon R. nomena of optical distortion and

Simon, M.D. refraction. These insights promise to be
Statistical Analyss of Gait of Pesons Sof great value in the design of improved
with Cerebral Palsy-The objective of electrode arrays. The results were pre-
this ongoing study is to utilize mathe- The construction of a system to gather sented at the Third Annual Conferencethisonging tud is o uiliz mahe information on the physiologic function ofEEEnierginMdceadB-
matical pattern recognition programs for of individual muscles about the anklei of IEEE Engineering in Medicine and Bi-
the evaluation of kinematic gait data. In ology Society, Houston, Texas, in Sop-
the past year, a clustering procedure de- nearly complete. The mechanical appa- tember 1981.
veloped by Professor A. Wong (Sloan ratus at M.I.T has been integrated with
School of Management, M.IT.) has been the hydraulics and with the control cir- Objective Measurement of

cuitry to form a functional unit whichapplied to the kinematic wit ce- can either generate torque or control the Spastkcty

reradmlaplf2 palsy gten kth at orientation of the subject's ankle. The Project responsibility: Markrebral palsy. Using the kth nearest

neighbor clustering procedure, five sub- frequency response has been measured Hallett, M.D.

populations were identified from the and found to be adequate for projected This project has focused on the no-experimental needs. Programs havemodes of a uniformly consistent esti- ture of the short- and long-latency stretchmode ofa uifomly onsstet eti- been implemented, and a cable run to
mate of the underlying measurement- reflexes produced in the triceps surae
space density. Graphical profiles and F- the system to allow versatile computer by phasic dorsiflexion stretch of the an-
ratios were used to identify individual control. The force plate part of the ap- kle. In the last 6 months we have com-
measurements, which were most useful plted an analysis comparing our normaliThese two projects were collaborative re- set an a is mparigiour nomin distinguishing the membership of the search between the M.I.T Facility and subjects. 17 patients with rigidity from
various observed clusters. Children's Hospital Medical Center Gait Parkinson's disease, and 47 patients with

It was found that the five resulting Analysis Laboratory. spastic increase in tone from a variety
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of etiologies. These results are being peaks in the normal tremor range near foot size and ankle axis location, and
prepared in manuscript form and for 10 Hz in addition to the low frequency weighs approximately 2 1/ lb. including
presentation at the World Congress of of pathological peak. This suggests co- the shoe.
Neurophysiology in Kyoto, Japan in existing but distinct mechanisms for Testing of our first candidate for use
September, 1981. The results show that physiological and abnormal intention of the prototype orthosis is complete. A
there are clear physiological differences tremor, spastic paraparetic juvenile subject has
between spasticity and rigidity and be- 6. The difference between the two been monitored using the torque mea-
tween different types of spasticity. Ad- mechanisms is further indicated by the surement capability of the ankle stretch
ditionally, it is possible to quantify consistent observation that the peak instrument used in the Measurement of
objectively certain aspects of the in- torque of high frequency tremor in- Spasticity project during ramps of dor-
creased tone using phasic stretch re- creased proportionally to required vol- siflexion applied at rates ranging from
flexes. Our current plans are to untary torque, in contrast to the 25 to 200 deg/sec. Preliminary data show
incorporate this very interesting set of invariance of the peak torque at low fre- a discontinuity in the torque vs. angular
measurements into a more comprehen- quency described above, velocity curves at 75-100 deg/sec for
sive battery of tests to analyze motor 7. Abnormal tremor torque is also ob- one leg and 150-200 deg/sec for the
capability at the ankle joint, served to be constant with respect to other. Unrestrained gait testing of this

the change in experimental conditions subject with and without the prototype
from unloaded movement to isometric orthosis will begin shortly.

Suppression of Abnormal Involuntary force production. This suggests a mech-
Movements by Application of anism other than reflex instability since Automated Muscle-Fatigue Indicator
Mechanical Loads and Biofeedback this change should radically alter reflex Project responsibility: Carlo J.

Project responsibility: Michael J. loop gain. Do Luca, Ph. D.
Rosen, Ph. D. 8. Abnormal tremor peak frequency

is also invariant over unloaded, damped, A series of pilot studies have recently
WRIST TRACKING STUDIES and isometric conditions. This finding, been initiated to obtain a variety of basic

Data taken during pursuit tracking that manipulation of peripheral param- data directed at augmenting our under-
tasks performed by tremor-disabled eters apparently leaves tremor fre- standing of the process of muscle fa-
subjects have been analyzed to estab- quency unchanged, strongly suggests tigue. The pilot studies have specifically
lish implications for clinical manage- a central oscillator as the source of the asked how muscle force, subject hand-
ment and theoretical mechanisms of tremors observed in our subjects. edness, subject sex, and muscle fiber
tremor. Results show, in particular, the type relate to the process of localized
following: COMPLIANT ANKLE ORTHOSIS muscle fatigue. Thus far, 31 normal sub-

1. Abnormal tremor measures based Work has progressed considerably to- jects have been studied. The prelimi-
on peak power density or cumulative ward applying viscous or other com- nary results show that the initial value
power were reduced by a statistically, pliant loading as a means of controlling of the median frequency of the EMG sig-
and often clinically, significant amount manifestations of spasticity in gait. Spe- nal is apparently not directly correlated
by application of viscous damping loads. cifically, the goal is to reduce equinus in with the muscle force output. However,

2. This tremor alteration is selective cerebral palsied children by using an the initial median frequency for the same
in the sense that it is achieved, on av- articulated brace (foot-ankle orthosis) muscle was found to be significantly
erage over all subjects, with insignifi- which applies torque in opposition to smaller in females than in males, and
cant decrease in voluntary tracking ankle extension/flexion. If the clinical slightly smaller in the dominant limb
fidelity (with respect to amplitude and impression that hyperactive stretch re- than in the non-dominant limb. The re-
phase). flexes induced by foot dorsiflexion have suits also show that muscles containing

3. For two of three subjects who were an abnormally accentuated rate depen- a relatively larger percentage of fast-
tested in isometric force tracking as well dence can be verified objectively, then twitch fibers display a relatively larger
as displacement, average tracking per- a viscous loading function which limits percentage change in the value of the
formance was substantially better for the angular velocity of the ankle should initial median frequency during a
force production, suggesting the possi- reduce equinus-inducing reflexes. A gait contraction.
ble utility of isometric joysticks as improvement with respect to that al- Application of objective measure-
tremor-adaptive interfaces to systems lowed by rigid or elastically constrained ment of localized muscle fatigue to dis-
and vehicles. orthoses is hypothesized. abled subjects has begun. Thus far, 8

4. Unlike normal physiological torque At this point, a prototype orthosis has pstic..s with either Duchenne's Mus-
variance, pathological tremor torque os- been fabricated with a small magnetic cular Dystrophy or peripheral nerve in-
cillations under isometric conditions re- particle brake as the source of restrain- juries have been tested. Preliminary
mained at a constant amplitude when ing torque. Control circuitry and on-line results are highly favorable and indicate
the torque required for tracking was in- computer programs are being devel- that substantial changes in the initial
creased, so that signal-to-noise ratio was oped to allow for simulation of a variety median frequency can in fact be mea-
improved, of passive loading functions. The or- sured in both clinical conditions.

5. Tremor spectra of tremor-disabled thosis is instrumented to transduce
subjects of diverse etiology were found standard gait timing events as well as
uniformly to include one or twn small applied torque. It permits adjustment for
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Communication Systems for the move only his left arm, which is paretic 4. An algorithm has been outlined
Severely Motor Handicapped and ataxic. With the directed scan joy- which operates on time and accuracy

stick, he can type at 1.1 words per data taken during abstract target acqui-
1. UNICOM minute. sition tests and predicts the communi-
Project Responsibility: Derek cation rate to be expected with available

Rowell, Ph. D. 2. Analysis of Factors Influencing or hypothetical NVC systems.
Rate of Non-Vocal Communication 5. It can be demonstrated mathemat-

The UNICOM (UNiversal COMmuni- Project repnsibility: Michael J. ically that codes relating sequences of
cator) project has progressed with re- Roens Mha D. acts to selection of language units will
spect to new system features, evaluation Rosen, Ph. D.ractset s of l eunitsinvariably have reduced L if sequences

by new handicapped users, and objec- In collaboration with Dr. Cheryl Good- of multiple length (as opposed to three
tive measurement of user performance. enough Trepagnier, a linguist at Re- acts required for every unit, for exam-
Examples are as follows: sear id Training Center 7 at Tufts- pIe) are permitted. This is true in spite

1. The UNICOM scanning mode has New England Medical Center, a number of the necessity for an independent "en-
been expanded from a system with a of theoretical studies have been con- ter" command to notify the system that
single "page" video character menu to ducted on non-vocal communication an act sequence is complete.
one which permits scanning of multiple (NVC). Specifically, factors influencing 6. Expressions are derived for the av-
pages. The additional pages include one the rate of communication of a NVC erage number of additional acts re-
with a character matrix containing the system user have been analyzed to pro- quired for indication of word boundaries
necessary control commands and spe- vide a unified approach to diverse de- under conditions of different delimita-
cial characters. A third page was added vices, to attempt clinically useful tion techniques. These expressions pro-
as a transfer page and to assemble and predictions, and to suggest further work. vide a rational means of choosing a
send computer log-on messages and These analyses have been collected in technique, depending on the system
passwords. The original page was left a manuscript to be submitted under joint code and characteristics of the inventory.
intact with all UNICOM functions except authorship. Selected results are listed
that the cursor command "home" was below: Evaluation and Application
replaced by the page selection 1. A simple formula has been derived of Myoelectric Biofeedback
command. which expresses average time per word, Project Responsibility: Carlo J.

2. A new strategy-direct selection Y, as a product of three terms- De Luca, Ph. D.
with a joystick controller-has been im- C m the average "cost" in linguis-
plemented.* An input matrix is dis- tic units (letters, phonemes, During the past 6 months, the my-
played as in the scanning or encoding sylkablest of composing a oelectric biofeedback project has en-
modes, but the input cursor is directly word; tered a termination phase. We are
controlled by a joystick. When the user L the average number of mo- currently in the process of compiling all
steers the input cursor to the desired tor acts required to encode previously accumulated data and per-
character and closes the "enter" switch, a unit (equal to 1 for direct forming the analysis in preparation for
the character is added to the message selection systems); final evaluation. Emphasis is on a search
display. This system will soon be tested and T the average time required for for an appropriate manufacturing group
by a disabled person. a single motor act. to produce our version of the myoelec-

3. During the past year a UNICOM This formula applies broadly to all en- tric biofeedback device. These latter ef-
used as a scanning communication de- coded and direct selection NVC systems. forts are proceeding very favorably;
vice by a severely involved cerebral pal- 2. The form of the equation Y = CLT several groups have displayed and
sied high school student has been and the dependence of individual terms demonstrated active interest.
extended into a computer terminal. He on the independent variables N (num-
has used it with the school's computer ber of units provided by a system menu) Refreshable Braille
to take a programming course. and B (number of distinct motor acts Data Display System

4. Four UNICOM users have had their recognized) indicates two unavoidable Project responsibility: Derek
"typing" speed measured, three using tradeoffs. Larger inventories allow more Rowell, Ph. D.
encoding and one with directed scan. efficient word formation, i.e., smallerC,
Two of the encoding users used the sip but require longer act sequences for The two TSPS (Traffic Supervision
and puff "harmonica" interface and coding, i.e., larger L. Similarly, more Position System) refreshable braille dis-
typed familiar passages at 15 and 17 switches in an interface allow shorter plays, installed at the Southwestern Bell
words per minute. Both are high quads. code sequences-while the necessity for Telephone Company, Little Rock, Arkan-
The other encoding user has spastic pa- smaller switches or large switch arrays sas (BPR 10-33, pp. 108-110, Spring
ralysis of all extremities with useful implies more time per act, i.e., larger T 1980), continue in service and enable
function in only the right arm. With the 3. A clinical implication of this is that, two blind operators to be fully em-
eight-key keyboard he typed at 1.9 words for a given non-vocal patient for whom ployed and competitive. The perfor-
per minute. The fourth person tested can a system is being prescribed or de- mance of one operator is just above the

signed, selection of an optimal interface office average. That of the other is sig-
*Porst RL: An Analog Interface for the UN- and an optimal language menu cannot nificantly above.
ICOM. B.S. Thesis, M.I.T., 1960. be undertaken independently. These two displays have accumu-
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lated over 11,000 operator hours with Drinker and Susan Kropoff were pre- ciated electronics from Polaroid's One-
primary maintenance being an occa- sented at the Rehabilitation Engineering Step Camera which, by transmitting ul-
sional cleaning of the mechanical parts Society of North America Conference in trasonic pulses and receiving the re-
of the braille display. The microproces- Washington, D.C. in August, 1981. flected echoes, can determine the
sor software has been updated as the distance of obstacles. By arranging two
operating system of TSPS was changed Mobility Aids for the Blind and transducers to set up interference pat-
to include new features added to the Severely Visually Handicapped terns, an extremely narrow ultrasonic
Bell system. The most recent change in Project responsibility: Robert beam (less than 6 inches wide at 6 feet,
the braille display software was to in- W. Mann, Sc. D. as opposed to the previous 22 inches)
clude handling overseas calls. Work is has been created. Current work is to in-
being done now to include "busy line With undergraduate student support terface this narrow beam to the unit's
verification" and "emergency interrup- from the Eloranta Summer Fellowship microprocessor to allow for field test-
tion" features. Program, work has progressed towards ing. Work has also begun on a Mono-

A system using both braille and syn- the development of a Computerized pulse Ranger which will treat the
thetic speech will soon be available to Travel Aid (CTA) for the blind. The core transducers as an array of antennae to
telephone companies within the Bell of the CTA is the transducer and asso- pin-point the location of an obstacle.
system.

Clinical Engineering in
Rehabilitation Rehabilitation Engineering Center

Project responsibility: Philip College of Medicine
A. Drinker, Ph. D. Department of Orthopaedic Surgery
A new non-vocal communication University of Tennessee

technique and display board, Eye-Link, 1248 La Paloma Street, Memphis, Tennessee 38114
that uses direct selection by eye contact
between disabled sender and nondisa- Douglas A. Hobson, P Eng. and
bled receiver has been developed. The Robert E. Tooms, M.D., Co-Directors
primary use of Eye-Link is seen in the
early phases of hospitalization; how-
ever, it may also find application in the Introduction
chronic-care setting as a low cost, in- device design, fabrication, and mainte-
destructible backup to electronic com- In July, 1978 the Bureau of Education nance support. The cooperative effort
munication systems. The advantages of of the Handicapped of the Department was termed project TEACH-Technical
Eye-Link include simplicity, ease of com- of Education awarded a 3-year demon- Educational Aids for Children with
prehension, and speed relative to scan- stration grant to the Memphis City Handicaps.
ning and encoding techniques. Schools-Division of Special Education. Three major need areas were identi-

The technique embodied in Eye-Link The primary objective of the project was fied for immediate study; (i) specialized
is based on the use of a transparent to demonstrate that severely physically seating and positioning to prolong at-
board on which the selections are dis- handicapped children could participate tentive upright postures, (ii) augmenta-
played in a rectangular matrix. The re- more meaningfully in their educational tive communication aids to facilitate
ceiver holds the board, facing the sender, programs as a result of assistance from communication between teachers and
so that they can see each other through technical aids in the areas of seating, students, and (iii) the refinement of ed-
it. The transmission technique is as communication, mobility and personal ucational goals to include the acquisi-
follows: care. The secondary objective was to tion of skills of daily living, such as

1. the receiver asks the disabled evolve service delivery concepts that toileting, feeding, fine motor skills, and
sender, "word or spell?" could be incorporated into a model that mobility.

2. the sender responds with an eye could be used for replication in other Previous experience of the project
movement to the upper left or upper educational settings. staff, as well as those of colleagues
right. The need for this study was illumi- working with handicapped children in

3. the receiver then instructs the nated by the fact that more than half of other areas of the country, has led to the
sender to fix on the desired letter/word. the approximately 8 million handi- subjective observations that technical

4. the receiver, watching the sender's capped children presently in the United aids can make a significant contribution
eyes, moves the board until eye contact States do not have access to quality ed- to the level of participation of severely
is made through an individual square, ucational opportunities. The BEH award handicapped children within educa-
indicating the desired selection. (For the permitted the formation of the cooper- tional settings. However, these most
sender with disconjugate gaze, the re- ative agreement with the NIHR-spon- significant accomplishments have rarely
ceiver must ascertain and follow the sored Rehabilitation Engineering Center been documented using quantitative
dominant eye.) at the University of Tennessee, which measures, thereby diminishing their im-

Results of this research by Philip A. has provided the technical consultation, pact in terms of justifying the expendi-
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tures involved. Therefore, it was deemed Results In measuring trunk control, defined as
important that the methodology at- The following results emphasize the the ability to maintain the trunk in an
tempt to document quantitatively the in- technical aspects of the project. How- upright midline posture, students were
dividual results within the three ever, it does not do justice to the less- seated in four different positions-sit-
aforementioned areas of priority tangible contributions of the therapists, ting crosslegged on the floor, sitting on

It is the intent of this report to present educators, evaluators, parents, parent a wedge, sitting on a standard chair, and
in summary form the results of Project trainers, and children. Their efforts in sitting in a therapeutic seating system.
TEACH with emphasis on the Rehabili- the areas of needs assessment, fine and The average time they could maintain
tation Engineering component. gross motor level assessment and train- trunk control in each position was re-

Methodology ing, parent and child intervention, cou- corded. The average time sitting cross-
pled with the guidance necessary to keep legged on the floor was 6.46 min;

The core area of research focus at the the technical staff on course, are contri- sitting on a wedge was an average of
University of Tennessee-Rehabilita- butions that were essential elements for 10.7 min; they were able to sit unsup-
tion Engineering Center has been spec- effective technical intervention. A more ported on a standard chair for an aver-
ialized seating and mobility for severely comprehensive publication on Project age of 5.96 min; and in their seating
handicapped children. Therefore, Proj- TEACH, which elaborates on these non- system they were able to maintain the
ect TEACH was able to benefit from the technical aspects of the project is avail- trunks in alignment for an average of at
dissemination of this research experi- able from the Rehabilitation Engineer- least 7 hours which again was the ter-
ence and results, as well as from the ing Center (1). Also, a sound/slide mrination of the measurement period.
direct techn icaf ones provided by the production, available on a loan basis, Arm control was measured by sus-
center service staff on a contractual ba- provides a general description of the pending a ball with an eight-inch di-
sis. The cooperative staffing assigned to project activities (2). ameter from the ceiling with a rope. The
the project were a Speech Pathologist number of times a student could bat it
(50% time), Occupational Therapist (75% The Effects of Seating and Positioning in a 1-minute period was recorded. While
time), Rehabilitation Engineer (50% Supports-In measuring the effects of in their seating systems students were
time), Technician (50% time), Parent therepeutic seating systems, three areas able to bat the ball an average of 19.3
Trainer, and a Project Coordinator. were considered: (i) maintaining head times in a 1-minute period. When not in

The sample population consisted of control, (ii) maintaining trunk control, their seats they had insufficient control
10 children, each exhibiting some form and (iii) a student's ability to use the arms to bat the ball at all. An obvious further
of cerebral palsy. All were nonverbal as in a gross functional manner. Eight of step would be to initiate a study in which
a result of extensive motor damage to the 10 students required custom fitted a comparison is made between seating
the speech mechanism. Each child also seating systems (Two students were support and changes in fine motor skills.
demonstrated serious motor impair- ambulatory and therefore not included
ments which affected their functioning in this component of the study). Each Mobility-Four students were chosen
in addition to speech; i.e., trunk insta- child was therapeutically positioned by as candidates to be given powered mo-
bility, absence of head control, limita- a seating support. Measurements were bility, which was compared with the
tion in personal care skills, or taken at three intervals within an baseline mobility performances using
dependency in mobility. 18-month period while performing ac- manual wheelchairs, or in one case am-

After selection of the study sample, tivities with and without the seating sys- bulation with a walker. In the powered
the next step was to develop an assess- tems. The results obtained in (i) and (ii) situation, one used an ABEC chair, two
ment protocol which was used to obtain above are summarized in Figure 1. used E & J 3P Chairs, and the fourth
baseline data related to existing func- When the students were pulled from used a modified Amigo Cart. Compar-
tional levels and needs for each child. It lying supine to sitting, they were able to ative tests were run and measures were
then became the challenge of the tech- maintain their heads in alignment with taken by recording the time required for
nical members of the team, working in their trunks (head control) for an aver- the student to traverse a distance of 125
cooperation with the therapists and ed- age of 51.6 sec; they were able to hold feet (38.1 meters), first using manual
ucators, to derive solutions to meet the their heads in alignment with their propulsion when possible and then a
needs defined, trunks, when prone on a wedge, for powered device. The second series of

A significant number of diverse vari- 106.9 sec; and when prone standing tests involved the use of revolution
ables can affect the successful delivery were able to hold their heads in align- counters added to both the manual and
of technical services in an educational ment with their trunks for 19.24 min powered chairs to record the total dis-
setting. Therefore, a further goal re- (1154 sec). However, when they were in tance covered in a normal 6-hour school
flected in the methodology was to iden- their therapeutic seating systems, the day averaged over a period of a typical
tify the most significant steps and students' ability to hold their heads in school week.
incorporate them into a generalized flow alignment with their trunks increased Three of the four children were un-
chart that could be refined to meet the most significantly to at least 7 hours, able to complete the manual propulsion
needs of a unique educational setting. which was the end of the school day. speed test within an acceptable time
This was accomplished by empirically After use of therapeutic seating, most frame due to the extent of their physical
creating a delivery model which was re- children continued to maintain upright disabilities. The fourth child could walk
fined as a result of experiences gained alignment for varying periods during bus the 125 feet distance with a modified
throughout the project. transport and also at home. walker in 89 seconds. Using their pow-
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FIGURE 1.

ered devices, all four children could subjects increased their overall mobility use symbolic units as a measure of
traverse the test track in less than one distance approximately two times the comparing access rates between six dif-
minute. Individual variations were due distance traveled when dependent on ferent systems. That is, the selection of
to the control ability of each child and others for propulsion; or in one case on a Blissymbol by finger pointing, or an
the type of powered chair and control stressful ambulation with a walker. alpha-numeric character by eye gaze, or
system each was using. selection of keys on a keyboard were all

The distance test revealed that the av- Communication-Rate of communica- given an equal value of one symbolic
erage distance traveled by each of the tion is an important variable when con- unit. All students were assessed by the
four children dependent on manual pro- sidering which alternative communica- Speech Pathologist as being function-
pulsion was 1184 feet (388.1 meters) over tion system to prescribe. The slower the ally unintelligible as a result of Cerebral
a typical 6-hour period; three of the chil- system, the less likely the listener will Palsy. Most could communicate only
dren relied on random propulsion by choose to wait for the complete mes- through facial expression and gross
others and the fourth ambulated with sage, resulting in frustration for both the gestures. Two attempted speech but
the use of a walker. Using powered mo- sender and receiver (3). In the educa- were almost never understood.
bility the average distance traveled tional setting, the rate of communica- Three children used a lap tray incor-
within the 6-hour period was 2231 feet tion has a direct bearing on the quality porating a symbol board and pointed to
(680 meters). and quantity of time spent between stu- the symbols with their hands. Three

Based on the subjects studied, it can dent and teacher, and on the quantity of children used an eye gaze chart and
be concluded that children with zero or time required for students to complete pointed to symbols with their eyes. Two
very limited mobility can be given suf- work assignments that require output children used the Proscan, which was
ficient control over a powered device in responses. activated by an optical sensor mounted
order to permit them to safely mobilize Directly bearing on the rate of coin- on the head (4). One child (LM) used a
themselves within a school environ- munication is the rate of accessing the developmental device also activated by
ment within a practical time frame; i.e., communication aid. In order to evaluate a head-mounted optical sensor but with
traverse 125 feet in less than one min- the relationship between alternate com- an improved feedback panel. Measures
ute. Secondly, when given the oppor- munication devices and speed of ac- were taken with the commercially avail-
tunity through powered mobility, the test cessing the devices, it was decided to able TRS-80 pocket computer and the
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Canon Communicator, both of which re- TABLE 1. Rate of Accessing the Communication Aid.
quired finger function. All measures Means of Symbols Mean
were obtained after at least 7 months of access/input (units) value
training (with the exception of the new Device Child per minute

optical headpointer (LM) which was only Eye gaze chart Direct eye gaze/symbols TR 7 x = 7
used for 3 months and the TRS-80 which SR 6 (35)
had been used only 2 months). JM 8

As shown in Table 1, mean access Lap board Direct pointing/symbols AE 9.67 x = 8.45
rates with lap trays and eye gaze charts BK 7 (42.2)
using symbols were 7 and 8.45 sym- HR 8.67
bolic units, respectively. The optical head
pointer, the TRS-80, and the Canon Proscan Direct optical pointer/alphabet DD 18.5 x = 38.83
yielded means of 38.8, 25.5, and 39.5 LM 34
symbolic units respectively. Caution *New optical pointer Direct optical pointer/alphabet LM 64
must be exercised in interpreting these TRS-80 Keys/alphabet WM 26 x = 25.5
results, especially since comparisons are FN 25
being drawn between individuals with
varying degrees of control ability. Also, Canon Keys/alphabet WM 39 x = 39.5
the eye gaze and lap board devices FN 40

communicate the equivalent of whole *Experimental prototype
words through the use of symbols, while TABLE 2. Feeding Skills Data.
the remaining systems communicate Without Without With with
only alpha-numeric characters, or word equipment equipment equipment equipment
units. However, the cluster of access Student unassisted assisted (fed) unassisted assisted
rates within a single device used by chil- DD. cannot eat 20 mi. 30 mi.
dren with varying degrees of control H.R. cannot eat i5 mi. 25 mi.
ability is significant. S.R. cannot eat 25 min. cannot eat 17 min.

If one assumes that a symbol (Blis- B.K. cannot eat 20 min. 10 min.
symbol) communicates the equivalent
of a five-letter word, then the eye gaze In summary, other things being equal, 1. DD was provided with a Winsford
and lap board approaches would have faster commuhication is better corn- Feeder, a powered feeding device he
equivalent rates of 35 and 42.2 symbolic munication. These preliminary results operated with chin control with his arms
units respectively. However, the limita- suggest that electronic devices, espe- restrained under his tray.
tion of the simplified eye gaze and lap cially when expanded to include stored 2. HR was provided with a C.R feeder,
board approaches is in the practical size words/phrases or symbols accessed as she has sufficient gross motor arm
of the vocabulary that can be displayed, through direct selection, can be an ef- placement to hit the levers required to
especially when portable configurations fective means of providing faster com- operate this mechanical feeder.
are required. However, the approach is munication. However, it should be also 3. SR had a modification to her tray
certainly valid for young beginners, since stressed that the more simple (non-elec- which restrained her arms, giving her
at that stage size of vocabulary is usu- tronic) aids can be equally effective, es- more upper trunk stability during
ally not a priority factor. Electronic de- pecially for beginners who are at the feeding.
vices using alphanumeric characters stage of learning the prerequisite skills 4. BK was provided with a swivel plate
have no limit to the vocabulary size. With necessary for the effective use of more because he could not reach the food at
the addition of stored words and whole- sophisticated (and expensive) electronic the far side of his tray. A built up spoon
phrases prediction strategies, user pro- communication aids. handle helped sustain grasp.
gram ability, etc., (features which are The time required for a teacher's aide
now available with microprocessor Personal Care--Feeding-Feeding was to feed a randomly selected school lunch
based systems) the communication rates chosen as a personal care activity for was recorded. Then the feeding device
have been drastically improved, espe- documentation, since it has obvious sig- was provided, a proficiency level ob-
cially when activated by direct access nificance for the child and also cost-sav- tained, and the time recorded for each
input modes. (The experimental proto- ing implications within the educational child to eat independently; or in one case
type used by L.M. in this study has the setting. (SR) to be fed with the arms restrained.
stored word/phrases features, but was Feeding skills measurement was taken As indicated in Table 2, feeders al-
not used during the testing sessions.) It with four students, all of whom were lowed three of the children to become
is further noted that Rosen and Trepag- totally dependent in feeding, but pos- independent during mealtime and to
nier have recently published a sug- sessed the potential for independence accomplish this within a practical time
gested standardized methodology for with the assistance of a technical aid. period (30, 25, and 10 minutes). Al-
measuring access rates for the pur- Since the technical solutions provided though in two cases the feeding time
poses of comparing direct selection and were so individualized, each will be was increased by 10 minutes, it ob-
encoding systems (3). briefly described. viated the need for salaried aid through-
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out mealtime. The arm restraint allowed
S.R. to be fed in a shorter time (17 vs 25 ACADEMIC GROUP
minutes). Reading Mathematics

Educatonal Achievement-The pri-
mary purpose for technical intervention
was to assist handicapped children to ,
reach their potential in education and
personal care skills. Five of the Project
children were in a developmental pro- . -
gram, with the remaining in an aca- e I
demic program. The developmental
program is designed to develop pre-ac-
ademic skills such as basic vocabulary
and language concepts, arm/hand and
head control, and perceptual motor skills 0

utilizing environmental stimuli and nor- 7. =o-el 7- ao-li

mal experiences. School Year
In the academic group, one student,

who is hearing impaired as well as non-
verbal, participated in a specially de-
signed language-based program coor-
dinated between the multiply DEVELOPMENT GROUP

handicapped hearing-impaired program Reading Readiness Math Matching
and the Shrine School Physically Hand- 0W *
icapped program. The remaining four too 100
children were in non-graded elementary
classes.3

In order to evaluate the educational J *

achievement of the Project children, an
examination was made of each stu- so
dent's performance in their classroom 30

from Fall 1979 to Spring 1981, the pe-
riod after which technology had been c

prescribed and secured for each child 25

complete with adequate usage training.
Student growth was compared to that
of a control group that did not have the
benefit of the intervention of technology 7-50 ac-si la-ac ac,

and other support services the Project School Year

provided. However, because of the vast
differences between the children, it was
virtually impossible to make a com- MEAN STUDENT ACHIEVEMENT DATA
pletely valid evaluation of comparative 0 Project Teach 0 Control Group
growth.

For the academic group, progress was FIGURE 2.
measured in terms of the mean growth
of children in reading and mathematical school year with a mean growth of 9 compared to the control group of 30%.
skills. For the developmental group, months as compared to 7 months for In matching numerals all students went
progress was measured by a percent- the control group of four children. In the from zero ability at the beginning of the
age of correct responses in color rec- 1980-1981 school year the mean score 1979 school year to recognizing 100%
ognition (reading readiness) and was 12 months growth as compared to of the numerals at the year's end; the
matching numerals. (See Figure 2.) 8 months for the control group. next year, the same group made 58%

Results indicate that the mean read- In the developmental group, all chil- progress in matching numerals as com-
ing achievement score for the project dren progressed during the 1979-1980 pared to 20% for the control group.
children in the academic group was 7 school year in pre-academic skills with As can be noted, the project children
months as compared to 6 months for a mean growth of 77% as compared to made significant gains during the first
the control group for the two consecu- a mean growth of 34.5% for the control year when the technology and training
tive school years. Mathematic scores in- group of five non-project children. In the were first introduced and then tended
dicate that all children in the academic 1980-1981 school year the mean prog- to level off in growth, while still per-
group progressed during the 1979-1980 ress in color recognition was 38% as forming at higher levels than the control

~ ~ -
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group. Four students from the academic ceeded by the availability of adequate the technical services within an educa-
group were mainstreamed on a part- seating support systems. In the aca- tional setting. Upon receipt of student
time basis during the course of the proj- demic study group, the final step to referrals the first essential step is a
ect Teacher interviews revealed that this mainstreaming was facilitated as a re- thorough screening and evaluation pro-
was accomplished largely as a result of suit of powered devices that allowed in- cess by a multidisciplinary team. Our
the technical devices and support pro- dependent mobility. This permitted experience suggests that an occupa-
vided to the students and teachers by transfer between classrooms within an tional therapist, a speech pathologist, the
the project staff. acceptable time frame without any spe- parent and an educator should form the

It is not evident from the data which cial assistance. Achievements in the area nucleus of the team with other special-
specific aspects (i.e., seating, commu- of personal care were particularly im- ists being available as required. A vital
nication, mobility, or ADL) of the tech- portant to the morale of the parents as part of the assessment process is co-
nical support were the most effective in they witnessed the children acquiring ordination with the child's ongoing
supporting educational objectives. Par- skills that were previously considered to medical and therapy treatment program
ent, student and teacher interviews sug- be life-long impossibilities. Reduction of to insure compatibility of management
gest that the achievement of effective staff time required to fulfill the personal goals and the receipt of the background
student-teacher communication is of the care needs of the children during the information necessary for decision
highest priority. Further, it can be de- school day was also a secondary benefit. making. Communication with the par-
duced that the functional accessing of ents and classroom teachers is most es-
communication devices is highly de- Provision of Technical Services- sential, since the ultimate plan must by
pendent on good head and trunk con- The Delivery Model law be incorporated into the child's In-
trol. This suggests that provision of Figure 3 is the generalized flow model dividual Educational Plan (I.E.P.)
communication aids should be pre- that was developed for the delivery of In general, four alternatives are avail-

FIGURE 3.
SSTUDENTI

REFEALS1O

SM EDICAL/THI APY SCREENING TAHR

TREATENT a
SERVCES ASSESSMENT

I-'
DCOMMERCIA OTTCNIA ECNIC AN DCTOALST G

+ ~ ~ O L T O .. . . . . . . . . . . . .. . . . . . . . . . .. ...RC Em l III



NIHR PROGRESS REPORTS (Univ. of Tenn.)

able to the assessment team relative to maintain student motivation and sup- increments of $1,150 for commercial,
the provision of a technical aid. These portive teacher involvement. $200 for modified commercial, $650 for
options are (i) provide a commercial de- Finally, the technical needs of most custom design devices. Further analysis
vice, (ii) provide a modified commercial children change with time. Therefore, of the graph will result in the cost fig-
device, (iii) provide a custom designed periodic re-evaluation and assessment ures for communication aids, ADL de-
device, and (iv) acknowledge that a so- of the needs is necessary to review the vices, and evaluation and training
lution does not exist within the current appropriateness of the aid relative tothe equipment for the 10 Project TEACH
resources available to the team. child's current needs. children.

The first option (a commercial device) In 1980 the National Association of The cost distribution does not include
is usually one that can be purchased State Directors of Special Education the cost of routine maintenance and re-
directly from a supplier and provided to published a delivery model, complete pair of the aids provided. Over the course
the child without any significant tech- with cost figures and listings of re- of the 3-year project, it was determined
nical support required. In most cases source facilities (5). This reference is r' -- that the cost of maintenance, local re-
this is the most practical approach and ommended reading to those considering pair, and repair of aids by commercial
therefore, as indicated in the flow chart, establishing technical resource facilities suppliers resulted in additional annual
should be the first route investigated, to serve educational environments, expenditures of approximately 10% per
Risk is diminished if access to trial aids year above the cost of the provision of
is possible so that an evaluation with Cost Distibution the aids.
the proposed aid can be carried out prior The cost of technical support pro-
to the commitment of financial vided to Project TEACH is summarized Concluding Comments
resources. in bar graph format (Fig. 4). Cost anal- The provision of appropriate technical

Failure of the "as supplied" commer- ysis was related to the five component aids within an educational setting can
cial aid to meet the needs of the child areas of technical support: seating, mo- have a profound impact on improving
leads to the two remaining technical op- bility, communication, aids to daily liv- the educational achievement experi-
tions. These options usually require the ing, and evaluation and training aids. enced by severely handicapped chil-
availability of technical resources in or- The cost within each category has been dren. in some cases, the support of
der that modifications to commercial subdivided into the following three types technical services can lead to the main-
devices can be accomplished, or that of aids: commercial, modified commer- streaming of children that otherwise
custom designed unique solutions can cial, and custom designed. would not be candidates.
be conceived and produced. If possible, Technical aids available to children The provision of most aids should be
modification of a commercial device is from commercial sources progressed preceeded by a multidisciplinary evalu-
usually the next most practical ap- rapidly during the course of the three ation in which the abilities, the poten-
proach. These modifications are usually year project. A number of the children tial, and the comprehensive needs of the
concerned with such things as wheel- in Project TEACH received custom de- child are clearly defined.
chair mountings, alterations to the input signed equipment that presently could A multidisciplinary engineering ser-
controls, connections without display be provided through commercial chan- vice team can be a most effective re-
modes, and interpretations of technical nels. To provide cost data more useful source for the selecting and providing
data from the suppliers. for planning and budgeting, the cost of specialized technical services, espe-

For reasons of cost and time delay, distribution data have been adjusted to cially those related to the provision of
custom designed solutions are the tech- reflect current (1981) commercial costs modified commercial aids and/or cus-
nical approach best reserved for the last of these devices where applicable. Al- tom designed devices.
resort. Once the modification on pro- though certain aids are now commer- Due to the need for additional head
totype design has been validated and cially available, provision is normally and trunk control, severely handicapped
the devices fabricated, they should be through professional consultant chan- children should be provided specialized
subjected to usage trials. Failure to meet nels. In these cases, cost of the aids has seating systems as a prerequisite for the
the needs at this point suggests a com- been included under the commercial provision of communication, mobility
plete reassessment of the prollem in breakdown, while the professional time and personal care aids.
light of the overall priorities and re- involved in the prescription and fitting The more sophisticated the technol-
sources of the program. of such aids has been distributed be- ogy, the more essential the need for Ii-

In all cases, once a successful device tween the modification of commercial aison personnel to explain the operation
is working under the supervision of thb equipment an the custom designed and features of each device to teachers
technical resource team, training of oth- solution. and parents. Failure to provide this liai-
ers associated with the child's daily en- The results in Figure 4 indicate that son support will almost invariably lead
vironment is the next vital step. The average seating costs per child were to rejection of the device.
importance of providing detailed in- $620, with $330, $40 and $250 distrib- Breakdowns with lengthy delays can
structions and support to educators dur- uted between commercial, modified severely interrupt a student's progtam:
ing the transition phase into the commercial and custom designed so- therefore, durability of equipment should
classroom cannot be overstressed. lutions, respectively. These costs did not be a major consideration in the evalua-
Maintenance and repair of technical aids include the wheeled base. Powered mo- tion and equipment selection process.
in a timely manner to minimize "down bility costs were the highest with an av- Repairs to equipment must be provided
time" is vitally important in order to erage of $2,000 per child, with in a timely manner to assure continuing
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AVERAGE COST DISTRIBUTION PER CHILD VS. TECHNICAL COMPONENTS
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Rehabilitation Engineering Center Low Vision Research
Smith-Kettlewell Institute of Visual Sciences Our review of fiat panel display tech-
2232 Webster Street nology for possible application to a

San Francisco, California 94115 lightweight, affordable, electronic low-
vision reading aid is now complete. A

Arthur Jampolsky, M.D., Project Director; John Brabyn, Co-Director; summary of this survey will appear in
and Deborah Gilden, Ph. D., Associate Director our 1980/1981 Annual Report, of which

published copies will soon be available.
The 6-month period to June 30, 1981, our initial evaluation of the first proto- We are now ready to purchase exam-

has seen several promising develop- type was recognition of the need for ex- pies of the most promising types of dis-
ments in our REC programs. Rather than tra reinforcement of the lower sections play for initial experimentation on a
giving an exhaustive account of devel- of the cane. The 10 evaluation proto- small scale, before beginning the design
opments in all our projects, a brief de- types would incorporate two or more of an aid using a full-sized display.
scription of the areas in which major different methods of achieving this Training
advances have been made is given reinforcement.
below. Our Technical Training Program for

blind technicians has thus far proved
Orientation and Mobility Educational Aids most successful, in terms of benefit both

Talking Signs. The present reporting Our major project in this category has to the trainees and our researchers. The
period has seen the formation of a pri- been the continuing development of the 4 blind students who have so far partic-
vate company, Love Lights, Inc., to pur- Auditory Arcade, described in earlier re- ipated in this program have received
sue the manufacturing and marketing of ports. We have now fabricated a second practical experience in electronics which
the Talking Signs Orientation System for "Problem Panel" for this device, en- is not available for them elsewhere,
the Blind. This company has redesigned abling it to be used to teach different while the interaction between the train-
the Talking Signs receiver to incorporate skills. ees and our staff have produced a num-
a wider angle of acceptance and the Our next step will be to fabricate a ber of innovative methods of electronic
ability to operate outdoors, even in talking version of this microprocessor- circuit fabrication applicable to individ-
bright sunlight. Further development and based game. uals with visual handicaps. These meth-
evaluation efforts are proceeding under ods are being published through the
a collaborative arrangement between Vocational Aids Smith-Kettlewell Technical File, with a
Love Lights, Inc. and Smith-Kettlewell During the current reporting period, view to encouraging other blind individ-
Institute REC. we have developed the use of the Smith- uals to become involved in electronic

Experiments designed to evaluate the Kettlewell Technical File as a tool for the technology.
efficiency of the Talking Signs system in dissemination of vocational aids devel-
assisting the orientation and navigation oped at our Center. Through the publi-
process for the blind have been con- cation of circuits and fabrication We have initiated two new projects in
ducted at Smith-Kettlewell. The results instructions in this magazine, we have the area of braille communications.
of these experiments indicate that the enabled many blind individuals to con- While the use of synthetic speech is be-
speech quality of the existing version of struct simple electronic aids for coming widespread, we are confident
the Talking Signs is adequate to insure themselves, that, for many applications, braille will
intelligibility, and that use of the Talking We have initiated an ongoing fol- continue to be a primary form of corn-
Sign system allows blind persons tn tiid lowup program to evaluate the voca- munication for the blind in the future.
locations in an office building faster than tional aids developed in our laboratories Consequently, we have turned our at-
does the use of raised print labels on during previous years. Of the first 23 tention to developing less expensive
doorways. users questioned in this survey, 21 were methods of braille production and the

In collaboration with Love Lights, Inc., still using the various aids and devices realization of volatile braille displays.
we are investigating the application of in their daily vocational tasks. Of the two Both of the new methods under de-
Talking Signs technology to elevator who were not, one had regained his velopment utilize different plastic ma-
speech modules. A local manufacturer sight since receiving the equipment. terials as the base upon which the braille
of elevator controls has constructed a We are now assembling a complete is printed. Details of both the ap-
prototype using our designs, and is in- catalog of vocational devices developed proaches will be contained in our 1980/
vestigating the feasibility of production. at our Center, to facilitate our research 1981 Annual Report. One of our special

utilization efforts. This catalog will con- concerns is the development of low-cost
Collapsible Cane. As a result of the tain complete details of all of the de- braille output methods for computers.

success of our prototype rigid collapsi- vices, including information as to how We have conceived a technique whereby
ble long cane, we are investigating the the device can be obtained, and will be the output from a conventional com-
possibilities of having 10 evaluation circulated to prospective users, voca- puter printer can be converted into
prototypes constructed by a local man- tional counselors, purchasers, etc. braille without modifying the printer
ufacturing company. These prototypes hardware. A prototype system is cur-
will be evaluated by selected long-cane rently being developed.
users around the country. One result of
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Rehabilitation Engineering Center A microprocessor-controlled six-

Univerza v Ljublijani channel surface stimulator (Fig. 1) was

Fakulteta za Elektrotehniko developed as a result of experiences
gained with previous multichannel

61001 Ljubljana, Trtakka 25 stimulators. A microprocessor accom-
Yuoslavia modates stimulation sequences to the

gait cadence of the patient, and also

Alloz Kralj, D. Sc., Project Director, Stanislav Plevnik, M. Sc., gives some basic statistical parameters

Miroelav Vrabid, Dipl. Ing., and Rule A6imovit, M.D., Co-directors. of the gait.

FES of Spinal-Cord-Injured Patients
-Fundamental Locomotion

This report (April 1-June 30, 1981) is Considering the results of different Patterns
a followup of the research and devel- methods of gait evaluation, no positive
opment report which appeared in BPR answer can be given in favour of the Reap. for task: A. Kralj, D. Sc.,

10-35, Spring 1981. The core area of the existence of the so-called "long-term" R. Turk, M.D., T. Baid, D. St.

Ljublijana REC is functional electrical therapeutic effects in gait caused by The wheelchair-attached supporting
stimulation (FES) of human extremities electrical stimulation. Unfortunately, the frame, which enables the patient to bal-
and of urogenital mechanisms. Institu- groups were too small, and too heter- ance and partly support himself while
tions collaborating -within the Ljubljana ogeneous in several important param- standing up and maintaining the erect
REC are: Rehabilitation Institute, the eters, to prove statistically possible sig- position by means of FES, was rede-
Faculty of Electrical Engineering and the nificant differences in the evaluated signed in Spring 1981 with the goal of
Jolef Stefan Institute at Edvard Kardelj parameters between the two groups. improving cosmesis, functionality, and
University, and the Urologic Clinic, all in However, it is evident that therapy in- stability. In Figure 2a the frame is shown
Ljubljana. This current status report in- cluding multichannel electrical stimula- while collapsed, and in Figure 2b it is
cludes only the results and achieve- tion is more intensive and efficient; shown as used by a T-5 patient during
ments of research tasks which we namely, the rehabilitation period is standing by means of FES. Next, this
believe could be of broader interest to shorter and higher levels of improve- standing frame together with the stim-
other researchers. ment can be achieved. "Short-term" ulator will be evaluated and particular

therapeutic and orthotic effects of stim- efforts made for stimulator improve-
Multichannel FES of Lower ulation are well established. ments in regard to size, electrodes,

Extremities for Gait Rehabilitation
of Parstic Patients

Resp. for task: U. Stani, D. St.,
R. A6imovit, M.D., M. Maleit,
Dipl. Ing., J. Krainik, DIpl. Ing.,
P Stronik

The results of a controlled study per-
formed during the last 2 years, compar-
ing the effectiveness of multichannel
electrical stimulation with classical
methods of rehabilitation, were ana-
lysed. For this purpose two similar
groups of hemiplegic patients (9 pa-
tients each) were formed. The rehabili-
tation process of both groups was
evaluated by different qualitative and
quantitative methods. The former in-
eluded clinical analysis of gait, evalua-
t.wn' of walking abilities, and test of O

motor functions; while the latter corn-
prised the measurement of ground re-action by measuring shoes and crutch,

measurement of goniograms of the hip,
knee, and ankle joints of both legs in
sagittal plane, measurement of stride
length and gait speed, and recording of
EMG activities over six muscle groups
of both legs. The measuring techniques
and computerized data processing were FIGURE 1.
implemented in our laboratory. Six-channel microprocessor controlled stimulator
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M0=

FIGURE 2a.
The collapsible wheelchair-attached supporting frame does not in-
terfere with the normal use of the wheelchair.

FIGURE 2b).

Patient (T-5) while standing by means of two- -,

channel FES of M. quadriceps using the W/C
attached supporting frame. ?

properties, and fixation means. ing primitive biped gait patterns in par- Functional Electrical Stimulation
In April of this year a four-channel aplegic patients suffering from complete of Denervated Muscles

electrical stimulator suitable for the FES lesion, too. Resp. for task: L. Vodovnik, D. Sc.,
of incomplete paraplegic patients was One paraplegic patient T-5 uses a S. Reberiek, M. Sc., V Valentit,
completed. This stimulator provides dif- roller-walker for support and the four- D. Sc., F Gra6anin, D. Sc.
ferent triggering possibilities and, ac- channel stimulator described. The con-
cording to the patient's voluntary control, trols for stimulation are mounted on the
can be adapted to the patient's needs. handles of the walker. The patient, while Electrical stimulation of the nervous
The second important advantage of the walking by means of FES, controls the tissue has found clinical use in a wide
stimulator is that different stimulation stimulator via hand switches and this variety of orthotic and therapeutic ap-
frequencies can be pre-set and if needed way ensures proper coordination of his plications in patients with central ner-
partly controlled by the patient. The pa- upper trunk movements and provides vous system injuries. It is generally
rameters of electrical stimulation are se- the timing (beginning, duration, and believed that the denervated muscle
lected in such a manner that flexion ending of the stimulation). Up to now, may be directly excited by a special
reflex movement of the entire leg can this patient has been able to walk more range of electrical wave-forms, all of
be evoked during the gait. This provides than 100 m on even surfaces. which elicit a non-tetanic physiological
a one-channel control of the entire response. Typical parameters are: pulse
swing-phase movement, duration of a few tens of milliseconds

Figure 3 shows the hip angif depen- and frequency from 0.5 to 10 Hz and rel-
dence of various stimulatior, parame- atively strong currents (10-40 mA). The
ters for a T-4-6 paraplegic patient. The reaction of the skin under a surface elec-
described stimulator is used for achiev- trode, however, shows a marked depen-
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dence on the parameters of the
stimulating waveforms. LB. incomplete paraplegic patient T 4 -6

The major goals of our investigations so-
are:

1. Detailed study of the phenomena
which arise from electrostimulation of
the denervated muscle; 40

2. Development of a clinically useful
functional electrical stimulation (FES)
method for a patient with lower motor
neurone lesions;

3. Optimization of eledtrotherapy for 151 304
a patient with denervated muscles;

4. New knowledge about electrophy-
siology of denervated muscle; and 1

5. Minimization of the various wave- 20 II Ust [V]
form parameters which are related to 70 80 90 100
electrically induced redness-such as r f
current and voltage levels, energy, power, 20 30 40 so
injected electrical charge, and timing
parameters of electrical stimuli. T Is]

The goal of the preliminary experi- 0,3 Q5 0,7
ments on the denervated muscle was to FE S of n. cutaneous femoris
obtain a minimum functional move- _II

ment by means of electrical excitation FIGURE 3.
on denervated muscle. Surface elec- Hip flexion angle change in relation to different FES parameters.
trodes were applied and a voltage source
of the stimulating pulses was used. The (A
results reported here present a compar-
ative study of the skin response, torque, 5
and angle of the ankle joint to four dif-
ferent waveforms: simple monophasic,
simple biphasic, chopped monophasic, tT
and chopped biphasic. Time and cur-
rent parameters have been fixed. The A - SIMPLE MONOPHASIC
current was 5 mA, pulse duration T. = B - SIMPLE BIPHASIC

30 ins, pulse frequency f = 16.6 Hz, and I(mA) (A
chopping frequency 500 Hz (Fig. 4). The 2 T
measurements were performed on 6 5 5
normal subjects and 5 subjects with
complete denervation of the muscle ti-
bialis anterior. t

The redness of skin was estimated
visually in three levels. The investiga-
tion of problems of electrical stimula- C - CHOPPED MONOPHASIC D - CHOPPED 3IPHASIC
tion for patients with lower motor FIGURE 4. Waveforms of stimuli.
neurone lesions shows some possibili-
ties of optimization of electrotherapy and
defining the FES to these patients. The
redness and the movements are related NImophyslologlsl eeIn e ations of in normal persons and patients suffer-
to the waveforms of stimulation pulses. Imrovement In the PathologIcal ing from spastic hemiplegia. Our aim is
The stimulation response was better t Motor Aclvity Due to FES and other to analyze the related mechanisms (can-

simple monophasic and simple biphasic Rehabilto Methods tral and peripheral of the neuromuscu-

waveforms. The redness was essen- Resp. for task: F Grainin, D. Se. lar system) of uncontrolled changes in
the conditions of FES application to-tially diminished at chopped biphasic It was shown that by FES of peroneal gather with the influence of the elsc-

stimulation pulses. There is also a po- nerve a motor response (M-wave) is not trodes moving, topographical changes
sibility that the generator of source constant and changes its amplitude de- of anatomical structures when the leg
stimulation pulses is current. Investiga- pending upon some phases of the gait. is in different positions, etc. Results of
present. Current research is directed to the study this research will be helpful to numer-

of M-wave behaviour using continuous ous researchers, clinicians and patients

stimulation and an off-on control of FES who are using FES. Our measurements
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are performed by using the system FEPA
10 for off and on control and simulta-
neously the AM-5 system for continu-
ous stimulation during the patients' T URNE

walking. The M-Wave is analyzed with
the help of a HP-2100 minicomputer.The second topic of this task is the --

analysis of paravertebral and abdomi-
nal muscles activity in children attend-ing elementary school. They are
frequently wearing school bags,
weighted up to 5.5 kg. The goal of this
research is to recognize different pat-
terns of motor activity and statiokine- COUCH ELECTRODES
siological changes in respect to foreseen I

possible development of bad posture
and deformation of the spine. Such rec-
ognition is important for prevention of
functional impairment and disability.

FES of Urogenital Mechanisms
(FESUM)-Design of Orthotic Aids
and Special Measuring Systems-
Electronics T

Reasp. for task: P. Suhel, D. Sc., URIN TSSU
M.Sc.

The Vagicon-X AMFES stimulator de-
sign and prototype manufacturing is FIGURE 5.

Schematic diagram of electric fluid bridge test for detection of open-completed and these stimulatorsing of urethra and objective test of incontinence.
present being evaluated in use. The col-

lected results up to now are promising
for the usefulness of the device for pro- FES of Urogenital Mechanisms: signed and successfully evaluated. The
viding patients home therapy. It is suit- Physiology, Techniques of new test allows the most simple and re-
able in cases of recurrent urge Stimulation, and Methods of liable detection of the opening of the
incontinence. Urodynamic Evaluation urethra during stress (e.g., a cough) and

Up to now the application of clinical Reap. for task: S. Plevalk, M. Sc., thus objective evaluation of incontin-
hypersuggestion for the cure of urge in- J. Janet, M.D., S. Rakovec, M.D., ence. The introduction of the urine into
continence has proved to be efficient. In D. Sc., P Vrta nik, Dipl. Ing., the urethra which may occur during
four patients the urodynamical param- L Ravnlk, M.D. stress is detected as a change in imped-
ewJ'3 have been positively modified after In the first half of the year 1981, the ance, since the urine has much greater

hve hypersuggestion for treatment. conductivity (or lower impedance) as
research in this particular subarea was compared with the tissue of the urethral'the AMFES stimulator for clinical use, directed to treatment of urinary reten- walls (Fig. 5).

with complete galvanic stimulation tion using maximal electrical stimula-
channel selection and incorporating au- tion and to development and testing of
tomatic programming possibilities is al- to n odvlpetadtsigoreayc deveopeding aoslaboratry mel. the new technique of evaluation of uri- FES of Urogenital Mechanisms--read deeloed i a aboator moel, nary incontinence using an electric fluid
Following the line of our basic studies Studies of Urodynamics and
of the urogenital mechanisms by help bridge test Evaluation of Orthotic Aids

Nonimplantable short-term maximalof EMG of the urethra and the anal electrical stimulation (MES) benefited Reap. for task: L Ravnik, M.D.,
sphincter, a new measuring system was the patients with upper motor neuron D. Sc., J. Janet, M.D., S. Plevnlk,
developed making use of refined elec- iesion having urinary retention. In the M. Sc., P Vrtatnik, Dipl. Ing.,
tronic techniques for obtaining great im- pein inary retenti the M S.. Rakove, M.D., D. S n.
provemetpreliminary study, treatment with MESwas successful in paraplegics with long- During the first part of the year 1981,
ratio of the measured parameters. Re- standing as well as recent lesions who the investigations in this subarea were
suits of these better and more accurate had not developed reflex bladders, as devoted to basic research of the effects
measuring techniques will be used later well as in paraplegics with longstanding of maximal electrical stimulation on the
in the development of our microcom- lesions who had well-developed reflex detrusor muscle in experimental
puter-controlled diagnostic system. bladders and in whom retention oc- animals.

curred afterwards. The dose response relations for ace-
An electric fluid bridge test was de- tylcholine and isoprenaline were deter-
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mined on isolated strips of the urinary From the method used, it is not possible
bladders of six control and seven stim- to draw conclusions about the nature of
ulated rabbits. these changes (increased number of re-

Electric pelvic floor stimulation pro- ceptors, altered affinity) but it is possi-
duced increased beta-adrenergic activ- ble to explain to a certain extant bladder
ity in detrusor muscle, while the activity inhibition and long-term effects of elec-
for cholinergic receptors was decreased. trical stimulation.

Rehabilitation Engineering Center Medical in Boston, Massachusetts, to in-
The Institute for Rehabilitation and Research troduce commercially and implement

the hardware of the Pressure Evaluation
1333 Moursund Avenue, Houston, Texas 77030 Pad (PEP) unit, a cushion life monitor,

and the educational/instructional mate-
Thomas A. Krouskop, P.E., Ph. D., Program Director, rials to prevent tissue breakdown. Using
Jesse H. Dickson, M.D., Co-Director, and Laura Winfrey the Tissue Pressure Management Clini-

cal Program established at the Texas
Rehabilitation Engineering Center as a

The Texas Rehabilitation Engineering The Program allows patients to par- guide, Palm Beach Medical is develop-
Center in Houston, Texas, continues its ticipate in the evaluation of new diag- ing a preventative Tissue Management
efforts to effectively manage and treat nostic instrumentation and pressure System which will provide a means for
the long term effects of pressure on soft relief materials. This participation aids making a comprehensive client evalua-
tissue which result in pressure sores. It the Center in collecting useful data con- tion and for prescribing the proper sup-
also studies materials for percutaneous cerning the functional longevity of pres- port system and health care regimen to
implants. sure relief devices and materials, the avoid tissue breakdown. This endeavor

Recognizing that soft tissue break- methods of preventing and treating will make a better comprehensive tissue
down can dramatically disrupt the re- pressure related tissue breakdown, and management program commercially
habilitation progress of spinal cord the techniques to modify existing ma- available to hospitals, institutes, and re-
injured individuals, Texas Rehabilitation terials and devices to render them more habilitation centers concerned with the
Engineering Center developed and es- capable of relieving pressure. prevention and treatment of pressure-
tablished the Tissue Pressure Manage- Rap sessions are offered to patients induced tissue breakdown.
ment Clinical Program in 1977 in an and their families instructing them in To ensure maximum reliability of pa-
effort to alleviate pressure problems for the latest methods of preventing and tient evaluations using the Pressure
the severely disabled. Located in the managing skin problems. Workshops, Evaluation Pad unit, the Center has
Medical Center at The Institute for Re- lectures, and seminars that include in- completed a second study analyzing the
habilitation and Research (TIRR), the formation on the prevention and treat- transducer pad made of polyurethane
Tissue Pressure Management Clinical ment of tissue trauma and breakdown film. Statistics from this study show that
Program provides patient-oriented ser- are conducted to train nurses, physi- the pad introduces a maximum error of
vices to the severely disabled through cians, therapists, and counselors, less than 10 mm of mercury (usually
a comprehensive program of clinic, re- about 5 mm of mercury) when com-
search, and education. Success of Clinical Program-In a re- pared to a single-cell pneumatic-type

In the clinic, patients are provided with cent Rehabilitation Engineering Center spot transducer.
services in which existing or potential update, data collected during the 5-year The Texas Rehabilitation Engineering
problems in tissue breakdown are iden- period of the Program's existence were Center is also proceeding in the devel-
tified and corrected. Through the co- analyzed to determine the success of the opment of materials for improved im-
operative efforts of physicians, Tissue Pressure Management Clinical plant-tissue compatibility. Implant
therapists, engineers, orthotists, and Program. The statistics indicate that, studies using laboratory animals have
nurses, patients receive treatment rang- prior to the Program, patients risked de- demonstrated the biocompatibility of
ing from extremely conservative to the veloping a second pressure sore at the such materials as porous vitreous car-
most dynamic. Staff members evaluate recurrence rate of 88 percent. However, bon, pyrolytic carbon, and carbon coated
patients and their problems to provide since the Program started the recurr- titanium buttons with dermal tissue.
immediate solutions such as providing ence rate of individuals developing a Preliminary findings on porous vitreous
conservative medical treatment to ex- second pressure sore has been reduced transcutaneous devices show that trans-
isting sores, positioning recommenda- to 36 percent. These statistics demon- cutaneous passage is stable for 4 years.
tions, referral for cushion evaluation, strate the successful implementation and Recent studies suggest that titanium im-
adjustment of body jackets, referral for utilization of a comprehensive, multidis- plants induce a more fibrous reaction in
surgery, etc. If the problem requires ciplinary program that significantly re- subcutaneous tissues. Further studies
more intensive study, staff members duces the risk of tissue breakdown. will determine how large a cannula or
confer to determine the best solution tube can be implanted through the skin
e.g., design of a custom pressure-relief A Commercial Introduction-Currently surface with long term stability.
device or design and fabrication of spe- the Texas Rehabilitation Engineering
cial adapted equipment. Center is working with Palm Beach
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Rehabilitation Engineering Center
Northwestern University AGE: Hips Knees

Number Percent Number Percent
Room 1441 less than 40 9 15% 0

40 - 49 3 5% 2 5%
345 East Superior Street 50 - 59 11 18% 5 11%

Chicago, Illinois 60611 60 - 69 25 41% 24 55%
70 - 79 8 13% 11 25%

Clinton L Compare, M.D., Project Director greater than 80 5 8% 2 5%ClntnL opeeMD. roec ircorT R

SEX: Hips Knees
ANALYSIS OF RETRIEVED males 26 11
TOTAL JOINT PROSTHESES females 35 33

Total joint replacement has proved to WEIGHT: Hips Knees
be a highly successful procedure for the Number Percent Number Percent

normal 27 44% 16 36%rehabilitation and restoration of persons overweight 33 54% 25 57%
disabled by severe arthritis. Total joint unknown 1 2% 3 7%
replacement (TJR) however, is not yet a 61-
perfected procedure, particularly for DISEASE: Hips Knees
joints other than the hip. Prosthesis de- Number Percent Number Percent
sign, and surgical procedures used to osteoarthritis 27 44% 29 66%

rheumatoid arthritis 7 11% 11 25%implant TJRs, continue to evolve to meet traumatic arthritis 8 13% 4 9%
perceived current or potential problems. COH 3 5% 0
Monitoring and evaluating the useful- other 16 26% 0
ness of these changes is difficult be-
cause of the lack of data on both PRIOR REVISION: Hips Knees
frequency and types of TJR failure. Number Percent Number Percent

One approach for monitoring TJR yes 15 25% 8 18%

performance is the retrieval and exam- no 46 75% 36 82%

ination of removed TJR implants. The

study of each retrieval, when coupled SYMPTOM DURATION: Hips Knees
Number Percent Number Percentwith surgical observations at the time less than 1 yr 48 79% 27 61%

of arthroplasty revision, and the clinical 1 - 2 yrs 11 18% 12 27%
history of the patients, can yield de- greater than 2 yrs 2 3% 5 11%
tailed information on the in vivo func- 6T

tion of the implant and the conditions
which leJ to its ultimate removal. TABLE 1.

General patient data.

Materials
Over a period of 6 years, 130 2 UHMW polyethylene tibial compo- protocol followed for each patient was

prostheses were retrieved, including 75 nents. Results from a close examination that all pertinent medical records and X-
hips and 52 knees; all were removed for of the data on these particular 61 hips rays were reviewed by a member of the
clinical failure. The original participants and 44 knees are presented (Table 1). project team, usually a biomedical en-
of the study were six surgeons associ- The specific prosthesis types are given gineer, who, when this was practical,
ated with the Northwestern University in Table 2. attended removal surgery to record all
Medical School Hospitals. The study was Of the 61 hips, 44 (72%) were origi- surgical findings. When possible, the
then gradually expanded to encompass nally implanted by the participating sur- patient was later interviewed to com-
eight hospitals in Metropolitan Chicago geon, 16 (26%) were referrals, mostly plte the medical history.
area with 21 contributing surgeons; no from the Chicago area, and one case Data from all medical records and
new contributors have been added since was of uncertain origin. Of the 44 knees, analyses, summarized on the cooing
1978. The surgeons agreed to contribute 26 (59%) were originally implanted by forms, are transferred to magnetic tape
all removed components so that, to the the participating surgeon and 18 (41%) for storage and later computer analysis.
best of our knowledge, all the TJRs re- were referrals.
moved by these physicians during their Mthdsus of Remo
participation are included. Cause of Removal-The most frequent

Of the 130 prostheses, 61 hips were The study of the removed compo- cause of total hip joint revision was idi-
of the type made up of a metal femoral nents included (i) examination of pa- opathic loosening of one or more of the
component and an ultra-high-molecu- tient medical records, (ii) analytical prosthetic components, Table 3. One
lar-weight (UHMW) polyethylene aceta- review of patient roentgenograms, (iii) third of all the removed hips were so
bular component In addition, 44 knees observations at the time of revision sur- classified. The other major causes of
were of the type where 1 or 2 metal gery, and (iv) postoperative examina- total hip removal were trauma (21%) and
femoral components articulate on 1 or tion of the removed components. The sepsis (15%). latrogenic factors were re-
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sponsible for only 11% of the revisions.
By contrast, one third of the total knee NUMBER OF CASES: hips - 75

revisions were performed for iatrogen- knees - 52
ically induced reasons. The other major other - 3

reasons for total knee removal were

idiopathic loosening (30%) and trauma PROSTHESIS TYPE:
(11%). HIPS KNEES

The knee joint is an anatomically in-
tricate joint, consisting of three separate Aufranc-Turner 19 Duo-Patel 1 ar 5
articulations, multiple constraining lig- Charnley 4 Geomedic 28

Charnley-Muller 36 Marmor 5
aments, and complex geometries. The T-28 1 Polycentric 2
relationships between the multiple knee CAD 1 St. Georg Sled 2
motions of rotation, antero-posterior Total Condylar I

UICI 1sliding and flexion-extension, and knee -C

joint structures are not yet fully under-
stood. Accordingly, knee joint prosthesis McKee-Farrar 7 Others 8

Others 7design is a somewhat imprecise art with 7 __
new designs and surgical procedures
continually evolving. All these factors
are reflected in the high incidence of TABLE 2.
technical problems leading to total knee
revision.

Time Between Surgery and Revision-
The total time period, grouped by years, PRIMARY PREOPERATIVE INDICATION FOR REMOVAL OF TJR:
for which the prostheses were im-

Hips Knees
planted before removal is plotted in Fig- Number Percent Number Percent
ure 1 for hips and knees. Both loosening with pain 35 57% 20 45%
histograms seem to indicate a greater pain only 1 2% 12 27%
portion of the removals occurred within sepsis 8 13% 4 9%

dislocation/subluxation 9 15%' 5 I1W
3 years after the original arthroplasty. bone fracture 1 2" 1 2%
However, if the removal cases which prosthesis fracture 7 12% 1 2%
were prejudiced toward early failure at other 0 1 2%

the time of surgery, namely those cases 44

involving early sepsis or technical prob- REVISION PROCEDURE:

lems, are eliminated, the rate of total hip
removal appears to be approximately Number Percent Number Percent

constant for at least 8 years. In particu- replace component 34 56" 14 32,'
lar, there is no increasing loosening rate new prosthesis 17 28K 21 487
with time. suction-irrigation 6 10% 3 7%

pseudo-arthrosis 3 51" 0
On the other hand, the incidence of arthrodesis 0 5 11%

total knee removal remains elevated for other 1 2% 1 2,'
the initial 2 or 3 year postoperative time 61 44
period even after the iatrogenic and SUMMARY, REASONS FOR TJR REMOVAL:
early-sepsis cases are removed. Thus,
total knee patients may be at increased Hips Knees
risk of joint failure during the short-to- Number Percent Number Percent

iatrogenic 7 11% 14. 32T
intermediate postoperative time period, sepsis-early 4 7% 2 5%
There were insufficient total knee cases sepsis-late 5 8% 1 2,
retrieved after long-term use to be able trauma 13 21, 5 11

idiopathic loosening 20.* 33' 13. 30
to make any predictions on the long- prosthesis fracture 6 10' 1 2'
term survival rates of knees, although pain only 2 31 3 7'
no evidence of any upsurge of late Ioos- other 3 5>,  5 ll
enings was observed. 6T 4_

Total hip replacement has remained . 2 early sepsis listed as iatrogenic
relatively unchanged with regard to ** 1 prosthesis fracture listed under trauma
overall design concept for the past de- *** 3 prosthesis fractures listed under idiopathic

cade, and substantial numbers of pa- loosening

tients have been receiving total hip
arthroplasty at least since 1972. Thus, TABLE 3.
the rate of hip removal is probably not Summary clinical data for retrieval patients.
influenced by recent rapid changes in
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30 O all cases the total hip population. However, the
number of patients receiving total kneeA early sepsis and iatrogenic cases replacement has been rising in recent

deleted
25 years. The lack of long-term total knee

data is, in part, a reflection of the rela-

20 tively few patients with total knee ar-
throplasties of long duration.

10 HIPS

15 - Loosened Interface and Loosening0

Etiology-The loosened interface var-
1ied with prosthetic component. Since

this observation may be important in
understanding the etiology of the failure
process, the nature of the failed inter-
faces were recorded. Interface failure

0- was classed as one of three: (i) bone-
cement interface only, (ii) cement-con-

01 2 3 4 p 6 7 10
Years in Use ponent interface only, and (iii) at both

interfaces. The results are shown in
Table 4.

30 O all cases A significant observation from these
A early sepsis and iatrogenic cases data is that all (29/29) loose total hip

25 - deleted femoral components were loose at the
cement-component interface. This find-

20 ing is at odds with the data for the other
three components which were loose
more frequently at the bone-cement in-

' 15 KNEES terface and less often at the cement-
e 4. component interface. The m ost fre-

0 quf nds fentl attecmight-

10 quently observed failed interface might
S\.be expected to be the one which failed

first. If failure occurred first at the bone-
5 cement interface, which in turn led to

cement-component interface failure, a
0 1 significant number of failures only at the

0 1 2 3 4 5 6 7 8 9 10 bone-cement interface should be seen.
Years in Use The implication of this observation is

FIGURE 1. that the hip stems are failing first at the
Symptom-free time period of TJR use. cement-component interface and that

this is the weak element in the system.
This implication does not have direct

LOOSENED INTERFACES data to support it; other processes are
possible. However, it agrees with other

PMMA- studies which show that failure of this
COMPONENT BONE-PMMA COMPONENT BOTH NOT LOOSE interface leads to high PMMA cement

stresses, implying subsequent PMMA
HIP- 0 20 9 18 cement fracture and bone-cement inter-

FEMORAL face failure. This observation also sup-

HIP- 4 3 4 36 ports the need for more research on this
ACETABULAR interface regarding failure processes and

prosthesis design.

KNEE- 7 1 1 22 Another observation from this data is
FEMORAL that the metal femoral components of

the knee rarely loosen, and that when
KNEE- 12 4 10 10 they do (or when a firmly fixed com-

ponent is removed) the PMMA cement
47 ASEPTIC HIPS is firmly fixed to the component and
36 ASEPTIC KNEES there is no PMMA fracture. This obser-

vation implies that if the PMMA cement
TABLE 4. remains fixed to the metal, there will be
Loosened interfaces of aseptic retrieval remn frature
cases. no cement fracture.
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The converse is observed with the Rehabilitation Engineering Center
UHMW polyethylene components, i.e., University of Virginia
the acetabular cups and the knee tibial
components. Although there were sev- PO. Box 3368, University Station
eral cases where only the bone-cement Charlottesville, Virginia 22903
interface failed, the more frequent ob-
servation in these cases was failure at Warren G. Stamp, M.D., D. Sc., and Colin A. McLaurin, D. Sc., PE.

both interfaces with pieces of PMMA
cement remaining firmly fixed to both MOBILITY RESEARCH
bone and component. This situation im-
plies cement fracture without total fail- Wheelchair Propulsion Studies These two devices, operating simulta-

ure of cement-component interface and Task leaders, Clifford E. Brubaker, neously under microcomputer control,
perhaps even without total failure of the Ph. D., Gregory B. Shasby, Ph. D. should provide biomedical analyses
bone-cement interface. Thus, either fail- previously unavailable for wheelchair
ure of the bone-cement interface or ce- The task objective is to determine the propulsion.
ment fracture is more likely to be the conditions for optimum efficiency and
initial factor in the loosening process in effectiveness of wheelchair propulsion Microcomputer-Based Paper Transport
these cases. for the various populations using wheel- Mechanism

chairs. These include type of propulsion Task leader, James H. Aylor, Ph. D.
Summary system (lever, rim, crank), position of

Our implant retrieval program has the system interface relative to size, and The purpose of this project was to
inherent problems of a retrospective proportion of users. Limitations includ- design a system capable of aiding the
study and data collection from multiple ing the effects on maneuverability posed handicapped programmer in handling
institutions. Results of high statistical by the various propulsion systems for large amounts of computer printout.

significance are difficult to obtain. Also, different populations are also Specifically, a low-cost system of hard-
retrieval studies cannot give absclute considered. ware and software was developed to

failure rates, since the patient popila- A static lever device will be used to provide for moving the printout back and
tion from which the sample is drawn is study the interplay of lever length and forth between critical locations, while

unknown, but TJR failure modes and spinal lesion level on isometric lever- requiring that the only user input be

their relative rate can be determined, pushing at each of a range of positions. through a mouthstick-operated key-
Finally, not all implants which may be The incorporation of the EMG telemetry board. A prototype was built and is being

classified as clinical failures come to re- equipment, recently acquired, will offer evaluated. No future work is planned on
moval so that retrieval studies do not evaluation of muscle function and this project, but we feel that the overall
monitor all failure modalities, thereby provide useful information with scheme applied to the paper handler

Nevertheless, retrieval analysis pro- regard to the variation in prime movers could very well be extended to book

vides an efficient means of obtaining as a function of lever length, arc length, page-turners in the future.
detailed information on the in vivo be- and lesion level. Next will be a study of
havior of implants, particularly the failed the effects of hand supination and pron- Electric Wheelchair Control System
implants, which are of greatest interest, ation on predicted propulsive power, as Task leader, James H. Aylor, Ph. D.
and is a good means of monitoring and well as the effect of lever shape. In the
evaluating the failure modes of TJRs in latter case, the current data should give The objective of this project was to
use. an indication of an optimal lateral dis- develop an electronic controller for an

tance between lever handgrips. Plainly, electric wheelchair with the central ele-
the lateral distance between the handles ment of the controller being a commer-
and the lateral distance between the le- cially available microcomputer. The
ver mounting points on the drive mech- principal advantages of using a micro-
anism need not be the same. The levers computer were (i) reduction in the num-
could be bent either towards or away ber of components required, and (ii) the
from the mid-sagittal plane. Thus, it will extensive flexibility that was provided
be necessary to assess what effect var- by the resulting system. Also investi-
ious bent positions might have, first in gated is the application of digital trans-
terms of isometric lever pushing, and ducers to the design of joysticks for
then in terms of dynamic activity, wheelchairs. The advantages of this as-

Once the static tests have reached pect of the project are (i) that digital
fruition and the results have been in- trinsducers are normally wear-free, and
corporated into a lever drive design, dy- (ii) the normally required analog-to-dig-
namic testing will be launched. These ital conversion process for the micro-
studies will center on the valuation of computer may now be eliminated.
metabolic efficiency. Incirporated into A very flexible wheelchair controller
these studies will be the EMG telemetry has been developed and future research
system and a motion analysis system. will be geared towards utilizing the full
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potential of this controller. Automatic The intent of this work is to predict chair, a lever propulsion system, and the
battery monitoring is already being in- the power and torque necessary to pro- beach wheelchair.
vestigated, as is the potential of sophis- pel a manual chair over a particular sur- Wheelchair design will become an in-
ticated automatic guidance and auto- face at varying velocities. Torque and creasingly active part of the University
matic collision-avoidance techniques. power are mainly influenced by the type of Virginia program, working closely with

One problem that will need to be in- of wheels used on the wheelchair. Once industry. Specific activities are planned
vestigated in future research is that of the simple wheel/surface rolling resis- as follows:
fault detection and fault tolerance of the tance equations are modeled, more 1. NASA Langley cooperation project.
microcomputer systems. generalized situations such as power/ A cooperation project with NASA Lan-

torque necessary to negotiate building gley is in the planning stage. The com-
Electric Wheel ramp entrances and to cross streets can puter analysis methods and the

be simulated on a computer to optimize composite materials experience of NASA
Task leader, J.J. Kauzlarich, Ph. D. patient utilization, and Hercules Corp. will be utilized in

T Three different types of drive wheels developing stronger, lighter wheel-mth, otransiesiso an elee trfic in will be evaluated over four surfaces: (i) chairs. As an initial step, the airchair will
Solid tires (spoked wheels), (ii) Pneu- be used as an example with manufac-

the hub of a powered wheelchair wheel. matic tires (spoked wheels), and :iii) turing as the realistic goal. If this indi-
One of the goals is higher efficiency Solid tires (magnesium wheels). cates the effectiveness of a cooperative
through the use of a new type of disk The surfaces to be investigated will program, then the process will be ap-
motor, include concrete, tile, pile carpet and plied to a wheelchair design for the ma-

All of the tests so far show that the
electrical wheel of the Mark I design shag carpet. The pneumatic tire pres- jor market, possibly using the

sure will be varied at 70, 50, 30 and 20 grasshopper or some other innovativedemonstrates the advantages for the psig. The speed ranges will vary from configuration.
demsign.rAardes ighadv s fohen 0 to 6 kmimin. The patient weight to be 2. Sidewinder. Kinetic Concepts, of Sandesign. A Mark 11 design has been con- added to the chair weight will range from Antonio, Texas have acquired the North
sidered which will significantly reduce 400 to 1,000 N over 200-N increments. American rights to the Swedish wheel
the costs of the motor. Assuming suc- The chair frame and front casters will concept that allows a wheelchair to
cess with the Mark I design, and dem- remain constant throughout the test. The move in any direction. The design is
onstrated interest by the wheelchair alignment of the wheels will be moni- based on four independently powered
community, we plan to consider imple- tored and corrected if necessary. wheels each with eight free-turning roll-menting the Mark 11 design. A second study will be performed on ers set at 45 degrees around the rim of

Due to the cost of the SmCo, per- the front caster wheels. Pneumatic and the wheel. Discussions are now under
manent magnet material, which has solid tires will be studied, with the rear way to formalize a plan whereby the
been severely affected by the rising price wheels remaining constant. An in-depth University of Virginia Rehabilitation En-
of cobalt, it would be most beneficial topursue a Mark II version of the electric study and comparison of all data will be gineering Center will work with Kinetic
whese mt at hasion ofthe vluei made. Concepts in the design, development,
ofee mnet matrial. hs ill hape i Also a study is being made on the and evaluation of a wheelchair embody-of magnet material. This will happen if dynamics of wheelchairs with soft sus- ing this concept.the poosal isebaed onau a higra- pension systems. The two important 3. Grasshopper. This chassis configu-
The proposal is based on using a gyra- elements that are being studied during ration appears to be meeting the majortory gearbox with a ratio of 22:1 plus a this analysis are ride quality and pro- design requirements. The next step is
4:1 epicyclie o nput stage, at a motor pulsion efficiency. to build a folding model, based onspeed of 10,j20 r2vmin. The epicyclic Design parameters will be optimized sketches that have already been made.unit is needed because, although a gy- and centered on propulsion efficiency When the model(s) are satisfactorilyratory unit alone could provide a ratio and ride comfort. A computer-based made, user testing will be initiated. Fur-
of 88:1, it could not tolerate this high an analysis will be performed and critical ther concepts have been considered
input speed. chair parameters will be indicated. whereby the weight distribution will be

The overall weight is considerably re- atmtclycagdt piiecr
duce, te pemannt agne voumeautomatically changed to optimize curb

duced, the permanent magnet volume Wheelchair Design climbing without sacrificing level ground
is 28% of the Mark I value, and the ar-

mature resistance is reduced to 22% of Task leader, Colin A. McLaurin, Sc. D. traction and performance. Working
models of this concept will be made forthe Mark I design. A similar reduction in The objective is to develop, construct, testing.the 12R power loss is anticipated. and demonstrate design concepts for 4. Lever Drive. The present model will

wheelchairs. Promising design are pur- be completed and mounted on a wheel-
Wheelchair Dynamics sued through various changes and pro- chair for testing. Further development

Task leader, John G. Thocker, Ph. D. totypes until significant advantages can will be based on the results.
be shown. It is then hoped that they can 5. Beach Wheelchair. Development of

This study involves the collection of be made commercially available by this item will continue to decrease the
information on the forces influencing working in cooperation with manufac- cost and enhance performance and du-
wheelchair motion and power turers. Four specific design problems are rability. When levers are available (see
requirements. under investigation, the center of grav- 4 above) these will be tried.

ity wheelchair (grasshopper), the air- 6. Dynamic Brake. Hub brakes, based
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on Sturmey Archer bicycle brakes, will which achieves a doubling or tripling of been developed in rehabilitation engi-
be fabricated to test the concept. strength after a few hours of "aging") or neering for both engineers and persons

other non-metallic materials as compet- from other disciplines involved in reha-
itors to the present stainless steel and bilitation engineering activities.

SPINAL RESEARCH Vitallium wires used in assembling a The objectives of the present dual-
construct. track 5-year graduate traineeship pro-

Spinal Cord Monitoring gram at the University of Virginia is to

Task leader, Steven I. Reger, Ph. D. attract and train a minimum of 35 stu-
COMMUNITY RESEARCH dents with engineering and clinical sci-

The objective has been to develop the ence backgrounds in the general field of
equipment and techniques for monitor- Community Engineering Program rehabilitation engineering. Particular
ing the electrical activity in the spinal Task leader, Ronald C. Gordon emphasis will be placed on practical
cord. Spinal evoked responses will be training through internship activities at
used in the operating room and in clin- Note: This task is primarily supported the University of Virginia Rehabilitation
ics to show changes with spinal cord by grants from the Common- Engineering Center. Field experience is
obstruction and other trauma. wealth of Virginia's Governor's available at the Woodrow Wilson Re-

Work has begun to assemble, test and Employment and Training habilitation Center and the University of
begin to operate the spinal cord moni- Council, Employment Commis- Virginia Children's Rehabilitation Center.
toring instruments for intraoperative use sion (CETA Division), and De- Students participating in the program
at the University of Virginia Hospital. velopmental Disability Unit. will complete a 2-year program of study
Work will continue to quantitatively de- In the Spring of 1979, the Community organized to provide sufficient engi-
scribe the effect of spinal cord contu- Engineering Program (CEP) was estab- neering and clinical background neces-
sion, compression, cooling and nerve lished to design, establish and optimize sary to permit graduates to enter
root block on the evoked responses in a demonstration rehabilitation engi- employment in the field of rehabilitation
the cat. neering system at the community level, engineering. Students will take existing

It was proposed that the engineering graduate courses offered by the De-
Spinal Stabilization technology services be offered through partment of Mechanical and Aerospace

Task leader, Owo-Jaw Wang, M.D. local organizations. It was envisioned Engineering, Electrical Engineering, and
that once the program was established, Biomedical Engineering in the School of

This project has presently empha- continuous re-evaluation and research Engineering and Applied Science. In-
sized static flexion tests of canine cerv- would optimize the model system for ternship and thesis activities will be
ical spines. Our ultimate oblective is to increased positive impact, minimum conducted through the Rehabilitation
conduct mechanical load tests on re- cost, and efficiency of operation. Engineering Center. Graduates of the
constructed cadaver cervical spines Be- The identification of the disabled pop- program will obtain a Master of Science
fore testing cadaver specimens (of ulation and the needs assessment study or Master of Engineering degree in one
limited availability). this research will fo. in the target community is expected to of the engineering fields, with emphasis
cus on other facets of spinal stability in be completed in fiscal year 1981 After on boomechanics and rehabilitation
order to converge on the critical aspects completion of the study, the registry of engineering
of spinal stability. To that end, we pro the population will be maintained and
pose to: updtated so that I will t available for

1. Improve our data collection and re future research Rehabililtion Engineering Practice
cording techniques by developing an on Small pilot service projects will con Task leader, James R. O'Reagan, M.S.
line capability of recording and display tinue to be operated in fiscal year
ing the data from the mechanical load 1981-82 contingent on availability of Rehabilitation Engineering Practice
tests. funding sponsors The purpose of these serves as a mechanism by which Re-

2. Examine the fatigue capability of pilots will be to develop procedures for habilitation Engineering graduate stu-
the constructs (simulate one year of a assessing needs of individuals for en dents participate in clinical practice. This
patient flexing his neckl to determine if gineering technology and acquiring data endeavor provides customized engi-
cyclic stress on the various constructs on potential community and agency neering for rehabilitation needs for the
produces a different pattern of relative support structures for the handicapped physically disabled and serves as a nu-
strengths from those recorded from cleus for a comprehensive rehabilitation
static tests. engineering service program on a fee-

3. Continue static tension tests on the EDUCATION AND PRACTICE for-service basis.
wire loops used in some of the fixation During the summer months, the grad-
procedures to obtain baseline data con- Rehabilitation Engineering Education uate engineering students were in-
cerned with the metal grade and size of Task leader, John G. Thacker, Ph. 0. volved in approximately 23 client cases.
wire used as well as the strength of the Under the supervision of a staff engi-
wire-tying procedures. Note: Th;., .. funded separately by neer, the students participated in prob-

4. Possibly examine the feasibility of a grit liom NIHR to the De- lem solving whether it was report
using other metals (i.e. age-hardening partment of Mechanical and consultations or device fabrication and
coated aluminum that would be kept in Aerospace Engineering. subsequent fitting. The approach to this
a very pliable state during surgery but Formal educational programs have effort took the commonly used ap-
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proach that commercially available porated of Nashua, New Hampshire. The structed by Yankee Engineering Co., Inc.
equipment was recommended when- Staircat Wheelchair was designed pri- of Baltimore, Maryland, under Rehabil-
ever possible as the first course of ac- marily to be used by paraplegics to itation Engineering Center supervision.
tion. The second choice was to modify overcome their inability to climb stairs The treadmill was placed in operation
a commercially available item and, if both within and without their living during September, 1980, and initial test-
neither one of these choices were avail- environment. ing of the first powered chair with a 200
able, design and fabricate a custom The purpose of the investigation has lb. load has been highly satisfactory. So
device, been to evaluate the wheelchair's suit- far, studies have been carried out on (i)

Rehabilitation Engineering Practice ability both as a stair climber and as a rolling resistance, (ii) castered wheel
has established a fee for rehabilitation standard wheelchair-from functional, flutter, and (iii) effect of a bump on ride
engineering consultations, and design safety, and acceptance point-of-view. The acceleration and shock with and without
and fabrications in the areas of seating, ultimate goal was to collect mechanical a seat cushion. Future studies will in-
mobility, communications, daily living, and metabolic efficiency data, perfor- clude (i) range per battery charge, (ii)
school and job applications, home mod- mance data, and paraplegic user overall efficiency, (iii) speed under load,
ifications, and medical devices. impressions. and (iv) stall thrust.

This direct service to clients will con- The Staircat Mark IV prototype was Future plans involve testing the avail-
tinue to keep the REC staff in touch with found to be somewhat mechanically and able powered wheelchairs for rolling re-
the disabled and their specific needs. metabolically inefficient, unreliable in its sistance, efficiency, speed, etc. Also, the

stair-climbing performance, and ques- test procedures will be modified and re-
tionable as a standard wheelchair. If the fined toward simplicity and

EVALUATION Staircat can overcome its deficiencies it reproducibility.
will attract a potential market of con-

Battery Testing sumers who desire a second wheelchair Access to the Skies
Task leader, J.J. Kauzlarich, Ph. D. that can climb stairs. Task leader, Colin A. McLaurin, Sc. D.

The objective of this task is to estab- Orthoses In response to government regula-
lish typical demand cycles for electric Task leader, Steven I. Reger, Ph. 0. tions concerning accessibility for the
wheelchairs and to test batteries de- disabled, the airlines and the aircraft
signed for powered wheelchairs. A simple adjustable orthosis to pre- manufacturers are examining varicus

An electric wheelchair has been in- vent (or help correct) contractures at the means for conveying disabled persons
strumented with a recording wattmeter, elbow has been designed and proto- into aircraft and, while on board, pro-
inclinometer (grade meter), and tach- types fabricated in three sizes for use by vriding access to lavatories. The "Access
ometer, and has been operated over a therapists. to the Skies" program is headed by Re-
number of typical days of use to estab- The usefulness of the elbow exten- habilitation International and TARC 218-
lish simulated demand cycles. The sim- sion brace is now being evaluated by 2, a committee of aircraft manufactur-
ulated demand cycles are played back the Occupational Therapy Departments ers appointed for this purpose. A tech-
through a pulse-width-modulated at Rehabilitation Institute of Chicago, nical advisory committee, with Colin
wheelchair type controller into a suit- Harmerville Rehabilitation Center (Pitts- McLaurin as chairman and including en-
able load. The discharge and charge burgh), and Craig Hospital (Denver). gineering and rehabilitation experts from
cycle are monitored to establish battery several countries, reports to both these
performance. Powered Chair Performance Testing groups. The role of the University of

Task leader, J.J. Kauzlarich, Ph. D. Virginia Rehabilitation Engineering Cen-
Foam Block Seating ter is to introduce new concepts in
Task Mader; Colin McLaurin, Sc. D. The objectives for this task are to es- wheelchair design and to formulate and

tablish performance criteria for pow- to assist in evaluation procedures.
The objective is to clinically evaluate ered wheelchairs. The University of Virginia wheelchair

the foam block seating from Tumble A set of standard tests to determine and sliding toilet seat are currently being
Forms. This design originated with UVa the operating characteristics of pow- evaluated at Boeing in a mock-up of their
REC; but all fabrication and product de- ered wheelchairs will be established, new 767.
velopment is now undertaken by Tum- These tests will determine electrical ef- Complete details of the aforemen-
ble Forms who will eventually ficiency, rolling resistance, turning radius, tioned projects are available from this
manufacture and market the product if etc. A wheelchair route will be used to REC.
the evaluation proves to be positive, determine subjective performance char-

acteristics such as stability, braking,
Stalrcat Evaluation holding, ease of control, etc. A variety
Task leader, Colin McLaurin, Sc. D. of terrain will be used to determine such

things as control on wet grass, sand,
Since July 1979, a multidisciplinary etc.

team has been conducting a 1-year Laboratory measurements of pow-
evaluation of the Staircat Mark IV Pro- ered wheelchair performance are con-
totype Wheelchair, a stair-climbing ducted on a slider bed conveyor
wheelchair produced by Staircat Incor- (treadmill) specially designed and con-



177
Bulletin of Prosthetics Research BPR 10-36 Fall 1981

FIGURE 1. FIGURE 2.
Multipolar ring magnet (on left) is mounted on drive motor shaft. Magnet-sensor assembled onto wheelchair motor and frame. Guard
Hall effect velocity sensor (on right) is shown mounted in proximity prevents magnet and sensor from being struck by road debris.
to the rotating magnet.

Rehabilitation Engineering Center control of their environment. A proto-
New York University Medical Center type voice-controlled programming sys-

tem has been developed to make
Institute of Rehabilitation Medicine programming easier for the severely
400 East 34th Street, New York, N.Y 10016 handicapped. The system is now

undergoing clinical evaluation. See
Joseph Goodgold, M.D., Director, Vocational Rehabilitation of the Figure 3.
Myron Youdin, M.E.E., and Severely Disabled: Voice Controlled
Theobald Reich, M.D., Co-Dir. Computer Programming (New Evaluation of Electronic Self-Help

Research) Devices for Use by Severely
G. Markowsky, IBM Watson Research Disabled Persons

Pneportina Bedh) oCenter, M. Youdin, T. Reich, Ruth Dickey, M.A., O.T.R.
Pneumatic (Breath) Control System NYU Medical Center T
for Powered Wheelchairs with The purpose of this project, begun in
Automatic (Closed Loop) Speed Speech recognition technology has October 1974, is to conduct comprehen-
Control (New Research) developed to the point where many ac- sive clinical evaluation of selected com-

M. Clagnaz, B.E.E., H. Louie, A.A.S., tivities can be controlled by voice. In re- mercially available electronic assistive
and M. Youdin, M.E.E. cent years, this technology has been devices on a long-term basis, in order

used to help the disabled achieve better to determine their usefulness for diag-
An automatic (closed loop) speed

control compatible with the IRM pneu-
matic (breath) proportional speed con-
trol for powered wheelchairs has been
developed. The system enables a se-
verely disabled user to vary the speed
of the chair over its entire range, and to
maintain any speed while travelling up
or down sloping terrain. The system is
adaptable to all powered wheelchairs
utilizing permanent magnet motors. The
rotary speed signal to the feedback loop
is produced by Hall effect sensors. No
mechanical linkage is required between
the rotating drive wheel and the sensor.
See Figures 1 and 2.

FIGURE 3.
A severely disabled patient being taught APL language.
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nostic populations of persons with se- powered door openers, electric page Evaluations are conducted in the oc-
vere physical disabilities. Various turners, and alphanumeric communi- cupational therapy electronics labora-
diagnostic populations are included in cations aids. New devices under evalu- tory, in various rehab. center locations,
the sample with primary emphasis on ation reflect microprocessor technology at bedside, home, school and job-site.
individuals with high-level spinal cord for telephone and environmental con- Current data collected on equipment
injuries and progressive neuromuscular trol including Prentke-Romich ECU-3, advantages and disadvantages and any
disorders. Basic Telecommunication Corp. cost-benefit relationships are available

Seven general categories of elec- AbilityPhone, and MED MicroDEC. The for any single device or device cate-
tronic assistive devices are currently evaluation of alphanumeric format-aids gories by writing to Project Co-ordina-
under evaluation: environmental con- now includes computer-assisted word tor, RR-310.
trots, electronic telephones and con- processing and text editing for applica-
trots, mobility controls for powered tion to the personal and vocational writ-
wheelchairs, audio recorder controls, ing needs of the severely disabled.

Rehabilitation Engineering Center 10-35. These tests were performed on
Case Western Reserve University 73 muscles in 46 subjects.

Cleveland Metropolitan General-Highland The results of the excursion studies
were reported in the previous report.

View Hospital, Department of Orthopaedics The length-tension characteristics of
3395 Scranton Road, Cleveland, Ohio 44109 a muscle showed differences from sub-

Charles H. Herndon, M.D., Project Director ject to subject and from muscle to mus-
cle. The brachioradialis muscle usually

The activities of the Rehabilitation En- neering R & D program, and the current was measured after soft tissue dissec-
gineering Center at Case Western Re- status is detailed elsewhere in the Bul- tion. This muscle showed active prop-
serve University are directed toward letin (See "Development of Upper-Limb erties which were generally quite flat
restoration of function in patients with Orthoses Employing Electrical Stimula- over a 15 mm length centered approxi-
mobility disorders. Studies are directed tion" under VA RER&D Service mately 5 mm longer than the reference
toward development of a program for Programs). marker. IThe reference marker is the
evaluation of the control of movement point of tendon cut, and is described in
and restoration of upper extremity func- 2. the methodology).
tion involving tendon transfer, func- Restoration of Upper Extremity Func- The pronator teres muscle showed
tional electrical stimulation, sensory tion through Tendon Transfer length-tension characteristics similar to
augmentation, and command control Principal Investigators: the brachioradialis. Six of seven mus-
signal generation. Mobility studies in- P. Hunter Peckham, Ph. D. cles demonstrated flat active properties
clude development of control sources Alvin A. Feehfer. M.D. over at least a 10 mm length.
for powered wheelchairs, and evalua- Michaef W Keth, M.D. The flexor carpi radialis muscle
tion of the therapeutic effects of func- showed a more peaked length-tension
tional electrical stimulation in gait. Tendon transfer provides a viable curve. In three of five muscles studied,

means of restoring motor control to par- there was a peak at the reference point,
1. alyzed limbs. The purpose of this study and in one muscle at 5 mm longer than
Restoration of Upper Extremity Func- is to investigate techniques for improv- that point.

tion through Functional Electrical ing upper-extremity function in spinal The extensor carpi radialis longus
Stimulaton cord injury patients through the use of muscle was similar to the FCR. Each of

PincIl Investigators: tendon transfers. We are presently mon- four muscles had a peak active force
R. Hunter Pecitham, Ph. D. itoring function of the transferred mus- curve, with three muscles peaked at

cle during surgery to establish proper 5 mm longer than the reference lengthMichael W. Keth, M.D. functioning of the transferred muscle and one peaked at the reference point.

tendon unit, and monitoring changes in The posterior head of deltoid showed
These studies are the core area of re- the activity patterns of the muscle fol- generally quite flat active force charac-

search in the center. The purpose of the lowing the transfer. teristics. A slight peak occurred at 15 mm
project is to develop and evaluate sys- beyond the reference length or longer
tems employing functional electrical itreoperative monitoring of muscle in four of eight muscles, at 20 mm or
stimulation to provide control of hand properties. The intreoperative monitor- longer in three muscles, and 5 mm in
movement. Eight quadriplegic subjects ing of muscle properties is an ongoing one muscle.
with C-5 or C-6 level motor function project. The purpose of this project is to The following procedure is used to
continue to be involved in outpatient evaluate the available excursion and establish the correct muscle length at
evaluation of these systems. These length-tension properties of the muscle- surgery. It incorporated the results of the
studies are being performed in conjunc- tendon during tendon transfer surgery. excursion and length-tension measure-
tion with the VA Rehabilitative Engi- The methodology was reported in BPR ments as determined intraoperatively
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The required excursion is measured by contractile strength (pinch or elbow ex- responses on the amplitude of a torque
moving all joints across which the trans- tension), and myoelectric activity of the disturbance and the initial values of
fer will act through the full range of mo- principal muscle under study and its sy- torque and angle are presently being
tion. Secondly, the available amplitude nergists and anatagonists. studied. Torque, angle, and EMG are re-
of the motoring muscles is measured. Through these studies, we expect to corded as a function of time-before,
The decision for the pairing of motor be able to determine (i) the ability of a during and after a torque disturbance.
and insertion is then based on provid- muscle to assume a new function and The change in angle elicited by a step
ing sufficient excursion for the required the conditions required, (ii) at what point torque disturbance was also steplike,
function(s). Other factors, such as syn- the new function appears, and (iii) with the majority of change taking place
ergistic activity patterns and mechani- whether or not the transfer functions in before any reflex was detectable in the
cal linkages, may be important in this an automatic sense. EMG response. Position and EMG be-
decision as well. The appropriate length came stable after approximately 250
is determined by the length-tension 3. msec.
characteristics. The arm and hand are Evaluation of Abnormal Motor Control For fixed values of initial torque and
placed in the posture at which maximal Principal Investigators: angle, the magnitude of the steady-state
force is required, and the length of the Patrick E. Crago, Ph. D. angular change increased more than
motoring muscle is set at the length of George H. Thompson, M.D. proportionally with the torque disturb-
peak active force. If the active charac- ance. Thus, the incremental stiffness
teristics are flat, approximately mid- This project is a study of the control (defined as the amplitude of the disturb-
range of the flat portion is used. of movement with the objectives of ance divided by the change in anglel

The technique of electrical stimula- characterizing normal and abnormal decreased as the amplitude of the dis-
tion of the muscle provides a measure mechanisms of motor control, and to turbance increased. The greatest effects
of confidence of the function of the use this characterization to develop im- were seen with angular changes less
transfer. Following tendon transfer and proved methods of evaluation and di- than one degree.
suture, a low level of stimulation was agnosis of movement disorders. Steady-state stiffness was measured
delivered to the muscle to observe the Subjects are mostly cerebral palsy pa- as initial torque was varied with a con
movement of the joints. If appropriate tients, and for comparison purposes, stant amplitude disturbance. For torque
movement was not obtained, then ad- normals. less than approximately 15 N-Cm, stiff
justments were made before final clo- One of the most productive methods ness was nearly proportional to initial
sure. This technique, combined with of evaluating motor function is to mea- torque. For larger torques, stiffness in
traditional passive ranging of the joints, sure the mechanical and electromy- creased less than proportionally
provided a simple, effective method for ographic (EMG) responses to externally Major emphasis in the next ye.-ir will
evaluating the function of the trans- applied loads. If torque loads are ap- be placed on expanding the data has.
ferred unit. plied at a joint, the rotation magnitude for both normal subjects and patvntis

and time course are determined by: (i0 with movement disorders
Postoperative changes in activity of the mechanical properties of the muscle

transferred muscles. The objective of fibers that are active prior to the load
this project is to assess changes in the change; (i) the reflexively induced 4.
myoelectric activity of muscles which changes in muscle activation; and (iii) Command Controller Development and
have undergone tendon transfer, in or- the voluntary changes in activation that Evaluation
der to establish more rigid criteria for the subject produces in reaction to the Principal Investigators:
specification of muscles to be used in load. Other fixed parameters such as the Dennis D. Roscoe, Ph. D
transfer. initial torque and angle, and the disturb- Michael W. Keith, M.D.

Experiments are under way to test the ance magnitude and time course also
hypothesis that muscles do not change affect the response. Work is proceeding on a mutich(harnfiitheir phasic activity following tendon A comprehensive study has begun of command system which provides pro

transfer, but that individual control of the these dependencies both in patients with portional control signals for functional
muscle con be achieved by conscious movement disorders and in normal electrical stimulation systems or pow
effort provided that antagonistic func- subjects. ered prostheses. The system consists of
tion is provided. In order to obtain reproducible mea- two subsystems: an implantable elec-

Three different tendon transfers are sures of motor function, it is imperative trode array in conjunction with a lelem-
being studied in spinal cord injury pa- to control these parameters, and to know etry device, and a receiver myopro-
tients. They are transfer of the posterior exactly how they influence the results. cessor unit. Designs are being reviewed
head of deltoid to provide elbow exten- A comparative study can only be carried for the telemetry device with consider-
sion, and transfer of the brachioradialis out when these factors are understood ation being qiven to a device completely
and pronator teres to provide finger and controlled. RF powered and to one with a re(harge-
flexion or thumb opposition. These Work began this year on establishing able battery Source The teimretry will
transfers are those most commonly per- a data base for responses to load change consist of four channels oi EMG signls
formed in our center for restoring up- in the flexor pollicus longus muscle. This with a bandwidth of 400 Hz pr channel
per-extremity control in C-6 quadriplegic muscle was chosen because it is the only Electrode array confilurations will he
patients. Under static conditions, mea- flexor acting across the interphalangeal evaluated in an animal modeil 0 i wlhin
surements are made of joint position, joint of the thumb. The dependence of the next several months, ami.illy. Ih!,
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array will consist of stainless steel elec- extent of their hand opening and the brain damage occurred in later child-
trodes embedded in a thin Silastic sheet amount of prehensile force applied to a hood, are also being studied.
sutured to the control muscle. In quad- grasped object. Clinical gait analysis, including foot-
riplegic patients, arrays will be placed Electrical stimulation of the skin has to-floor contact patterns, ankle joint
over the upper and lower portions of been demonstrated by others to be an goniometry and dynamic electromyog-
the trapezius muscle, and in amputees, effective means for providing a variety raphy of the ankle flexor and extensor
over the appropriate residual stump of information to sensory-impaired in- muscles is being employed to deter-
musculature. dividuals. An initial coding which is being mine; (i) to what extent the dorsiflexion

A single-channel myoprocessor (2) has evaluated is as follows: the spatial ex- produced during the period of applica-
been implemented with a laboratory tent of hand opening is represented by tion of the FES continues after the stim-
digital computer and its performance is the relative separation of two simulta- ulation is turned off and (ii) whether
presently being evaluated. A multichan- neously activated electrodes from a lin- ankle extensor hyperactivity can be di-
nel version is concurrently being devel- ear array of 6 electrodes mounted along minished by the periodic application of
oped. The real-time bandwidth of the the skin of the upper arm on the same FES to the ankle flexor muscles. Evalu-
single channel system is 660 Hz and 560 body side as the sensory-impaired limb ations for "carry-over" effects after
Hz for the projected four-channel sys- or prosthesis. The amount of prehensile short-term use of FES are performed
tern. Once the myoprocessor design is force developed is signaled to the pa- immediately after the FES has been ap-
finalized, a microprocessor-based unit tient by modulating the burst-repetition plied to the peroneal nerve for 20 min-
will be developed for outpatient usage. rate of the electrical stimuli of the acti- utes. Effects due to chronic treatment

vated electrodes. using FES are evaluated after 2 weeks
A joint endeavor has been initiated Concentric surface mounted elec- use of the FES, and then at monthly in-

with a leading wheelchair manufacturer trades, and subdermal fine wire elec- tervals thereafter.
to develop commercially our two-axis trodes are being investigated. The For all of the eight patients who have
proportional position transducer de- former would be utilized when an ex- been tested several times for short-term-
scribed in previous reports (BPR 10-33 ternally worn hand prosthesis is em- usage effects, the dorsiflexion and ev-
and 10-34). A universal controller ployed. The latter are being studied to ersion of the foot concomitant to the
scheme is being considered which en- serve patients whose natural hands will electrical stimulation was not sustained
gages the fundamental design of the be instrumented for sensory augmen- with the stimulator turned off.
position transducer into a hand, chin or tation, with the long-range goal of de- Seven patients have been evaluated
shoulder controller. This scheme has the veloping totally implantable sensory after being given daily FES for at least
obvious advantage of providing pa- feedback systems. 5 months to more than 1 year with the
tients with a variety of powered wheel- In order to evaluate objectively the following results: (i) no consistent
chair controlling techniques to best suit performance of the sensory feedback changes in the patient's gait perfor-
their handicap, while simplifying the in- coding scheme and electrode displays, mance could be demonstrated for five
terface problem between controller and computer generated tracking tasks, sim- of these patients; (ii) a very favorable
wheelchair electronics. A powered ilar to those suggested by Szeto et al. therapeutic effect has been unequivo-
wheelchair will be modified to be used (1979), are being utilized. Because these cally demonstrated for one hemiplegic
to evaluate the universal control scheme. studies have only recently begun, no re- child whose abnormal toe-first stance

References sults are reportable at this time. was converted to a normal heel-strike-

1 Roscoe DD, and Keith IW: Cat forelimb Reference first stance; (iii) for one diplegic child
who previously walked exclusively on

model providing force and EMG activity 1. Szeto AY, Prior RE and Lyman J: Electro- ho tosl alkent xcui on
from a single elbow extensor in the un- cutaneous tracking: a methodology for his toes, heel contact during walking
anesthetized animal. Accepted: 11th evaluating sensory feedback codes. IEEE could be observed after several months
Annual Meeting of the Society for Neu- Trans Biomed Eng. Vol. BME-26, No. 1. use of the FES.
roscience, 1981. Jan. 1979. Additional patients will be evaluated

2. Hogan N, and Mann RS: Myoelectric
signal processing: Optimal estimation & in the future to establish the incidence
applied to electromyography-Part 1: Control of Abnormal Muscle of therapeutic effects that may be ex-
Derivation of the optimal myoprocessor Contractions pected to occur in a given population of
IEEE Trans. Biomed. Eng., BME-27, 382- patients.
395,d1980. pinci I sito The scope of the investigation will also

Ronald R. Rho, Ph.D. be increased to include a different class
.John T Mkley. M.D. of patients who walk with crouched gait

Sensory Substitution Using Electrocu- The objective of these studies is to due to excessive hamstring activity. For
taneous Stimulation assess the effects of functional electri- these patients, electrical stimulation will

principal investigators: cal stimulation (FES) of muscles on neu- be applied to their quadriceps muscles

Ronald R. Riso, Ph. D. romuscular control. As a model, the as they pedal on an exercise (stationary)

Michael W. Keith, M.D. effects of stimulation of the ankle dor- bicycle. Therapeutic effects which will
siflexors in herniplegic or diplegic cere- be sought are increases in quadriceps

Studies are in progress to develop bral palsy children having either drop- strength and decreases in dysphasic
feedback devices which will provide pa- foot or spastic ankle extensors are being hamstring hyperactivity. A bicycle is
tients having asensory hands (or pros- studied. A few other children having presently being instrumented for use in
thetic hands) with an awareness of the these same motor disorders, but whose this new protocol.
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Rehabilitation Engineering Center
2021 North Old Manor
Wichita, Kansas 67208
Cerebral Palsy Research Foundation of Kansas, Inc.
and
Wichita State University, College of Engineering
Co-Directors: Jack F Jonas, Jr., John H. Leslie,

Ph. D., and Roy H. Norris, Ph. D.

The Rehabilitation Engineering Cen- modified; the interface with the chuck similar to those of his nondisabled fel-
ter, Wichita, Kansas, was established on controls was carried out somewhat dif- low employee. It is anticipated that this
July 1, 1976, under the joint research ferently as its controls were pneumatic format of actuation modification can be
auspices of the Cerebral Palsy Research rather than electrical, applied to a variety of machines to ac-
Foundation of Kansas, Inc., and the Col- The hemiplegic worker performs a commodate a similarly incapacitated
lege of Engineering, Wichita State Uni- variety of operations on the lathe at rates worker.
versity. The core area of research is the
development of vocational opportuni-
ties for severely disabled persons
through engineering.

The most frequently occurring func-
tional description of disability is hemi-
plegia, the incapacity of one side of the
body. Therefore, in an occupational set-
ting a pervasive problem in designing C,
modifications for a disabled worker
group is the acrommodation to hemi-
plegia. Any engineering solution to the
problem of hemiplegia has the potential
of applicability to a large number of
similarly disabled workers.

Center Industries Corporation has two
large numerically controlled lathes. .4
Either may be operated using only one
hand except for securing stock in the
jaws of the lathe chuck. That operation
requires the use of one hand to hold the
material while the other hand actuates
the control which opens or closes the
chuck.

Center Industries had an employee
who had use of only one hand. He had
performed a variety of tasks compe-
tently. It was felt that if the part of the
lathe operation which required two
hands were modified, the hemiplegic
employee might be able to perform the
operation. A bracket was suspended
above the worker's head. A round pad-
ded surface was placed at either side
connected to a switching apparatus. The
operator could cause the chuck jaws to FIGURE 1.
open by moving his head to the left and Adaptation for lathe puts duplicate chuck-jaw swit t control within
cause them to close by moving the head reach of hemiplegic worker's head, allowing the worker to deal suc-
to the right (Fig. 1). The switches on the cessfully with a "two-handed" portion of the job.

adaptation were wired in parallel with
those on the machine itself so that, with
the bracket swung back out of the way,
the lathe could be operated in the usual
manner. A second lathe was similarly
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Rehabilitation Engineering Center the seat along two 5(8-inch vertical

University of Michigan guides via four linear ball bearings. The
seat frame is made of 3/4-inch (outsideDepartment of Mechanical Engineering diameter) rnund tubing over which the

W.E. Lay Automotive Laboratory sling seat and the backrest are stretched

Ann Arbor, Michigan 48109 i;"' - .... : i,,aatro :hat of a standard
wheplchair, /\ backing plate (Fiy. 2) be-

J. Raymond Pearson, M. Sc. M.E., Director hind the backrest provides a means of
mounting the linear ball bearings and

Design and Development of transferring seat loads to the screw.
Vehicle Adaptive Devices The two rods for the seat guides are
and Systems supported at their base by the cross

member. Two bars extend from the top
Task Leaders: of the guide rods and attach to the frame

Robert C. Juvinall, transfer device, and additional lifting of the guide rods nd atc The fr
Mohamed Y Zarrugh, equipment is unnecessary. The chair is behind the guide rods (Fig. 2). These barsDavid H. Harden driven onto a special bracket that is reduce the deflection of the top end of

mounted on the open door. With the seat the guide rods (Fig. 2).
The concept of a prototype wheel- supported by the door, the seat height The cross members and attachments

chair that uses a General Motors X-body adjustment mechanism raises the un- (i.e., chassis) are connected to two leaf

(2-door sedan) was presented in the dercarriage of the wheelchair. This ac- springs. The cross member is shaped in

Bulletin of Prosthetics Research, Fall tion reduces the overall height of the such a way that the seat is lowered al-

1980 (BPR 10-34, p. 182) and the con- wheelchair and its occupant so that they most to ground level between the leaf

struction of a prototype of that system will fit through the door opening. spring and in front of the cross member.

is nearing completion. Tie basic criteria A compact wheelchair with adjust- (With the leaf springs, the ride is very

for a satisfactory wheelchair-modified able seat height (Fig. 1) was specifically soft. An experimental structure that is

car combination were outlined in BPR designed with an automobile door more rigid will be installed to produce

10-33 (Spring 1980, p. 138). The feasi- opening in mind. When the seat is in its a firmer ride.)

bility and cost advantage of such a sys- lowest position, the bottom of the sling The armrests enclose the springs

tem over the van system have been seat is almost at ground level; this al- when the seat is in its lowermost posi-

clearly demonstrated. lows for maximum head clearance at tion (Fig. 3). The left armrest also serves

The "door-mounted chair" system de- the door opening. The overall length of as a bracket to attach the chair to the

veloped by the University of Michigan the chair is restricted by the width of the support frame inside the door cavity

Rehabilitation Engineering Center pro- door opening. (Fig. 4).

vides access for a specially built wheel- The chair consists of four major sec- Two caster wheels are fastened to the

chair through the door on the driver's tions: (i) seat, (ii) chassis including a front end of the springs. The two 8-inch

side of an Oldsmobile Omega. The cross member and seat guides, (iii) driving wheels with their drive units

"door-mounted" entry concept is quite wheel-suspension assembly and (iv) (Everest and Jennings 3N motor drive)

simple; the wheelchair acts as its own footrest. A ball screw actuator moves are mounted at the back ends of the
springs (Fig. 2).

The adjustable footrest is supported
by an A-shaped 34-inch round tubing
frame pinned to the front of the seat
section. The position of the footrest is
adjustable by a cable pulled by a screw
placed inside the seat-frame tubing at
the armrest. The screw is rotated by a
chain drive from a motor mounted on
the backing plate.

The nature of the loads the chair ap-
plies to the car door during lifting ne-
cessitated stiffening the door and
strengthening the hinges (Fig. 4). This
was accomplished by replacing the
hinges and by providing a separate
frame within the door cavity to support
the chair. That frame is bolted directly
to the hinges and bypasses the door
shell itself. Deflections occurring in the
door frame will have little effect on the
door; misalignment between the door
and the car (i.e., door opening) is mini-

FIGURE 1. Wheelchair with seat fully raised. mal. A ball screw actuator opens and
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closes the door under the remote con-
trol of the driver. One end of the actuator
is bolted to the dash; the other is bolted
to the door above the chair support
frame. The operation of the actuator is
augmented by a latching device during
the last few degrees of door closing, so
that a force large enough to compress 1 I
the door seals and latch the door is
exerted.

FIGURE 2.
Caster wheels are fastened to the front end
of the springs and the driving wheels are
mounted at the back end of the springs.
Thin arrow indicates backing plate. Each
broad solid arrow points to one of the sup-
port bars. Broken arrow identifies guide
rod.

i FIGURE 3.

Wheelchair is brought into driving position
inside the vehicle. Note how the armrest
encloses the leaf spring.

A

FIGURE 4.
Support frame inside the door transfers
chair loads directly to door hinges bypass-
ing the door shell itself.
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DEPARTMENT OF HEALTH AND HUMAN SERVICES
NATIONAL INSTITUTE OF GENERAL MEDICAL
SCIENCES, PHYSIOLOGY AND BIOMEDICAL
ENGINEERING PROGRAM*

Americo Rivera, Ph. D., Program Administrator

Bone-implant Interface Analysis of the vertebral segment and used to Biomedical Engineering Center for Po-

Regular Grant: 7 RO1 GM 29785 simulate those conditions which would lymeric Implants

Cleveland Research Institute fracture the vertebra or portions thereof. Program Project Grant:
Cleveland, OH 44115 2 P01 GM 24487

A. Seth Greenwald, D. Phil. (Oxon), Development of a Microporous Tra- University of Utah

Principal Investigator cheal Prosthesis Salt Lake City, UT 84112

This project seeks to evaluate the use Regular Grant: 2 R01 GM 24300 Donald J. Lyman, Ph. D., Program

of microporous coated implant mate- University of California Los Angeles Director

rials which allow bone tissue ingrowth Medical Center The objectives of this program proj-
into the pores to anchor the device, as Torrance, CA 90609 ect are the acquisition of a basic under-
an alternative to bone cement. Previous Ronald J. Nelson, M.D., Principal standing of events occurring at the
long-term animal studies have demon- Investigator interface between polymers and living
strated sufficient fixation capability of systems. To this end, the group devel-
the microporous system. Studies are to The objective of this project is the de- ops and synthesizes new or modified
be performed to demonstrate the sta- velopment of a microporous tracheal polymers for specific implant applica-
bilizing ability of low and high modulus prosthesis that will be permanently tions. The core facility provides for in-
microporous systems, in weightbearing bioincorporated by the host and lined depth basic and applied studies of the
and non-weightbearing animal environ- with epithelium. The prosthesis is fab- polymers in relation to their use as im-
ments, over short-time periods (0,1,2,3 ricated from the negative replication of plant materials. Bulk and surface chem-
and 4 weeks). Early implant stabilization the naturally occurring microporous ex- ical and physical properties and
which allows early mobility would be of oskeletons of coral and sea urchins in morphology are studied, to determine
immense clinical importance. The group biomedical polymers. The project is di- how these are affected by fabrication
will also study in vitro bone cell cultures vided into three interrelating phases variables. Polymer-protein and polymer-
to elucidate the initial cellular responses which will be addressed simultaneously biological molecule surface interactions
to the microporous materials, by the group: (i) the biology of in- and polymer degradation in vivo and

growth of tissue cells into a matrix will in vitro are to be studied. Small-diame-
be studied by implanting porous test ter vascular prostheses and nerve

Structural and Mechanical Properties cylinders in experimental animals; prostheses are being prepared and
of the Spine (ii) the influence of primary variables studied. These prosthetic devices have

Regular Grant: 5 ROl GM 20201 (polymer and pore characteristics) and been implanted and their outcomes have
Wayne State University secondary variables (site of implanta- been correlated with the bulk and sur-
Detroit, MI 48202 tion, biodegradable porous phase filler, face, physical and chemical properties

antibiotic dispersion in polymer, and of the polymers. Ureter, bladder, bile
Albert I. King, Ph. D., Principal "wrapping") on ingrowth of tissue will duct, and esophageal repair prosthetic

Investigator be evaluated quantitatively and quali- devices have been studied.

The aim of this research project is to tatively in dogs and rabbits;

extend the finite-element model of a (iii) favorable combinations of variables

vertebra to that of a vertebral segment. will be tested in 3-cm prostheses im- The Traumatology of the Head and

To this end, it is proposed to continue planted in the thoracic tracheae of dogs Spine

the measurements of end-plate and in- for 1 to 2 months. The healing pro- Regular Grant: 5 R01 GM 26608
tradiscal pressure at various locations of cesses will be followed by bronchos- University of Iowa
the vertebral segment. It is also pro- copic and biopsy examinations. Iowa City, IA 52242
posed to document the mechanical Finally, those designs which show ex-

properties of vertebral cortical and cellent healing in 1 to 2 months will Y. King Uu, Ph. D., Principal Investigator

spongy bone. These data are to be in- undergo long-term evaluation in 8-cm The objective of this project is the
corporated in the finite-element model lengths, construction of a structural finite-ele-

ment computer model of the head and
neck of the rhesus monkey during direct

*Leo H. von Euler, M.D., is the Acting Direc- head impact, based on the in vivo con-
tor. W Sue Badman, Ph. D., is the Chief, stituent and gross mechanical response
Biomedical Engineering and Instrument
Development Section. NIGMS is located at data. The experimentally measured
Bethesda, Maryland 20205. pressure and acceleration will serve to
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validate this class of computer models DEPARTMENT OF HEALTH AND HUMAN SERVICES,
for simulation purposes. The dynamic NIH, MUSCULOSKELETAL DISEASES PROGRAMa
in vitro material properties and failure
characteristics of the spine will be mea-
sured, with special emphasis on the Stephen L. Gordon, Ph. D., Program Director
cervical region. These studies will pro-
vide information for the validation of a
human head and spine model to be used
to investigate, through computer simu- BONE HEALING are being used to evaluate the influence
lations, the prevention of head and spine of the different internal fixation devices
injuries. Study of Internal Fixation Devices employed.

for Fracture Healing

Porous Polyethylene-Tissue Tracheal University Hospital of San Diego
Prosthesis La Jolla. California 92103 Study of Bioelectdcal Phenomena

Regular Grant: 5 R01 GM 26963 Wayne H. Akeson, M.D., Principal Controlling Bone Growth

University of Mississippi Medical Investigator Columbia University College of
Center Physicians and Surgeons

Jackson, MS 39216 The objective of this research is to New York, New York 10032
determine whether significant advan-

Barry W. Sauer, D.V.M., Principal tages can be achieved in internal fixa- C. Andrew L. Bassett, M.D., Sc. D.
Investigator tion plates of diaphyseal fractures This project addresses several prob-

The objective of this research is eval- through the use of internal fixation de- lems in which an expanded base of ap-
uation of three different types of com- vices of improved design. plied experiments serves to improve the
posite tracheobronchial prostheses One hypothesis being tested is that scope of clinical usefulness of pulsing
developed by the principal investigator, internal fixation of plates of reduced ax- electromagnetic fields (PEMF's).
The prostheses will be used to recon- ial stiffness are superior with respect to PEMF's are currently in use for un-
struct 5-cm-long circumferential defects the late complication of stress-protec- united fractures and fusions. Time re-
in the cervical region of the canine tra- tion-induced decrease in bone density quired by treatment and degree of
chea. The clinical performance of the (osteopenia) usually observed with tra- disability can be reduced by increasing
prostheses will be determined by phys- ditional management. Advantages exist pulse effectiveness to speed minerali-
ical, radiographic and bronchoscopic with respect to biomechanical proper- zation of gap tissues and to augment
examinations. These devices and bron- ties of canine radii and femora internally the osteogenic phase of repair. In this
chial sections will be removed after 6, fixed with plates that have large reduc- study, effects of PEMF's on improving
12 and 24 months and subjected to gross tion in bending and axial stiffness. These bone graft incorporation and fresh frac-
and microscopic examination. Postmor- results are confirmed by quantitative ture healing are assessed. Return of
tem examination of all animals will be histological and biochemical mechanical stability in the nonunion,
performed. The results of all examina- measurements. grafting, and fracture studies is moni-
tions will be correlated with the clinical Early versus late plate removal is a tored by a new, nondestructive, nonin-
studies, and comparisons of perfor- controversial question. The second ob- vasive sonic frequency testing method.
mance will be made among the three jective of this project is to study the ef- These results are then correlated with
types of devices. fects of plate stiffness on the ability of mechanical testing and strain gage data

fracture repair to withstand physiologi- to determine the ability of this new fre-
cal loads. The hypothesis being tested quency analysis (via Fourier transfor-
is that early plate removal will prevent mations) to predict the quality (strength)
stress bypass osteopenia and facilitate of bone repair.
more normal bone remodeling. PEMF effects in reducing stress-relief

Techniques used in this study include osteoporosis in plated dog radii also are
periodic X-rays to evaluate fracture being studied, along with their ability to
healing in the plated canine femoral affect longitudinal growth rates in epi-
midshaft osteotomies. Nondestructive physes and apophyses. Furthermore,
and destructive bioengineering tests, this phase of the project is focussing on
quantitative histological measurements the potential of induced pulsing cur-
using UV light microscopy to evaluate rents to alter growth patterns in the im-
tetracycline labeling and microradiog- mature spine and, thereby, to correct
raphy and biochemical analysis of the experimental scoliosis. Finally, one
organic and inorganic matrix of bone mechanism of PEMF action is being

studied by following PEMF-induced
changes in the calcium content of chon-

'A program of the National Institute of Ar- drocytes by isotype, transmission elec-
thritis, Diabetes, and Digestive and Kidney
Diseases, Westwood Building, Room 407, tron microscopy, and ion probe
Bethesda, Maryland 20205. techniques.
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Study of Acceleration of curring at the electrode surface are of potential, and rates of membrane pro-
Fracture Healing by little importance to the augmenting tein lateral diffusion can be determined.
Electrical Fields phenomena. The augmentation process This investigator is studying the effects

seems to be effective throughout the of these changes on the membrane-
University of Pennsylvania healing period: no triggering phenom- bound enzyme adenylate cyclase, an
Medical Education Building enon is observed, enzyme whose activity responds to
Philadelphia, Pennsylvania 19104 Several areas require further research electrical stimulation.
Carl T. Brighton, M.D., Ph. D. for understanding and correct utiliza- The project uses an in vitro cell model

tion. The variables responsible for best consisting of clonal cell lines with os-
The object of this research is to con- stimulating bone growth are not known. teoblast-like activity derived from a rat

tinue investigating the effects of applied The variability between animals is not osteogenic sarcoma. Direct measure-
electrical fields on the acceleration of understood: Why is it more effective in ments of physiologically important ion
fracture healing in laboratory animals. certain animals? The biochemical alter- efflux and influx are made during stim-

This project is designed to determine ations which occur in vivo need to be ulation. In addition, cell potential is de-
(i) the optimum parameters of applied understood and investigated in the in termined with fluorescent cation cyanin
(exogenous) electricity for accelerating vivo situation. The comparison between dyes. Modulation of adenylate cyclase
fracture healing, (ii) the role of stress- electrode stimulation and electromag- activity during electric stimulation or
generated (endogenous) electricity in netic coils needs to be performed within without stimulation is studied using a
fracture healing, and (iii) the mechanism the same animal model so that a direct combination of ionophores, ions, and
of electrically induced osteogenesis at comparison between the two methods drugs to change cell potential and ion
the cell level, can be made. Further development of fluxes.

Methods used include the compari- the promising phenomena of stimulat- The information derived from this
son of the osteogenic response of in vi- ing ingrowth into porous titanium and program will be used for a scientific
tro fetal rat tibia and in vivo healing ceramic substrates needs to he comparison between the two modali-
rabbit fibula to constant direct current, continued, ties used clinically for enhancement of
to various pulsed unidirectional electric This study employs a standard pro- osteogenesis. In addition, information
fields, and to various electromagnetic tocol and a previously developed ani- gained concerning the mechanism of
fields. Osteogenesis and bone healing mal model (the rabbit). -oils are electrically induced osteogenesis may
are evaluated by incorporation of triti- produced and positioned to externally be used eventually for improvement of
ated thymidine, Cal 5, and 'ISO4, as well stimulate the same osteotomy system the presently used clinical modalities or
as by maximum resistance to bending used for implanted electodes. Biochem- development of new methodologies for
as determined by an Instron Testing ical analysis involving hydroxyproline, enhancement of osteogenesis and bone
Machine. The mechanism of action of proline cyclic AMP, cyclic GMP, and cal- repair.
electrically induced osteogenesis is cium levels is being continued. Electro-
sought by determining (i) pO and pH chemistry of porous titanium surfaces A New Method to Measure the
changes in the vicinity of a cathode, (ii) is being assessed. The investigator is Rate of Fracture Healing
changes in surface charge of cell mem- developing a mathematical model to
brane, (iii) mitochondrial release of cal- assist in explaining the behavior of bone Louisiana State University
cium, (iv) cellular proliferation and ingrowth into pores during electrical Department of Orthopedics
migration, and (v) collagen and proteo- stimulation. Shreveport, Louisiana 71130
glycan biosynthesis and processing. Subrata Saha, Ph. D.

Study of Electrical Augmentation Study of Investigations of Radiographic examination is often in-
of Bone Formation and Ingrowth Electrically Induced Osteogenesis adequate for an exact evaluation of the

Battelle Memorial Institute Battelle Memorial Institute state of union of a healing fracture and
Columbus Laboratories Columbus Laboratories to detect early stages of osteoporosis.
Columbus, Ohio 43201 Columbus, Ohio 43201 Therefore, there is a definite need for
Craig R. Hassler, Ph. D, Craig R. Hassler, Ph. D. additional noninvasive means to mea-

sure the rate of fracture healing and to
The purpose of this research project The purpose of this project is to test determine the mechanical integrity of

is to continue the study of the basic phe- the hypothesis that electrically en- bone in vivo. Ultrasonic and vibration
nomena of electrically augmented bone hanced osteogenesis is the result of tests have been attempted before as
healing, changes in ion fluxes, alterations in diagnostic tools to determine the r1-

Previously, this study has shown that membrane lateral diffusion rates, or giee of union of healing fractures. How-
within reasonable limits of power dis- changes in cell potential acting at the ever, effects related to the soft tissue
sipation, or current density, waveform cellular membrane. make such tests less reliable and there-
or frequency seem to have little effect The two modes of electrostimulation fore clinically less useful.
upon optimization of the augmentation being studied are the use of internal di- A noncontacting electromagnet c de.
phenomena. Experiments with anod- rect-current electrodes and the applica- vice has been developed which can de,
ized tantalum electrodes have shown tion of external electric fields. During tect the propagation of stress waves in
that oxidation-reduction reactions oc- these modes, variations in ion flux, cell a bone (produced by a p oe isx-ti
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transducer or by a small impact) in a metallic intermediate compounds exist Total Surgical Replacement
manner independent of the mechanical as a result of corrosion in vivo. of the Human Hip Joint
properties of the soft tissue, This device The object of this research project is
monitors the magnetic field produced to detect, isolate, quantitate, and par- Rush-Presbyterian-St. Luke's

by the piezoelectric charge associated tially identify the bloodborne organo- Medical Center

with a stress wave propagating along a metallic compounds that arise from the Chicago, Illinois 60612
long bone. The stress waves in bone corrosion of the two most common or- Jorge 0. Galante, M.D.
have also been monitored with the use thopedic metallic alloy systems: stain-
of a vibrating traction pin placed in a less steel and cobalt-chromium. This project is designed to study the

magnetic field. Both of these methods These studies involve column frac- fixation of prosthetic devices with po-
have been used to record stress waves tionation of serum and treated tissue rous materials and the wear character-
proximal and distal to the site of a par- fragments, followed by atomic absorp- istics of artificial joints.

tial fracture in excised human long tion spectroscopy. The studies have two The ability of a fiber metal composite
bones. The study has found that trans- important elements: to obtain bone ingrowth is being stud-
mission coefficients of the wave, the 1. The use of a small animal/micros- ied as it relates to: manufacture of the
degree of simulated fracture healing, and phere implant model to examine the ef- composite using titanium and cobalt
microstructural variables such as poros- fects of implant arealanimal body weight chrome alloy; the long term biocom-
ity of the bone are correlated to a sig- ratio on the production of organome- patibility and the problem of accumu-

nificant degree. tallic complexes and to predict the pos- lation of metallic elements around the
This investigator is conducting frac- sible findings in patients. site of fixation and in distant organs; the

ture healing experiments on dogs so that 2. The use of several longitudinal possible carcinogenic effects of this ma-
characteristics of the transmitted wave studies in patient populations to deter- terial; and the application of this mate-
pulse can be calibrated to indicate the mine changes in blood levels of metallic rial to a model of total hip joint

state of healing as evaluated by clinical and organometallic substances as se- replacement, surface replacement and
observation, histological and X-ray ex- quelae to various orthopedic implant total knee replacement in experimental
amination, and mechanical testing. The procedures. animals. Wear studies are being per-
sensitivity of the electromagnetic detec- formed to investigate the characteristics
tor is also being improved so that it can Contact Stress Distributions and reliability of a wear-resistant tita-
be used easily to monitor the rate of in the Hip and Knee nium surface and the possibility of in-
fracture healing in patients. It is ex- University of Pittsburgh ducing changes and improvements in

pected that development of such a Pittsburgh, Pennsylvania 75261 the wear characteristics of ultrahigh
method will result in improved health molecular weight (UHMW) polyethyl-
care of patients with fractured bones or Thomas D. Brown, Ph. D. ene as a function of changes in its struc-
other bone lesions. Such a method This study addresses the direct mea- ture and physical properties.
would also make it possible to detect surement of the contact stress distribu-
osteoporosis at an early stage. tions characteristic of the normal hip and

knee. Since this important problem has A Study of Friction and Wear of

ARTIFICIAL JOINTS not lent itself to conventional measure- Prosthetic Bearing Materials
ment techniques, only indirect esti-

Intermediate Organometallic mates and simplified models are University of California

Crrosion Products currently available. Los Angeles, California 90024
Pilot work in this laboratory has shown Keith L Markoff, Ph. D.

University of Pennsylvania that highly compliant miniature trans-
Philadelphia, Pennsylvania 19174 ducers incorporating piezoresistive A reliable method for laboratory test-

Johnthan Black, Ph. 0. elastomers are well suited for articular ing of candidate materials for use in total
contact stress measurements. The sig- joint replacement is essential to prevent

Metallic implants are used in large nals from arrays of 20 such transducers, the type of disasters that have occurred
numbers in the practice of orthopedic mounted in the articular cartilage of in the past when unproven materials
surgery. All metals in use have finite fresh autopsy specimens (40 hips and have been introduced into patients.
corrosion rates. Possibly associated with 40 knees), are processed by a computer The multichannel screening device
release of metal by corrosion or other and assembled into contour maps of the and test protocol developed in the first
reactions, there have been a variety of contact stress distributions. Cyclic two years of this project have been used
clinical problems involving metabolic, (1 Hertz) loading of the joints to phys- to evaluate a variety of candidate ma-
immunologic, bacteriologic and carcin- iological levels is performed in an In- terials with greater accuracy and relia-
ogenic responses. Research to elucidate stron unit. bility than has been previously possible.
the possible connections has been ham- The immediate results promise to be The test method used to date has in-
pered by a lack of knowledge of the of significance in the areas of cartilage volved adhesive-abrasive testing of ma-
molecular form that the corrosion prod- pathomechanics, prosthetic joint resur- terials in a flat-on-flat configuration, an
ucts take and the concentrations in facing, and stress analysis; the trans- analog of conforming-type total joints.
which they are present in patients. In ducers themselves are potentially A main objective of the project at this
particular, it has been proposed that a applicable to a wide range of current point is to expand the wear model to
variety of biologically active organo- biomechanical measurement problems, include round-on-flat testing as an an-
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alog for certain low-conformity joints, to determine which of their physical sion and then for microporosity, casting
Both wear models then will be em- properties and chemical components voids, inclusions, and reactive grain
ployed to evaluate high priority candi- contribute to which of the overall cellu- boundaries, using standard metallo-
date materials under conditions that lar responses. Particles, or certain of graphic methods. The results of the im-
accurately simulate the intended in vivo their components, are injected intra-ar- plant analysis are then compared to the
application. ticularly into rabbits. The animals are results of the allergy test, to determine

Evaluation includes testing of new subsequently examined for possible ar- if the nature of the implant is an impor-
high-strength metal alloys (titanium 6-4, thritis changes, using radiographic, his- tant feature in the development of al-
FHS cobalt chrome, Endocast cobalt tological, cellular and biochemical lergy and of complications in these
chrome), ceramics (Alumina, Sialon, criteria. Comparison of the data ob- patients.
Macor) and polymeric materials (coin- tained from cells in culture with the re- An animal study is also being con-
pression-molded ultrahigh molecular suits from animal studies permits ducted to more clearly define the time
weight (UHMW) polyethylene, Poly II assessment of the physiological rele- of development of metal allergy and its
carbon fiber reinforced polyethylene and vance of the effects observed with the effect on the implant site. Rabbits re-
Delrin 150 polyacetal), with in-depth cor- in vitro system. ceive stainless steel finger screws in the
relation of wear properties to critical test proximal humerus. One group serves
parameters. Emphasis is also being The Significance of Allergy to as control, a second group is made al-
given to collaboration with other wear Orthopedic Implants lergic to nickel by injection prior to in-
study groups in defining standard wear sertion of the screws, and the third group
test criteria (ASTM, BSI, ISO). University of California is made allergic by injection after the

Orthopaedic Research Lab insertion of the screws.
Study of Wear Particle Analysis Davis, California 95616

in Human Artificial Joints Katherine Merritt, Ph. D. Mechanical Evaluation of
Total Knee Arthroplasty

University of Pittsburgh The aims of this interdisciplinary re-

Orthopedic Research Labs search program are to develop a better Mayo Foundation
Pittsburgh, Pennsylvania 15261 understanding of three aspects of al- Rochester, Minnesota 55901
Dana C. Mears, Ph. D. lergic reactions to metallic orthopedic Richard B. Stauffer, M.D.

implants, and to demonstrate the effec-
As diarthrodial joints wear, they pro- tiveness of an in vitro macrophage-in- This is a continuation of a biome-

duce particles of wear. In this project the hibiting factor (MIF) test for patient chanical evaluation study of patients
technique of ferrography has been screening and diagnosis of metal al- with disabling knee joint disease before
adapted to the study of these wear par- lergy. The three aspects being examined and after total knee arthroplasty. The
tides, aiming to improve the early di- are: the influence of preexisting allergy objectives of this phase of the study are:
agnosis of different arthritides and to on the outcome of the implantation, the (i) to complete the number of patients
provide a noninvasive, objective means consequence and prevalence of the de- previously proposed, and (ii) to perform
for assessment and prognostication of velopment of allergy after implantation, objective analysis of the completed pa-
natural joints and prosthetic joint re- and the importance of the metallurgical tient data to answer a series of specific
placements. Another goal of this project properties of implants on the develop- clinical and biomechanical questions.
is to identify the wear modes operating ment of allergic reactions. Previously 128 preoperative patients
in diarthrodial joints, and to contribute A prospective study is being con- were studied, 41 of whom have re-
to the better understanding of joint ducted to determine which patients are turned for 1-year postoperative evalua-
rheology and tribology. To this end, the allergic to metals prior to insertion of a tions. Altogether, evaluation of 250
investigators are performing ferro- metallic implant, whict icquire an al- patients is being completed for different
graphic analyses of saline joint wash- lergy after implant surgery, and what study periods because: (i) there has been
ings prov;ded by arthroscopic examin- effect the allergy has on the results of a drastic change in the types of
ations of the knee. They are then the surgery. prostheses used in the last 2 years and
comparing and integrating the ferro- Patients admitted for metallic implant the number of each type of prosthesis
graphic data with detailed medical his- removal are also being studied to as- in the study must be kept at a significant
tories of the patients. certain if there is a correlation between level, and (ii) the clinical results have

The cellular responses to wear parti- metal allergy and morbidity. An in vitro shown that the functional stbtus of pa-
cles are being studied with cell cultures test for the production of leucocyte mi- tients with total knee replacement is not
in vitro and with entire animals, thereby gration inhibition factor in response to stabilized at one year, so that followup
affording an insight into their role in the metal salts is used to detect the allergic study beyond that period must be
pathophysiology of arthritis. Particles are condition. The reliability of the MIF test conducted.
added to cultures of macrophages and is being determined in a study of pa- The project employs the goniometric
synovial cells, and the conditioned tients with diagnosed metal contact der- method with computerized data collec-
medium assayed for extracellular pro- matitis, and correlated with the results tion and reduction capabilities. Based
teases which degrade cartilage and for of a blast cell transformation test. The on a discriminative analysis technique,
catabolic activity. Particles are then implants removed are examined for the eight most significant gait parame-
chemically and physically fractionated gross evidence of abrasion and corro- terns have been used to establish a per-
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formance index to grade the gait quality LOCOMOTION links may simply reflect increased col-
of total knee patients. lagen synthesis.

Two additional methods based on Joint Contracture: The investigator is doing pilot proj-
waveform analysis and phase relation- Biomechanical-Chemical ects to search for myofibroblasts in joint
ship are being applied to differentiate Correlates contracture tissue and to determine ra-
refined gait variations. These results are tios of Type II to Type III collagen.
presented on a graphic terminal, for vi- University Hospital Therapeutic agents which hold prom-
sual inspection before hard copy is made University of California San Diego ise in the prevention of contracture in-
as a permanent record. A gait evalua- La Jolla, California 92103 clude penicillamine, estradiol, hydrocor-
tion summary has been developed to Wayne H. Akeson, M.D. tisone, indomethacin (an inhibitor of
report to the surgeons the functional prostaglandin) CaNa2 EDTA. A pilot
status of their patients. This project is a continuation of a screening program is evaluating poten-

study directed toward the elucidation of tial drug and hormone applicants for this
PMMA-Preconted Intrmedulfary the joint contracture process in bio- purpose with in-depth evaluation of the

mplants chemical, bioengineering, and morpho- most effective agents. It is possible to
logic terms, and toward the development reduce the strength of contracture by

Clemson University of therapeutic programs to minimize penicillamine and by estradiol in phar-
Clemson, South Carolina 29631 contracture formation. macological doses.

Andreas F Von Return, Ph. D. Major changes in the composition of
fibrous connective tissue have been New Hip Prosthesis and Rxation

This is a feasibility study of intrame- demonstrated in experimental joint con- Modes (In Vivo Study)
dullary implants precoated with an tractures as a result of immobilization.
acrylic bone cement The femoral com- These changes were uniformly ob- University of California
ponent of a hip prosthesis is precoated served in ligaments, tendons, fascia, and Center for Health Sciences
with polymethylmethacrylate (PMMA) capsular tissue of the knee joint. Signif- Los Angeles, California 90024
and cured. Using the canine animal icant correlations were shown between Harlan C. Amstutt, M.D.
model, the prosthesis is implanted us- measures of strength of contracture and
ing the same PMMA and tested for 6, reduction in content of total hexosa- This project is designed to evaluate
12, and 24 months. The entire femur with mine, water, and hyaluronic acid in the the feasibility of long term fixation of
implant is then removed and subjected connective tissue matrix, prosthetic joint components by means
to mechanical and morphological stud- A working hypothesis has been con- of bone ingrowth into porous surfaces
ies of the implant-bone interface. structed to explain these observations: without the use of acrylic bone cement.

This precoating method reduces the that the loss of water and glycosami- Three porous metal systems are being
amount of PMMA used during the ac- noglycans in the periarticular connec- evaluated: sintered cobalt chromium
tual implanation procedure, and thus re- tive tissue of immobilized joints beads, sintered titanium 6-4 beads, and
duces some problems inherent to the contributes to changes in the physical sintered titanium 6-4 wire mesh (alloy
use of PMMA, including increased tem- characteristics of the affected joints, of 90% titanium, 6% aluminum, 4%
perature during polymerization which Presumably, this role is a permissive one, vanadium).
has adverse effects on tissues. The allowing a closer proximity of critical in- A canine hip surface replacement is
method also improves the transmission tercept points in the immobilized fi- used which was developed during the
of load from implant to bone, improves brous connective tissue mass which first 2 years of an ongoing 3-year proj-
intramedullary centering of the pros- allows cross-links through one of two ect. Highly successful surgical proce-
thesis, and increases interfacial shear mechanisms: (i) random disposition of dures and histological techniques were
strength over that of the same pros- newly synthesized collagen or (ii) cova- developed and were used to evaluate
thesis implanted with conventional lent cross-links between preexisting fi- numerous prosthetic fixation modes in
methods. The new method does not bers. Significant increases of dihydrox- 60 animals. With cement prostheses,
seem to induce any new risks, as no lysinenorleucine (DHLNL), hydrox- cellular membranes invariably formed
new materials are introduced into the lysinenorleucine (HLNL), and histodi- at the acrylic bone interface, a phenom-

body and no changes of the actual im- nohydroxymerodesmosine (HHMD) in enon associated with progressive loos-
plantation procedure are proposed. immobilized connective tissue have ening of the components. In contrast,

been demonstrated. Under this formu- the porous systems showed good bone
lation, the fixed posture at the intercept ingrowth with no membrane formation
points translates into restriction of mo- in up to 6 months followup. The prob-
tion in the joint composite. lems that were encountered were pri-

In this next phase of the project, col- marily related to the overall design of
lagen turnover studies are being con- the components.
ducted using the Klein proline prelabel- The investigator is now evaluating
ing technique to determine mass optimized design of both the femoral
differences of new and old collagen in and acetabular components of the joint
immobilized joints. This information is with the three porous metal systems in
required to interpret the cross-link the canine model, with followups rang-
changes, as increases in reducible cross- ing from 1 month to 2 years. Analysis
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imcludes combined techniques of micro- proved to decrease loosening, and what muscles are recruited during locomo-
radiography, fluorochrome labeling, is required of the design to be in concert tion: (i) as animals increase speed and
electron and light microscopy and spe- with the forces generated at the elbow. change gaits; and (ii) as animals use their
cially developed histological procedures. In addition, this information may help muscles for different tasks, i.e., positive

Loosening of cemented prosthetic to explain the ever-increasing athletic in- mechanical work and elastic storage of
joint compor. nts is currently the major juries to the elbow, as well as provide energy.
cause of clinical failure. If the short-term a rational basis for surgery and 2. To investigate the contribution of
promise shown by porous ingrowth fix- rehabilitation, skeletal muscle to total resting
ation is fulfilled in this long-term proj- metabolism.
ect, application of these techniques to The following techniques are used:
humans would be justified-to alleviate Biomechanical Study of electromyography (EMG) synchronized
the rapidly growing number of clinical Total Knee Replacement with high-speed movies to determine the
failures experienced with cemented joint Rush-Presbyterian-St. Luke's activity and length changes of active
replacements. Medical Center muscles; glycogen depletion to deter-

Mdical, Cints 2mine the cross-sectional area of active
CSicaio Flini 601 Stabilimuscles, populations of active fibers,

Static Force and Stability Analysis Thomas P. Andriacchi, Ph. D. and the power of active muscles; mea-
of Human Elbow

The objective of this investigation is surement of the length changes of ten-
Mayo Foundation to obtain an improved understanding of dons (using high-speed movies) as a
Rochester, Minnesota 55901 the underlying biomechanics associated means of determining force exerted by
Kai-Nan An, Ph. D. with total knee replacement design. The muscles during locomotion; and eval-

methodology is divided into three areas: uation of blood flow to muscle groups
Theexperimental observation of net knee together with oxygen extraction from

ect are to demonstrate a new technique eoint obsemvtion i ne knee the blood to measure oxygen consump-
in rde tosole te idetrmiate joint kinematics and kinetics; analytical tion of muscles.in order to solve the indeterminate determination of internal force distri-

problem of static joint force analysis and butions at the knee; and stress analysis
to apply this technique to the study of of implanted prosthetic components. Processes Underlying
the forces about the elbow joint, one of These three areas of study are inte- Arm Trajectory Formation
the most neglected joints in biomechan- grated as follows: data generated on net Massachusetts Institute of
ics research. MsahstsIsiueo

The components of the analysis con- joint reactions are used as input to amodel for internal force calculations; in- Technology
sist of: (i) examining the electrony- ternal force distributions are then input Cambridge, Massachusetts 02139
ographic (EMG) activities and calculating to the stress analysis models.
the tensions of all the elbow muscles The basic questions addressed in this Emilio Bizzi, M.D.
during various elbow functions; (ii) do- study include the following: (i) the re- This is a study of human motor con-termining the forces on various articular lationship between patient variables and Thsiastdofumnoorc-

surfaces of the elbow joint; and (iii) as- prosthetic design criteria; (ii) the extent trol through measurement of free arm
sessing the function of various ligamen- to which patient knee mechanics varies movements
tous restraints in the elbow joint, among groups treated with different A commercially available movement

The methods of analyses include: (i) knee replacements designs and nor- monitoring system, the Selspot System
obtaining detailed three-dimensional in- mals; (iii) the minimum mechanical re- produced by Selcom Corporation, pro-
formation on the functional anatomy of quirements for an interface free from fides for the first time the capability for
all the elbow muscles and ligaments potential loosening. fast accurate measurements of free arm
through cross-sectional dissection and Findings resulting from this study movements. The advantage of accurate
biplanar X-ray investigations; (ii) devel- should aid in improved usage and de- measurements is the richness of the set
oping three-dimensional mathematical sign of total knee replacements. of trajectories that can be measured, re-
models of the elbow for the calculation vealing corresponding insights into mo-
of muscle forces, joint contact, and li- tor control issues such as joint
gamentous forces during elbow func- Locomotion: Idling Metabolism and coordination, space-time tradeoffs in
tions; (iii) performing in vitro ligamen- Gait Dynamics movement computation, and adapta-
tous function tests by examining the tion of learned movements to new
load through the joint under sequential Oral Roberts University situations.
cuts of surrounding ligaments; and (iv) Tuba, Oklahoma 74171 The context for the experimentation
verifying the theoretical results by Robert B. Armstrong, Ph. D. has been developed from adapting the-
quantitative EMG analysis. ories of mechanical manipulator control

The results of this study are providing Harvard University to biological arm control. The notion of
detailed three-dimensional force distri- Cambridge, Massachusetts 02138 an incomplete tabular representation of
bution data which have, up to now, been Richard C. Taylor, Ph. D. movement parameters (i.e., sparse
unavailable. These date have both far- lookup tables) is put forth to solve the
reaching and immediate application to This project has two main objectives: problems of intractable equations of
such pressing clinical problems as how 1. To determine the manner in which motion and of mechanical modeling in-
the total elbow arthroplasty can be im- muscles and populations of fibers within accuracies. The implication of a sparse
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lookup table, namely that a relatively Biomechanics of Hip and Knee Study of In Vivo Loading on
small number of movements can be ex- Total Knee Replacement
ecuted accurately, has led the investi- University of Iowa Hospital
gators to test experimentally (i) for Iowa City, Iowa 52242 Case Western Reserve University
human arm movements that are exe- Richard A. Brand, M.D. Orthopaedic Engineering Laboratory
cuted less accurately than others, and Cleveland, Ohio 44106
(ii) how a sparse lookup table can be This project is the continuation of a Richard H. Brown, Ph. D.
used to generate more complex arm tra- study of the biomechanical environ-
jectories. Experiments with monkeys are ment of the hip. The major objective of The purpose of this project is to de-
revealing the extent to which feedback the original grant was to improve the termine the in vivo loading data from
is required for proper execution of these surgical treatment of patients with ar- total knee joint replacements. These new
strategies. thritic hips by estimating the three-di- joint replacements have enough telem-

mensional loading on the hip and then etry circuitry incorporated within the
MIfluence of Wrist Pathomechanics identifying ways, through surgical ge- body of the tibial components to pro-

on Hand Function ometry and implant design, to reduce vide seven channels of loading data.loading. These are being used to record the loads

University of Iowa A sophisticated, reliable method to on the device, allowing for the deter-
Iowa City, Iowa 52242 estimate the three-dimensional loading mination of the three forces and the
William Blair, M.D., M.A. of the hip during gait and activities of three moments on the tibialdaily living has been developed. The components.
The objectives of this project are: method involves the use of biplanar

1. To continue basic biomechanical in- photography to record body segment
vestigations to further improve under- displacement histories. Foot-floor reac- Three-Dimensional Analysis of
standing of normal and pathomechanical tions are measured with a force plate. Knee Motion
states of the rheumatoid wrist and its Body segment inertial properties are Case Western Reserve University
influence on hand function. determined from anthropometric mea- Glennon Engineering Building

2. To develop reliable methods for the surements. The kinematic, kinetic, and Cleveland, Ohio 44106
evaluation of patients with abnormal inertial property data are combined in Richard H. Brown, Ph. D.
states of the wrist by using existing a Newtonian model to predict the inter-
technology to quantitate the kinematic segmental resultant forces and mo- The purpose of this project is to de-
behavior of the wrist joint. ments. The resultant forces and termine the kinematics of adult knee

3. To evolve better methods of treat- moments are then "distributed" to the joints and postarthroplasty joint re-
ing deformed wrists by providing the muscles and articular surfaces of the placements using a system of three-di-
basic biomechanical information about hip using a linear optimization scheme. mensional radiographic analysis of in
their motions and forces needed to in- This method has been applied to study vivo bony structures. Implanted mark-
telligently evaluate and prescribe surg- loading in the human hip and to identify ers are utilized to determine the kine-
ical options, define requirements for ways to decrease loads and stresses with matics of both normal and pre-
potential prostheses, and determine op- treatment. arthroplasty deranged knees. The nor-
timal treatment modalities. This project is also a continuation of mative data are for adults of both sexes
Methods are clinical and experimental; studies of the hip, extending them to and varying ages. The resultant postar-
patients and cadaver specimens are the knee joint. A refined three-dimen- throplasty kinematics of constrained,
used. sional model of the lower-extremity semiconstrained. and totally con-

Clinical studies are emphasizing ana- muscle and ligament anatomy is being strained prosthetic types are being de-
tomical and surgical findings relating to developed which is being followed by termined. The sensitivity of this analysis
carpal and wrist joint ligaments and cor- an investigation of new schemes to dis- technique to detect joint loosening is

relating these findings with the experi- tribute the resultant hip and knee forces evaluated also.

mental studies. and moments to the muscles and liga-
Experimental studies are largely con- ments. Validation procedures on the Pressure Distribution

cerned with developing and analyzing various distribution schemes are carried Under the Foot
simulated rheumatoid wrist joint de- out for normal and pathologic gaits and
formities in the cadaver and with de- other activities of daily living. Those Pennsylvania State University
veloping optimum mechanical design schemes which are most appropriate are University Park, Pennsylvania 16802
criteria for a total wrist prosthesis used to collect data on the mechanical Peter R. Cavanagh, Ph. D.

This project should produce infor- function of normal and diseased hips
mation of sufficient reliability for proper and knees. These data are being ana- This project involves a novel clinical
planning of the clinical and rehabilita- lyzed in forms useful for designing treat- technique for the measurement of the
tive care of patients with wrist ment modalities, pressure distribution beneath the nor-
deformities. mal and abnormal foot during locomo-

tion. This technique provides the
orthopedist or physiatrist, for the first
time, both a quantitative measurement
and a graphic representation of the tem-
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poral and spatial variations of the (ii) determine capsuloligamentous forces in MG and all of its possible synergists
stresses generated on the plantar sur- of the joint, (iii) analyze the pathome- are studied before and after partial and
face of the foot. Preliminary work with chanics of finger and thumb deformity total denervation of MG. Analysis of this
a related technique, impractical for clin- by simulation studies, (iv) perform ob- kinetic and kinematic data permits an
ical applications, has demonstrated the jective patient evaluation, and (v) obtain accurate correlation of biomechanical
feasibility and potential of this approach. qualitative validation of the analytical events of abnormal step cycle and the

The first phase of this study involves results based on quantitative electro- roles of MG as elaborated by the central
development of a measurement system myography (EMG) analysis. nervous system.
consisting of flexible piezoelectric trans- A normative thumb model is being Results of preliminary pilot studies in-
ducer arrays of varying geometries and developed following the same tech- dicate that MG functions (i) to produce
a common supporting data acquisition nique, optimization, as was applied to acceleration of the talocrural joint dur-
and graphic display package. In the sac- the fingers. When the muscle strength ing the swing phase of stepping so that
ond phase, a study will be made of the is reduced due to pathological condi- the foot is moved with a large average
variabilities in the pressure distributions tions, the functional forces are calcu- velocity, (ii) to decelerate extension of
within and between normal subjects lated in a reverse manner by treating the knee joint just prior to foot place-
walking and running over a range of the external applied force as an addi- ment, (iii) to stabilize the talocrural and
speeds. Techniques will also be devel- tional unknown. subtalar joints during the early stance
oped for presenting these data in a form Detailed cross-sectional studies are phase, and (iv) to extend the foot and
that shows both the mean stresses and performed to construct the capsuloli- provide forward thrust via an elastic
their variations as functions of time and gamentous model, and its force com- stretch-shorten mechanism during the
position. ponents are determined by equipollent stance phase.

Finally, in the third phase, the device force analysis technique. Cadaver finger The applicability of studies of both
will be applied to the study of several specimens are tested under bending and peripheral and central aspects of the lo-
well-defined groups of patients exhibit- torsion to assess the role of the liga- comotor system in cats to humans has
ing a variety of lower-extremity pathol- ments and capsule in maintaining joint a long and well-established history. This
ogies. The aims of this phase are: (i) to stability. Patients with pathological con- project should contribute information as
determine the pressure distributions ditions are evaluated biomechanically; to the roles played by individual syner-
characteristic of each pathology and the integrated EMG's of extrinsic and intrin- gistic muscles during stepping, provide
way in which these deviate from the sic muscles are measured while the hand valuable peripheral correlates of the
norms established in the second phase; is performing isometric functions. These central program for stepping, and pro-

0ii) to investigate computer-aided diag- values are being correlated with theo- vide information on normal muscle
nosis of these pathologies using pat- retically predicted forces for qualitative function which can be used by special-
tern-recognition techniques; (iii) to comparison. ists in rehabilitation medicine and other
explore the use of the technique in the fields.
prescription and evaluation of orthotic Medial Gastrocnemius Muscle
devices; and (iv) to provide a reference Function in Locomotion In Vivo Loading in Total Hip Joint
data base for use of the technique in
clinical practice. Emory University Replacements

Anatomy Department Case Western Reserve University
Functional Forces in Atlanta, Georgia 30322 University Hospitals

Normal and Abnormal Fingers Arthur W. English, Ph. D. Cleveland, Ohio 44106
Kingsbury G. Heiple, M.D.

Mayo Foundation Traditionally, considerations of the
Rochester, Minnesota 55001 roles played by the medial gastrocne- The purpose of this project is to de-
Edmund Y. Chao, Ph. D. mius (MG) muscle during stepping have termine the in vivo loading data from

been limited to extension of the ankle total hip joint replacements. These hip
This is the continuation of an analysis joint, either as an active force during the joint replacements have incorporated

of normal finger force performed by the late swing phase or as an elastic body within the neck of the femoral compo-
technique of optimization. A graphical during the stance phase. The main ob- nent all the circuitry required to provide,
method has been used to present the jective of this study is to consider the by telemetry, three channels of loading
results for a better understanding of the ankle extensor function of MG in more data. One channel is used to record the
redundant force analysis problem. Nor- detail than reported previously and to axial load on the neck, the other two to
metive models for the fingers were de- consider possible roles for MG other record the bending moments about twoveloped to perform simulation studies than simple talocrural extension. orthogonal axes normal to the neck axis.

of abnormal hand conditions. Accurate Normal locomotor function is exam-
instruments were fabricated and tested ined in the cat using a combination of
for patient evaluation. Important data biplanar high-speed cinematography,
have been produced. force platform analysis, and multichan-

The present extension of the project nel electromyography. Limb move-
attempts to: (i) expand the study to ana- ments (joint angle changes and body
lyze normal and abnormal thumb forces, segment motions) and activity patterns
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Development of a Clinically Kinematic Studies of Normal and Influence of Skeletal Implant
Applicable Model of Gait Abnormal Locomotion Materials on Infection

Children's Hospital Medical Center Medical College of Wisconsin University of Florida
Boston, Massachusetts 02115 Veterans Administration Center College of Medicine
Joseph M. Mansour, Ph. D. Kinesiology Research Lab Gainesville, Florida 32610

Wood, Wisconsin 53193 Roy W Petty, M.D.
This project is developing a biome- M. Patricia Murray, Ph. D.

chanical model of human gait. The The incidence of infection after skel-
model is constructed as a multilinked This project is a continuation of ki- etal implant surgery is low, but the dis-
open chain system whose motions are nematic studies of multiple simulta- astrous results make postimplant
governed by the principles of dynamics neous displacement patterns of walking infection a major complication. In vitro
and kinematics in conjunction with in patients with specific arthritic and experiments have suggested that some
known elements of the physiology and neurological disabilities, comparing their implant materials adversely affect im-
functional anatomy of gait. The model disordered walking performance with mune mechanisms against infection.
is employed for the analysis of both nor- standards of normal variability which The clinical significance of in vitro im-
mal and pathological gait. Using this have been established previously. The pairment of immune mechanisms is not
model the relative influence of both ac- project is also measuring the nature and known, but can be determined in an in
tive muscular contraction and passive amount of assistance required for walk- vivo experimental model.
tissue constraints on motion is ing, utilizing force-recording canes and In this project, an implant of poly-
evaluated, crutches. methylmethacrylate (PMMA), high den-

For pathological gaits, the investiga- Methods have been developed to ob- sity polyethylene, stainless steel, or
tor is evaluating the response to a treat- tain quantitative measurements of basic chrome-cobalt alloy is placed in the
ment modality by analytically describing mechanisms which are operative in surgically prepared femoral canal of a
the mechanical response to treatment causing gait abnormalities. These dog following the instillation of low dose
and comparing this to the actual patient mechanisms include muscle weakness, diluations of bacteria. Occurrence of in-
response observed in the gait labora- muscle rigidity and spasticity, joint im- fection is determined by wound evalu-
tory. In this way the effects of treatment mobility, and postural unsteadiness and ation and bacterial culture; incidence of
and the mechanical compensatory upright instability. Ranges of normal infection is expressed as the infectious
mechanisms that arise secondary to the variability for these mechanisms have dose-50 (ID-50). Incidence of infection
treatment may be evaluated. been established which serve as base- with the various implant materials is

lines for comparing deficits in disabled being compared.
Ballistic Walking: Normal and patients. It is expected that, in the presence of

Pathological Gaits Using a multifaceted approach, the in- bacteria, all implant materials, as com-
vestigator is studying patients with se- pared to no implant, enhance the de-

Harvard University vere arthritis before and after various velopment of infection. The purpose of
Cambridge, Massachusetts 02138 types of major reconstructive surgery. the project is to determine if the bone

Thomas A. McMahon, Ph. D. She is comparing the effect of different cement PMMA enhances infection de-
types of total hip and knee arthroplas- velopment more than the other com-

These theoretical and experimental ties on various components of function monly used implant materials, and to
studies are devoted to the question of such as walking performance, cane determine if any commonly used im-
whether or not a model of human gait force, muscle strength, joint mobility, and plant materials enhance development of
is realistic in which the muscles of the weight-supporting activity. infection to a greater extent than the
swing leg are silent after the end of the This project also continues studies of others.
double support phase. the interrelationship between: (i) mus- Further experiments are determining

The studies examine both normal and cle spasticity, rigidity, or weakness; (ii) the efficacy of various treatment meth-
pathological gaits at both fast and slow postural steadiness and upright stabil- ods in increasing the ID-50 (that is, in
speeds. Pathological gaits addressed in- ity; and (iii) walking performance in pa- decreasing the incidence of infection) in
dude Trendelenburg, gluteus maximus, tients with Parkinson's disease and musculoskeletal wounds in which im-
ankylosis of the knee, instability of the hemiparesis following stroke. Measure- plants are used. Systemic antibiotics, ir-
knee, equinus, spastic plantar flexion of ments are being made of the effects of rigation of wounds with antimicrobial
the ankle, and dropfoot in paralysis or various drugs on reducing spasticity, and solutions, and use of PMMA containing
muscular weakness. The predictions of of various braces on improving walking antibiotics are being evaluated.
the model, to be tested against new and performance. The results of these experiments will
existing experimental and clinical ob- have direct clinical application by deter-
servations, will allow a simple criterion mining the most effective means of pre-
to be established within each gait pa- venting infection when bacteria
thology, marking the boundary between contaminate wounds in which muscu-
mild and severe handicaps to loskeletal implants are used.
progression.
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Studies of Synovial Joints size, and level of activity will be moni- Alterations in Skeletal Muscle
tored, and correlations between contin- with Use and Disuse

University of Flori ued clinical findings and acousticGainesville, Florida 32611 emission findings will be performed. Marquette University

George Piotrowski, Ph. D. Department of Biology

The objectives of this project are: to EXERCISE PATHOPHYSIOLOGY Milwaukee, Winsin 53233
Robert W. Fitts, Ph. D.

develop a general instrumentation sys- Disuse and Exeise in Conditions
tem for the measurement of joint forces, It is well established that the motor
motions, and intra-articular pressures of of Muscular Atrophy activity pattern regulates physiological
living synovial joints; to verify the pre- University of Texas and molecular processes in skeletal
cision and accuracy of these measure- Health Science Center muscle. The objective of this study is to
ments; and to study the functioning of Houston, Texas 77025 perform the first comprehensive and in-
living synovial joints using this instru- tegrated analysis of the adaptive re-
mentation. Data obtained are being cor- Frank W. Booth, Ph.D. sponses that occur with muscle use and
related to various theories of joint The primary objective of this research disuse in all three mammalian skeletal
lubrication in order to determine the role is to better delineate the nature of the muscle fiber types.
of various joint constituents, particu- molecular events which cause the early Wistar female rats have been divided
larly synovial fluid and cartilage, in the decline in the rate of protein synthesis into groups to characterize the effects
functioning of synovial joints, in skeletal muscle after hindlimbs of rats of (i) hindlimb immobilization produced

are immobilized with plaster casts. An- by casting, (ii) chronic electrical stimu-
Diagnosis of Loose or Damaged swers to the following related questions lation of hindlimb muscles, and (iii) ex-

Total Joint Replacement are being sought: Ii) Do increased glu- ercise-training. A novel approach is
cocorticoid levels play a role in inhibit- being used in a separate series of ex-

Hospital for Special Surgery ing protein synthesis? (ii) Does the periments to assess the effects of
New York, N.Y. 10021 development of insulin resistance by the chronic electrical stimulation (i.e. motor
Timothy M. Wright, Ph. 0. muscle cause a decline in protein syn- activity) on rat hindlimb muscles during

thesis activity? (iii) Is the decline in pro- and following immobilization. The ef-
Because of the increasing use of total tein synthesis related to a decreased fects of exercise-training (treadmill run-

joint replacements and the need to cor- ability of the cell-free ribosomal prepa- ning) on muscle recovery from
rectly diagnose mechanical degradation ration to synthesize polypeptide chains? immobilization is also being studied.
of such implants, the goal of this project and, (iv) Do calcium pool levels change At selected time periods after the ini-
is to develop a technique of in vivo joint in such a manner as to contribute to a tiation of the above experiments, mus-
monitoring by means of acoustic decline in protein synthesis? cle function is evaluated by studying the
emission. The second major objective is to de- isometric and isotonic contractile prop-

To accomplish this goal, the acoustic termine whether insulin resistance plays erties of selected muscles representa-
emission signatures of implant metals, a role in the atrophy of skeletal muscles. tive of the three mammalian fiber types.
the bone cement polymethylmethacry- Muscular atrophy and insulin resistance Biochemical studies are also performed
late JPMMA), and bone are being de- occur in diabetes and obesity, as well as on myosin and the sarcoplasmic retic-
veloped under appropriate loading in other diseases such as cancer, cystic ulum (SR). Myosin and the SR are ex-
conditions. Composite in vitro struc- fibrosis, acromegaly, Cushing's syn- tracted from Type I, IIA, and IIB muscle
tures consisting of cadaver bone, PMMA, drome, and myotonic dystrophy. Using samples. The myosin light and heavy
and appropriate implanted total joint re- normal animals as a control, this study chains are analyzed using polyacrylam-
placements are monitored for their is determining whether protein synthe- ide gel electrophoresis; functional stud-
acoustic emissions while subjected to sis activity is less for a given dosage of ies are conducted on myosin ATPase.
heavy static and cyclic loads. A two-mi- insulin during the in vitro incubation of The SR is evaluated to determine Call
crophone technique is used, so that the skeletal muscles from diabetic-obese uptake, binding kinetics, and the ATPase
locations of the emission sources may animals. These findings will then be re- activity of this membrane system. Fiber
be detected in two-dimensional space. lated to the glucose uptake per insulin type differences in the myosin and SR
A finite element analysis is provided, concentration and to the insulin binding structure and function are evaluated, the
using appropriate material properties characteristics in skeletal muscles, effect of use and disuse determined, and
and geometries, so that correlations be- Physical exercise is known to improve the results correlated with the physio-
tween predicted high-stress areas and glucose tolerance and to decrease in- logical findings.
regions of acoustic emissions may be sulin requirements in diabetic humans,
performed. In this study, diabetic-obese animals are

When sufficient accuracy and repeat- exercised. Subsequently, data will be
ability has been achieved in the in vitro compiled to determine whether glucose
studies, an in vivo program will be ini- uptake by skeletal muscle increases per
tiated using the identical available dosage of insulin, and whether the af-
equipment. Patients at high risk for me- finity of insulin receptors in muscle in-
chanical degradation of implants on creases after a single bout of exercise.
clinical variables such as weight, bone
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Aduptation of Muscle to NATIONAL SCIENCE FOUNDATION
Huh hntensty Exercse 1800 G STREET, WASHINGTON, D.C. 20550

University of Texas SCIENCE AND TECHNOLOGY TO AID THE
Heath Scle Center HANDICAPPED
Dales, . G Ph23 D James C. Aller, Sc. D., Program Manager
Wilem J. enyea, Ph. D.______________ ___________

The objectives of this research proj-
ect are to further define the process MicroprocessorBased Integration oped and is cast into a probabilistic
whereby skeletal muscle adapts to high- of Artificial Reflexes and framework.
intensity (weight-lifting) exercise and to Sensory Feedback for The algorithms can be utilized to con-
elucidate the mechanisms which control Prosthetic Control struct on-line, for a particular amputee,
this process. the necessary artificial reflex laws and

In this project, adult cats are operantly Scientific Systems, Inc. sensory feedback codes. These laws and
conditioned to flex their right wrist 4 Rlndge Avenue Extension codes may then be placed in a micro-
against increasing resistance to receive Cambridge, Massachusetts 02140 processor controlling the prosthetic
a food reward. This procedure has the Wolfram Jadsch, Biomedical device.
advantage of inducing significant hy- Engineer
pertrophy in the muscles of one limb. This is a final project report, award Use of Voice-to-Text Conversion
while the muscles of the opposite limb number PFR-80-09412, based on work in Deaf-Hearing Dialogues
can be used for comparative studies.
This exercise regimen has been shown supported by the Small Business inno-
to increase the number of fibers in the vation Research Program from 9/1/80 to SRI International

muscles of the exercised limb. The 2/28181. Telecommunications Science Canter

mechanism for this increase has been This project seeks to improve the per- Computer Science and Technology

shown to be fiber splitting. formance and usefulness of a micropro- Division

In this study, the structural and his- cessor-based prosthetic arm so that the Menlo Park, California 94025
tochemical features of muscle fibers that requirements for continuous visual su- Earl Craighill, Ph. D.
are undergoing division by splitting are pervision of prosthetic movements arecarcried nderog d o bptig age lowered. This is the first year of a 3-year con-characterized, and the adaptive changes Artificial reflexes and sensory feed- tinuing award, proposal number ECS
that occur in the exercising muscle that
contribute to fiber splitting are investi- back in a prosthetic device have been 80-23527, fiscal year 1981.

gated. Alterations in the contractile recognized as important factors for im- This research explores methods of

properties of the exercised muscle are proving prosthetic performance. Asso- coupling voice-to-text (VTT) conversion

explored, and pharmacological blocking ciated with the loss of a limb a variety technology with speech synthesis de-

drugs (d-tubocurarine and decamethon- of reflexes and senses are lost. If these vices to allow better communication be-

ium) are used to evaluate the compo- are to be substituted, the question arises tween the deaf and the hearing.

nent parts of mixed muscles, which are most relevant for a given lost The research specifies, demonstrates,

Electromyography (EMG) is used to as- limb function, and for a particular and evaluates VTT systems that are

sess adaptive changes in the function individual, practicable and useful in dialogues be-
and recruitment of exercising muscles. By way of a literature review of psy- tween a hearing person talking over a

This study will further elucidate the chometric measurements and current phone to a deaf person who is typing.
dramatic structural and functional alter- neurophysiological models, the nature Specific tasks are to: (i) Define the
ations that occur in skeletal muscle that of the problem is identified as an optim- necessary system parameters of a usa-
is adapting to high-intensity exercise, ization problem. In the particular setting ble VTT system, including the level of

and will define the mechanisms that the problem presents itself as a sto- recognition performed by machine, the

control those adaptive processes. chastic problem in a high dimensional degree of accuracy of machine opera-
parameter space. Conventional experi- tion, and the amount of training re-
ment designs and regression tech- quired by deaf and hearing persons; (ii)
niques are inadequate to acquire the Demonstrate an operational system
information necessary for optimization coupled to the phone network; (iii) De-
with a reasonable experimental effort termine the extent to which deaf users
for a given individual, can provide their own syntactic and se-

In order to cope with these difficul- mantic analyses; and (iv) Identify key
ties, a novel stochastic optimization al- research problems that require solution.
gorithm is developed based on Experiments are conducted to simu-
hybridization of ideas from stochastic late communication between deaf and
function minimization, conjugate gra- hearing persons and include simple in-
dient methods (orthogonal projections), formation-transfer tasks as well as fully
and other statistical concepts. The con- interactive representative dialogs.
cept of "high dimensionality" is devel-
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Volce Response Aids for the Handi- fourth of existing voice coding tech- Low-Cost, High-Performance Speech
tapped-An Innovative Technique niques. As the approach is compatible Recognizer for the Handilcpped,

with LPC synthesizers, commercially Phase NSIinal Technology, Inc. available microelectronic components

15 W. Do La Guerra St. a i readily utilized in applying the Threshold Technology, Inc.
Santa Beb ra, California 93101 tecdnique. 1829 Underwood Boulevard
David Y. Wong, Ph. D., Electrical Applications of the proposed speech Dhen, New Jensy 06075

Engineer storage technique are to expand the vo- Phillips B. Scott
cabulary of prosthetic talking devices, This is proposal number ECSThis is a final project report, award cut the cost and weight of reading ma- ThsiproalnmeEC

number PFR-80-09724, based on work chines for the blind, aid the develop- 80-22376, fiscal year 1980, based on work
supported by the Small Business Inno- ment of voice response computer supported under Phase I of the Small
vation Research Program from 9180 to terminals and equipment at minimal Business Innovation Research Program
2181. cost, and greatly enhance the develop- Solicitation (Award No. PFR 79-17038).

The usefulness of voice response de- mont of computer-based educational This research involves analyses of
vices for the handicapped, especially the m fomterad ed, techniques leading to the development
blind, is a well acknowledged fact. As of low-cost, high-performance speech
an example, it would be much easier for Hearing Aids for Spatial Perception recognition devices suitable for use by
the blind to operate a computer if the and Localization the handicapped. Such devices will per-
machine could respond to the operator mit physically handicapped individuals
with voice. This study involves a tech- Vibrasound Research Corp. to communicate with and control their
nique for storing speech in a highly ef- 4673 S. Zenoba St. environment. Existing low-cost speech
ficient manner based on recent advances Denver, Colorado 80236 recognition devices are not adequate for
in the information theoretic coding of George R Kuhn, Ph. D. this application, The research studies
speech signals. The technique allows the techniques whereby existing high-qual-
vocabulary of a voice response device This research is proposal number ECS ity speech recognition devices can be
to be expanded by factors of two or bet- 50-22377, fiscal year 1981, based on work modified or adapted so that they can
ter at little additional cost. The devel- supported under the Small Business eventually be produced at a low cost
opment of these coding techniques will Research Initiation Program Solicitation while maintaining high performance.
allow speech sounds to be stored digi- (PFR 79-17067). The techniques studied include simpli-
tally in a highly efficient manner in a This research develops numerical and fication of speech preprocessing, re-
portable device. Without such coding analytical models for the localization structuring of classification hardware
techniques, voice response devices cues for normally-hearing subjects and architecture, and improving classifier
would simply be too bulky and expen- for those using hearing aids. These software for persons with speech
sive for general use. models are compared to experimental handicaps.

Although the technique of vector results measured on an anthropo-
quantization is still in its theoretical state morphic manikin as well as to models Eletrodes to Aid the Handicapped
of development, it offers significant ad- based on regular geometries, such as
vantages (32,000 bps) over conven- cylinders and spheres. New hearing-aid Annex Research
tional digital coding (2400 bps) design concepts are developed which PO Box 15044
techniques. simulate or reproduce the localization Santa Ana, California 92705

The feasibility of a voice response cues available to the normally hearing John A. R. Kater, Electrochemit
system based upon an efficient linear subject. Thus, the aided subject would,
predictive coding (LPC) primitive ap- using these new hearing aids, have This is proposal number 80-09361, fis-
proeach is studied in this project. The LPC available the same localization cue as cal year 1980.
primitive approach is a direct applica- the normally hearing subject. It is ex- Individuals suffering from chronic
tion of the recently developed vector pected that these new hearing-aid de- renal failure are severely handicapped.
quantization theory of speech coding. sign concepts will not only improve the A reliable and low cost method to mea-
Primitive sets of various sizes were gen- aided listener's ability to localize cues, sure potassium (K*) and calcium (Ca2*)

erated to encode the speech signal. Rate but also improve intelligibility when blood electrolytes during hemodialysis
distortion performance with respect to worn in the presence of background is needed. Imbalance of these electro-
the training data and the primitive set noise. lytes can cause cardiac arrythmias, ir-
size was investigated. Quality of the In addition to the design of the hear- reversible complications, and death. The
synthetic speech samples was also eval- ing-aid input stage, analyses are made thrust of this research is to study the
uated by qualified researchers as well of the "transfer function" from the hear- feasibility of solid-substrate technology
as handicapped persons. From these ing aid to the eardrum. This research in the development of disposable K and
evaluation studies, it is concluded that project is primarily aimed at a repro- Ca2+ electrodes and simple, portable,
natural-sounding synthetic speech can duction of the normal acoustic signal at dedicated digital meters suitable for
be produced from LPC models encoded the output stage of the hearing aids. The bedside monitoring during dialysis.
with only 128 primitives. With such cod- technique can then be applied to ensure These steps would result in lowering
Ing efficiency, speech storage cost can a good, predictable, and tractable trans- the cost of hemodislysis treatment while
be reduced to only one-third to one- fer function for the hearing aid. providing better care.
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Described are cost-effective minia- For validation and refinement of the an- The Effect of Chemical Modification of
ture ion-selective electrodes (I.S.E.'s) alytical model, the Universal Scientific Bone Cements on Their Young's
suitable for the intermittent bedside Computerized Test System simulator is Moduli
measurements of potassium ion and free being employed to load cadaveric fe-
ionized calcium in whole blood. Solid- murs with and without implants. Multi- Polysciences, Inc.
substrate potassium and calcium ISE's pie-channel strain gage data from Paul Valley Industrial Park
have been fabricated and evaluated in- sensors located in the specimen are used Warrington, Pennsylvania 18976
vitro. Results also inoicate that the use to describe the behavior of both the fe- B. David Halpern, Ph. D., Chemical
of miniature solid-substrate ISE's for di- mur and the fixation devices. The stress- Engineer
rect measurements of electrolytes in strain behavior of the composite system
whole blood with portable, battery-op- can then be used to refine and develop This is proposal number 80-09941, fis-
erated ion analyzers has many other a practical computer model for analysis cal year 1980.
useful applications in the treatment of of fracture healing. As prosthetic procedures are used on
the critically ill. Simple and rapid mea- increasingly younger and more active
surements are also very useful in the Visual Feedback Speech Training patients, the functional life of the pros-
management of patients during sur- for the Deaf--Phase I: thetic system must be extended. The
gery, intensive care, diabetic shock, and Speech Analysis Using present cement used in fixation of
in the emergency room. Applications in Acoustic and Glottal Sensors prostheses in vivo has been the princi-
pediatrics are anticipated. pal cause of orthopedic failures. Gross

Integrated Sciences Corp. modulus mismatches in mating bone to
Analysis and Design of Implants 1640 Fifth Street, SuIte 204 prosthesis by cement has led not onlySanta Monica, California 90401 to prosthesis failure but to bone resorp-

for a Fractured Femur tion, tissue necrosis, and deteriorationWafter C. Gish ado oeeto h mln o
University of Southern California and/or movement of the implant de-
Department of Civil Engineering This is a summary of a completed vices and other complications, particu-
Los Angeles, California 90007 project, award number PFR78-21347, for larly as the implants age.

Victor L Weingarten, Ph. D. the period from 3/1/79 to 1/31/81. The specific objective of this research
A previous NSF study of visual feed- is a study of the effect of systematic

This is proposal number ECS back speech training aids concluded that variations in the composition of a pro-
80-18270, fiscal year 1981. an effective aid must be capable of ex- posed bone cement. To be useful as a

Clinical management of femoral frac- tracting the speaker-invariant features of cement, the rheological properties of
tures has been generally based on an speech. This project is the second of four compositions of polymer and monomer
empirical approach. There exists a need proposed phases leading to the devel- have to be suitable, and rates of poly-
to develop a rational basis for fracture opment of a useful visual display of merization at room temperature have to
healing improvements which will elim- speech. The research in this phase fo- be within a certain time frame. The re-
inate abnormal stress distributions in the cused on fundamental problems in search approach consists of two
healing fracture area that cause either speech analysis. The problems ad- stages-a material synthesis stage dur-
disuse atrophy with osteoporosis and dressed were the separation of periodic ing which several acrylate and methcry-
bone resorption, or overload and random components of speech late polymers are being prepared, and
hypertrophy. sounds and the accurate estimation of a physical testing stage to determine the

Research investigators in the Depart- formants, particularly for high-pitched Young's moduli of the "cured" compo-
ment of Civil Engineering and the School voices. Theoretical considerations sug- sition of these cements.

( Medicine at the University of South- gested that the necessary speech anal- Improved bone cement would signif-
ern California are collaborating on a ysis capability was possible only if the icantly reduce medical care cost, im-
project to develop and experimentally analysis was restricted to the closed- prove surgical techniques, and allow
verify a mathematical model of stress glottis interval, Extensive experiments patients to lead more active and pro-
distributions in the upper part of the hu- with synthetic speech and studies of the ductive lives.
man femur. This model will be em- speech of four adult males, two fe- It was found that varying the com-
ployed to study the design and effect of males, and two children (one male and position of the polymer powder has only
internal fixation devices used to fix the one female) were conducted. The re- a minor effect on altering the physical
fracture elements and promote healing, suits suggest that analysis over the properties. The nature of the monomer

A mathematical model using a non- closed glottis interval yields extremely did influence the compressive strengths
linear finite element computer program accurate formant estimates, no degra- and moduli. A correlation between the
is being developed to consider the ef- dation with high-pitched voices, immu- second order transition temperature of
fects of substructuring, contact ele- nity to source-tract interactions, and the homopolymers of the lower mono-
ments, healing phenomena, as well as improved modeling of nasals, voiced fri- meric cement component and Young's
new nonlinear material law models. The catives, and fast formant transitions. moduli was found. An unexpected dis-
initial study models both the intact hu- covery was the observation that ce-
man femur and intertrochanteric frac- ments made with isobutyl methacrylate
tures stabilized by condylocephalic nails. had higher compressive strengths and

moduli than those based on the iso-
meric n-butyl methacrylate.
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This feasibility study has shown that Enhancement of Speech Intelligibility could be added to a telephone, radio, or
the compression parameters of or- for the Hearing Impaired television to allow the hearing-impaired
thopedic cements may indeed be con- to make full use of modern tele-
trolled by the modification of the Signatron, Inc. communications.
composition of the monomer phase. The 12 Hartwell Avenue
matching of the moduli of the cements Lexington, Massachusetts 02173
with the static and dynamic require- James M. Kates, Electrical Engineer
ments of the prosthesis-bone interface
is expected to lead to the design of ma- This is award number PFR-8009372,
terials which will exhibit improvements from 9/1/80 to 2/28/81.
in their long-term performance as bone Project summary-Conventional hear-
cements. ing aids are inadequate for people with

sensorineural hearing loss. A truly ef-
fective hearing aid would be one that

Usefulness of Auditory Cues for would work in a noisy environment. A
SBtial Peration isubstantial improvement in hearing aids
Blind Populations may be possible by designing signal

North Carolina State University processing that takes into account the
Department of Psychology properties of speech generation, per-
Raleigh, North Carolina 27607 ception, and the characteristics of sen-

sorineural hearing loss.
Donald H. Meishon, Ph. D. The goal of this research was to en-

This is proposal number ECS hance speech intelligibility by removing
80-23787, fiscal year 1981. pitch irregularities and by emphasizing

The goal of this research is to exam- perceptually important speech features.
ine some of the ways in which individ- By removing pitch irregularities, the ef-
uals, both sighted and blind, can use fects of noise are further reduced
naturally occurring cues to perceive the through adaptive filtering of the speech
distance of objects which make their waveform. The use of signal processing
own sounds (e.g., other people, ma- in the hearing aid is leading to a signif-
chines, animals, etc.) and to determine icant improvement in the quality of
the quantitative relationships between hearing aids.
physical and perceived distance in dif- Final report-In this feasibility study,
ferent acoustical settings. Signatron has tested a set of computer

Physical analyses of sound presented programs that can noticeably improve
from different distances are compared speech intelligibility for the hearing-im-
with judgments of perceived distance, paired. The processing first emphasizes
Both blind and blindfolded observers are the speech features by removing noise
used. Different types of stimuli and and pitch irregularities from vowels and
acoustical settings are studied. by adaptively enhancing the character-

The identification of just how com- istic frequency content of consonants.
mon sounds can achieve a clear dis- This is followed by dynamic-range
tance localization should allow similar compression and a high-frequency em-
kinds of physical variation to be pro- phasis that helps overcome aspects of
duced electronically as a means for the sensorineural hearing loss. The pro-
communicating more effectively about cessing was tested on the perception of
the distances of objects detected by stop consonants through a simulated
mobility devices, hearing impairment; intelligibility im-

The results may assist the develop- proved, from an average of 32% of the
ment of mobility aids by allowing such phonemes identified correctly without
devices to present information to the any processing to 68% correctly identi-
wearer in a more readily assimilated fied when the full processing was used.
form. Increased knowledge may also Potential commercial applications of
make possible more rapid training of this research lie in the area of proces-
newly blinded individuals in the full use sors to enhance speech intelligibility. The

of their normal hearing as a basis for applications of signal-processing hear- NOTE: Dr James C. Aller has replaced Dr.
mobility. ing aids are of special interest, since Donald R. McNeal as Program Manager Aconventional hearing aids are often in- reorganization of March 8, 1981, transferred

the Science and Technology to Aid the
adequate for people with sensorineural Handicapped program in a new Division ofhearing loss. Additional applications in- Electrical, Computer, and Systems
clude a larger processing unit that Engineering.
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Abstracts of Recent Articles

The following articles have been abstracted by Joan E. Edelstein, R.RT,
who is a Senior Research Scientist, New York University Post-Graduate
Medical School, Prosthetics and Orthotics, 317 East 34th Street, New York,
N.Y 10016.

Kinematics of the Elbow: James T. London (San Pedro, Cal- ligaments. Unloaded knees resisted applied forces internally
ifornia) Journal of Bone and Joint Surgery 63-A:529-535, by the ligaments and capsule. Displacements and rotations
April 1981. caused by external loads were converted to internal ligament

strains. The increases in stiffness and decreases in laxity when
Kinematic analysis of the normal elbow can define the axis compression is applied indicate that less tibial displacement

or axes of rotation and the type of motion occurring at the and rotation result from a given force and that ligament strains
joint surfaces. Previous studies produced conflicting results, will be reduced, especially when varus-valgus stress is ap-
such as a locus of instant centers, a pathway of instant centers, plied. Joint congruency, a function of the contours of the tibial
and changes in the carrying angle following either linear or plateaus and femoral condyles, contributes to the stabilizing
oscillatory patterns. Disparities may be related to the analytic effect of joint loading. Menisci did not resist medio-lateral ti-
techniques. bial movements at full extension very much. The menisci sta-

This study used a refinement of Reuleaux's technique, based bilized against antero-posterior displacement and torsion
on the concept that as two bones move in relation to one somewhat more. Their greatest effect was evident in varus-
another in a single plane, there is at any instant an axis of valgus tests when the knees were not loaded. Compression
rotation that has zero velocity where joint motion is pure ro- is generated by superincumbent body weight and the knee
tation. Using X-rays in lateral view, for each increment of el- muscles. The neuromuscular control system in vivo can sta-
bow flexion the instant centers of rotation of the radiohumeral bilize a flexed knee in stance.
and the ulnohumeral joint are superimposed on each other.
The two points define a line that is the axis of rotation. Pre-
vious measurements of 50 cadaver elbows revealed consid- Burns Following Application of Plaster Splint Dressings:
erable variation in size of the distal end of the humerus, but Samuel S. Kaplan (Scottsdale, Arizona) Journal of Bone and
minimal variation in shape. The sulcus of the trochlea forms Joint Surgery 63-A:670-672, April 1981.
a nearly complete circle from the center of the coronoid fossa
to the center of the olecranon fossa. The plane of the trochlear Arabs were probably the first to use plaster in the ninth
sulcus defines the plane of elbow flexion. century, mixing calcium oxide and egg whites to make a rigid

Eight elbows were x-rayed, four from cadavers and four dressing for fractures. Calcium sulphate was introduced in
from healthy individuals. Flexion and extension occur about 1798, a less irritating but more difficult mixture to apply. In
a single axis and are of a sliding type, except at the extremes 1852, Antonius Mathysen impregnated cotton bandage with
of the range, when the axis moves and rolling occurs. The plaster. In 1900 a loose-coated bandage became commercially
axis passes through the center of the arcs formed by the tro- available. In 1927 binders such as starch and gum were added
chlear sulcus and the capitellum. The axis of elbow rotation to create the hard-coated bandage.
is internally rotated 3 to 8 degrees from the plane through the The basic chemical reaction when plaster reacts with water
epicondyles. The carrying angle remains constant throughout to create gypsum is exothermic. Two patients who sustained
the range of flexion. second- and third-degree burns are described-one of these

cases resulted in litigation with settlement in the plaintiffs

The Role of Joint Load in Knee Stability: Keith L. Markolf, favor. Both patients' bums healed spontaneously. Both had

William L. Bargas, Stephen C. Shoemaker, and Harlan C. had plaster splints, rather than cylindrical casts.

Amstutz (Division of Orthopedic Surgery, University of Cal- References to elevated temperatures are cited. Tempera-
ifornia, Los Angeles, California) Journal of Bone and Joint tures of 50 degrees Celsius have been recorded ten minutesifrerny 6after plaster application. A third-degree bum can result if such

temperature is sustained for five to 15 minutes. Second-de-

The effects of tibiofemoral contact force on knee stability gree burns occur with high temperature lasting 12 minutes,
and the role of the menisci were investigated in eight cadaver and seven minutes of heat causes bum blisters. The temper-
knees. They were tested on a servohydraulic materials-testing ature generated from heat of crystallization varies from 32.2
machine, subjecting the joints to varus-valgus stress, tibial to 82.2 degrees Celsius. Thicker dressings increase more in
torsion, anterior-posterior drawer testing, and mediolateral temperature because plaster dries from the outside to the in-
shear testing. side. Covering plaster with cotton bandage or other insulation

In each test mode, the knees stiffened with applied joint slows heat transfer, allowing higher temperatures within the
loading, indicating the protective mechanism afforded by the plaster. Immersing plaster too briefly may cause rapid, intense
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local heat, as can squeezing water too thoroughly before ap- that exercise increases the internal stresses in bone which
plication of plaster; water has a high capacity for specific heat responds by increasing cortical thickness and narrowing the
absorption. Water temperature should remain cooler than 40 medullary cavity, although the quality of bone was un-
degrees Celsius. changed. Cortical thickness in the exercise group increased by

17 percent.

Idiopathic Scoliosis: Stuart L. Weinstein, Donald C. Zavala,
and Ignacio V. Ponseti (Department of Orthopedic Surgery, Case Note--A Combined End-Bearing and Patellar-Tendon-
University of Iowa Hospitals and Clincs, Iowa City, Iowa) Bearing Prosthesis for Chopart's Amputation: N. M. Mus-
Journal of Bone and Joint Surgery 63-A:702-712, June 1981. tapha, F McCard and A. T Brand (Artificial Limb and Appli-

ance Centre, Liverpool, England) Prosthetics and Orthotics
One hundred ninety-four patients with untreated adolescent International 4:156-158, December 1980.

idiopathic scoliosis were evaluated. Of these, 33 had died; the
average age of the living patients was 53 years. Eighty-four A 42 year old woman had a "verruca" removed from her
percent were women. About a third had thoracic curves, a right foot 11 years ago. An ulcer developed which led to partial
quarter had lumbar curves. Approximately one-quarter of the foot ablation at the Chopart level. Sepsis postoperatively de-
group had curves less than 50 degrees, and half had curves Jayed healing, but the end result was a mobile ankle with neu-
greater than 75 degrees. Most patients are homemakers or trally positioned calcaneus. The amputation limb was too short
gainfully employed. A fifth of the group had mild psycholog- and bulky for ladies' footwear, and was tender on the plantar
ical reactions to their deformity, but none required psychiatric surface and at the anterior scar which was adherent.
treatment. Backache was reported by about 60 percent of the A blocked leather prosthesis was fabricated combining
population, particularly those with thoraco-lumbar curves, socket, shin, heel and sole attached to a wood forefoot. The
Osteoarthritic changes were found in X-rays of the spines of socket is a patellar tendon bearing design permitting partial
approximately one-third of the patients who had recent X-rays. end-bearing on a distal pad. The prosthesis opens posteriorly.
Twenty-nine percent complained of shortness of breath that An elastic stocking closes the split and suspends the prosthesis.
limited their activities, particularly those with thoracic curves. The patient walks well and performs a full day's work as a
Diminished vital capacity correlated well with severity of the housewife, wearing the prosthesis 5 hours a day. Although
thoracic curve, most patients with a Chopart amputation can be fitted with

Nearly all of the group were married, a finding contrasting the "Ortholen" prosthesis which assumes a good end-bearing
with other studies. The mortality of the current group is similar sole pad and neutral foot, the present prosthesis is an alter-
to that of the general population, but differs significantly from native combining end-bearing and proximal-bearing in a cos-
the findings of other investigations. Inasmuch as a relatively metically and functionally acceptable manner.
small number of patients complained of back pain, surgery is
seldom indicated; surgery may not have a beneficial effect on Reproducibility of Gait Measurement Using the Lamoreux
pulmonary function. Patients whose curves are unresponsive Goniometer: E. Jansen and H. Orbaek (Department of Or-
to bracing are treated surgically, sacrificing spinal mobility. thopaedic Surgery T-2, Gentofte Hospital, Copenhagen,
Those with double major or lumbar curves that are not severe Denmark) Prosthetics and Orthotics International 4:159-161,
should be braced, so that with aging they will not be limited December 1980.
by pulmonary dysfunction or backache. A self-aligning goniometer was designed by Lamoreux in

1971 at the University of California and is now manufactured
The Effect of Prolonged Physical Training on the Properties by Een-Holmgren, A.B., Uppsala, Sweden. Four goniometers

of Long Bone: A Study of Wolff's Law: Savio L.-Y Woo and were mounted on an aluminum exoskeleton, part of a self-
others (Division of Orthopedic Surgery, University of Cali- aligning system of parallelogram linkage and a sliding rod.
fornia, San Diego, California) Journal of Bone and Joint Sur- The goniometers use potentiometers of conductive plastic.
gery 63-A:780-787, June 1981. The subject walked on a treadmill at an average speed of 4 km/

Mechanical and geometric properties of bone were studied hour. The system was applied 10 consecutive times by the
following long-term exercise. These properties were corre- same operator; 60 seconds of continuous recordings were
lated with biochemical composition of bone including density, used in each test. w
ash content, and calcium content. None of the tests was significantly different from the others,

Nine swine were subjected to 12 months of exercise training indicating that the self-alignment of the goniometers func-
on a treadmill and track. The animals ran an average of 40 tioned well when measuring hip and knee flexion and exten-
kilometers per week. Four animals were kept sedentary as sion. There was no difference between the right and left side
controls. The animals were killed and their femora sectioned. recordings. a
The bony samples were subjected to materials testing. The goniometers are thus suitable for basic gait studies, asExercise had a more pronounced effect on the posterior part aids to alignment of lower limb prostheses, and as a tool of

of the femur. The mechanical properties, represented by the control following surgical or medical procedures.
modulus of elasticity and ultimate bending stress, were similar The standard deviation of maximum flexion/extension was
for the control and exercised animals. Bone from exercised approximately 5 percent at the hip and 10 percent at the knee.
animals had a third more maximum load and maximum en-
ergy stored. Biochemical analysis of bone composition showed A Clinical Study of Amputations of the Lower Umb: A. K.
no difference between the groups. The experiment showed Agarwal, M. K. Goel, R. K. Srivastava, and S. Rastogi (Re-
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habilitation and Artificial Limb Centre, K.G.'s Medical Col- The effect of early detection and treatment of scoliosis was
lege, Lucknow, India) Prosthetics and Orthotics Internafi6nal assessed in a stable population in Sweden between 1968 and

4:162-164, December 1980. 1978. The study was done at the only center for referral in the
western district of Sweden. All patients younger than 20 yearsA retrospective study of 525 lower limb amputees treated wowr eerdt h etrwr tde- apeo

from January 1976 to March 1978 was conducted. Nearly all 725 individuals. The w er we with ega tomdeveo
weremen Haf wee btwen 21and40 earsof ge.Ap- 725 individuals. They were followed with regard to develop

were men. Half were between 21 and 40 years of age. ApD- mnent of curve, chronological and skeletal age, and treatment.

proximately two-thirds of the amputations were due to trauma, The mean age at referral was 14 years, and more than 90

particularly train and automobile accidents. Fifty-seven per-

cent of the cases were below-knee amputations. Three-fourths percent were female. For the first 5 years of the study, all with
curves between 25 and 45 degrees were treated with a Mil-

were suitable for prosthetic fitting with either a standard or wukee bracee wt smalerces were berved , and

modifiedwaukee brace. Those with smaller curves were observed, and

On first attendance in the outpatient department approxi- larger curves were operated on. In 1976 the maximum tho-

mately 10 percent required amputation limb preparation and raicuvbaedws4dges.Sne17thmnmmrccurve braced was 0 degrees. Since 197 the mistnimumc
mathe 0pecngerequire s pthain li pereparaiftionn curve braced was 30 degrees. Since 1976 the Boston brace
preprosthetic management. Less than 3 percent had infection, has been used for all curves between 25 and 40 degrees with

whicwaues reatew itol dinhegoup oan apex at or below the tenth thoracic vertebra. In 1968 a
Other causes of amputations in the group of 343 traumatic scoliosis information campaign was launched, but no specific

amputees were crush injuries, firearm injuries, and miscella- training in screening was provided.

neous trauma, such as falls. In the smaller group of nontrau- thog a consnt numbrofiden n
matic amputees, approximately 20 percent had vascular Although a constant number of children had been born dur-
misac ampess approximty 20 percent had valenscr ing the study period, many more referrals were noted, almost
disease. Less than 10 percent had neoplastic lesions. ieodiceswt h enaeo eerldcesd

Other than below-knee amputations, a third had above-knee a fivefold increase, with the mean age of referral decreased,

amputations, and fewer than 5 percent had foot amputations, and the size of the curve decreased from 46 to 28 degrees at
amutatins, rou nee tan thrcentghad t amputations referral. Fewer patients with severe curves were noted. EarlySyme's, through-knee, and through-hip amputations. Twelve intesuy32prnthdugr;laroly1prct

percent of the entire group required surgical correction prior required operation.

to prosthetic fitting. Approximately one-fourth of the below-

knee amputees had short and very short amputation limbs,
and fewer than 18 percent of the above-knee amputees had The Anterior Aspect of the Knee Joint: Bruce Reider, John L.
short or very short limbs. Marshall, Bert Koslin, Bruce Ring, and Fakhry G. Girgis (Hos-

pital for Special Surgery, New York, New York) Journal of
An Integrated Biomechanical-Bioenergetic Technique for Bone and Joint Surgery 63-A:351-356, March 1981.

Evaluation of Human Locomotion: D. N. Tibarewala, A. K.
Ghosh, and S. Ganguli (Bioengineering Unit, University Col- Forty-eight cadaver knees were dissected, approximately

lege of Medicine, Calcutta University, India) Journal of Med- half from men. Knees were from subjects ranging from 40 to

ical Engineering and Technology 4:241-246, September 1980. more than 80 years of age.
The four-part structure of the quadriceps was identified. The

Level walking characteristics of 10 normal subjects and 10 four bellies become aponeurotic at the anterior aspect of the
individuals with various lower-limb paralyses and amputa- knee. The rectus femoris is a long fusiform muscle, which

tions were analyzed to determine temporal, kinematic, and narrowed to a tendon from 5 to 8 centimeters above the su-
kinetic factors, and energy expenditure simultaneously. The perior aspect of the patella. The tendon fans distally as it ap-
instantaneous velocity of each subject's center of gravity was proaches the patella, and continues over the anterior surface
recorded, tog-ther with analysis of expired air, as subjects of the patella into the infrapatellar tendon. Most subjects had
walked at comfortable and fast speeds. These data were used continuity of tendinous fibers.
to construct a gait abnormality index, a measure of temporal The vastus medialis obliquus showed wide range of angular
gait asymmetry. variation. The vastus lateralis approaches the patella at an av-

The investigators derived a walking efficiency factor by di- erage 31 degree angle. Its fibers terminate more proximally

viding the energy expenditure by the product of body weight than do those of the vastus medialis. The vastus intermedius

times distance traversed. This factor ignores the pace and pat- fibers insert directly into the superior border of the patella,
tern of walking, which are components of the gait abnormality never continuing over the anterior surface. The articularis genu
index. Normal and handicapped locomotion can therefore be and fascial investments of the knee were also measured, as
evaluated in terms of walking efficiency factor, walking veloc- were the patella and infrapatellar tendon. Negative correlation
ity, and the gait abnormality index. Statistical correlation the- exists between the length of that tendon and the width of the
ory demonstrates that the cumbersome energy expenditure medial patellofemoral ligament, as seen in patella alta with
measurement can be avoided, because this ergonomical pa- lateral patellar deviation. Much variability exists on the lateral
rameter can be estimated from the biomechanical parameters side of the knee, associated with patellar deviation and chon-
of gait abnormality index and velocity dromalacia patellae. Lateral tethering of the patella restricts

patellar mobility.
The Changing Pattern of Scoilois Treatment Due to Effec-

tive Screening: Gunnar Torell, Anders Nordwall, and AIf
Nachemson (Department of Orthopaedic Surgery I, Sahl- The Blomechanics of Control In Upper-Extremity Postheses:

gren Hospital, Goteborg, Sweden) Journal of Bone and Joint Craig L. Taylor (University of California, Los Angeles, Cali-

Surgery 63-A:337-341, March 1981. fomia) Orthotics and Prosthetics 35:7-28, March 1981.
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This article appeared originally in "Artificial Limbs," Septem- Selected Factors Influencing Job Satisfaction of Attendants
ber 1955. Structural replacement of the missing hand and arm of Physically Disabled Adults: Madelyn Stelmach, Jan
is comparatively easy. Functional replacement by remote con- Postma, Steven Goldstein, and Katherine F Shepard (Ralph
trol and substitute mechanisms is much harder. The man-ma- Davies Medical Center, San Francisco, California) Rehabili-
chine combination determines performance. tation Literature 42:130-137, May-June 1981.

Bony landmarks enable accurate positioning of prosthetic Forty attendant care workers were interviewed, with data
components. Typical measurements of the male torso were entered on demographic collection forms, a standardized in-
derived from Army personnel. They establish harness patterns terview schedule consisting of eight open-ended questions, a
and control paths, and the basis for sizing prostheses for uni- modification of Locke's Action Tendency Interview Schedule
lateral and bilateral amputees. The motions of the arm are for job satisfaction, and a five-point self-rated scale developed
simplified, stated in terms of the three spatial planes, rather by the investigators. The study was prompted by the com-
than as intermediate angular excursions. ments of many disabled people that attendants are difficult to

The shoulder girdle consists of the scapula and clavicle, al- retain.
though the proximal humerus contributes to coordinated ac- Three-fourths of the sample were women. The group ranged
tivity of the girdle. Muscular control of the various joints of from 18 to 65 years of age, most being younger than 30. The
the girdle is described in terms of the motions produced. The disabled cared for by these attendants were approximately 50
humerus and its glenohumeral joint comprises the arm. Mus- perced male; for w th an 30. Mosteeded
cular control of the arm and of combined arm and shoulder percent male; 70 percent were older than 30. Most needed
movements are illustrated, as are control mechanisms of the mre tultipe weeoae. Twoti rso tdsabled required multiple attendants. The disabled person was
forearm. the most often-cited source of information about disability and

Musculoskeletal mechanisms are analyzed in terms of bony specific skills needed for the job. Health professionals were
structure, synovial characteristics, and muscle fiber arrange- mentioned by 30 percent of attendants as a source of skill
ments. Maximum torques at each joint are charted. Prosthetic training. The most often-cited positive factors, according to
sockets obtain purchase on the limb and must bear weight tants, The on othile ork, aving acsordingctoaxillyandlatraly, s wll s srvig a atachentforme- attendants, were doing worthwhile work, having a satisfactoryaxially and laterally, as well as serving as attachment for me- schedule, and friendship with the disabled person. Attendants

chanical components. Single, dual, cineplasty, and triple con- shed and frie with thedled pesn Aendantstrolsysems or ll aputtio levls re aalyedleast-liked aspects of the work schedule: wages and benefits,
trol systems for all amputation levels are analyzed. and attitudes of the disabled person toward the attendant.

Inasmuch as the independent living movement (which makes
disabled people, rather than health professionals, responsible

Now Casting Material and Improved Functional Design for for control of their own medical and personal needs) is in-

Lower Femoral Fracture Bracing: T. Vaughan-Lane and B.F creasing in importance, disabled people should be prepared
to supervise, educate, and train their attendants. The most

Meggitt (Orthopaedic Department, Addenbrooke's Hospital, satisfied attendants were those who had held five or more
Cambridge, England) Prosthetics and Orthotics International previous attendant jobs, and those caring for persons needing

less than 25 hours weekly care.

Cast bracing combines the advantages of safe conservative
treatment with early mobilization associated with internal fix- Hip Hinge Thigh Brace for Early Mobilization of Proximal
ation, without risk of infection and other surgical problems. Femoral Shaft Fractures: B. F Meggitt and T Vaughan-Lane
Crystona, white alumino-silicate polyacrylic acid in a bandage, (Orthopaedic Department, Addenbrooke's Hospital, Cam-
is activated by immersion in tepid water. It has a longer setting bridge, England) Prosthetics and Orthotics International
time than plaster, up to 12 minutes, and is more adhesive. The bridge, ead r a r i no
resulting cast is twice as strong, allowing full weightbearing
within 1 hour of application. The cast is porous, unaffected by Conventional cast bracing cannot control the position of up-
water, and can be removed with plaster shears. per femoral shaft fractures, primarily lateral bending. The new

The knee hinge cylinder brace has been used in treatment brace controls varus buckling by lateral support at the fracture
of over 200 distal femoral fractures since 1973. The older brace site with medial support at the pelvis and at the distal femur.
had a quadrilateral thigh section joined by polycentric hinges The distal fixation is provided by a thigh cast extending to just
to a below-knee walking cast. It functions as an antibuckling above the knee. Knee hinges and a calf section are unneces-
tube, with leg loading limited by the fracture load itself, rather sary. Proximal fixation consists of a quadrilateral thigh cast
than the cast. Thus, weight transference through the foot cast attached to a metal uniplanar hip hinge and rigid pelvic band
was unnecessary. The newer brace has adjustable three-point unit. The band continues to a waist belt aid is suspended by
suspension from a waist belt to studs in the thigh section, a shoulder strap.
polycentric hinges, a calf enclosure, and no ankle or foot com- The hip hinge thigh brace was introduced in 1976, and in
ponents. A foot section is needed by patients with conical 1978 was made of Crystona, a lighter material than plaster. It
thighs where suspension would be difficult otherwise. is applied when the fracture is at the stable callus state, by 7

The brace is applied at 5 to 7 weeks when early callus has weeks. After 1 hour, the patient can walk with crutches, mov-
formed. The patient walks with crutches one hour later, initially ing the hip and knee actively with maximal weight-bearing.
with knee locked, then with locking screws removed perma- The brace is removed when the limb tolerates full body
nently. The brace is removed when the patient can place full weightbearing for 10 seconds.
weight for 10 seconds steady standing on the leg. After skeletal traction is removed, the patient sits on a firm
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support with the thigh held by an assistant. The hip axis is stress test. Thus, upper-extremity work causes a significantly
marked at the greater trochanter. Stockinette is applied from higher heart rate than does lower-extremity work. A continu-
groin to below knee, then an elastic bandage above knee to ous increase in heart rate was observed at all speeds. Heart
ankle, covered by an elastic knee support Felt is placed around rate does not achieve steady state during upper extremity ac-
the groin and also above the patella. Crystona is wrapped on tivity except at light workloads or after 6 minutes. The rise in
the thigh, and a quadrilateral thigh mold is positioned to shape the ventilatory equivalent at relatively faster crutch speeds
the plastic; then the mold is removed. The rigid pelvic band suggests the development of anerobic metabolism.
and hinge are positioned with the leg abducted 20 degrees The average energy requirements of level crutch walking at
and fixed firmly with Crystona. Shoulder and waist straps are 60 meters per minute is approximately two-thirds of the max-
attached. imal upper-extremity stress test values. The rise in heart rate

may be due to shift from fat to carbohydrate metabolism,

A Terminal Question: Robert Radocy and Ronald E. Dick balance between hyperventilation and hypoventilation, cen-

(Therapeutic Recreation Systems, Boulder, Colorado) Or- tral response to arterial acidosis, and response due to stimu-
lation of peripheral receptors where specific muscles are heavily
loaded. A subject with pulse rate limit of 140 beats per minute

Upper limb prosthetic terminal devices have remained un- could either crutch walk at 60 meters per minute or run at 134
changed for more than a quarter century. Most hooks are vol- meters per minute.
untary-opening split hooks. Such hooks are inadequate, for
they provide forceps pinch with grip strength limited by the
power provided by rubber bands or springs (approximately 4 ditions in the World of Work Weore and After the Reha-
pounds per rubber band.) These hooks are suitable for light bilitation Act of 1973: Stanford E. Rubin, Charles E. Worth
use by bilateral amputees, but tools tend to be forced out

and William G. Emener (Rehabilitation Institute, Southernwhen pressure on the hook fingers exceeds the capacity of
hen rubesre n Illinois University, Carbondale, Illinois) Rehabilitation Liter-

the rubber bands.
The voluntary-opening system uses relative motion be- ature42:138-142, May-June 1981.

tween parts of the human body through a harness and cable Section 503 of the Rehabilitation Act of 1973 mandates fed-
system to open the fingers by overcoming a closing force. The eral contractors with a contract of more than $2500 to actively
voluntary-closing system is one in which the amputee closes employ and advance qualified handicapped persons. Section
the fingers by overcoming an opening force. The merits of 504 of the act requires employers to make reasonable accom-
each system should be evaluated in relation to the needs of modations for handicapped persons. One hundred fifteen
specific segments of the amputee population. Unilateral be- questionnaire respondents from the National Association of
low-elbow amputees, the majority of the population, wear the the Physically Handicapped, Inc., and from Mobility on Wheels
same terminal device as bilateral and above-elbow emputees, participated. Most were male, older than 40 years, and had
although the unilateral below-elbow amputee has more lever- been disabled for an average of nearly 30 years. Half used a
age. This patient needs a useful option. Earlier analyses con- wheelchair. A random sample of 250 individuals from the gen-
cludeoi that the voluntary-closing principle is the most desirable eral population was also surveyed. Both groups compared
if engineering problems can be solved, working conditions during the periods 1968 to 1973 and the

Many designs are improvements on the split hook. Ampu- period 1974 to 1979.
tees should be involved in design efforts. Interviews with be- The only significant difference between work perceptions
low-elbow amputees reveal strong opposition to myoelectric before and after 1973 was in the way the supervisor treated
control because of its fragility and lack of feedback. Weight, those confined to a wheelchair who were younger than 39
size, locking, appearance, versatility, and reliability are impor- years. The 1973 law apparently has not affected employment
tant factors in terminal device design. conditions for able-bodied workers. The disabled noted a sig-

nificant positive change in supervisors' attitudes, and satis-

Cardiovascular Stress of Crutch Walking: Robert Patterson faction with salary, as well as in the attitudes of co-workers.

and Steven V. Fisher (Department of Physical Medicine and
Rehabilitation, University of Minnesota Hospitals, Minne- Energy Cost of Ambulation with Crutches: Steven V. Fisher
apolis, Minnesota) Archives of Physical Medicine and Re- and Robert P. Patterson (Department of Physical Medicine
habilitation 62:257-260, June 1981. and Rehabilitation, Saint Paul-Ramsey Medical Center, Saint
Eight healthy young men ambulated with underarm crutches Paul, Minnesota) Archives of Physical Medicine and Reha-

Eigh helthyyoug mn amulaed wth ndearm ruthes bilitation 62:250-256, June 1981.
using the three-point gait pattern at six speeds on level sur-

faces; they also walked up a 5 percent incline and climbed Eight healthy young men ambulated with underarm crutches
19-cm-high steps at two speeds. Each task was performed on a level surface, walking with three speeds; they also walked
twice, and most runs were performed for 6 minutes. Not more on a 5 percent ramp, and climbed stairs at several speeds.
than three runs were performed on a given day. Respiratory Four also ambulated with forearm crutches on level surfaces
gases were collected and analyzed. The subjects also had up- and up stairs. All subjects also ambulated on all surfaces with-
per-extremity and lower-extremity stress tests. out crutches. An electrocardiogram was recorded continu-

The slope of the heart rate response compared with oxygen ously and oxygen consumption and ventilation were monitored
uptake parallels the response for the upper-extremity stress with an Oxylog portable oxygen consumption device. Expired
test; this slope is much steeper than for the lower-extremity gas samples were obtained in meteorologic bags. Stress test-
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ing was conducted with an upper-extremity maximum bicycle to stand and walk, but sitting is very difficult Difficulties are
ergometer and a lower-extremity maximum treadmill. Speed, due to the knee- and hip-lock design of the Motloch design
oxygen consumption and ventilation, calories, heart rate, cad- which requires two hands for locking or unlocking. Sitting
ence and step length were recorded for each ambulatory sit- required leaning backward against a chair, then collapsing into
uation. The data were compared with figures published in four a partial sitting position which is frightening. Standing re-
other studies by other investigators. quired full body extension in order to engage the locks, a

The current subjects had a twofold increase in oxygen con- precarious and space-consuming requirement.
sumption when crutch walking compared with normal gait. At The new design allows separate hip and knee locking which
the slowest speed, consumption was 40 percent of the maxi- can be accomplished with one hand. The locks do not project
mum upper-extremity stress test; at the comfortable walking from the sides of the parapodium, so the wearer can engage
speed of normal ambulation, consumption was 90 percent of the locks in a restricted space, such as in a wheelchair. In order
maximum upper-extremity stress. Heart rate was always to stand, the wearer draws a knee-extension-assist rod out
greater when crutch walking, even at the slowest cadence, and downward, causing the knee joints to extend and lock
than when walking without crutches. Crutch walking is one- automatically. The patient then turns over and pushes to ex-
third as efficient as normal walking at slow speeds, in terms tension, causing the hip locks to engage automatically.
of energy used per unit body weight per unit distance traveled. Ten patients have been fitted with the new design. A case
Use of underarm crutches was not statistically different from report of a 10-year-old boy with a T10-12 lesion illustrates the
use of forearm crutches. improved function obtained with the device. The youngest

patient to sit and stand unaided was 3 years old. All wearers

Parapodlum Redesigned for Sitting: Martha Gr.ii., Edwin swivel with greater speed and agility, greater leverage being
Kinnen and James Brown (Department of Pediatrics, Uni- provided by the forward rigidity and lateral flexibility of the

varsity of Rochester, Rochester, New York) Physical Therapy side bars of the redesigned parapodium.
61:657-660, May 1981.
The original design of the parapodium is successful in al-

lowing children with meningomyelocele lesions of L3 to T12

Recent Patentsa

Device for AIpMessage: Katsumasa Hare. The device may be effect. ft may include air bleed apertures for evaporating moisture
manufactured as a shaped article (e.g., a boot), a wraparound for and cooling the patient. The lower layer is separately inflatable to
an arm or leg, or a mat for the entire body. It consists of an elastic support any area of the upper layer which is deflated. (Pateit No.
element which contacts the skin and is affixed to an air bag. 4,225,989, Oct. 7, 1980; filed Oct. 5, 1978; Appl. No. 948,798;
Cycling a small- volume of compressed air in the air bag produces 9 claims.)
the massage effect in the elastic element. Hot or cold water, or a
heating and cooling gel, may be used in the device to enhance the insert Travel Chair and Method of 11ansportng the Handicppe:
massage effect. (Patent No. 4,231,355, Nov. 4, 1980; filed Sept. 15, Frederick L. Day. The chair width is normally between only 12 and
1978; Appl. No. 942,709; 8 claims.) 16 inches. The chair and occupant can be transferred from an

automobile, bus, or plane, pushed down an auditorium or theatre
Eleselly Nested Surgical Cutting Instrument: George D. Lipp, aisle and, by unlocking and dropping the back of the chair,
assignor to Coming Glass Works, Coming, New York. The heating transferred to an assigned seat. It may also be inserted in a
element is printed or deposited along the cutting edge of the conventional chair or wheelchair. The front wheels are easily
blade. It sterilizes the blade and cauterizes tissue, to reduce removed and the chair folds compactly for storage. A heed
infection and hemorrhage and promote rapid healing. The blade is restraint is provided. (Patent No. 4,229,039, Oct. 21, 1980; filed
thermally insulated from the instrument handle and detachable. Sept. 11, 1978; Appl. No. 941,253; 28 claims.)
(Patent No. 4,231,371, Nov. 4, 1980; filed Nov 16, 1978; Appl. No.
961,191; 6 claims.) Method ftr Reserding the Walking Ability of an Individual: David F

Webster A continuous form of multiple sheets is described, the
Gripping Devee for Nandlcapped Persons: Willem D. van Zelm. top sheet blank, the middle an inking element, and the bottom an
Operable with one hand by a wheelchair occupant, the invention ink receiving element. The top and bottom sheets are moisture-
employs a mechanically-operated hinged arm and double-acting resistant. Laid on a floor or other firm surface, the form
jaws, to lift and move objects or bring them directly to the permanently records the footprints of an individual walking on it,
operator. The device is lightweight and has a relatively long reach e.g., a stroke patient or a drug or alcohol user. In the case of a
span. (Patent No. 4,231,603, Nov. 4, 1960; filed Feb. 15, 1979; Appl. patient, the method may be repeated at intervals to record
No. 12,336; 9 claims.) recovery progress. (Patent No. 4,228,599, Oct. 21, 1980; filed

Sept. 28, 1978; Appl. No. 946,769; 4 claims.)
hietable Supports: Aubrey E. Corbett, Siu L. Ho, and Ronald J.
Clark, amignore to Glynwed Group Services Ltd., Birmingham, Methed of Measuring Blood PerfusIon: Arye Rosen, William P
England. A ripple bed helpful in preventing bedsores is described. Santamore, assignors to RCA Corporation, New York, New York. As
It consists of upper and lower inflatable layers and a source of a means of determining if tissue is normal or ischemic, the
controllable compressed air. The upper layer has separate air method measures temperature decay in a given volume of the
passages independently inflatable and deflatable for the rippling tissue which has been heated by microwaves of known rate,
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amplitude, and frequency. The procedure may be used to *hicle Control System for the Handicapped: Robert J. Appley.
determine the rate of flow of any fluid used for diagnostic The device enables a wheelchair occupant, who may lack normal
purposes moved or moving through a volume of tissue. (Patent hand and/or arm dexterity, to drive a motor vehicle. A unique hand
No. 4,228,805, Oct. 21, 1980; filed Nov. 8, 1978; Appl. No. 958,605; system controls both the braking and throttle functions by a single
4 claims.) lever. The driver pulls the lever toward himself to move the vehicle

and pushes it away to brake or stop. Body momentum also aids
Orthopedic Device: Renald A. Cote. An improvement in the the braking function. The lever may be shaped to accommodate
treatment of congenital and acquired deformities of children's legs particular hand and/or arm handicaps. (Patent No. 4,228,865,
and feet is claimed. The device consists of two foot plates on Oct. 21, 1980; filed Aug. 7, 1978; Appl. No. 931,613; 4 claims.)
either end of an adjustable bar, and a pair of children's shoes. A
fastener such as Velcro connects the shoes to the plates. The Viscous, lowable, Pressure-Compensating Fitting Compositions
assembly allows continuous adjustment of the shoes (as opposed Having Therein both Glass and Resinous Microbeads: Jack C.
to incremental adjustment), easy positioning of the shoes on the Swan, Jr., assignor to Hanson Industries Inc., Boulder Colo.
plates, and quick removal of the shoes from the plates if Composed of microbeads and suitable waxes and oils, the material
necessary. Indicia on the plates enable exact repositioning of the is lightweight and has low density. Used in envelopes as fitting
shoes. (Patent No. 4,230,103, Oct. 28, 1980; filed Nov. 30, 1978; pads, or with or without envelopes in cavities of such articles as
Appl. No. 966,192; 7 claims.) medical devices, orthopedic and prosthetic appliances, footwear

(e.g., ski boots), hand grips, and cushioning structures, it provides
Portable Therapeutic Water Massage Mechanism: Donnie R. comfort, support, and protoction against pressure, impact, and
Lindsey. The device consists of a pump, an electric power control shock. The material's properties may be altered for particular uses
switch, and several nozzles fitted along each of two conduits by varying the proportions of the ingredients, or by adding
placed ordinarily on the bottom of a conventional tub near the tub ingredients such as oil-soluble soaps. (Patent No. 4,229,546,
walls. The nozzles create turbulence, using water pumped from the Oct. 21, 1980; filed Jul. 27, 1978; Appl. No. 928,563; 39 claims.)
tub, and may be adjusted to direct jets of water selectively, e.g., to
the ankles or feet. An in-line heater may also be used to maintain Wheelchair: Gene B. Shaffer. The device moves a handicapped
optimum therapeutic water temperature. For travel, the invention occupant from sitting to standing and vice versa, without
can be disassembled and packed in a luggage-size container, assistance. The movement causes the occupant no anxiety
(Patent No. 4,225,984, Oct. 7, 1980; filed Apr. 5, 1979; Appl. No. because the lever system is designed to move his legs, seat and
27,526; 10 claims.) torso coordinately. A single switch controls electric power.

Reliability, relative simplicity, and low cost are also featured.
Pressure Sensor: Warren C. Lyon and William H. Hayes, Jr., (Patent No. 4,231,614, Nov. 4, 1980; filed Oct. 27, 1978; Appl. No.
assignors to Hittman Corporation, Columbia, Maryland. The sensor 955,391; 17 claims.)
transmits pressure data from a body cavity to minimal reading
equipment outside the body without lead wires or tubes. It
employs radioactive material in movable shielding. The shielding 'Patents may be ordered by number from the Commissioner of
is connected to a bellows and moves with the reaction of the Patents, Washington, D.C. 20231, at 50¢ each.
bellows to sensed pressure. Made of biologically-inert materials,
the device is fully implantable and, using long-lived radioisotopes,
can be left in place for the patient's lifetime. The radiation dosage
is negligible. The device is said to be accurate to within several
millimeters of water pressure and unaffected by ambient
temperature variations. (Patent No. 4,231,376, Nov. 4, 1980; filed
Aug. 7, 1978; Appl. No. 931,526; 8 claims.)

Surgical Immobilizing Bandage and the Like: Koji Usukura,
assignor to Tokyo Eizai Lab. Co., Ltd., Tokyo, Japan. The bandage
is formed of an elastic base material, such as tricot or rubber-
threaded fabric, impregnated with an immobilizing preparation. It
becomes soft and adhesive in hot water (50' to 100" C.) and can
be deformed by partial heating. Other desirable features named
are: excellent molding properties, durability, water resistance,
lightness, and X-ray transmittance. (Patent No. 4,231,356, Nov. 4,
1980; filed Oct. 25, 1978; AppI. No. 954,467; 7 claims.)

Traing Apparatus for Visualy Impaired Peraon: James D.
Hajduch. The apparatus enables a visually impaired person to
improve his use of a cane, his mobility, and self-confidence
without a sighted supervisor in attendance. It employs two light
beams in parallel, each aligned with a photo-electric cell, and a
special cane. The trainee walks between the beams, using the
cane. If he veers from a substantially straight line a light beam is
interrupted and an audio signal tells him which side he has veered
to. Running may also be practiced. (Patent No. 4,212,116, Jul. 15,
1960; filed Feb. 5, 1979; Appl. No. 9,740; 10 claims.)
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BIOENGINEERING Multichannel Implantable Stimulator for Control of Paralyzed
Muscle, PH. Peckham, C.W Poon, WH. Ko, E.B. Marsolais, and J.J.

Applications of Neural Control in Humans, FT Hambrecht; Ann. Rosen; IEEE Trans. on Biomed. Engng., BME-28(7):530-536, Jul.
Biomed. Engng., 8(4-6):333-338, 1980. 1981.

Assessments of Loads in the Knee Joint, F Johnson, P Scarrow On the Processing of Electromyograms for Computer Analysis.
and W Waugh; Med. & Biolog. Engng. & Comput., 19(2):237-243, J.M. Halbertsma and R.R. de Boer, Biomech., 14(6):431-435, 1981.
Mar. 1981.

Optimizing the Acquisition and Processing of Surface Electro-
Biolectric Characteristics of Unstressed in viva Bone, J. Behari Myographic Signals,, M.I.A. Harba and PA. Lynn; J. Biomed.
and S. Singh; Med. & Biolog. Engng. & Comput., 19(1):49-54, Jan. Engng., 3(2):100-106, Apr. 1981.
1981.

Review of Quantitative and Automated Needle Electromyographic
Bloengineering Analysis of Head and Spine Inuries, A. Sances, Jr., Analyses, E.K. Richfield, B.A. Cohen and J.W. Albers; IEEE Transac.
R.C. Weber, S.J. Larson, J.F Cusick, J.B. Myklebust, and PR. Walsh; on Biomed. Engng., BME-28(7):506-514, Jul. 1981.
CRC Crit. Rev. in Bioengng., 5(2):79-184, 1981.

Single Neuron Recording from Motor Cortex as a Possible Source
Comparative Display of Dynamic Foot-Ground Pressure Data of Signals for Control of External Devices, E.M. Schmidt; Ann.
(Peimatobarography), F Johnson and D.M.C. Kong; Engng in Med., Biomed. Engng., 8(4-6):339-349, 1980.
10(3:159-161, Jul. 1981.

Spectral Analysis of Surface Motor Unit Action Potentials and
The Design of a Clinical Electromagnetic Bone Stimulator, AT. Surface Interference Electromyogram, F Tanzi and V Taglietti; IEEE
Barker; Clin. Phys. and Physiol. Meas., (1):9-16, Feb. 1981. Transac. on Biomed. Engng., BME-28(4):318-324, May 1981.

A Discrete Stop Goniometer for the Human Elbow, PJ. Roth, Synthesis of a Knee Joint Endoprostheas is Based on Pure
A. Unsworth, and I. Haslock; Engng. in Med., 10(2):79-83, Apr. Rolling, D. Elad, R. Seliktar and D. Mendes; Engng. in Med.,
1981. 10(2):97-105, Apr. 1981.

Effects of Load on Myoelectric Signals: The ARNIA A Technique for Collision Block of Peripheral Nerve: Frequency
Representation, M.H. Sherif, R.J. Gregor and J. Lyman; IEEE Dependence, C.VD. Honert and J.T Mortimer; IEEE Transac. on
Transac. on Biomed. Engng., BME-28(5):411-425, May 1981. Biomed. Engng., BME-28(5):379-382, May 1981.

A Finger Arthrograph for the Quantification of Joint Stiffness. A Technique for Collision Block of Peripheral Nerve: Single
B. Jobbins, H.A. Bird and V Wright; Engng. in Med., 10(2):85-88, Stimulus Analysis, C.VD. Honert and J.T Mortimer; IEEE Transac.
Apr. 1981. on Biomed, Engng., BME-28(5):373-378, May 1981.

Foot Pressure Measurement: A Review of Methodology, M. Lord; Theoretical Design and Implementation of a Tanscutansous,
J. Biomed. Engng., 3(2):91-99, Apr. 1981. Multichannel Stimulator for Neural Prosthesis Applications, I.C.

Forster; J. Biomed. Engng., 3(2):107-120, Apr. 1981.

Frequency Parameters of the Myolactric Signal as a Measure of

Muscle Conduction Velocity, FB. Stulen and C.J. De Luca; IEEE Wheelchair Cushion Modification: Device for Locating High-
Trans. on Biomed. Engng., BME-28(7):515-523, Jul. 1981. Pressure Regions, W Mayo-Smith and G.VB. Cochran; Arch. Phys.

Med. & Rehab., 62(3):135-136, Mar. 1981.
Intramuscular Electrical Stimulation: Tissue Damage, J.T
Mortimer, D. Kaufman and U. Roessmann; Ann. Biomed. Engng.,
8(3):235-244, 1980.

BIOMATERIALS
Metabolic Measures to Ascertain the Optimal Load to be Carried
by Man, M.R. Pierrynowski, D.A. Winter and R.W Norman; Analysis of Bone-Composite intrfacl Strengths, C.M. Davis and
Ergonomics, 24(5):393-399, May 1981. J.F Shackelford; Biomat., Med. Dev., & Art. Org.. 911):47-55. 1981.

Mleroelectronl s and Neural Prostheses, R.L. White; Ann. Biomed. The Effect of Carbon Fiber Relinforement on Contact Pressure,
Engng., 8(4-6):317-332, 1980. and Time-Depaen Deformation in Polyethylene Tbll
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Components, TM. Wright, T Fukubayashi and H. Burstein; Blomnechanical Study of the Ligamentous Stability of the Thoracic
J. Blamed. Mat. Res., 15(5):719-730, Sept. 1981. Spine In Man, M.M. Paniabi. J.N. Hausfeld and A.A. White, III; Acts

Orthop. Scand.. 52(3):315-326, Jun. 1981.
Friction and Wear Properties of Polymer, Meal, and Ceramic
Prosthetic Joint Materials Evaluated on a Multichannel Screening Blomeschanlca-Mechanical Properties of Living Tissues, C. Fung;
Device, H. McKellop, I. Clarke, K. Markolf. and H. Amstutz; Springer-Verlag. New York Heidelberg. Berlin. 33 pp., 1981. $23.85.
J. Blamed. Mat. Res., 5(5):619-653, Sept. 1981.

Cardiovascular Stress of Crutch Walking, R. Patterson and S.V
hrnplantable Electrical and Mecha nterfaces with Nerve and Fisher; Arch. Phys. Med. & Rehab., 62(6):257-260, Jun. 1981.
Muscle, J.A. Hoffer and G.E. Loeb; Ann. Blamed. Engng., 8(4-
6):351 -360,1980o. Clinical Gait Analysis. J.J. Carollo; Med. Electron, 95-99 pp., Apr.

1981.
I Vivo and In Vitro Considerations of Corrosion Testing, S.A.
Brown and K. Merritt; Biomat., Med. Dev., & Art. Org.. 9(1):57-63. Comparative Mechanics of the Hip and Ankle, A.S. Greenwald and
1981. D. Phil; Biomat., Med. Dev., Art. Org., 9(1):15-18.,1981.

I Vivo Strain Measurements from Bone and Prosthesis Following Decrease in Grip Strength Induced by Simultaneous Bilateral
Total Hip Replacement. An Experimental Study In Sheep. L.E. Exertion with Reference to Finger Strength. T Ohtsuki;
Lanyon. .1. Paul, CA Rubin, E.L. Thrasher R. DeLaura, R.M. Rose Ergonomics. 24(l):37-48. Jan. 1981.
and E.L. Radin; J. Bone & Joint Surg., 63-A(6):989-1001, Jul. 1981.

Development of New Methods for Phalangeal Fracture Fixation.
Investigations on the Galvanic Corrosion of Multialloy Total Hip H. Alexander, N. Langrana, J.8. Massengill and A.B. Weiss; J.
Prostheses, L.C. Lucas, R.A. Buchanan, and J.E. Lemons; Biomech., 4(6):377-387, 1981.
J. Biomed. Mat. Res., 15(5):731 -747, Sept. 1981.

Electromyographic Signs of Shoulder Muscular Fatigue in Two
Joint Function after Total Hip Arthroplesty: A Four-Year Follow-Up Elevated Arm Positions, M. Hagberg; Amer, J. Phys. Med.,
of 72 Cases with Charnlsy and Muller Replacements, M.R Murray, 6013:111-121, Jun. 1981.
D.R. Gore, B.J. Brewer L.A. Mollinger and S.B. Sepic; Clin. Orthop.

&Re. Res., 157:119-124, Jun. 1981. Electre-yographic Study of the Trapazius (Pars Media) and
ithomboideus Major Muscles in Movements of the Arm (Part 1),

Osteogenic Phenomena Across Endosteal Bone-Implant Spaces V De Freitas and M. Vitti; Electromyogr. & Clin. Neurophysiol
with Porous-Surfaced Intramedullary Implants, JOD. Bobyn, R.M. 21(5):469-478, Jun.-Aug. 1981.
Piliar, H.U. Cameron and G.C. Weatherly; Acts Orthop. Scand..

5212):145-153, Apr. 1981. Electr-rMynraphic Study of the Trapezius (Pars Media) and
Rhombeous Major Muscles in Movements of the Arm (Part 2),

Stripping Poly-Imide Resi (Trimel) Enamel Insulation from Fine V Oe Freitas and M. Vitti; Elactromyogr. 8& Clin. Neurophysiol..
Wire to Produce Electromnyography Electrodes, J. Stallard, R.E. 1 (b):479-~415. Jun.-Aug. 1981.

Majo an G.. Roe; . Bome. Enng.3(2:15-160 Ap , 60. An EMG Preamplifier System for Blomnechanicall Studies, J.A.
Wear of Artificial Joint Materials L. Friction and Wear Studies: Foulke, S.A. Goldstein and T.J. Armstrong; J. Biomech.. 14(6):437-
Validity of Wear-Screening Protocols, l.C. Clarke; Engng. in Med., 438.,1981.
10(3):115-122, Jul. 1981.

Energy Cost and Cardiopulmonary Responses for Wheelchair
Wear of Artificial Joint Materials Ii. Iwelve-Chennef Wear- Locomotion and Walking on Tile and on Carpet, R.M. Glase, M.N.
Screening Device: Correlation of Experimental and Clinical Results, Sawka, S.W, Wilde, B.K. Woodrow and A.G. Suryaprasad;
H. McKellop; Engng. in Med.. 10(31:123-136, Jul. 1981. Paraplegia. 19(4):220-226, 1981.

Woar of Artificial Joint Materials II. Simulation of the Knee Joint Energy Cost of Ambulation with Crutches, S.V Fisher and R
Using a Computer-Controlled System, R.W Treherne. R.W Young Patterson; Arch. Phys. Med. & Rehab., 62(6):250-256, Jun. 1981.
and S.R. Young; Engng. in Med. 10(3):137-142, Jul. 1981.

An Evaluation of the Approaches of Optimization Models in the
Prediction of Muscle Forces During Human Gait, A.G. Patriarco.

BIOMCHAK~SR.W Mann, S.R. Simon and J.M. Mansour; J. Biomech.. 14(81:513-

Analysis of the Linear Displacement of the Head and Trunk During Exercise Program for Wheolchair Activity, R.M. Glaser, M.N.
Walking at Dilferen Speeds. A. Cappozzo; J. Biomech., 14(6):411 - Sawka, R.J. Durbin, .M. Foley and A.G. Suryaprasad; Amer.

425,981.J. Phys. Med., 60(2):67-75, Apr. 1981.

App1led Physiology for Wheelchair Design, R.M. Glaser, M.N.
Sawka, R.E. Young, and A.G. Suryaprasad; Amer. Physiol. Soc., Force-, Power-, and Elsticity-Velocity Relationship In Walking.
pp,.41-44,19W0. Running, and Jumping, P Luhtanen and P.V Komi; Eur. J.

App. Physiol., 44:279-289, 1980.
Balance In Lower Limb Child Amputees, L.A. Clark and R.F
Zernicke; Pros. & Ortho. Intl., 511:11 -18, Apr. 1981. From the Clinic: Utilization of the Hamstring Position (Reverse

Arm) on the PdK Table for Increasing Range of Motion In the Knee
A Elomeahansl Analysis ot Galt Patterns of the Visuaily Joint, A. Parhad, B. Gervais and Y Chi-Wu; Amer. Corr Ther. J.,
Impaired, M.L. Dawson; Amer Con' Ther. J., 35(3):66-71, May- 35(3):72-76, May-Jun. 1981.
Jun., 1981.

FUnctilon of the Ouadrlceps Femnoris Muscle Under the Full Renge
&lmsela Aspects of the Elbow: Joint Forames Related to of Force and Differingo Contraction Velocities of Concentric Werk.

Pn~ltheais Design, A.A. Amis, J.14. Miller, 0. Dowson and V Wright; V Eloranta and PV Komi; Electromyogr. IN Clin. Neurophysiol.
Engng. In Med., 10(2):65-M8, Apr 1981. 2114):419-431, Apr.-May 1981.
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Gait Analysis in the Assessment of Functional Performance Before Sex Differences in the Skeletal Geometry of the Human Pelvis and
and After Total Hip Replacement, J.C. Wall, A. Ashburn and Hip Joint, P Brinckmann, H. Hoefert and H. Th. Jongen; J.
L. Klenerman; J. Biomed. Engng.. 3(2):121-127, Apr. 1981. Biomech., 4(6):427-430, 1981.

Improved Techniques for Measuring In Vitro the Geometry and A Simulation Procedure for Human Motion Studies, M.R. Ramey
Pressure Distribution in the Human Acetabulum-l. Ultrasonic and A.T Yang; J. Biomech., 14(4):203-220, 1981.
Measurement of Acetabular Surfaces, Sphericity and Cartilage
Thickness, PD. Rushfeldt, R.W Mann and WH. Harris; J. Biomech., A Technique for Measurement and Description of Three-
14(4):253-260, 1981. Dimensional Six Degree-of-Fredom Motion of a Body Joint with

an Application to the Human Spine, M.M. Panjabi, M.H. Krag and
Improved Techniques for Measuring In Vitro the Geometry and VK. Goel; J. Biomech., 14(7):447-460, 1981.
Pressure Distribution in the Human Acetabulum-11. Instrumented
Endoprosthesis Measurement of Articular Surface Pressure Techniques for Implementing an In Vivo Bone Strain Gage System,
Distribution, PD. Rushfeldt, R.W Mann and W.H. Harris; J. WE. Caler, D.R. Carter and WH. Harris; J, Biomech., 14(7):503-507,
Biomech., 14(5):315-323, 1981. 1981.

An In Vivo Biomechanical Evaluation of Anterior-Posterior Motion Uniaxial Fatigue of Human Cortical Bone. The Influence of Tissue
of the Knee. Roentgenographic Measurement Technique, Stress Physical Characteristics, D.R. Carter, WE. Caler, D.M. Spengler and
Machine, and Stable Population, PA. Torzilli, R.L. Greenberg and VH. Frankel; J. Biomech., 14(7):461-470, 1981.
J. Insall; J. Bone & Joint Surg., 63-A(6):960-968, Jul. 1981.

Validity of Power Output Estimation for Wheelchair Locomotion,
Influence of Resistance, Speed of Movement, and Forearm R.M. Glaser and S.R. Collins; Amer. J. Phys. Med., 60(4):180-189,
Position on Recruitment of the Elbow Flexors, O.J. Stewart, Aug. 1981.
M. Peat, and G.R. Yaworski; Amer. J. Phys. Med., 60(4):165-179,
Aug. 1981.

The Influence of Temperature, Initial Length and Electrical Activity GENERAL
on the Force-Velocity Relationship of the Medial Gastrocnemius
Muscle of the Cat, J.S. Petrofsky and C.A. Phillips; J. Biomech., An Accent Guide, Wheelchairs and Accessories, B. Garee; Accent
14(5):297-306, 1981. Special Publications, Cheever Publishing, Inc., P.O. Box 700,

Bloomington, Illinois 61701, page 129, Mar. 1981.
Inhibition of Individual Fingers During Grip Strength Exertion,

T Ohtsuki; Ergonomics, 24(1):21-36, Jan. 1981. Activities of Daily Living Test: Geriatric Considerations, E.B.
Lawton; Phys. & Occup. Ther. in Geriatr., 1(1):11-20, 1980.

Interactive Computing as a Diagnostic Tool for Musculoskeletal
Disabilities, R. Arvikar, A. Seireg, and M.P. Murray; Advances in Adverse Responses to Transcutaneous Electrical Nerve Stimulation
Computer Technology-1 980. Vol. 1 ASME, United Engineering in a Patient with Rheumatoid Arthritis, J.W Griffin and
Center, 345 E. 47th. St., New York, N.Y. 10017. 1:332-334. M. McClure; Phys. Ther., 61(3):354-355, Mar. 1981.

Mechanical Energy Analyses of the Human During Load Carriage Annual Review of Rehabilitation, Vol. 1, 1980. E.L. Pan, TE. Backer
on a Treadmill, M.R. Pierrynowski, R.W Norman and D.A. Winter; and C.L. Vash, Eds. New York, Springer Publishing Co. 200 Park
Ergonomics, 24(1):1-14, Jan. 1981. Ave. South, New York, N.Y. 10003. 400 pages. $27.50.

The Mechanics of Normal and Hallux Valgus Fet-A Quantitative The Assessment and Description of Amputee Activity, H.J.B. Day
Study, WC. Hutton and M. Dhanendran; Clin. Orthop. & Rel. Res., Pros. and Ortho. Int'l. 5(1):23-28, Apr. 1981.
157:7-13, Jun. 1981.

Assessment of Needs for Control and Interfaces to OperateMultiterritoril Muscle Evaluations for Maximal isometric Assistive Devices for the Severely Disabled, J. Preston, Jr; Rehab.
Contraction of the Deltoid Muscle In Normal and Dystrophic Digest, 12(1):14, Jan./Feb./Mar. 1981.
Humans, T Simard, J. Vorro and P Rocque; Amer. J. Phys. Med.,
60(3):132-143, Jun. 1981. Biofeedback Therapy to Achieve Symmetrical Gait in Hemiplagic

Cerebral Palsied Children, B.R. Seeger, D.J. Caudrey and J.R.Muscle Function in Ehiers-Danis Syndrome, WJ. Bilkey, TL. Scholes; Arch. Phys. Med. & Rehab., 62(8):364-368, Aug. 1981.
Baxter, F.J. Kottke and M.O. Mundale; Arch. Phys. Med. & Rehab.,
62(9):444-448, Sept. 1981. ladder Electromyography Response to Electric Stimulation and to

Terbutaline, RE. Kaplan, J.B. Nanninga and R.R. Richardson; Arch.The Passive Elastic Force-Vlocity Relationship of Cat Skeletal Phys. Med. & Rehab., 62(9):424-427, Sept. 1981.
Muscle: Influence Upon the Maximal Contractile Element Vlocity,
C.A. Phillips and J.S. Petrofsky; J. Biomech., 14(6):399-403, 1981. Chercot-Marie-Tooth Disease: Case Report of

ElectmoneuromyographIc Abnormalities. J.L. Echternach; Phys.
Patterning of Human Body Movement In and Through Space, E.B. Thor., 61(3):356-358, Mar. 1981.
Murdoch and R.M. Kenedi; Physiother., 67(2):34-37, Feb. 1981.

Choosing a Wheelchair Cuslon, J.C. Robertson and J. Shah;
Permanent Deformation of Compact Bone Monitored by Acoustic Engng. in Med., 10(3):163-164, Jul. 1981.
Emission, TM, Wright, F. Vosburgh, and A.H. Burstein; J. Biomech.,
14(6):406-409, 1981. Communication Barriers Between "The Able-Bodied" and "The

Handicapped," I.K. Zola; Arch. Phys. Med. & Rehab., 62(8):355-
Power Requirements and Mechanical Efficiency of Treadmill 359, Aug. 1981.
Walking, MY. Zarrugh; J. Biomech., 14(3):157-165, 1981.

Cost Effective Moulded Seating for the Handicapped Child,
Quantitative Gait Evaluation In the Clinic, J.L. Robinson and G.L. G. McQuilton and G.R. Johnson; Pros. & Ortho. Int'l. 5(1:37-41,
Smidt; Phys. Thor., 61(3):351-353, Mar. 1981. Apr. 1981.

Current Theories and Treatments Related to Phantom Limb Pain,
R.S. Feldman; Ortho. & Prosth., 35(3):26-30, Sept. 1981.
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Dynamic Protractible Mouthti"c, S. Garcia and J. Greenfield; Resource Guide to Literature on Bar.Fe Enaitnmeats with I
Amer J. Occup. Ther., 5(8):529-530, Aug. 1981. Selected Annotations, Architectural and Transportation Barriers

Compliance Board, Washington, D.C. 20202, 279 pp. 1980. For sale
The Hammock Effect in Wheelchair Cushion Covers, WA. Denne; by the Supt. of Documents, U.S. Govt Printing Office, Washington,Paraplegia, 19(1):38-42, Feb. 1981. D.C. 20402.

High Tension Surface EMG, V. Pollak; Amer. J. Phys. Med., Severe Femoral Neuropethy with "Hanging Log" Syndrome, M.T
602):76-83, Apr. 1981. Rottenberg and J.A. DeLisa; Arch. Phys. Mad. & Rehab., 62(8):404-

406, Aug. 1981.
How to Prevent or Treat a Pssure Sore: Information for People
Affected by Partial or Total Loss of Sensation or Movement, Shoulder Pain in Industry: An Epidemiological Study on Welders,
R. Pasillas and J.J. Csongradi; Rehabilitation Engineering Center, P Herberts, R. Kadefors, G. Andersson and I. Petersen; Acta
Children's Hospital at Stanford, 20 Willow Road, Palo Alto, Orthop. Scand., 52(3):299-306, Jun. 1981.
California 94304, 11 pp. 1980.

Skin Blood Flow in Sated Geriatric Patients, L. Bennett, D. Kavner,
The Impact of Microcomputers on Devices to Aid the BY. Lee, FS. Trainor, and J.M. Lewis; Arch. Phys. Mad. & Rehab.,
Handicapped, J.H. Aylor, B.W Johnson and R.L. Ramey; Comput., 62(8):392-398, Aug. 1981.
14(1):35-40, Jan. 1981.

Skin Surface P0 2 Measurement end the Effect of Externally
Information Brochure. 1981. 11 pp. American Academy of Applied Pressure, TP. Newson, J. Pearcy, and P. Rolfe; Arch. Phys.
Orthotists and Prosthetlsts, 717 Pendleton Street, Alexandria, Med. & Rehab., 62(8):390-392, Aug. 1981.
Virginia. 22314. $1.25. (For detailed information see "Notes and
News.") Standardization and the Handicapped, K. Montan; ICTA

Information Centre, Box 303, S-161 26 Bromma, Sweden, 16 pp.,
Information Services to Disabled Individuals, J.J. Senkevitch and May 1980.
J.R. Appel. Drexel Library Quarterly, School of Library and
Information Science, Drexel University, Philadelphia, Pa. (For Supplying Electronic Aids to Disabled People, R. Jefcote;
detailed information, see Notes and News.) Physiother., 67(2):45-46, Feb. 1981.

Intelligent Prosthetic Devices, M.A. Rahimi; Comput., 14(1):19-23, Taking the Pressure Off: Prevention and Cure of Decubitus Ulcers,
Jan. 1981. D. Rausch; Rx Home Care, 3(5):53-58, Aug.-Sept. 1981.

Locating, Recruiting, and Hiring The Disabled, R. Rabby. Telephone Set and Environmental Control Center-VITAL8 Aids
63 pp. Pilot Books, 347 Fifth Avenue, New York, New York 10016. Disabled People at Home and in Medical Centers, G. Klause; Int. J.
$3.95. (For detailed information, see Notes and News.) Rehab. Res. 3(2):205-214, 1980.

A Modem Method of Stump Bandaging, S. Callen; Physiotherapy, Testing of Manually-Propelld WheelchairsmThe Need for
67(5):137-138, May 1981. International Standards, A. Staros; Pros. & Ortho. Int'l. 5(2):75-84,

Aug. 1981.

Molto Fringe Topography of the Human Body, M.S. Moreland,

M.H. Pope, D.G. Wilder, I. Stokes, and J.W Frymoyer; Med. Topical Anesthesia: A Possible Treatment Method for Spasticity,
Instrum., 15(2):129-132, Mar.-Apr. 1981. M.A. Sabbahi, C.J. De Luca and W.R. Powers; Arch. Phys. Med. &

Rohab., 62(7):310-314, Jul. 1981.

Optimizing the Function of Geriatric Amputees, J.E. Edelstein;

Phys. & Occup. Ther. in Geriatr., 1(1):21-41, 1980. Total Rehabilitation, G.N. Wright; Little, Brown and Company, Inc.,
Boston, Mass. $29.25. 830 pages. 1980.

Pain Management: Long-Term Follow-Up of an Inpatient Program,

J. Malec, J.J. Cayner, R.F. Harvey and R.C. Timming; Arch. Phys. Transportation for the Handicapped: Mobility is reedom,
Mad. & Rehab., 62(8):369-372, Aug. 1981. D. Rausch; Rx Home Care, 3(5):31-40, Aug.-Sept. 1981.

Peronel Nerve Conduction blocity: The Importance of Wheelchair That Climbs Curbs, The Medical Post; Rehab. Digest,
Temperature Correction, E.M. Haler, J.A. DeLisa, and F.V Brozovich; 12(1):13, Jan./Feb./Mar. 1981.
Arch. Phys. Med. & Rehab., 62(9):439-443, Sept. 1981.

Zinc lontophoresis to Treat lechemic Skin Ulcers, M.W. Cornwall;
The Phantom Phenomenon: its Use and Disuse, A.S. Abramson Phys. Ther., 61(3):359-360, Mar. 1981.
and A. Feibel; Bull. N.Y. Aced. Mad., 57(2):99-112, Mar. 1981.

Practical Application of Microcomputers to Aid the Handicapped,
G.C. Vanderheiden; Comput., 14(1):54-61, Jan. 1981. OR1THOTICS

Pressure Ulcers: Principles and Techniques of Management, M.B.
Constantian; Little, Brown and Company, Boston, Mass. 308 Double Cylinder Plastic Ortholl In the Treetment of Duchanne
pp. 1960. $32.50. Muscular Dystrophy, l.M. Siegel and 0. Silverman; Phys. Thor.,

61(9):1290-1291, Sept. 1981.
Progress in Wheelchair Design: State of the Art, W Fulton and
D.A. Shaw; Rx Home Care, 3(5):49-51, Aug.-Sept. 1981. The Dynamics of Walking Using the Hip Guidance Orthoeis (1400)

with Crutches, R.E. Major, J. Stallard and G.K. Rose; Pros. & Ortho.
Recruiting Qualified Disabled Workers: An Employer's Directory to Int'l. 5(1):19-22, Apr. 1981.
Placement Services In the Greater New York Arms, L. Smart.
Research and Utilization Institute, National Center on Employment A New Ankle Foot Orthoes with a Carbon Composite Inert
of the Handicapped, at Human Resources Center, Albertson, N.Y., C. Fillauer; Ortho. & Prosth,, 35(3):13-16, Sept. 1981.
11507. $6.95, 141 pages, 1981.

A Subjectve Comperson of Sponco and PINT Soft Tisse
Rehablitation and the Handicapped Programmer, R.J. Leneway Supplements Used In Foot er, S. Albert; Ortho. & Prooth.,
and B.R. Montgomery; Comput., 14():49-52, Jan. 1981. 5(3):17-21, Sept. 1981.
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The Team Fights the Scourge of Poliomylitl, S.A. Ajao and Myoalactrc Pattern Recognition for Use in the Volitional Control
G.A.A. Oyemade; Pros. & Ortho. Int'l. 5(2):68-74, Aug. 1981. of Above-Knee Prostheses, D.R. Myers and G.D. Moskowitz; IEEE

Trans. on Systems, Man, and Cybern., SMC-1 1(4):296-302, Apr.
A Transducer for the Measurement of Lower Umb Orthotlc Loads, 1981.
A.E. Trappitt and N. Berme; Engng. in Med., 10(3):149-153, Jul.
1981. A Preliminary Clinical Evaluation of the Mauch Hydraulic Foot-

Ankle System, TT Sowell; Prosth. & Ortho. Int'l. 5(2):87-91, Aug.
Walking Frame-Variation on a Theme, G. Lubbock and 1981.
P Robson; Physiother., 67(2):44-45, Feb. 1981.

Prosthetics Management of the Cancer Patient with High Level
Use of Gait Simulation in the Evaluation of a Spring-Loaded Knee Amputation, H.R. Lehneis, L. Ekus, G. Fields, 1. Freidenbergs,
Joint Orthosls for Duchenne Muscular Dystrophy Patients, W. Frisina, J.A. Reeve, S. Rendsburg and S. Weiner; Ortho. & Pros.,
P Allard, M. Duhaime, PS. Thiry, and G. Drouin; Mead. & Biolog. 35(2):10-28, Jun. 1981.
Engng. & Comput., 19(2):165-170, Mar. 1981.

Quiet, Graceful Prosthetic Arm Monitored by the Brain, Rehab.
Digest, 12(l):13, Jan./Feb./Mar. 1981.

PROSTHETICS Some Evidence of Squeeze-Film Lubrication in Hip Prostheses, TA.
Gore, G.R. Higginson and R.E. Kornberg Engng. in Med., 10(2):89-

Additions to the Vertical Fabrication Jig, C.H. Pritham; Orth. & 95, Apr. 1981.
Prosth., 35(1:29-33, Mar. 1981.

Some Thoughts on Nomenclature of Umb Prosthetice, C.H.
Application of Robotics to Prosthetic Control, D.E. Orin; Ann. Pritham; Ortho. & Prosth. 35(2):29-32, Jun. 1981.
Biomed. Engng., 8(4-6):305-316, 190.

A Terminal Question, R. Radocy and R.E. Dick; Ortho. & Prosth.,
Artifial Limbs--A Bibliography with Abstracts. National Technical 35(1):1-6, Mar. 1981.
Information Service, U.S. Department of Commerce, Springfield,
Virginia 22161. 146 pp. Published Search P8S0-811888. Period Terminal Transverse Congenital Umb Deficiency of the Forearm,
covered 1968-June 1980. D.G. Shurr, R.R. Cooper, J.A. Buckwater and WE. Blair; Ortho. &

Prosth., 35(3):22-25, Sept. 1981.
Atlas of Umb Prosthetics; Surgical and Prosthetic Principles, Amer.
Acad. Orthop. Surg. The C.V Mosby Co., 11830 Westline Industrial Tilting Stubbies (Technical Note), A. Balakrishnan; Prosth. & Ortho.
Drive, St. Louis, Missouri, 63141. $77.50, 668 pages. 1981. Int'l. 5(2):85-86, Aug. 1981.

The Biomechanks of Control of Upper-Extromity Prostheses, Use of a Perlite Insert with the Muenster Socket, (Technical Note),
C. Taylor; Orth. & Prosth., 35(1):7-28, Mar. 1981. Ortho. & Prosth. 35(2):33-37, Jun. 1981.

Closed-Loop Control in Prosthetic Systems: Historical Perspective, The Vbriable-Axis Knee Prosthesas-Two-Yar FolIow-Up Study,
D.S. Childress; Ann. Biomed. Engng., 8(4-6):293-303, 1980. D.G. Murray and D.A. Webster; J. Bone & Joint Surg., 63-A(5):687-

694, Jun. 1981.

Comparing the Effectiveness of Elastic Bandages and Shrinker
Socks for Lower Extremity Amputees, K.J. Manella; Phys. Ther.,
61(3):334-337, Mar. 1981.

Cybernetic Umb Prosthesis: The ALZA Distinguished Lecture, R.W
Mann; Ann. Biomed. Engng., 9(1):1-43, 1981. SENSORY AIDS

Feasibility Study of a Computer Controlled Hydraulic Above-Knee An Application of Bo-Feedback in the Rehobilitation of the Blind,
Prosthetic Umb, TO. Kautz and A. Seireg; International Conf. on D. Bissitt and A.D. Heyes; App. Ergonom. pp. 31-33. 1980.
Med. Dev. and Sports Equip. ASME United Engineering Center, 345
E. 47th St., New York, N.Y. 10017. Auditory Tract Asymmetry In Brainstemn Electrical Responses

During Binaural Stimulation, TN. Decker and S.W. Howe; J.
Functional Effectiveness of a Myo-Electric Prosthesis Compared Acoust. Soc. Amer., 69(4):1084-1090, Apr. 1981.
with a Functional Split-Hook Prosthesis: A Single Subject
Experiment, RJ. Agnew; Pros. & Ortho. Int'l. 5(2):92-96, Aug. Bidirectional Subminiature Thermistor Sensor for Analog Control
1981. by Breath Flow, A. Sekey and C. Seagrave; Biomat., Med. Dev, &

Art. Org., 9(1):73-90, 1981.
Hexcelite Temporary Prostheses for Lower Limb Amputees,
S. Callen; Physiotherapy, 67(5):138-139, May 1981. Cochlear Implant Prostheses: Strategies and Progress, M.M.

Merzenich, C.L. Byers, M. White, and M.C. Vivion; Ann. Biomed.
immediate Postaurgical Management of Upper Extremity Engng., 8(4-6):361-368, 1960.
Amputation; Conventional, Electric, and Myoolectric Prostheses,
J.H. Malone, S.J. Childers, J. Underwood, and J.H. Leal; Ortho. & Communication Devices for the Nonvocal Disabled, A. Thomas;
Prosth., 3512):1-9, Jun. 1981. Comput., 14(1):25-30, Jan. 1981.

Modular Concept in a Muit-Functional Above Knee Prosthesis, Communication for the Handicapped, M.A. Rahimi; Med. Electron.
K.K. Chaudhry, S.K. Guha and S.K. Verma; Engng. in Med., pp. 100-102, Apr 1981.
10(3):155-158, July 1981.

The Effect of Occluded Ear impedances on the Eardrum SPL
Myoolectric Control Systems--A Selected Bibliography, E.F Produced by Hearing Aids, S. Gilman. D.D. Dirks, and R. Stem; J.
Murphy and L. Hom; Orth. & Prosth., 35(11:34-45, Mar. 1981. Acoust. Soc. Amer. 70(2):370-386, Aug. 1961.

Myolectric Elbow and Hand Prosthesi Contoled by Signal Effect of Sensodia Hearing Loe on the Stopedius Rafex
from 2 Muscles Only, In a 9 Yar Old Gl, L. Philipson and Growth Function n the Elderly, S. Silman and S.A. Gelfand; J.
R. Sarbye; Pros. & Ortho. Int'l. 5(1):29-32, Apr. 1961. Acoust. Soc. Amer., 69(4):1099-1106, Apr 1961.
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A Fllow-Up Study of the Mowat Sensor's Applications, Frequency Head-Up Tilt Effect on Glomerular Filtration Rate, Renal Plasma
of Use, and Maintenance Rellablity, D.L. Morrissette, G.L. Flow, and Mean Arterial Pressure in Spinal Man, K.T Ragnarsson,
Goodrich, and JJ. Hennessey; J. Vis. Impair & Blind., 75(6):244- M. Krebs, N.E. Naftchi, M. Demeny, G.H. Sell, E.W. Lowman and
247, Jun. 1981. J. Tuckman; Arch. Phys. Med. & Rehab., 62(71:306-310, Jul. 1981.

How Computers Talk to the Blind, D.C. Songco, S.I. Allen, PS. Low-Cost Environmental Control System for Quadriplegics, DG.
Plexico and R.A. Morford; IEEE Spectrum, pp. 34-38, May 1980. Smith; J. Clin. Engng., (2):131-132, Apr-Jun. 1981.

An Implanted Auditory Eight-Channel Stimulator for the Deaf, E.S. Lower Extremity Fractures after Spinal Cord Injury: A
Hochmair and l.J. Hochmair-Desoyer; Med. & Biolog. Engng. & Retrospective Study, K.T Ragnarsson and G.H. Sell; Arch. Phys.
Comput., 19(2):141-148, Mar. 1981. Med. & Rehab., 62(9):418-423, Sept. 1981.

An OrIenteering Program for Blind and Visualy Impaired Persons, Mobilization and Manipulation for Low-Back Pain, M.I.V Jayson,
W.E. Langbein, B.B. Blasch and B.L Chalmers; J. Vis. Impair. & H. Sims-Williams, S. Young, H. Baddeley and E. Collins; Spine,
Blind., 75(7):273-276, Sept. 1981. 6(4):409-416, Jul.-Aug. 1981.

Relations Between Auditory Functions in Normal Hearing, J.M. Neurological Improvements in Traumatic Injuries of Cervical Spinal
Festen and R. Plomp; J. Acoust. Soc. Amer., 70(2):356-369, Aug. Cord, J. Kiwerski and M. Weiss; Paraplegia, 1911:31-37, Feb. 1981.
1981.

Paraplegics Stand Tell in New Chair, J. Maurice; Rehab. Digest,
Theory of Cochlear Mechanics, J.J. Zwislocki; Hear. Res. 2:171- 12(1):11, JaniFeb./Mar. 1981.
182,1980.

Personality, Behavior, Values, and Family Relations of Children of
Fathers with Spinal Cord Injury, FM. Buck and G.W. Hohmann;
Arch. Phys. Med. & Rehab., 62(9):432-438, Sept. 1981.

SPINAL-CORD-INJURY
Posterior Methylmethacrylate Fixation for Cervical Trauma, FJ.

Blomechanical Basis for Recommendation of Transurethral Eismont and H.H. Bohlman; Spine, 6(4):347-353, Jul.-Aug. 1981.
Sphincteotomy in Spinal-Cord-Injury Patients with Detrusor-
Sphincter Dyssynergia, D.N. Ghista and I. Perkash; Med. & Biolog. Post-Traumatic Acute Anterior Spinal Cord Syndrome, D. Foo, TS.
Engng. & Comput., 19(1):55-63, Jan. 1981. Subrahmanyan and A.B. Rossier; Paraplegia, 9(4):201-205, 1981.

Centrl Nervous System Lesions: Sprouting and Unmasking in Prevalence and Incidence of Pressure Sores in Acute Spinal Cord
Rehabilitation, P Bach-y-Rita; Arch. Phys. Med. & Rehab., Injuries, R.R. Richardson and P.R. Meyer; Paraplegia, 19(4):235-
62(9):413-417, Sept. 1981. 247, 1981.

The Changing Pattern of Scoliosis Treatment Due to Effective Recording of the Somatosensory Evoked Potentials During
Screening, G. Toreff, A. Nordwaff and A. Nachemson; J. Bone & Surgery for Scoliosis and Midline Myefotomy to Monitor Spinal
Joint Surg., 63-A(3):337-341, Mar. 1981. Cord Function, S. Uematsu and VT Tol; Electromyog. & Clin.

Neurophysiol., 2112-31:253-266. Feb -Mar. 1981.

A Computer-Aided Robotic ArmliWorktable System for the High-

Level Quadriplegic, W Schneider, G. Schmeisser and W. Seamone; A Robotic Arm and Worktable System for the Assistance of the
Comput., 14(1):41-47, Jan. 1981. Physically Handicapped, E.C. Semple; Engng. in Med., 10(3):143-

147, Jul. 1981.
Controlled Prehension and Release in the CS Quadriplegic Elicited
by Functional Electrical Stimulation of the Paralyzed Forearm Sliding Board Modification for Persons with C6-C7 Quadriplegia,
Musculatue, PH. Peckham, J.T Mortimer and E.B. Marsolais; Ann. J. Kogl and M.H. Loe; Phys. Ther., 1(9):1291-1292, Sept. 1981.
Biomed. Engng., 8(4-6):369-388, 1980.

Somatosensory Cerebral Evoked Potentials in Spinal Cord
Developmental Considerations in Children and Early Adolescents Diseases, W Gruninger and K. Ricker; Paraplegia, 9(4):206-215,
with Spinal Cord Injury, R.P Zager and C.H. Marquette; Arch. Phys. 1981.
Med. & Rehab., 62(9):427-431, Sept. 1981.

Spinal Cord Injury: Review of Basic and Applied Research, J.C. de
Effect of Acute Compression, Hypoxia, Hypothermia and la Torre; Spine, 6(4):315-335, Jul-Aug. 1981.
Hypovolamia on the Evoked Potentials of the Spinal Cord,
S. Uematsu and U. Rocca; Electromyog. & Clin. Neurophysiol., The Virtee of Early Treatment of Idiopathic Scoliosis (Editorial),
21(2-3):229-252, Feb.-Mar. 1981. W.P Blount; J. Bone & Joint Surg., 63-A(3):335-336, Mar. 1981.

The Effects of Physical Training on High Level Spinal Lesion
Patients, G.C. Gass, J. Watson, E.M. Camp. H.J. Court, L.M.
McPherson and P. Redhead; Scand. J. Rehab. Med., 12(2):61-65, SURGERY
1980.

Advice for Amputees, Department of Veterans Affairs, Australian
Electronic Assistive Devices: Their Impact on the Quality of Life of Government Publishing Service, Canberra, Australia. 55 pp., 1981.
High Level Quadriplegic Persons, J. Efthimiou, WA. Gordon, G.H.
Sell and C. Stratford; Arch. Phys. Med. & Rehab., 62(3):131-134, Amputation of the lschemic Limb: Selection of the Optimum Site
Mar. 1961. by Thermography. VA. Spence, WF Walker, I.M. Troup and

G, Murdoch; Angiol.: J. Vas. Dis 32(3):155-169. Mar. 1981.Envomna Control Systems and Vboational Aids for Persons
wth High Level Quadrlplegia. Institute of Rehabilitation Medicine, Amputations of Lower Extremity, R.C. Petrucelli: Orthop. Review,
New York University Medical Center. $4,00, 124 pages, 1979. 400 E. 10(6):113-119, Jun. 1981
34th St., New York, N.Y 10016.

Below-Knee Amputation and Rehabilitation of Amputees, FW.
Fleurant and J. Alexander; Surg. Gynecol. & Obstet. 151:41 -44.
Jul. 1980.



212
PUBLICATIONS OF INTEREST

Comments on Orthopaedic Research in Amputation Surgery, Supracondy1ar Drotatonal Oteoomy of the Femur for Internal
Prosthetics and Orthotics, N.C. McCollough, J. Foort, A.B. Wilson Rotation of the Thigh in the Cerebral Palsied Child, M.M. Hoffer,
Jr. and J.H. Zettl; Prosth. & Ortho. Int'l. 5(2):97-102, Aug. 1981. C. Prietto and M. Koffman; J. Bone & Joint Surg., 63-A(3):389-

393, Mar. 1981.
A Comparative Study of Patellectomy, J.A. Hill and C.L. Compere;
Orthop. Review, 10(3):41-50, Mar. 1981. Surgical Footwear in Rheumatoid Arthdtis--A Patient

Acceptability Study, C. Park and A.D. Craxford; Pros. & Ortho. Int'l.
Comparison of Cyclic Loading Versus Constant Compression in the 5(1):33-36, Apr. 1981.
Treatment of Long-Bone Fractures in Rabbits, J.W Wolf, Jr., A.A.
White, III, M.M. Panjabi, and W.O. Southwick; J. Bone & Joint A Ten-Year Follow-Up Study of Our First One Hundred Consecutive
Surg., 63-A(5):805-810, Jun. 1981. Chamley Total Hip Replacements, E.A. Salvati, PD. Wilson, Jr.,

M.N. Jolley, F Vakili, P. Aglietti, and G.C. Brown; J. Bone & Joint
Comparison of Muller Total Hip Replacement With and Without Surg., 63-A(5):753-767, Jun. 1981.
Trochanteric Osteotomy Kinesiologic Measurements of 82 Cases 2
Years after Surgery, M.R Murray, D.R. Gore, J. Brewer, G.M. 351 Total Hip Replacements According to Charnley. A Review of
Gardner and S.B. Sepic; Acta Orthop. Scand., 52(3):345-352, Jun. Complications and Function, A.S. Carlsson; Acta Orthop. Scand.,
1981. 52(3):339-344, June. 1981.

An Effective Method of Skin Traction in A-K Guillotine
Amputation, J.C. Serletti; Clin. Orthop. & Rel. Res. 157:212-214,
Jun. 1981.

Fractures in Lower Limbs with Prior Amputation. A Study of
Ninety Cases, J.H. Bowker, B.M. Rills, C.A. Ledbetter, G.A. Hunter
and P Holliday; J. Bone & Joint Surg., 63-A(6):915-920, Jul. 1981.

The ICLH Elbow, M.A. Tuke, B.A. Roper, S.A.V Swanson and
S. O'Riordan; Engng. in Med., 10(2):75-78, Apr. 1981.

Instrumentation for Distraction by Limited Surgery in Scoliosis
Treatment, H.G. Edeland, G.Eriksson and E. Dahlberg; J. Biomed.
Engng., 3(2):143-146, Apr. 1981.

A Manual for Below-Knee Amputees, A.L. Muilenburg and A.B.
Wilson, Jr., PO. Box 8313, Houston, Texas, 77004. 16 pp. 1980. (For
detailed information see Notes and News.)

A New Approach to Elbow Arthroplasty, WA. Souter; Engng. in
Med., 10(2):59-64, Apr. 1981.

A New Technique of Total Elbow Replacement, TG. Wadsworth;
Engng. in Med., 10(2):69-74, Apr. 1981.

The Operative Treatment of Congenital Limb Malformation-Part II
(The Knud Jansen Lecture), E. Marquardt; Pros. & Ortho. Int'l.
5(l):2-6, Apr. 1981.

The Operative Treatment of Congenital Umb Malformation-
Part III (The Knud Jansen Lecture), E. Marquardt; Pros. & Ortho.
Int'l. 5(2:61-67, Aug. 1981.

Orthopaedic Research in Amputation Surgery Prosthetics and
Orthotics, N.C. McCollough; Pros. & Ortho. 5(1):7-10, Apr. 1981.

Painful Neuromes in Long Below-Elbow Amputees, D.S. Louis, LY
Hunter and TM. Keating; Arch. Surg., 115:742-744, Jun. 1980.

The Plated Femur: Relationshius Between the Changes in Bone
Stresses and Bone Loss, D.R. Carter, R. Vasu and W.H. Harris; Acta
Orthop. Scand., 52(3:241-248, Jun. 1981.

Rehabilitation for Lower-Extremity Amputation, J.M. Malone,
W Moore, J.M. Leal, and S.J. Childers; Arch. Surg., 116:93-98,
Jan, 1981.

Relationships Between Tiblal Rotary Torque and Knee Flexion/
Extension after Tendon Transplant Surgery, L.R. Osternig, B.T
Bates, YL. Tseng, S.L. James; Arch. Phys. Med. & Rehab.,
62(8):381-385, Aug. 1981.

Ruptures of the Extensor Mechanism of the Knee Joint, C.W
Siwek and J.P Rao; J. Bone & Joint Surg., 63-A(61:932-937, Jul.
1981.
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Standardization

INTERNATIONAL PROGRESS ON WHEELCHAIR STANDARDS, THE 3. Collect service data from recognized wheelchair service
NORTH AMERICAN CONTREUTION facilities across the country to determine the most frequent

Samuel R. McFadand, Chairman, Subcommittee F-19.40, "Mobility forms of wheelchair and wheelchair component breakdown.
Aids.' American Society for Testing and Materials, Committee F- Early in 1980, the Canadian Standards Association (CSA)
19 recognized the efforts of ASTM and invited a joint meeting

May 11, 1981 to pool the Canadian and American efforts toward
wheelchair standards development. At a meeting in Toronto
in June of 1980, the two organizations agreed to cooperate

Background and share resources for wheelchair standards development
Standards writing is an effort to bring some uniformity of and to send delegates to a subcommittee meeting of the

understanding to the diverse points of view of the International Standards Organization (ISO) which was
manufacturer, the researcher, and the user of a product Tne working to develop international wheelchair standards. In
potential benefits include: (i) improvement in quality and early October of 1980, Subcommittee (SC) 8 (Wheelchairs)
reduction in cost, (ii) avoidance of duplication in testing, and of Technical Committee (TC) 136 (Hospital Furniture) met in
(iii) improvement in communication and problem-solving. West Berlin and was joined by the official Canadian

In this country, the Veterans Administration has played a representative and two official visitors from the United
major role in developing a uniform approach to the States.
specification and selection of rehabilitation devices. In 1968, International Standards Organization
the VA finished development and published a set of
standard test methods to be used in selection of manually ISO is an international body based in Geneva, whose
propelled wheelchairs. For several years thereafter, other representation is made up of the official standards-setting
agencies and individuals concerned with the purchase of agency of each of the member countries (3). In the United
wheelchairs looked to the VA standard for guidance in States, that organization is the American National Standards
making their selections. The VA has recently completed a Institute (ANSI). ANSI assigns its expert representation for
draft standard for electrically powered wheelchairs which each area of specialization to a Technical Advisory Group
will probably serve also as a model document for other (TAG). The designated TAG in this country, for TC136, had
agencies. no interest in standards activity relating to wheelchairs.

In 1974, the American Society for Testing and Materials Consequently, ANSI authorized two representatives to attend
(ASTM) formed the Committee on External Prosthetics, the ISO meeting as non-voting observers: Sam McFarland,
Orthotics and Mobility Aids (designated Code F-19). The the author, representing ASTM; and Keith Rodaway, Everest
ASTM is an internationally recognized organization which and Jennings, representing manufacturing interests in the
manages the development and publication of voluntary United States.
consensus standards. Recognizing the need for a consensus The meeting of TC136/SC8 was held at the German
format relating to wheelchair standards, ASTM F-19 elected Standards Institute (DIN) in West Berlin on October 2-3,
to begin a process of standards development which could 1980. Designated representatives to the sub-committee are
be offered to the Food and Drug Administration for listed in Table 1. Representation on TC173/SC1 will continue
consideration. to be the same as on the former TC136/SC8. There were

In September of 1978, ASTM F-19 assembled a group of two key business items. First were the reports from th,
persons with broad-ranging knowledge and experience to Working Groups (WG) and action on their
conduct in-depth review of the 1968 VA standard on manual recommendations. Second, and equally as importa,-., was
wheelchairs. The purpose of that review was to determine the vote to transfer the activities related to wheelchair
the general applicability of the VA standard toward the standards from TC136 to TC173, Technical Systems and Aids
perceived needs of the non-veteran population. A report of for Disabled or Handicapped Persons, which had been
that meeting was submitted voluntarily to the VA (1). Then formed in late 1979. It was announced at this meeting that
in December of 1979, the ASTM group reconvened at the future efforts toward wheelchair standards development
Wheelchair II conference (2), to discuss a plan of action for would be conducted under Subcommittee 1 of TC173, and
the development of more generally applicable standards for that the directorate for the subcommittee would continue to
all forms of wheelchairs used in the public arena. That be Sweden (SIS). The chairman of former TC136/SC8, now
group recommended the following three-pronged approach TC173/SC1, Mr. S. Holmstedt from Sweden's
to standards development- Handikappinstitutet, was re-elected to another 3-year term of

1. Design a classflcalon system for wheelchair products office.
according to use pattern and user size. All of the ISO work in drafting and revising drafts of

2. Conduct an objective site visit to the facilities of wheelchair standards documents is carried on in specific
American wheelchair manufacturers to observe the methods working groups, Three working groups reported to the
currently being employed for product quality assurance and subcommittee their activities of the year.
response to service problems. 1. WG I-Test Methods for Wheelchairs is chaired by the
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TABLE 1

Representation to ISO/TC136/SC8', Berlin, West Germany October 2-3, 1980.

Country Agency Membership 2

Sweden Swedish Standards Institute (SIS) P
France Association Francaise de Normalization (AFNOR) P
Denmark Dansk Standardiseringsvaad (DS) P
Netherlands Nederlands Normalisatie-instituut (NNI) P
United Kingdom British Standards Institute (BSI) P
Germany, F.R. Deutsches Institut fur Normung (DIN) P
Canada Canadian Standards Association (CSA) P
United States American National Standards Institute (ANSI) 0
Japan Japanese Industrial Standards Committee (JISC) 0
'The same representation will continue on ISOITC173/SC1.
2P -Participating (voting)
O-Observing (non-voting)

representative from the United Kingdom Department of TABLE 2
Health and Social Services (DHSS), Mr. Eric Burnett. Much of European Wheelchair Manufacturers

the work under consideration by this group was drawn from Company Country
extensive test methods developed by the British DHSS. Carters United Kingdom
However, significant contributions toward testing procedures Everest& Jennings, Ltd.
were offered by the German and French delegations, each NewtonAids, Ltd.

Rehab Invacare, Ltd.
of which has its own functioning test methods. Remploy, Ltd.

2. WG 2-Type Classification of Wheelchairs is chaired by Vessa, Ltd.
Ake Hansson, Swedish vendor. Not unlike the American Zimmer Orthopaedic, Ltd.
model proposed by ASTM, the Swedish delegation has
fostered a classification scheme based on a combination of Deutsche Orthopadische
chair size, user size, and use pattern. A significant Orthopaedia
contribution has been made to this effort by a member of Wilhelm Meyer(Meyra)
the Dutch delegation (GMB) (4) which has, like the Veterans
Administration in this country, a standards development and Poirier, S.A. France

purchasing specification authority under the government of Annastolen Netherlands
the Netherlands. Oostwond

3. WG 4-Dimensions for Transport and Storage is R. T C.
chaired by Dr. C. P Dubbelman from the Netherlands and Vermeiren
has been responsible for determining the important
measurements needed to describe a folded transportable Saab(Permobil) Sweden
wheelchair. Of course this dimensioning becomes a Resource: BasisboekVoorzieningen

significant part of the other standards development for Gemeenschappelike
Medische Dienst

classification and test methods. WG 4 has completed its Bos en Lommerplantsoen 1
work and the draft standard for dimensioning will be Postbus 8071
submitted to an exhaustive series of voting procedures 1005ABAmsterdam

designed to achieve ultimately an official document.
Since the October meeting of ISO/TC136/SC8, the Health

Industries Manufacturing Association (HIMA) has been
assigned as the administrator of the USA TAG to TC173/
SC1. The administrator provides a focal point for national European Wheelchairs
effort. The next annual meeting of TC173/SC1 will be Table 2 is a listing of major wheelchair brands
November 5-6, 1981, in Zeist, The Netherlands, immediately manufactured and sold in Western Europe. European
following meetings of the working groups. The working wheelchairs are not unlike those known to Americans except
groups also have met from time to time throughout the year that use patterns in Europe demand certain characteristic
to continue development and preparation of draft standards variations. Many wheelchairs, for example, have placed the
documents to be submitted to the subcommittee for official large drive wheels at the front and casters at the rear
debate and revision. because of the need for better indoor and small space

HIMA will be represented by a large delegation at the maneuverability. Dynamic hand brakes on manual
working group meetings and at the ISOITC173/SC1 meeting wheelchairs are frequently seen in response to the hilly
in the Netherlands. In addition to providing direct environment of many European cities. Electric wheelchairs
representation by manufacturers, consumers, and general tend to be more elaborate, more expensive vehicles capable
interest factions, the U.S. delegation will invite the of use on village streets and in limited competition with
Secretariat to schedule the 1982 meeting in the U.S. automobile traffic. In keeping with the European love of
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bicycles and motorcycles, electric wheelchairs tend to be engineering, and assistive devices, RESNA includes
larger, more powerful, and include such vehicle trappings as wheelchair designers, prescribers, manufacturers, vendors,
headlights, turn indicators and horn. The vast majority of testers, and users among its members.
wheelchairs purchased in Europe are provided by
government health programs. Thus, government agencies Acknowledgments
tend to be very active in developing standards and quality The author wishes to acknowledge the support of the U.S.
assurance tests. Veterans Administration Rehabilitation Engineering Center

(Order No. 790-AOB352R) for expenses of meetings and
Domestic Standards (Recent Developments) travel and the American Society for Testing and Materials,

Now that HIMA has been selected by ANSI to administer Committee F-19 staff, for organizational and administrative

the TAG for TC173/SC1, there will be an official focal point support.

for comments and developments on wheelchair standards. References
Several groups have expressed their interest in the subject 1. McFarland SR: A review of "VA Functional Standards for Wheel-
and have been officially acknowledged by HIMA. Each group chairs, Self-Propelled, Folding, Multipurpose." ASTM Subcom-
represents a unique point of view, which helps assure that mittee F-19.40. Report to VAPC. Sept. 5, 1978.

2. Wheelchair II (Report of a Workshop); Moss Rehab Hosp, Phila-all persons who may be affected by the development of delphia, Pa., Dec. 13-16, 1979.
standards will have an opportunity to contribute to that 3. Montan K: Standardization and the Handicapped. ICTA Informa-
development process. tion Center. May 1980.

4. Basisboek Voorzieningen. Gemeenschappelijke Medische Dienst,
U.S. Veterans Administration Rehabilitation Engineering Amsterdam, Holland, 1980.

5. Carlson and Winter: Gillette sitting support orthosis. MinnesotaCenter (VARECI-Responsible for evaluation and approval Med 61:469-473, August 1978.
of wheelchairs supplied to individual disabled veterans by
the VA, VAREC evaluates products available for purchase,
sets minimum criteria of performance, writes test methods,
performs compliance tests, and maintains an up-to-date
perspective on quality assurance measures.

U.S. Food and Drug Administration, Bureau of Medical CURRENT TRENDS IN AURAL REHABILITATION IN AUSTRALIA
Devices (FDA)-Mandated by the Medical Devices Harry Levitt, Ph. D., Professor of Speech and Hearing Sciences,
Amendment of 1976, FDA assembled a panel of experts to Graduate School and University Center, City University of New
classify a vast list of medical devices according to the York.
perceived need for regulatory activity. According to that July 1980.
panel, wheelchairs for chronic users were appropriate The following is a report on a study visit to Australia during the
candidates for standards development. Whenever possible, summer of 1980. The study visit was concerned primarily with the
FDA will monitor consensus standards development rather system of hearing-aid delivery and supporting audiological services,
than undertake to write its own. personnel preparation and research in Australia. The study was sup-

ported by a fellowship from the World Rehabilitation Fund under a
Health Industries Manufacturers Association (HIMA)- grant from the Research Services Administration, U.S. Department

Composed of members who manufacture a vast variety of of Health, Education, and Welfare.

products for medical and home care markets, HIMA While this account does not focus explicitly on the subject of
represents the capabilities and concerns of the wheelchair "Standards' as the subject is usually meant by the heading of this
manufacturers. In its role as the administrator of the ISO/ department of BPR, any such thorough description of an advanced
TC173/SC1 TAG, however, it is constrained by ANSI to nation's manner of dealing with a universal problem makes implicit

comparisons with the details of other nations' efforts to do (presum-
operate within strict procedural guidelines which insure a ably) as good a job of it. And value judgements based on compari-
balance of participating viewpoints. sons are, clearly, the necessary first step in the process that ultimately

produces formal, practical standards. Editor.
American Society for Testing and Materials, Subcommittee
F-19.40 on Mobility Aids (ASTM)-internationally Background

recognized as an enabler, manager, and publisher of The National Acoustic Laboratories (NAL) is the major
developing standards, ASTM offers an unbiased forum for provider of hearing aids and audiological services in
assuring full consensus input to the standards development Australia. Almost half of the total Australian population is
process. covered by the services offered by NAL. Services provided

outside of the NAL framework are heavily influenced by
Paralyzed Veterans of America, Incorporated (PVA)-The NAL procedures, and in most cases are designed to
largest single coalition of chronic wheelchair users, PVA is supplement the services offered by NAL. In order to review
active in its advocacy for assurance and development of current trends in aural rehabilitation it is first necessary to
improved products and services for disabled consumers. understand relevant aspects of the geographic,

demographic, and governmental structure of Australia and
Rehabilitation Engineering Society of North America how the National Acoustic Laboratories operate.
IRESNA)-Organized in 1979 to create a forum for Australia occupies a land area of just under 3 million
rehabilitation professionals who deal with technology, square miles with a population of roughly 15 million. The
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population density is thus quite low (5 persons per square steadily in size and scope over the years. A major expansion
mile on the average; the corresponding figure for the United came in 1968, when pensioners and their dependents were
States is more than 13 times as large, approximately 66 included among those Australians eligible to receive hearing
persons per square mile). More than 80 percent of the aids and supporting audiological services.
Australian population is concentrated in urban areas, most The primary functions of National Acoustic Laboratories
of these being located on the southeastern seaboard. The (NAL) are-
two major population centers are Sydney in the State of 1. To undertake in hearing, acoustic amplification for the
New South Wales (population approximately 3 million), and hearing-impaired, and the effects of noise on man;
Melbourne in the state of Victoria (population approximately 2. To provide hearing aids and supporting audiological
2.5 million). Other major cities are Brisbane (Queensland), services to eligible Australians; and
Adelaide (South Australia), and Perth (Western Australia), 3. To provide consultative service to other federal
each of which has a population approaching 1 million. With authorities, particularly to the armed services, on noise-
the exception of Perth, all of the above cities are within related problems.
about 600 miles of Canberra, the capital of Australia. Perth is In order to achieve these objeccives, a network of hearing
situated on the western coast and is over 2,000 miles away centers has been established throughout the country. In
from the other major population centers. Two other major addition, a large central research and engineering laboratory
cities are Hobart, the capital of Tasmania (population has been established in Sydney. At this center research is
approximately 200,000) and Darwin, capital of the Northern conducted on hearing, on acoustic amplification for the
Territory (population approximately 50,000). hearing-impaired, and on the effects of noise on man. In

The government has a federal structure. The country is addition, these researchers work closely with the
divided into seven states (New South Wales, Northern engineering staff in designing and developing new hearing
Territory, Queensland, South Australia, Tasmania, Victoria, aids. And as already noted, the research and engineering
and Western Australia). Each state elects its own center also provides consultative services to other
government which is responsible for internal state affairs; government authorities.
these include education, social services, and certain health The NAL Hearing-Aid Delivery System
services. The audiological and hearing-aid services provided by the

The federal government is concerned with national affairs, National Acoustic Laboratories are available to all
such as defense, foreign policy, taxes, and various federal Australians under 21 years of age, to eligible pensioners and
authorities such as the Commonwealth Department of their dependents, and to members of the armed services
Health. The distribution of power between the federal and and veterans with service-related hearing impairments.
state governments is similar to that of the United States; Almost half of the Australian population is eligible for these
services provided by the federal government are often Aeeos. hasf ot covrean ypca ll or ts
supplemented by state-supported services. The seat of the benefits. Persons not covered are typically working adults
federal government is Canberra which, like Washington, between 21 and 65 years of age, who obtain their hearing
D.C., is not subject to the jurisdiction of any one state but aids commercially either by direct purchase or through anoccupies a small self-governing area, the Australian Capital employee benefit program. Adults not eligible for hearing
Territory (ACT). aids under the NAL system and who are in financial needepitery (ATe vreceive hearing aids under state-supported social welfareDespite the vast distances involved, the unevenprograms.
distribution of population, and the complex interplay The hearing-aid service provided by NAL includes the
between state and federal areas of jurisdiction, the delivery initial audiological assessment, prescription and fitting of
of audiological services in Australia is remarkably good and the hearing aid, followup to monitor effective usage.
is reasonably consistent between states. The backbone of servicing of the hearing aid and, finally, replacement of thethis system is the national hearing-aid delivery systemsevcnoftehaigadnfnayrpcmntfte
t empe isd oprathed thational hearingAstem instrument with a technologically more advanced aid after
developed and operated by the National Acoustic several years (typically, after about 5 years of service). The

Th acLaboratories is aNational Acoustic Laboratories also design and develop theirThe National Acoustic Laboratories is a branch of the o nh aig ad n u evs h i rd ci nbCommonwealth Department of Health. Previously known as own hearing aids and supervise their production bythe Commonwealth Acoustic Laboratories, it was formed industry. Two commercial hearing-aid types are used for

immediately after World War II to look after children bom special cases in which there is a low demand.
following the maternal rubella epidemic in the early 194Os The audiological assessment, hearing-aid prescription and

as well as war veterans with hearing impairments. The fitting, follow-up evaluation, and maintenance of the hearingown aids are all performed at hearing centers operated by NAL.Commnwalt Acostic Laoratesb deveoed its. AThere are 27 such centers located in major towns and cities
hearing aids and methods of prescribing these aids. A truhu utai.Sneoe 0preto h
network of hearing centers was established, beginning with throughout Australia. Since over 80 percent of thepopulation is located in urban areas, these centers are easily
a regional center in each state capital and a main research accessible to the large majority of the population. A visiting
center in Sydney. The centers were staffed initially by
psychologists who were then given additional training in service is provided for persons living in remote areas.
audiology. In due course, an audiology training program was The Four-Appointment System
established at the University of Melbourne. That program is The method of hearing-aid prescription differs between
now the major program of its type in Australia. adults and children. For adults, the process begins with a

The Commonwealth Acoustic Laboratories (which became referral for an evaluation at a NAL hearing center. A four-
the National Acoustic Laboratories in 1975) increased appointment system is used at present.
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The first appointment involves a 45-minute assessment in month after the initial fitting and then at 6-month intervals.
which basic audiological measurements are obtained, e.g., The NAL center also provides counseling to the parents and
air and bone-conduction thresholds. From these data a some habilitative training to the children.
decision is made as to whether a hearing aid would be The number of hearing aids fitted each year by the
helpful and if so, which type of aid is likely to be most National Acoustic Laboratories is substantial. During the
effective in terms of amplification characteristics and year ending June 30, 1980, some 28,000 Australians were
whether the aid(s) should be fitted monaurally, binaurally or fitted with hearing aids. Of these, roughly 9,000 were
CROS. About 95 percent of the prescribed aids are post- binaural fittings requiring two instruments. The total
auricular and about 1 percent are in-the-ear aids. The number of hearing aids provided by the National Acoustics
balance are body aids. Binaural hearing aids are more likely Laboratories is thus roughly 37,000 instruments per year. Of
to be prescribed for children than for adults. Depending on these, approximately 6,000 are fitted to children (primarily
which type of aid is selected, appropriate earmold binaural fittings), 25,000 to pensioners, and 6,000 to
impressions are made. veterans. In addition, a small number of hearing aids (about

The frequency response and maximum power output of 200) are fitted to federal employees. A more detailed
the prescribed aid are determined using the method breakdown of the number of hearing aids fitted during the
developed by Byrne and Tonisson (1976). Basically, the period July 1979 to June 1980 is shown in Table 1. The
method is designed to place the spectrum of the amplified upper half of the table shows the number of new cases
speech signal at a comfortable level at all frequencies. examined, the lower half shows the number of hearing aids
Research is currently in progress on refining and extending fitted. The columns show the breakdown by state; the rows
this procedure. show the breakdown by user group. The majority of new

The second appointment lasts about an hour, during cases are young children of whom roughly 800 are fitted
which the hearing aid is fitted and several basic aided with hearing aids. The average age of fitting for children is 7
measurements are obtained (e.g., aided thresholds). years. Most children with losses greater than 90 dB are fitted
Additional measurements may be obtained if these aided by 2 years of age. For the pensioners and veterans there are
measurements are unusual in any way. fewer new cases, but more hearing aids are prescribed. This

The third session consists of a followup in which the is because many of the fittings are for replacement hearing
fitted hearing aid is checked. This session is usually fairly aids. (As noted earlier, hearing aids are replaced after about
brief (1/ hour) if no problems are identified. Basic 5 years of service.)
performance measures are used as a check (e.g., aided By far the largest number of hearing aids are fitted in
speech discrimination) but additional tests will be New South Wales, which is the most populous state.
administered if performance is poorer than expected. Victoria and Queensland are the second and third most

The fourth and last appointment takes the form of a populous states, respectively. The number of hearing aids
group orientation session lasting about 1 hours. The fitted in Victoria exceeds that for Queensland by a
group typically consists of six newly-fitted hearing-aid users corresponding amount. In contrast, more children are seen
who describe their experiences with the aid and, with by the National Acoustic Laboratories in Queensland than in
guidance from the audiologist, discuss tactics for measuring Victoria. This difference reflects the greater role played by
the effectiveness of their aids. the state of Victoria in providing state-supported services for

A five-appointment schedule is currently being the early detection and diagnosis of hearing impairment.
considered (Upfold and Smither, 1981). The major difference The cost to the National Acoustic Laboratories of fitting a
between the existing system and the possible new system is hearing aid is A $167.00a. This includes both the cost of the
that more detailed performance measures (primarily speech instrument (approximately A $65) and the cost of testing
tests) will be obtained, coupled with more intense and prescribing the hearing aid. These costs are relatively
counselling and followup procedures. For example, a low compared to those in the United States. The low cost is
questionnaire on how well the hearing-aid user functions at due in large measure to the size and efficiency of the
home is being developed. Similarly, methods for training Australian system. Because of the large number of hearing
and testing the new hearing-aid user in manipulating the aids fitted, the National Acoustic Laboratories designs and
controls of the aid are being considered. manufactures its own hearing aids. The engineers

The services provided to children are more extensive than responsible for the design of the hearing aids work in close
those provided to adults. The basic approach, however, is co-operation with researchers involved in basic research on
the same. After a child with a possible hearing problem has acoustic amplification and methods of prescribing hearing
been identified (e.g., by an infant screening program), a aids. Consequently, the cost of the intrument is low, and the
more detailed audiological assessment is provided in which prescriptive fitting procedures are relatively efficient.
air and bone conduction thresholds and other basic Typically, a staff member fits about 7 hearing aids per week.
measurements are obtained using techniques appropriate Another positive aspect of this close co-operation
for the child's age (e.g., play audiometry, conditioned- between the research, design, manufacture, and prescriptive
response methods). From this information a hearing aid is fitting of hearing aids is that the hearing aids appear to be
selected, using either the Byrne and Tonisson (1976) of high quality, particularly with respect to those qualities
approach or the Byrne (1978) method for severely hearing- which are of importance for effective communication. (Most
impaired children. hearing aids produced commercially place considerable

The followup procedures for children depend on the age
of the child. They are most extensive for very young 'These figures apply to mid 1980. At the time, A $1.00 was roughly
children. Typically children under 11 years of age are seen 1 equivalent to US $1.15.
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emphasis on cosmetic considerations.) Further, the hearing prescription and associated audiological assessment
aids have been designed to facilitate the prescriptive fitting procedures. For additional information on the distribution
procedure that will be used, with the result that they are and use of hearing aids in Australia, see Upfold and Wilson
relatively flexible in terms of shaping frequency response (1980).
and controlling maximum power output.

The National Acoustic Laboratories, among its other State-Supported Services
activities, also maintains detailed statistical records on the The hearing-aid delivery and audiological services
incidence of hearing impairment and the fitting of hearing provided by the National Acoustic Laboratories are
aids. Table 2 shows a typical set of statistics for the State of supplemented by state-supported programs. These typically
Queensland. The table shows the number of children under involve educational and social services. Thus, the provision
17 years of age who have been fitted with hearing aids in of schools and training programs for the hearing impaired
the state of Queensland as of March 31st, 1980. The rows of vary between the states, as do hospital-based audiology
the table show year of birth. The columns show, for each services and state-wide screening procedures for the early
year, the number of live births in the state, the age at which detection of hearing impairments.
the hearing aid was fitted, the total number of children State-supported services for the hearing impaired vary
fitted, the rate of fittings per 1,000 live births, the number of widely between the states. A good idea of the extent of this
cases attributable to maternal rubella, the degree of hearing variation, and how the states supplement the services
loss, and the number of children fitted in the 12-month offered by the National Acoustic Laboratories, can be
period ending March 31, 1980. obtained by comparing supplementary services provided by

Regular record keeping of the type described provides a the states of Victoria and Queensland, respectively. These
valuable quantitative overview of current trends, the two states have been chosen for this comparison since
effectiveness of prevention programs, and the impact of Victoria probably provides the most extensive
specific events such as the rubella epidemic of 1963. Thus, supplementary services-whereas Queensland provides the
for example, the data show a systematic downward trend in least.
the incidence of hearing impairment, particularly with
respect to impairments due to rubella. An analysis of the Victoria vs. Queensland: a comparison-the state of
data also shows that the proportion of children fitted with Victoria, for example, provides hospital-based audiological
hearing aids during the first 2 years of life has increased services, community health centers which provide
steadily over the years, from less than 10 percent in 1963 to audiological screening as well as full audiological
over 30 percent from 1973 on. These figures reflect the assessments, and infant welfare centers which provide
impact of a well organized national program of hearing-aid audiological screening, among other services. Children who

TABLE 1.
New Cases Examined and Hearing Aids Fitted by NAL for 1979180

NEW CASES EXAMINED

NSW VIC OLD S.A. WA. TAS AUST
& &

ACT N.T.
Persons under 21 yrs (a) 9,257 4,989 5,392 1,881 1,482 1,153 24,154
Pensioners (b) 5,804 3,749 2,677 1,708 1,102 638 15,678
Veteran's Affairs (c) 1,194 926 556 477 428 222 3,803
Others 728 311 849 291 151 130 2,460
TOTAL 16,983 9,975 9,474 4,357 3,163 2,143 46,095

HEARING AIDS FITTED
Persons under 21 yrs (a) 2,143 1,560 964 632 426 166 5,891
Pensioners (b) 10,783 5,574 3,744 2,251 1,563 739 24,654
Veteran's Affairs (c) 2,410 1,362 808 602 712 235 6,129
Others 82 48 26 18 26 2 202
TOTAL 15,418 8,544 5,542 3,503 2,727 1,142 36,876

(a) All persons under 21 years of age included in this category irrespective of referral.
(b) Pensioners and their dependents are defined in the National Health Act.
(c) Persons referred by Department of Veteran's Affairs.

Abeviatiens
NSW = NewSouthWales NT. = Northern Territory
ACT = Australian Capital Territory (Canberra) WA. = Western Australia
VIC = Victoria TAS = Tasmania
OLD = Queensland AUST = Australia
S.A. = South Australia
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fail screening tests are typically referred by their family
doctor to ENT specialists or hospital-based specialists. In Z

regional hospitals with audiologists on staff, children 90 $0 $ P, P.
assessed with a social handicap loss may be referred to the W -n 0) GO "
hospital ENT specialist before referral to NAL for prospective 'a-
hearing-aid fitting. There are, in addition, many children
who are referred directly to NAL hearing centers. These :I
referrals may come from medical sources (most frequently .
pediatricians) as well as other sources, including self- Q
referrals. -i "

Infants who fail the Infant Welfare tests, carried out by I N C.WW

Nursing Sisters, are referred increasingly to Victorian Health
Commission Audiologists for secondary assessments. If a IT

child is found to have a potential hearing-aid loss he is then
referred directly and quickly to a NAL Hearing Centre. The CD

family doctor is still the anchor in the overall continuous M W b. W J P - o W 4b U NQ. 2.
Hearing Health Care and is kept fully advised. 0

Initial counseling is provided to the parents and an 0C

ascertainment committee is notified. The main metropolitan 2 W M L K) W CO W W
ascertainment committee consists of an educational 0.

psychologist, an ENT specialist and a speech pathologist. C.
The committee has the power to co-opt other examining
professionals who may be of help in the ascertainment -
process. Regional ascertainment committees are of similar a
structure and in recent years greater use has been made of - -c

speech pathologists and audiologists, when'appropriate. -= co W m U W ,0 -

The role of the ascertainment committee is to review the
child's situation and recommend placement, e.g., at a special -
school or nursery. Reports and opinions are obtained from 0 0 0) O J o
all relevant examining and other sources prior to a decision
being made. The ascertainment committee works closely C
with the parents on post aid-fitting care, and provides long- =.
term guidance and help in placing the child in an 0
appropriate school. This system of providing the family with I
individualized long-term advice and guidance is modelled on
the Manchester or Ewing-type approach. iea

The schools for the deaf and special units in regular a1 N
schools are well staffed and well equipped. Auditory training

is supported by the Department of Social Security whereas
the hearing aids and technical services are provided by the ! P P P- . -1 .P
National Acoustic Laboratories. There is a close liasion L J J ( ( -4 (

between the NAL hearing centers and the schools for the I
deaf.

In Queensland, the identification of hearing impairment in , -

young children is left primarily to otologists and audiologists W 00a U Go W" 4l l "1 0 O D W 0

based on referals from pediatricians, family members, and
others in direct contact with the child. Once a hearing
impairment has been identified, the child is sent to a pre- 2 - -4 IJ ID 4 M= = 1 IJ

school for the hearing impaired. The pre-school will accept
hearing-impaired children of any age. Once the child has
been accepted, a decision is made as to the extent that the

pre-school can be helpful and how often the child should be K a I 00 W Go w M W >
seen. The parents are also advised regarding the child's
subsequent schooling. The preschool is usually staffed by
teachers, speech therapists, and physiotherapists. In at least Z: 4. W -" CoN W 0 -.J 0

one case (the main pre-school in Brisbane) staffing includes
occupational therapists as well. There is a pre-school in each
major town. There are two such units in Brisbane, plus an N z
additional parochial unit which follows the cued speech 3 C - - o

philosophy.
The decision as to where to place a school-age child is
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made by the parents on the advice of a guidance officer impedance audiometry non-organic hearing loss, evoked
from the Special Education Branch of the State Education response audiometry, brain-stem audiometry, central
Department. The recommendations are reviewed regularly auditory problems, history taking and clinical examination,
and are based on assessments from teachers and others on interpretation of results, ethics, psycho-acoustics, and
the child's intelligence and rate of progress in the child's instrumentation and calibration.
current setting. A hearing-level criterion is not used. Geriatric Audiology: The aging process, hearing aids for

The choice in placement is typically between a school for the elderly, aural rehabilitation, speech reading, clinical
the deaf, a regular school with a special unit for the hearing assessment of the elderly and presbycusis.
impaired, or integration into classes of normal-hearing Educational Audiology: Psychology of deafness, role of
children in regular schools which do not have a special unit. the family, the deaf child at home and at school, parent
Those who are attending regular schools include a guidance, auditory training, educational guidance and school
signficant number of severely deaf children as well as many placement, vocational guidance for the deaf, hearing aids for
with lesser degrees of impairment. home and school, language assessment in the classroom,

Hearing-impaired children who attend regular schools educational management of the hearing-impaired child, the
receive support from the State Education Department multiple-handicapped deaf child and sensory approaches to
Advisory Visiting Teachers for the Hearing Impaired. The speech and language development.
visiting teachers are based all over the state, with more of Hearing Aids: The design and operation of hearing aids,
them concentrated in areas of greater population. hearing-aid characteristics, selection and evaluation of

The state-supported schools for the deaf follow the Total hearing aids, binaural listening, hearing aids for home and
Communication philosophy of education. The special units school, counseling and aural rehabilitation, and the rationale
at regular schools typically follow the Oral philosophy. The for hearing-aid fitting.
Cued-Speech approach has been adopted in at least one Industrial Audiology: Instrumentation, noise abatement,
parochial unit. hearing conservation programs, acoustic trauma, hearing

Queensland thus provides fewer state-supported services handicap, noise and communication, and medico-legal
than Victoria, although the basic services are provided, aspects.
Perhaps the most important difference is the network of Pediatric Audiology: Development of the infant and young
screening services available in Victoria for the early child, emotional and social development of children with
detection of hearing impairment. It is probably because of impaired hearing, causes of deafness, hearing assessment in
this difference that there is much greater use of the NAL infants and children, registers of those at risk, genetics,
hearing centers for the detection of hearing impairments in communication disorders and auditory information
Queensland. As shown in Table 1, the ratio of number of processing, mental retardation, cerebral palsy, autism and
new cases examined to number of hearing aids fitted is psychoses, central language disorders, psychogenic
considerably higher in Queensland (for persons under 21 deafness, deprivation, and the multiple-handicapped deaf
years of age) than for any other state, child.

The services offered by the states and by NAL Speech and Language: Anatomy, physiology, pathology of
complement each other rather well, although there are more the vocal tract, acoustic phonetics, linguistics,
support services offered in some states than in others. A psycholinguistics, normal speech and language
potential problem is that if resources become more development, language of the deaf child, speech pathology,
restricted, any reduction of services offered by NAL will be and rehabilitation.
felt especially keenly in those states with a less well- Each of the above units involves between 20 and 30 hours
developed network of state-supportsd services of lectures, demonstrations, and ciinical work. Each student

is required to attend roughly four 1/2-day clinical sessions
Preparation of Professional Personnel per week. Clinical experience is provided at several

The major training program for audiologists in Australia is locations, including the Royal Victorian Eye and Ear Hospital,
run by the Department of Otolaryngology at the University the Royal Children's Hospital, the State Health Department,
of Melbourne. Audiology is taught as an area of and the National Acoustic Laboratories. Each student's
specialization at the postgraduate level. A bachelor's degree clinical work is assessed during training and by clinical
in a related scientific area (e.g., psychology, physics) is a pre- examinations in general audiology and pediatric audiology;
requisite. The 1-year, full-time training program leads to the the latter also involves assessment in aural rehabilitation.
Diploma in Audiology, but the student can continue for a The seven units in audiology comprise about 60 percent
Master of Science in Audiology of the curriculum. The remaining five subjects deal with the

The course covers six subjects: audiology, acoustics, scientific and medical underpinnings of audiology and are
anatomy and physiology, biophysics, otolaryngology, and made up of 1 unit each. Each unit involves between 20 and
psychology. Audiology, being the largest component of the 30 hours of lectures plus additional demonstrations and
training program, is subdivided into seven units: general practical work. The topics covered by these supporting units
audiology, geriatric audiology, educational audiology, hearing are as follows:
aids, industrial audiology, pediatric audiology, and speech Acoustics: Wave motion and vibrations in gases, liquids
and language. The topics covered by these units are as and solids, sound absorption and reflection, acoustical
follows: impedance, room acoustics, sound fields and noise, the

General Audiology: Pure tone audiometry, masking, measurement of sound, and psychoacoustics.
speech audiometry, differential diagnosis of deafness, Anatomy and Physiology: Anatomy of the ear, the
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histology and ultrastructure of the inner ear, middle ear otosclerosis, presbycusis, acoustic neuroma, Meniere's
function, cochlear physiology, psychoacoustics, vestibulac disease, vestibular disorders, otoneurology
neuroanatomy, auditory and vestibular neuro-physiology. Psychology: Cognitive development, personality,

Biophysics: Instrumentation, electroacoustical transducers, neuropsychology, psychophysics and the rehabilitative
basic electronics, electrical safety, data acquisition and counselling of the sensorily deprived.
processing in biology. In addition, a course in basic statistics is required for

Otolaryngology: Pathology of the ear, methods of clinical those candidates without training in statistics. Students who
examination, diseases cf the external ear, diseases of the meet this requirement take an advanced unit in
middle ear, diseases of the inner ear, congenital deafness, communication disorders.

TABLE 3.
The Bachelor of Speech Therapy Course; subject codes and credit point values of courses
Year1
SUBJECTS C.RV. Semester
Anatomy 20 Ya
Linguistics IA 10 1
Linguistics IB 10 2
Psychology IA 10 2
Psychology IB 10 1
Psychology IC 5 2
Speech Pathology & Therapeutics (1) 15 1
Speech Pathology & Therapeutics (2) 13 2

Total Credit Points 93

Year II
SUBJECTS C.PRV. Semester
Mammalian Physiology I 10 1
Mammalian Physiology II 10 2
Advanced Neurophysiology 3 2
Applied Psycholinguistics 10 1
Experimental Design and Anaylsis 10 2
Acoustic and Practical Phonetics 10 1
Speech Pathology & Therapeutics (3) 10 1
Speech Pathology & Therapeutics (4) 10 2
Clinical Practicea 18 Y"

Total Credit Points 91

Year III
SUBJECTS C.RV. Semester
Medical Specialties (STIll) 1 10 1
Medical Specialties (STIll) 2 10 2
Psychology electivesb 15 1;2
Audiology (1) 12 1
Audiology (2) 12 2
Language Learning Disorders (1) 12 1
Language Learning Disorders (2) 12 2
Speech Pathology & Therapeutics (5) 10 1
Speech Pathology & Therapeutics (6) 10 2
Clinical Practice" 23 Y&

Total Credit Points 126

OExtends into vacation period.
bA candidate must obtain credit for 15 credit points of advanced Psychology subjects,
approved by the Head of the Department of Speech and Hearing. All students must have a
minimum of 80 credit points taken in the Department of Psychology over the three years of
the Speech Therapy Course.
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Training in speech and language pathology (still referred Research on Acoustic Amplification, Audiological
to as speech therapy in Australia) is, for the most part, Techniques. end Innovative Prosthetic Aids.
provided by colleges of advanced education. Queensland is Two major research efforts on prosthetic aids for the
the only state that provides university-leve' training in hearing impaired are currently in progress in Australia. The
speech therapy. The Department of Speech and Hearing at National Acoustic Laboratories is concerned with research
the University of Queensland offers an undergraduate and development on conventional hearing aids, and the
program leading to the Bachelor of Speech Therapy Degree. University of Melbourne has a major ongoing project on the
The department also offers a postgraduate course in speech development and evaluation of a cochlear implant
therapy and audiology leading to the postgraduate Honours prosthesis.
degree. Students can also continue for Master's and The research effort at the National Acoustic Laboratories
Doctoral level degrees. covers three broad areas: hearing, acoustic amplification for

The course work in speech and hearing at the University the hearing impaired, and the effects of noise on man. The
of Queensland covers relevant areas in several disciplines second of these three areas was of primary interest in the
including psychology, physiology, and linguistics. A study visit. The NAL group most directly concerned with
summary of the courses for the Bachelor of Speech Therapy research on acoustic amplification for the hearing impaired
degree is given in Table 3. Two-thirds of the courses shown and on associated audiological procedures is the Audiology(plus clinical practice) are in the area of speech and hearing. Development Section under the direction of Mr. Denis
The remaining courses are equally divided between Byrne. This group is currently working on hearing-aid
linguistics, physiology and medically-oriented courses (1 in selection procedures, the validation of these procedures,
anatomy, and 2 interdisciplinary medical courses). binaural hearing aids, group amplification systems, and a

Clinical experience is obtained by placement in clinics programmable multi-channel hearing aid.
under the supervision of senior clinicians. The level of The work on hearing-aid selection procedures includes the
clinical training is systematically increased over the period of development and refinement of the Byrne and Tonisson
study. The amount of clinical training varies between the (1976) procedure for selecting the frequency-gain
programs. At the University of Queensland, for example, the characteristic of a hearing aid. The technique requires the
course in clinical practice is taken for four consecutive measurement of hearing threshold levels from which is
semesters, including portions of the intervening vacation estimated the frequency-gain characteristic that will place
periods. On completion of the training program the new the speech signal at close to the most comfortable level
graduate is expected to obtain additional full-time clinical across the frequency range. The procedure has been
experience before being considered a fully trained extended to the case for severely hearing-impaired children
professional. (Byrne, 1978). Refinements and more detailed validation of

Training programs typically work in cooperation with these procedures are currently in progress. These include an
several different clinics in order to provide their students analysis of preferred listening levels for different frequency
with a broad range of clinical experiences. These include bands of speech (Christen and Byrne, 1980 a) and the
hospital clinics, child welfare centers, and both state and problem of test-retest variability in measuring most
federal health centers. comfortable level directly (Christen and Byme, 1980 b).

The National Acoustic Laboratories (NAL), because of its A major concern of the National Acoustic Laboratories is
large network of hearing centers, plays a major role in whether or not to prescribe binaural hearing aids.
providing clinical training facilities. The cooperation between Consequently, the Audiology Development Section has
NAL and clinical training programs is mutually beneficial. engaged in what is probably the largest study yet on the
NAL assists in providing clinical experiences to students in relative advantages of binaural hearing aids (Byrne, 1980).
training and is the major employer of the graduates of these During a trial period of 28 months, approximately 2,500
programs. The programs, in turn, are cognizant of the needs children were fitted with binaural hearing aids. The children
of the National Acoustic Laboratories and have geared were seen routinely at one month and 6 month intervals
relevant portions of the curriculum towards those needs. after fitting. The information obtained on each child

In summary, the training of professional personnel in included: a case history (e.g., onset and cause of deafness,
audiology and speech pathology is strongly interdisciplinary stability of hearing levels, other handicaps); aided thresholds
with a distinct emphasis on psychology. This approach is (left, right, binaural); history of hearing-aid experience;
not very different from that at several leading speech and details of current hearing-aid use (e.g., settings normally
hearing programs in the United States where students in used, and measured gain at these settings for selected
speech and hearing take a minor in either psychology or frequencies); and questionnaire information from the
linguistics. In contrast to the American model, there is a parents on the child's acceptance of the hearing aids and the
marked disparity between the academic status of audiology degree of benefit observed. In addition to the field trials with
and that of speech pathology. Audiology is accorded children, just over 100 hearing-impaired adults participated
university status and is taught at the postgraduate level. In in several experiments designed to measure a binaural
contrast, training in speech therapy (as it is called) is summation, auditory localization, and speech discrimination
typically provided at colleges of advanced education. The with binaural hearing aids,
gap between the two fields is gradually being narrowed and The results of these studies showed a consistent pattern
in one state (Queensland), It is now possible to study speech of improvement for the binaural over the monaural hearing
therapy at the university level. The program at the aid. Binaural summation on the order of 3 to 5 dB was
University of Queensland, which is the first of its type, has obtained at sensation levels of 10 to 40 dB (Dermody and
many similarities with the American model. Byrne, 1975a). A loudness-balance technique with narrow
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bands of noise was used. Auditory localization was also Work on a programmable, multi-channel, amplitude-
found to be superior for binaural as opposed to monaural compression hearing aid is currently in progress (Byrne and
hearing aids. (Dermody and Byrne, 1975 b). The advantage Walker, 1979). The main thrust of the project is to develop a
in auditory localization was found to be greatest at low digitally programmable system in which gain, amplitude
sensation levels. At higher sensation levels auditory compression, and limiting can be controlled independently
localization with the monaural hearing aid is improved for each channel and matched to the individual
significantly because of the contribution of the u:,aided ear requirements of each user. The system offers advantages
at these high levels. The studies also showed that the not available in conventional hearing aids. It should be
binaural advantage can be obtained with body-worn hearing particularly useful for sensorineural impairments in which
aids as well as with earlevel aids, provided the microphones the ear's dynamic range is severely limited by recruitment.
are spaced 7 to 10 inches apart. Other ongoing research includes mathematical modelling

The study on speech discrimination showed advantages of the sound transmission characteristics between hearing-
for the binaurally aided case for most subjects. Test-retest aid receiver and eardrum, and the development of a wide-
variability on speech discrimination tests is relatively high, band hearing aid. A conventional hearing-aid receiver is
however, and the binaural advantage is not as easily coupled to a miniature acoustic horn designed to extend the
measured as in the other experiments. A number of high-frequency of the hearing-aid receiver. Bandwidth up to
incidental advantages of binaural hearing aids were also 18,000 Hz can be obtained (Macrae, 1980). Methods of
observed in these experiments. These include the reduction improving sound localization by placing the hearing-aid
of head shadow and body baffle effects, and the "cross- microphone in the ear, at the entrance to the ear canal, are
over" effect. The latter effect applies to the case where one also being investigated.
ear is better than the other for certain frequencies only; a
properly prescribed binaural hearing aid makes most Cochlear Implant Study-One of the most exciting ongoing
effective use of the available hearing at all frequencies, research projects is the cochlear implant study currently in
thereby allowing the better ear at each frequency to carry progress in the Department of Otolarnygology at the
the bulk of the auditory input. University of Melbourne. The project, under the direction of

The body of data that provided the strongest support for Dr. Graeme Clark, has developed a multiple-channel
the binaural hearing aid came from the questionnaire electrode array for insertion in the cochlea (Clark and
studies. These studies show a preference by the majority of Hallworth, 1976). Two subjects have been implanted thus far,
users for the binaural hearing aid except under conditions of with good results. Test scores, before and after implantation,
speech in noise. Similar results were obtained in show improved speech communication skills with the
questionnaire studies involving parents and teachers of deaf potential for even greater improvements.
children. A major strength of the project is the use of 10

An important practical advance (in the Field Service independent channels to deliver the coded speech signal. A
Section) has been the development of a new earmold- crucial limitation of previous attempts at developing an
impression technique that reduces acoustic feedback effective cochlear prothesis is that, until very recently, only
significantly (Fifield, Earnshaw and Smither, 1980). An one channel has been used. A single-channel cochlear
important feature of the technique is that the impression is implant is highly unlikely to produce intelligible speech,
built up in stages. A primary impression is made using a since it is well known that the specch signal contains
heavy bodied silicone rubber material. A thin coating of a important information in many different frequency bands
medium-bodied silicone is then applied to the surface of the (Levitt, Pickett, and Houde, 1980). The important question is
primary impression. The impression is re-seated in the ear. not whether a single-channel cochlear implant will be
The silicone coating, while soft, flows into those regions not effective, but rather how many channels are necessary for
forming a good seal between the impression and the canal an effective implant. The choice of 10 channels by Clark and
wall. The material is allowed to set and the seal is tested by his research team appears adequate, since intelligible
increasing the air pressure in the ear canal using the air speech can be obtained from a well designed 10-channel
pump on an impedance meter. A good seal is expected to Vocoder.
maintain a maximum pressure of 200 mm water for 5 The present electrode array consists of 20 platinum bands
seconds without any discernible loss in pressure. A third around the outside of a silicone rubber tube. Each band is
layer is then added, this time using a thin-bodied silicone welded to a Teflon-coated platinum wire which passes down
material. In this way the fine detail of the ear's structure is the center of the tube. The spacing between electrodes in
recorded on the impression, the array has been designed to produce independent

The work on grup-amplification systems has been stimulation of adjacent groups of nerve fibers in the cochlea
geared to the refinement and more efficient utilization of (Clark, et al., 1978).
radio transmission systems (e.g., in a classroom or lecture The array is inserted surgically through the round window
hall). A set of practical guidelines has been developed (Clark, Pyman, and Bailey, 1979). The unit is stabilized by
(Christen and Plant, 1976) which provides for immediate seating it in a Silastic mold. A receiver coil is placed in a bed
improvements in the utilization of existing systems. created in the mastoid part of the temporal bone. The
Techniques for more efficient use and allocation of available transmitter coil is placed externally just behind the pinna.
transmission channels have also been developed (Burgess, The 10-channel electrode array is stimulated by a coded
Christen, Donald and Lowe, 1979). The new infra-red speech signal. The fundamental frequency of the voice is
transmission systems (Leshowitz, 1979) have recently been extracted from the acoustic signal as well as the frequency
introduced to Australia. and energy of the dominant spectral peak in the mid-
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frequency range; the latter serves as an estimate of the their course offerings in audiology, and to the National
second formant. The electrodes are stimulated by bipolar Acoustic Laboratories for reproducing some of their
pulses. Fundamental frequency is coded as the rate of published data (Tables 1 and 2).
stimulation. The frequency of the estimated second formant References
determines which electrode is stimulated (according to the
tonotopic organization of the cochlea); the intensity of the Burgess V, Christen R, Donald G and Lowe A: Radio frequency

hearing aids: The need for complementary and compatiblespectral peak determines the current level, channel allocation. Volta Review 81:91-99, 1979.
The assessment of the cochlear implant includes clinical Byrne DJ: Selection of hearing aids for severely deaf children. Brit

evaluation of the ear and balance mechanism, radiological J Audiol 12:9-22, 1978.
evaluation to check for anatomical variations or pathologies Byrne DJ: Binaural hearing-aid fitting: Research findings andafter surgery, a detailed audiological and clinical application, In Libby ER (Ed)., Binaural Hearing andprior to and aAmplification, Vol. 2 Chicago, Zenetron, 1980.
psychoacoustic evaluation (pre- and post-surgery), and a Byrne DJ and Tonisson W: Selecting the gain of hearing aids for
basic psychological evaluation (Clark et al, 1977, Tong, et al., persons with sensorineural hearing impairments. Scand Audiol
1979). The medical, radiological and psychological 2:51-59, 1976.
evaluations showed no adverse effects resulting from the Byrne DJ and Walker G: Selecting amplification for a multichannelhearing aid with expansion, compression and limiting facilities.surgery. The audiological and psychoacoustic evaluations NAL Informal Report No. 58, Feb 1979.
showed significantly improved pure-tone thresholds, and an Christen R and Byrne DJ: Preferred listening levels for bands of
ability to perceive pitch and loudness changes. Subjects speech in relation to hearing aid selection. Scand Audiol 9:3-10,
were also able to identify differences in vowel spectra, the 1980a.
electrodes being stimulated according to the tonotopic Christen R and Byrne DJ: Variability of MCL measurements:

Significance for hearing aid selection. Aust J Audiol 2:10-18,organization of the cochlea. 1980b.
Results on a word identification task showed significantly Christen R and Plant G: Considerations in the selection and use of

improved scores between multiple-channel and single- auditory training equipment. NatI. Acoustic Laboratories Report
channel stimulation (48.5 percent vs 15.2 percent), the latter No. 65, Dec. 1976.

Clark GM, Black R, Forster IC, Patrick JF, and Tong YC: Designscore being typical of that obtained without the implant. criteria of a multiple-electrode cochlear implant hearing
After some training, additional improvements were prosthesis. J Acoust Soc Am 63:631-633, 1978.
obtained-from a discrimination score of 48.5 percent to 52 Clark GM and Hallworth RJ: A multiple-electrode array for a
percent, averaged over two tests (Clark, Tong, and Martin, cochlear implant. J Laryngol Otol 90:623-627, 1976.
1980). More detailed testing on a variety of speech and Clark GM, O'Loughlin BJ, Rickards FW, Tong YC and Williams AJ:

The clinical assessment of cochlear implant patients. J Laryngolpsychoacoustic tests is currently in progress. Otol 91:697-708, 1977.In summary, the multiple channel cochlear implant Clark GM, Pyman BC and Bailey QR: The surgery for multiple-
developed at the University of Melbourne appears electrode cochlear implantations. J Laryngol Otol 93, 215-223,
particularly promising. All major aspects of the problem 1979.

Clark GM, Tong YC and Martin LFA: A multiple-channel cochlearhave been taken into account, including the technological implant: An evaluation using closed-set spondaic words. In
problems of creating a suitable flexible array, the signal press. 1980.
processing necessary to encode the speech signal in an Dermody P and Byrne DJ: Loudness summation with binaural
intelligent wayi the physiological problem of stimulating hearing aids. Scand Audiol 4(1):23-28, 1975a.
independently separate groups of nerve fibers, the medical, Dermody P and Byrne DJ: Auditory localisation of hearing-

impaired persons using binaural in-the-ear hearing aids. Britaudiological and psychological factors involved in assessing Journ Audiol 9(4):93-101, November 1975b.
the effect of the implant and, of course, the surgical Fifield DB, Earnshaw R and Smither M: A new ear impression
procedures to implant the device safely. technique to prevent acoustic feedback with high powered aids.

Great strides are being made in Australia in the Volta Rev 82:33-39, 1980.
Levitt H, Pickett JM and Houde RA (Eds.): Sensory Aids for thedevelopment of more effective prosthetic aids for the Hearing Impaired. IEEE Reprint Series, IEEE Press, New York,

hearing-impaired. The approaches used and the methods of 1980. Distributed by J. Wiley and Sons, New York.
practical implementation, including the delivery of services, Leshowitz B: The infrared light transmission hearing aid. Bull
should serve as models for comparable programs in the Prosth Res BPR 10-32, 177-189, Fall 1979.
United States and elsewhere. Macrae J: Report on audiological Research Section. Natl Acous

Labs, 1980.
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Conference Reports
Conferences sponsored by the VA Rehabilitative Engineering Research
and Development Service, or by individual VA Medical Centers in
cooperation with VA RER&DS programs, will be reported in this new
regular section of the Bulletin. In some cases we hope to publish the
complete proceedings of important conferences, when other facilities for
timely publication are lacking. In most cases, more brief accounts should
be expected, with emphasis on subjects, contributors, and the availability
of papers or a "Proceedings".

Conference Title:
INVESTIGATING SPINAL STABILITY-AN ENGINEERING AND J. Mayfield; Comparative Mechanics of Segmental Spinal

CLINICAL WORKSHOP Instrumentation Versus Traditional, D. Wenger; The System
Loyola University, Maywood Illinois Post Time and Stress, R. Jacobs; Force Measurements,

T Stonecipher; Spinal Stability-Orthotic Design,
October 15-18, 1980 M. Carlson; Orthotic Effectiveness, J. Mayfield; Fusion-

When and How, V. Mooney; Internal Fixation, J. Lonstein;
The Rehabilitative Engineering Research and Development Bone Healing, M. Cole; Effect of Bony Fusion on the

Service, through the Hines VA Medical Center, sponsored Mobility of Spine, A. Patwardhan; Surgical Indications and
and funded an open forum for free exchange of data, Contributions, B. Allen; Vertebral Body Replacement-its
feelings, and questions concerning clinical problems and Clinical Indications and Requirements, M. Schafer;
basic biomechanical and physiological problems in the Laboratory vs. Clinical Data, K. Markolf; Assuring Validity of
investigation of spinal stability. John R. Fisk, M.D., assistant Test Conditions, L. Kazarian.
professor and co-director of the RER&D Center at Loyola Proceedings of the workshop will be available from the
University Medical Center, coordinated the workshop. Continuing Medical Education Office, Loyola University,

Speakers began with an uncertainty of what was desired probably in the summer of 1981.
of them, but were able to generate interesting and profitable
discussions. Short presentations were followed by equal
time for discussion from the floor. Discussions were informal
and allowed to continue in whichever direction seemed
most appropriate. There was an opportunity to visit the
RER&D Center at Hines VA Hospital, which is in a very
exciting development stage.

Presentations were grouped under these headings:
Anatomy, Spine Fractures, Acceleration, Biological Material,
Instrumentation, Computer, Providing Stability, Implant
Testing, Spinal Orthotics, Bony Fusion, and Spinal Injuries.

The titles of the presentations and their authors were:
Spinal Stability (Clinical Concerns), S. Stauffer; Spinal
Stability (Bioengineering Concerns), A. Schultz; Structure vs.
Motion, J. Fisk; Bone Ligament Interface, R. Little;
Phylogeny of Lower Cervical Spine Fractures and
Dislocations, B. Allen; X-Ray Versus CT Scanning in
Evaluation of Spinal Trauma, P DiMartino; Biomechanics of ,

Fractures, J. Mazur; Seatbelt Injuries, D. Nagel;
Cephalocaudal Loads, L. Kazarian; In Vitro Techniques,
R. Jacobs; The Canine as an Experimental Model, K. Metz;
Sheep as an Experimental Model, G. Lewinnek; Cadaver
Studies in Spinal Stability, J. Laborde; Intraoperative Applied
Loads, D. Smith; Loading Machines for In Vitro Investigation
of Spinal Stability, R. Vanderby; Transducer Instrumentation,
A. Patwardhan; The Computer as a Clinical Tool, 0. Smith;
Spinal Modeling and Finite Element Analysis, R. Brown;
Validity and Future Potentials, C. Moseley; Clinical Spinal
Stability, E.S. Stauffer; Implants Present and Future,
J. Lonstein; Design Versus Material in the Design of Spinal
Instrumentation, G. Shen; Laboratory Studies of Spinal
Implants, K. Markof; Biomechanics of Implant Utilization,
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Notes and News
The Bulletin of Prosthetics Research welcomes contributions to this
department, Receipt of clippings, meeting programs listing speakers and
titles, or other material that calls our attention to a newsworthy event, will be
appreciated.

MARIAN WEISS, M.D. 1921-1981 realist who tempered his dreams and his plans by
humanitarian pragmatism.

Among one's friends, there are those few individuals who He enjoyed taking visitors on rounds and about the
have a certain sense of eternity about them. They radiate a grounds of the institute accompanied by members of his
joy of life, a contagious enthusiasm for their work, staff. He particularly delighted in spending time with the
seemingly boundless energy, a spiritual uplift, inspiration to patients in the gymnasium and with those participating in
others. Marian Weiss, M.D., was this sort of person. Because outdoor recreational activities when the weather permitted.
he exhibited a sense of timelessness, it was with unusual His interest in physical conditioning by therapeutic and
sorrow and heartache that we received a telegram from recreational exercise was in evidence everywhere. Children
Warsaw on July 20, 1981, notifying us of his unexpected with cerebral palsy and scoliosis could be seen riding and
death three days earlier in his beloved city. training horses. Ambulatory in-patients also carried out well-

Although Dr. Weiss traveled extensively throughout the disciplined routines in setting-up exercises, and by assisting
world organizing, teaching, encouraging and challenging in some of the housekeeping tasks on an organized basis. If
those of us in the field of orthopaedic surgery and the hospital stay involved any length of time, well-planned
rehabilitation, he was best understood and appreciated in education was pursued. His patients respected and idolized
his own setting at the great Metropolitan Rehabilitation him; they were comfortable in his presence since he had the
Center, Konstancin, Poland, in the outskirts of Warsaw. Over happy quality of making each patient feel himself or herself
the years following World War II he built and developed the center of concern. I shall never forget making rounds
Konstancin to accommodate 760 patients, many of whom one day when one of the patients, upon learning that I came
are children. Sitting with him in his spacious office, where from the United States, asked Dr. Weiss to translate to me a
by telecommunications he could monitor at any time the personal message to his brother who lives in Chicago. He
activities throughout the entire institution, one could not said "You'll have no trouble finding him, Doctor, for he has
help but be caught up in the love and enthusiasm with the butcher shop there."
which he worked. He spoke with pride of his and his staff's Marian Weiss revealed little of his early background and
accomplishments, nonetheless, there was always a sense of professional life, other than to state that after internment
impatience, a chafing at bureaucracy, a certain humility during World War II he returned to Warsaw to face the
engendered by the recognition of so much yet to be done. almost unbelievable physical and human devastation which
Marian Weiss was a visionary and a planner, but also a that bitter struggle had visited on his homeland. He was

Dr. Marian Weiss of Warsaw, Poland, is at
left in this photo taken during an "inter-
national summit meeting" on lower-ex-
tremity prosthetics at Crystal Mountain,
Washington, February 6-9, 1966. With him
are other active conference participants
Knud Jansen (center) of Copenhagen,
Denmark, and Pedro Prim of Madrid, Spain.
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particularly challenged by the thousands of amputees pathological fracture. He was married in that same year and
wandering through Warsaw's rubble without even the most was particularly demonstrative at Bologna about his young
primitive replacement devices. Not only did they have no son, Bartek, whose picture he showed to all around him and
substitute limbs, but draining infected stumps and severe whom he obviously idolized.
joint contractures were the rule rather than the exception. A Chinese philosopher once said that the parting from a
As he set about providing for their basic care and special friend is like a cup half-filled; the loss reflects the
rehabilitation, the experience progressively encouraged his unfilled portion, the memories and the joy of association
innovative mind. Physiological amputation, immediate represent that part filled. A totally positive man, Dr. Marian
prosthetic fitting, neurophysical restoration, were his Weiss dreamed, then accomplished. He looked up and
concepts. All were not original-like most of us he built to reached for the stars-more often than not he grasped
some degree on the work of others-but his bold them.
imagination, capacity to work, and ability to organize
produced striking results. Ernest M. Burgess

At a Copenhagen conference in 1963 he startled those
attending with a presentation of his amputee work. Many in
the international community literally disbelieved his results VA NAMES THOMAS SHIPP, PH. D. AS ONE OF NEW
or wondered if they misunderstood his words. Time has RESEARCH CAREER SCIENTISTS
substantiated his veracity-and practice has improved his
ability in English. His work has ignited and catalyzed Among 13 new Research Career Scientists named by the
worldwide progress in the field of amputation surgery and VA in recognition of their achievements as non-clinician
prosthetic rehabilitation. That progress continues to this doctors engaged in basic research was Thomas Shipp,
time. Ph. D.

Dr. Weiss' other special professional interests were Dr. Shipp works in basic and applied research in
concentrated on spinal cord injuries, congenital and acquired physiologic and acoustic phonetics. He uses sophisticated
spinal deformity, and research into electrophysiology. "Weiss computerized instrumentation to describe the process of
springs" for the correction and stabilization of spinal producing speech sounds. Among applications for this
deformity are used throughout the world. In the last 10 information is help for individuals learning to talk after
years, the surgery and rehabilitation was extended to having had laryngectomies. Dr. Shipp is a member of the
involve cerebral palsy, muscular dystrophy, and remaining Editorial Board of the Bulletin of Prosthetics Research.
cases with residual effects of poliomyelitis, all from a wide
area of referral. The in-patient scoliosis unit at Konstancin as DENNIS WYANT RECEIVES AMVETS AWARD
developed by Dr. Weiss and his staff is particularly
impressive. All of the distraction equipment for operative Those honored by the American Veterans of World War II
treatment is made in Poland, modified from the Harrington and Korea (AMVETS) in 1981 included Dennis Wyant former
techniques. There are very few institutions in which the Deputy Secretary of Labor, who received the Rehabilitation
treatment of deformity is approached in a more holistic way Award. Prior to his appointment to the Department of Labor
than at Konstancin. One aspect of this approach is contained Mr. Wyant was Special Assistant to the Administrator of
in a letter from Dr. Weiss, in January of 1980: "1 was happy Veterans Affairs. He is currently Program Analyst, Prosthetic
enough to carry within my own institution a comprehensive and Sensory Aids Service, VA Central Office. Mr. Wyant is a
center for children where I have treatment, social evaluation, bnd en o f the Ven ra
professional school, and normal school. Studies on special blinded veteran of the Vietnam Era.
education program, as well as on professional one are
carried on. Our school of special profession education for A MANUAL FOR BELOW-KNEE AMPUTEES
children is mainly occupied by teenagers in wheelchairs
(meningomyelocele, polio, muscular dystrophy, etc.)." A concise illustrated manual, intended to assist individual

Dr. Weiss' professional work took him to many parts of below-knee (or Syme amputees, has been prepared and
the world. His influence was appreciated equally in the b ely- ublishe by Alvin L. een prpared and
medically underdeveloped areas as in the most advanced privately published by Alvin L. Muilenburg, a prosthetist,
centers of medical knowledge. He was fluent in six and A. Bennett Wilson, Jr, an engineer. Both authors have
languages. When asked how he became such a linguist he had extensive experience in prosthetics research.
said he was too busy to study languages formally but would According to the foreword, the objective is to make
place language tapes under his pillow at night, turn them on information readily accessible to "below-knee" amputees,
and "learn languages while I was sleeping." An incurable including persons who have had Syme's amputation. The
romanticist, he enjoyed music, art, and poetry. amputation, immediate post-operative period, bandaging,

Many of us, his international friends and colleagues, last types of preparatory and definitive prostheses, fabrication,
saw him in Bologna, Italy, in the fall of 1980 at the training, care of the stump, and maintenance of the
International Symposium organized by ISPO and INTERBOR. prostheses ar aamong the topics presented.
He seemed radiantly happy and in apparent good health, The booklet is available from the authors, PtO. Box 8313,
despite serious injuries sustained in an automobile accident Houston, Texas 77044, at Si.00 per copy, with discounts for
in 1977. He had in that same year undergone surgery to his quantities of 100 or more.
mandible for treatment for a cyst and subsequent
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SECOND ANNUAL MEETING SET FOR PRESSURE SORE PAMPHLET AVAILABLE
BIOELECTRICAL REPAIR AND GROWTH SOCIETY Intended for people affected by partial or total loss of

As a result of the growing interest in the electrical sensation or movement, and their families, an 11-page
mediation of osteogenesis, chondrogenesis, peripheral illustrated pamphlet titled "How to Prevent or Treat a
nerve repair, regeneration, and other soft tissue effects at Pressure Sore" is available from:
the cellular level as well as the clinical level, a new Rehabilitation Engineering Center
international society, the Bioelectrical Repair and Growth Children's Hospital at Stanford
Society, has recently been formed. It provides a forum for 530 Willow Road, Palo Alto, California 94304
clinicians, biological scientists, physical scientists, and Single copies are free of charge. A cost sheet on prices for
engineers who have an interest in the field, through annual large orders is available. Tel. 415-327-4800.
meetings and publications. The society has an international
membership and broad statutory representation of the
disciplines involved. INTERNATIONAL DEAFNESS SYMBOL ADOPTED

Its first annual, international scientific meeting was held The World Federation of the Deaf officially endorsed a
November 9-11, 1981, in Philadelphia, Pennsylvania. The graphic design to symbolize deafness at its meeting in Paris,
second annual meeting will be held September 20-22, 1982, France, in 1980. The symbol in its official form is printed in
in Oxford, England. The third meeting will be held in the blue and white. It was conceived by the American Task
United States, and the fourth in Japan. Force, International Symbol for Deafness, and revised by

For futher information regarding membership and annual Jack Weiss Associates of New York.
meetings, or for obtaining copies of the transactions of the
first annual meeting, (or of abstracts for the 1982 program)
contact:

Nancy A. Thiede, Executive Secretary
Bioelectrical Repair and Growth Society
425 Medical Education Building
36th and Hamilton Walk
Philadelphia, Pennsylvania 19104

VA PERSONNEL HONORED

Inder Perkash, M.D., Chief of the Spinal Cord Injury
Service, VA Medical Center, Palo Alto, California, was named
to the Chair of Spinal Cord Injury Medicine at Stanford
University, Stanford, Palo Alto, California, a post established
by the Paralyzed Veterans of America.

The Blinded Veterans Association awarded Certificates of
Appreciation to the following VA personnel:

Herbert Rainwater, Director, VA Regional Office, San Some examples of how the symbol may be used are: as a
Diego, California; card used in wallet next to driver's Icenst ... as a symbol

Fausto Padilla, Visual Impairment Services Team (VIST) shown prior to a telecast captioned or interpreted for the
Coordinator, VA Outpatient Clinc, El Paso, Texas; deaf.., or in TV and movie listings to indicate that a

James Cochran, VIST Coordinator, VA Medical and program is captioned or interpreted for the hearing-impaired
Regional Office Center, Wichita, Kansas; ... as a symbol showing a centralized emergency TTY

Edward Lay, VIST Coordinator, VA Medical Center, number in telephone directories.., or on poster cards in
Indianapolis, Indiana; and airports and libraries designating TTY accessibility. The

Walter Needham, Ph. D., Clinical Psychologist, VA Medical symbol can be used on road signs near deaf schools or
Center, West Haven, Connecticut. where deaf children play ... plastic symbol cards to be

The College Federal Council of Southern California given to the hotel management so that in the event of fire or
presented a plaque to Jim Sheridan (Chief, Corrective other emergency, the deaf person could then be specially
Therapy) and Herbert Kent, M.D. (Chief, Rehabilitation notified by the hotel management. A small symbol lapel pin,
Medicine Service) VA Medical Center, Long Beach, California, the size of the NAD lapel pin emblem, was expected to be
for furthering cooperation between the Center and California available.
State University, Long Beach, in developing a course for
teaching driver training instructors from VA Centers 1981 MIGEL MEDAL WINNERS
nationwide. Eleanor E. Faye, M.D., George 0. Hellinger, O.D., and

Martha B. Clifford were the 1981 winners of the American
Foundation for the Blind Migel Medal. The awards were
made at ceremonies held in New York City on October 22.
The date also marked the Foundation's 60th anniversary

.. . .== .= _ *. ..... . ... .. .. . . l ii I , J.
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IMMIGRATION SERVICE OFFICIAL Calendar of Events
HONORED FOR WORK WITH DISABLED

James R. Duell of the Immigration and Naturalization
Service received last year the John E. Fogarty Public
Personnel Award from the President's Committee on OFC 32 (Optical Fiber Communication) Meeting, Phoenix, Arizona,

April 13-15, 1982. (For information: Optical Society of America,
Employment of the Handicapped. 1816 Jefferson Place, N.W, Washington. D.C. 20036.)

Mr. Duell's efforts resulted in the hiring of more than three
times the projected number of disabled people listed under CLEO '82 (Conference on Lasers and Electro-Optics), Phoenix,
the Immigration central office's selective placement program Arizona, April 14-16, 1982. (For information: Optical Society of

goals. America, 1816 Jefferson Place, N.W, Washington, D.C. 20036.)

Mr. Duell, 34, is a graduate of Mississippi State University. IRMA--4th World Congress of the International Rehabilitation
Medicine Association on theme: 'New Findings that Influence
Disease and Rehabilitation," San Juan, Puerto Rico, April 18-24,

AAWB AWARDS TO BLASCH, WELSH, AND BLASCH 1982. (For information: Dr. Herman J. Flax, IRMA IV, PO. Box
11696, Caparra Heights Station, Puerto Rico 00922.)

The American Association of Workers for the Blind WMS-Womecel Engineering Society, Annual Meeting. New
included, among its 1981 awards for distinguished service, Orleans, Louisiana, April 21-23, 1982. (For information: Dr. Yoram
the Shotwell Award to Donald Blasch, and the Bledsoe Rudy, Dept. of Biomedical Engng., Case Western Reserve
Award to the book, Foundations of Orientation and Mobility, University, Cleveland, Ohio 44106.)
which was edited by Richard Welsh and Bruce Blasch.

The book, copyright 1980 by the American Foundation for Society for Blomalterlals, 8th Annual Meeting and 14th
International Biomaterials Symposium, Orlando, Florida, April 24-

the Blind, packs into fewer than 700 pages what has been 27, 1982. (For information: Dr. Myron Spector, Biological and
described as the first comprehensive textbook for students Physical Sciences, Medical University of South Carolina,
of this broad and complex field. Charleston, S.C. 29425.)

Dr. Welsh is Superintendent, Maryland School for the International Conference on Disability and Communications,
Blind, Baltimore, and Dr. Bruce Blasch (nephew of Don Washington, D.C., April 25-30, 1982. (For information: The
Blasch) heads a program to train Mobility Specialists (for all President's Committee on Employment of the Handicapped, Suite
handicaps) at the University of Wisconsin, at Madison. Don 600, 1111 20th St., N.., Washington, D.C. 20210.)
Blasch is Professor and Director of the Rehabilitation
Program in the Center for Orientation and Mobility of the ASA-Acoustical Society of America, 103rd Meeting, Chicago,

Illinois, April 27-30, 1982. (For information: Howard Schechter, lIT
Blind at Western Michigan University, Kalamazoo. Research Institute, 10 West 35th St., Chicago, Illinois 60616.)

international Conference on "Communications and Disability: A
DREXEL QUARTERLY Vol. 16, No. 2 Global Parspective," April 27-30, 1982. (For information:

President's Committee on Employment of the Handicapped,
DISCUSSES INFORMATION FOR DISABLED Washington, D.C. 20210.)

The April 1980 issue of Drexel Library Quarterly (Vol. 16, IEEE International Conference on Acoustics, Speech and Signal
No. 2) focuses on information centers and the information Processing, Palais des Congres, Paris, France, May 3-5, 1982. (For
needs of the disabled. information: C. Gueguen, Chairman, E.N.S.T, 46 Rue Barrault,

Titled "Information Services to Disabled Individuals," the F 75013, Paris, France.)
issue contains a number of articles by distinguished 2nd European Meeting of Cardio-Respiratory Kinasitherapy,
professionals in the fields of information science and of Charleroi, Belgium, May 6-8, 1982. (For information: Secretariat
rehabilitation. The articles address the problems and dees Deuxiemes Journees Europeennes de Kinesitherapie Carrdio-
concerns of improving and furthering the services of Respiratoire, Centre Sportif, social at cultural pour Handicapes rue
information centers on behalf of the disabled-an estimated de'l Ancre, Ia, B - 6000 Charrleroi, Belgium.)
30 million adults plus eight million children, in the total International Federation for Automatic Control, Symposium on
population of the United States. International information Control Aspects of Prosthetics and Orthotics. Held jointly with 7th
agencies based in the United States are also discussed, as Midwest Biomedical Engineering Conference (with participation of
well as information services to the disabled in several IEEE Control Engineering Society and IEEE Engineering in

foreign countries. Medicine and Biology Society) Columbus, Ohio, May 7-9. 1982.
(For information: Prof. Herman Weed, Biomedical Engineering

Guest editors are Judith J. Senkevitch (former director) Center, Ohio State University, 2015 Ned Ave., Columbus, Ohio
and Joan R. Appel (information specialist) of the National 43210.)
Rehabilitation Information Center (NARIC). Copies of the
issue may be ordered from Drexel Library Quarterly, School Society of Photographic Scientists and Engineers, 35th Annuai

Conference, Rochester, N.Y., May 9-14, 1982. (For information:
of Library and Information Science, Drexel University, SPSE, 7003 Kilworth Lane, Springfield, VA 22151.)
Philadelphia, Pennsylvania 19104. The price is $6.00 per
copy, postage included. Below-Knee and Through-Knee Amputations and Prosthetics,

Copies may also be ordered from NARIC, 4407 Eighth Advanced Course, Copenhagen, Denmark, May 10-13,1982. (For
information: International Society for Prosthetics and Orthotics

Street, N.E., Washington, D.C. 20017, also at $6 per copy. (ISOPI, Borgerveenget 5, DK 2100 Copenhagen 0, Denmark.)

OSA-Sprng Conference on Applied Optics, Rochester, N.Y., May
17-21, 1962. (For information: Optical Society of America, 1816
Jefferson Place, N.W, Washington, D.C. 20036.)
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World Confederation for Physical Therapy, 9th International 9th Canadian Medical and Biological Engineering Conference and
Congress, Stockholm, Sweden, May 23-28, 1982. (For information: Exhbition, University of New Brunswick, Fredericton, N.B., August
LSR Apelbergsgatan 50, Stockholm 111 37, Sweden, or WCPT 16/ 15-18, 1982. (For information: Conference Secretariat, Bio-
19 Eastcastle St., London W1, United Kingdom.) Engineering Institute, University of New Brunswick, PO. Box 4400,

Fredericton, N.B. E3B 5A3, Canada. Tel. 506-453-4966.
International Congress of Audiology, Helsinki, Finland, end of May
or early June, 1982. (For information: Dept. of Audiology, Helsinki RESNA-Rehabltatlon Engineering Society of North America, 5th
University, Central Hospital, Helsinki, Finland.) Annual Conference on Rehabilitation Engineering, Houston, Texas,

August 22-26, 1982. (For information: P J. Homer, 4405 East-West
20th Annual National Rehabiltation Conference, Las Vegas, Highway, Suite 210, Bethesda, Maryland 20814.)
Nevada, June 1982. (For information: Mr. Jack Tomich, Chmn-
b9581 Scotstoun Dr., Huntingon Beach, California 92646.) International Ergonomics Association, 8th Congress, Tokyo, Japan,

August 23-27, 1982. (For information: Dr. Masamitsu Oshima, The
ASME-American Society of Mechanical Engineers, Summer Medical Information System Development Center, Akasaka Park
Annual Meeting, Hyatt-Regency Hotel, Dearborn, Michigan, June Bldg. 3-4 Akasaka, 2 Chome, Minato-Kw, Tokyo, Japan.)
6-10, 1982. (For information: ASME, 345 East 47th St., New York,
NY 10017.) 13th International Conference on Medical and Biological

Engineering and the 6th International Conference on Medical
First Southern Biomedical Engineering Conference, Louisiana State Physics, Hamburg, W Germany, Sept. 5-11, 1982. (For information:
University Medical Center, Shreveport, Louisiana, June 7-8, 1982. Hamburg Messe und Congress GmbH, Postfach 30 23 60, D-2000
(For information: Dr. S. Saha, Conf. Chairman, First Southern Hamburg 36, Federal Republic of Germany.)
Biomedical Engineering Conf., Dept. of Orthopaedic Surgery,
Louisiana State University Medical Center, P0. Box 33932, IEEE Engineering in Medicine and Biology Society, 4th Annual
Shreveport, Louisiana 71130. Tel. 318-674-6187.) Conference, Philadelphia, Pennsylvania, Sept. 20-21, 1982. (For

information: Dr. Alfred R. Potvin, IEEEIEMBS Conference, RO. Box
Canadian Physiotherapy Association Annual Congress, Halifax, 19138, The University of Texas at Arlington, Arlington, Texas
Nova Scotia, Canada, June 9-12, 1982. (For information: Ms. 76019.)
N. Christie, CPA, 25 Imperial St., Toronto, Ont., Canada M5P 1B9.)

Bioelectrical Repair and Growth Society, 2nd Annual Meeting,
8th International Congress of the World Federation of Oxford, England, Sept. 20-22, 1982. (For information. N. Thiede,
Occupational Therapists, Hamburg, Federal Republic of Germany, Executive Secr., Bioelectrical Repair and Growth Society, 425
June 13-18, 1982. (For information: World Federation of Medical Education Bldg., 36th and Hamilton Walk, Philadelphia, PA
Occupational Therapists, Occupational Therapy Dept., Tauranga 19104.)
Hospital, Tauranga, New Zealand.)

Engineering in Medicine and Biology, 35th Annual Conference,
APTA-S1th Annual Conference of the American Phyylcel Therapy Philadelphia, Pennsylvania, Sept. 22-24, 1982. (For information:
Association, Anaheim, Calif., June 19-24, 1982. (For information: Alliance for Engng. in Medicine and Biology, 4405 East-West
APTA, 1156 15th St., N.W, Washington, D.C. 20005.) Highway, Suite 311, Washington, D.C. 20014.)

American Society for Engineering Education, Mechanical AOPA-American Orthotic and Prosthetic Association, National
Engineering Division Annual Conference, Texas A&M Univ., College Assembly, Houston, Texas, Oct 17-24, 1982. (For information:
Station, Texas, June 20-24, 1982. (For information: Dr. George T AOPA, 717 Pendleton St., Alexandria, VA 22314.)
Craig, TIME '82, Dept. of Mechanical Engineering, College of
Engineering, San Diego State University, San Diego, Calif. 92182.) ASME-American Society of Mechanical Engineem, Winter Annual

Meeting, Hyatt-Regency Hotel, Hotel Adams, Phoenix, Arizona,
AGBAD-International Convention of Alexander Graham Bell November 14-19, 1982. (For information: ASME, 345 East 47th St.,
Association for the Deaf, Toronto, Canada, June 22-27, 1982. (For New York, N.Y 10017.)
information: Sue Romano, AGBAD, 3417 Volta PI., N.W,
Washington, D.C. 20007.)

e magnetics Society, 4th Annual Meeting, Los
Angeles, California, June 21-July 2, 1982. (For information: BEMS,
1 Bank Street, Suite 307, Gaithersburg, Maryland 20878.)

Mechanics in Medicine and Biology, 3rd International Conference,
Compiegne, France, July 10-13, 1982. (For information: Prof.
M. Jaffrin, Universite de Compiegne, Genie Biologique, BP 233,
60206 Compiegne Cedex, France.)

International Conference on Biomedical Polymers, Durham, United
Kingdom, July 12-14, 1982. (For information: Mr. Keith Copeland, 1903
Biological Engineering Society c/o Royal College of Surgeons,Lincoln's Inn Fields, London WC2A 3PN, UK.) International Confedertion for Plastic and eosrat

Surgery, 8th International Conference, Montreal, Canada, June 26-

Acoustical Imaging '82, London, UK, July 19-22, 1982. (For July 1, 1983. (For information: Dr. Jean Paul Bosse, 3875 St.
information: Acoustical Imaging '82, IEE, Savoy Place, London Urbain, Suite 602, Montreal H2W IVI, Canada.)
WC2R OBL, UK.) AAAS-Amerlcen Assocition for the Advancement of Science,

Electronic Image Processing, International Conference, York, UK, Detroit, Michigan, Jan. 3--8, 1983. (For information: AAAS, 1776
July 26-28, 1982. (For information: Conference Dept., lEE, Savoy Massachusetts Ave., N.W, Washington, D.C. 20036.)
Place, London WC2R OBL, UK.) 3rd Medlteranean Conference on Medicine and Biological

Engineering, Opatija, Yugoslavia, Sept. 1983. (For information: Dr.
Stanko Tonkovic, Elektrotehnicki Feculteit Sveucilista U Zagrebu,
41000 Zagreb, Unska ul. 17, Yugoslavia.)
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INDEX to the
past 5 issues of the
Bulletin of Prosthetics Research
(Spring 1979 through Spring 1981)
BPR 10-31 through BPR 10-35
In the Bulletin published in the Spring of 1979 (BPR 10-31), there appeared
an Index covering 10 issues (BPR 10-21 Spring 1974 through BPR 10-30 Fall
1978). The index which starts on this page covers 5 issues starting with
BPR 10-31.

The notation "10-32 (250-255)" is the style used to reference the item;
i.e., "10-32" designates the BPR issue numerically, and "250-255" desig-
nates the page numbers.

BPR added Volume and Number designations for issues with BPR 10-32
(Vol. 16 No. 2). However, Volume and Number designations are not em-
ployed in this Index.

A

ABOVE-ELBOW PROSTHESES University/M.I.T 10-34(161-162) 10-35(214)
-Adaptation of the VAIUSMV Electric Hand to the Liberty Mutual -see also Lower Extremity Prostheses

Myoelectric Boston Elbow for Above-Elbow Amputees. Technical
Note: J. M. Leal, T W. Williams, III, and J. M. Malone 10-35(56-60) ABRAHAM, Gordon S.

-Position Control of Above-Elbow Prostheses. VA RER&DS Prog- -Nerve Repair and Evaluation. VA RER&DS Progress Report: V R.
ress Report: L. E. Carlson. University of Colorado 10-31(74-78) Hentz and G. S. Abraham. Palo Alto VAMC 10-35(178-179)
10-32(321-324) 10-33(174) -Pressure Sore Instrumentation. VA RER&DS Progress Report: L. M.

-see also Upper Extremity Prostheses Vistnes, G. S. Abraham, and D. Riker Palo Alto VAMC 10-35(187)

ABOVE-KNEE AMPUTEES Abstracts of Current Literature 10-32(515-528) 10-33(243-250)
-Gait Patterns of Above-Knee Amputees Using Constant-Friction 10-34(207-216) 10-35(272-278)

Knee Components: M. P Murray, S. B. Sepic, G. M. Gardner, and Acceeration of Bone Healing by Electrical Stimulation. VA RER&DS
L. A. Mollinger 10-34(35-45) Progress Report: G. V B. Cochran. Helen Hayes Hospital 10-31(107,

-see also Amputees no report) 10-32(361)
-see also Stimulation of Repair of Cortical Bone Transplants by

ABOVE-KNEE PROSTHESES Implantation of Piezoelectric Materials: a Pilot Study
-Clinical Evaluation of a Computer-Interactive Above-Knee Pros- 'Access to the Skies-Improved In-Flight Access Slated. Notes and

thesis. NIHR REC Progress Report: W. Flowers, R. W. Mann, S. R. News 10-34(228-229)
Simon, and D. Rowell. Harvard University/M.I.T 10-32(229) ACIMOVIC-JANEZIC, Ruza

-Moss Rehab. Hospital/Temple Univ./r ,exel Univ/NIHR REC Prog- -Multichannel FES of Lower Limbs for Gait Rehabilitation. NIHR
ress Reports REC Progress Report: U. Stanic, R. Acimovic-Janezic, A. Trnkoczy,
-Clarification of Alignment and Control Principles for Lower-Limb and M. Kljajic. Univ. of Ljubljana 10-32(227-280) M. Malezic and

Orthotics and Prosthetics: C. Pritham 10-33(133) 10-35(242) J. Krainik 10-35(229-230)
-Effects of Prosthetic Knee Locking on the Gait Performance of -Multichannel FES of Upper Limbs. NIHR REC Progress Report:

Above-Knee Dysvascular Amputees: Vascular and Biomechan- L. Vodovnik, A. Kralj, R. Atimovid-Jane2id, and S. Reber~ek. Uni-
ical Functions in the Intact Limb: T Vachranukunkiet 7t)-35(243- varsity of Ljubljana 10-32(282-283)
244)

-Lower-Limb Prosthetic Components: C. Pritham 10-33(134) Acoust*c Emission in Bone. VA RER&DS Progress Report: E. Berg,
10-34(176-177) 10-35(242-243) P J. Nicholls, and D. Nicholls. Augusta VAMC/Medical College of

-Myoelectric Knee Control for AK Prostheses: G. Moskowitz Georgia/Airesearch Mfg. Co. of Calif. 10-32(362-365) 10-33(197)
10-32(299) 10-33(133-134) 10-34(176) 10-35(241) Acquisition of Transient Visual Information. NIHR REC Progress Re-

-Studies Involving Alignment of Above-Knee Prostheses: A. B. port: E. Kwatny Moss Rehabilitation Hospital!Temple Univ/Drexel
Wilson, Jr 10-32(292) Univ. 10-32(295-296) W Freedman 10-34(175)

-Technical-Clinical Re-Evaluation of the Limb Load Monitor: ACTON, James J.
C. Leiper 10-35(253) -Clinical Application Study of Reading and Mobility Aids for the

-Use of a New Biofeedback and Gait Analysis System in Conjunc- Blind. VA RER&DS Progress Report: J. J. Acton, W R. De rAune,
tion with the Microcomputer-Controlled Above-Knee Prosthesis. and P D. Gadbaw. West Haven VAMC 10-33(227-228) 10-34(112-
NIHR REC Progress Report: W Flowers and M. P Shepley. Harvard 113) E. C. Roman 10-35(193-194)
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ADAIR, Charlotte -Telephone Management 10-32(220-221)
-Harnessing Technique for Myoelectric Arm Prosthesis. Technical -Use of the Typewriter 10-32(219-220)

Note: M. Solomonow, C. Adair, and J. H. Lyman 10-32(208-212) -A Volunteer Quadriplegic Subject 10-32(213)
-No-Grasp Reacher. VA RER&DS Progress Report: B. Scott, Palo

Adaptation of the VAJUSMC Electric Hand to the Liberty Mutual Alto VAMC 10-33(172)
MVoelectric Boston Elbow for Above-Elbow Amputees. Technical -Ortho Aid (Shower Prosthesis). VAPC Research Report 10-32(442)
Note: J. M. Leal, T W Williams, Il, and J. M. Malone 10-35(56-60) -Personal Alarm System. Recent Patents: R. Doell 10-34(224)

Adaptive Seating Service. NIHR REC Progress Report: C. Leiper Moss -Porta Care Sink. VAREC Progress Report 10-34(137-140)
Rehabilitation Hospital/Temple Univ./Drexel Univ. 10-33(137) -Seating Unit for a Bath Tub, Shower Stall or the Like. Recent Pat-
10-34(179) 10-35(247-248) ents: Russell P. Lotta 10-31(218)

ADELSTEIN, Dov -Simple Living Aids for the Arthritic Patient. Technical Note:
-Suppression of Abnormal Involuntary Movements by Application M. Solomonow and T Feder 10-35(60-63)

of Mechanical Loads and Biofeedback. NIHR REC Progress Report: -Two Body-Powered Reachers. VA RER&DS Progress Report:
M. J. Rosen and D. Adelstein. Harvard University/M.I.T 10-34(162) J. Bressler and D. Uken. Palo Alto VAMC 10-31(66-68)

-Two-Handled Eating Utensil. VA RER&DS Progress Report: G. Shaw.
ADE, W Ross Palo Alto VAMC 10-31(64-66) 10-33(172-173) C. Wright 10-35(186)
-Evaluation of Peripheral Vascular Disease by a Real-Time Multi- -Ultrasonic Toothbrush. Recent Patents: Arthur Kuris 10-34(225)

spectral Imaging System. VA RER&DS Progress Report: W R. Adey, -Washing Attachment for Artificial Arms. Recent Patents: Joseph
D. B. Hinshaw, J. E. Kaiser, N. P. Poe, D. M. Street, and V J. An- I. Mitchell 10-32(513-514)
selmo. Loma Linda VAMC/Calif. Inst. of Technology 10-35(103- -Winsford Feeder. VAREC Progress Report 10-34(140-143)
105) -see also Communication Aids, Environmental Control Systems,

Spinal-Cord-Injury Rehabilitation, Technical Aids
Adhesion Studies. NIH-NINCDS Progress Report: K. W, Allen. City

University, London 10-35(93) Airesearch Mfg. Co. of California, Torrance, California
Adjustable Arch Support for Shoes. Recent Patents: Charles A. Her- -Acoustic Emission in Bone. VA RER&DS Progress Report: E. Berg,

big 10-33(241) P J. Nicholls, and D. Nicholls. Augusta VAMC/Medical College of
Adjustable Bed-Chair. Recent Patents: Henry C. Zur 10-32(509) Georgia/Airesearch Mfg. Co. of Calif. 10-32(362-365) 10-33(197)
Adjustable Polypropylene Above-Knee Socket. VAPC Research Re- ALARM SYSTEMS

port 10-32(442-443) -Personal Alarm System. Recent Patents: Raymond Doell 10-34(224)
Adjustable Wheel Chair. Recent Patents: Gilbert E. Haury 10-31(217)
Advanced Concept Design of a High-Performance Indoor-Outdoor ALIGNMENT

%%hicle for the Physically Handicapped. VA RER&DS Progress Re- -Clarification of Alignment and Control Principles for Lower-Limb
port: G. W Kelly and K. S. Morgan. Atlanta VAMC/Georgia Inst. of Orthotics and Prosthetics. NIHR REC Progress Report: C. Pritham.
Technology 10-34(120) Moss Rehabilitation Hospital/Temple Univ./Drexel Univ. 10-33(133)

AGNEW, William F 10-35(242)
-Development and Evaluation of Safe Methods of Intracortical and -Studies Involving Alignment of Above-Knee Prostheses NIHR REC

Peripheral Nerve Stimulation. NIH-NINCDS Progress Report: W E Progress Report: A. B. Wilson, Jr Moss Rehabilitation Hospital!
Agnew. Huntington Inst. of Applied Res. 10-35(92) Temple Univ/Drexel Univ. 10-32(292)

AIDS TO DAILY UVING ALLEN, Keith W
-APOR Safety Shower and Tub Guards. VAREC Progress Report -Adhesion Studies. NIH-NINCDS Progress Report: K. W Allen, City

10-34(136-137) University, London 10-35(93)
-Babette Bath. VAPC Research Report 10-31(192)
-Capuchin Monkeys as Aids for the Severely Disabled. NSF Prog- ALLEN, Kenneth D.

ress Report: M. J. Willard. Tufts-New England Medical Center -Range of Motion (Servo-Controlled) Arm Exerciser for Upper-Limb
10-34(144) Spasticity. VA RER&DS Progress Report: T. Woo, P Axelson, and

-Door Opener: An Aid for Quadriplegics and Arthritics. VA RER&DS K. D. Allen, Palo Alto VAMC 10-31(65-66) 10-33(170)
Progress Report: L. Winick. Palo Alto VAMC 10-33(171)

-Dressing-Undressing Apparatus. Recent Patents: Michiyasu Ishida AMBULATION
10-32(510) -Development of an Ambulation Training Program for Persons Hav-

-Dynamic Column Support for Feeder Pan. Recent Patents: Leland ing Lower Extremity Amputation. NIHR REC Progress Report:
D. Miller 10-31 (217) C. Leiper. Moss Rehab. Hospital/Temple Univ./Drexel Univ. 10-35(2421

-Independence and Activities of Daily Living. NIHR REC Progress -Gait Characteristics Acquired During Ambulation Training. NIHR
Report: D. A. Hobson, Tech. Dir. University of Tennessee 10-33(124) REC Progress Report: R. Craik. Moss Rehab. Hospital/Temple Univ.,

-Instrument Holder for Use on Disabled Hands. Recent Patents: Drexel Univ. 10-34(178)
Alvin W, Hunt 10-33(241) -Paraplegic Ambulation. VAREC Progress Report 10-34(133)

-Low Cost Assistive Devices Systems for a High Spinal-Cord-In-
jured Person in the Home Environment. Technical Note: Ambulation Energy Mter. NIHR REC Progress Report: T Cook. Moss
G. Schmeisser and W, Seamone 10-32(212-223) Rehabilitation Hospital/Temple Univ./Drexel Univ. 10-32(301)
-Chin Controlled Wheelchair With Motorized Mouthstick Holder 10-33(132)

10-32(213-214) Ambulation Force Monitoring. Conference Report: D. R. Taylor Jr
-Lighting/Appliance Control System 10-32(214-217) 10-35(306-308)
-Multiple Book Reading Stand 10-32(217-218) AMBULATORS
-Storm Door Operation 10-32(221-223) -Independence Walker. VAPC Research Report 10-31(185)
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-Mobilpodium Mark Ill. VAPC Research Report 10-31(176) -VA Amputee Workshop, March 29-30, 1979. Conference Report
-Moto-Stand. VAPC Research Report 10-31(185) 10-34(196-198)
-Advanced Orthotic Devices for Adult Paraplegics. VA RER&DS

Progress Report: M. T Prast and L. E. Carlson. Prast Research As- AMSTUZ, Harian C.
sociatesUniv. Colorado 10-31(106) -Total Hip Joint Replacement. Recent Patents: Harlan C. Amstuz

-VAPC Powered Ambulator. VAPC Research Report 10-31(185-188) and Ian C. Alarke 10-32(513)
-see also Mobility Aids for the Physically Handicapped, Walking Analog Recording of Myoelectric Signals. Conference Report:

aids, Wheelchairs C. Freeborn 10-35(297-298)

An Analysis of Soft Tissue Loading in the Foot-a Preliminary Re-
American Academy of Orthopaedic Surgeons. Publishes a New Atlas port: S. Nakamura, R. D. Crowninshield, and R. R. Cooper 10-35(27-

of Limb Prosthetics. Notes and News 10-35(332) 34)
AAOP-American Academy of Orthotists and Prosthetists Analysis of Wear Particles in Human and Arthroplastic Joints. VA
-New Editor of AAOP Appointed. Notes and News 10-32(202-203) RER&DS Progress Report: D. C. Mears. Pittsburgh VAMC/Univ. of
-Information Brochure Published. Notes and News 10-35(332) Pittsburgh 10-33(217-218) 10-34(68-69) 10-35(117-118)
American Association of Workers for the Blind Conference. VA Analytical Modeling of the Human Lumbar Spine. VA RER&DS Prog-

RER&DS Progress Report: J. J. Hennessey G. L. Goodrich, R. R. ress Report: R. L. Piziali, L. W. Swenson, and T A. Koogle. Palo
Bennett, and D. L. Morrissette. Palo Alto VAMC 10-33(231-232) Alto VAMC 10-35(176-177)

AFB-American Foundation for the Blind ANDRIACCHI, Thomas P
-Publishes the Demography of Blindness Throughout the World, -An Optoelectronic System for Human Motion Analysis. Confer-

edited by H. Goldstein. Notes and News 10-34(227-228) ence Report: T P Andriacchi 10-35(291-292)
-Publishes Foundations of Orientation and Mobility, edited by R. L.

Welsh and B. B. Blasch. Notes and News 10-34(227) ANGELL, James
-Research on Transitory Tactile Display. NSF Progress Report: -Pressure Sores: Etiology and Prevention. VA RER&DS Progress

D. Maure 10-34(144-145) Report: J. Angell and L. Vistnes. Palo Alto VAMC 10-33(166-167)
American National Standards Specifications (for making accessible

environments usable by physically handicapped people), Ap- Anik, Inc., San Rafael. California. Gad-A-Bout. VAPC Research Report
proved March 3, 1980. Standardization Section 10-34(205-206) 10-31(188-189)

ASTM-American Society for Testing and Materials ANKLE
-ASTM Voluntary Consensus Standards Related to Rehabilitative -Biomechanical Study of Flexion and Extension of the Human An-

Engineering. Staff Manager: P. G. Brown. Standardization Section kle Joint. NIHR REC Progress Report: G. D. Moskowitz. Moss Re-
10-35(320) hab. Hospital/Temple Univ./Drexel Univ. 10-35(235-239)

AMPUTATION -Hydraulic Ankle Control System. VA RER&DS Progress Report:
-Amputation as Cause of Cardiovascular Disorders-Editorial: L. B. H. A. Mauch. Mauch Laboratories 10-31(85-87)

Hobson 10-31(1-2) Annual Conference on Rehabilitation Engineering, Aug. 30-Sept. 3,
-Amputations of Extremities and Cardiovascular Disease: R. A. Ry- 1981. Notes and News 10-34(233)

der 10-32(21-29) Annual Rehabilitation Engineering Services Seminar. NIHR REC
-Causal Relationship Between Service-Connected Amputation and Progress Report: W. M. Motloch and S. Enders. Children's Hospital

Subsequent Cardiovascular Disorder: a Review of the Literature at Stanford 10-35(267)
and a Statistical Analysis of the Relationship: Senate Committee Annual Review of Rehabilitation; Volume 1 announced by Springer
Print No. 6, 96th Congress 1st Session 10-32(18-29) Publishing Co. '. es and News 10-32(503)

-Clinical and Laboratory Study of Amputation. VA RER&DS Prog- ANSELMO, Victor
ress Report: E. M. Burgess. Prosthetics Research Study 10-34(100) -Evaluation of Pei pneral Vascular Disease by a Real-Time Multi-

-Rehabilitative Engineering Research Program. VA RER&DS Prog- spectral Imaging System. VA RER&DS Progress Report: W, R. Adey,
ress Report: F T Hoaglund, L. W. Lamoreux, L. A. Wilson, H. E. D. B. Hinshaw, J. E. Kaiser, N. P Poe, D. M. Street, and V J. An-
Jergesen, R. A. Roberts, C. W. Radcliffe, F. N. Todd, R. W. Cum- selmo. Loma Linda VAMC/Calif. Inst. of Technology 10-35(103-
mings, D. M. Cunningham, and G. Stout, San Francisco VAMC/UC, 105)
Berkeley 10-35(147-149)

-Report to the Veterans Administration Department of Medicine ANTONELLI, Daniel
and Surgery on Service-Connected Traumatic Limb Amputations -Dynamics of EMG/Force Movement Relationships for Knee Exten-

and Subsequent Mortality From Cardiovascular Disease and Other sion. NIHR REC Progress Report: D. Antonelli and J. Perry. Rancho
Causes of Death: Z. Hrubec and R. A. Ryder 10-32(29-53) Los Amigos Hospital 10-35(222-225)

-Therapeutic and Economic Impact of a Modern Amputation Pro- -Electrodes, Amplification, and Filtering for Dynamic EMG. Con-
gram: J. M. Malone, W. S. Moore, J. Goldstone, and S. J. Malone ference Report. D. Antonelli 10-35(295-297)
10-32(7-17) -Evaluation of CARS-UBC Triaxial Goniometer. NIHR REC Progress

-see also Blood Flow Measurement Report: J. Perry and D. Antonelli. Rancho Los Amigos Hospital
10-35(225-226)

Amputation as Cause of Cardiovascular Disorders-Editorial: L. B. Apor Industries, Inc., Aurora, Ohio-Apor Safety Shower and Tub
Hobson 10-31(1-2) Guards. VAREC Progress Report 10-34(136-137)

Amputations of ExttreMas and Cardiovascular Disease: R. A. Ryder Apparatus and Method for Non-Invasive Detection of Strictures in
10-32(21-29) Conductive Fkudd Conduits. Recent Patents: Eugene Findle and

AMPUTEES Robert J. Kurtz 10-33(241)
-Survey of the Status and Prosthetic Needs of Service Connected Apparatus for Analyting the Balancing Function of the Human Body.

Amputees. Notes and News 10-31(211) Recent Patents: Kazuo Tsuchiya and Noboru Ohnishi 10-321509)
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Apparatus for Stiffening Shoe Soles. Recent Patents: Leo F Stanton Artificial Larynx-Development and Evaluation of a New Artificial
10-32(509) Larynx. VA RER&DS Progress Report: L. P. Goldstein, H. B. Roth-

Apparatus for Supporting the Body of a Person in an Upright Posi- man, and C. C. Oliver, Gainesville VAMC 10-33(224) 10-34(71) (no
tion. In Particular for Therapeutic Walking Exercises. Recent Pat- report) 10-35(122-123)
ents: August-Eden Zeijdel and Rudolf B. Teunissen 10-33(241) ARTIFICIAL UMBS

Apparatus Particularly for Evaluating the Functionality of Man's Lo- -Permanently Attached Artificial Limbs. VA RER&DS Progress Re-
comotive Faculties. Recent Patents: Antonio Pedotti 10-32(509) port: C. W Hall and W, H. Mallow. Southwest Research Institute

Application of Low Cost Microcomputer Systems for Communica- 10-31(136-145) 10-32(344-347) 10-33(185-186) W. Rostoker
tion Aids. NIHR REC Progress Report: A. Thomas. Tufts-New Eng- 10-34(98-100)
land Medical Center 10-34(147-148) -Research and Development in the Field of Artificial Limbs. VA

Application of Personal Computing to Assist the Handicapped. NSF RER&DS Progress Report: H. A. Mauch. Mauch Laboratories
Progress Report: P. L. Hazan, The Johns Hopkins University 10-31(84-87)
10-33(106) 10-34(145) -see also Prostheses, etc.

Aquarius Rotation System Mark IV. VAPC Research Report 10-32(487-
488) ASTM Voluntary Consensus Standards Related to Rehabilitative En-

Arab Republic of Egypt, Cairo, Egypt gineering. Staff Manager: P G. Brown. Standardization Section
-Rehabilitation Engineering Center. NIHR REC Progress Report: Sa- 10-35(320)

lah El-Din EI-Hommossani, Dir. 10-34(189-193) ATKINS, Robert D.
-Achievements During 1978-1979 -Sonic Orientation and Navigation Aid. VA RER&DS Progress Re-

-Barrier-Free Environment Design and Modification Studies port: G. W. Kelly and R. D. Atkins. Atlanta VAMC/Georgia Inst. of
10-34(191-192) Technology 10-34(120-121) 10-35(189)

-Driving-for-the-Handicapped Program 10-34(191)
-Spinal Cord Patient Service Area 10-34(190-191) Atlas of Limb Prosthetics-New Book Published by the American
-Education Program 10-34(192-193) Academy of Orthopaedic Surgeons. Notes and News 10-35(332)
-Evaluation Program 70-34(192) AUDIOLOGY
-Gait Analysis Research 10-34(192) -Children's Auditory Discrimination and Perception of Monosyllabic
-Prosthetic and Orthotic Activity 10-34(192) Words. NSF Progress Report: L. L. Elliot, Northwestern University

Arch Support-Adjustable Arch Support for Shoes. Recent Patents: 10-33(106-107)
Charles A. Herbig 10-33(241) -The Infrared Light Transmission Hearing Aid: B. Leshowitz

ARCHITECTURAL DESIGN 10-32(177-189)
-American National Standards Specifications (for making accessi- -see also Hearing Aids, Speech Perception

ble environments usable by physically handicapped people), Ap-
proved March 3, 1980. Standardization Section 10-34(205-206) Auditory Feedback as it Relates to Language Acquisition and Utili-

-Barrier-Free Environment Design and Modification Studies. NIHR zation. NIHR REC Progress Report: R. A. Foulds. Tufts-New Eng-
REC Progress Report: S. El-Din EI-Hommossani, Dir., Arab Repub- land Medical Center 10-34(147)
lic of Egypt 10-34(191-192) AUDITORY PROSTHESES

-Design of Bathrooms, Bathroom Fixtures and Controls for the Able -Auditory Prosthesis for Sensorineural Hearing Loss. VA RER&DS
Bodied and Disabled. NIHR Non-REC Progress Report: R M. Ma- Progress Report: E. W. Yund, R. Efron, and H. J. Simon. Martinez
lassigne and J. A. Bostrom. Richmond VAMC 10-33(153-156) VAMC 10-35(195-196)

-Design of Bathrooms, Bathroom Fixtures, and Controls for the -Development of Multichannel Electrodes for Auditory Prostheses.
Able-Bodied, Disabled, and Elderly. VA RER&DS Progress Report: NIH-NINCDS Progress Report: M. M. Merzenich and R. L. White.
J. A. Bostrom and P M. Malassigne. Decatur VAMC/Georgia Inst. Univ. of Calif., San Francisco/San Francisco Medical CenterlStan-
of Techn. 10-35(149-150) ford Univ. 10-35(90-91)

-Development of Transdermal Stimulators. NIH-NINCDS Progress
Arm and Wrist Exerciser. Recent Patents: Bradford W. Wilson Report: R. L. White. Stanford Univ. 10-35(90)

10-34(224) -see also Hearing Aids
Arm Exerciser-Range of Motion (Servo-Controlled) Arm Exerciser

for Upper-Limb Spasticity. VA RER&DS Progress Report: T Woo, AUSMUS, Donald L.
P Axelson, and K. D. Allen, Palo Alto VAMC 10-31(65-66) 10-33(170) -Occupant-Operated Mobile Work Vehicle for Paraplegics. Recent

ARSENAULT, J. Patents: Donald L. Ausmus 10-33(241)
-New Approaches for the Control of Powered Prostheses Particu- -Ausmus Mfg. Co., Independence, Missouri-Moto-Stand. VAPC

larly by High-Level Amputees: R. D. Stein, D. Charles, J. A. Hoffer, Research Report 10-31(185)
J. Arsenault, L. A. Davis, S. Moorman, and B. Moss 10-33(51-62)

Automated Muscle Fatigue Indicator. NIHR REC Progress Report:
ARTHROPLASTY C. J. De Luca. Harvard University/M.I.T. 10-32(235-236) A. Oslan
-Analysis of Wear Particles in Human and Arthroplastic Joints. VA 10-34(162) 10-35(215)

RER&DS Progress Report: D. C. Mears. Pittsburgh VAMC/Univ. of Automatic Measurement of Laryngeal Vibratory Patterns. NSF Prog-
Pittsburgh 10-33(217-218) 10-34(68-69) 10-35(117-118) ress Report: D. G. Childers, University of Florida 10-33(105)

-A Grommet Bone Liner for Flexible Implant Arthroplasty. VA Automatic Vaginal Electrical Stimulator to Control Incontinence. NIHR
RER&DS Progress Report: A. B. Swanson. Blodgett Memorial REC Progress Report: P Suhal, A. Kralj, E. Roskar, and M. Benedik.
Medical Center 10-33(214-216) 10-34(69-70) 10-35(108-114 Univ. of Ljubljana 10-35(231-233)

-Textured Grommets for Flexible Implant Arthroplasty of Finger AUTOMOTIVE ADAPTIVE EQUIPMENT
Joints. VA RER&DS Progress Report: B. A. Banks. NASA-Lewis -Adaptive Automotive Hand Controls. VAPC Compliance Testing
Res. Ctr 10-33(216-217) 10-34(83) 10-32(497-499)
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-Driving-for-the-Handicapped Program. Cairo Rehabilitation Engi- Joints. VA RER&DS Progress Report: B. A. Banks. NASA-Lewis
neering Center. NIHR REC Progress Report: S. El-Din EI-Hommos- Res. Ctr. 10-33(216-217) 10-34(83)
sani, Dir., Arab Republic of Egypt 10-34(191)

-Reflections on Automotive Adaptive Equipment-an Essay: E. E BARKER, Margaret
Murphy 10-32(191-207) -Control Simulator. NIHR REC Progress Report: M. Barker. Chil-

-Rehabilitation Engineering Center. NIHR REC Progress Report: J. R. dren's Hopsital at Stanford 10-34(170) 10-35(262-264)
Pearson, Dir., Univ. of Michigan 10-32(253-257) 10-33(138-141) -Development of Controls Evaluator-Trainer. NIHR REC Progress
10-34(182-188) 10-35(254-256) Report: M. Barker. Children's Hopsital at Stanford 10-35(261)
-Advantages of a Right-Hand-Side Design 10-33(141)
-Design and Development of Vehicle Adaptive Devices and Sys- BARNES, Lee A.

tems: R. C. Juvinall and D. H. Harden 10-34(182-184) -Quantification and Normalization (Dynamic Gait EMG Processing).
-Evaluation and Design Guidelines for Wheelchair Restraint Sys- Conference Report: L. A. Barnes 10-35(300-302)

tems: L. W Schneider 10-34(184-186)
BASSEAS, S.

AXELGAARD, J. -Interference-Insensitive System for Spinal Cord Monitoring During
-Correction of Spinal Deformities. NIHR REC Progress Report: Surgery. VA RER&DS Progress Report: D. Graupe, S. Basseas, and

J. Axelgaard and J. C. Brown. Rancho Los Amigos Hospital J. Fisk. Illinois Inst. of Tecb,./Loyola Univ./Hines VAMC 10-33(224-
10-35(219-221) 225)

AXELSON, Peter W. BATES, Madeleine
-Development and Evaluation of a Recreational Bicycle for Para- -General Computer System to Teach Language to the Deaf. Office

plegics. VA RER&DS Progress Report: L. Leifer, P. W, Axelson, of Special Education Progress Report: K. L. Wilson and M. Bates.
C. Mintz, and D. Schwand. Palo Alto VAMC 10-35(184) Boston University 10-34(194)

-Development and Evaluation of a Ski Sledding System for Para-
plegics. VA RER&DS Progress Report: P W Axelson. Palo Alto Bath Equipment for Disabled Persons. Recent Patents: Lars Ekman
VAMC 10-33(171) L. J. Leifer, J. J. Csongradi, and W G. Winter and Helge Norman 10-32(509)
10-35(180-181) BATHING DEVICES

-Range of Motion (servo-controlled) Arm Exerciser for Upper-Limb -os Aids to Daily Living
Spasticity. VA RER&DS Progress Report: T Woo, P Axelson, and
K. D. Allen, Palo Alto VAMC 10-31(65-66) 10-33(170) BATHROOM DEVICES

-Design of Bathrooms, Bathroom Fixtures and Controls for the Able
Bodied and Disabled. NIHR Non-Rec Progress Report: R M. Me-

B lassigne and J. A. Bostrom. Richmond VAMC 10-33(153-156)
-Design of Bathrooms, Bathroom Fixtures, and Controls for the

Babette Bath. VAPC Research Report 10-31(192) Able-Bodied, Disabled, and Elderly. VA RER&DS Progress Report:
Babette Industries, New York, New York-Babette Bath. VAPC Re- J. A. Bostrom and P M. Malassigne. Decatur VAMC/Georgia Inst.

search Report 10-31(192) of Tech. 10-35(149-50)
BACK BRACES
-Back Brace. Recent Patents: Jack Gold 10-35(327) BAYUNK, David J.
-Developing and Monitoring an Effective Pressure System for Use -Bone Strength: In Vivo Stress and Strain. VA RER&DS Progress

in the Boston Scoliosis Orthosis. NIHR REC Progress Report: Report: D. M. Spengler, D. R. Carter, and D. J. Baylink. University
M. Finston, J. E. Hall, and S. R. Simon. Harvard University/M.I.T of Washington 10-35(142-143)
10-32(226-227) 10-35(213-214) -Influence of Internal Fixation on In Vivo Stress Patterns. VA RER&DS

-see also Spinal Orthoses Progress Report: D. M. Spengler, D. R. Carter, D. J. Baylink R. Vasu,
and R. T Dueland. University of Washington 10-33(195-196)

DAINIUK, Eugene
-The Effect of Partial Versus Full Weightbearing on Late Loosening BECK, Lucille B.

After Total Joint Replacements in the Lower Extremities. VA -Custom In-the-Ear Hearing Aids: a Survey Report: M. Howard,
RER&DS Progress Report: D. L. Green, E. S. Marsolais, E. Sahniuk. L. 6. Beck. and E. S. Wintercorn 10-35(41-47)
Cleveland VAMC/Case Western Reserve Univ. 10-32(370-371) -The Development of Improved Techniques for the Analysis of
R. Liebelt and E. Fender 10-33(218-219) T. H. McLaughlin and Hearing Aid Performance. VA RER&DS Progress Report: G. D.
R Mirkov 10-35(99) Causey, J. L. Punch, H. C. Schweitzer, E. Elkins, and L. Beck. Univ

-Electrical Assessment of Incomplete Spinal Co d Injury and Re- Maryland/Washington, D.C. VAMC 10-31(155-162)
covery VA RER&DS Progress Report: H. H. Bahlman, E. Bahniuk,
and G. Raskulinecz. Cleveland VAMC/Case Western Reserve Univ. BECK, Theodore R.
10-34(74-79) 10-35(99-101) -Evaluation of Electrode Materials and Their Electrochemical Re-

actions. NIH-NINCDS Progress Report: S. B. Brummer and T R.
&AJD, T Beck. EIC Lab./Electrochemical Tech. Corp. 10-35(91-92).
-FES of Spinal-Cord-Injured Patients-Fundamental Locomotion

Patterns. NIHR REC Progress Report: A. Kralj, R. Turk, S. Grobelnik, BECKER, Robert 0.
and T Said. University of Ljubljana 10-32(280-281) 10-35(230-231) -Evaluation of Electrical Techniques for Stimulation of Hard Tissue

Growth. VA RER&DS Progress Report: R. 0. Becker, J. A. Spadero,
BANKS, nm A. and A. A. Marino. Syracuse VAMC 10-31(107) 10-32(356-361)
-Textured Grommets for Flexible Implant Arthroplasty of Finger 10-33(194-195) D. A. Webster 10-34(80-82)
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BECKE. S.W BENNETT Leon
-Toward a Quantitative Evaluation of a Blind Rehabilitation Center. -Locomotion Assistance Through Cane Impulse: L. Bennett, M. P

VA RER&DS Progress Report: R. W, Lambert, S. W Becker, and Murray, E. E Murphy, and T. T. Sowell 10-31(38-47)
B. D. Wright. Hines VAMC 10-33(163-164) -Seat Cushions for the Paralyzed. VA RER&DS Progress Report:

B. Y Lee and L. Bennett. Castle Point VAMC/VAPC 10-31(116)
BED 10-32(405-407) 10-33(225) 10-35(127-128)
-Ortho-Turn Bed. Recent Patents: G. B. Cary and N. B. Pfisterer -Transferring Load to Flesh, Part IX, Cushion Stiffness Effects.

10-35(327) L. Bennett and H. Patel 10-31(14-37)
-Adjustable Bed-Chair. Recent Patents: Henry C. Zur 10-32(509)
-Bed for Stimulating Circulation. Recent Patents: Thomas L. Don- BENNETT, Richard Randolph

nelly, Jr. 10-34(224) -Clinical Application Study of Reading and Mobility Aids for the
Blind. VA RER&DS Progress Report: J. K. Wiley, G. L. Goodrich,

Bedford Hospital Renaned for Edith Norte Rogers. Notes and News R. R. Bennett, H. S. Paul. Palo Alto VAMC 10-31(152-155) 10-32(426-
10-31(212-213) 430) J. J. Hennessey and D. L. Morrissette 10-33(230-232)

Bedside Evaluation of IRMINYU Voice Control System. NIHR REC 10-34(117-120)
Progress Report, New York Univ Medical Center 10-35(207) -in Memoriam (1923-1980). Notes and News 10-35(329-330)

BEKE, George A.
-Spectral Analysis. Conference Report: G. A. Bekey 10-35(302) BENNETT, Robert H.

-J. M. Wooly and R. H. Bennett Awarded 1978 Migel Medal. Notes
BElOW-ELBOW PROSTHESES and News 10-31(211-212)
-VAUSMC Electric Hand with Below-Elbow Cineplasty Prosthesis.

Technical Note: J. M. Leal and J. M. Malone 10-35(52-56) BERENBERG, William
-see also Externally Powered Prostheses, Myoelectric Prostheses -Objective Measurement of Stretch Reflex in the Evaluation of

Spastic Dysfunction. NIHR REC Progress Report: S. R. Simon,
Below-Knee Amputation With Immediate Postoperative Fitting of W, Berenberg, M. Hallett and L. R. Young. Harvard University/M.I.T

Prosthesis. VA RER&DS Progress Report: W. S. Moore. Tucson 10-32(229-234)
VAMC 10-31(98) 10-32(349) 10-33(184-185) -Receives Harvard Award. Notes and News 10-34(227)

-see also Lower Extremity Amputation, Immediate Postoperative -Rehabilitation Engineering Center. NIHR REC Progress Report:
Fitting of Prostheses W Berenberg, Dir. and R. W Mann, et al. Harvard University/M.I.T

Below-Knee Amputee Gait: Comparison of Walkers and Parallel Bars. 10-32(225-244) 10-33(108-111) 10-34(161-165) 10-35(213-217)
NIHR REC Progress Report: T. Cook. Moss Rehab. Hospital/Temple
Univ.tDrexel Univ. 10-34(178) BERG, Ed

BELOW-KNEE AMPUTEES -Acoustic Emission in Bone. VA RER&DS Progress Report: E. Berg,
-Evaluation of Physiologic Suspension Factors in Below-Knee Am- R J. Nicholls, and D. Nicholls. Augusta VAMC/Medical College of

putees. VA RER&DS Progress Report: F. G. Lippert III, E. M. Bur- Georgia/Airesearch Mfg. Co. of Calif. 10-32(362-365) 10-33(197)
gess, and S. A. Veress. Seattle VAMC 10-33(179-184) 10-34(87-
94) 10-35(106-108) Bicycle for Paraplegics-Development and Evaluation of a Recre-

ational Bicycle for Paraplegics. VA RER&DS Progress Report:
BELOW-KNEE PROSTHESES L. Leifer, R Axelson, C. Mintz, and D. Schwand. Palo Alto VAMC
-Below-Knee Preparatory Prostheses. VA RER&DS Progress Re- 10-35(184)

port: R. G. Thompson and D. S. Childress. Northwestern Univer- A Bimodal Reading Aid for Touch and Hearing. VA RER&DS Progress
sity 10-35123) Report: H. Lauer, A. Vacroux, and B. Vecerek. Hines VAMC

-Evaluation of Physiologic Suspension Factors in Below-Knee Am- 10-33(162-163)
putees. VA RER&DS Progress Report: E G. Lippert Ill, E. M. Bur- Bioengineering-Publications of Interest 10-34(217)
gess, and S. A. Veresa Seattle VAMC 10-33(179-184) 10-34(87-
94) BIOFEEDBACK

-Lightweight BK Prosthesis. VA RER&DS Progress Report: R. G. -Biofeedback Relaxation Procedures: Application to Handicapped
Thompson and D. S. Childress. Northwestern University 10-31(69) Children. Office of Special Education Progress Report: J. Carter.

-Modular Below-Knee Prosthesis. VA RER&DS Progress Report: University of Houston 10-34(194)
E T Hoaglund, H. E. Jergesen, C. W Radcliffe, L W Lamoreux, D. M. -Evaluation and Application of Myoelectric Biofeedback. NIHR REC
Cunningham, and G. Stout. Univ. California, Berkeley/San Fran- Progress Report: C. J. De Luca. Harvard University/M.I.T 10-34(163)
cisco VAMC 10-34(87) 10-35(216)

-Ultralight Below-Knee Prosthesis. NIHR REC Progress Report: A. B. -improving Motor Control in Spastic Children Using Biofeedback
Wilson, Jr., Moss Rehabilitation Hospital/Temple Univ/Drexel Univ. toward Development of a Technology. Office of Special Education
10-32(299-300) Progress Report: D. P Inman and R. H. Schwary University of Or-

-Ultralight Below-Knee Prosthesis. VA RER&DS Progress Report: egon 10-34(194)
A. B. Wilson, Jr. and C. M. Pritham. Moss Rehabilitation Hospital -Linear Electromyographic Biofeedback System. Recent Patents:
10-31(98) Mark G. Scattergood and David C. Howson 10-32(511)

-- see also Patellar-Tendon-Bearing Prostheses -Suppression of Abnormal Involuntary Movements by Application
of Mechanical Loads and Biofeedback. NIHR REC Progress Report:

BIENEDIK, M. M. J. Rosen, C. J. De Luca, and S. R. Simon. Harvard University/
-Automatic Vaginal Electrical Stimulator to Control Incontinence. M.I.T 10-32(234-235) 10-34(162) 10-35(215)

NIHR REC Progress Report: P. Suhel, A. Kralj, E. Roskar, and -Use of a New Biofeedback and Gait Analysis System in Conjunc-
M. enedik. Univ. of Ljubljana 10-35(231-233) tion With the Microcomputer-Controlled Above-Knee Prosthesis.
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NIHR REC Progress Report: W. Flowers and M. P Shepley. Harvard -Evaluation of CARS-UBC Triaxial Goniometer: J. Perry and
University/M.I.T 10-34(161-162) 10-35(214) D. Antonelli 10-35(225-226)

-Normal Hip Abduction Torque: J. Gronley 10-35(226-227)
Biofeedback Relaxation Procedures: Application to Handicapped -Pathokinesiology 10-32(259-261) 10-33(142) 10-35(222)

Children. Office of Special Education Progress Report: J. Carter -Study of Upper-Limb Biomechanics Using Ultrasound Transmis-
University of Houston 10-34(194) sion Imaging. VA RER&DS Progress Report: V. R. Hentz. P. Dev,

Biological Electrode. Recent Patents: R. L. Hauser and J. F Harris and K. W. Marich. Palo Alto VAMC 10-35(181-182)
10-35(327) -see also: Ambulation, Gait Analysis

BIOMATERIALS
-Adhesion Studies. NIH-NINCDS Progress Report: K. W. Allen. City Biomedical Sciences-Microelectronics Laboratory for Biomedical

University, London 10-35(93) Sciences. NIGMS Progress Report: W. H. Ko. Case Western Re-
-Bone-Implant Interface Analysis. NIGMS Progress Report: A. S. serve Univ. 10-35(88)

Greenwald- Cleveland Clinic Foundation 10-35(89) BISCOE, Eleanor Lynch-New Director of NARIC. Notes and News
-Foreign Body Reaction in the Lung to Intravenously Injected Biom- 10-34(226)

aterials, VA RER&DS Progress Report: C. I. Hood and F J. Schoen,
Gainesville VAMC/Univ. of Florida 10-33(210-211) 10-34(125-128) BIZJAK, F
S. E. Coleman 10-35(118-121) -Neurophysiological Investigations of Pathological Motor Activity,

-Insulating Biomaterials. NIH-NINCDS Progress Report: A. W. Hahn. and Improvements due to FES and Other Rehabilitation Methods.
University of Missouri 10-35(93) NIHR REC Progress Report: F Gracanin and F Bizjak. Univ. of Lju-

-Interfacial Behavior of Biomaterials. NIGMS Progress Report: L. L. bljana 10-35(231)
Hench. Univ. of Florida 10-35(88-89)

-Maxillofacial Restorative Materials and Techniques. VA RER&DS Bladder Volume Determination-Residual Bladder Volume Deter-
Progress Report: J. F Lontz and J. W. Schweiger. Temple Univ., mination for Spinal Cord Injury Patients. VA RER&DS Progress
Wilmington VAMC 10-31(119-136) 10-32(376-404) 10-33(197-210) Report: R. Roemer, R. Wood, and H. Neisel. Univ. Calif., Santa Bar-
E. B. Mingledorff 10-34(102-107) M. D. Nadijcka and N. E. Donacki bara 10-34(72-73) Univ. of Arizona 10-35(128)
10-35(155-172) BLASCH, Bruce B.

-Prosthetic Teeth and Bones. Recent Patents: T Hidaka, M. Inoue, -Foundations of Orientation and Mobility-New Book edited by
and M. Ebihara 10-35(327) R. L. Welsh and B. B. Blasch. Notes and News 10-34(227)

Biomechanical Study of Flexion and Extension of the Human Ankle BLECK, Eugene E.
Joint. NIHR REC Progress Report: G. D. Moskowitz. Moss Rehab. -Scoliosis Feedback Orthosis NIHR REC Progress Report: E. E. Bleck.
Hospital/Temple Univ./Drexel Univ. 10-35(235-239) Children's Hospital at Stanford 10-35(264)

BIOMECHANICS
-Biomechanics Unit. NIHR REC Progress Report, Northwestern BLIND

University 10-33(113-114) -The Demography of Blindness throughout the World, A New Re-
-Artificial Knee Joint Component Development 10-33(114) port from AFB. Edited by H. Goldstein. Notes and News 10-34(227-

10-34(166) 228)
-Knee Ligament Mechanics 10-33(113) -Foundations of Orientation and Mobility-New Book Edited by
-Knee Orthotics 10-33(114) R. L. Welsh and B. B. Blasch. Notes and News 10-34(227)
-Stress Analysis of Total Hip Prostheses 10-33(114) -A General-Purpose System for the Synthesis by Rule of Natural-

-Experimental and Theoretical Study of Mammalian Movement. VA Sounding Speech. NSF Progress Report: I. G. Mattingly. Haskins
RER&DS Progress Report: F E. Zajac and W S. Levine. Palo Alto I ab 10-34(144)
VAMC 10-35(177) -Rehabilitation Engineering Center. NIHR REC Progress Report: L. A.

-Foot Biomechanics: Force and Pressure Distribution in Health and Scadden, Proj. Dir., Smith-Kettlewell Institute of Visual Sciences
Disease. VA RER&DS Progress Report: R. R. Cooper. Iowa VAMC 10-32(266-269) 10-33(149-150) 10-34(171-173)
10-32(341-342) 10-33(184) 10-34(82-83)10-35(116) -Research on Transitory Tactile Display NSF Progress Report:

-The Projection of the Ground Reaction Force as a Prediction of D. Maure. American Foundation for the Blind 10-34(144-1451
Internal Joint Moments: R. P Wells 10-35(15-19) -se also Communication Aids for the Blind, Mobility Aids for the

-Publications of Interest 10-32(529-531) 10-33(251-252) 10-34(218- Blind, Reading Machines for the Blind, Sensory Aids for the Blind,
219) 10-35(321-322) Visually Impaired, Low Vision

-Rehabilitation Engineering Center NIHR REC Progress Report, Moss
Rehab. Hospital/Temple Univ./Drexel Univ. Blodgett Memorial Medical Center, Grand Rapids. Michigan-A
-Biomechanical Study of Flexion and Extension of the Human Grommet Bone Liner for Flexible Implant Arthroplasty VA RER&DS

Ankle Joint: G. D. Moskowitz 10-35(235-239) Progress Report: A. B. Swanson 10-33(214-216) 10-34(69-70)
-Effects of Altered Sensory Input on Stair Descent: W. Freedman 10-35(108-114)

10-32(296-298) 10-34(174, 176) R. Craik 10-35(239-241) BLOEDEL. James R.
-The Relationship Between Tibial Torsion and Knee Stress: T Cook -Modification of Abnormal Motor Control by Focal Electrical Stim-

10-34(177) ulation. NIH-NINCDS Progress Report: J. R. Bloedel. Univ of Min-
-The Role of the Upper Extremity in Gait: a Survey of the Forces nesota 10-35(94)

Applied to Various Assistive Devices: T Cook 10-35(241)
-Rehabilitation Engineering Center. NIHR REC Progress Report: R. L. BLOOD FLOW MEASUREMENT

Waters and D. R. McNeal, Dir., Rancho Los Amigos Hospital -Blood Vessel Tester. Recent Patents: Toshio Watanabe and Yoshi-
-Dynamics of EMG/Force Movement Relationships for Knee Ex- nori Tanimoto 10-34(224)

tension: D. Antonelli and J. Perry 10-35(222-225) -Clinical and Laboratory Investigation of the Application of Trans-
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BLOOD FLOW MEASUREMENT (Cont.)

cutaneous pO2 Monitoring in the Assessment of Local Circulation. -ROHO Dry Flotation Cushion 10-31(189-- 190)
VA RER&DS Progress Report: F A. Matsen III, C. R. Wyss, E. M. -Talley Ripple Alternating Pressure Pad for Beds 10-32(490)
Burgess, L. R. Pedegana, C. W Simmons, and B. L. Thiele. Univ.
Washington/Prosthetics Research Study/Seattle VAMC 10-32(348- BOHLMAN, Henry H.
349) -Electrical Assessment of Incomplete Spinal Cord Injury and Re-

-Clinical and Laboratory Study of Amputation. VA RER&DS Prog- covery. VA RER&DS Progress Report: H. H. Bohlman, E. Bahniuk,
ress Report: E. M. Burgess. Prosthetics Research Study 10-34(100) and G. Raskulinecz. Cleveland VAMCICase Western Reserve Univ.

-Evaluation of Peripheral Vascular Disease by a Real-Time Multis- 10-34(74-79) 10-35(99-101)
pectral Imaging System. VA RER&DS Progress Report: W. R. Adey,
D. B. Hinshaw, J. E. Kaiser, N. P Poe, D. M. Street, and V. J. An- BONE
selmo. Loma Linda VAMC/Calif. Inst. of Technology 10-35(103- -Acoustic Emission in Bone. VA RER&DS Progress Report: E. Berg,
105) P J. Nicholls, and D. Nicholls. Augusta VAMC/Medical College of

-Hemodynamic Evaluation of Postoperative and Preoperative Am- Georgia/Airesearch Mfg. Co. of Calif. 10-32(362-365) 10-33(197)
putees. VA RER&DS Progress Report: V. Y. Lee, F. S. Trainor, -Bone Strength: In Vivo Stress and Strain. VA RER&DS Progress
D. Kavner, and J. L. Madden. Castle Point 10-31(99-100) 10-32(350) Report: D. M. Spengler, D. R. Carter, and D. J. Baylink. University
W R. Thoden 10-33(186-187) of Washington 10-35(142-143)

-Immediate Postoperative Prostheses Research Study. VA RER&DS -A Grommet Bone Liner for Flexible (finger) Implant Arthroplasty.
Progress Report: E. M. Burgess. Prosthetics Research Study VA RER&DS Progress Report: A. B. Swanson. Blodgett Memorial
-Dynamic Evaluation of Blood Flow and the Vascular Character- Medical Center 10-33(214-216) 10-34(69-70) 10-35(108-114)

istics of Ischemic Limbs 10-32(340) -Influence of Internal Fixation on In Vivo Stress Patterns. VA RER&DS
-Evaluation of Residual Limb Physical Characteristics Using Vol- Progress Report: D. M. Spengler, D. R. Carter, D. J. Baylink, R. Vasu,

umetric and Other Measurement Devices 10-32(339-340) and R. T Dueland. University of Washington 10-33(195-196)
-Limb Viability 10-33(178) -In Vitro Evaluation of the Effect of Acetabular Prosthesis Implan-
-Physical Characteristics of the Residual Below-Knee Limb tation on Human Cadaver Pelves. Technical Note: W. Petty, G. J.

10-33T78) Miller, and G. Piotrowski 10-33(80-89)
--The Vascular and Nutritional Status of the Ischemic Limb -The Mechanics of Human Bone and Long Bones. NIGMS Progress
10-31(96-97) Report: R. L. Piziali. Stanford Univ. 10-35(89)-Invest;gation of Viability of the Neuromuscular Structures of the -The Mechanics of Human Cancellous Bone. VA RER&DS Progress

Extremities. VA RER&DS Progress Report: F A. Matsen Ill. Univ. Report: L. W, Swenson, Jr., R. L. Piziali, and K. S. Kim. Palo Alto
of Washington 10-34(100-102) VAMC 10-35(186-187)

-Microcirculation (of the skin and deeper tissue of the lower limbs).
VAREC Progress Report 10-34(132-133) BONE CEMENTS

-Program for Evaluating and Monitoring the Dysvascular Patient. BONE C nt
VA RER&DS Progress Report: B. Y. Lee, W R. Thoden, E S. Trainor, -Bone-Implant Interface Analysis. NIGMS Progress Report: A. S.
and D. Kavner. Castle Point VAMC 10-35(146-147) Greenwald. Cleveland Clinic Foundation 10-35(89)

-Program for the Study of Disabilities Due to Vascular Disease: -Improving the Crack Propagation Resistance and Durability of
Thromboembolism. VA RER&DS Progress Report: B. Y. Lee, F S. Acrylic Bone Cement. VA RER&DS Progress Report: L.J. Brout-
Trainor, D. Kavner, and W R. Thoden. Castle Point VAMC 10-34(79- man, and W H. Bunch. Hines VAMC 10-32(309-310)
80)

Bone Consolidation-Process and Device for the In Vivo Measure-
Blood Vessel Tester. Recent Patents: Toshio Watanabe and Yoshinori ment of Bone Consolidation. Recent Patents: Jean-Marie Dry and

Tanimoto 10-34(224) Jacques Hummer 10-32(511)
Body Electrodes. Recent Patents: Brian McClelland 10-33(241) BONE HEALING
BODY SUPPORT SYSTEMS -Acceleration of Bone Healing by Electrical Stimulation. VA RER&DS
-Apparatus for Supporting the Body of a Person in an Upright Po- Progress Report: G. V B. Cochran. Helen Hayes Hospital 10-31(107,

sition, In Particular for Therapeutic Walking Exercises. Recent Pat- no report) 10-32(361)
ents: August-Eden Zeijdel and Rudolf B. Teunissen 10-33(241) -Evaluation of Electrical Techniques for Stimulation of Hard Tissue

-Seat Back with Adjustable Lumbar Supporter. Recent Patents: Hi- Growth. VA RER&DS Progress Report: R. 0. Becker, J. A. Spadaro,
roshi Tsuda and Hideoki Matsuoka 10-33(241) and A. A. Marino. Syracuse VAMC 10-31(107) 10-32(359-361)

-Seating Systems for Body Support and Prevention of Tissue 10-33(194-195) D. A. Webster 10-34(80-82) 10-35(115-116)
Trauma. VA RER&DS Progress Report: I. Perkash, M. LeBlanc, and -Identification of the Relevant Parameters and Their Magnitudes
W. Motloch. Palo Alto VAMC/Children's Hospital at Stanford for Electrical Stimulation of Bone Remodeling. NSF Progress Re-
10-31(116-118) 10-32(407) R. Pasillas 10-33(167, 225-227) 10-34(70- port: E. Korostoff, University of Pennsylvania 10-34(145)
71) D. Politi 10-35(126-127)

-Stand Aid (Portable Standing Frame). VAREC Progress Report Bone-Implant Interface Analysis. NIGMS Progress Report: A. S.
10-34(133-136) Greenwald. Cleveland Clinic Foundation 10-35(89)

-Support for Maintaining Head in Upright Position. Recent Patents: Bone Plate Clamp. Recent Patents: Robert S. Watanabe 10-34(224)
Lance E. Zuesse 10-33(241) Bone Strength: In Vivo Stress and Strain. VA RER&DS Progress Re-

-VAPC Research Reports port: D. M. Spengler, D. R. Carter, and D. J. Baylink. University of
-Aquarius Flotation System Mark IV. 10-32(487-488) Washington 10-35(142-143)

-Babette Bath 10-31(192) -aee sio Influence of Internal Fixation on In Vivo Stress Patterns
-Burke Long-Term Care Bed Model 77-32-2. 10-32(488-489) Bone 1Iansplants-Stimulation of Repair of Cortical Bone Trens-
-Nitto "No Sore" Cushion Pad 10-31(189) plants by Implantation of Piezoelectric Materials: a Pilot Study. VA
-Pneumatic Lifter Seat 10-31(189-190) RER&DS Progress Report: G. V. B. Cochran, B. Y Lee, and
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W. Williams. Castle Point VAMCIHelen Hayes Hospital 10-33(195) BRAND, Richard A.
10-34(68) 10-35(114-115) -instrumented Walkway (A Gait Analyzer/Trainer System). Confer-

BONTRAGER. Ernest ence Report: R. A. Brand, R. H. Gabel, R. C. Johnston, and R. D.
-Footswitch Stride Analyzer. Conference Report: E. Bontrager Crowninshield 10-35(282-283)

10-35(284-285) -Rehabilitation-Low-Back Pain. NIHR REC Progress Report: R. A.
Brand, R. R. Cooper, and K. Rim. University of Iowa 10-32(245-

BOREN, Hollis Grady 247)
-Boren Heads VA Research and Development. Notes and News

10-35(328) BRESSLER, Joni
-Two body-powered reachers. VA RER&DS Progress Report: J.

Boston Elbow-Adaptation of the VAiUSMC Electric Hand to the Bressler and D, Uken. Palo Alto VAMC 10-31(66-68)
Liberty Mutual Myoelectric Boston Elbow for Above-Elbow Am-
putees. Technical Note: J. M. Leal, T W Williams, Ill, and J.M. Ma- BRETZ, Jonathon
lone 10-35(56-60) -Design of a Communication System and Wheelchair Control to

Boston University, Boston, Mass.-General Computer System to Meet the Needs of a Nonvocal High School Student. NIHR REC
Teach Language to the Deaf. Office of Special Education Progress Progress Report: J. Bretz and R. A. Foulds. Tufts-New England
Report: K. L. Wilson and M. Bates 10-34(194) Medical Center 10-34(149)

BOSTROM, James A. -Design of a Multiple Switch Input Audio Response Communica-
-Design of Bathrooms, Bathroom Fixtures and Controls for the Able tion System. NIHR REC Progress Report: J. Bretz. Tufts-New Eng-

Bodied and Disabled. NIHR Non-Rec Progress Report: P M. Ma- land Medical Center 10-34(149)
lassigne and J. A. Bostrom. Richmond VAMC 10-33(153-156) -Vocational Interface: a Project in Job Modification for the Severely

-Design of Bathrooms, Bathroom Fixtures, and Controls for the Disabled. NIHR REC Progress Report: J. Bretz. Tufts-New England
Able-Bodied, Disabled, and Elderly. VA RER&DS Progress Report: Medical Center 10-34(149)
J. A. Bostrom and P M. Malassigne. Decatur VAMC/Georgia Inst.
of Techn. 10-35(149-150) BREUGLER, Stephen

-Bostrum, James A. see Bostrom, James A. -Needs and Design Concepts for Voice-Output Communications
Aids. NSF Progress Report: S. Breugler, Telesensory Systems, Inc.

BOWMAN, Bruce 10-33(106)
-Effectiveness of Surface Stimulation. NIHR REC Progress Report:

B. Bowman. Rancho Los Amigos Hospital 10-35(221-222) BROUTMAN, L.J.
-JJpper Extremity Control. NIHR REC Progress Report: R. L. Waters -Improving the Crack Propagation Resistance and Durability of

and B. Bowman. Rancho Los Amigos Hospital 10-35(217-219) Acrylic Bone Cement. VA RER&DS Progress Report: L. J. Brout-
man, and W. H. Bunch. Hines VAMC 10-32(309-310)

BRAILLE -Simulation of Ligaments with Composites. VA RER&DS Progress
-Refreshable Braille Data Display System. NIHR REC Progress Re- Report: L. J. Broutman, D. Shulak, and W. H. Bunch. Hines VAMC

port: D. Rowell. Harvard University/M.I.T 10-32(240-241) 10-32(307-309)
10-35(216-217) BROWN, J.C.

-Tactile Indicating Device. Recent Patents: Martin R. Hannen and -Correction of Spinal Deformities. NIHR REC Progress Report:
David V. Charlesworth 10-34(225) J. Axelgaard and J. C. Brown. Rancho Los Amigos Hospital

-A TSPS (Traffic Service Position System) Telephone Console for 10-35(219-221)
Blind Operators: Technology Transfer in Action. NIHR REC Prog-
ress Report: G. F Dalrymple and D. Rowell. Harvard University/ BROWN, Peter G.
M.I.T 10-33(108-111) -ASTM Voluntary Consensus Standards Related to Rehabilitative

-see also Reading Machines for the Blind Engineering. Staff Manager: P G. Brown. Standardization Section
10-35(320)

BOY"S. C.C.
-improved Predictive Filtering Techniques for the Non-Invasive BROWN, Richard H.

Analysis of Neuromuscular Systems. VA RER&DS Progress Re- -In Vivo Loading of Knee Joint Replacements. VA RER&DS Prog-
port: C. C. Boylls. Palo Alto VAMC 10-35(181) ress Report: R. H. Brown, K. G. Heiple, and V M. Goldberg. lase

Western Reserve Univ. 10-31(110-111) 10-32(373-375) 10-33(220)
BRABYN, J.A. 10-35(150-151)
-Rehabilitation Engineering Center. NIHR REC Progress Report: L. A.

Scadden, and J. A. Brabyn. Smith-Kettlewell Institute of Visual BROWN, Robert E.
Sciences 10-33(149-150) D. Gilden 10-34(171-173) -Wheelchair Controls. Recent Patents: Robert E. Brown and Ray-

mond Hatfield 10-31(218)
Brace Hinge. Recent Patents: Glenn N. Taylor 10-32(510)
Brain Research-Cerebrospinal Fluid Shunt for Hydrocephalus. NIHR BROWNE, Hubbard P

REC Progress Report: R. W Mann. Harvard Univ./MIT 10-35(216) -Invalid Feeding Device. Recent Patents: Patrick Stapleton, Hubbard
Braking Systems for Powered Wheelchairs for the Severely Disabled. P Browne, and D. Weatherholt 10-33(241)

NIHR REC Progress Report. New York University Medical Center
10-33(146-148) 10-34(155-156) BRUMMER, S.B.

BRAND, Paul W, -Capacitor Stimulating Electrodes for Activation of Neural Tissue.
-Comments on the article "Development of Test Methods for Eval- NIH-NINCDS Progress Report: H. Lerner end S. B. Brummer. Giner

uation of Wheelchair Cushions": P W Brand 10-33(3-4) Inc./EIC Lab. 10-35(92)
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-Evaluation of Electrode Materials and Their Electrochemical Re- Burke, Inc., Mission, Kansas
actions. NIH-NINCDS Progress Report: S. B. Brummer and T R. -Burke Long-Term Care Bed Model 77-32-2. VAPC Research Report
Beck. EIC Lab.tElectrochemical Tech. Corp. 10-35(91-92) 10-32(488-490)

BURNS, Oliver E.
BRUNSKI, J. -Rescue and Transportation Device. Recent Patents: Oliver E. Burns
-Identification and Control of Biophysical Factors Responsible for and Robert C. Day 10-32(511-512)

Soft Tissue Breakdown. NIHR Non-REC Progress Report: G. V. B.
Cochran, N. P Reddy, and J. Brunski, Helen Hayes Hospital/RPI BURSTEIN, Albert H.
10-33(156-157) -Evaluation of the VA-Rancho Gait Analyzer, Mark I: J. C. Otis and

A. H. Burstein 10-35(21-25)

BSR System X-10 Components-A Special Controller for the BSR BYRNE, V.
X-10 Adapts an Environmental Control System Intended for the -Rehabilitation Engineering Center. NIHR REC Progress Report:
General Public to the NJeeds of the Severely Handicapped. Tech- J. Goodgold, Proj. Dir New York Univ. Medical Center 10-35(202-
nical Note: D. Rye 10-. 3-61) 209)

BUNCH, Wilton H.
-Director. Rehabilitative Engineering R&D Center, Hines, Ill. VA C

RER&DS Progress Report 10-32(307-315) 10-33(157-164)
-Harrington Rod Axial Force Transducer VA RER&DS Progress Re- Cair Rehabilitation Engineering Center see Arab Republic of Egypt,

port: R. Dix, C. Sciammarrella, D. Smith, and W. H. Bunch. Hines Cairo, Egypt
VAMC 10-32(313) Calculating External Work in Walking from Force Plate Data. Con-

-Improving Intelligibility of Information in Ultrasonic Sensing Sys- ference Report: L. Cooper 10-35(318-320)
tems for the Blind. VA RER&DS Progress Report: G. Saletta, Calendar of Events 10-31(227-230) 10-32(540-541) 10-33(258-259)
K. Haag, and W H. Bunch. Hines VAMC 10-32(311-313) 10-33(163) 10-34(234-235) 10-35(336-337)

-Improving the Crack Propagation Resistance and Durability of California Institute of Technology, Pasadena, California-Evaluation
Acrylic Bone Cement. VA RER&DS Progress Report: L. J. Brout- of Peripheral Vascular Disease by a Real-Time Multispectral Im-
man, and W. H. Bunch. Hines VAMC 10-32(309-310) aging System. VA RER&DS Progress Report: W R. Adey, D. B. Hin-

-Simulation of Ligaments with Composites. VA RER&DS Progress shaw, J. E. Kaiser, N. P Poe, D. M. Street, and V J. Anselmo. Loma
Report: L. J. Broutman, D. Schulak, and W. H. Bunch. Hines VAMC Linda VAMC/Calif. Inst. of Technology 10-35(103-105)
10-32(307-309) California State University, Sacramento, California-Enhancing the

-Spinal Computer Modeling. VA RER&DS Progress Report: R. Dix, Educational Potential of Non-Oral Children through Matching
C. Sciammarrella, D. Smith, and W, H. Bunch. Hines VAMC Communication Device Capabilities of Children's Needs. Office of
10-32(314) Special Education Progress Report: C. Coleman 10-34(194)

-Spine Stiffness Measurement Fixture. VA RER&DS Progress Re- Camp International, Inc., Jackson, Michigan-Convertible Armrest
port: C. Sciammarrella, D. Smith, and W H. Bunch. Hines VAMC Wheelchair/Walker or Parallel Bars. VAPC Research Report
10-32(313) 10-32(468-469)

-Structural Properties of the Human Spine. VA RER&DS Progress Canes-Locomotion Assistance Through Cane Impulse: L. Bennett,
Report: W Bunch, D. Burke, V. Gebben, and D. Smith. Hines VAMC M. P Murray, E. F Murphy, and T T Sowell 10-31(38-47)
10-33(160) Canon Communicator. VAPC Research Report 10-32(457-458)

CANTY Thomas J.

BURGESS, Ernest M. -In Memoriam (1906-1979). Notes and News 10-33(237-238)
-Clinical and Laboratory Investigation of the Application of Trans- Capacitor Stimulating Electrodes for Activation of Neural Tissue.

cutaneous pO, Monitoring in the Assessment of Local Circulation. NIH-NINCDS Progress Report: H. Lerner and S. B. Brummer Giner
VA RER&DS Progress Report: F A. Matsen Ill, C. R. Wyss, E. M. Inc./EIC Lab. 10-35(92)
Burgess, L. R. Pedegana, C. W Simmons, and B. L. Thiele. Univ. Capuchin Monkeys as Aids for the Severely Disabled. NSF Progress
Washington/Prosthetics Research Study/Seattle VAMC 10-32(348- Report: M. J. Willard, Tufts-New England Medical Center 10-34(144)
349) Car Door Transfer Seat for Handicapped Pers ns. Recent Patents:

-Clinical and Laboratory Study of Amputation. VA RER&DS Prog- G. Wellett 10-35(327)
ress Report: E. M. Burgess. Prosthetics Research Study 10-34(100) CARDIOVASCULAR DISORDERS

-Evaluation of Physiologic Suspension Factors in Below-Knee Am-
putees. VA RER&DS Progress Report: F G. Lippert, Ill, E. M. Bur- -Amputation as Cause of Cardiovascular Disorders-Editorial: L. B.
gess, and S. A. Veress. Seattle VAMC 10-33(179-184) 10-34(87- Hobson 10-31(1-2)94-Causal Relationship Between Service-Connected Amputation and
9Im) 10-3 topertiv Subsequent Cardiovascular Disorder: a Review of the Literature

-immediate Postoperative Prostheses Research Study. VA RER&DS and a Statistical Analysis of the Relationship: Senate Committee
Progress Report: E. M. Burgess. Prosthetics Research Study Print No.6, 96th Congress, 1st Session 10-32(18-53)
10-31(96-98) 10-32(338-341) 10-33(177-179110-1(9-98) 10O32(338e Te 31779 asPredictorofW-Amputations of Extremities and Cardiovascular Disease: R. A.

-Transcutaneous Oxygen Tension as Predictor of Wound Healing. Ryder 10-32(21-29)

VA RER&DS Progress Report: F A. Matsen III and E. M. Burgess. -Committee on Veterans Affairs 10-32(20-21
Univ. of WashingtonIProsthetics Research Study 10-35(106) -Lette o sta 10-32())

-Letter of Transmittal 10-32019-20)

-Public Law 94-433 10-32(18)
BURKE, D. -Report to the VA Dept. of Medicine and Surgery on Service-
-Structural Properties of the Human Spine. VA RER&DS Progress Connected Traumatic Limb Amputations and Subsequent Mor-

Report: W Bunch, D. Burke, V Gebben, and D. Smith. Hines VAMC tality From Cardiovascular Disease and Other Causes of Death:
10-33(160) Z. Hrubec and R. A. Ryder 10-32(29-53)
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CARUSLE, Richard S. Cast-Removable Cast for Intermediate Phase Orthopedic Rehabi-
-Differential-Pressure Flotation Cushion. Recent Patents: Richard tation. Recent Patents: W A. Gruber 10-34(224)

S. Carlisle 10-31(217) Causal Relationship Between Service-Connected Amputation and
Subsequent Cardiovascular Disorder: a Review of the Literature

CARLSON, Lawrence E. and a Statistical Analysis of the Relationship: Senate Committee
-Position Control of Above-Elbow Prostheses. VA RER&DS Prog- Print No. 6, 96th Congress, 1st Session 10-32(18-53)

ress Report: L. E. Carlson. University of Colorado 10-31(74-78) -Amputations of Extremities and Cardiovascular Disease: R. A.
10-32(321-324) 10-33(174) Ryder 10-32(21-29)

-Research and Development Project on Advanced Orthotic Devices -Committee on Veterans Affairs 10-32(20-21)
for Adult Parapletics. VA RER&DS Progress Report: M. T Prast and -Letter of Transmittal 10-3219-20)
L E. Carlson. Prast Research Associates, Univ. Colorado 10-31(106) -Public Law 94-433 10-32(18)

CARMICHAEL, Timothy -Report to the VA Dept. of Medicine and Surgery on Service-
-Identification of Muscle Fatigue by EMG Power Spectrum Analy- Connected Traumatic Limb Amputations and Subsequent Mor-

sis. VA RER&DS Progress Report: R. E. Jones, V. Mooney, tality From Cardiovascular Disease and Other Causes of Death:
Tis.ae ER&DSaPros Reprt R.32(351) E0Jones. oney, Z. Hrubec and R. A. Ryder 10-32(29-53)
T. Carmichael. Dallas VAMC 10-32(351 10-33(187) R. Ortengren CAUSEY, G. Donald
10-34(84-85) 10-35)152-153) -Clinical and Acoustic Parameters of Hearing Aid Effectiveness. VA

CARTER, Dennis R. RER&DS Progress Report: G. D. Causey, J. L. Punch, and H. C.
-Bone Strength: In Vivo Stress and Strain. VA RER&DS Progress Schweitzer Univ. Maryland Washington, D.C. VAMC 10-32(431-435)

Report: D. M. Spengler, D. R. Carter, and D. J. Baylink. University 10-33(232-233) 10-35(199-200)
of Washington 10-35(142-143) -Development of a Hearing Aid System With Independently Ad-

-Influence of Internal Fixation on In Vivo Stress Patterns. VA RER&DS justable Subranges of its Spectrum Using Microprocessor Hard-
Progress Report: D. M. Spengler, D. R. Carter, D. J. Baylink, R. Vasu, ware. VA RER&DS Progress Report: D. Graupe and G. D. Causey.
and R. T. Dueland. University of Washington 10-33(195-196) Illinois Inst. of Technology Univ. Maryland Washington, D.C. VAMC

10-31(162-163)
CARTER, John -The Development of Improved Techniques for the Analysis of
-Biofeedback Relaxation Procedures: Application to Handicapped Hearing Aid Performance. VA RER&DS Progress Report: G. D.

Children. Office of Special Education Progress Report: J. Carter. Causey, J. L. Punch, H. C. Schweitzer, E. Elkins, and L. Beck. Univ.
University of Houston 10-34(194) Maryland/Washington, D.C. VAMC 10-31(155-162)

-Digital Spectrum Shaping and Contraction of Speech Applied to
CARY George B. Audiological Instrumentation. VA RER&DS Progress Report:
-Ortho-Turn Bed. Recent Patents: G. B. Cary and N. B. Pfisterer D. Graupe and G. D. Causey. Illinois Inst. of Technology Univ.

10-35(327) Maryland/Washington, D.C. VAMC 10-31(162-163) 10-32(436"438)
10-33(233-234)

CWR-Cese Western Reserve University, Cleveland, Ohio
-Development of Upper Extremity Orthoses Employing Electrical Centauri Freewheeler hand-propelled tricycle. VAPC Research Report

Stimulation. VA RER&DS Progress Report 10-31(184-185)
-The Effect of Partial Versus Full Weightbearing on Late Loosening Center for Orthotic Design, Menlo Park, California-Mobilpodium

After Total Joint Replacements in the Lower Extremities. VA Mark Ill. VAPC Research Report 10-31)176)
RER&DS Progress Report Cerebral Palsy Research Foundation of Kansas, Wichita, Kansas

-Electrical Assessment of Incomplete Spinal Cord Injury and Re- -Rehabilitation Engineering Center. NIHR REC Progress Report: J. F
covery VA RER&DS Progress Report Jonas, Jr., J. H. Leslie, Jr., R. H. Norris, and R. D Dryden

-Functional Neuromuscular Stimulation. NIH-NINCDS Progress 10-33(127-130) 10-35(268)
Report -Communication System 10-33(128-129)

-in Vivo Loading of Knee Joint Replacements. VA RER&DS Prog- -Design of Adaptive Devices 10-33(128)
ress Report -Devices for the Handicapped in the Work Environment 10-331291

-Microelectronics Laboratory for Biomedical Sciences. NIGMS -Economic Comparison of Vocational Rehabilitation Programs in
Progress Report the U.S. with other Countries 10-33(129)

-Rehabilitation Engineering Center. NIHR REC Progress Report: C. H. -Economic Strategies 10-33(128)10-35(268)
Herndon, Proj. Dir. -Workstation Modification 10-33(128) 10-35(268)
-Center Moves Into Cleveland Metropolitan General/Highland Ceebrospinal Fluid Shunt for Hydrocephalus. NIHR REC Progress

View Hospital 10-32)253) Report: R. W. Mann. Harvard Univ./MIT 10-35(216)
-Command Controlled Development and Evaluation Cervico-Ocular Reflex (COR) Effects of Eye Stability During Active
-Control of Abnormal Muscle Contractions and Passive Movements. NIHR REC Progress Report: W. Freedman.
-Development of Refined Control Techniques Moss Rehabilitation Hospital Temple Univ. Drexel Univ. 10-32(294-
-Effects on Gait of FES in Children With CP 295) 10-34(175, 176)
-Evaluation of Abnormal Motor Control Chair-Universal Hospital Chair. Recent Patents: Henry Classen
-Evaluation of Neuromuscular Control in CP Patients 10-33(241-242)
-Restoring Upper-Limb Function Through FES CHAMPION, Sherry
-Restoring Upper-Limb Function Through Tendon Transfer -Electrophysiological Techniques in Evaluation and Correction of
-Sensory Substitution Using Electrocutaneous Stimulation Neuromuscular Defects. VA RER&DS Progress Report: P P Griffin,
-Shoulder Wheelchair Controller R. Shiavi, S. Champion, and F. Freeman. Nashville VAMC 10-31)106,

-see "VA Medical Centers", "NIHR", "NSF", or "NIGMS" listings (or no report)
the individual title entries) for issue/page and personnel. -Variabiity of Electromyographic Patterns for Level-Surface Walk-
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ing Through a Range of Self-Selected Speeds: R. Shiavi, CLAGNAZ, Mario
S. Champion, FFreeman, and R Griffin 10-35(b-14) -Rehabilitation Engineering Center. NIHR REC Progress Report: H. A.

CHILDERS, Donald G. Rusk, Proj. Dir., et al., New York University Medical Center

-Automatic Measurement of Laryngeal Vibratory Patterns. NSF 10-33(143-149) 10-34(151-160) 10-35(202-209)
Progress Report: D. G. Childers, University of Florida 10-33(105)

CH1WELRS, Sadre J, Clarification of Alignment and Control Principles for Lower-Limb
-Lower Extremity Amputation: Immediate Postoperative Fitting of Orthotics and Prosthetics. NIHR REC Progress Report: C. Pritham.

Prostheses. VA RER&DS Progress Report: J. M. Malone, J. M. Leal, Moss Rehabilitation Hospital/Temple Univ/Drexel Univ. 10-33(33)

S. J. Childers, and J. Underwood. Tucson VAMC 10-35(102) 10-35(242)

-Upper Extremity Amputation: Immediate Postoperative Conven- CLARK, Pat

tional, Electric, and Myoelectric Prostheses. VA RER&DS Progress -Development of an Advanced Optical Character Recognition

Report: J. M. Malone, J. M. Leal, and S. J. Childers. Tucson VAMC Speech-Output Accessory for Blind People. VA RER&DS Prog-
ress Report: R Clark, and R. E. Savoie. Telesensory Systems

10-34110--111) J. Underwood 10-35(102) 10-34(111-112) 10-35(199)
CHARLES, D.
-New Approaches for the Control of Powered Prostheses Particu- CLARKE, Ian C.

larly by High-Level Amputees: R. D. Stein, D. Charles, J. A. Hoffer, -Total Hip Joint Replacement. Recent Patents: Harlan C. Amstuz
J. Arsenault, L. A. Davis, S. Moorman, and B. Moss 10-33(51-62) and Ian C. Clarke 10-32(513)

CHARLESWORTH, David V.
-Tactile Indicating Device. Recent Patents: Martin R. Hennen and CLASSEN, Henry

David V Charlesworth 10-34(225) -Universal Hospital Chair. Recent Patents: Henry Classen 10-33(241-
Chassis for Stair-Climbing Vehicle. Recent Patents: Gunnar 0. V Ras- 242)

mussen 10-33(241)
Children's Auditory Discrimination and Perception of Monosyllabic CLELAND, Max

Words. NSF Progress Report: L. L. Elliot, Northwestern University -Max Cleland, VA Administrator of Veterans Affairs, Invited to At-
10-331106-107) tend Cabinet Meetings. Notes and News 10-31(210)

Children's Hospital at Stanford, Palo Alto California -New Book Dedicated to Max Cleland. Notes and News 10-31(210)
-Rehabilitation Engineering Center. NIHR REC Progress Report: M. A. -The Pace of Prosthetics Development Relative to General Tech-

LeBlanc, Proj. Dir. 10-34(170-171) 10-35(261-267) nical Progress: Faster Than a Sabre Jet. Editorial: M. Cleland
-Annual Rehabilitation Engineering Services Seminar W. M. Mot- 10-33(1-2)

loch and S. Enders 10-35(267)
-Catalog of Controls 10-34(170) 10-35(266-267) CLEMENTS, John G.

C-Control Abilities Evaluator 10-34(170)-Control Simulator 10-34(170) 10-35(262-264 -Congress Emphasizes Rehabilitation Research: S. E. Roodzant and-Control~J Siulto 1034070) 100-3(23--0)
-Development of Controls Evaluator-Trainer M. Barker 10-35(261) J. G. Clements 10-31(3-10)
-Dissemination of Information: S. Enders 10-35(267)
-Interaction With Industry: J. Preston, Jr. 10-35(265-266) CLEMOW, Alastair J.T
-Rehabilitation Engineering Clinical Internship 10-35(267) -Orthopedic Implant Device Retrieval and Analysis. VA RER&DS
-Scoliosis Feedback Orthosis: E. E. Black 10-35(264) Progress Report: A. M. Weinstein, S. D. Cook, H. B. Skinner, and
-Survey on Controls 10-34(170) 10-35(261) A.J.T Clemow. New Orleans VAMC 10-35(151-152)
-Team Evaluation of Device Effectiveness 10-34(171)

10-35(264-265) Cleveland Clinic Foundation. Cleveland, Ohio-Bone-implant Inter-

-Versatile Portable Speech Prosthesis 10-34(171) 10-35(265) face Analysis. NIGMS Progress Report: A. S. Greenwald 10-35(89)
-Seating Systems for Body Support and Prevention of Tissue Cleveland Metropolitan GenerallHighland View Hospitals-see Case

Trauma. VA RER&DS Progress Report: I. Perkash, M. LeBlanc, Western Reserve University
and W Motloch. Palo Alto VAMC/Children's Hospital at Stanford Clinical and Acoustic Parameters of Hearing Aid Effectiveness. VA
10-31016-118) 10-32(407) R. Pasillas 10-33(225-227) RER&DS Progress Report: G. D. Causey, J. L. Punch and H. C.
10-34(70-71) D. Politi 10-35(126-127) Schweitzer. Univ. Maryland/Washington, D.C. 10-32(431-435)
10-L(70-71) D.lt 1010-33(232-233) 10-35(199-200)

-PILRo Etic RudeSr. V-see also The Development of Improved Techniques for the Anal--Prosthetics Research. VA RER&DS Progress Report: R. G. Thomp-

son and D. S. Childress. Northwestern University 10-31(69-70) ysis of Hearing Aid Performance

10-32(319-320) 10-33(174) 10-34(72-73) 10-35(123-124) Clinical and Engineering Evaluation of Stationary Stand-Up Frames
and Stand-Up Wheelchairs for the Disabled. NIHR REC Progress

Chin Control Powered Swing Away. VAPC Research Report 10-31(176) Report, New York University Medical Center 10-34(151-1154)
Cineplasty 10-35(202-206)
-VAUSMC Electric Hand with Below-Elbow Cineplasty. Technical Clinical and Laboratory Investigation of the Application of Transcu-

Note: J. M. Leal and J. M. Malone 10-35(52-56) taneous po0 Monitoring In the Assessment of Local Cicukltion.
City University, London, England-Adhesion Studies. NIH-NINCDS VA RER&DS Progress Report: F A. Matsen i1, C. R. Wyss, E. M.

Progress Report: K. W, Allen 10-35(93) Burgess, L. R. Pedegana, C. W Simmons and B. L. Thiele. Univ.
CLACK, T. Dean WashingtonIProsthetics Research Study/Seattle VAMC 10-32(348-
-Vestibular Insufficiency in Drivers With Hearing Impairments. NIHR 349)

REC Progress Report: T D. Clack and W 0. Milburn. University of -see also Investigation of Viability of the Neuromuscular Struc-
Michigan 10-34(187) 10-35(254-256) tures of the Extremities
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-ee Wo Transcutaneous Oxygen Tension as Predictor of Wound ducers: V. R. Palmieri, G. T. Haelen, and G. V B. Cochran 10-33(5-
Healing 8)

Clinical and Laboratory Study of Amputation. VA RER&DS Progress -Development of Test Methods for Evaluation of Wheelchair Cush-
Report: E. M. Burgess. Prosthetics Research Study 10-34(100) ions: G. V B. Cochran, and V. Palmieri 10-33(9-30)
-see also Immediate Postoperative Prostheses Research Study -Identification and Control of Biophysical Factors Responsible for

Clinial Application Study of Mobility Aids for the Blind. VA RER&DS Soft Tissue Breakdown. NIHR Non-REC Progress Report: G. V B.
Progress Report: J. D. Malamazian and L. W, Farmer. Hines VAMC Cochran, N. P Reddy, and J. Brunski, Helen Hayes Hospital/RPI
10-31(149-151) 10-32(421-424) 10-33(228-229) 10-34(115-116) 10-33(156-157)
10-35(198) -On-Line Cart for 02 Cost Measurement. Conference Report: G. V B.

Clinical Application Study of Reading and Mobility Aids for the Blind. Cochran and M. Kadaba 10-35(317-318)
VA RER&DS Progress Report: D. E. Garner, W R. De I'Aune, P D. -Stimulation of Repair of Cortical Bone Transplants by Implantation
Gadbew. West Haven VAMC 10-31(146-149) 10-32(415-421) J. J. of Piezoelectric Materials: a Pilot Study. VA RER&DS Progress Re-
Acton 10-33(227-228) 10-34112-113) E. C. Roman 10-35(193-194) port: G. V B. Cochran, B. Y Lee, and W Williams. Castle Point VAMC

Clinical Application Study of Reading and Mobility Aids for the Blind. Helen Hayes Hospital 10-33(195) 10-34(60) 10-35(114-115)
VA RER&DS Progress Report: J. K. Wiley, G. L. Goodrich, R. R.
Bennett, H. S. Paul. Palo Alto VAMC 10-31(152-155) 10-32(426- COCHRANE, Ian W
430) J. J. Hennessey and D. L. Morrissette 10-33(230-232) -Molded Syme Foot With Attached Stump Socket. Recent Patents:
10-34(117-120) S. Melrose 10-351192-193) I. W. Cochrane and F R. Tucker 10-35(327)
-see also Mobility Aids for the Blind, Reading Machines

Clinical Applications of Kinematic Gait Measurement. Conference COHEN, Avi
Report: S. R. Simon 10-35(292-294) -The Gait Laboratory Force Plate at the Cleveland VA Medical Cen-

Clinical Engineering in Rehabilitation. NIHR REC Progress Report: ter. Technical Note: A. Cohen, 0. E. Orin, and E. B. Marsolais
P A. Drinker. Harvard UnivMIT 10-35(216) 10-33(90-97)

Clinical Evaluation of a Computer-interactive Above-Knee Pros-
thesis. NIHR REC Progress Report: W Flowers, R. W Mann, S. R. COLBY Kenneth M.
Simon, and D. Rowell. Harvard University/M.I.T 10-32(229) -An Ocular-Controlled Intelligent Speech Prosthesis. NSF Progress

Clinical Evaluation of UNB 3-State Myoelectric Control for Arm Report: K. M. Colby. University of California, Los Angeles 10-33(105)
Prostheses: J. E. Paciga, 0. A. Gibson, G. Gillespie, and R. N. Scott
10-34(21-33) COLEMAN, Colette

Clinical Evallustion of Voke Control.for Rehabltation Aids for the -Enhancing the Educational Potential of Non-Oral Children through
Severely Disabled-by Persons With and Without Speech Impair- Matching Communication Device Capabilities to Children's Needs.
ment. NIHR REC Progress Report, New York University Medical Office of Special Education Progress Report: C. Coleman. Califor-
Center 10-33(144) nia State University 10-34(194)

Clinical Gait Analysis Service. NIHR REC Progress Report: T Cook.
Moss Rehabilitation Hospital/Temple Univ./Drexel Univ. 10-32(305- COLEMAN, Sylvia E.
306) 10-33(137) 10-34(179) T Vachranukunkiet 10-35(244) -Foreign Body Reaction in the Lung to Intravenously Injected Biom-

Clinca Implementation of Auditory Feedback. NIHR REC Progress aterials. VA RER&DS Progress Report: C. I. Hood, F J. Schoen. and
Report: R. A, Foulds. Tufts/New England Medical Center 10-344147) S. E. Coleman. Gainesville VAMC 10-35(118-121)

Clinical Trials of Reading Machines for the Blind. VA RER&DS Prog-
ress Report: J. D. Malamazian and H. L. Lauer. Hines VAMC Collaborative Research Between the M.I.T. Mobility Facility and the
10-31151-152) L. Mowinski 10-32(424-426) 10-33(229-230) Children's Hospital Medical Center Gait Analysis. NIHR REC Prog-
10-34(116-117) ress Report: W. R. Mann. Harvard Univ(MIT 10-35(214-215)

Clinical Use of Force Data. Conference Report: D. H. Sutherland COLUNS. Carter C.
10-35(312-316) -Study of Fast Feature-Extraction for Blind Mobility NSF Progress

Clinical Use of .MG. Conference Report: R. L. Waters. 10-35(295) Report: C. C. Collins, Smith-Kettlewell Institute of Visual Sciences
The CNal Use of Stride Measurements. Conference Report: R. A. 10-33(105)

Mann 10-35(286)
Clinica Use of 02 Measurement Conference Report: R. L. Waters COLUNS. Donald L.

10-35(316-317) -Safety Barrier for a Wheelchair Lift. Recent Patents: Donald L.
CLPINO. Frank W, .k Rohrs, Donald L. Collins, and Harold A. Downing 10-32(512)
-Biographical Note on Bert R. Titus, 1924-1978. Notes and News -Vehicle Wheelchair Ramp. Recent Patents: Donald L, Rohrs, Harold

10-31(214-215) A. Downing, and Donald L. Collins 10-31(218)

COADY, Wliasm J. COLLINS, M. Jane
-Educational Device for Motivating, and for Developing Scribing -Evaluation of a Protocol for Fitting a Wearable Master Hearing

and Reading Skills in the Handicapped. Recent Patents: William Aid: M. J. Collins and H. Levitt 10-35(35-40)
J. Coady 10-32(510)

Columbli University, New York, Now Yok
CO0NRIM, George Van S. -Electrical Stimulation of the Skin as a Basis for Sensory Prostheses.
-Acceleration of Bone Healing by Electrical Stimulation. VA RER&DS NSF Progress Report: W H. Dobelle 10-33(1051

Progress Report: G. V B. Cochran. Helen Hayes Hospital 10-31(107, Comfort Support Seat Cushion Assembly Recent Patents: James A.
no report) 10-32(361) Green 10-32(510)

-A Comparison of Sitting Pressures on Wheelchair Cushions as Command Controlled Development and Evaluation. NIHR REC Prog-
Measured by Air Cell Transducers and Miniature Electronic Trans- ress Report: P. H. Peckham, D. Roscoe, and M. W. Keith. Case

__.....__ _ _ _ _ _ _ _ _ _ _ _ _A
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Western Reserve University 10-34(169-170) 10-35(258) port: W. C. Gish. Integrated Sciences Corp. 10-33(107)
Comments on the Article "Development of Test Methods for Eval- -see also Deaf, Hearing Aids, Hearing Impaired

uation of Wheelchair Cushions': P. W. Brand 10-33(3-4)Common Interconnector Formats for Electronic Communication and COMMUNICATION AIDS for the PHYSICALLY HANDICAPPED
Co nntl Aids for Severely Handicapped Individuals. NSF Progress -Application of Personal Computing to Assist the Handicapped.Control A fNSF Progress Report: P L. Hazan. The Johns Hopkins Univ.
Report: G. C. Vanderheiden, University of Wisconsin 10-34(145) 10-33(106) 10-34(145)

CommunicAid. VAPC Research Report 10-31(169-171) -Common Interconnector Formats for Electronic Communication

COMMUNICATION AIDS and Control Aids for Severely Handicapped Individuals. NSF Prog-
-Communication Aids. NIHR REC Progress Report, Northwestern ress Report: G. C. Vanderheiden, University of Wisconsin 10-34(145)

University 10-33(112) -Communication Systems for the Non-Vocal Severely Motor Hand-
-Method and Apparatus for Communicating With People. Recent icapped. NIHR REC Progress Report: R. W. Mann, D. Rowell, M. J.

Patents: Charles J. Laenger, Sr., Sam R. McFarland, and Harry H. Rosen, and G. F Dalrymple. Harvard University/M.I.T 10-32(236-

Peel 10-31(217-218) 238) 10-35(215)
-Telephone Management. Technical Note: G. Schmeisser and -Evaluation of Systems and Devices for the Disabled in the Acute

W. Seamone 10-32(220-221) Care Setting. NIHR REC Progress Report: P A. Drinker. Harvard
-Use of the Typewriter. Technical Note: G. Schmeisser and University/M.I.T 10-32(241-244)

W Seamone 10-32(219-220) -A Simple Message Board Using Encoding by Eye Movements
-VAPC Research Reports 10-32(243-244)

-Canon Communicator 10-32(457-458) -Typing Systems for Quadriplegics 10-32(241-243)

-CommunicAid 10-31(169-171) -Microcomputer-Based Communication System. NIHR REC Prog-

-Easicorder Model REC-1. 10-31(171-173) ress Report, Northwestern University 10-33(111-112)
-Form-A-Phrase 10-32(462-464) COMMUNICATION AIDS for the SPEECH IMPAIRED
-Monitec Emergency Systems 10-31(173-175) -Communication for the Speech Impaired. VA RER&DS Progress
-Votrax Handi-Voice System, Models HC 110 and HC 120. Report: G. W Kelly Atlanta VAMC/Georgia Inst. of Techn. 10-35(191)

10-32(459-462) -The Development of a Nonvocal Communication System for Pre-
-ZYGO Eye Transer Communication System 10-32(455-457) Reading Children. NSF Progress Report: C. Goodenough-Trepag-
-ZYGO Model 100. 10-32(458-459) nier. Tufts/New England Medical Center 10-35(86)

-Electronic Communicator for the Speech Impaired. VA RER&DS
COMMUNICATION AIDS for the BLIND Progress Report: G. W. Kelly and J. Wallace. Atlanta VAMC/Geor-
-Communication Aids Research for the Blind. VA RER&DS Progress gia Inst. of Technology 10-34(122-123)

Report: J. D. Malamazian, H. L. Lauer, and L. Mowinski. Kines VAMC -Enhancing the Educational Potential of Non-Oral Children Through
10-35(197-198) Matching Communication Device Capabilities to Children's Needs.

-Electronic Typewriter for the Visually Impaired. VA RER&DS Prog- Office of Special Education Progress Report: C. Coleman. Calif.
ress Report: G. W Kelly and L. J. Moriarty Atlanta VAMC/Georgia State University 10-34(194)
Inst. of Technology 10-34(121-122) 10-35(189-191) -A General-Purpose System for the Synthesis by Rule of Natural-

-Research on Transitory Tactile Display. NSF Progress Report: Sounding Speech. NSF Progress Report: I. G. Mattingly. Haskins
D. Maure. American Foundation for the Blind 10-34(144-145) Labs 10-34(144)

-a TSPS (Traffic Service Position System) Telephone Console for -Needs and Design Concepts for Voice-Output Communications
Blind Operators: Technology Transfer in Action. NIHR REC Prog- Aids. NSF Progress Report: S. Breugler, Telesensory Systems, Inc.
ress Report: G. F Dalrymple and D. Rowell. Harvard University/ 10-33(106)
M.I.T 10-33(108-111) -An Ocular-Controlled Intelligent Speech Prosthesis. NSF Progress

-Written Communications. VA RER&DS Progress Report: J. J. Hen- Report: K. M. Colby. Univ. of Calif., Los Angeles 10-33(105)
nessey, G. L. Goodrich, D. L. Morrissette, and S. Melrose. Palo Alto -e also Speech Syntheses, Tufts/New England Medical Center
VAMC 10-35(192-193)

-see also Blind, Optical Character Recognition, Reading Machines Communication for the Sp sch-Imparled. VA RER&DS Progress Re-
for the Blind, Speech Output Systems, Speech Recognition System port: G. W Kelly. Atlanta VAMC/Georgia Inst. of Tech. 10-35(191)

-see also Electronic Communicator for the Speech-Impaired
COMMUNICATION AIDS for the DEAF Communication Systems for the Non-Vocal Severely Motor Handi-
-Automatic Measurement of Laryngeal Vibratory Patterns. NSF capped. NIHR REC Progress Report: R. W. Mann, D. Rowell, M. J.

Progress Report: D. G. Childers. Univ. of Florida 10-33(105) Rosen, and G. F Dalrymple. Harvard University/M.I.T 10-32(236-
-General Computer System to Teach Language to the Deaf. Office 238) 10-35(215)

of Special Education Progress Report: K. L. Wilson and M. Bates. A Comparison of the Effects of Action and Terminal Feedback on
Boston University 10-34(194) Knee-Joint Positioning Tasks. NIHR REC Progress Report: C. Leiper.

-Low Bandwidth Visual Communication for the Deaf. NSF Progress Moss Rehabilitation Hospital/Temple Univ/Drexel Univ. 10-34(177-
Report: G. Sperling. New York Univ. 10-35(87) 178)

-Production and Visual Articulatory Shaping of Speech in Deaf A Comparison of Sitting Pressures on Wheelchair Cushions as Me-
Children. NSF Progress Report: S. G. Fletcher. Univ. of Alabama sured by Air Cell Transducers and Miniature Electronic Trans-
10-35(86) ducers: V R. Palmieri, G. T Haelen, and G. V B. Cochran 10-33(5-

-Speech Perception in Noise by the Hearing-Impaired. NSF Prog- 8)
ress Report: B. Scharf. Northeastern Univ. 10-34(144) COMPERE, Clinton L

-Tactile Perception of Speech. NSF Progress Report: J. C. Craig. -Rehabilitation Engineering Center. NIHR REC Progress Report: C. L.
Indiana University 10-35(86) Compere, Proj. Dir. Northwestern University 10-32(247-251)

-Visual Feedback Speech Training for the Deaf. NSF Progress Re- 10-33(111-114) 10-34(166) 1035(209-210)
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Computer-Aided Motor Communication for the Severely Disabled of Tech./Loyola Univ./Hines VAMC 10-31(72-74) 10-32(316-319)
Nonvocal. NIHR REC Progress Report: W Crochetiere. Tufts/New 10-33(173-174)
England Medical Center 10-34(147) -EMG Signature Identification for Multifunction Prosthetic Con-

A Computerized Device for the Volumetric Analysis of the Residual trol 10-32(316-317)
Lkmbs of Amputan. Technical Note: T W. Starr 10-33(98-102) -interference-Insensitive System for Spinal Cord Monitoring Dur-

COMPUTER APPLICATIONS ing Surgery 10-32(317-319) 10-33(224-225)
-Application of Personal Computing to Assist the Handicapped. Control of Environmental Control System From Remote Locations.

NSF Progress Report: P. L. Hazan. The Johns Hopkins Univ. NIHR REC Progress Report, New York University Medical Center
10-33(106) 10-34(145) 10-34(158-159)

-Clinical Evaluation of a Computer-Interactive Above-Knee Pros- Control of the Urinary Bladder. NIH-NINCDS Progress Report:
thesis. NIHR REC Progress Report: W, Flowers, R. W, Mann, S. R. E. Tanagho. Univ. of California, San Francisco 10-35(94-95)
Simon, and D. Rowell. Harvard University/M.I.T 10-32(229) Control Systems for a Multi-Joint Prosthetic Arm. NIGMS Progress

-Consideration of Standards for Computer Sensory Aids for the Report: S. C. Jacobsen. Univ. of Utah 10-35(88)
Handicapped, Feb. 11, 1980. Chairman: G. L. Goodrich. Standard- CONTROLS
ization Section 10-34(201-205) -Command Controller Development and Evaluation. NIHR REC

-Development of a Hearing Aid System With Independently Ad- Progress Report: R H. Peckham, D. Roscoe, and M. W Keith. Case
justable Subranges of its Spectrum Using Microprocessor Hard- Western Reserve University 10-34(169-170) 10-35(258)
ware. VA RER&DS Progress Report: D. Graupe and G. D. Causey. -Common Interconnector Formats for Electronic Communication
Illinois Inst. of Technology/Univ. Maryland/Washington, D.C. VAMC and Control Aids for Severely Handicapped Individuals. NSF Prog-
10-31(182-163) ress Report: G. C. Vanderheiden. University of Wisconsin 10-34(145)

-Quantification and Normalization (Dynamic Gait EMG Processing -Low Cost Assistive Devices Systems for a High Spinal-Cord-In-
with walking subjects). Conference Report: L. A. Barnes 10-35(300- jured Person in the Home Environment. Technical Note:
302) G. Schmeisser and W. Seamone 10-32(212-223)

-Use of a New Biofeedback and Gait Analysis System in Conjunc- -see also Aids to Daily Living
tion With the Microcomputer-Controlled Above-Knee Prosthesis. -Neurophysiologically-Based Controllers for Assistive Devices. NSF
NIHR REC Progress Report: W Flowers and M. P Shepley. Harvard Progress Report: N. Hogan. Mass. Inst. of Tech. 10-33(106)
University/M.I.T 10-34(161-162) 10-35(214) -A Preliminary Evaluation of Remote Medical Manipulators:

K. Corker, J. H. Lyman, and S. Sheredos 10-32(107-134)
'Computers-To-Aid-The-Handicapped" Contest. Notes and News -see also Remote Medical Manipulators

10-34(229) -Rehabilitation Engineering Center. NIHR REC Progress Report: H.A.
Rusk, Proj. Dir., et al. New York Univ. Medical Center
C-Bedside Evaluation of IRM/NYU Voice Control System 10-35(207)

Confernce on Rehabilitation Engineering -Clinical Evaluation of Voice Control for Rehabilitation Aids for
-Annual Conference, Aug. 30-Sept. 3, 1981. Notes and News the Severely Disabled-by Persons With and Without Speech

10-34(233) Impairment 10-33(144)
CONFERENCE REPORTS -Control of Environmental Control System From Remote Loca-
-Gait Analysis Conference, Sept. 5-7, 1979. 10-35(279-320) tions 10-34(158-159)

-see also Gait Analysis Conference -Docking System to Connect Mobile Voice Control System to
-International Conference on Rehabilitation Engineering, June Stationary Environmental Control System 10-35(207)

16-20, 1980. 10-34(196) -Evaluation of Electronic Self-Help Devices for Use by Severely
-Nerve-Bundle Conduction Velocity Distribution Workshop, July Disabled Persons 10-32(262) 10-33(143-144) 10-34(155) 10-35(202)

23-24, 1979. 10-34(195-196) -Alphanumeric Format Communication Aids 10-34(155) 10-35(202)
-VA Amputee Workshop, March 29-30, 1979. 10-341196-198) -Audio Recorder Controls 10-34(155) 10-35(202)

-Electric Door Controls 10-34(155) 10-35(202)
Congress Emphasizes Rehabilitation Research: S. E. Roodzant and -Electric Page Turners 10-34(155) 10-35(202)

J. G. Clements 10-31(3-10) -Electronic Telephones 10-34(155) 10-35(202)
-Interagency Committee on Handicapped Research 10-31(8-9) -Environmental Controls 10-34(155) 10-35(202)
-National Aeronautics and Space Administration 10-31(4-5) -Mobility Controls for Powered Wheelchairs 10-34(155)
-National Council on the Handicapped 10-31(9-10) 10-35(202)
-National Institute of Handicapped Research 10-31(5-8) -Remote Door Controls for the Severely Disabled 10-34(156-158)
-National Science Foundation 10-31(4) -Rehabilitation Engineering Center. NIHR REC Progress Report: M. A.

Conjoint Development and Evaluation for a Foam-In-Place (IP) Seat. LeBlanc, Proj. Dir. Children's Hospital at Stanford
NIHR REC Progress Report: C. Leiper. Moss Rehabilitation Hospi- -Catalog of Controls 10-34(170) J. Preston, Jr. 10-35(266-267)
tal/Temple Univ/Drexel Univ. 10-32(302-303) -Clinical Internship 10-34(171)

Conldekltion of Standmrds for Computer Sensory Aids for the Hand- -- Control Abilities Evaluator 10-34(170)
icapped, Feb. 11, 1980. Chairman: G. L. Goodrich. Standardization -Control Simulator 10-34(170) M. Barker 10-35(262-264)
Section 10-34(201-205) -Development of Controls Evaluator-Trainer: M. Barker 10-35(261)

Contact Lens-Semi-Scleral Contact Lens. Recent Patents: Wayne E. -interaction with Industry: J. Preston, Jr. 10-35(265-266)
Trombley 10-34(224) -Survey on Controls 10-34(170) J. Preston, Jr. 10-35(261)

CntrlwW of Abnormal Muscle Contractions. NIHR REC Progress Re- -Team Evaluation of Device Effectiveness 10-34(171) J. Kohn and
port: R. R. Riso and J. T Makley. Case Western Reserve University S. Enders 10-35(264-265)
10-34(169) 10-35(259-261) -Shoulder Wheelchair Controller, NIHR REC Progress Report Case

Con rol of an Artlcll Upper Limb In Several Degrees of Freedom. Western Reserve Univ. 10-32(252) 10-33(115-117)
VA RER&DS Progress Report: D. Graupe and J. Fisk. Illinois Inst. -A Special Controller for the BSR X-10 Adapts an Environmental
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CONTROLS (Cont.)

Control System Intended for the General Public to the Needs of Rusk, Proj. Dir, et al., New York University Medical Center
the Severely Handicapped. Technical Note: D. Rye 10-34(53-61) 10-33(143-149) 10-34(151-160)

-see also Environmental Control Systems, Technical Aids, Wheel-
chair Controls COWSAR, Donald R.

-Replacement of Sensory Capabilities for the Physically Handi-
Convertible Armrest Wheelchair/Walker or Parallel Bars. VAPC Re- capped. NSF Progress Report: D. R. Cowsa Southern Research

search Report 10-32(468-469) Institute 10-33(105-106)
COOK, Stephen D.
-Orthopedic Implant Device Retrieval and Analysis. VA RER&DS CRAGO, Pat E.

Progress Report: A. M. Weinstein, S. D. Cook, H. B. Skinner, and -Evaluation of Abnormal Motor Control. NIHR REC Progress Re-
A. J. T Clemow. New Orleans VAMC 10-35(151-152) port: R E. Crago and G. H. Thompson. Case Western Reserve

University 10-34(169) 10-35(257)
COOK, Thomas M.
-Ambulation Energy Meter. NIHR REC Progress Report: T Cook. CRAIG, Jams C.

Moss Rehab. Hospital/Temple Univ./Drexel Univ. 10-32(301) -Tactile Perception of Speech. NSF Progress Report: J. C. Craig.
10-33(132) Indiana University 10-35(86)

-Below-Kne . Amputee Gait: Comparison of Walkers Parallel Bars.NIHR REC Progress Report: T. Cook. Moss/Temple/Drexel 10-344178) CRAIC Rebecca
-Clinical Gait Analysis Service. NIHR REC Progress Report: T. Cook. -Effects of Altered Sensory Input on Stair Descent. NIHR REC Prog- •-ossin eple/i rexealysis Service. 3 03 ProgressReport:TCoress Report: W Freedman and R. Craik. Moss Rehab. Hospital/MossTemple/Drxel 70-32(305-306) 70-33(137) 10-34(179) Temple Univ./Drexel Univ. 10-35(239-241)
-Examination of Gait Function Following Intrasynovial Knee Injec- -Evaluation of Gait-Training Techniques in BK Amputees. NIHR REC

tion. NIHR REC Progress Report: T Cook. Moss/Temple/Drexel Progress Report: D. Ryan and R. Craik. Moss/Temple/Drexel
10-33(134) 10-34(178) 10-34(179)

-The Relationship Between Tibial Torsion and Knee Stress. NIHR -Gait Characteristics Acquired During Ambuation Training. NIHR
REC Progress Report: T Cook. Moss/Temple/Drexel 10-34(177) -Gi Charactert A ring Amblainraiig -H8)R

-The Role of the Upper Extremity in Gait: a Survey of the Forces Prgess Reort Revrain o ll 10-34(178)Appiedto arius ssitiv Deice. NHR EC rogessReport: -Phase-Dependent Reflex Reversals in Controlling Locomotion. NIHR
Applied to Various Assistive Devices. NIHR REC Progress REC Progress Report: R. Craik. Moss/Temple/Drexel 10-32(291-292)
T Cook. Moss/Temple/Drexel 10-35(241)103(7)0352)-Training Films on Locomotion. NIHR REC Progress Report: T. Cook. 10-34(173) 10-35(241)
Mos/TeainingFim r 12 - 10-33(135). ProgressRe-Student Affiliation Program. NIHR REC Progress Report: R. Craik.Moss/Temple/Drexel 10-32(303-304) 10-33(135) MossTemple/Drexel 10-32(303) 10-34(181) 10-35(246-247)

-Vector Visualization Gait Analysis. Conference Report: T. M. Cook
10-35(308-309). CRAWFORD, George E.

-Development of a Wheelchair Using a Myoslectric Control System.COOPER, Les VA RER&DS Progress Report: A. B. Rossier, M. Sarkarati, G. I.
- Calculating External Work in Walking from Force Plate Data. Cor- Crawford, and J. Dietz. West Roxbury VAMC/Neurocorn 10-31(113-

ference Report: L. Cooper 10-35(318-320) 116) ll-32(405) 10-33(225) 10-34(83) 10-35(133-135)

COOPER, Reginald R. CROCHETIERE, Willam
-An Analysis of Soft Tissue Loading in the Foot-a Preliminary --Computer-Aided Motor Communication for the Severely Disabled

Report: S. Nakamura, R. D. Crowninshield, and R. R. Cooper Nonwical. NIHR REC Progress Report: W, Crochetiere. Tufts/New
10-35(27-34) Englae)d Medical Center 10-344147)

-Foot Biomechanics: Force and Pressure Distribution in Health and -Evaluation of a Commercial Speech Recognition Device as an Aid
Disease. VA RER&DS Progress Report: R. R. Cooper. Iowa VAMC to the Motorically Disabled. NIHR REC Progress Report:
10-32(341-342) 10-33(184) 10-34(82-83) 10-35(116) W. Crochetiere. Tufts/New England Medical Center 10-34(148)

-Rehabilitation-Low-Back Pain. NIHR REC Progress Report: R. A.
Brand, R. R. Cooper, and K. Rim. University of Iowa 10-32(245- CROWNINSIELD, Ry D.
247) -An Analysis of Soft Tissue Loading in the Foot-a Preliminary

Report: S. Nakamura, R. D. Crowninshield, and R. R. Cooper
Coordination Practice Device. Recent Patents: Charles Wressell 10-35(27-34)

10-33(241) -Instrumented Walkway (a Gait Analyser/Trainer System). Confer-
CORKER, Kevin ence Report: R. A. Brand, R. C. Gabel, R. C. Johnston, and R. D.
-A Preliminary Evaluation of Remote Medical Manipulators. Crowninshleld 10-35(282-283)

K. Cordrk, J. H. Lyman, and S. Sheredos 10-32(107-134)
Crutch Walklng-Locomotion Assistance Through Cane Impulse:

The Correlation Between Oakt Wilcity acl Rate of LowsrEm temty L. Bennett, M. P Murray, E. F Murphy. and T. T Sowell 10-31(38-
Loading and Unloading. Conference Report: S. R. Skinner 47)
10-35(303-304) CRUTCHER James C.

Correction of Spinal Deformities. NIHR REC Progress Report: -Dr. James C. Crutcher of Atlanta, Georgia, was New VA Chief Med-
J. Axelgeard and J. C. Brown. Rancho Los Amigos Hospital ical Director. Notes and News 10-31(208-209)
1035(219-221)

Cosmetic Glove-Disposable Cosmetic Glove. Recent Patents: Phyl- CRUTCHES
lie H. Stager 10-34(224) -Protective Crutch Nut. Recent Patents: J. W Thompson 10-36(327)

COUNIOTMS, Jol. -TIp Members for Crutche, and the Like. Recent Patents: Wilbum
-Rehabilitation Engineering Center. NIHR REC Program Report: H. A. C. Willis 10-32(512-513)
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CSONGRADI, John J. CUSTIS, Donald L.
-Development and Evaluation of a Downhill Ski-Sleddding System -Donald L. Custis, M.D., Appointed VA Deputy Chief Medical Direc-

for Persons With Disabilities. VA RER&DS Progress Report: P. W. tor. Notes and News 10-31(209)
Axelson, L. J. Leifer, J. J. Csongradi, and W. G. Winter, Palo Alto -Donald L. Custis, M.D., New Chief Medical Director Notes and
VAMC 10-35(180-181) News 10-33(237)

CUMMINGS, Richard W. Custom In-the-Ear Hearing Aids: a Survey Report: M. Howard, L. B.
-Rehabilitative Engineering Research Program. VA RER&DS Prog- Beck, and E. S. Wintercorn 10-35(41-47)

ress Report: F T Hoaglund, L. W Lamoreux, L. A. Wilson, H. E.
Jergesen, R. A. Roberts, C. W. Radcliffe, F N. Todd, R. W. Cum-
mings, D. M. Cunningham, and G. Stout. San Francisco VAMC/UC,
Berkeley 10-35(147-149) D

CUMMINS, James M. DALLMAN, D.E.
-herapeuti J arat. R-Frequency Response Characteristics of the Somatosensory Evoked
-Therapeutic Apparatus. Recent Patents: J. M. Cummins and G. E. Rsos ytm ARRD rgesRpr:D .Dimn

Pierelie 1-35(27-28)Response System. VA RER&DS Progress Report: D. E. Dallman,
Pierfelice 10-35(327-328) J. Trimble, and D. Smith. Hines VAMC 10-32(314-315) 10-33(157-

159)
CUMMINS, Kenneth L.
-Nerve Conduction Velocity Distributions: Clinical Research Appli- DALRYMPLE, George F

cations. VA RER&DS Progress Report: K. L. Cummins, L. J. Dorf- -Communication Systems for the Non-Vocal Severely Motor Hand-
man, and L. J. Leifer. Palo Alto VAMC 10-35(177, a separate report icapped. NIHR REC Progress Report: R. W. Mann, D. Rowell, M. J.
on p. 131-132) Rosen, and G. F Dalrymple. Harvard University/M.I.T 10-32(236-

238)

CUNNINGHAM, Donald M. -A TSPS (Traffic Service Position System) Telephone Console for

-Design of Prosthetic and Orthotic Devices and Biomechanical Blind Operators: Technology Transfer in Action. NIHR REC Prog-

Studies of Locomotion. VA RER&DS Progress Report: C. W, Rad- ress Report: G. F Dalrymple and D. Rowell. Harvard University

cliffe, D. M. Cunningham, J. M. Morris, L. Lamoreux. Univ. Califor- M.I.T 10-33(108-111)

nia, Berkeley 10-31(87-95) 10-32(327-337) F T Hoaglund and H. E.Jergsen Sa Frncico VMC 0-3(17-17) G.Stot 1-3485- DANIELS, A.U.
Jergesen, San Francisco VAMC 10-33(176-177) G. Stout 10-34(85- -Development of Hindfoot Joint Resurfacing Prosthesis. VA RER&DS
87). EProgress Report: K. M. Samuelson and A. U. Daniels. Salt Lake

-Rehabilitative Engineering Research Program. VA RER&DS Prog- City VAMC/Univ. of Utah College of Med. 10-33(217) 10-35(135-
ress Report: F T Hoaglund, L. W Lamoreux, L. A. Wilson, H. E. 130(
Jergesen, R. A. Roberts, C. W. Radcliffe, F N. Todd, R. W. Cum- 139)
mings, D. M. Cunningham, and G. Stout. San Francisco VAMC/UC, DANZIGER, Reuven
Berkeley 10-35(147-149) -Wheelchair Recent Patents: Uzi Danziger and Reuven Danziger

10-33(242)
"Cushion Brim" AK Socet. VAPC Research Report 10-32(446-447)
Cushion Lift Wheelchair Model 4000. VAPC Research Report DAUGHERTY Wilma J.

10-32(464) -Wheel-Mounted Walker With Foot Pedal Brake. Recent Patents:
Cushioning Effect. Recent Patents: Charles W, Morgan 10-31(217) W. J. Daugherty 10-35(328)
CUSHIONS
-Comfort Support Seat Cushion Assembly. Recent Patents: James DAVIS, L.A.

A. Green 10-32(510) -New Approaches for the Control of Powered Prostheses Particu-
-A Comparison of Sitting Pressures on Wheelchair Cushions as larly by High-Level Amputees: R. D. Stein, D. Charles, J. A. Hoffer,

Measured by Air Cell Transducers and Miniature Electronic Trans- J. Arsenault, L A. Davis, S. Moorman, and B. Moss 10-33(51-62)
ducers: V. R. Palmieri, G. T Haelen, and G. V. B. Cochran 10-33(5-
8) DAY, Robert C.

-Cushioning Effect. Recent Patents: Charles W. Morgan 10-31(217) -Rescue and Transportation Device. Recent Patents: Oliver E. Burns
-Development of a Nondistorting Transducer System for Measur- and Robert C. Day 10-32(511-512)

ing Pressure at the Tissue-Cushion Interface. NIHR REC Progress
Report: J. O'Leary. Tufts/New England Medical Center 10-34(148) De I'AUNE, William R.

-Development of Test Methods for Evaluation of Wheelchair Cush- -Clinical Application Study of Reading and Mobility Aids for the
ions: G. V. B. Cochran, and V Palmieri 10-33(9-30) Blind. VA RER&DS Progress Report: D. E. Garner, W. R. De I'Aune,

-Differential-Pressure Flotation Cushion. Recent Patent: Richard S. P D. Gadbaw. West Haven VAMC 10-31(146-149) 10-32(415-421)
Carlisle 10-31(217) J. J. Acton 10-33(227-228) 10-34(112-113) E. C. Roman 10-35(193-

-RoHo Dry Flotation Cushion. VAPC Research Report 10-31(189- 194)
190)

-Seat Cushions for the Paralyzed. VA RER&DS Progress Report: Do LUCA, Carlo J.
B. . Lee and L. Bennett. Castle Point VAMC/VAPC 10-31(116) -Automated Muscle Fatigue Indicator. NIHR REC Progress Report:
10-32(405-407) 10-33(225) 10-35(127-128) C. J. De Luca. Harvard University/M.I.T 10-32(235-236) A. Oslan

-Transferring Load to Flesh, Part IX, Cushion Stiffness Effects: 10-34(162) 10-35(215)
L. Bennett and H. Patel 10-31(14-37) -Evaluation and Application of Myoelectric Biofeedback. NIHR REC
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Do LUCA, C. (Cont.)

Progress Report: C. J. De Luca. Harvard University/M.I.T 10-34(163) sion Imaging. VA RER&DS Progress Report: V R. Hentz, P Dev,
10-35(216) and K. W Marich. Palo Alto VAMC 10-35(181-182)

-Evaluation of an Audio-Electromyographic Threshold Device. NIHR Developing and Monitoring an Effective Pressure System for Use in
REC Progress Report: C. J. De Luca, M. J. Rosen, and S. R. Simon. the Boston Scoliosis Orthosis. NIHR REC Progress Report:
Harvard University/M.I.T 10-32(239-240) M. Finston, J. E. Hall, and S. R. Simon. Harvard University/M.l.T

-Suppression of Abnormal Involuntary Movements by Application 10-32(226-227) 10-35(213-214)
of Mechanical Loads and Biofeedback. NIHR REC Progress Report: Development and Evaluation of a New Artificial Larynx. VA RER&DS
M. J. Rosen, C. J. De Luca, and S. R. Simon. Harvard University/ Progress Report: L. P Goldstein, H. B. Rothman, and C. C. Oliver.
M.I.T 10-32(234-235) Gainesville VAMC 10-33(224) 10-34(71, no report) 10-35(122-123)

Development and Evaluation of an Omnidirectional Electric Wheel-
DEAF chair. VA RER&DS Progress Report: W. H. T La, T A. Koogle, and
-General Computer System to Teach Language to the Deaf. Office D. L. Jaffe. Palo Alto VAMC 10-35(183-184)

of Special Education Progress Report: K. L. Wilson and M. Bates. Development and Evaluation of a Recreational Bicycle for Parapleg-
Boston University 10-34(194) ics. VA RER&DS Progress Report: L. Leifer, P. Axelson, C. Mintz,

-Visual Feedback Speech Training for the Deaf. NSF Progress Re- and D. Schwand. Palo Alto VAMC 10-35(184)
port: W C. Gish, Integrated Sciences Corp. 10-33(107) Development and Evaluation of Safe Methods of Intracortical and

-see also Communication Aids for the Deaf, Hearing Aids, Hearing Peripheral Nerve Stimulation. NIH-NINCDS Progress Report: W. F
Impaired Agnew. Huntington Institute of Applied Research 10-35(92)

Development of an Advanced Optical Character Recognition Speech-
Decubitus Ulcers-see Pressure, Pressure Sores Output Accessory for the Blind People. VA RER&DS Progress Re-
DEMING, Loretta port: G. F Groner, R. E. Savoie. Telesensory Systems, Inc. 10-32(438-
-Neurophysiological Feedback From Extremities. NIHR REC Prog- 440) 10-33(234) P Clark 10-34(111-112) 10-35(199)

ress Report: N. Hogan and L. Deming. Harvard University/M.I.T Development of an Ambulation Training Program for Persons Having
10-34(161) Lower Extremity Amputation. NIHR REC Progress Report: C. Leiper.

Moss Rehab. Hospital/Temple Univ.lDrexel Univ. 10-35(242)
The Demography of Blindness Throughout the World-a New Re- Development of a Camera for Application in Sensory Aids for the

port from AFB, edited by H. Goldstein. Notes and News 10-34(227- Blind. VA RER&DS Progress Report: S. L. Wood. Palo Alto VAMC
228) 10-35(177, a separate report on p. 195)

Dental Implants-Development of Hydrogel Surfaces for Dental and Development of a Functional Eye Movement Communiction Sys-
tem. NIHR REC Progress Report: R. Fincke and R. A. Foulds. TuftsOrthopedic Implants. VA RER&DS Progress Report: D. A. Garcia New England Medical Center 10-34(147)

and T M. Sullivan. West Roxbury VAMC 10-35 (139-142)
Design and Development of Vehicle Adaptive Devices and Systems. Development of a Hearing Aid System With independently Adjust-NIHR REC Progress Report: R. C. Juvinall and D. H. Harden, ni able Subrnges of its Spectrum Using Microprocessor Hardware.

versity of Michigan 10-34(182-184) Uni- VA RER&DS Progress Report: D. Graupe and G. D. Causey. Illinoisesin of aniAudiogMsage System) NInst. of Technology/Univ. Maryland/Washington, D.C. VAMCDesign of an Audio Message System. NIHR REC Progress Report: 10-31(162-163)
A. Thomas. Tufts/New England Medical Center 10-34)148) 1-11213A. Toma. Tfts~ew nglnd edial Cnte 1034(48)-see also Digital Spectrum Shaping and Contraction of Speech

Design of Bathrooms, Bathroom Fixtures and Controls for the Able- Applied to Audiological Instrumentation
Bodied and Disabled. NIHR Non-Rec Progress Report: P M. Ma-
lassigne and J. A. Bostrom. Richmond VAMC 10-33(153-156) Development of Hindfoot Joint Resurfacing Prosthesis. VA RER&DS

Design of Bathrooms, Bathroom Fixtures, and Controls for the Able- Progress Report: K. M. Samuelson and A. U. Daniels. Salt Lake
Bodied, Disabled, and Elderly. VA RER&DS Progress Report: J. A. City VAMC/Univ. of Utah College of Med. 10-33(217) 10-35(135-
Bostrom and R M. Malassigne. Decatur VAMC/Georgia Institute of 139)
Techn. 10-35(149-150) Development of Hydrogel Surfaces for Dental and Orthopedic Im-

Design of a Communication System and Wheelchair Control to Meet plants. VA RER&DS Progress Report: D. A. Garcia and T M. Sul-

the Needs of a Nonvocal High School Student. NIHR REC Progress livan. West Roxbury VAMC 10-35(139-142)
Report: J. Bretz and R. A. Foulds. Tufts/New England Medical Cen- Development of Improved Grouting Materials fi)r Artificial Joint Re-
ter 10-34(149) placement. VA RER&DS Progress Report: W. P. Fortune and

Design of a Multiple Switch Input Audio Response Communication F Leonard. Washington, D.C. VAMC/George Washington Univer-
System. NIHR REC Progress Report: J. Bretz. Tufts/New England sity 10-33(213-214) 10-34(79) 10-35(143-144)
Medical Center 10-34(149) The Development of Improved Techniques for the Analysis of Hear-

Design of Prosthetic and Orthotic Devices and Biomechanical Stud- ing Aid Performance. VA RER&DS Progress Report: G. D. Causey.
es of Locomotion. VA RER&DS Progress Report: C. W. Radcliffe, J. L. Punch, H. C. Schweitzer, E. Elkins, and L. Beck. Univ. Mary-
D. M. Cunningham, J. M. Morris, L. M. Lamoreux. Univ. California, land/Washington, D.C. VAMC 10-31(155-162)
Berkeley 10-31(87-95) 10-32(327-337) F. T Hoaglund and H. E. Jer- -see also The Clinical and Acoustic Parameters of Hearing Aid
gesen. San Francisco VAMC 10-33(176-177) G. Stout 10-34(85-87) Effectiveness
-see also Rehabilitative Engineering Research Program Development of Multichannel Electrodes for Auditory Prostheses,

Design of a Workstation for a Severely Disabled Computer Test Tech- NIH-NINCDS Progress Report: M. M. Merzenich. and R. L. White,
niclan. NIHR REC Progress Report: R. Fincke. Tufts/New England Univ. of California, San Francisco/San Francisco Medical Centeri
Medical Center 10-34(150) Stanford Univ. 10-35(90-91)

Design Refinement of the Stair-Climbing Wheelchair. VA RER&DS Development of Myolectric Knee Control for AK Prostheses. NIHR
Progress Report: N. Van Dine. StairCat Incorp. 10-32(407-409) REC Progress Report: G. Moskowitz. Moss Rehabilitation Hospitalj

DEV, Pervatl Temple Univ./Drexel Univ. 10-32(299) 10-33(133-134) 10-34(176)
-Study of Upper-Limb Biomechanics Using Ultrasound Transmis- 10-35(241)
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Development of a Nondistorting Transducer System for Measuring Digital Recording of EMG Data. Conference Report: J. M. Mansour
Pressure at the Tissue-Cushion Interface. NIHR REC Progress Re- 10-35(299)
port: J. O'Leary. Tufts/New England Medical Center 10-34(148) Digital Spectrum Shaping and Contraction of Speech Applied to Au-

The Development of a Nonvocal Communication System for Pr- diological Instrumentation. VA RER&DS Progress Report:
Reading Children. NSF Progress Report: C. Goodenough-Trepag- D. Graupe and G. D. Causey. Illinois Inst. of Technology:Univ.
nier. Tufts/New England Medical Center 10-35(86) Maryland/Washington, D.C. VAMC 10-31(162-163) 10-32(436-438)

Development of a Personal Information System for the Visually Im- 10-33(233-234)
paired. VA RER&DS Progress Report: J. G. Linvill, G. L. Goodrich, -see also Development of a Hearing Aid System With Indepen-
M. Mori, J. Gill, and G. A. Fowler. Palo Alto VAMC/Stanford Univ. dently Adjustable Subranges of its Spectrum Using Micropro-
10-34(113-115) cessor Hardware.

Development of Test Methods for Evaluation of Wheelchair Cush- Direct Access LED Scanner Control System (DALEDS). NIHR REC
ions, Comments on the Article: P W Brand 10-33(3-4) Progress Report: D, A. Hobson, Tech. Dir. University of Tennessee

Development of Test Methods for Evaluation of Wheelchair Cush- 10-33(125-126)
ions: G. V. B. Cochran and V. R. Palmieri 10-33(9-30) Direct Access Video Keyboard Control System (DAVK). NIHR REC

Development of Transdermal Stimulators. NIH-NINCDS Progress Progress Report: D. A. Hobson, Tech. Dir University of Tennessee
Report: R. L. White. Stanford Univ. 10-35(90) 10-33(124-125)

Development of Upper Extremity Orthoses Employing Electrical Disposable Cosmetic Glove. Recent Patents: Phyllis H. Stager
Stimulation. VA RER&DS Progress Report: R H. Peckham. Cleve- 10-34(224)
land VAMC/Case Western Reserve Univ. 10-33(188-191) 10-34(107- Dissemination and Evaluation of Clinical Instrumentation. NIHR REC
109) 10-35(128-129) Progress Report: C. Leiper. Moss Rehab. Hospital/Temple Univ.
-Electrodes and Connectors 10-33(189-190) 10-34(107) Drexel Univ. 10-35(247)
-Exercise Stimulator Development 10-34( 108) DITTMAN, Allen T
-Lateral Pinch and Release 10-33(189) -Office of Special Education Progress Report: A. T Dittman, Proj.
-Outpatient Evaluation of Functional System 10-33(190-191) Officer 10-34(194)

10-34(108) 10-35(128)
-Patient Control of Functional System 10-34(107) DIVENYI, Pierre L.
-Program for Upper-Extremity Functional Neuromuscular Stim- -A Tactile Aid for the Treatment of Sensorineural Hearing Loss and

ulation 10-35(128-129) Aphasia. VA RER&DS Progress Report: R. T Wertz, P L. Divenyi,
-System Design 10-33(188-189) 10-34(107) 10-35(128) G. Skalbeck, and F A. Saunders. Martinez VAMC 10-35(196)
-see also Patient Evaluation of a Functional Electrical Stimulation

Hand Orthosis DIX, R.
Development of a Wheelchair Using a Myoelectric Control System. -Harrington Rod Axial Force Transducer. VA RER&DS Progress Re-

VA RER&DS Progress Report: A. B. Rossier, M. Sarkarati, G. E. port: R. Dix, C. Sciammarrella, D. Smith, and W. H. Bunch. Hines
Crawford, and J. Dietz. West Roxbury VAMC/Neurocom 10-31(113- VAMC 10-32(313)
116) 10-32(405) 10-33(225) 10-34(83) 10-35(133-135) -Spinal Computer Modeling. VA RER&DS Progress Report: R. Dix,

Development, Testing, and Application of a Phonologically-Based C. Sciammarrella, D. Smith, and W. H. Bunch. Hines VAMC
Communication System for the Nonvocal. NIHR REC Progress 10-32(314)
Report: C. Goodenough-Trepagnier. Tufts/New England Medical -Spinal Fractures and Fused Vertebrae. VA RER&DS Progress Re-
Center 10-34(148) port: R. Dix, J. Fisk, and C. Sciammarrella. Hines VAMC 10-33(159-

Dialog Systems, Inc., Belmont, Massachusetts-Speech Recognition 1601
and Control System. VAPC Research Report 10-31(168-169)

DICK, Ronald E. DOBELLE, William H.
-Prosthetic Terminal Device. Recent Patents: R. Radocy and R. E. -Electrical Stimulation of the Skin as a Basis for Sensory Prostheses.

Dick 10-35(327) NSF Progress Report: W. H. Dobelle, Columbia University
10-33(105)

DCKE,, Ruth
-Rehabilitation Engineering Center. NIHR REC Progress Report: H. A. Docking System to Connect Mobile Voice Control System to Sta-

Rusk, Proj. Dir., et al., New York University Medical Center tionary Environmental Control System. NIHR REC Progress Re-
10-32(262-266) 10-33(143-149) 10-34(151-160) 10-35(202-209) port, New York Univ. Medical Center 10-35(207)

DOELL, Raymond
DICKSON. Jesse H. -Personal Alarm System. Recent Patents: Raymond Doell 10-34(224)
-Rehabilitation Engineering Center. NIHR REC Progress Report: W A.

Spencer, T. A. Krouskop, and J. H. Dickson. Texas Institute for Re- DONACKI, Nanci E.
habilitation and Research 10-32(269-272) 10-33(150-151) -Maxillofecial Restorative Materials and Techniques. VA RER&DS
10-35(211-213) Progress Report: J. F. Lontz, J. W Schweiger, M. D. Nadilcka, and

N. E. Donacki. Temple Univ./Wilmington VAMC 10-35(155-172)
DIETZ, Jonathan
-Development of a Wheelchair Using a Myoelectric Control System. DONNELLY. Thomas L., Jr.

VA RER&DS Progress Report: A. B. Rossier, M. Sarkarati, G. E. -Bed for Stimulating Circulation. Recent Patents: Thomas L. Don-
Crawford, and J. Dietz. West Roxbury VAMC/Neurocom 10-31(113- nelly, Jr 10-34(224)
116)

DOOR OPENERS
Differental-Pre.ure Flotation Cushion. Recent Patents: Richard S. -Door opener: an aid for quadriplegics and arthritics. VA RER&DS

Carlisle 10-31(217) Progress Report: L. Winick, Palo Alto VAMC 10-33(171)

L1
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-Power Access Door Opener, Model 4300. VAPC Research Report tion, Comfort, and Brim Shape: M. Naeff and T Van Pijkeren
10-31(169) 10-33(35-50)

-Storm Door Operation. Technical Note: G. Schmeisser and Dynamics of Communication With the Nonvoca. NIHR REC Progress
W Seamone 10-32(221-223) Report: C. Goodenough-Trepagnier. Tufts/New England Medical

Center 10-34(148)
DORAIS, Mark V. The Dynamics of EMG-Force Movement Relationships. NIGMS Prog-
-Voice Synthesizer. Recent Patents: Mark V Dorais 10-32(513) ress Report: J. Perry Rancho Los Amigos Hospital 10-35(89)

Dynamics of EMBIForce Movement Relationships for Knee Exten-
DORFMAN, Leslie J. sion. NIHR REC Progress Report: D. Antonelli and J. Perry. Rancho
-Nerve Conduction Velocity Distributions: Clinical Research Appli- Los Amigos Hospital 10-35(222-225)

cations. VA RER&DS Progress Report: K. L. Cummins, L. J. Dorf- Dynavit. VAPC Research Report 10-32(494-497)
man, and L. J. Leifer. Palo Alto VAMC 10-35(177, a separate report
on p. 131-132)

DOWNING, Harold A. E
-Safety Barrier for a Wheelchair Lift. Recent Patents: Donald L.

Rohrs, Donald L. Collins, and Harold A. Downing 10-32(512) Easicorder Model REC-1. VAPC Research Report 10-31(171-173)
-Vehicle Wheelchair Ramp. Recent Patents: Donald L. Rohrs, Harold Eating Devices see Aids to Daily Living, Feeding Devices

A. Downing, and Donald L. Collins 10-31(218)
EBAUGH, Franklin G., Jr.

DOWNS, Frederick, Jr. -Acting Medical Dir. Rehabilitative Engineering R&D Center. VA
-New VA Prosthetics-Service Head Appointed. Notes and News RER&DS Progress Report: L. J. Leifer and F G. Ebaugh, Jr. Palo

10-34(226) Alto VAMC 10-35(173-187)

Dressing-Undressing Apparatus. Recent Patents: Michiyasu Ishida EBIHARA, Masatomi
10-32(510) -Prosthetic Teeth and Bones. Recent Patents: T Hidaka, M. Inoue,

Drexel Senior Engineering Design Affiliation. NIHR REC Progress and M. Ebihara 10-35(327)
Report: G. D. Moskowitz. Moss Rehabilitation Hospital/Temple Univ./
Drexel Univ. 10-35(244-246) EDELSTEIN, Joan E.

DRINKER, Philip A. -Abstracts of Current Literature 10-32(515-528) 10-33(243-249)
-Clinical Engineering in Rehabilitation. NIHR REC Progress Report: 10-34(207-216) 10-35(272-278)

R A. Drinker. Harvard Univ./MIT 10-35(216) EDITORIALS
-Evaluation of Systems and Devices for the Disabled in the Acute

Care Setting. NIHR REC Progress Report: R A. Drinker. Harvard -Amputation as Cause of Cardiovascular Disorders: L. B. Hobson
UniversityiM.l.T 10-32(241-244) 10-31(1-2)

-In Praise of Progress Reports: E. F Murphy 10-34(1-4)
Driving Devices see Automotive Adaptive Equipment -The International Year of Disabled Persons: E. F. Murphy 10-35(1-

DRYDEN, Robert D. 3)

-Rehabilitation Engineering Center. NIHR REC Progress Report: J. F -National Institute of Handicapped Research (NIHR)-a Giant Step
Jonas, Jr., J. H. Leslie, Jr., R. H. Norris, and R. D. Dryden. Cerebral for Expanded Rehabilitation Research: R. R. Leclair 10-32(1-6)
Palsy Research Foundation of Kansas 10-330127-130) -The Pace of Prosthetics Development Relative to General TechnicalProgress: Faster Than a Sabre Jet: M. Cleland 10-33(1-2)

DUDYNSKYJ, Peter R Educational Device for Motivating, and for Developing Scribing and
-Wheelchair Lift Device Reading Skills in the Handicapped. Recent Patents: William J. Coady

-Recent Patents: Peter P Dudynskyj 10-32(514) 10-32(510)
-Recent Patents: Peter R Dudynskyj, Daniel L. Kline and James The Effect of Partial Versus Full Weightbearing on Late Loosening

T Hogan 10-32(514) After Total Joint Replacements in the Lower Extremities. VA
RER&DS Progress Report: D. L. Green, E. B. Marsolais, and

DUELAND, R.T E. Bahniuk. Cleveland VAMC/Case Western Reserve Univ.
-Influence of Internal Fixation on In Vivo Stress Patterns. VA RER&DS 10-32(370-371) R. Liebelt and E. Fender 10-33(218-219) T. H.

Progress Report: D. M. Spengler, D. R. Carter, D. J. Baylink, R. Vasu, McLaughlin and P Mirkov 10-35(99)
and R. T Dueland. University of Washington 10-33(195-196) Effectiveness of Surface Stimulation. NIHR REC Progress Report:

B. Bowman. Rancho Los Arnigos Hospital 10-35(221-222)1
DURFEE, William R. Effects oi.41t-,md Sensory Input on Stair Descent. NIHR REC Prog-
-Functional Muscle Control by Electrical Stimulation of Afferent ress Report: W. Freedman. Moss Rehabilitation Hospital/Temple

Nerves. VA RER&DS Progress Report: R. Hussey, A. B. Rossier, Univ./Drexel Univ. 10-32(296-298) 10-34(174,176) R. Craik 10-35(239-
M. J. Rosen, and W R. Durfee. West Roxbury VAMC/MIT 10-33(188) 241)
10-34(84) 10-35(135, no report) Effects of Prosthetic Knee Locking on the Gait Performance of Above-

Knee Dyevascular Amputees: Vascular and Biomechanical Func-
Dynamic ColumnSupportforFoods Pon, Recent Patents: LelandD. tions in the Intact Limb. NIHR REC Progress Report:

Miller 10-31(217) T. Vachranukunkiet. Moss Rehab. Hospital/Temple Univ/Drexel Univ.
Dynamic Pressure Measurements at the Interface Between Residual 10-35(243-244)

Umb and Socket-the Relatlonsp Between Pressure Distribu- Effects on Gait of FES In Children With Cerebral Palsy NIHR REC
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Progress Report, Case Western Reserve University 10-32(252) Evaluation of Orthotic Aids: L. Racnik and S. Plevnik 10-32(287-
1033115) 289) J. Janez 10-35(234)

DOW Robes -- Rehabilitation Engineering Center. NIHR REC Progress Report: R. L.
-- An Auditory Prosthesis for Sensorineural Hearing Loss. VA RER&DS Waters and D. R. McNeal, Dir. Rancho Los Amigos Hospital

Progress Report: E. W Yund, R. Efron, and H. J. Simon. Martinez -Correction of Spinal Deformities: J. Axelgaard and J. C. Brown
VAMC 10-35(19.-196) 10-35(219-221)

-Cyclic Electrical Stimulation 10-33(142)
1IC Laboratories, Newton, Massachusetts -Dynamics of EMG/Force Movement Relationships for Knee Ex-
-- Capacitor Stimulating Electrodes for Activation of Neural Tissue. tension: D. Antonelli and J. Perry 10-35(222-225)

NIH-NINCDS Progress Report: H. Lerner and S. B. Brummer, Giner -Effectiveness of Surface Stimulation: B. Bowman 10-35(221-
Inc./EIC Lab. 10-35492) 222)

-Evaluation of Electrode Materials and - ir Electrochemical Re- -Functional Electrical Stimulation 10-32(258-259)
actions: NIH-NINCDS Progress Report. _. B. Brummer and T R. -Upper Extremity Control: R. L. Waters and B. Bowman 10-35(217-
Beck. EIC Lab./Electrochemical Tech. Corp. 10-3591-92) 219)

EISENBERG, Myron G. -Urinary Sphincter Control by Collision Block Techniques. NSF
-VAs 1st Teague Award Presented: Notes and News 10-32(505) Progress Report: J. T Mortimer. Case Western Reserve Univ.

10-35(87)
EKMAN, Lars -ee also Functional Electrical Stimulation
- Bath Equipment for Disabled Persons. Recent Patents: Lars Ek-

man and Helge Norman 10-32(509) ELECTRICAL STIMULATION of HARD TISSUE GROWTH
-Acceleration of Bone Healing by Electrical Stimulation. VA RER&DS

ELECTRIC PROSTHESES Progress Report: G. V B. Cochran. Helen Hayes Hospital 10-31(107,
-Adaptation of the VA/USMC Electric Hand to the Liberty Mutual no report) 10-32(361)

Myoelectric Boston Elbow for Above-Elbow Amputees. Technical -Evaluation of Electrical Techniques for Stimulation of Hard Tissue
Note: J. M. Leal, T W. Williams, Ill, and J. M. Malone 10-35(56-60) Growth. VA RER&DS Progress Report: R. 0. Becker, J. A. Spadaro,

-Control Systems for a Multi-Joint Prosthetic Arm. NIGMS Progress and A. A. Marino. Syracuse VAMC 10-31(107) 10-32(359-361)
Report: S. C. Jacobsen. Univ. of Utah 10-35(88) 10-33(194-195) D. A. Webster 10-34(80-82) 10-35(115-116)

-New Approaches for the Control of Powered Prostheses Particu- -Identification of the Relevant Parameters and Their Magnitudes
larly by High-Level Amputees: R. D. Stein, D. Charles, J. A. Hoffer, for Electrical Stimulation of Bone Remodeling. NSF Progress Re-
J. Arsenault, L. A. Davis, S. Moorman, and B. Moss 10-33(51-62) port: E. Korostoff, University of Pennsylvania 10-34(145)

-VA/USMC Electric Hand With Below-Elbow Cineplasty. Technical -Stimulation of Repair of Cortical Bone Transplants by Implantation
Note: J. M. Leal and J. M. Malone 10-35(52-56) of Piezoelectric Materials: a Pilot Study. VA RER&DS Progress Re-

-see also Externally Powered Prostheses port: G. V. B. Cochran, B. Y Lee, and W. Williams. Castle Point VAMCI
Helen Hayes Hospital 10-33(195) 10-34(68) 10-35(114-115)

Electrical Asessament of Incomplete Spinal Cod Injury and Recov-
ery. VA RER&DS Progress Report: H. H. Bohlman, E. Bahniuk, and Electrical Stimulation of the Skin as a Basis for Sensory Prostheses.
G. Raskulinecz. Cleveland VAMC/Case Western Reserve Univ. NSF Progress Report: W. H. Dobelle, Columbia University
10-34(74-79) 10-35(99-101) 10-33(105)

ELECTRICAL STMULATION Electrochemical Technology Corp., Seattle, Washington-Evaluation
-Control of the Urinary Bladder NIH-NINCDS Progress Report: of Electrode Materials and Their Electrochemical Reactions. NIH-

E. Tanagho. Univ. of California, San Francisco 10-35(94-95) NINCDS Progress Report: S. B. Brummer and T R. Beck. EIC Lab.
-Development and Evaluation of Safe Methods of Intracortical and Electrochemical Tech. Corp. 10-35(91-92)

Peripheral Nerve Stimulation. NIH-NINCDS Progress Report: W. F ELECTRODES
Agnew. Huntington Institute of Applied Research 10-35(92) -Biological Electrode. Recent Patents: R. L. Hauser and J. F Harris

-Electrical Stimulation of the Skin as a Basis for Sensory Prostheses. 10-35(327)
NSF Progress Report: W. H. Dobelle, Columbia University -Body Electrodes. Recent Patents: Brian McClelland 10-33(241)
10-33(106) -Capacitor Stimulating Electrodes for Activation of Neural Tissue.

-Electrotactile Stimulation Relevant to Sensory-Motor Rehabilita- NIH-NINCDS Progress Report: H. Lerner and S. B. Brummer. Giner
tion-a Progress Report: M. Solomonow and J. Lyman 10-33(63- Inc./EIC Lab. 10-35(92)
72) -Development of Multichannel Electrodes for Auditory Prostheses.

-Modification of Abnormal Motor Control by Focal Electrical Stim- NIH-NINCDS Progress Report: M. M. Merzenich and R. L. White.
ulation. NIH-NINCDS Progress Report: J. R. Bloedel. Univ. of Min- Univ. of Cali., San Francisco/San Francisco Medical CenteriStan-
nesota 10-35(94) ford Univ. 10-35(90-91)

-Rehabilitation Engineering Center. NIHR REC Progress Report: -Evaluation of Electrode Materials and Their Electrochemical Re-
A. Kralj, Proj. Dir. Univ of Ljubljana 10-32(277-289) 10-354229-234) actions. NIH-NINCDS Progress Report: S. B. Brummer and T R.
-Automatic Vaginal Electrical Stimulator to Control Incontinence: Beck. EIC Lab./Electrochemical Tech. Corp. 10-35(91-92)

P. Suhel, A. Kralj, E. Roskar, and M. Benedik 10-35(231-233) -Functional Muscle Control by Electrical Stimulation of Af ferent
-FES of Urogenital Mechanisms-Design of Orthotic Aids and Nerves. VA RER&DS Progress Report: R. Hussey, A. B. Rossier,

Special Measuring Systems: P Suhel and S. Grobelnik 10-32(286- M. J. Rosen, and W R. Durfee. West Roxbury VAMC/MIT 10-33(188)
287) 10-34(84) 10-35(135. no report)

-FES of Urogenital Mechanisms-Physiology, Techniques of -Functional Neuromuscular Stimulation of Limbs: a Feasibility Study
Stimulation, and Methods of Urodynamic Evaluation: S. Plevnik VA RER&DS Progress Report: J. A. Foster and M. Solomonow
J. Jane S. Rokavec, P Vrtacnik, and L. RAvnik 10-35233-234) Brentwood VAMC 10-31(106, no report) 10-32(409-414) 10-33(188)

-FES of Urogenital Mechanisms-Studies of Urodynamice and 10-35129)

66q
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-The Field Control Electrode 10-32(409-414) 10-33(188) Electrophysiology-Nerve Conduction Velocity Distributions: Clini-
cal Research Applications. VA RER&DS Progress Report: K. L.

Electrodes. Amplification, and Filtering for Dynamic EMG. Confer- Cummins, L. J. Dorfman, and L. J. Leifer. Palo Alto VAMC 10-35(177,
ence Report: D. Antonelli 10-35(295-297) a separate report on p. 131-132)

ELECTROTACTILE-see Sensory Feedback
ELECTROMYOGRAPHY (EMG)
-Analog Recording of Myoelectric Signals. Conference Report: Electrotactile Stimulation Relevant to Sensory-Motor Rehabilita-

C. Freeborn 10-35(297-298) tion-a Progress Report: M. Solomonow and J, Lyman 10-33(63-
-Clinical Use of EMG. Conference Report: R. L. Waters 10-35(295) 72)
-Command Controlled Development and Evaluation. NIHR REC Elevated Mattress. Recent Patents: Arthur Vineberg 10-34(224

Progress Report: P H. Peckham, D. Roscoe, and M. W. Keith. Case EL-HOMMOSSANI, Salah El-Din
Western Reserve Univ. 10-34(169-170) 10-35(258) -Cairo Rehabilitation Engineering Center NIHR REC Prce,, R,-

-Digital Recording of EMG Data. Conference Report: J. M. Mansour port: S. El-Din EI-Hommossani, Dir. Arab Republic : .; L,,t
10-35(299) 10-34(189-193)

-Dynamic Electromyography. Conference Report 10-35)295)
-The Dynamics of EMG-Force Movement Relationships. NIGMS ELKINS, Earfeen

Progress Report: J. Perry. Rancho Los Amigos Hospital 10-35(89) -The Development of Improved Techniques for the Analysis of

-Dynamics of EMGJForce Movement Relationships for Knee Exten- Hearing Aid Performance. VA RER&DS Progress Report: G. D.

sion. NIHR REC Progress Report: D. Antonelli and J. Perry. Rancho Causey, J. L. Punch, H. C. Schweitzer, E. Elkins, and L. Beck. Univ.

Los Amigos Hospital 10-35(222-225) Maryland Washington, D.C. VAMC 10-31(155-162)

-Electrodes, Amplification, and Filtering for Dynamic EMG. Con- ELLIOTT Lois L
ference Report: D. Antonelli 10-35(295-297) -Children's Auditory Discrimination and Perception of Monosyllabic

-EMG Signature Identification for Multifunction Prosthetic Control. Words. NSF Progress Report: L. L. Elliot, Northwestern University
VA RER&DS Progress Report: D. Graupe and J. Fisk. Illinois Inst. 10-33(106-107)
of Tech./Loyola Univ/Hines VAMC 10-32(316-317)

-Evaluation of an Audio-Electromyographic Threshold Device. NIHR EMG-see Electromyography, Myoelectric Control Systems
REC Progress Report: C. J. De Luca, M. J. Rosen, and S. R. Simon. Employers of the Year Awards-Two Pennsylvania Firms Honored
Harvard University/M.I.T 10-32(239-240) for Hiring the Disabled. Notes and News 10-35(335)

-Quantification and Normalization (Dynamic Gait EMG Processing). End-Bearing Characteristics of Patellar-Tendon-Bearing Prostheses-
Conference Report: L. A. Barnes 10-35(300-302) a Preliminary Report: K. Katz, Z. Susak, R. Seliktar, and Th. Najenson

-Relationships Between Myoelectric Signal Amplitude and Muscle 10-32(55-68)
Force Estimates. Conference Report: R. Ortengren 10-35(303) ENDERS, Sandi

-A Single Unit Study of Muscle Afferents in Human Movement. VA -Annual Rehabilitation Engineering Services Seminar. NIHR REC
RER&DS Progress Report: C. R. Lamb and A. J. Szumski. Rich- Progress Report: W. M. Motloch and S. Enders. Children's Hospital
mond VAMC 10-35(129) at Stanford 10-35(267)

-Spectral Analysis. Conference Report: G. A. Bekey 10-35(302) -Dissemination of Information. NIHR REC Progress Report: S. Enders
-Variability of Electromyographic Patterns for Level-Surface Walk- and Staff. Children's Hospital at Stanford 10-35(267)

ing Through a Range of Self-Selected Speeds: R. Shiavi, -Rehabilitation Engineering Clinical Internship. NIHR REC Progress
S. Champion, F Freemon, and R Griffin 10-35(5-14) Report: W. M. Motloch and S. Enders. Children's Hospital at Stan-

-see also Myoelectric Control Systems ford 10-35(267)

Electronic Communicator for the Speech Impaired. VA RER&DS ENERGY COMSUMPTION
Progress Report: G. W Kelly and J. Wallace. Atlanta VAMCIGeor- -Ambulation Energy Meter NIHR REC Progress Report: T Cook.
gia Inst. of Technology 10-34(122-123) Moss Rehab. Hospital/Temple Univ./Drexel Univ. 10-32(301)

ELECTRONIC TRAVEL AIDS 10-33(132)
-Clinical Application Study of Mobility Aids for the Blind, VA RER&DS -Calculating External Work in Walking From Force Plate Data. Con-

Progress Report: J. D. Malamazian and L. W. Farmer. Hines VAMC ference Report: L. Cooper 10-35(318-320)
10-31049-151) 10-32(421-424) 10-33(228-229) 10-34(115-116) -Clinical Uses of 02 Measurement. Conference Report: R. L. Waters
10-35(198) 10-35(316-317)

-A Step-Sensing Device for Blind Wheelchair Users-a Preliminary -Methodology Devised for a Program to Improve Efficiency and
Evaluation. Technical Note: L. W. Farmer 10-35(73-79) Reduce Risks for Wheelchair Locomotion. Technical Note: R. M.
-see also Mobility Aids for the Blind Glaser, A. G. Suryaprasad, M. N. Sawka, and B. M. Fichtenbaum

Electronic Typewriter for the Visually Impaired. VA RER&DS Prog- 10-35(63-68)
resa Report: G. W Kelly and L. J. Moriarty. Atlanta VAMC/Georgia -Quantitation of metabolic, cardiovascular, and pulmonary
Inst. of Technology 10-34(121-122) 10-35(189-191) stresses of operating manual wheelchairs over various terrains

Electronically Aided Communication for the Severely Physically Dis- 10-35(63-68)
abled Nonvocal. NJHR REC Progress Report: R. A. Foulds, Tufts/ -On-Line Cart for 0, Cost Measurement. Conference Report: G. V B.
New England Medical Center 10-34(146-147) Cochran 1lr-35(317-318)

Ellectrophynlogical Techniques In Evaluation and Correction of -Oxygen Consumption Determination by the Douglas Bag Tech-
Neuromuscular Defects. VA RER&DS Progress Report: P. P. Griffin, nique. Conference Report: R. L. Waters 10-35(317)
R. Shiavi, S. Champion, and F Freemon. Nashville VAMC 10-31(106,
no report) Energy Costs of Ambulation In Children With Mylodysplasla NIHR
-m als Evaluative and Corrective Techniques for Neuromus- REC Progress Report: L. Thomas. Rancho Los Amigos Hospital

cular Deficits. 10-35(225)
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ENERGY EXPENDITURE-see Energy Consumption ERVING, John M., Jr.-In Memoriam (1923-1980). Notes and News
10-35(331)

Engineering Applications in Orthotic and Prosthetic Treatment of Escalara, inc., Yuba City, California-Manhandler. VAPC Research
Muculoskeltal Defects. VA RER&DS Progress Report: E. B. Mar- Report 10-32(490-491)
solais. Cleveland VAMC 10-31(100) 10-32(352, no report) 10-33(193- Evaluation and Application of Myoelectric Biofeedback. NIHR REC
194) 10-34(73-74) 10-35(129-130) Progress Report: C. J. De Luca. Harvard University/M.I.T 10-34(163)

Enhancing the Educetional Potential of Non-Oral Children through 10-35(216)
Matching Communication Device Capabilities to Children's Needs. Evaluation and Design Guidelines for Wheelchair Restraint Systems.
Office of Special Education Progress Report: C. Coleman. Califor- NIHR REC Progress Report: L. W. Schneider. University of Michi-
nia State University 10-34(194) gan 10-34(184-186)

ENVIRONMENTAL CONTROL SYSTEMS Evaluation of Abnormal Motor Control. NIHR REC Progress Report:
-Direct Access LED Scanner Control System (DALEDS). NIHR REC P E. Crago and G. H. Thompson. Case Western Reserve University

Progress Report: D. A. Hobson, Tech. Dir. University of Tennessee 10-34(169) 10-35(257)
10-33(125-126) Evaluation of an Audio-Electromyographic Threshold Oevice. NIHR

-Direct Access Video Keyboard Control System (DAVK). NIHR REC REC Progress Report: C. J. De Luca, M. J. Rosen, and S. R. Simon.
Progress Report: D. A. Hobson, Tech. Dir. University of Tennessee Harvard University/M.I.T 10-32(239-240)
10-33(124-125) Evaluation of CARS-UBC Triaxial Goniometer. NIHR REC Progress

-Rehabilitation Engineering Center. NIHR REC Progress Report: C. L. Report: J. Perry and D. Antonelli. Rancho Los Amigos Hospital
Compare, Proj. Dir. Northwestern Univ. 10-35(225-226)
-Distributed Environmental Control System 10-35(209) Evaluation of a Commercial Speech Recognition Device as an Aid to
-Technological Systems for Severely Disabled People 10-33(111- the Motorically Disabled. NIHR REC Progress Report:

112) W Crochetiere. Tufts/New England Medical Center 10-34(148)
-Azimuthal Control 10-33(111) Evaluation of Electrical Techniques for Stimulation of Hard Tissue
-Communication Aids 10-33(112) Growth. VA RER&DS Progress Report: R. 0. Becker, J. A. Spadaro,
-Eating Aid 10-33(112) and A. A. Marino. Syracuse VAMC 10-31(107) 10-32(359-361)
-Low-Back Recliner Wheelchair 10-33(111) 10-33(194-195) D. A. Webster 10-34(80-82) 10-35(115-116)
-Microcomputer-Based Communication System 10-33(111-112) Evaluation of Electrode Materials and Their Electrochemical Reac-
-Northwestern University Quad Chair 10-32(249) 10-33(111) tions. NIH-NINCDS Progress Report: S. B. Brummer and T R. Beck.
-A-DEC System 10-33(11) 10-35(209-210) EIC Lab./Electrochemical Tech. Corp. 10-35(91-92)
-Wheelchair Control Evaluation System 10-33(111) Evaluation of Electronic Self-Help Devices for Severely Disabled Pa-

-Rehabilitation Engineering Center. NIHR REC Progress Report: H. A. tients. NIHR REC Progress Report, New York University Medical
Rusk, Proj. Dir., et al. New York Univ. Medical Center Center 10-32(262) 10-33(143-144) 10-34(155) 10-35(202)

-Bedside Evaluation of IRM/NYU Voice Control System -see also Controls
10-35(207) Evaluation of Functional Performance of Devices and Instruments

-Control of Environmental Control System from Remote Lo- for the Severely Disabled. NIHR REC Progress Report, New York
cations 10-34(158-159) University Medical Center 10-32(263-266) 10-33(148-149)

-Docking System to Connect Mobile Voice Control System to Evaluation of Gait in Selected Groups of Children with Cerebral Palsy
Stationary Environmental Control System 10-35(207) and Scoliosis. NIHR REC Progress Report: S. R. Simon, M. J.

-Evaluation of Electronic Self-Help Devices for Use by Se- Glimcher, R. W. Mann, and R. Rosenthal. Harvard University/MI.T
verety Disabled Persos 10-32J262) 10-33(143-144) 10-341155) 10-32(229-232) 10-35(214)
10-35(202) Evaluation of Gait-Training Technique in BK Amputees. NIHR REC
- see also Controls Progress Report: D. Ryan and R. Craik. Moss Rehab. Hospital/Tem-

-Remote Door Controls for the Severely Disabled 10-34(156- pIe Univ./Drexel Univ. 10-34179)
158) Evaluation of Neuromuscular Control in Cerebral Palsy Patients. NIHR

-Study of the Impact of Electronic Assistive Devices on the REC Progress Report, Case Western Reserve University 10-33(117)
Quality of Life of High-Level Quadriplegics 10-32(264-266) Evaluation of Peripheral Vascular Disease by a Real-Time Multispec-
10-33(144) trl imaging System. VA RER&DS Progress Report: W R. Adey,

-A Special Controller for the BSR X-10 Adapts an Environmental D. B. Hinshaw, J. E. Kaiser, N. P Poe, D. M. Street, and V J. An-
Control System Intended for the General Public to the Needs of selmo. Loma Linde VAMC/Calif. Inst. of Technology 10-35(03-
the Severely Handicapped. Technical Note: D. Rye 10-34(53-61) 105)

-VAPC Research Reports
-Magicall 10-32(450-451) Evaluation of Physiologic Suspension Factors in Below-Knee Am-

putees. VA RER&DS Progress Report: F G. Lippert, III, E. M. Bur--Power Access Door Opener, Model 4300. 10-31(169) gess and S. A. Veress. Seattle VAMC 10-33(179-184) 10-34(87-94)
-Sears Home Control System 10-32(448-449) 10-35(106-108)
-Speech Recognition and Control System 10-31(168-169)
-Turntable Desks 10-32(449-450) Evaluation of Prefabricated Modular Seating System. NIHR REC

-UCSB Commander Word Recognition System 10-31(167-168) Progress Report: C. Leiper. Moss Rehabilitation Hospital Temple

-VAPC Quadriplegic Manipulator 10-32(447-448) Univ/Drexel Univ. 10-32(303)
-VAPC Remote Station Environmental Control 10-32(452-455) Evaluatio of the Pressure Distribution Capabilities of Commercial-see also Aids to Daily Living, Controls, Technical Aids Mattresses. NIHR REC Progress Report: J. O'Leary. Tufts/New

England Medical Center 10-34(149)
Epidermal lontophorelei Device. Recent Patents: Stephen C. Jacob- Evaluation of a Protocol for Fitting a Wearable Master Heering Aid:

sen, Robert L. Stephen, R. Todd Johnson, Richard Luntz, and David M. J. Collins and H. Levitt 10-35(35-40)
Knutti 10-32(510) Evaluation of Systems and Devices for the Disabled in the Acute
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Care Setting. NIHR REC Progress Report: R A. Drinker. Harvard 10-31(149-151) 10-32(421-424) 10-33(228-229) 10-34(115-116)
University/M.I.T 10-32(241-244) 10-35(198)
-A Simple Message Board Using Encoding by Eye Movements -Improving Intelligibility of Information in Ultrasonic Sensing Sys-

10-32(243-244) tems for the Blind. VA RER&DS Progress Report: L Farmer, K. Haag,
-Typing Systems for Qualdriplegics 10-32(241-243) and G. Saletta. Hines VAMC 10-33163)

Evaluation of the VA-Rancho Gait Analyzer, Mark I: J. C. Otis and -A Step-Sensing Device for Blind Wheelchair Users-a Preliminary
A. H. Burstein 10-35(21-25) Evaluation. Technical Note: L. W Farmer 10-35(73-79)

Evaluative and Corrective Techniques for Neuromuscular Deficits. VA
RER&DS Progress Report: P Griffin and R. Shiavi. Nashville VAMC/ FATIGUE-see Muscle Fatigue
Vanderbilt Univ. 10-33(194) 10-34(129-130) 10-35(101-102)
-see also Electrophysiological Techniques in Evaluation and Cor- FEDER, Tova

rection of Neuromuscular Defects -Simple Living Aids for the Arthritic Patient. Technical Note:
Events Measurements in Normal and Pathological Gait. Conference M. Solomonow and T Feder 10-35(60-63)

Report: D. H. Sutherland 10-35(281-282)
Everest & Jennings, Inc., Los Angeles, California Federal Screw Works, Troy, Michigan-VOTRAX Handi-Voice Sys-
-E&J Independence Recliner. VAPC Research Report 10-32(475-478) tem, Models HC 110 and HC 120. VAPC Research Report 10-32(459-
-Stretcher Chair. VAPC Research Report 10-31(197-198) 462)
Evoked Potentials FEEDING DEVICES
-Electrical Assessment of Incomplete Spinal Cord Injury and Re- -Dynamic Column Support for Feeder Pan. Recent Patents: Leland

covery. VA RER&DS Progress Report: H. H. Bohlman, E. Bahniuk, D. Miller 10-31(217)
and G. Raskulinecz. Cleveland VAMC/Case Western Reserve Univ. -Improved Self-Feeding Mode of Robotic Arm Tested. VA RER&DS
10-34(74-79) 10-35(99-101) Progress Report: W Seamone and G. Schmeisser, Jr The Johns
-see also Spinal Cord Injury, Neurophysiological, etc. Hopkins University 10-33(175)

Examination of Gait Function Following Instrasynovial Knee Injec- -Invalid Feeding Device. Recent Patents: Patrick Stapleton, Hubbard
tion. NIHR REC Progress Report: T Cook. Moss Rehabilitation Hos- P Browne, and D. Weatherholt 10-33(241)
pital/Temple Univ./Drexel Univ. 10-33(134) 10-34(178) -Two-Handled Eating Utensil. VA RER&DS Progress Report: G. Shaw.

Exercising Devkes-Dynavit. VAPC Research Report 10-32(494-497) Palo Alto VAMC 10-31(64-66) 10-33(172-173) C. Wright 10-35(186)
Exoekeletal Gonlometry. Conference Report: L. Lamoreux 10-35(288- -Winsford Feeder. VAREC Progress Report 10-34(140-143)

290) -Winsford Feeder Model 2. VAPC Research Report 10-32(491)
Experimental and Theoretical Study of Mammalian Movement VA

RER&DS Progress Report: F E. Zajac and W. S. Levine. Palo Alto FE.IZ, Jack M.
VAMC 10-35(177) -Step-Climbing Wheelchair. Recent Patents: J. M. Feliz 10-35(327)

Extensions for Independence, Downey, California-Turntable Desks.
VAPC Research Report 10-32(449-450) FENDER, Erwin

EXTERNALLY POWERED PROSTHESES -The Effect of Partial Versus Full Weightbearing on Late Loosening
-- Control of an Artificial Upper Limb in Several Degrees of Freedom. After Total Joint Replacements in the Lower Extremities. VA

VA RER&DS Progress Report: D. Graupe and J. Fisk. Illinois Inst. RER&DS Progress Report: D. L. Green, E. B. Marsolais, E. Bahniuk,
of Tch.lLoyola Univ./Hines VAMC 10-31(72-74) 10-32(316-319) R. Liebelt, and E. Fender. Cleveland VAMC/Case Western Reserve
10-33(173-174) Univ. 10-33(218-219)

-New Approaches for the Control of Powered Prostheses Particu-
larly by High-Level Amputees: R. D. Stein, D. Charles, J. A. Hoffer, FES of Spinal-Cord-Injured Patients-Fundamental Locomotion Pat-
J. Arsenault, L.A. Davis, S. Moorman, and B. Moss 10-33(51-62) tems. NIHR REC Progress Report: A. Kralj, R. Turk, S. Grobelnik,

-Powered Arm for Shoulder Disarticulation Levels. VA RER&DS and T Bajd. Univ. of Ljubljana 10-32(280-281) 10-35(230-231)
Progress Report: R. G. Thompson and D. S. Childress. North- FES of Urogenital Mechanisms (FESUM)-Design of Orthotic Aids
western University 10-31(69) 10-32(319-320) 10-33(174) 10-34(73) and Special Measuring Systems. NIHR REC Progress Report:
10-35(123-124) P Suhel and S. Grobelnik. Univ. of Ljubljana 10-32(286-287). Phys-

-Research Related to the Design and Development of Upper-Limb iology, Techniques of Stimulation, and Methods of Urodynamic
Externally Powered Prostheses. VA RER&DS Progress Report: J. H. Evaluation. S. Plevnik, J. Janez, S. Rakovec, P. Vrtacnik, and
Lyman, A. Freedy and M. Solomonow. University of Los Angeles L. Ravnik. Univ. of Ljubljana 10-35(233-234). Studies of Urodyn-
10-31(70-71) 10-32(321, no report) 10-33(227) amics and Evaluation of Orthotic Aids. L. Ravnik and S. Plevnik.

-Sensory Substitution Using Electrocutaneous Stimulation. NIHR Univ. of Ljubljana 10-32(287-289) J. Janez 10-35(234)
REC Progress Report: R. Riso and M. W Keith. Case Western Re- FES--See also Functional Electrical Stimulation
serve Univ. 10-35(256-257) RCHTENBAUM, Bonita M.

--see al Electric Prostheses, Myoelectric Controls -Methodology Devised for a Program to Improve Efficiency and
Reduce Risks for Wheelchair Locomotion. Technical Note: R. M.
Glaser, A. G. Suryaprasad, M. N. Sawka, and B. M. Fichtenbaum
10-35(63-68)

F
RNCKE, Randall

Falon RD Corp., Denver, Colorado-Independence Walker. VAPC -Design of a Workstation for a Severely Disabled Computer Test
Research Report 10-31(185) Technician. NIHR REC Progress Report: R. Fincke. Tufts/New Eng-

FARME, Leiester W, land Medical Center 10-34(150)
--Clinlcal Application Study of Mobility Aids for the Blind. VA RER&DS -Development of a Functional Eye Movement Communication Sys-

Progres Report: J. D. Malamazian and L. W. Farmer. Hines VAMC tem. NIHR REC Progress Report: R. Fincke and R. A. Foulds. Tufts/
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New England Medical Center 10-34(147) Folding Rollator. VAPC Research Report 10-31(178-179)
-Research in Posture and Support Orthoses. NIHR REC Progress Foot Biomechanics: Force and Pressure Distribution in Health and

Report: R. Fincke. TuftsNew England Medical Center 10-34(148) Disease. VA RER&DS Progress Report: R. R. Cooper. Iowa VAMC
10-32(341-342) 10-33(184) 10-34(82-83) 10-35(116)

FINDLE, Eugene A Foot-Controlled Laboratory Microscope. Technical Note: N. D.
-Apparatus and Method for Non-Invasive Detection of Strictures in Sherrill, M. Ohms, C. Holmstrom, and M. Kennedy 10-35(69-72)

Conductive Fluid Conduits. Recent Patents: Eugene Findle and Foot-Floor Calculated Reaction Vector. Conference Report: S. R. Si-
Robert J. Kurtz 10-33(241) mon 10-35(309-312)

FOOT-FLOOR REACTION FORCES ANALYSIS
FINGER Prosthees -Ambulation Force Monitoring. Conference Report: D. R. Taylor, Jr.
-Metacarpal Phalangeal Joint-Driven Index Finger Prosthesis. Tech- 10-35(306-308)

nical Note: L. D. Miller 10-35(48-51) -Clinical Use of Force Data. Conference Report: D. H. Sutherland
-Textured Grommets for Flexible Implant Arthroplasty of Finger 10-35(312-316)

Joints. VA RER&DS Progress Report: B. A. Banks. NASA-Lewis -The Correlation Between Gait Velocity and Rate of Lower-Extrem-
Res. Ctr 10-33(216-217) 10-34(83) ity Loading and Unloading. Conference Report: S. R. Skinner

FINSTON, Morton 10-35(303-304)
-Developing and Monitoring an Effective Pressure System for Use -Foot-Floor Calculated Reaction Vector. Conference Report: S. R.

in the Boston Scoliosis Orthosis. NIHR REC Progress Report: Simon 10-35(309-312)
M. Finston, J. E. Hall, and S. R. Simon. Harvard University/MI.T -Instrumented Walking Aids. Conference Report: M. P. Murray10-32(226-227) F10-35(304-306)

-The Projection of the Ground Reaction Forc as a Predictor of

FISHER, Steven V Internal Joint Moments: R. P. Wells 10-35(15-19)
-Pressure and Temperature Patterns Under the Ischial Tuberosities: -Vector Visualization in Gait Analysis. Conference Report: T M. Cook

R. P Patterson and S. V Fisher 10-34(5-11) 10-35(308-309)

FSK, John Foot Pressure Analysis-An Analysis of Soft Tissue Loading in the
-Control of an Artificial Upper Limb in Several Degrees of Freedom. Foot-a Preliminary Report: S. Nakamura, R. D. Crowninshield,

VA RER&DS Progress Report: D. Graupe and J. Fisk. Illinois Inst. and R. R. Cooper 10-35(27-34)
of Tech.tLoyola Univ./Hines VAMC 10-31(72-74) 10-32(316-319) Foot Prosthesis-Molded Syme Foot With Attached Stump Socket.
10-33(173-174) Recent Patents: I. W. Coshrane and F. R. Tucker 10-35(327)

-Interference-Insensitive System for Spinal Cord Monitoring During Footswitch Stride Analyzer. Conference Report: R. Bontrager
Surgery. VA RER&DS Progress Report: D. Graupe, S. Basseas, and 10-35(284-285)
J. Fisk. Illinois Inst. of Tech./Loyola Univ,/Hines VAMC 10-32(317- FORCE PLATE see Foot-Floor Reaction Forces Analysis
319) 10-33(224-225)

-Spinal Fractures and Fused Vertebrae. VA RER&DS Progress Re- FORCES ANALYSIS in Walking see Foot-Floor Reaction Forces Anal-
port: R. Dix, J. Fisk, and C. Sciammarrella. Hines VAMC 10-33(159- ysis, Gait Analysis
160)

FLAMM, Jonathan Foreign Body Reaction in the Lung to Intravenously Injected Biom-
-A modular seating system. VA RER&DS Progress Report: J. Flamm, aterials. VA RER&DS Progress Report: C. I. Hood, and F J Schoen.

Palo Alto VAMC 10-31(64) Gainesville VAMCIUniversity of Florida 10-33(210-211) 10-34(125-
128) S. E. Coleman 10-35(118-121)

FLETCHER, Maurice J. Form-A-Phrase. VAPC Research Report 10-32(462-464)
-In Memoriam (1906-1980). Notes and News 10-34(230-231) FORTUNE, William P

-Development of Improved Grouting Materials for Artificial Joint
FLETCHER, Samuel G. Replacement. VA RER&DS Progress Report: W. P. Fortune and
-Production and Visual Articulatory Shaping of Speech in Deaf F Leonard. Washiigton, D.C. VAMC/George Washington Univ.

Children. NSF Progress Report: S. G. Fletcher. University of Ala- 10-33(213-214) 10-34(79) 10-35(143-144)
bama 10-35(86)

FOSTER, John A.
Flotation Therapy, Inc., Houston, Texas-Aquarius Flotation System -Functional Neuromuscular Stimulation of Limbs: a Feasibility Study.

Mark IV VAPC Research Report 10-32(487-488) VA RER&DS Progress Report: J. A. Foster and M. Solomonow.
FLOWERS, Woodle Brentwcod VAMC 10-31(106, no report) 10-32(409-414) 10-33(188)
-Clinical Evaluation of a Computer-Interactive Above Knee Pros- 10-35(129)

thesis. NIHR REC Progress Report: W Flowers, R. W Mann. S. R.
Simon, and D. Rowell. Harvard University/M.I.T 10-32(229) FOULDS, Richard A.

-Use of a New Biofeedback and Gait Analysis System in Conjunc- -NIHR REC Progress Report, Tufts/New England Medical Center
tion With the Microcomputer-Controlled Above-Knee Prosthesis. Auditory Feedback as it Relates to Language Acquisition and Uti-
NIHR REC Progress Report: W Flowers and M. R Shepley. Harvard lization. R. A. Foulds. 10-34)147). Clinical Implementation of Au-
UniversitylM.I.T 10-34(161-162) 10-35(214) ditory Feedback. R. A. Foulds, 10-34(147). Design of a

Communication System and Wheelchair Control to Meet the Needs
Fkid Fe Insole. Recent Patents: Shirley C. Thedford 10-32(510) of a Nonvocal High School Student. J. Bretz and R. A. Foulds.
FOoGEN, Mk*a"l E 10-34(149). Design of an Encoded Communication Device. R. A.
-Wheelchairs. Recent Patents: John D. Harris, Michael F. Fodgen, Foulds. 10-34(149). Development of a Functional Eye Movement

and Graham E. Mead 10-32(514) Communication System. R. Fincke and R. A. Foulds. 10-34(147).
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INDEX

FOULDS, R. A. (Cont.)

Electronically Aided Communication for the Severely Physically 10-31(146-163) '0-32(415-440) 10-33(227-234) 10-34(111-123)
Disabled Nonvocal. R. A. Foulds. 10-34(146-147). Investigation of 10-35(192-200)
a Transition Preserving, Diphone Method of Speech Synthesis.
R. A. Foulds. 10-34(149). Rehabilitation Engineering Center. NIHR Frequency Response Characteristics of the Somatosensory Evoked
REC Progress Report: R. A. Foulds, Director, Tufts/New England Response System. VA RER&DS Progress Report: D. E. Dallman,
Medical Center 10-34(146) J. Trimble, and D. Smith. Hines VAMC 10-32(314-315) 10-33(157-

159)
Foundation for Exceptional Children-Foundation Announces FUNCTIONAL ELECTRICAL STIMULATION

1980-1981 Minigrant Awards. Notes and News 10-32(506) -Development of Upper Extremity Orthoses Employing Electrical

Foundations of Orientation and Mobility-New Book Edited by R. L. Stimulation. VA RER&DS Progress Report: P H, Peckham. Cleve-

Welsh and B. B. Blasch. Notes and News 10-34(227) land VAMC/Case Western Reserve Univ. 10-33(188-191) 10-34(107-

FOWLER. Gregory A. 109) 10-35(128-129)

-Development of a Personal Information System for the Visually -Engineering Applications in Orthotic and Prosthetic Treatment of

Impaired. VA RER&DS Progress Report: J. G. Linvill, G. L. Good- Musculoskeletal Defects. VA RER&DS Progress Report: E. B. Mar-

rich, M. Morf, J. Gill, and G. A. Fowler. Palo Alto VAMC/Stanford solais. Cleveland VAMC 10-31(100) 10-32(352, no report) 10-33(193-

Univ. 10-34(113-115) 194) 10-34(73-74) 10-35(129-130)
-Functional Electrical Stimulation. NIHR REC Progress Report:

FREEBORN, Carol N. Mayer. Moss Rehabilitation Hospital/Temple Univ.iDrexel Univ.
-Analog Recording of Myoelectric Signals. Conference Report: 10-32(301-302) 10-33(134-135)10-34(178,180,179)10-35(250-253)

-Anlo n 1-Functional Muscle Control by Electrical Stimulation of Afferent
Nerves. VA RER&DS Progress Report: R. Hussey, A. B. Rossier,

M. J. Rosen, and W R. Durfee. West Roxbury VAMCIMIT 10-33(188)
FREEDMAN, William1034(84) 10-35(135, no report)
-NIHR REC Progress Report, Moss Rehabilitation Hosp.fTemple Univ. -34(841 133om repot)-Functional Neuromuscular Stimulation. NIH-NINCDS Progress Re-

Drexel Univ. Acquisition of Transient Visual Information, port- J. T Mortimer. Case Western Reserve Univ 10-35)931
W. Freedman, 10-34(1751. Cervico-Ocular Reflex (COR) Effects of -Patient Evaluation of a Functional Electrical Stimulation Hand Or-
Eye Stability During Active and Passive Movements. 10-32(294- thoses. VA RER&DS Progress Report: P H. Peckham. Cleveland
295) 10-34(175-176). Effects of Altered Sensory Input on Stair De- VAMC 10-31(100-105) 10-321352-356)
scent. 10-32(296-298) 10-34(174-175) R. Craik 10-35(239-241). -Rehabilitation Engineering Center. NIHR REC Prcgress Report, Case
Transportation for the Handicapped, 10-32(295) Western Reserve Univ.

-Command Controller Development and Evaluation: P H. Peck-
Freedom Chair. VAPC Research Report 10-32(464) ham, D. Roscoe, and M. W. Keith 10-34(16S 17,1 10-35(258)
FREEDY, Amos -Control of Abnormal Muscle Contractions: H. R. Riso and J. T.
-Research Related to the Design and Development of Upper-Limb Makley 10-34(169) 10-35(259-2611

Externally Powered Prostheses. VA RER&DS Progress Report: J. H. -Effects on Gait of FES in Children With CP 10-32(252) 10-33(115)
Lyman, A. Freedy, and M. Solomonow. University of California, -Restoring Upper-Limb Function Through FES 10-32(251)
Los Angeles 10-31(70-71) 10-32(321, no report) 10-33(227) 10-33(114) P. H. Peckham and M. W Keith 10-34(167) A. A. Free-

hafer 10-35(256)
FREEHAFER, Alvin A. -Rehabilitation Engineering Center. NIHR REC Progress Report, Univ.
-Rehabilitation Engineering Center. NIHR REC Progress Report: P H. of Ljubljana

Peckham and A. A. Freehafer, Co-Directors. Case Western Reserve -FES of Spinal-Cord-Injured Patients-Fundamental Locomotion
Univ.-Cleveland Metropolitan General/Highland Hospitals Patterns: A. Kralj, R. Turk, S. Grobelnik, and T Bald 10-32(280-
10-35(256-261). Restoring Upper-Limb Function Through FES. R H. 281) 10-35(230-231)
Peckham, A. A. Freehafer, and M. W. Keith. 10-32(251) 10-33(114) -FES of Urogenital Mechanisms-Design of Orthotic Aids and
10-34(167) A. A. Freehafer 10-35(156). Restoring Upper-Limb Func- Special Measuring Systems: P Suhel and S. Grobelnik 10-32(286-
tion Through Tendon Transfer R H. Peckham and A. A. Freehafer. 287)
Case Western Reserve University 10-32(251-252) 10-33(114-115) -FES of Urogenital Mechanisms-Physiology, Techniques of
10-34(167-168) M. W Keith 10-35(256-257) Stimulation, and Methods of Urodynamic Evaluation: S. Plevnik,

J. Janez, S. Rakovec, P Vrtacnik. and L. Ravnik 10-35(233-234)
FREEMAN, Frank -FES of Urogenital Mechanisms-Studies of Urodynamics and
-Electroph'ysiological Techniques in Evaluation and Correction of Evaluation of Orthotic Aids: L. Ravnik, and S. Plevnik 10-32(287-

Neuromuscular Defects. VA RER&DS Progress Report: R P Griffin, 289) J. Janez 10-35(234)
R. Shiavi, S. Champion, and F Freeman. Nashville VAMC 10-31(106, -Multichannel FES of Upper Limbs: L. Vodonik, A. Kralj.
no report) A. Acimovic-Janezic, and S. Rebersek 10-32(282-283)

-Variability of Electromyographic Patterns for Level-Surface Walk- -Multichannel FES of Lower Limbs for Gait Rehabilitation:
ing Through a Range of Self-Selected Speeds: R. Shiavi, U. Stanic, R. Acimovic-Janezic, A. Trnkoczy, and M. Kljajic
S. Champion, F. Freeman, and P Griffin 10-35(5-14) 10-32(277-280) M. Malezic and J. Krajnik 10-35(229-230)

-Neurophysiological Investigations of Pathological Motor Activ-
FREIBERGER, Howard ity and Improvements due to FES and Other Rehabilitation
-Biography on Mary Jameson, 1899-1980. Notes and News Methods: F Gracanin and M. Vrabic 10-32(285-286) F Sizjak

10-35(329) 10-35(231)
-Biography on Richard Randolph Bennett, 1923-1980. Notes and -Transducer Development and Evaluation for Sensory Feedback in

News 10-35(329-330) the Control of Paralyzed Extremities. NIH-NINCDS Progress Re-
-Sensory Aids. VA RER&DS Progress Reports: ad. by H. Freiberger port: A. A. Schoenberg. Univ. of Utah 10-35(94)



257
Bulletin of Prosthetics Research BPR 10-36 Fall 1961

Functional Muscle Control by Electrical Stimulation of Afferent Palsy and Scoliosis. NIHR REC Progress Report: S. R. Simon, M. J.
Nerves. VA RER&DS Progress Report: R. Hussey, A. B. Rossier, Glimcher, R. W Mann, and R. Rosenthal. Harvard UniversityM.i.T.
M. H. Rosen, and W R. Durfee. West Roxbury VAMC/MIT 10-33(188) 10-32(229-232) 10-35(214)
10-34(84) 10-35(135, no report) -Evaluation of the VA-Rancho Gait Analyzer Mark ): J, C. Otis and

Functional Neuromuscular Stimulation. NIH-NINCDS Progress Re- A. H. Burstein 10-35(21-25)
port: J. T Mortimer. Case Western Reserve Univ. 10-35(93) -FES of Spinal-Cord Injured Patients-Fundamental Locomotion

Functional Neuromuscular Stimulation of Limbs: a Feasibility Study. Patterns. NIHR REC Progress Report: A. Kralj, R. Turk, S. Grobelnik,
VA RER&DS Progress Report: J. A. Foster and M. Solomonow. and T Bajd. University of Ljubljana 10-32(280-281) 10-35(230-231)
Brentwood VAMC 10-31(106, no report) 1032(409-414)10-33(188) -Gait Analysis Conference, Sept. 5-7, 1979. Conference Report
10-35(129) 10-35(279-320)
-The Field Control Electrode 10-32(409-414) 10-33(188) -see also "Gait Analysis Conference" for list of papers.

Functional Spinal Cord Regeneration. VA RER&DS Progress Report: -Gait Analysis Research. NIHR REC Progress Report: S. El-Din El-
G. W. Sypert and J. B. Munson. Gainesville VAMC/Univ. of Florida Hommossani, Dir. Arab Republic of Egypt 10-34(192)
10-33(220-222) 10-34(97-98) J. E. Zengel 10-35(144-146) -The Gait Laboratory Force Plate a, the Cleveland VA Medical Cen-

Fundamental and Applied Research Related to the Design and De- ter. Technical Note: A. Cohen, D. E. Orin, and E. B. Marsolais
velopment of Upper-Limb Externally Powered Prostheses. VA 10-33(90-97)
RER&DS Progress Report: J. H. Lyman and A. Freedy. University -Gait Patterns of Above-Knee Amputees Using Constant-Friction
of California, Los Angeles 10-31(70-71) 10-32(321, no report) Knee Components: M. P Murray, S. B. Sepic, G. M. Gardner, and
-Functional Neuromuscular Stimulation of Limbs 10-31(71) L.A. Mollinger 10-34(35-45)
-Microprocessor-Based Upper-Limb Project 10-31(70-71) -Multichannel FES of Lower Limbs for Gait Rehabilitation, NIHR
-see also Research Related to the Design and Development of REC Progress Report: U. Stanid, R. Adimovid-Janefid, A. Trnkoczy,

Upper-Limb Externally Powered Prostheses and M. Kljajid. University of Ljubljana 10-32(277-280) M. Malezic
and J. Krajnik 10-35(229-230)

-Optoelectric (Selspot) Gait Measurement in Two- and Three-Di-
G mensional Space-A Preliminary Report. Technical Note: H. J.

Woltring and E. B. Marsolais 10-34(46-52)
G and W Laboratories, Waltham, Massachusetts-Pulse Watch. VAPC -Rehabilitation Engineering Center. NIHR REC Progress Reports,

Research Report 10-31(202) Moss Rehabilitation Hospital/Temple Univ.lDrexel Univ. (Selected
project progress reports, dealing with gait-analysis-related sub-

GABEL, R.H. jects follow:)
-Instrumented Walkway (a Gait Analyzer/Trainer System). Confer- -Ambulation Energy Meter: T Cook 10-32(301) 10-33(132)

ence Report: R. A. Brand, R. H. Gabel, R. C. Johnston, and R. D. -Below-Knee Amputee Gait: a Comparison of Walkers and Par-
Crowninshield 10-35(282-283) allel Bars: T. Cook 10-34(178)

-Clinical Gait Analysis Service: T Cook 10-32(305-306) 10-33(137)
Gad-A-Bout. VAPC Research Report 10-31(188-189) 10-34(179) T Vachranukunkiet 10-35(244)
GADBAW, Patricia D. -Effects of Altered Sensory Input on Stair Descent: W. Freedman
-Clinical Application Study of Reading and Mobility Aids for the 10-32(296-298) 10-34(174-176) R. Craik 10-35(239-241)

Blind. VA RER&DS Progress Report: D. E. Garner, W. R. De I'Aune, -Effects of Prosthetic Knee Locking on the Gait Performance of
P D. Gadbaw. West Haven VAMC 10-31(146-149) 10-32(415-421) Above-Knee Dysvascular Amputees: Vascular and Biomechan-
J. J. Acton 10-33(227-228) 10-34(112-113) ical Functions in the Intact Limb: T Vachranukunkiet 10-35(243-

244)
GADDIS, Earl -Evaluation of Gait-Training Technique in BK Amputees: 0. Ryan
-Range and Controllability of Physiological Output Signals in Peo- and R. Craik 10-34(179)

pie With Cerebral Palsy: a Systematic Evaluation Procedure for -Examination of Gait Function Following Intrasynovial Knee In-
Interface Selection. NIHR REC Progress Report: E. Gaddis. Tuftsl jection: T Cook 10-33(134) 10-34(178)
New England Medical Center 10-34(148) -Gait Characteristics Acquired During Ambulation Training:

R. Craik 10-34(178)
GAIT ANALYSIS -Instrument for Clinical Analysis of Gait: 0. Taylor 10-32(301)
-Collaborative Research Between the M.I.T Mobility Facility and 10-33(132) 10-34(175)

the Children's Hospital Medical Center Gait Analysis. NIHR REC -instrument for Clinical Observation of Weight-Bearing in Loco-
Progress Report: R. W. Mann. Harvard Univ./MIT 10-35(214-215) motion: D. Taylor 10-33(134) 10-35(242)

-Effects on Gait of FES in Children With CR NIHR REC Progress -Phase-Dependent Reflex Reversals in Controlling Locomotion:
Report, Case Western Reserve University 10-32(252) 10-33(115) R. Craik 10-32(291-292) 10-34(173) 10-35(241)

-Energy Costs of Ambulation in Children With Myelodysplasia. NIHR -The Role of the Upper Extremity in Gait: a Survey of the Forces
REC Progress Rdport: L. Thomas. Rancho Los Amigos Hospital Applied to Various Assistive Devices: T Cook 10-35(241)
10-35(225) -Training Films on Locomotion: T Cook 10-32(303-304) 10-33(135)

-Engineering Applications in Orthotic and Prosthetic Treatment of -ee also Biomechanics
Musculoskeletal Defects. VA RER&OS Progress Report: E. B. Mar- -Studies of Normal and Abnormal Motion. VA RER&DS Progress
solais. Cleveland VAMC 10-31(100) 10-32(352, no report) 10-33(193- Report: M. P Murray Wood VAMC 10-31(106, no report) 10-32(356-
194) 10-34(73-74) 10-35(129-130) 358) 10-33(192-193) 10-34(71-72) 10-35(116-117)

-Evaluation of CARS-UBC Triaxial Goniometer. NIHR REC Progress -A Technique for the Display of Joint Movement Deviations: R. W.
Report: J. Perry and D. Antonelli. Rancho Los Amigos Hospital Wirta and F L. Golbranson 10-33(73-79)
10-35(225-226) -The Use of Gait Analysis to Study Gait Patterns of the Lower-Limb

-Evaluation of Gait in Selected Groups of Children With Cerebral Amputee. VA RER&DS Progress Report: F L. Golbranson. San Diego
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GAIT ANALYSIS (Cont.)

VAMC 10-33(194) 10-34(96-97) R. W. Wirta 10-35(153-155) Gait Patterns of Above-Knee Amputees Using Constant-Friction Knee
-Use of a New Biofeedback and Gait Analysis System in Conjunc- Components: M. P Murray, S. B. Sepic, G. M. Gardner, and L. A.

tion With the Microcomputer-Controlled Above-Knee Prosthesis. Mollinger 10-34(35-45)
NIHR REC Progress Report: W Flowers and M. R Shepley. Harvard Garaventa Wheelchair Elevator. VAPC Research Report 10-31(194-
University/M.I.T 10-34(161-162) 10-35(214) 195)

-Variability of Electromyographic Patterns for Level-Surface Walk- Garaventall Limited, Langley, British Columbia, Canada-Garaventa
ing Through a Range of Self-Selected Speeds: R. Shiavi, Wheelchair Elevator. VAPC Research Report 10-31(194-195)
S. Champion, F Freeman, and P. Griffin 10-35(5-14) GARCIA, Daniel A.

-see also Biomechanics, Kinesiology, Human Locomotion, Muscu- -Development of Hydrogel Surfaces for Dental and Orthopedic Im-
lar Analysis of Human Motion plants. VA RER&DS Progress Report: D. A. Garcia and T M. Sul-

'ian. West Roxbury VAMC 10-35(139-142)
GAIT ANALYSIS CONFERENCE. Sept. 5-7, 1979, Long Beach, Calif., GARi'NIER, Gene M.

Rancho Los Amigos Hosp. and the VA RER&DS. Conference Re- -Gait ;'3tterns of Above-Knee Amputees Using Constant-Friction
port 10-35(279-320) Knee Zomponents: M. P Murray, S. B. Sepic, G. M. Gardner, and

-Ambulation Force Monitoring: D. R. Taylor, Jr. 10-35(306-308) L. A. Mollinger 10-34(35-45)
-Analog Recording of Myoelectric Signals: C. Freeborn 10-35(297-

298) GARNER, Donald E.
-Calculating External Work in Walking From Force Plate Data: -Clinical Application Study of Reading and Mobility Aids for the

L. Cooper 10-35(318-320) Blind. VA RER&DS Progress Report: D. E. Garner, W. R. De I'Aune,
-Clinical Applications of Kinematic Gait Measurement: S. R. Simon and R D. Gadbaw. West Haven VAMC 10-31(146-149) 10-32(415-

10-35(292-294) 421)
-Clinical Use of EMG: R. L. Waters 10-35(295) -Heads VA Blind Rehabilitation. Notes and News 10-33(236-237)
-Clinical Use of Force Data: D. H. Sutherland 10-35(312-316)
-Clinical Use of Stride Measurements: R. A. Mann 10-35(286)
-Clinical Uses of 0, Measurement: R. L. Waters 10-35(316-317) GSENV-Instrumentation for Impact Measurements in Spinal-Cord Injury.
-The Correlation Between Gait Velocity and Rate of Lower-Extrem- VA RER&DS Progress Report: V Gebben, 0. Smith, and J. Trimble.

ity Loading and Unloading: S. R. Skinner 10-35(303-304) Hines VAMC 10-33061)
-Digital Recording of EMG Data: J. M. Mansour 10-35(299) HS VAMCt10-33(161)
-Electrodes, Amplification, and Filtering for Dynamic EMG: -Structural Properties of the Human Spine. VA RER&DS Progress

D. Antonelli 10-35(295-297) Report: W. Bunch, D. Burke, V Gebben, and D. Smith. Hines VAMC

-Events Measurements in Normal and Pathological Gait: D. H. 10-33(160)

Sutherland 10-35(281-282)
-Exoskeletal Goniometry: L. Lamoreux 10-35(288-290) General Computer System to Teach Language to the Deaf. Office of
-Foot-Floor Calculated Reaction Vector: S. R. Simon 10-35(309-312) Special Education Progress Report: K. L. Wilson and M. Bates.
-Footswitch Stride Analyzer: R. Bontrager 10-35(284-285) Boston University 10-34(194)
-Generic Terminology for the Phases of Gait: J. Perry 10-35(279- A General-Purpose System for the Synthesis by Rule of Natural-

281) Sounding Speech. NSF Progress Report: I. G. Mattingly. Haskins
-Instrumented Walking Aids: M. P Murray 10-35(304-306) Laboratories 10-34(144)
-Instrumented Walkway (a Gait Analyzer/Trainer System) R. C. General Teleoperetors, Inc. Downey, California-Chin Control Pow-

Johnston, R. A. Brand, R. H. Gabel, and R. D. Crowninshield ered Swing Away VAPC Research Report 10-31(176)
10-35(282-283) Generic Terminology for the Phases of Gait. Conference Report:

-Interrupted-Light Method of Recording Gait: M. P. Murray J. Perry 10-35(279-281)
10-35(286-288) George Washington University, Washington, D.C.

-On-Line Cart for 0 Cost Measurement: G. V. B. Cochran and -Development of Improved Grouting Materials for Artificial Joint
M. Kadaba 10-35(317-318) Replacement. VA RER&DS Progress Report: W P Fortune and

-An Optoelectronic System for Human Motion Analysis: T. P An- F. Leonard. Washington, D.C. VAMC/George Washington Univ.
driacchi 10-35(291-292) 10-33(213-214) 10-34(79) 10-35(143-144)

-Oxygen Consumption Determination by the Douglas Bag Tech- Georgia Institute of Technology/Atlanta VAMC, VA RER&DS Progress
nique: R. L. Waters 10-35(317) Reports, Atlanta, Georgia

-Quantification and Normalization (Dynamic Gait EMG Process- -Advanced Concept Design of a High-Performance Indoor-Outdoor
ing): L. A. Barnes 10-35(300-302) Vehicle for the Physically Handicapped. G. W. Kelly and K. S. Mor-

-Relationships Between Myoelectric Signal Amplitude and Muscle gan. 10-34(1201
Force Estimated: R. Ortengren 10-35(303) -Communication for the Speech Impaired. G. W. Kelly 10-35(191)

-Serial Frame (Vanguard) Motion Analysis: J. Hagy 10-35(288) -Design of Bathrooms, Bathroom Fixtures, and Controls, for the
-Spectral Analysis: G. A. Bekey 10-35(302) Able-Bodied, Disabled, and Elderly. J. A. Bostrom and P M. Ma-
-The Technics and Concepts of Gait Analysis: J. Perry 10-35(279) lassigne. 10-35(149-150)
-Vector Visualization Gait Analysis: T M. Cook 10-35(308-309) -see also VA Medical Center, Richmond, Virginia

-Electronic Communicator for the Speech Impaired. G. W. Kelly and
Gat Characterlstic Acquired DurIng Ambulation Training. NIHR REC J. Wallace. 10-34(122-123)

Progress Report: R. Craik. Moss Rehabilitation Hospital/Temple -Electronic Typewriter for the Visually Impaired. G. W Kelly and
Univ./Drexel Uniu 10-34(178) L. J. Moriarty. 10-34(121-122) 10-35(189-191)

The Gait Laboratory Force Plate at the Cleveland VA Medical Center. -Prototype Wheelchair Wheel With Integral Anti-Rollback Capabil-
Technical Note: A. Cohen, D. E. Orin, and E. B. Marsolais 10-33(90- ity. G. E. Kelly and K. S. Morgan, 10-34(120) 10-35(187-189)
97) -Research on Micro-Computer/Computer Terminal Character-Tone
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Output for the Blind. G. W Kelly and D. A Ross. 10-34(122) GOLD, Jack
-Sonic Orientation and Navigation Aid. G. W, Kelly and R. D. Atkins. -Back Brace. Recent Patents: J. Gold 10-35(327)

10-34(120-121) 10-35(189)
GETCHES, Nancy GOLDBERG, Victor M.
-invalid Transfer Lift. Recent Patents: Dottie J. Vail and Nancy -In Vivo Loading of Knee Joint Replacements. VA RER&DS Prog-

Getches 10-32(511) ress Report: R. H. Brown, K. G. Heiple, and V M. Goldberg. Case
Western Reserve Univ. 10-31(110-111) 10-32(373-375) 10-33(220)

GIANNINI, Margaret J. 10-35(150-151)
-Giannini Heads VA Rehabilitative Engineering Research and De-

velopment Service. Notes and News 10-35(328) GOLDSTEIN, Hyman
-Giannini to Head National Institute of Handicapped Research. Notes -The Demography of Blindness Throughout the World-A New

and News 10-33(236) Report From AFB, edited by H. Goldstein. Notes and News
10-34(227-228)

GISON, DA.
-Clinical Evaluation of UNB 3-State Myoelectric Control for Arm GOLDSTEIN, Lewis P

Prostheses: J. E. Paciga, D. A. Gibson, G. Gillespie, and R. N. Scott -Development and Evaluation of a New Artificial Larynx. VA RER&DS
10-34(21-33) Progress Report: L. R Goldstein, H. B. Rothman, and C. C. Oliver

GLDEN, Deborah Gainesville VAMC 10-33(224) 10-34(71, no report) 10-35(122-123)

-Rehabilitation Engineering Center. NIHR REC Progress Report: L.A. GOLDSTONE, Jerry
Scadden, Proj. Dir, at al. Smith-Kettlewell Institute of Visual Sci- -Therapeutic and Economic Impact of a Modern Amputation Pro-
ences 10-34(171-173) gram: J. M. Malone, W, S. Moore, J. Goldstone, and S. J. Malone

GILL John 10-32(7-17)

-Development of a Personal Information System for the Visually Goniometry-Exoskeleton Goniometry. Gait Conference Report:
Impaired. VA RER&DS Progress Report: J. G. Linvill, G. L Good- L. Lamoreux 10-35(288-290)
rich, M. Morf, J. Gill, and G. A. Fowler Palo Alto VAMC/Stanford GOODENOUGH-TREPAGNIER, Cheryl
Univ. 10-34(113-115) -The Development of a Nonvocal Communication System for Pre-

Reading Children. NSF Progress Report: C. Goodenough-Trepag-
GILLESPIE, R. nier Tufts/New England Medical Center 70-35(86)
-Clinical Evaluation of UND 3-State Myoelectric Control for Arm -Development, Testing, and Application of a Phonologically-Based

Prostheses: J. E. Paciga, D. A. Gibson, R. Gillespie, and R. N. Scott Communication System for the Nonvocal. NIHR REC Progress Re-
10-34(21-33) port: C. Goodenough-Trepagnier Tufts/New England Medical Cen-

ter 10-34(148)
Giner, Inc., Waltham, Massachusetts-Capacitor Stimulating Elec- -Dynamics of Communication With the Nonvocal. NIHR REC Prog-

trodes for Activation of Neural Tissue. NIH-NINCDS Progress Re- ress Report: C. Goodenough-Trepagnier. Tufts/New England Med-
port: H. Lerner and S. B. Brummer. Giner Inc./EIC Lab. 10-35(92) ical Center 10-34(148)

am61, Waitsr C.
-Visual Feedback Speech Training for the Deaf. NSF Progress Re- GOODOOLD, Joseph

port: W C. Gish. Integrated Sciences Corp. 10-33(107) -Rehabilitation Engineering Center. NIHR REC Progress Report:

J. Goodgold, Dir New York University Medical Center 10-34(151-
GLASER, Roger M. 160) 10-35(202-209)
-Methodology Devised for a Program to Improve Efficiency and

Reduce Risks for Wheelchair Locomotion. Technical Note: R. M. GOODRICH, Gregory L.
Glaser, A. G. Suryaprasad, M. N. Sawks, and B. M. Fichtenbaum -Clinical Application Study of Reading and Mobility Aids for the
10-35(63-68) Blind. VA RER&DS Progress Report: J. K. Wiley, G. L. Goodrich,

R. R. Bennett, H. S. Paul. Palo Alto VAMC 10-31(152-155) 10-32(426-
GUMChIER, Mlvhu J. 430) J. J. Hennessey and D. L. Morrissette 10-33(230-232)
-Associate Dir., Rehabilitation Engineering Center. NIHR REC Prog- 10-34(117-120) S. Melrose 10-35(192-193)

ress Reports: W Berenberg, Dir. and R. W. Mann, M. J. Glimcher, -Consideration of Standards for Computer Sensory Aids for the
and John E. Hall, Assoc. Directors. Harvard University/M.I.T Handicapped, Conference, Feb. 11, 1980. Chairman: G. L. Good-
10-32(225-244) 10-33(108-111) 10-34(161-165) 10-35213-217) rich. Standardization Section 10-34(201-205)

-Evaluation of Gait in Faected Groups of Children With Cerebral -Development of a Personal Information System for the Visually
Palsy and Scoliosis. NIHR REC Progress Report: S. R. Simon, M. J. Impaired. VA RER&DS Progress Report: J. G. Linvill, G. L. Good-
Glimcher, R. W Mann, and R. Rosenthal. Harvard UniversitylM.I.T rich, M. Morf, J. Gill, and G. A. Fowler. Palo Alto VAMC/Stanford
10-32(229-232) Univ. 10-34(113-115)

-information System for the Visually Impaired. VA RER&DS Prog-
GOLURANSON, Frank L ress Report: J. Linvill and G. Goodrich. Palo Alto VAMC 10-31(59-
-A Technique for the Display of Joint Movement Deviations: R. W 62) 10-33(165-166)

Wirta and F L, Golbranson 10-33(73-79)
-The Use of Gait Analysis to Study Gait Patterns of the Lower-Limb GOWER. Dougls

Amputee. VA RER&DS Progress Report: F L Golbranson. San Diego -Honored as 1980 Outstanding Handicapped Federal Employee.
VAMC 10-33(194) 10-34(96-97) R. W Wirta 10-35(153-155) Notes and News 10-35(333-334)
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GRACANWJ, F. GRONER. Gabriel F
-Neurophysiological Investigations of Pathological Motor Activity -Development of an Advanced Optical Character Recognition

and Improvements Due to FES and Other Rehabilitation Methods. Speech-Output Accessory for Blind People. VA RER&DS Progress
NIHR REC Progress Report: F Gradanin and M. Vrabit. University Report: G. F Groner, R. E. Savoie. Telesensory Systems 10-32(438-
of Ljubljana 10-32(285-286) F Biziak 10-35(231) 440) 10-33(234)

GRAUPE, Daniel GRONLEY J.
-Control of an Artificial Upper Limb in Several Degrees of Freedom. -Normal Hip Abduction Torque. NIHR REC Progress Report:

VA RER&DS Progress Report: D. Graupe and J. Fisk. Illinois Inst. J. Gronley. Rancho Los Amigos Hospital 10-35(226-227)
of Tech./Loyola Univ./Hines VAMC 10-31(72-74) 10-32(316-319)
10-33(173-174) Ground Reaction Force Vctor-The Projection of the Ground Re-

-Development of a Hearing Aid System With Independently Ad- action Force as a Prediction of Internal Joint Moments: R. P Wells
justable Subranges of its Spectrum Using Microprocessor Hard- 10-35(15-19)
ware. VA RER&DS Progress Report: D. Graupe and G. D. Causey. GRUBER, William A.
Illinois Inst. of Technology/Univ. Maryland/Washington, D.C. VAMC -Removable Cast for Intermediate Phase Orthopedic Rehabilitation.
10-31(162-163) Recent Patents: William A. Gruber 10-34(2241

-Digital Spectrum Shaping and Contraction of Speech Applied to
Audiological Instrumentation. VA RER&DS Progress Report: GUITTET Jacques
D. Graupe and G. D. Causey. Illinois Inst. of Technology/Univ. -The Spartacus Telethesis: Manipulator Control Studies: J. Guittet,
MarylandlWashington, D.C. VAMC 10-31(162-163) 10-32(436-438) H. H. Kwee, N. Quetin, and J. Yclon 10-32(69-105)
10-33(233-234)

-Interference-Insensitive System for Spinal Cord Monitoring During GUSTAFSON, Donald E.
Surgery. VA RER&DS Progress Report: D. Graupe, S. Basseas, and -Microprocessor-Based Prosthetic Control. NSF Progress Report:
J. Fisk. Illinois Inst. of Tech./Loyola Univ./Hines VAMC 10-32(317- D. E. Gustafson, Scientific Systems 10-33(107)
319) 10-33(224-225)

GUTTMAN, Ludwig
GREEN, David L -in Memoriam (1900-1980). Notes and News 10-34(233)
-The Effect of Partial Versus Full Weightbearing on Late Loosening

After Total Joint Replacements in the Lower Extremities. VA
RER&DS Progress Report: D. L. Green, E. B. Marsolais, E. Bahniuk. H
Cleveland VAMC/Case Western Reserve Univ. 10-32(370-371)
R. Liebet and E. Fender 10-33(218-219) HAAG, K.

-Improving Intelligibility of Information in Ultrasonic Sensing Sys-
GREEN, James A. tems for the Blind. VA RER&DS Progress Report: G. Saletta.
-Comfort Support Seat Cushion Assembly. Recent Patents: James K. Haag, and W, H. Bunch. Hines VAMC 10-32(311-313) 10-33(163)

A. Green 10-32(510)
HAELEN. G. T

GREENWALD, A. Seth -A Comparison of Sitting Pressures on Wheelchair Cushions as
-Bone-Implant Interface Analysis. NIGMS Progress Report: A. S. Measured by Air Cell Transducers and Miniature Electronic Trans-

Greenwald. Cleveland Clinic Foundation 10-35(89) ducers: V R. Palmieri, G. T Haelen, and G. V B. Cochran 10-33(5-
8)

GRIFFIN, Paul P
-Electrophysiological Techniques in Evaluation and Correction of HAGY John

Neuromuscular Defeats "VA RER&DS Progress Report: P P. Griffin, -Serial Frame (Vanguard) Motion Analysis. Conference Report:
R. Shiavi, S. Champt-n. and F Freeman. Nashville VAMC 10-31(106, J. Hagy 10-35(288)
no report)

-Evaluative and Corrective Techniques for Neuromuscular Deficits. HAHN, Allen W
VA RER&DS Progress Report: P Griffin and R. Shiavi. Nashville -Insulating Biomaterials. NIH-NINCDS Progress Report: A. W Hahn.
VAMC/Vanderbilt Univ. 10-33(194) 10-34(129-130) 10-35(101-102) Univ. of Missouri 10-35(93)

-Variability of Electromyographic Patterns for Level-Surface Walk-
ing Through a Range of Self-Selected Speeds: R. Shiavi, Hair Implantation-Method of Implanting Hair. Recent Patents: P W
S. Champion, F Freeman, and P Griffin 10-35(5-14) Miller 10-35(327)

HALL C. William
GROBELNIK, S. -Permanently Attached Artificial Limbs. VA RER&DS Progress Re-
-FES of Spinal-Cord-Injured Patients- Fundamental Locomotion port: C. W Hall and W H. Mallow. Southwest Research Institute

Patterns. NIHR REC Progress Report: A. Kralj, R. Turk, S. Grobelnik, 10-31(136-145) 10-32(344-347) 10-33(185-186) W. Rostoker
and T Bajd. University of Ljubljana 10-32(280-281) 10-35(230-231) 10-34(98-100)

-FES of Urogenital Mechanisms (FESUM)-Design of Orthotic Aids
and Special Measuring Systems. NIHR REC Progress Report: HALL John E.
P Suhel and S. Grobenik. University of Ljubljana 10-32(286-287) -Assoc. Dir., Rehabilitation Engineering Center, (RECI Harvard Univ./

M.IT., W Berenberg, Dir., R. W. Mann, M. J. Glimcher, and J. E.
A Grmmet Bone Uner for Rexible Implant Arthl .VA RER&DS Hall, Assoc. Dirs. Progress Reports 10-32(224-244) 10-33(108-111)

Progress Report: A. B. Swanson. Blodgett Memorial Medical Cen- 10-34(161-166) 10-35(213-2t7)
ter 10-33(214-216) 10-34(89-70) 10-35(106-114) -Developing and Monitoring an Effective Pressure System for Use
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in the Boston Scoliosis Orthosis. NIHR REC Progress Report: Harvard Award-William Berenberg, M.D., Receives Harvard Award.
M. Finston, J. E. Hall, and S. R. Simon. Harvard University/M.I.T Notes and News 10-34(227)
10-32(226-227) 10-35(213-214) Harvard University, Boston, Massachusetts -Rehabilitation Engi-

-Monitoring, Modifying and Testing Anterior Spinal Instrumenta- nearing Center. NIHR REC Progress Report: W Berenberg, R. W.
tion. NIHR REC Progress Report: J. E. Hall, D. Rowell, and S. R. Mann, et al. Harvard Univ/MIT 10-32(225-244) 10-33(108-111)
Simon. Harvard University/M.I.T 10-32(226) 10-34(161) 10-35(213) 10-34(161-165) 10-35213-217)

-Automated Muscle Fatigue Indicator: C. J. De Luca 10-32(235-236)
HALLETT, Mark A. Oslan 10-34(162) 10-35(215)
-Objective Measurement of Stretch Reflex in the Evaluation of -Cerebrospinal Fluid Shunt for Hydrocephalus: R. W. Mann

Spastic Dysfunction. NIHR REC Progress Report: S. R. Simon, 10-35(216)
W Berenberg, M. Hallett, and L. R. Young. Harvard University/M.I.T -Clinical Engineering in Rehabilitation: P. A. Drinker 10-35(216)
10-32(229-234) 10-35(215-216) -Clinical Evaluation of a Computer-Interactive AK Prosthesis:

W Flowers, R. W Mann, S. R. Simon, and D. Rowell 10-32(229)
HAMBRECHT, F. Terry -Collaborative Research Between the M.I.T Mobility Facility and
-NIH-NINCDS Progress Reports: F T Hambrecht, Program Head the Children's Hospital Medical Center Gait Analysis: R. W Mann

10-35(90-98) 10-35(214-215)
-Communication Systems for the Non-Vocal Severely Motor Hand-

Hand Controls see Automotive Adaptive Equipment icapped: R. W Mann, D. Rowell, M. J. Rosen and G. F Dalrymple
HAND ORTHOSES 10-32(236-238) 10-35(215)
-Development of Upper Extremity Orthoses Employing Electrical -Developing and Monitoring an Effective Pressure System for Use

Stimulation. VA RER&DS Progress Report: P H. Peckham. Cleve- in the Boston Scoliosis Orthosis: M. Finston, J. E. Hall, and S. R.
land VAMC/Case Western Reserve Univ. 10-33(188-191) 10-34(107- Simon 10-32(226-227) 10-35(213-214)
109) 10-35(128-129) -Evaluation and Application of Myoelectric Biofeedback: C. J. De

-Patient Evaluation of a Functional Electrical Stimulation Hand Or- Luca 10-34(163) 10-35(216)
thoais. VA RER&DS Progress Report: P H. Peckham. Cleveland -Evaluation of an Audio-Electromyographic Threshold Device: C. J.
VAMC 10-31(100-105) 10-32(352-356) De Luca, M. J. Rosen, and S. R. Simon 10-32(239-240)

-Evaluation of Gait in Selected Groups of Children With Cerebral
Hand Prosthesis-Metacarpal Phalangeal Joint-Driven Index Finger Palsy and Scoliosis: S. R. Simon, M. J. Glimcher, R. W Mann, and

Prosthesis, Technical Note (illustrated) Leland D. Miller, 10-35(48- R. Rosenthal 10-32(229-232) 10-35(214)
51) -Evaluation of Systems and Devices for the Disabled in the Acute

Hand Surgery-Microsurgical Techniques Applied to Orthopaedics Care Setting: P A. Drinker 10-32(241-243)
and Hand Surgery. VA RER&DS Progress Report: J. W Shaffer -Mobility Aids for the Blind and Severely Visually Handicapped:
Cleveland VAMC 10-32(371-372) 10-33(223-224) 10-35(117) R. W. Mann 10-35(216)

Han-Dee-Lite, Deerfield Beach, Florida-Han-Dee-Lite. VAPC Re- -Monitoring, Modifying and Testing Anterior Spinal Instrumenta-
search Report 10-32(486) tion: J. E. Hall, D. Rowell, and S. R. Simon 10-32(226) M. Orton,

Handicapped Children see Special Education R. Reilly 10-34(161) 10-35(213)
HAKWICAPPED DRIVERS -Neurophysiological Feedback From Extremities: N. Hogan, R. W
-Driving-for-the-Handicapped Program. Cairo Rehabilitation Engi- Mann, and M. J. Rosen 10-32(228-229) L. Deming 10-34(161)

neering Center. NIHR REC Progress Report: S. El-Din EI-Hommos- 10-35(214)
sani, Dir. Arab Republic of Egypt 10-34(191) -Objective Measurement of Stretch Reflex in the Evaluation of

-Investigation of Physiological and Psychological Factors Affecting Spastic Dysfunction: S. R. Simon, W Berenberg, M. Hallett, and
Driver Performance. NIHR REC Progress Report: M. Sivak. Uni- L. R. Young 10-32(232-234) 10-35(215-216)
versity of Michigan 10-34(187) -Refreshable Braille Data Display System: D. Rowell 10-32(240-241)

-Vestibular Insufficiency in Drivers With Hearing Impairments. NIHR 10-35(216-217)
REC Progress Report: T D. Clack and W. 0. Milburn. University of -Suppression of Abnormal Involuntary Movements by Application
Michigan 10-34(187) 10-35(254-256) of Mechanical Loads and Biofeedback: M. J. Rosen, C. J. De Luca,

and S. R. Simon 10-32(234-235) D. Adelstein 10-34(162) 10-35(215)
HARDEN, David H. -TSPS Telephone Console for Blind Operators: Technology Transfer
-Design and Development of Vehicle Adaptive Devices and Sys- in Action: G. F Dalrymple and D. Rowell 10-33(108-111)

tems. NIHR REC Progress Report: R. C. Juvinall and D. H. Harden. -Use of a New Biofeedback and Gait Analysis System in Conjunc-
University of Michigan 10-34(182-184) tion With the Microcomputer-Controlled Above-Knee Prosthesis:

W. Flowers, M. R Shepley 10-34(161-162) 10-35(214)
Harnessng Technique for Myoolectric Arm Prosthesis. Technical Note: Haskins Laboratories. New Haven, Connecticut-A General-Purpose

M. Solomonow, C. Adair, and J. H. Lyman 10-32(208-212) System for the Synthesis by Rule of Natural-Sounding Speech.
Harrington Rod Axial Force Transducer. VA RER&DS Progress Re- NSF Progress Report: I. G. Mattingly 10-34(144)

port: R. Dix, C. Sciammarrella, D. Smith, and W H. Bunch. Hines HATFIELD, Raymond
VAMC 10-32(313) -Wheelchair Controls. Recent Patents: Robert E. Brown and Ray-

HARRIS, John D. mond Hatfield 10-31(218)
-Wheelchairs. Recent Patents: John D. Harris, Michael F Fodgen, HAURY Gibert E.

and Graham E. Mead 10-32(514) -Adjustable Wheel Chair. Recent Patents: Gilbert E. Haury 10-31(217)

HRIS, John F HAUSER, Ray L.
-Biological Electrode. Recent Patents: R. L. Hauser and J. F Harris -Biological Electrode. Recent Patents: R. L. Hauser and J. F Harr s

10-354327) 10-35(327)
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HAWKS, Dale A. -Evaluation of a Protocol for Fitting a Wearable Master Hearing
-Locking Arrangement for Wheelchair Lift Device. Recent Patents: Aid: M. J. Collins and H. Levitt 10-35(35-40)

Dale A. Hawks 10-32(511) -The Infrared Light Transmission Hearing Aid: B. Leshowitz
-Wheelchair Lift Device. Recent Patents: Dale A. Hawks, Daniel L. 10-32(177-189)

Kline, and James T Hogan 10-32(514) -A Tactile Aid for the Treatment of Sensorineural Hearing Loss and
Aphasia. VA RER&DS Progress Report: R. T Wertz, R L. Divenyi,

HAYS, Marguerite T G. Skalbeck, and E A. Saunders. Martinez VAMC 10-35(196)
-Dr. Hays Appointed Assistant Chief Medical Director for Research -see also Hearing Impaired, and CommunicV -)n Aids for the Deaf

and Development. Notes and News 10-31(209-210)
-Marguerite T Hays Receives Honorary Degree. Notes and News HEARING IMPARD

10-32(503) -Children's Auditory Discrimination and Perception of Monosyllabic
Words. NSF Progress Report: L. L. Elliott, Northwestern University

HAZAN, Paul L. 10-33(106-107)
-Low Bandwidth Visual Communication for the Deaf. NSF Progress-Application of Personal Computing to Assist the Handicapped. Report: G. Speling. New York Univ. 10-35(87)

NSF Progress Report: P L. Hazan, The Johns Hopkins University -Production and Visual Articulatory Shaping of Speech in Deaf
10-33(106) 10-34(145) Children. NSF Progress Report: S. G. Fletcher. University of Ala-

bama 10-35(86)
Head Control Unit for Wheelchairs. VA RER&DS Progress Report: -Speech Perception in Noise by the Hearing-Impaired. NSF Prog-

B. Shriver, R Justle, and S. Tipton. Palo Alto VAMC 10-33(169-170) ress Report: B. Scharf, Northeastern University 10-34(144)
Health, Education, and Welfare. Dept. of-see National Institute of -A Tactile Aid for the Treatment of Sensorineural Hearing Loss and

Handicapped Research Aphasia. VA RER&DS Progress Report: R. T. Wertz, P L. Divenyi,
NEARING AIDS G. Skalbeck, and E A. Saunders. Martinez VAMC 10-35(196)
-An Auditory Prosthesis for Sensorineural Hearing Loss. VA RER&DS -Tactile Perception of Speech. NSF Progress Report: J. C. Craig.

Progress Report: E. W Yund, R. Efron, and H. J. Simon. Martinez Indiana University 10-35(86)
VAMC 10-35(195-196) -ae also Hearing Aids, Deaf, and Communication Aids for the Deaf

-Clinical and Acoustic Parameters of Hearing Aid Effectiveness. VA
RER&DS Progress Report: G. D. Causey, J. L. Punch, and H. C. HEIPLE, Kingsbury G.
Schweitzer. Univ. of Maryland/Washington, D.C. VAMC 10-32(431- -In Vivo Loading of Knee Joint Replacements. VA RER&DS Prog-
435) 10-33(232-233) 10-35(199-200) tess Report: R. H. Brown, K. G. Heiple, and V M. Goldberg. Case
-Comparison of Judgments of Quality and Relative Intelligibility Western Reserve Univ. 10-31 (110-111) 10-32(373-375) 10-33(220)

With Phonemic-Identification Performance 10-33(232-233) 10-35(150-151)
-Hearing Aid Quality Judgments 10-32(432-433) 10-33(232)
-Hearing Aid Quality Judgments: a Confirmatory Study Helen Hrae Holtal, West Haverstraw, New York

10-32(433-435) -Acceleration of Bone Healing by Electrical Stimulation. VA RER&DS
-The Performance of Aids with AGC 10-32(431) Progress Report: G. V B. Cochran 10-31(107, no report) 10-32(361)
-The Relation of Measurements on KEMAR to Behavioral Per- -Identification and Control of Biophysical Factors Responsible for

formance 10-32(431-432) Soft Tissue Breakdown. NIHR Non-REC Progress Report: G. V B.

-see also The Development of Improved Techniques for the Anal- Cochran, N. P. Reddy, and J. Brunski. Helen Hayes Hospital/RPI

ysis of Hearing Aid Performance 10-33(156-157)
-Custom In-the-Ear Hearing Aids: a Survey Report: M. Howard, Stimulation of Repair of Cortical Bone Transplants by Implantation

L. B. Beck, and E. S. Wintercorn 10-35(41-47) of Piezoelectric Materials: a Pilot Study. VA RER&DS Progress Re-

-Development of a Hearing Aid System With Independently Ad- port: G. V B. Cochran, B. Y Lee, and W Williams. Castle Point VAMCI

justable Subranges of Its Spectrum Using Microprocessor Hard- Helen Hayes Hospital 10-33(195) 10-34(68) 10-35(114-115)

ware. VA RER&DS Progress Report: D. Graupe and G. D. Causey. Hemodynemic Evluation of Postoparativa and Prmoperative Am-
Illinois Inst. of Technology/Univ Maryland/Washington, D.C. VAMC putees, VA RER&DS Progress Report: B. . Lee, F. S. Trainor,
10-31(162-163) D. Kavner, and J. L. Madden. Castle Point VAMC 10-31(99-100)

1002(531(162-163)1-3(16-87
--see alo Digital Spectrum Shaping and Contraction of Speech 10-32(350) W R. Thoden 10-33(186-187)

Applied to Audiological Instrumentation --saee e Program for the Study of Disabilities Due to Vascular
-The Development of Improved Techniques for the Analysis of Disease: Thromboembolism

Hearing Aid Performance. VA RER&DS Progress Report: G. D. Hemorrhage Alarms. Recent Patents: John T Ziccardi 10-34(224)

Causey, J. L. Punch, H. C. Schweitzer, E. Elkins, and L. Beck. Univ. HENCH, Larry L

MarylandWashington, D.C. VAMC 10-31(055-162) --Interfacial Behavior of Biomaterials. NIGMS Progress Report: L. L.

-The Application of the Maryland Speech Intelligibility Materials Hench. Univ. of Florida 10-35(88-89)

10-31(159-192)
-The Clinical and Acoustic Parameters of Hearing Aid Perfor- HENNEN, Martin R.

mance 10-31(155-159) -Tactile Indicating Device. Recent Patents: Martin R. Hennen and
-see also The Clinical and Acoustic Parameters of Hearing Aid David V Charlesworth 10-34(225)

Effectiveness
-Digital Spectrum Shaping and Contraction of Speech Applied to HENNESEY, Jeeph J.

Audiological Instrumentation. VA RER&DS Progress Report: -Clinical Application Study of Reading and Mobility Aids for the
D. Graupe and G. D. Causey. Illinois Inst. of Technology/Univ. Blind. VA RER&DS Progress Report: J. J. Hennesseay, G. L. Good-
MarylandWashington, D.C. VAMC 10-31(162-163) 10-32(436-438) rich, R. R. Bennett, and D. L. Mormssette. Palo Alto VAMC 10-33(230-
10-33(233-234) 232) 10-34(117-120)S. Melrose 10-35(192-193)



,--r- I

263
Bulletin of Prosthetics Research BR 10-36 Fall 1981

HENRIKSSEN, Ole Hip Disarticulation Prosthesis. VA RER&DS Progress Report: R. G.
-Temporary Walking Aid for Use After Lower leg Amputations. Re- Thompson and D. S. Childress. Northwestern University 10-33(174)

cent Patents: Gunnar Marsh, Ole Henrikssen, and Urban C. S. 1034(72-73) 10-35(124)
Sjoblum 10-32(512) HOAGLUND, Franklin T.

-Design of Prosthetic and Orthotic Devices and Biomechanical
HENTZ, Vincent R. Studies of Locomotion. VA RER&DS Progress Report: F. T Hoag-
-Nerve Repair and Evaluation. VA RER&DS Progress Report: V R. lund, C. W. Radcliffe, D. M. Cunningham, L. W Lamoreux, H. E.

Hentz and L. J. Leifer. Palo Alto VAMC 10-33(166) G. S. Abraham Jergesen. Univ. California, Berkeley[San Francisco VAMC 10-33(176-
10-35(178-179) 177) G. Stout 10-34(85-87)

-Rehabilitative Engineering Research Program. VA RER&DS Prog-
HENTZ, Vincent ress Report: F T Hoaglund, L. W. Lamoreux, L. A. Wilson, H. E.
-Peripheral Nerve Repair. VA RER&DS Progress Report: L. J. Leifer Jergesen, R. A. Roberts, C. W. Radcliffe, F N. Todd, R. W. Cur-

and V Hentz. Palo Alto VAMC 10-31(58-59) mings. D. M. Cunningham, and G. Stout. San Francisco VAMCUC,
-Study of Upper-Limb Biomechanics Using Ultrasound Transmis- Berkeley 10-35(147-149)

sion Imaging. VA RER&DS Progress Report: V R. Hentz, P Dev,
and K. W. Marich. Palo Alto VAMC 10-35(181-182) HOBSON, Douglas A.

-Rehabilitation Engineering Center. NIHR REC Progress Report: D. A.
HERBIG, Charles A. Hobson, Tech. Dir University of Tennessee 10-33(117-127) R. Tooms
-Adjustable Arch Support for Shoes. Recent Patents: Charles A. 10-35(268-271)

Herbig 10-33(241) 
HOBSON, Lawrence B.

HERNDON, Charles H. -Amputation as Cause of Cardiovascular Disorders-Editorial: L. B.
-Rehabilitation Engineering Center NIHR REC Progress Report: C. H. Hobson, VA Deputy Asst. Chief Medical Dir for R&D 10-31(1-2)

Herndon, Proj. Dir., Case Western Reserve University 10-32(251-253) 10-33(114-117) 10-34(167-170) HOFFER. J.A.
-New Approaches for the Control of Powered Prostheses Particu-

HIDAKA, Tsuneo larly by High-Level Amputees: R. D. Stein, D. Charles, J. A. Hoffer,
-Prosthetic Teeth and Bones. Recent Patents: T Hidlaka, M. Inoue, J. Arsenault, L. A. Davis, S. Moorman, and B. Moss 10-33(51-62)

and M. Ebihara 10-35(327) HOGAN, Harry A.
-A Practical Curb-Climbing Aid for Wheelchair-Bound Paraplegic

High Performance Indoor/Outdoor Wheelchairs. Some Aspects of: Persons (A Progress Report): R. N. White, A. Y J. Szeto, and H. A.
G. Stout 10-32(135-175) Hogan 10-3403-19)

Hindfoot Joint Resurfacing Prosthesis. VA RER&DS Progress Report:
K. M. Samuelson and A. U. Daniels. Salt Lake City VAMC/Univ. of HOGAN, James T.
Utah College of Med. 10-33(217) 10-35(135-139) -Wheelchair Lift Device

Hines VA Medical Crter (VAMC) -Recent Patents: Dale A. Hawks, Daniel L. Kline, James T Hogan
-see VA Medical Center, Hines, III. 10-321514)
-see VA Medical Center. Hines, Illinois; Rehabilitative Engineering -Recent Patents: Peter P Dudynskyj, Daniel L. Kline, James T

R&D Center Hogan 10-32(514)
HINSHAW David B.
-Evaluation of Peripheral Vascular Disease by a Real-Time Multi- HOGAN, Neville

spectral Imaging System. VA RER&DS Progress Report: W R. Adey, -Neurophysiological Feedback From Extremities. NIHR REC Prog-
D. B. Hinshaw, J. E. Kaiser, N. P Poe, D. M. Street, and V J. An- ress Report: N. Hogan, R. W. Mann, and M. J. Rosen. Harvard
selmo. Loma Linda VAMC/Calif. Inst. of Technology 10-35(103- University/M..T. 10-32(228-229) 10-34)161)10-35)214)
105) -Neurophysioogically-Based Controllers for Assistive Devices. NSF

Progress Report: N. Hogan. Mass. Inst. of Technology 10-33(106)
Hip Abduction Torque-Normal Hip Abduction Torque. NIHR REC

Progress Report: J. Gronley. Rancho Los Amigos Hospital Holding Device-Instrument Holder for Use on Disabled Hands. Re-
10-35(226-227) cent Patents: Alvin W. Hunt 10-33(241)

HOLMSTROM, Cad
HIP ARTHROPLASTY -A Foot-Controlled Laboratory Microscope. Technical Note: N. D.
-In Vitro and In Vivo Quantitative Analysis of Acetabular Failure in Sherrill, M. Ohms, C. Holmstrom, and M. Kennedy 10-35(69-72)

Total Hip Arthroplasty VA RER&DS Progress Report: W, Petty.
Gainesville VAMC 10-31(109-110) 1032(376, no report) 10-33(220) HOLSBERG, Wiffred G.

-in Vitro Evaluation of the Effect of Acetabular Prosthesis Implan- -Holsberg Retires As Acting Director, VA Prosthetics and Sensory
tation on Human Cadaver Pelves. Technical Note: W. Petty, G. J. Aids Service. Notes and News 10-34(226)
Miller, and G. Piotrowski 10-33(80-89)

-Orthopeedic Implant Device Retrieval and Analysis. VA RER&DS HOMSY Charles A.
Progress Report: Allan M. Weinstein, et al. New Orleans VAMC -Structure Suitable for In Vivo Implantation. Recent Patents: Charles
10-35(151-152) A. Homsy 10-321512)

-Quantitative Analysis of the Effect of Total Hip Arthroplasty on
Stress and Strain in the Human Pelvis. VA RER&DS Progress Re- HOOD, C. Ian
port: W Petty. Gainesville VAMC 10-35(117) -Foreign Body Reaction in the Lung to Intravenously Injected Bio.
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materials. VA RER&DS Progress Report: C. I. Hood and F J. Schoen. RER&DS Progress Report: H. A. Mauch. Mauch Laboratories
Gainesville VAMC/Univ. of Florida 10-33(210-211) 10-34(125-128) 10-31 (85-87)
S. E. Coleman 10-35(118-121) Hyperbaric Treatment Apparatus. Recent Patents: 0. G. Stivala

10-35(327)
HOVEFSTEN, Francesca
-Rehabilitation Engineering Center. NIHR REC Progress Report:

J. Goodgold, Dir. New York University Medical Center 10-34(151-
160)

Identification and Control of Biophysical Factors Responsible for Soft
HOWARD, Mary Tissue Breakdown. NIHR Non-REC Progress Report: G. V B. Coch-
-Custom In-the-Ear Hearing Aids: a Survey Report: M. Howard, ran, N. P. Reddy, and J. Brunski, Helen Hayes HospitalIRPI

L. B. Beck, and E. S. Wintercorn 10-35(41-47) 10-33(156-157)
HOWSON,. David C, Identification of Muscle Fatigue by EMG Power Spectrum Analysis.

-Linear Electromyographic Biofeedback System. Recent Patents: VA RER&DS Progress Report: R. E. Jones, V Mooney, T Carmichael.
Dallas VAMC 10-32(351) 10-33(187) R. Ortengren 10-34(84-85)

Mark G. Scttergood and David C. Howson 10-32)511 ) 10-35(152-153)

HRUBKC, Zdenek Identification of the Relevant Parameters and Their Magnitudes for
-Report to the Veterans Administration Department of Medicine Electrical Stimulation of Bone Remodeling. NSF Progress Report:

and Surgery on Service-Connected Traumatic Limb Amputations E. Korostoff, University of Pennsylvania 10-34(145)
and Subsequent Mortality From Cardiovascular Disease and Other Illinois Institute of Technology, Chicago, Illinois
Causes of Death: Z. Hrubec and R. A. Ryder 10-32(29-53) -Control of an Artificial Upper Limb in Several Degrees of Freedom.

VA RER&DS Progress Report: D. Graupe and J. Fisk. Illinois Inst.
HUMAN LOCOMOTION of Tech./Loyola Univ/Hines VAMC 10-31(72-74) 10-32(316-319)
-Acquisition of Transient Visual Information: Implications for Mo- 10-33(173-174)

bility. NIHR REC Progress Report: E. Kwatny. Moss Rehabilitation -Development of a Hearing Aid System With Independently Ad-
Hospital/Temple Univ./Drexel Univ. 10-32(295-296) W Freedman justable Subranges of its Spectrum Using Microprocessor Hard-
10-34(175) ware. VA RER&DS Progress Report: D, Graupe and G. D. Causey.

-Apparatus Particularly for Evaluating the Functionality of Man's Illinois Inst. of Technology/Univ. Maryland/Washington, D.C. VAMC
Locomotive Faculties. Recent Patents: Antonio Pedotti 10-32(509) 10-31(162-163)

-Locomotion Assistance Through Cane Impulse: L. Bennett, M. P. -Digital Spectrum Shaping and Contraction of Speech Applied to
Murray, E. F Murphy, and T T. Sowell 10-31(38-47) Audiologcal Instrumentation. VA RER&DS Progress Report:

-The Projection of the Ground Reaction Force as a Prediction of D. Graupe and G. D. Causey. Illinois Inst. of Technology/Univ.
Internal Joint Moments: R. P. Wells 10-35(15-19) Maryland/Washington, D.C. VAMC 10-31(162-163) 10-32(436-438)

-A Technique for the Display of Joint Movement Deviations: R. W 10-33(233-234)
Wirta and F L. Golbranson 10-33(73-79) -interference-Insensitive System for Spinal Cord Monitoring During

-m also Biomechanics, Gait and Gait Analysis, Muscular Analysis Surgery. VA RER&DS Progress Report: D. Graupe, S. Basseas, and
of Human Motion J. Fisk. Illinois Inst. of Tech.Loyola Univ-Hines VAMC 10-32(317-

319) 10-33(224-225)
"Hm~ Walkng" Summarizes Thirty-Five Years of Research. In- Imaging Systems-Evaluation of Peripheral Vascular Disease by a

man, Verne T; Ralston, H. J., and Frank Todd. Williams & Wilkins Real-Time Multispectral Imaging System. VA RER&DS Progress
1981. Notes and News 10-35(332) Report: W R. Adey D. B. Hinshaw J. E. Kaiser, N. P Poe, D. M.

HUMME, JAmques Street, and V J. Anselmo. Loma Linda VAMCCalif. Inst. of Tech-
-Process and Device for the In Vivo Measurement of Bone Consol- nology 10-35(103-105)

idation. Recent Patents: Jean-Marie Ory and Jacques Hummer Imasen Electcal Industrial Co., Ltd., Japan-masen Recliner. VAPC
10-32(511) Research Report 10-32(478-479)

IMMEDIATE POSTOPERATIVE PROSTHESES
HUNT Alvin W. -Below-Knee Amputation With Immediate Postoperative Fitting of
-Instrument Holder for Use on Disabled Hands. Recent Patents: Prosthesis. VA RER&DS Progress Report: W. S. Moore. Tucson

Alvin W Hunt 10-33(241) VAMC 10-31(98) 10-32(349) 10-33(184-185)
-Immediate Postoperative Prostheses Research Study VA RER&DS

Huntngtn Institute of Applied Research, Pasadena, California-De- Progress Report: E. M. Burgess. Prosthetics Research Study
velopment and Evaluation of Safe Methods of Intracortical and 10-31(96-98) 10-32(338-341) 10-33(177-179)
Peripheral Nerve Stimulation. NIH-NINCDS Progress Report: W F -Lower Extremity Amputation: Immediate Postoperative Fitting of
Agnew 10-35(92) Prostheses. VA RER&DS Progress Report: J. M. Malone, W. S.

HUSM, Robert W. Moore, and J. M. Leal. Tucson VAMC 10-34(109-110) S. J. Childers
-Functional Muscle Control by Electrical Stimulation of Afferent and J. Underwood 10-35(102)

Nerves. VA RER&DS Progress Report: R. W Hussey, A. B. Rossier, -Upper Extremity Amputation: Immediate Postoperative Conven-
M. J. Rosen, and W, R. Durfee. West Roxbury VAMC/MIT 10-33(188) tional, Electric, and Myoelectric Prostheses. VA RER&DS Progress
10-34(84) Report: J. M. Malone, J. M. Leal, and S. J. Childers. Tucson VAMC

-Spinal Cord Injuries. VA RER&DS Progress Report: P S. Walker, 10-34(110-111) J. Underwood 10-35(102)
R. W. Hussey, and A. B. Rossier. West Roxbury VAMC 10-35(132- -Research Study. VA RER&DS Progress Report: E. M. Burgess.
133) Prosthetics Research Study 10-31(96-98) 10-32(338-341) 10-33(177-

179)
Hydnait Centol Systems-Hydraulic Ankle Control System. VA -see also Clinical and Laboratory Study of Amputation
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Implantation-Structure Suitable for In Vivo Implantation. Recent E. Tanagho. Univ. of California, San Francisco 10-35(94-95)
Patents: Charles A. Homsy 10-32(512) -Rehabilitation Engineering Center. NIHR REC Progress Report:

IMPLANTS A. Kralj, Proj. Dir. Univ. of Ljubljana 10-32(277-289) 10-35(229-234)
-Adhesion Studies. NIH-NINCDS Progress Report: K. W Allen. City -Automatic Vaginal Electrical Stimulator to Control Incontinence:

University, London 10-35(93) P Suhel, A. Kralj, E. Roskar, and M. Benedik 10-35(231-233)
-Bone-Implant Interface Analysis. NIGMS Progress Report: A. S. -FES of Urogenital Mechanisms-Design of Orthotic Aids and

Greenwald. Cleveland Clinic Foundation 10-35(89) Special Measuring Systems: P. Suhel and S. Grobelnik 10-32(286-
-Development of Improved Grouting Materials for Artificial Joint 287)

Replacement. VA RER&DS Progress Report: W. R Fortune and -FES of Urogenital Mechanisms-Physiology, Techniques of
F. Leonard. Washington, D.C. VAMCfGeorge Washington Univ. Stimulation, and Methods of Urodynamic Evaluation: S. Plevnik,
10-33(213-214) 10-34(79) 10-35(143-144) J. Janez, S. Rokavec, P Vrtacnik and L. Ravnik 10-35(233-234)

-A Grommet Bone Liner for Flexible Implant Arthroplasty. VA -FES of Urogenital Mechanisms-Studies of Urodynamic and
RER&DS Progress Report: A. B. Swanson. Blodgett Memorial Evaluation of Orthotic Aids: L. Racnik and S. Plevnik 10-32(287-
Medical Center 10-33(214-216) 10-34(69-70) 10-35(108-114) 289) J. Janez 10-35(234)

-Insulating Biomaterials. NIH-NINCDS Progress Report: A. W Hahn. -Urinary Sphincter Control by Collision Block Techniques. NSF
University of Missouri 10-35(93) Progress Report: J. T. Mortimer. Case Western Reserve Univ.

-Interfacial Behavior of Biomaterials. NIGMS Progress Report: L. L. 10-35(87)
Hench. Univ. of Florida 10-35(88-89)

-Orthopedic Implant Device Retrieval and Analysis. VA RER&DS Independence Walker. VAPC Research Report 10-31(185)
Progress Report: A. M. Weinstein. New Orleans VAMC 10-31(108) Indiana University, Bloomington, Indiana
10-32(365-370) 10-33(211-213) 10-34(95-96) S. D. Cook, H. B. -Tactile Perception of Speech. NSF Progress Report: J. C. Craig
Skinner, and A. J. T Clemow 10-35(151-152) 10-35(86)

-Stimulation of Repair of Cortical Bone Transplants by Implantation
of Piezoelectric Materials: a Pilot Study. VA RER&DS Progress Re- INDEXES
port: G. V B. Cochran, B. Y Lee, and W Williams. Castle Point VAMC/ -Index to BPR 10-21 through BPR 10-30. 10-31 j231-490)
Helen Hayes Hospital 10-33(195) 10-34(68) 10-35(114-115) -Index of Progress Reports 10-33(103-104) 10-,34(62-64) 10-35(82-85)

-Textured Grommets for Flexible Implant Arthroplasty of Finger Influence of Internal Fixation on In Vivo Stress Patterns. VA RER&DS
Joints. VA RER&DS Progress Report: B. A. Banks. NASA-Lewis Progress Report: D. M. Spengler, D. R. Carter, D. J. Baylink, R. Vasu,
Res. Ctr. 10-33(216-217) 10-34(83) and R. T. Dueland. University of Washington 10-33(195-196)

-see also Biomaterials, Orthopedic Implants, Surgical Implants -see also Bone Strength: In Vivo Stress and Strain
Information Brochure by AAOP Notes and News 10-35(332)

Improved In-Flight Access Slated. Notes and News 10-34(228-229) Information System for the Visually Impaired-Development of a
Improved Predictive Filtering Techniques for the Non-Invasive Anal- Personal Information System for the Visually Impaired. VA RER&DS

ysis of Neuromuscular Systems. VA RER&DS Progress Report: Progress Report: J. G. Linvill, G. L. Goodrich, M. Morf, J. Gill, and
C. C. Boylls. Palo Alto VAMC 10-35(181) G. A. Fowler. Palo Alto VAMC/Stanford Univ. 10-34(113-115)

Improving Intelligibility of Information in Ultrasonic Sensing Sys- -Information System for the Visually Impaired. VA RER&DS Prog-
tems for the Blind. VA RER&DS Progress Report: G. Saletta, ress Report: J. Linvill and G. Goodrich. Palo Alto VAMC 10-31(59-
K. Haag, and W H. Bunch. Hines VAMC 10-32(311-313) L. Farmer 62) 10-33(164-166)
10-33(163) The Infrared Light Transmission Hearing Aid: B. Leshowitz 10-32(177-

Improving Motor Control in Spastic Children Using Biofeedback to- 189)
ward Development of a Technology. Office of Special Education INMAN, Dean P
Progress Report: D. P Inman and R. H. Schwary University of Or- -Improving Motor Control in Spastic Children Using Biofeedback
egon 10-34194) toward Development of a Technology. Office of Special Education
Bonthe Crack Proa atio Resistance and Durability of A Progress Report: D. P Inman and R. H. Schwary. University of Or-Bone Cement. VA RER&DS Progress Report: L. J. Broutman, and egon 10-34(194)

W H. Bunch. Hines VAMC 10-32(309-310) n
In Praise of Progress Reports. Editorial: E. F. Murphy, 10-34(1-4) INMAN, Verne T
In Vitro and In Vivo Quantitative Analysis of Acetabular Failure in -In Memoriam (1905-1980). Notes and News 10-33(239-240)

Total Hip Arthroplasty. VA RER&DS Progress Report: W Petty.
Gainesville VAMC 10-31(109-110) 10-32(376, no report) 10-331220, INOUE, Msshide
report incorporated in a Technical Note entitled "In Vitro Evalua- -Prosthetic Teeth and Bones. Recent Patents: T Hidaka, M. Inoue,
tion of the Effect of Acetabular Prosthesis Implantation on Human - t etha B set e:Ha7n
Cadaver Pelves" by W Petty, et el.)

-see also Quantitative Analysis of the Effect of Total Hip Arthro- instrument for Clinical Analysis of Gait. NIHR REC Progress Report:
plasty on Stress and Strain in the Human Pelvis 0. Taylor. Moss Rehabilitation Hospital,Temple Univ.,'Drexel Univ.

in Vitro EvaluatIon of the Effect of Acetabulr Prosthesis Imltta- 10-32(301) 10-33(132) 10-34(175
tion on Human Cadaver Pelves. Technical Note: W. Petty, G.J. Instrument for Clinical Observation of Wmight4earing in Locomo-
Miller, and G. Piotrowski 10-33(80-89) tion. NIHR REC Progress Report: D. Taylor. Moss Rehabilitation

In Vivo Loading of Knee Joint Replacements. VA RER&DS Progress Hospital/Temple Univ,/Drexel Univ. 10-33(134) 10-35(242)
Report: R. H. Brown, K. G. Heiple, and V M. Goldberg. Case West- Instrument Holder for Use on Disabled Hands. Recent Patents: Alvin
ern Reserve Univ. 10-31(110-111) 10-32(373-375) 10-33(220) W Hunt 10-33(241)
1-35(150-151) instrumentation for Impact Measurements in SpInal-Cord Injur. VA

INCONTINENCE CONTROL RER&DS Progress Report: V. Gebben, D. Smith, J. Trimble. Hines
-Control of the Urinary Bladder. NIH-NINCDS Progress Report: VAMC 10-33(161)
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Instrumented Walking Aids. Conference Report: M. P. Murray Driver Performance. NIHR REC Progress Report: M. Sivak. Uni-
10-35(304-306) versity of Michigan 10-34(187)

Instrumented Walkway (a Gait Analyzer/Trainer System). Conference Investigation of a Transition Preserving, Diphone Method of Speech
Report: R. A. Brand, R. H. Gabel, R. C. Johnston, and R. D. Crown- Synthesis. NIHR REC Progress Report: R. A. Foulds. TuftslNew
inshield 10-35(282-283) England Medical Center 10-34(149)

Insulating Biomaterials. NIH-NINCDS Progress Report: A. W Hahn. Investigation of Viability of the Neuromuscular Structures of the
University of Missouri 10-35(93) Extremities. VA RER&DS Progress Report: F. A. Matsen III. Univ.

Integrated Electro-Mechanical Transducer Systems. NSF Progress of Washington 10-34(100-102)
Report: J. G. Linville. Stanford University 10-33(107) -see also Clinical and Laboratory Investigation of the Application

Integrated Sciences Corp., Santa Monica, California of Transcutaneous p02 Monitoring in the Assessment of Local
-Visual Feedback Speech Training for the Deaf. NSF Progress Re- Circulation

port: W, C. Gish 10-33(107) -see also Transcutaneous Oxygen Tension as Predictor of Wound
Interagency Committee on Handicapped Research Healing
-Emphasized by Congress: S. E. Roodzant and J. G. Clements

10-31(8-9) IRMINYU Voice Control System
Interagency Conference on Rehabilitation Engineering -see Voice Control System
-Second Annual Conference. Notes and News 10-32(507) ISHIDA, Michiyasu
Interdisciplinary Development and Evaluation of Externally Powered -Dressing-Undressing Apparatus. Recent Patents: Michiyasu Ishida

Upper-Limb Prostheses and Orthoses. VA RER&DS Progress Re- 10-32(510)
port: W. Seamone and G. Schmeisser. The Johns Hopkins Univer-
sity 10-31(78-84) 10-32(324-326) 10-33(174-176) 10-34(65-68)
10-35(124-126) J

Interfacial Behavior of Biomaterials. NIGMS Progress Report: L. L.
Hench. Univ. of Florida 10-35(88-89) JACOBSEN, Stephen C.

Interference-Insensitive System for Spinal Cord Monitoring During -Control Systems for a Multi-Joint Prosthetic Arm. NIGMS Progress
Surgery. VA RER&DS Progress Report: D. Graupe and J. Fisk. Illi- Report: S. C. Jacobsen. Univ. of Utah 10-35(88)
nois Inst. of Tech./Loyola Univ/Hines VAMC 10-32(317-319)
S. Basseas 10-33(224-225) JACOBSEN, Stephen C.

Internal and External Stabilization of the Disrupted Dorsal Lumbar -Epidermal lontophoresis Device. Recent Patents: Stephen C. Ja-
Spine. VA RER&DS Progress Report: R. Piziali and I. Perkash. Palo cobsen, Robert L. Stephen, R. Todd Johnson, Richard Luntz, and
Alto VAMC 10-31(58) 10-33(167-168) D. A. Nagel and T A. Koogle David Knutti 10-32(510)
10-35(179-180)

Internal Fixation-influence of Internal Fixation on In Vivo Stress JAFFE, David L.
Patterns. VA RER&DS Progress Report: D. M. Spengler, D. R. Carter, -Development and Evaluation of an Omnidirectional Electric
D. J. Baylink, R. Vasu, and R. T Dueland. University of Washington Wheelchair. VA RER&DS Progress Report: W. H. T La, T A. Koogle,
10-33(195-196) and D. L. Jaffe. Palo Alto VAMC 10-35(183-184)

International Conference on Rehabilitation Engineering, June 16-20,
1980. Conference Report 10-34(196) JAMESON, Mary

International Society for Prosthetics and Orthotics-Third World -In Memoriam (1899-1980). Notes and News 10-35(329)
Congress of ISPO at Bologna, Italy 1981. Notes and News
10-35(331-332) JANEZ, J.

International Standard Connections Project, June 19, 1980. Chair- -FES of Urogenital Mechanisms (FESUM)-Physiology, Techniques
man: G. C. Vanderheiden. Standardization Section 10-34(199-201) of Stimulation, and Methods of Urodynamic Evaluation. NIHR REC

International Standards Organization Progress Report: S. Plevnik, J. Janez, S. Rakovec, P Vrtacnik, and
-Technical Committee 168 for consideration of limb prosthetics and L. Ravnik. Univ. of Ljubljana 10-35(233-234)

orthopaedic bracing, Jan.-Apr. 1980. Standardization Section -FES of Urogenital Mechanisms (FESUM)-Studies of Urodynam-
10-34(206) ics and Evaluation of Orthoic Aids. NIHR REC Progress Report:

-Technical Committee 173 for technical systems and aids for dis- L. Ravnik. J. Janez, and S. Plevnik. Univ. of Ljubllana 10-32(287-
abled or handicapped persons, May 28-30, 1980. Sandardization 289) 10-35(234)
Section 10-34(205)

JERGESEN, Harry E.
The International Year of Disabled Persons. -Design of Prosthetic and Orthotic Devices and Biomechanical
-Editorial: E. F Murphy 10-35)1-3) Studies of Locomotion. VA RER&DS Progress Report: F T Hoag-
-Notes and News 10-351328-329) lund, C. W Radcliffe, D. M. Cunningham, L. W. Lamoreux, and H. E.

Jergesen. Univ. of California, Berkeley San Francisco VAMC
Interrupted-Light Method of Recording Gait. Conference Report: M. P 10-33(176-177) G. Stout 10-34(85-87)

Murray 10-35(286-288) -Rehabilitative Engineering Research Program. VA RER&DS Prog-
Invacar of America, Inc., Binghamton, New York-Freedom Chair. ress Report: F T Hoaglund, L. W Lamoreux, L. A. Wilson, H. E.

VAPC Research Report 10-32(464) Jergesen, R. A. Roberts, C. W. Radcliffe, F N. Todd, R. W. Cum-
Invalid Feeding Device. Recent Patents: Patrick Stapleton, Hubbard mings, D. M. Cunningham, and G. Stout. San Francisco VAMC.'UC.

P Browne, and D. Weatherholt 10-33(241) Berkeley 10-35)147-149)
Invalid Transfer Lift. Recant Patents: Dottie J. Vail and Nancy Getches

10-32(511) The Johns Hopkins University, Laurel, Maryland
Investigation of Physiological and Psychological Factors Affecting -Application of Personal Computing to Assist the Handicapped.
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NSF Progress Report: P L. Hazan 10-33(106) 10-34(145) JONAS, Jack F, Jr.
-'Computers-To-Aid-The-Handicapped" Contest. Notes and News -Rehabilitation Engineering Center. NIHR REC Progress Report: J. F

10-34(229) Jonas, Jr, J. H. Leslie, Jr., R. H. Norris, and R. D. Dryden. Cerebral
-Interdisciplinary Development and Evaluation of Externally Pow- Palsy Research Foundation of Kansas 10-33(127-130) 10-35(268)

ered Upper-Limb Prostheses and Orthoses. VA RER&DS Progress
Report: W Seamone and G. Schmeisser 10-31(78-84) 10-32(324- JONES, Richard T
326) 10-33(174-176) 10-34(65-68) 10-35(124-126) -Identification of Muscle Fatigue by EMG Power Spectrum Analy-
-Chin-Controlled Wheelchair Clinical Evaluation 10-33(175-176) sis. VA RER&DS Progress Report: R. E. Jones, V. Mooney,
-Chin Controller for Wheelchairs 10-31(79-83) 10-32(325) T Carmichael. Dallas VAMC 10-32(351) 10-33(187) R. Ortengren

10-33(176) 10-34(65) 10-35(124) 10-34(84-85) 10-35(152-153)
-Closed Loop Velocity Controller for Wheelchair Control 10-34(66-

68) 10-35(126) JUCKEL-REGAN, Hope
-Computer-Aided Robotic Arm/Worktable System 10-31(84) -Rehabilitation Engineering Center. NIHR REC Progress Report:

10-32(325-326) 10-33(174-175) 10-34(65-66) 10-35(124-126) J. Goodgold, Dir., New York University Medical Center 10-34(151-
-Improved Self-Feeding Mode Tested 10-33(175) 160)
-Power id-Assist Wheelchair 10-32(326)
-Retr,.,able Mouthstick Holder 10-31(83-84) JUSTLE, Paul
-Wheelchair Control Techniques 10-33(176) -Head control unit. VA RER&DS Progress Report: B. Shriver, P Justle,

JOHNSON, R. Todd and S. Tipton, Palo Alto VAMC 10-33(169-170)
-Epidermal lontophoresis Device. Recent Patents: Stephen C. Ja-

cobsen, Robert L. Stephen, R. Todd Johnson, Richard Luntz, and JUVINALL, Robert C.
David Knutti 10-32(510) -Design and Development of Vehicle Adaptive Devices and Sys-

tems. NIHR REC Progress Report: R. C. Juvinall and D. H. Harden.JOHNSTON, RC. University of Michigan 10-34(182-184)

-Instrumented Walkway (a Gait Analyzer/Trainer System) Confer-
ence Report: R. A. Brand, R. C. Gabel, R. C. Johnston, and R. D.
Crowninshield 10-35(282-283) K

Joint Moments-The Projection of the Ground Reaction Force as a KABO, J. Michae"
Prediction of Internal Joint Moments: R. P. Wells 10-35(15-19) -Total Knee Implant-Biotelemetry. VA RER&DS Progress Report:

JOINT PROSTHESES J. R. Moreland and J. M. Kabo. Wadsworth VAMC/IUCLA Center
-Development of Hindfoot Joint Resurfacing Prosthesis. VA RER&DS for Health Sciences 10-35(101)

Progress Report: K. M. Samuelson and A. U. Daniels, Salt Lake
City VAMC/Univ. of Utah College of Med. 10-33(217) 10-35(135- KADABA, Murli
139) -On-Line Cart for 0, Cost Measurement. Conference Report: G. V B.

-Load-Stabilizing Prosthetic Joint and Connecting Component Cochran and M. Kadaba 10-35(317-318)
Thereof. Recent Patents: Peter S. Walker 10-34(224)

-Nylon Hip and Knee Joints. VAPC Research Report 10-31(165) KAISER, John E.
10-32(447) -Evaluation of Peripheral Vascular Disease by a Real-Time Multi-

-see also Ankle Joint, Hip Joint, Knee Joint, Joint Replacements, spectral Imaging System. VA RER&DS Progress Report: W R. Adey,
Total Joint Replacements D. B. Hinshaw, J. E. Kaiser, N. R Poe, D. M. Street, and V J. An-

selmo. Loma Linda VAMC/Calif. Inst. of Technology 10-35(103-
JOINT REPLACEMENTS 105)
-Analysis of Wear Particles in Human and Arthroplastic Joints. VA

RER&DS Progress Report: D. C. Mears, Pittsburgh VAMC/Univ. of KATZ, Kalman
Pittsburgh 10-33(217-218) 10-34(68-69) 10-35(117-118) -End-Bearing Characteristics of Patellar-Tendon-Bearing

-Development of Improved Grouting Materials for Artificial Joint Prostheses-a Preliminary Report: K. Katz, Z. Susak, R. Seliktar,
Replacement. VA RER&DS Progress Report: W. R Fortune and and Th. Najenson 10-32(55-68)
F Leonard. Washington, D.C. VAMC/George Washington Univ.
10-33(213-214) 10-34(79) 10-35(143-144) KAUZLARICH, James J.

-A Grommet Bone Liner for Flexible Implant Arthroplasty. VA -James J. Kauzlarich, Ph.D., Elected Fellow of ASME. Notes and
RER&DS Progress Report: A. B. Swanson. Blodgett Memorial News 10-32(505)
Medical Center 10-33(214-216) 10-34(69-70) 10-35(108-114)

-In Vivo Loading of Knee Joint Replacements. VA RER&DS Prog- KAVNER, David
ress Report: R. H. Brown, K. G. Heiple, and V M. Goldberg, Case -Hemodynamic Evaluation of Postoperative and Preoperative Am-
Western Reserve Univ. 10-31(110-111) 10-32(373-375) 10-33(220) putees. VA RER&DS Progress Report: B. . Lee, F. S. Trainor,
10-35(150-151) D. Kavner, and J. L. Madden. Castle Point VAMC 10-31(99-100)

-Orthopedic Implant Device Retrieval and Analysis. VA RER&DS 10-32(350) 10-33(186-187)
Progress Report: A. M. Weinstein. New Orleans VAMC 10-31(108) -Program for Evaluating and Monitoring the Dysvascular Patient.
10-32(365-370) 10-33(211-213) 10-34(95-96) S. D. Cook, H. B. VA RER&DS Progress Report: B. Y Lee, W, R. Thoden, F S. Trainor.
Skinner, and A. J. T Clemow 10-35(151-152) and D. Kavner. Castle Point VAMC 10-35(146-147)

-Textured Grommets for Flexible Implant Arthroplasty of Finger -Program for the Study of Disabilities Due to Vascular Disease:
Joints. VA RER&DS Progress Report: B. A. Banks. NASA-Lewis Thromboembolism. VA RER&DS Progress Report: B. Y Lee, F S.
Res. Ctr. 10-33(216-217) 10-34(83) Trainor, D. Kavner and W, R. Thoden. Castle Point VAMC 10-34(79-

--se also Total Joint Replacements 80)
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Keiper, Inc., West Germany-Dynavit. VAPC Research Report ulation. NIH-NINCDS Progress Report: J. R. Bloedel. Univ. of Min-
10-32(494-497) nesota 10-35(94)

KEITH, Michael W. -An Optoelectronic System for Human Motion Analysis. Confer-
-Command Controller Development and Evaluation. NIHR REC ence Report: T R Andriacchi 10-35(291-292)

Progress Report: R H. Peckham, D. Roscoe, and M. W. Keith. Case -Serial Frame (Vanguard) Motion Analysis. Conference Report:
Western Reserve University 10-34(169) 10-35(258) J. Hagy 10-35(288)

-Restoring Upper-Limb Function Through FES. NIHR REC Progress -Variability of Electromyographic Patterns for Level-Surface Walk-
Report: P H. Peckham and M. W Keith. Case Western Reserve ing Through a Range of Self-Selected Speeds: R. Shiavi,
Univ. 10-32(251) 10-33(114) 10-34(167) A. A. Freehafer 10-35(256) S. Champion, F Freeman, and P Griffin 10-35(5-14)

-Restoring Upper-Limb Function Through Tendon Transfer. NIHR -see also Biomechanics, Kinesiology, Muscular Analysis of Human
REC Progress Report: P H. Peckham and A. A. Freehafer. Case Motion
Western Reserve Univ. 10-32(251-252) 10-33(114-115) 10-34(167-
168) M. W Keith 10-35(256-257) KINESIOLOGY

-Sensory Substitution Using Electrocutaneous Stimulation. NIHR -A Single Unit Study of Muscle Afferents in Human Movement. VA
REC Progress Report: R. Riso and M. W. Keith. Case Western Re- RER&DS Progress Report: C. R. Lamb and A. J. Szumski. Rich-
serve Univ. 10-35(258-259) mond VAMC 10-35(129)

-Studies of Normal and Abnormal Motion. VA RER&DS Progress
KELLY Gary W Report: M. P Murray. Wood VAMC 10-31(106, no report) 10-32(356-
-Advanced Concept Design of a High-Performance Indoor-Outdoor 358) 10-33(192-193) 10-34(71-72) 10-35(116-117)

Vehicle for the Physically Handicapped. VA RER&DS Progress Re- -see also Kinematics, Muscular Analysis of Human Motion
port: G. W Kelly and K. S. Morgan. Atlanta VAMC/Georgia Inst. of
Technology 10-34(120) KINNEY Richard

-Communication for the Speech Impaired. VA RER&DS Progress -In Memoriam (1924-1979). Notes and News 10-32(505-506)
Report: G. W Kelly. Atlanta VAMC/Georgia Inst. of Technology
10-35(191) KLINE, Daniel L

-Electronic Communicator for the Speech Impaired. VA RER&DS -Wheelchair Lift Device
Progress Report: G. W, Kelly and J. Wallace. Atlanta VAMC/Geor- -Recent Patents: Dale A. Hawks, Daniel L. Kline, and James T
gia Inst. of Technology 10-34(122-123) Hogan 10-32(514)

-Electronic Typewriter for the Visually Impaired. VA RE,&DS Prog- -Recent Patents: Peter R Dudynskyj, Daniel L. Kline, and James
ress Report: G. W. Kelly and L. J. Moriarty. Atlanta VAMCIGeorgia T Hogan 10-32(514)
Inst. of Technology 10-34(121-122) 10-35(189-191)

-Prototype Wheelchair Wheel With Integral Anti-Rollback Capabil- KLJAJIC, M.
ity. VA RER&DS Progress Report: G. E. Kelly and K. S. Morgan. -Multichannel FES of Lower Limbs for Gait Rehabilitation. NIHR
Atlanta VAMC/Georgia Inst. of Technology 10-34(120) 10-35(187- REC Progress Report: U. Stanit, R. Adimovid-Jane2id, A. Trnkoczy,
189) and M. Kljajid. University of Ljubljana 10-32(277-280)

-Research on Micro-Computer/Computer Terminal Character-Tone
Output for the Blind. VA RER&DS Progress Report: G. W Kelly and Knee Angle Monitor (KAM)-A Comparison of the Effects of Action
D. A. Ross. Atlanta VAMC/Georgia Inst. of Technology 10-34(122) and Terminal Feedback on Knee-Joint Positioning Tasks. NIHR REC

-Sonic Orientation and Navigation Aid. VA RER&DS Progress Re- Progress Report: C. Leiper. Moss Rehabilitation Hospital/Temple
port: G. W, Kelly and R. D. Atkins. Atlanta VAMC/Georgia Inst. of Univ./Drexel Univ. 10-34(177-178)
Technology 10-34(120-121) 10-35(189) KNEE JOINTS

-A Comparison of the Effects of Action and Terminal Feedback on
KENDALL, Henry 0. Knee-Jo;nt Positioning Tasks. NIHR REC Progress Report: C. Leiper.
-In Memoriam (1919-1979). Notes and News 10-32(506) Moss Rehab. Hospital/Temple Univ/Drexel Univ. 10-34(177-178)

-Design of Lower-Limb Prosthetic and Orthotic Devices. VA RER&DS
KENNEDY, Mark Progress Report: C. W. Radcliffe, D. M. Cunningham, J. M. Morris,
-A Foot-Controlled Laboratory Microscope. Technical Note: N. D. L. Lamoreux. Univ. California, Berkeley/San Francisco VAMC

Sherrill, M. Ohms, C. Holmstrom, and M. Kennedy 10-35(69-72) -Friction-Stabilized Knee 10-31(88) 10-32(327) 10-33(176) 10-34(87)
-Multi-Input Control of Knee Stability 10-31(88-89) 10-32(327-

KIM, Kil-Soo 328) 10-33(177) 10-34(87)
-The Mechanics of Human Cancellous Bone. VA RER&DS Progress -see also Polycentric Knees

Report: L. W Swenson, Jr., R. L. Piziali, and K. S. Kim. Palo Alto -Effects of Prosthetic Knee Locking on the Gait Performance of
VAMC 10-35(186-187) Above-Knee Dysvascular Amputees: Vascular and Biomechanical

Functions in the Intact Limb. NIHR REC Progress Report:
KINEMATICS T Vachranukunkiet. Moss Rehab. Hospital/Temple Univ./Drexel Univ.
-Clinical Applications of Kinematic Gait Measurement. Conference 10-35(243-244)

Report: S. R. Simon 10-35(292-294) -Examination of Gait Function Following Intrasynovial Knee Injec-
-The Dynamics of EMG-Force Movement Relationships. NIGMS tion. NIHR REC Progress Report: T Cook. Moss Rehabilitation Hos-

Progress Report: J. Perry. Rancho Los Amigos Hospital 10-35(89) pital/Temple Univ./Drexel Univ. 10-33(134) 10-34(178)
-Exoskeletal Goniometry. Conference Report: L. Lamoreux -Gait Patterns of Above-Knee Amputees Using Constant-Friction

10-35(288-290) Knee Components: M. P Murray, S. B. Sepic, G. M. Gardner, and
-interrupted-Light Method of Recording Gait. Conference Report: L. A. Mollinger 10-34(35-45)

M. P Murray 10-35(286-288) -In Vivo Loading of Knee Joint Replacements. VA RER&DS Prog-
-Modification of Abnormal Motor Control by Focal Electrical Stim- ress Report: R. H. Brown, K. G. Heiple, and V M. Goldberg. Case
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Western Reserve Univ. 10-31(10-111) 10-32(373-375) 10-33(220) M. Benedik. Univ. of Ljubljana 10-35(231-233)
10-35(150-151) -FES of Spinal-Cord-Injured Patients-Fundamental Locomotion

-Total Knee Implant-Biotelemetry VA RER&DS Progress Report: Patterns. NIHR REC Progress Report: A. KralIj, R. Turk, S. Grobelnik,
J. R. Moreland and J. M. Kabo. Wadsworth VAMC UCLA Center and T Bald. University of Ljubljana 10-32(280-281) 10-35(230-231)
for Health Sciences 10-35(101) -Multichannel FES of Upper Limbs. NIHR REC Progress Report:

L. Vodovnik, A. Kralj, R. Atimovid-Janekic, and S. Rebercek. Uni-
Knee Ligaments-Simulation of Ligaments with Composites. VA versity of Ljub;jana 10-32(282-283)

RER&DS Progress Report: L. J. Broutman, D. Shulak, and W. H.
Bunch. Hines VAMC 10-32(307-309) KRICK. Harold

Knee Orthoses-Plastic Knee Orthosis. VAPC Research Report -Received Presidential Award. Notes and News 10-35(333)
10-31(165-166)

KNEE PROSTHESES KROUSKOR Thomas A.
-Prosthetic Knee Apparatus. Recent Patents: T Jerome Weber and -Rehabilitation Engineering Center. NIHR REC Progress Report: W. A.

Roy D. Roberts 10-32(511) Spencer, T A. Krouskop, and J. H. Dickson. Texas Institute for Re-
-Simulation of Ligaments with Composites. VA RER&DS Progress habilitation and Research 10-32(269-272) 10-33(150-151)

Report: L. J. Broutman, D. Shulak, and W H. Bunch. Hines VAMC 10-35(211-213)
10-32(307-309)

KURIS, Arthur
A "Know-How" Manual on Electricity for the Severely Disabled and -Ultrasonic Toothbrush. Recent Patents: Arthur Kuris 10-34(225)

Their Families. NIHR REC Progress Report, New York University
Medical Center 10-33(144-146) 10-34(154) KURTZ, Robert J.

KNUTTI, David -Apparatus and Method for Non-Invasive Detection of Strictures in
-Epidermal lontop oresis Device. Recent Patents: Stephen C. Ja- Conductive Fluid Conduits. Recent Patents: Eugene Findle and

cobsen, Robert L. Stephen, R. Todd Johnson, Richard Luntz, and Robert J. Kurtz 10-33(241)
David Knutti 10-32(510)

KURZWEIL READING MACHINE
KO, Won H. -Clinical Trials of Reading Machines for the Blind. VA RER&DS Prog-
-Microelectronics Laboratory for Biomedical Sciences. NIGMS ress Report: J. D. Malamazian and H. L. Lauer. Hines VAMC

Progress Report: W. H. Ko. Case Western Reserve Univ. 10-35(881 10-31(751-752) L. Mowinski 10-32(424-426) 10-33(229-230)
10-34(116-117)

KOCSIS, Jeffrey D. -The Kurzweil Reading Machine: a Report Based on Three Years of
-Patterns of Conduction of Impulse Trains in Myelinated Fibers. VA Evaluation of Models 1 and 3. Technical Note: H. L. Lauer and

RER&DS Progress Report: S. L. Wood, S. G. Waxman, and J. D. L. Mowinski 10-35(79-81)
Kocsis. Palo Alto VAMC 10-35(177-178) -VA RER&DS Progress Report: J. D. Malamazian, H. L. Lauer, and

L. Mowinski. Hines VAMC 10-35(197)
KOLWICZ, Robert -VA RER&DS Progress Report: J. K. Wiley, G. L. Goodrich, R. R.
-Rehabilitation Engineering Center. NIHR REC Progress Report: H. A. Bennett, H. S. Paul. Palo Alto VAMC 10-31152-155) 10-32(426-

Rusk, Proj. Dir., et al., New York University Medical Center 430) J. J. Hennessey and D. L. Morrissette 10-33(230-232)
10-33(143-149) 10-34(151-160) 10-35(202-209) S. Melrose 10-35(192)

KOOGLE, Timothy A. KWATNY, E.
-Analytical Modeling of the Human Lumbar Spine. VA RER&DS -Acquisition of Transient Visual Information. NIHR REC Progress

Progress Report: R. L. Piziali, L. W. Swenson, and T A. Koogle. Report: E. Kwatnv. Moss Rehab. Hospital/Temple Univ/Drexel Univ.
Palo Alto VAMC 10-35(176-177) 10-32(295-296)

-Development and Evaluation of an Omnidirectional Electric
Wheelchair. VA RER&DS Progress Report: W. H. T. La, T A. Koogle, KWEE, Him Hok
and 0 L Jaffe. Palo Alto VAMC 10-35(183-184) -A New Method for the Measurement of Normal Pressure Between
Spinal Cord Patient Transport System. VA RER&DS Progress Re- Amputation Residual Limb and Socket: T Van Pijkeren, M. Naeff,

, - Sabelman. T A. Koogle, and R. L. Piziali. Palo Alto VAMC and H. H. Kwee 10-33(31-34)
i, ',, 851 -The Spartacus Telethesis: Manipulator Control Studies: J. Guittet,

H. H. Kwee, N. Quetin, and J. Yclon 10-32(69-105)

. .. R..-vn, Parameters and Their Magnitudes
*.. , , ,,,, f SR ne Remodeling NSF Progress Re-

LA. William H.T.
0.0 A Development and Evaluation of an Omnidirectional Electric

, ,,,4a...1,, .VA? %iHR Wheelchair VA RER&DS Progress Report: W H. T La, T A. Koogle,
.r, V L Jaffe Palo Alto VAMC 10-35(183-184)

LAENGER. Cheres J. S r.
v, ,. 1 A4)paralius for Communicating With People. Recent

.. ene . Sr. Sam R. McFarland, and Harry H.
• ,''4
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LAMB, Charles R. LECLAIR, Richard R.
-A Single Unit Study of Muscle Afferents in Human Movement. VA -National Institute of Handicapped Research (NIHR)-A Giant Step

RER&DS Progress Report: C. R. Lamb and A. J. Szumski. Rich- for Expanded Rehabilitation Research. Editorial: R. R. Leclair
mond VAMC 10-35(129) 10-32(1-6)

LAMBERT, R.W. LEE, Bok V
-Toward a Quantitative Evaluation of a Blind Rehabilitation Center. -Hemodynamic Evaluation of Postoperative and Preoperative Am-

VA RER&DS Progress Report: R. W Lambert, S W. Becker, and putees. VA RER&DS Progress Report: B. Y. Lee, F S. Trainor,
B. D. Wright. Hines VAMC 10-33(163-164) D. Kavner, and J. L. Madden. Castle Point VAMC 10-31(99-100)

10-32(350) 10-33(186-187)
LAMOREUX, Larry M. -Program for Evaluating and Monitoring the Dysvascular Patient.
-Design of Prosthetic and Orthotic Devices and Biomechanical VA RER&DS Progress Report: B. Y Lee, W. R. Thoden, F S. Trainor,

Studies of Locomotion. VA RER&DS Progress Report: C. W Rad- and D. Kavner. Castle Point VAMC 10-35(146-147)
cliffe, D. M. Cunningham, J. M. Morris, L, M. Lamoreux. Univ. Cal- -Program for the Study of Disabilities Due to Vascular Disease:
ifornia, Berkeley 10-31(87-95) 10-32(327-337) F T Hoaglund and Thromboembolism. VA RER&DS Progress Report: B. Y Lee, F S.
H. E. Jergesen. San Francisco VAMC 10-33(176-177) G. Stout Trainor, D. Kavner, and W R. Thoden. Castle Point VAMC 10-34(79-
10-34(85-87) 80)

-Exoskeletal Goniometry. Conference Report: L. Lamoreux -Seat Cushions for the Paralyzed. VA RER&DS Progress Report:
10-35(288-290) B. Y Lee and L. Bennett. Castle Point VAMC/VAPC 10-31(116)

-Rehabilitative Engineering Research Program. VA RER&DS Prog- 10-32(405-407) 10-33(225) 10-35(127-128)
ress Report: F T Hoaglund, L. W. Lamoreux, L. A. Wilson, H. E. -Stimulation of Repair of Cortical Bone Transplants by Implantation
Jergeson, R. A. Roberts, C. W. Radcliffe, F N. Todd, R. W Cum- of Piezoelectric Materials: a Pilot Study. VA RER&DS Progress Re-
mings, D. M, Cunningham, and G. Stout. San Francisco VAMC/UC, port: G. V B. Cochran, B. Y Lee, and W Williams. Castle Point VAMCI
Berkeley 10-35(147-149) Helen Hayes Hospital 10-33(195) 10-34(68) 10-35(114--115)

LAUER, Harvey LEHNEIS, H. Richard
-A Bimodal Reading Aid for Touch and Hearing. VA RER&DS Prog- -Abstracts of Recent Articles 10-33(249-250)

ress Report: H. Lauer, A. Vacroux, and B. Vecerek. Hines VAMC -New Editor of AAOP Appointed. Notes and News 10-32(502-503)
10-33(162-1G3)

-Clinical Trials of Reading Machines for the Blind. VA RER&DS Prog- LEIFER, Larry J.
ress Report: J. D. Malamazian and H. L. Lauer. Hines VAMC -Development and Evaluation of a Downhill Ski-Sledding System
10-31(151-152) L. Mowinski 10-32(424-426) 10-33(229-230) for Persons With Disabilities. VA RER&DS Progress Report: P W.
10-34(116-117) Axelson, L. J. Leifer, J. J. Csongradi, and W G. Winter. Palo Alto

-Communication Aids Research for the Blind. VA RER&DS Progress VAMC 10-35(180-181)
Report: J. D. Malamazian, H. L. Lauer, and L. Mowinski. Hines VAMC -Development and Evaluation of a Recreational Bicycle for Para-
10-35(197-198) plegics. VA RER&DS Progress Report: L. Leifer, R Axelson, C. Mintz,

-The Kurzweil Reading Machine: a Report Based on Three Years of and D. Schwand. Palo Alto VAMC 10-35(184)
Evaluation of Models 1 and 3. Technical Note: H. L. Lauer and -Development and Evaluation of a Robotic Aid for the Severely
L. Mowinski 10-35(79-81) Disabled. VA RER&DS Progress Report: L. J. Leifer and I. Perkash.

Palo Alto VAMC 10-31(55-58) 10-33(165) B. Roth 10-35(173-176)
LEAL, Joseph M. -Director, Rehabilitative Engineering R&D Center. VA RER&DS Prog-
-Adaptation of the VA/USMC Electric Hand to the Liberty Mutual ress Report: L. J. Leifer. Palo Alto VAMC 10-31(48-68) 10-32(315,

Myoelectric Boston Elbow for Above-Elbow Amputees. Technical no report) 10-33(164-172) F G. Ebaugh, Jr. 10-35(173-187)
Note: J. M. Leal, T. W. Williams, III, and J. M. Malone 10-35(56-60) -Nerve Conduction Velocity Distributions: Clinical Research Appli-

-Lower Extremity Amputation: Immediate Postoperative Fitting of cations. VA RER&DS Progress Report: K. L. Cummins, L. J. Dorf-
Prostheses. VA RER&DS Progress Report: J. M. Malone, W. S. man, and L. J. Leifer. Palo Alto VAMC 10-35(177, a separate report
Moore, and J, M. Leal. Tucson VAMC 10-34(109-110) S. J. Childers on p. 131-132)
and J. Underwood 10-35(102) -Nerve Repair and Evaluation. VA RER&DS Progress Report: V R.

-Upper Extremity Amputation: Immediate Postoperative Conven- Hentz and L. J. Leifer. Palo Alto VAMC 10-33(166)
tional, Electric, and Myoelectric Prostheses. VA RER&DS Progress -Peripheral Nerve Repair. VA RER&DS Progress Report: L. J. Leifer
Report: J. M. Malone, J. M. Leal, and S. J. Childers. Tucson VAMC and V. Hentz. Palo Alto VAMC 10-31(58-59)
10-34(110-111) J. Underwood 10-35(102)

-VAUSMC Electric Hand with Below-Elbow Cineplasty. Technical LEPER, Carol
Note: J. M. Leal and J. M. Malone 10-35(52-56) -NIHR REC Progress Reports, Moss Rehab. Hosp./Temple Univ./

Drexel Univ.
LEBLANC, Maurice A. -Adaptive Seating Service. C. Leiper. 10-33(137) 10-34(179)
-Rehabilitation Engineering Center. NIHR REC Progress Report: M. A. 10-35(247-248)

LeBlanc, Proj. Dir., Children's Hospital at Stanford 10-34(170-171) -Augmented Sensory Feedback Devices. C. Leiper. 10-32(292-293)
10-35(261-267) 10-33(135-136)

-Seating Systems for Body Support and Prevention of Tissue -A Comparison of the Effects of Action and Terminal Feedback
Trauma. VA RER&DS Progress Report: I. Perkash, M. LeBlanc, and on Knee-Joint Positioning Tasks. C. Leiper. 10-34(177-178)
W Motloch. Palo Alto VAMCIChildren's Hospital at Stanford -Conjoint Development and Evaluation for a Foam-In-Place (FIP)
10-31(116-118) 10-32(407 R. Pasillas 10-33(167, 225-227) 10-34(70- Seat. C. Leiper. 10-32(302-303)
71) D. Politi 10-35(126-127) -Development of an Ambulation Training Program for Persons

II . . . . n * . ' . . . d . . . . - . . . I I l I i I l -
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Having Lower Extremity Amputation. C. Leiper. 10-35(242) -Integrated Electro-Mechanical Transducer Systems. NSF Progress
-Dissemination and Evaluation of Clinical Instrumentation. Report: J. G. Linville. Stanford University 10-33(107)

C. Leiper. 10-35(247) LIPPERT Frederick G., III
-Evaluation of Prefabricated Modular Seating System. C. Leiper. -Evaluation of Physiologic Suspension Factors in Below-Knee Am-

10-32(303) putees. VA RER&DS Progress Report: F. G. Lippert, II!, E. M. Bur-
-Technical-Clinical Re-Evaluation of the Limb Load Monitor. C. Leiper gess, and S. A. Veress. Seattle VAMC 10-33(179-184) 10-34(87-

10-35(253) 94) 10-35(106-108)

LEONARD, Fred Load-Bearing Analysis-An Analysis of Soft Tissue Loading in the
-Development of Improved Grouting Materials for Artificial Joint Foot-a Preliminary Report: S. Nakamura, R. D. Crowninshield,

Replacement. VA RER&DS Progress Report: W P Fortune and and R. R. Cooper 10-35(27-34)
F. Leonard. Washington, D.C. VAMCIGeorge Washington Univ. Load-Stabilizing Prosthetic Joint and Connecting Component Thereof.
10-33(213-214) 10-34(79) 10-35(143-144) Recent Patents: Peter S. Walker 10-34(224)

Locating, Recruiting, and Hiring the Disabled. Notes and NewsLERNER, Harry 10-35(332-333)

-Capacitor Stimulating Electrodes for Activation of Neural Tissue. Locking Arrangement for Wheelchair Lift Device. Recent Patents:
NIH-NINCDS Progress Report: H. Lerner and S. B. Brummer. Giner Dale A. Hawks 10-32(511)
Inc./EIC Lab. 10-35(92) Locomotion see Biomechanics, Gait Analysis, Human Locomotion,

LESHOWITZ, Barry Muscular Analysis of Human Motion

-The Infrared Light Transmission Hearing Aid: B. Leshowitz Locomotion Assistance Through Cane Impulse: L. Bennett, M. P

10-32(177-189) Murray, E. F. Murphy, and T. T Sowell 10-31(38-47)
LONTZ, John F

LESUE, John H., Jr. -John F Lontz, Ph.D., Receives Honorary Doctorate. Notes and News
-Rehabilitation Engineering Center. NIHR REC Progress Report: J. F. 10-32(504-505)

Jonas, Jr., J. H. Leslie, Jr., R. H. Norris, and R. D. Dryden. Cerebral -Maxillofacial Restorative Materials and Tecnniques. VA RER&DS
Palsy Research Foundation of Kansas 10-33(127-130) 10-35(268) Progress Report: J. F Lontz and J. W Schweiger. Temple Univ.

Wilmington VAMC 10-31(119-136) 10-32(376-404) 10-33(197-210)
LEVINE, WS. E. B. Mingledorff 10-34(102-107) M. D. Nadijcka and N. E. Donacki
-Experimental and Theoretical Study of Mammalian Movement. VA 10-35(155-172)

RER&DS Progress Report: F E. Zajac and W S. Levine. Palo Alto
VAMC 10-35(177) LOTTA, Russell P

-Seating Unit for a Bath Tub, Shower Stall or the Like. Recent Pat-
LEVITT, Harry ents: Russell P Lotta 10-31(218)
-Evaluation of a Protocol for Fitting a Wearable Master Hearing

Aid: M. J. Collins and H. Levitt 10-35(35-40) LOUIE, Henry
-Rehabilitation Engineering Center. NIHR REC Progress Report: H. A.

Liberty Mutual MyOslectric rrNbow Rusk, Proi Dir, et al, New York University Medical Center
-Adaptation of the VAUSMC Electric Hand to the Liberty Mutual 10-33l143- 149 10-34151-160) 10-35(202-209)

Myoelectric Boston Elbow for Above-Elbow Amputees Technical
Note: J. M. Leal, T W. Williams, Ill, and J M Malone 10-35156 -601 Low back Pain-Rehabilitation- Low-Back Pain. NIHR REC Progress

LIEBELT, Ralh Report R A Brand. R R Cooper, and K. Rim. University of Iowa
-The Effect of Partial Versus Full Weightbearng on Late Loosening 10-32(245- 247)

After Total Joint Replacements in the Lower Extremities VA Low Bandwidth Visa Communication for the Deal. NSF Progress
RER&DS Progress Report: D. L. Green, E B Marsolais. E Bahniuk. Report G Sperling. New York University 10-35(87)
R, Liebelt, and E. Fender. Cleveland VAMC Case Western Reserve Low Cost Asslstive Device Systems for a High Spinal-Cord-Injured
Univ. 10-33(218-2191 T H McLaughlin and P Mirkov 10 35(99) Person in the Home Environment. Technical Note: G. Schmeisser

and W Seamone 10-32(212-223)
LIn -Di. Recent Patents Lars A Nilsson 10-31(217 Chin Controlled Wheelchair With Motorized Mouthstick Holder
Lifts see Transfer Aids 10-32(213 214)
Lightweight BK Prothesis. VA RER&DS Progress Report R G -Lighting Appliance Control System 10-32(214-217)

Thompson and D. S. Childress. Northwestern University 10-31(69) -Multiple Book Reading Stand 10-32(217-218)
Limb Load Monitor-Technical-Clinical Re-Evaluation of the Limb -Storm Door Operation 10-32(221-223)

Load Monitor. NIHR REC Progress Report: C. Leipe;. Moss Rehab. -Telephone Management 10-32(220-221)
Hospital/Temple Unrv.!Drexel Univ. 10-35(253) -Use of the Typewriter 10-32(219-220)

Lnser Echomy o -0- Sleedeck System. Recent Patents: Mark -A Volunteer Quadriplegic Subject 10-32(213)
G. Scattergood and David C. Howson 10-32(511)

JoVhn L . Low-Cost Multi-Channel Record and Display System for Medical
-Development of a Personal Information System for the Visually and Other Application. Recent Patents: Bohumir Sramek 10-34(224)

Impaired. VA RER&DS Progress Report: J. G. Linvill, G. L. Good LOWER EXTREMITY AMPUTATION
rich, M. Morf, J. Gill, and G. A. Fowler. Palo Alto VAMC/Stanfn -Below-Knee Amputation With Immediate Postoperative Fitting of
Univ. 10-34(113-115) Prosthesis. VA RER&DS Progress Report: W S. Moore. Tucson

-Information System for the Visually Impaired. VA RER&DS Prou VAMC 10-31(98) 10-32(349) 10-33(184-185)
ress Report: J. Linvill and G. Goodrich. Palo Alto VAMC 10-31(59- -Lower Extremity Amputation: Immediate Postoperative Fitting of
62) 10-33(165-166) Prostheses. VA RER&DS Progress Report: J. M. Malone, W S.
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Moore, and J. M. Leal. Tucson VAMC 10-34(109-110) S. J. Childers -Functional Capability Study 10-31(97) 10-33(178)
and J. Underwood 10-35(102) -Recreational Activities and "Quality of Life" 10-31(98)

-see also Below-Knee Amputation With Immediate Postoperative
Fitting of Prosthesis Lower-Limb Prosthetic Components. NIHR REC Progress Report:

Lower Extremity Orthoses see Knee Orthoses C. Pritham. Moss Rehabilitation Hospital/Temple Univ/Drexel Univ.
LOWER EXTREMITY PROSTHESES 10-33(134) 10-34(176-177) 10-35(242-243)
-Molded Syme Foot with Attached Stump Socket. Recent Patents: Loyola University, Chicago, Illinois

I. W. Coshrane and F R. Tucker 10-35(327) -Control of an Artificial Upper Limb in Several Degrees of Freedom.
-Prosthetics Research. VA RER&DS Progress Report: R. G. Thomp- VA RER&DS Progress Report: D. Graupe and J. Fisk. Illinois Inst.

son and D. S. Childress. Northwestern University of Tech./Loyola Univ./Hines VAMC 10-31(72-74) 10-32(316-319)
-Below-Knee Preparatory Prosthesis 10-35(123) 10-33(173-174)
-Hip Disarticulation Prosthesis 10-33(174) 10-34(72-73) 10-35(124) -Interference-Insensitive System for Spinal Cord Monitoring During
-Lightweight BK Prosthesis 10-31(69) Surgery. VA RER&DS Progress Report: D. Graupe, S. Basseas, and
-Preparatory Lower-Limb Prosthesis 10-31(69) 10-32(320-321) J. Fisk. Illinois Inst. of Tech./Loyola Univ.iHines VAMC 10-32(317-

10-33(174) 10-34(73) 319) 10-33(224-225)
-Torque Absorber for Artificial Limbs. Recent Patents: Michael T -Rehabilitative Engineering R&D Center, Hines VA Medical Center,

Wilson 10-32(513) Hines, Ill., in collaboration with Strich School of Medicine, Loyola
-see also Above-Knee Prostheses Univ., and Illinois Inst. of Technology: Progress Report 10-32(307-

319)

LOWER EXTREMITY PROSTHETICS Lumber Sympathectomy

-Clinical Evaluation of Lower-Limb Prosthetic Devices. VA RER&DS Lumb r p athethPy-Program for Evaluating and Monitoring the Dysvascular Patient.
Progress Report: C. W. Radcliffe, D. M. Cunningham, J. M. Morris, VA RER&DS Progress Report: B. Y Lee, W R. Thoden, F S. Trainor,
L. M. Lamoreux. Univ. California, Berkeley 10-31(94-95) 10-32(328- and D. Kavner. Castle Point VAMC 10-35146-147)
330) F T Hoaglund and H. E. Jergesen. San Francisco VAMC Lung Reaction to Biomaterials
10-33(77) G. Stout 10-34(86) -Foreign Body Reaction in the Lung to Intravenously Injected Biom-
-Modular Below-Knee Prosthesis 10-34(87) aterials. VA RER&DS Progress Report: C. I. Hood and F J. Schoen.
-Multi-Input Control of Knee Stability 10-31(88-89) 10-32(327- Gainesville VAMCIUniv. of Florida 10-33(210-211) 10-34(125-1281

328) 10-33(177) 10-34(87) S. E. Coleman 10-35(118-121)
-SACH Foot with Metal Keel 10-31(88) 10-32(327) 10-33(176-177) LUNTZ, Richard

10-34(S7) K-Epidermal lontophoresis Device. Recent Patents: Stephen C. Ja-
10-32(37)-33(17 13468 WithFrctionSincobsen, Robert L. Stephen, R. Todd Johnson. Richard Luntz, and10-32(327) 10-33(176) 10-34(86-871 ai nti1-250

-Design of Lower-Limb Prosthetic and Orthotic Devices. VA RER&DS David Knutti 10-32(510)

Progress Report: C. W. Radcliffe, D. M. Cunningham, J. M. Morris,L. M. Lamoreux. Univ. California, Berkeley 10-31187-94) 10-32(327) LYMAN, John
- -Electrotactile Stimulation Relevant to Sensory-Motor Rehabilita-

F T Hoaglund and H. E. Jergesen. San Francisco VAMC 10-33(176- tion-a Progress Report: M. Solomonow and J. Lyman 10-33(63-
177) G. Stout 10-34(86--87)
-Four-Bar-Linkage Polycentric Pneumatic Knee 10-31(87) 10-32(327) 72)

10-33176 10-34(86) -Harnessing Technique for Myielectric Arm Prosthesis. Technical

-Friction-Stabilized Knee 10-31(88) 10-32(327) 10-33(176) 10-34(87) Note: M. Solomonow, C. Adair, and J. H. Lyman 10-32(208-212)
g Report: -Muscle Alone is Not Enough: J. Lyman 10-31(11-13)-Lower-Limb Prosthetic Components. NIHR REC Progress Reot -A Preliminary Evaluation of Remote Medical Manipulators.

C. Pritham. Moss Rehab. HospitalTemple Univ./Drexel Univ. K. Crermin.rymanan S. hee 10-32(107-134)
K1 Corker, J. H. Lyman, and S. Shere4os 10-32(107-134)

10-3334) 10-34(176-177) 10-35(242-243) -Research Related to the Design and Development of Upper-Limb
-Rehabilitative Engineering Research Program. VA RER&DS Prog- Externally Powered Prostheses. VA RER&DS Progress Report: J. H

ress Report: F T Hoaglund, L. W Lamoreux, L. A. Wilson, H. E. Lyman, A. Freedy, and M. Solomonow. University of California,
Jergesen, R. A. Roberts, C. W Radcliffe, F N. Todd, R. W Cum-
mings, D. M. Cunningham, and G. Stout. San Francisco VAMC/UC, Los Angeles 10-31(70-71) 10-32(321, no report) 10-33(2271

Berkeley 10-35(147--149)
-VAPC Research Reports Mc

-Adjustable Polypropylene Above-Knee Socket 10-32(442-443)
-"Cushion Brim" AK Socket 10-32(446-447
-Nylon Hip and Knee Joints 10-31(165) 10-32(447) MCCAGUE Einor M.

-Ortho Aid 10-32(442) -Walker for Invalid Persons. Recent Patents: John E. McCague, Sr
-wimrWalo Ankle31032(4and Elinor M. McCague 10-33(242)-Swim/Walk Ankle 10-32(444-446)

-see also Socket MCCAGUE, John E., Sr.

-Walker for Invalid Persons. Recent Patents: John E. McCague, Sr.
LOWER UMB AMPUTEES and Elinor M. McCague 10-33(242)
-Immediate Postoperative Prostheses Research Study. VA RER&DS

Progress Report: E. M. Burgess. Prosthetics Research Study MCCLELLAND, Brian
-Amputee Workshop 10-32(341) -Body Electrodes. Recent Patents: Brian McClelland 10-33(241)
-Biomechanical Analysis of Lower-Limb Amputee Extra-Ambu-

latory Activities 10-32(338-339) MCFARLAND, Sam R.
-Clinical Amputee Service 10-31(98) 10-32(340) 10-33(178-179) -Method and Apparatus for Communicating With People. Recent
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Patents: Charles J. Laenger, Sr., Sam R. McFarland, and Harry H. MALASSIGNE, Pascal M.
Peel 10-31(217-218) -Design of Bathrooms, Bathroom Fixtures and Controls for the Able-

Bodied and Disabled. NIHR Non-REC Progress Report: P M. Ma-
MCKINSTRY Larry T. lassigne and J. A. Bostrom. Richmond VAMC 10-33153-156)
-New Head of Rehabilitation in the VA. Notes and News 10-34(226) -Design of Bathrooms, Bathroom Fixtures, and Controls for the

Able-Bodied, Disabled, and Elderly VA RER&DS Progress Report:
MCLAUGHUN, T.H. J. A. Bostrom and P. M. Malassigne. Decatur VAMC/Georgia Inst.
-The Effect of Partial Versus Full Weightbearing on Late Loosening of Tech. 10-35(149-1501

After Total Joint Replacements in the Lower Extremities. VA
RER&DS Progress Report: E. Bahniuk, T H. McLaughlin, R. Liebelt, MALEZIC, M.
and P. Mirkov. Cleveland VAMCICase Western Reserve Univ. -Multichannel FES of Lower Limbs for Gait Rehabilitation. NIHR
10-35(99) REC Progress Report: U. Stanic, R. Acimovic-Janezic, M. Malezic

and J. Krajnik. Univ. of Ljubljana 10-35(229-230)
MCLAURIN, Colin A.
-Rehabilitation Engineering Center. NIHR REC Progress Report: W G. MALLOW, William H.

Stamp and C, A. McLaurin. University of Virginia 10-32(272-277) -Permanently Attached Artificial Limbs. VA RER&DS Progress Re-
10-33(152-153) port: C. W Hall and W H. Mallow. Southwest Research Institute

10-31(136-145) 10-32(344-347)
MCMUNN. Donald N.
-Wheelchair. Recent Patents: Earl E. McMunn and Donald N. MALONE, James M.

McMunn 10-31(218) -Adaptation of the VAIUSMC Electric Hand to the Liberty Mutual
Myoelectric Boston Elbow for Above-Elbow Amputees. Technical

MCMUNN, Earl E. Note: J. M. Leal, T. W. Williams, Ill, and J. M, Malone 10-35(56 60)
-Wheelchair. Recent Patents: Earl E. McMunn and Donald N. -Lower Extremity Amputation: Immediate Postoperative Fitting of

McMunn 10-31(218) Prostheses. VA RER&DS Progress Report: J. M. Malone. W. S.
Moore, and J. M. Leal. Tucson VAMC 10-34(109- 110) S. J. Childers

MCNEAL, Donald R. and J. Underwood 10-35(102)
-NSF Progress Reports: D. R. McNeal, Program Manager 10-33(105- -Therapeutic and Economic Impact of a Modern Amputation Pro-

107) 10-34(144-145) 10-35(86-87) gram: J. M. Malone, W S. Moore, J. Goldstone. and S. J. Malone
-Rehabilitation Engineering Center. NIHR REC Progress Report: R. L. 10-32(7-17)

Waters and D. R. McNeal, Dir. Rancho Los Amigos Hospital -Upper Extremity Amputation: Immediate Postoperative Conven-
10-35(217-228) tional, Electric, and Myoelectric Prostheses, VA RER&DS Progress

Report: J. M. Malone, J. M. Leal, and S. J Childers. Tucson VAMC
10-34(110-111) J. Underwood 10-351102)

M -VA/USMC Electric Hand with Below-Elbow Cineplasty. Technical
Note: J. M. Leal and J. M. Malone 10-35(52-56)

MADDEN, John L.
-Hemodynamic Evaluation of Postoperative and Preoperative Am- MALONE, Sandee J.

putees. VA RER&DS Progress Report: B, Y. Lee, F. S. Trainor, -Therapeutic and Economic impact of a Modern Amputation Pro-

D. Kavner, and J. L. Madden. Castle Point VAMC 10-31(99-100) gram: J. M. Malone, W. S. Moore, J. Goldstone, and S. J. Malone
10-32(350) 10-32(7-17)

agical, Ojai, California-Magicall. VAPC Research Report 10-32(450- Manhandler. VAPC Research Report 10-32(490-491)
451) MANIPULATOR SYSTEM

Mein-Tiner Corp., Shelton, Iowa-Stand Aid (Portable Standing -A Preliminary Evaluation of Remote Medical Manipulators.
Frame). VAREC Progress Report 10-34(113-136) K. Corker, J. H. Lyman, and S. Sheredos 10-321107 134)

MAJLEX John T -see also Remote Medical Manipulators
-Control of Abnormal Muscle Contractions. NIHR REC Progress -The Spartacus Telethesis: Manipulator Control Studies: J. Guittet.

Report: R. R. Riso and J. T Makley Case Western Reserve Uni- H. H. Kwee. N. Quetin, and J. Yclon 10-32(69-105)
versity 10-34(189) 10-35(259-261) -VAPC Quadriplegic Manipulator VAPC Research Report 10-321447-

448)
MALAMAZIAN, John 0.
-Clinical Application Study of Mobility Aids for the Blind. VA RER&DS Man-Machine System-The Spartacus Telethesis: Manipulator Con-

Progress Report: J. 0. Malamazian and L. W Farmer. Hines VAMC trol Studies: J. Guittet, H. H. Kwee, N. Quetin, and J Yclon
10-31(149-151) 10-32(421-424) 10-33(228-229) 10-34(115-116) 10-32(69-105)
10-35(196) MANN, Robert W.

-Clinical Trials of Reading Machines for the Blind. VA RER&DS Prog- -Cerebrospinal Fluid Shunt for Hydrocephalus. NIHR REC Progress
ress Report: J. 0. Malamazian and H. L. Lauer. Hines VAMC Report: R. W. Mann. Harvard UnivIMIT 10-35(216)
10-31(151-152) L. Mowinski 10-32(424-426) 10-33(229-230) -Clinical Evaluation of a Computer-Interactive Above-Knee Pros-
10-34116-117) thesis. NIHR REC Progress Report: W. Flowers, R, W Mann, and

-Communication Aids Research for the Blind. VA RER&DS Progress D. Rowell. Harvard University/M.I.T 10-32(229)
Report: J. 0. Malamazian, H. L. Lauer, anLc L. Mowinski. Hines VAMC -Collaborative Research Between the M.I.T Mobility Facility and
10-35(197-196) the Children's Hospital Medical Center Gait Analysis. NIHR REC

-John D. Malamazian Receives Awards. Notes and News 10.32(504) Progress Report: W R. Mann. Harvard Univ./MIT 10-35(214-215)
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MANN, R. W (Cont.)

-Communication Systems for the Non-Vocal Severely Motor Hand- M. J. Rosen, and W. R. Durfee. West Roxbury VAMC/MIT 10-33(188)
icapped. NIHR REC Progress Report: R. W. Mann, D. Rowell, M. J. 10-34(84) 10-35(135, no report)
Rosen, and G. F Dalrymple. Harvard University/M.I.T 10-32(236- -Neurophysiologically-Based Controllers for Assistive Devices. NSF
238) Progress Report: N. Hogan 10-33(106)

-Evaluation of Gait in Selected Groups of Children With Cerebral -Polyethylene Behavior in Joint Replacements. NIGMS Progress
Palsy and Scoliosis. NIHR REC Progress Report: S. R. Simon, M. J. Report: R. M. Rose 10-35(88)
Glimcher, R. W Mann, and R. Rosenthal. Harvard University/M.I.T -Rehabilitation Engineering Center. NIHR REC Progress Report:
10-32(229-232) W Berenberg, R. W, Mann, et al. Harvard Univ/MIT 10-32(225-224)

-Mobility Aids for the Blind and Severely Visually Handicapped. 10-33(108-111) 10-34(161-165) 10-35(213-217)
NIHR REC Progress Report: R. W. Mann, Harvard Univ./MIT -see Harvard University for complete listing of progress report
10-35(216) titles for this NIHR REC entry

-Neurophysiological Feedback From Extremities. NIHR REC Prog-
ress Report: N. Hogan, R. W Mann, and M. J. Rosen. Harvard MATSEN, Frederick A., III
University M.I.T. 10-32(228-229) -Clinical and Laboratory Investigation of the Application of Trans-

-Rehabilitation Engineering Center NIHR REC Progress Report: W. cutaneous p0 2 Monitoring in the Assessment of Local Circulation.
Berenberg, Dir. and R. W. Mann, et al. Harvard University/M.I.T VA RER&DS Progress Report: F A. Matsen Ill, C. R. Wyss, E.M.
10-32(225-244) 10-33(108-1111 10-34(161-165) 10-35(213-217) Burgess, L. R. Pedegana, C. W Simmons, and B. L. Thiele. Univ.

Washington/Prosthetics Research Study/Seattle VAMC 10-32(348-MANN, Roger A. 349)

-The Clinical Use of Stride Measurements. Conference Report: R. A. -Investigation of Viability of the Neuromuscular Structures of the
Mann 10-35(286) Extremities. VA RER&DS Progress Report: F A. Matsen Ill. Univ.

of Washington 10-34(100-102)
Mann's E-Z Chair Lift. VAPC Research Report 10-31(192) -Transcutaneous Oxygen Tension as Predictor of Wound Heating.
MANSOUR, Joseph M. VA RER&DS Progress Report: F A. Matsen Ill and E. M. Burgess.
-Digital Recording of EMG Data. Conference Report: J. M. Mansour Univ. of Washington/Prosthetics Research Study 10-35(106)

10-35(299)
MAPK;H, Kenneth W MATSUOKA, Hideoki

-Seat Back With Adjustable Lumbar Supporter. Recent Patents: Hi-
-Study of Upper-Limb Biomechanics Using Ultrasound Transmis- roshi Tsuda and Hideoki Matsuoka 10-33(241)

sion Imaging. VA RER&DS Progress Report: V. R. Hentz, P. Dev,
and K. W. Marich. Palo Alto VAMC 10-35(181-182) MATTINGLY, Ignatius G.

MARINO, Andrew A. -A General-Purpose System for the Synthesis by Rule of Natural-
-Evaluation of Electrical Techniques for Stimulation of Hard Tissue Sounding Speech. NSF Progress Report: I. G. Mattingly. Haskins

Growth. VA RER&DS Progress Report: R. 0. Becker, J. A. Spadaro, Laboratories 10-34(144)

and A. A. Marino. Syracuse VAMC 10-31(107) 10-32(356-361)
10-33(194-195) D. A. Webster 10-34(80-82) 10-35(115-116) Mattress- Elevated Mattress. Recent Patents: Arthur Vineberg

10-34(224)
MARSH, Gunner MAUCH, Hans A.
-Temporary Walking Aid for Use After Lower Leg Amputations. -Research and Development in the Field of Artificial Limbs. VA

Recent Patents: Gunnar Marsh, Ole Henrikssen, and Urban C. S. RER&DS Progress Report: H. A. Mauch. Mauch Laboratories
Sjoblum 10-32(512) 10-31(84-87)

Mauch Laboratories, Dayton, Ohio
MARSOLAIS, Ernest B. -Research and Development in the Field of Artificial Limbs. VA

-The Effect of Partial Versus Full Weightbearing on Late Loosening RER&DS Progress Report: H. A. Mauch 10-31(84-87)

After Total Joint Replacements in the Lower Extremities. VA -Hydraulic Ankle Control System 10-31(85-87)
RER&DS Progress Report: D. L. Green, E. B. Marsolais, E. Bahniuk.
Cleveland VAMC/Case Western Reserve Univ. 10-32(370-3711 MAURE. Douglas
R. Liebelt and E. Fender 10-33(218-219) -Research on Transitory Tactile Display. NSF Progress Report:

-Engineering Applications in Orthotic and Prosthetic Treatment of 0. Maure, American Foundation for the Blind 10-34(144-145)
Musculoskeletal Defects. VA RER&DS Progress Report: E. B. Mar-
solais. Cleveland VAMC 10-31(100) 10-32(352, no report) 10-33(193- MauillofaelIa Restorative Materials and Techniques. VA RER&DS
194) 10-34(73-74) 10-35(129-130) Progress Report: J. F Lontz and J. W. Schweiger, Temple Univ.

-The Gait Laboratory Force Plate at the Cleveland VA Medical Cen- School of Dentistry/Wilmington VAMC 10-31(119-136) 10-32(376-
ter. Technical Note: A. Cohen, D. E. Orin, and E. B. Marsolais 404) 10-33(197-210) E. B. Mingledorff 10-34(102-107) M. 0. Na-
10-33(90-97) dijcka and N. E. Donacki 10-35(155-172)

-Optoelectric (Selapot) Gait Measurement in Two-and Three-Di- MAYER, Nathaniel
mensional Space-A Preliminary Report. Technical Note: H. J. -Functional Electrical Stimulation Systems. NIHR REC Progress Re-
Woltring and E. B. Marsolais 10-34(46-52) port: N. Mayer. Moss Rehab. Hospital/Temple Univ./Drexel Univ.

10-32(301-302) 10-33(134, 135) 10-34(178, 180, 179) 10-35(250-253)
Maeachueets hietitute of Technology, Cambridge, Massachusetts -Rehabilitation Engineering Center. NIHR REC Progress Report: A. B.
-Functional Muscle Control by Electrical Stimulation of Afferent Wilson, Jr., Dir., et al, Moss Rehabilitation Hospital/Temple Univ./

Nerves. VA RER&DS Progress Report: R. Hussey, A. B. Rossier, Drexel Univ. 10-32(289-306)
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MEAD. Graham E. Microelectronics Laboratory for Biomedical Sciences. NIGMS Prog-
-Wheelchairs. Recent Patents: John D. Harris, Michael F Fodgen, ress Report: W. H. Ko. Case Western Reserve Univ. 10-35(88)

and Graham E. Mead 10-32(514) Microscopes-A Foot-Controlled Laboratory Microscope. Technical
Note: N. D. Sherrill, M. Ohms, C. Holmstrom, and M. Kennedy

MEARS, Dana C. 10-35(69-72)
-Analysis of Wear Particles in Human and Arthroplastic Joints. VA Microsurgical Techniques Applied to Orthopaedics and Hand Sur-

RER&DS Progress Report: D. C. Mears. Pittsburgh VAMC/Univ. of gery. VA RER&DS Progress Report: J. W Shaffer. Cleveland VAMC
Pittsburgh 10-33(217-218) 10-34(68-69) 10-35(117-118) 10-32(371-372) 10-33(223-224) 10-35(117)

Th esrme.ing Optical rog- Migel Medal Awards-J. M. Woolly and R. H. Bennett Awarded 1978h MeAreent ofrBodSferessres U. springhOtcalo Alto Migel Medal. Notes and News 10-31(211-212)-1980 Migel Medal
aMphy. VA RER&DS Progress Report: M. Springhorn. Plo Alto Awards. Notes and News 10-34(227)

VAMC 10-33(168) MILBURN, Wanda 0.

The Mechanics of Human Bone and Long Bones. NIGMS Progress -Vestibular Insufficiency in Drivers With Hearing Impairments. NIHR
Report: R. L. Piziali. Stanford Univ. 10-35(89) REC Progress Report: T. D. Clack and W. 0. Milburn. University of

The Mechanics of Human Cancellous Bone. VA RER&DS Progress Michigan 10-34(187) 10-35(254-256)
Report: L. W, Swenson, Jr., R. L. Piziali, and K. S. Kim. Palo Alto
VAMC 10-35(186-187) MILLER, Gary J.

MED Quedriplegic Wheelchair System. VAPC Research Report -In Vitro Evaluation of the Effect of Acetabular Prosthesis Implan-
10-31(175-176) tation on Human Cadaver 'elves. Technical Note: W Petty, G. J.

Medical College of Georgia, Augusta, Georgia Miller, and G. Piotrowski 10-33(80-89)
-Acoustic Emission in Bone. VA RER&DS Progress Report: E. Berg,

P J. Nicholls, and D. Nicholls. Augusta VAMC/Medical College of MILLER, Leland D.
Georgia/Airesearch Mfg. Co. of Calif. 10-32(362-365) 10-33(197) -Dynamic Column Support for Feeder Pan. Recent Patents: Leland

Medical Equipment Distributors (MED), Inc. D. Miller 10-31(217)
-MED Quadriplegic Wheelchair System. VAPC Research Report -Metacarpal Phalangeal Joint-Driven Index Finger Prosthesis. Tech-

10-31(175-176) nical Note: L. D. Miller 10-35(48-51)
-Tuba-Chair. VAPC Research Report 10-31(195-196)
MEISEL. H. MILLER, Paul W.
-Residual Bladder Volume Determination for Spinal Cord Injury Pa- -Method of Implanting Hair. Recent Patents: P W Miller 10-35(327)

tients. VA RER&DS Progress Report: R. Roemer R. Wood, and
H. Meisel. Univ. Calif., Santa Barbara 10-34(72-73) MINASSIAN, Serge

-Rehabilitation Engineering Service. NIHR REC Progress Report:
MELROSE, Sue S. Minassian. Moss Rehab. Hospital/Temple Univ./Drexel Univ.
-Clinical Application Study of Reading and Mobility Aids for the 10-35(248-250)

Blind. VA RER&DS Progress Report: J. J. Hennessey, G. L. Good-
rich, D. L. Morrissette, and S. Melrose. Palo Alto VAMC 10-35(192- MINGLEDORFI, Ernest B.
193) -Maxillofacial Restorative Materials and Techniques. VA RER&DS

Progress Report: J. F Lontz and J. W Schweiger. Temple Univ.,
MMEIZrICH, Michael M. Wilmington VAMC 10-34(102-107)
-- Development of Multichannel Electrodes for Auditory Prostheses.

NIH-NINCOS Progress Report: M. M. Merzenich and R. L. White. Minigrant Awards-Foundation Announces 1980-81 Minigrant
Univ. of Calif., San Francisco/San Francisco Medical CenterlStan- Awards. Notes and News 10-32(506)
ford Univ. 10-35(90-91)

MINTZ, Candy
Metacarpal PhIangeel Joint-Driven Index Finger Prosthesis. Tech- -Development and Evaluations of a Recreational Bicycle for Para-

nical Note: L. D. Miller 10-35(48-51) plegics. VA RER&DS Progress Report: L. Later, P Axelson, C. Mintz,
Mathd and Apparatus for Communicating With People. Recent Pat- and D. Schwand. Palo Alto VAMC 10-35(184)

ants: Charles J. Laenger, Sr., Sam R. McFarland, and Harry H. Peel
10-31(217-218) MIROV, P

Method of Implntin Hail. Recent Patents: P. W. Miller 10-35(327) -The Effect of Partial Versus Full Weightbearing on Late Loosening
Mtdology es for a Program to Improve Effilency and Re- After Total Joint Replacements in the Lower Extremities, VA
dose Rkft for Whoelclah Locomotion. Technical Note: R. M. Glaser, RER&DS Progress Report: E. Bahniuk, T. H. McLaughlin, R. Liebelt,
A. G. Suryaprosad, M. N. Sawka, and B. M. Fichtenbaum 10-35(63- and P Mirkov. Cleveland VAMC/Case Western Reserve Univ.
01) 10-35(99)

M.EW Compm*, Tulsa, Oldahoma-Manna E-Z Way Chair Lift. VAPC
Research Report 10-31(192) MITCHELL, Joseph I.

MEYER, Pad R. -Washing Attachment for Artificial Arms. Recent Patents: Joseph
-Temporary Cervical Immobilizing Orthosis. Recent Patents: Paul I. Mitchell 10-32(513-514)

R. Meyer 10-32(512)
MOBILITY AIDS FOR THE BLIND

noApmeeaeed Proel Contrl. NSF Progress Report: D. E. -Clinical Application Study of Mobility Aids for the Blind. VA RER&DS
Gustafson. Scientlific Systems 10-33(107) Progress Report: J. 0. Malamazian and L, W Farmer. Hines VAMC

Nosmalre (of the skin and deeper tissue of the lower limbs). 10-31(149-151) 10-32(421-424) 10-33(228-229) 10-341115-116)
VAREC Progress Report 10-34(132-133) 10-35(198)
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MOBILITY AIDS (BUND) (Cont.)

-Clinical Application Study of Reading and Mobility Aids for the -Development Mobility 10-33(121-122)
Blind. VA RER&DS Progress Report: D. E. Garner, W. R. De I'Aune, -Phase I-Upright Positioner 10-33(122)
R D. Gadbaw. West Haven VAMC 10-31(146-149) 10-32(415-421) -Phase Il-Sitting/Standing Mobility 10-33(122-123)
J J. Acton 10-33(227-228) 10-34(112-113) E. C. Roman 10-35(193- -Powered Mobility 10-33(124)
194) -Transport Devices 10-33(122-123)

-Clinical Application Study of Reading and Mobility Aids for the -Occupant-Operated Mobile Work Vehicle for Paraplegics. Recent
Blind. VA RER&DS Progress Report: J. K. Wiley, G. L. Goodrich, Patents: Donald L. Ausmus 10-33(241)
R. R. Bennett, H. S. Paul, J. J. Hennessey, and D. L. Morrissette. -Power Steering for the Mobility Engineering Van-Compatible
Palo Alto VAMC Wheelchair. VA RER&DS Progress Report: E J. Weibell, C. M. Scott,
-Community Area Slides Project 10-33(231) and R. E. Prior. Sepulveda VAMC/Mobility Engineering and Devel-
-Electronic Travel Aids 10-31(154) 10-32(430) opment 10-34(123) 10-35(135)
-IT&T Clinical Pocketscopes 10-31(154-155) 10-32(430) -A Practical Curb-Climbing Aid for Wheelchair-Bound Paraplegic
-Mowat Sensor Study 10-34(119) 10-35(193) Persons (A Progress Report): R. N. White, A. Y. J. Szeto, and H. A.
-Night Vision Aid and Wide Angle Mobility Light (WAML) Eval- Hogan 10-34(13-19)

uation 10-33(231) 10-34(119) 10-35(193) -Technological Systems for Severely Disabled People. NIHR REC
-Optacon 10-31(154) 10-32(429) Progress Report: C. L. Compere, Proj. Dir., Northwestern University
-Spatial Contrast Sensitivity 10-32(429) 10-35(192) -Azimuthal Control 10-33(111)
-Tonal Display for Optacon 10-32(429) -Low-Back Recliner Wheelchair 10-33(111)
-Wide Angle Mobility Light Follow-up Study 10-35(193) -Northwestern University Quad Chair 10-32(249) 10-33(I 11)

-Mobility Aids for the Blind and Severely Visually Handicapped. -g-DEC System 10-33(111) 10-35(209-210)
NIHR REC Progress Report: R. W. Mann. Harvard Univ./MIT -Wheelchair Control Evaluation System 10-33(111)
10-35(216) -VAPC Research Reports

-Rehabilitation Engineering Center. NIHR REC Progress Report: L. A. -Centauri Freewheeler 10-31(184-185)
Scadden, Proj. Dir. Smith-Kettlewell Institute of Visual Sciences -Chin Control Powered Swing Away 10-31(176)
10-32(266-269) 10-33(149-150) 10-34(171-173) -Convertible Armrest Wheelchair/Walker or Parallel Bars

-Sonic Orientation and Navigation Aid. VA RER&DS Progress Re- 10-32(468-469)
port: G. W Kelly and R. D. Atkins. Atlanta VAMC/Georgia Inst. of -Cushion Lift Wheelchair Model 4000. 10-32(464)
Technology 10-34(120-121) 10-35(189) -E&J Independence Recliner 10-32(475-478)

-A Step-Sensing Device for Blind Wheelchair Users-a Preliminary -Folding Rollator 10-31(178-179)
Evaluation. Technical Note: L. W. Farmer 10-35(73-79) -Freedom Chair 10-32(464)

-Study of Fast Feature-Extraction for Blind Mobility NSF Progress -Gad-A-Bout 10-31(188-189)
Report: C. C. Collins, Smith-Kettlewell Institute of Visual Sciences -Han-Dee-Lite 10-32(486)
10-33(105) -Imasen Recliner 10-32(478-479)

-Independence Walker 10-31(185)
MOBILITY AIDS FOR THE PHYSICALLY HANDICAPPED -MED Quadriplegic Wheelchair System 10-31(175-176)
-Advanced Concept Design of a High-Performance Indoor-Outdoor -Mobilposium Mark I1. 10-31(176)

Vehicle for the Physically Handicapped. VA RER&DS Progress Re- -Moto-Stand 10-31(185)
port: G. W Kelly and K. S. Morgan. Atlanta VAMC/Georgia Inst. of -Pneumatic Water Dispenser 10-32(480-482)
Technology 10-34(120) -Powered Wheelchair Battery Monitor 10-32(482-485)

-Mobility Aids for the Severely Disabled. VA RER&DS Progress Re- -Powered Wheelchairs (for Dental Care) 10-32(469-475)
port: C. W Radcliffe, D. M. Cunningham, J. M. Morris, L. M. La- -Safety Rolling Walker 10-31(182-184)
moreux. UC, Berkeley 10-31(95) 10-32(330-337) F T Hoaglund and -Stand Aid Powered Wheelchair 10-32(465-468)
H. E. Jergesen. San Francisco VAMC 10-33(177) G. Stout 10-34(87) -Supermark Delta 10-31(179-182)
L. A. Wilson, R. A. Roberts, F N. Todd, and R. W, Cummings -Talley Ripple Alternating Pressure Pad for Wheelchairs 10-32(479-
10-35(149) 480)
-Feedback Control Project 10-35(149) -VAPC Powered Ambulator 10-31(185-188)
-Level Drive System for Manual Wheelchair 10-31(95) 10-32(177) -Voyager IV. 10-32(485)

10-33(336-337) -- also Ambulators, Automotive Adaptive Equipment, Canes,
-Manual Spring Suspension Wheelchair 10-31(95) 10-32(335-336) Crutches, Walking Aids, Wheelchairs

10-33(177) 10-34(87)
-PC2 Wheelchair 10-31(95) 10-32(330) 10-33(177) 10-34(87) MobilIty Engineering and Development (MED), Inc. Van Nuys,
-Powered Spring Suspension Wheelchair 10-31(95) 10-32(330) California

10-33(177) 10-34(87) 10-35(149) -Mobility Engineering for the Severely Handicapped. VA RER&DS
-Spring Suspension Caster Fork 10-31(95) 10-32(333-335) Progress Report: C. M. Scott and R. E. Prior 10-31(111-113)

10-33(177) 10-34(87) 10-35(149) 10-32(376, no report)
-Spring Suspension Wheelchair 10-31(95) -Power Steering for the Mobility Engineering Van-Compatible
-Solid State Controller 10-32(331-332) 10-33(177) 10-34(87) Wheelchair. VA RER&DS Progress Report: F J. Weibell, C. M. Scott,

10-35(149) and R. E. Prior. Sepulveda VAMC/Mobility Engng. and Develop.
-Mobility Engineering for the Severely Handicapped. VA RER&DS 10-34(123) 10-35(135)

Progress Report: C. M. Scott and R. E. Prior. Mobility Engineering
and Development 10-31(111-113) 10-32(376, no report)

-Mobility for Severely Handicapped Children. NIHR REC Progress Mobility Engineering for the Severely Hamdicapped. VA RER&DS
Report: D. A. Hobson, Tech. Dir. University of Tennessee 10-33(121- Progress Report: C. M. Scott and R. E. Prior. Mobility Engineering
126) and Development 10-31(111-113) 10-32(376, no report)
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-am also Power Steering for the Mobility Engineering Van-Com- MORGAN, Charles W
patible Wheelchair -Cushioning Effect. Recent Patents: Charles W Morgan 10-31(217)

Mobilizer Medical Products, Inc.. Mt. Vernon, New York-Stretchair.
VAPC Research Report 10-31(198-199) MORGAN, Kenneth S.

Mobilpodfum Mark U. VAPC Research Report 10-31(176) -Advanced Concept Design of a High-Performance Indoor-Outdoor
Modification of Abnormal Motor Control by Focal Electrical Stimu- Vehicle for the Physically Handicapped. VA RER&DS Progress Re-

lation. NIH-NINCDS Progress Report: J. R. Bloedel. Univ. of Min- port: G. W Kelly and K. S. Morgan. Atlanta VAMC/Georgia Inst. of
nesota 10-35(94) Technology 10-34(120)

Modular Prostheses-Modular Below-Knee Prosthesis. VA RER&DS -Prototype Wheelchair Wheel With Integral Anti-Rollback Capabil-
Progress Report: F T Hoaglund, H. E. Jergesen, C. W. Radcliffe, ity. VA RER&DS Progress Report: G. E. Kelly and K. S. Morgan.
L. W Lamoreux, D. M. Cunningham, and G. Stout. Uniu California, Atlanta VAMC/Georgia Inst. of Technology 10-34(120) 10-35(187-
BerkeleylSan Francisco VAMC 10-34(87) 189)

A Modular Seating System. VA RER&DS Progress Report: J. Flamm.
Palo Alto VAMC 10-31(64) MORIARTY L.J.

Molded Syme Foot With Attached Stump Socket Recent Patents: -Electronic Typewriter for the Visually Impaired. VA RER&DS Prog-
I. W Cochrane and F R. Tucker 10-35(327) ress Report: G. W. Kelly and L. J. Moriarty Atlanta VAMCJGeorgia

MOLINGER, Louise A. Inst. of Technology 10-34(121-122) 10-35(189-191)
-Gait Patterns of Above-Knee Amputees Using Constant-Friction

Knee Components: M. P Murray, S. B. Sepic, G. M. Gardner, and MORRIS, James M.
L. A. Mollinger 10-34(35-45) -Design of Prosthetic and Orthotic Devices and Biomechanical

Studies of Locomotion. VA RER&DS Progress Report: C. W. Rad-
Monitec Emergency Systems VAPC Research Report 10-31(173-175) cliffe, D. M. Cunningham, J. M. Morris, L. Lamoreux. Univ. of Cal-
Monitoring, Modifying and Testing Anterior Spinal Instrumentation. ifornia, Berkeley 10-31(87-95) 10-32(327-337)

NIHR REC Progress Report: J. E. Hall, D. Rowell, and S. R. Simon.
Harvard University/M.I.T 10-32(226) 10-34(161) 10-35(213) MORRISSETTE, Diane L.

Monkeys-Capuchin Monkeys as Aids for the Severely Disabled. -Clinical Application Study of Reading and Mobility Aids for the
NSF Progress Report: M. J. Willard. Tufts/New England Medical Blind. VA RER&DS Progress Report: J. J. Hennessey, G. L. Good-
Center 10-34(144) rich, R. R. Bennett, and D. L. Morrissette. Palo Alto VAMC 10-33(230-

MONTREAUX, Mario 232) 10-34(117-120) S. Melrose 10-35(192-193)
-Rehabilitation Engineering Center. NIHR REC Progress Report:

J. Goodgold, Dir. New York University Medical Center 10-34(151- MORTIMER, J. Thomas
160) -Functional Neuromuscular Stimulation. NIH-NINCDS Progress Re-

port: J. T Mortimer. Case Western Reserve Univ. 10-35(93)
MOONE, Vert -Urinary Sphincter Control by Collision Block Techniques. NSF
-Identification of Muscle Fatigue by EMG Power Spectrum Analy- Progress Report: J. T. Mortimer. Case Western Reserve Univ.

sis. VA RER&DS Progress Report: R. E. Jones, V, Mooney, 10-35(87)
T. Carmichael. Dallas VAMC 10-32(351) 10-33(187) R. Ortengren
10-34184-85) 10-351152-153) MOSKOWITZ. Gordon D.

-Biomechanical Study of Flexion and Extension of the Human An-
MOORE, Wesley S. kle Joint. NIHR REC Progress Report: G. D. Moskowitz. Moss Re-
-Below-Knee Amputation With Immediate Postoperative Fitting of hab. Hospital/Temple Univ./Drexel Univ. 10-35(235-239)

Prosthesis. VA RER&DS Progress Report: W, S. Moore. Tucson -Development of Myoelectric Knee Control for AK Prostheses, NIHR
VAMC 10-31(98) 10-32(349) 10-33(184-185) REC Progress Report: G. Moskowitz. Moss Rehabilitation Hospital/

-Lower Extremity Amputation: Immediate Postoperative Fitting of Temple Univ./Drexel Univ. 10-32(299) 10-33(133-134) 10-34(176)
Prostheses. VA RER&DS Progress Report: J. M. Malone, W, S. 10-35(241)
Moore, and J. M. Leal. Tucson VAMC 10-34(109-110) -Drexel Senior Engineering Design Affiliation. NIHR REC Progress

-Therapeutic and Economic Impact of a Modern Amputation Pro- Report: G. D. Moskowitz. Moss Rehab. HospitalfTemple Univ. (Drexel
gram: J. M. Malone, W. S. Moore, J. Goldstone, and S. J. Malone Univ. 10-35(244-246)
10-32(7-17) -Rehabilitation Engineering Center. NIHR REC Progress Report: A. B.

MOORMAN, S. Wilson, Jr., Dir., et al. Moss Rehabilitation Hospital(Temple Univ.(
- Drexel Univ. 10-32(289-306) G. D. Moskowitz, Dir, et al. 10-33(131-

-New Approaches for the Control of Powered Prostheses Particu- 137) 10-34(173-181) 10-35(235-253)
larly by High-Level Amputees: R. D. Stein, D. Charles, J. A. Hoffer, -Rehabilitation Engineering Services. NIHR REC Progress Report:
J. Arsenault, L A. Davis, S. Moorman, and B. Moss 10-33(51-62) G. Moskowitz. Moss Rehab. HospitallTemple Univ.!Drexel Univ.

MORE,.AND, John R. 10-32(304-305) 10-33(136-137)

-Total Knee Implant-Biotelemtry: VA RER&DS Progress Report: MOSS, B.
J. R. Moreland and J. M. Kabo. Wadsworth VAMC/UCLA Center -New Approaches for the Control of Powered Prostheses Particu-
for Health Sciences 10-35(101) larly by H;.qh-Level Amputees: R. D. Stein, D. Charles, J. A. Hoffer,

J. Arsenault, L. A. Davis, S. Moorman, and B. Moss 10-33151-62)
NNW, Mai
-- p nt of a Personal Information System for the Visually Moes Rehabilitation Hespltallhample Univ.lDrxel Unhv, Philadel-

Impaired. VA RER&DS Progress Report: J. G. Linvill, G. L. Good- phia, Pennsylvania. Rehabilitation Engineering Center. NIHR Prog-
rich, M. Mort J. Gill, and G. A. Fowler Palo Alto VAMClStanford ress Reports 10-32(289-306) 10-33(131-137) 10-34(173-181)
Univ. 10-34(113-115) 10-35(235-253)
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MOSSTEMPLEIDREXEL NIHR REC (Cont.)

-Acquisition of Transient Visual Information: E. Kwatny 10-32(295- -Technical-Clinical Re-Evaluation of the Limb Load Monitor: C. Leiper
296) W Freedman 10-34(175) 10-35(253)

-Adaptive Seatiig Service: C. Leiper 10-33(137) 10-34(179) -Training Films on Locomotion: T Cook 10-32(303-304) 10-33(135)
10-35(247-248) -Transportation for the Handicapped: W Freedman 10-32(295)

-Ambulation Energy Meter: T Cook 10-32(301) 10-33(132) -Ultralight Below-Knee Prosthesis: A. B. Wilson, Jr. 10-32(299-300)
-Below-Knee Amputee Gait: Comparison of Walkers and Parallel -Ultralight Below-Knee Prosthesis. VA RER&DS Progress Report:

Bars: T Cook 10-34(178) A. B. Wilson, Jr. and C. M. Pritham 10-31(98)
-Biomechanical Study of Flexion and Extension of the Human An-

kle Joint: G. D. Moskowitz 10-35(235-239) Motion Analysis see Biomechanics, Kinematics, Kinesiology, Mus-
-Cervico-Ocular Reflex (COR): W. Freedman 10-32(294-295) cular Analysis of Human Motion

10-34(175,174) MOTIS, Gilbert M.
-Clarification of Alignment and Control Principles for Lower-Limb -in Memoriam (1911-1980). Notes and News 10-34(231-233)

Orthotics and Prosthetics: C. Pritham 10-33(133) 10-35(242)
-Clinical Gait Analysis Service: T Cook 10-32(305-306) 10-33(!37) MOTLOCH, Wallace M.

10-34(179) T Vachranukunkiet 10-35(244) -Annual Rehabilitation Engineering Services Seminar. NIHR REC
-Comparison of the Effects of Action and Terminal Feedback on Progress Report: W. M. Motloch and S. Enders. Children's Hospital

Knee-Joint Positioning Tasks: C. Leiper 10-34(177-178) at Stanford 10-35(267)
-Conjoint Development and Evaluation for a Foam-In-Place (FIP) -Rehabilitation Engineering Clinical Internship. NIHR REC Progress

Seat: C. Leiper 10-32(302-303) Report: W M. Motloch and S. Enders. Children's Hospital at Stan-
-Development of an Ambulation Training Program for Persons Hav- ford 10-35(267)

ing Lower Extremity Amputation: C. Leiper 10-35(242) -Seating Systems for Body Support and Prevention of Tissue
-Dissemination and Evaluation of Clinical Instrumentation: C. Leiper Trauma. VA RER&DS Progress Report: I. Perkash, M. LeBlanc, and

10-35(247) W. Motloch. Palo Alto VAMC/Children's Hospital at Stanford
-Drexel Senior Engineering Design Affiliation: G. D. Moskowitz 10-31(116-118) 10-32(407) R. Pasillas 10-33(225-227) 10-34(70-71)

10-35(244-246)
-Effects of Altered Sensory Input on Stair Descent: W Freedman Moto-Stand. VAPC Research Report 10-31(185)

10-32(296-298) 10-34(174,176) R. Craik 10-35(239-241) MOTOR CONTROL
-Effects of Prosthetic Knee Locking on the Gait Performance of -Rehabilitation Engineering Center. NIHR REC Progress Report: C. H.

Above-Knee Dysvascular Amputees: Vascular and Biomechanical Herndon, Proj. Dir. Case Western Reserve University 10-32(251-
Functions in the Intact Limb: T Vachranukunkiet 10-35(243-244) 253) 10-33(114-117) 10-34(167-170) P H. Peckham and A. A. Free-

-Evaluation of a Gait-Training Technique in BK amputees: D. Ryan hafer, Dir. 10-35(256-261)
and R. Craik 10-34(179) -Evaluation of Abnormal Motor Control: P E. Crago and G. H.

-Evaluation of Prefabricated Modular Seating System: C. Leiper Thompson 10-34(169)10-35(257)
10-32(303) -Evaluation of Neuromuscular Control in CP Patients 10-33(117)

-Functional Electrical Stimulation Systems: N. Mayer 10-32(301- -Restoring Upper-Limb Function Through FES: P H. Peckham
302) 10-33(134,135) 10-34(178,180,179) 10-35(250-253) and M. W Keith 10-32(251) 10-33(114) 10-34(167) A. A. Freehafer

-Gait Characteristics Acquired During Ambulation Training: R. Craik 10-35(256)
10-34(178) -Restoring Upper-Limb Function Through Tendon Transfer: P H.

-Gait Function Following Intrasynovial Knee Injection: T Cook Peckham and A. A. Freehafer 10-32(251-252) 10-33(114-115)
10-33(134) 10-34(178) 10-34(167-168) M. W Keith 10-35(256-257)

-Instrument for Clinical Analysis of Gait: D. Taylor 10-32(301) -Improving Motor Control in Spastic Children Using Biofeedback
10-33(132) 10-34(175) toward Development of a Technology. Office of Special Education

-Instrument for Clinical Observation of Weight-Bearing in Loco- Progress Report: D. R Inman and R. H. Schwary. University of Or-
motion: D. Taylor 10-33(134) 10-35(242) egon 10-34(194)

-Lower-Limb Prosthetic Components: C. Pritham 10-33(134)
10-34(17-177) 10-35(242-243) MOWINSKI, Leonard

-Myoelectric Knee Control: G. Moskowitz 10-32(299) 10-33(133-134) -Clinical Trials of Reading Machines for the Blind. VA RER&DS Prog-
10-34(176) 10-35241) reass Report: J. D. Malamazian, H. L. Lauer, and L. Mowinski. Hines

-Phase-Dependent Reflex Reversals in Controlling Locomotions: VAMC 10-32(424-426) 10-33(229-230)10-34(116-117)
R. Craik 10-32(291-292) 10-34(173) 10-35(241) -Communication Aids Research for the Blind. VA RER&DS Progress

-Recent Accomplishments 10-32(290-291) 10-33(131-132) Report: J. D. Malamazian, H. L Lauer, and L. Mowinski. Hines VAMC
-Rehabilitation Engineering Service: G. Moskowitz 10-32(304-305) 10-35(197-196)

10-33(136-137) S. Minessian 10-35(248-250) -The Kurzweil Reading Machine: a Report Based on Three Years of
-Relationship Between Tibial Torsion and Knee Stress. T Cook Evaluation of Models 1 and 3. Technical Note: H. L Lauer and

10-34(177) L. Mowinski 10-35(79-81)
-Role of the Upper Extremity in Gait: a Survey of the Forces Ap-

plied to Various Assistive Devices: T Cook 10-35(241) Multlchannel FES of Lower Umb& far Gait Rehabilitation. NIHR REC
-Sensory Feedback Devices: C. Leiper 10-32(292-293) 10-33(135- Progress Report: U. Stanic, R. Acimovic-Janezic, A. Tmkoczy and

136) M. Kljajic. Univ. of Ljubljana 10-32(277-280) M. Malezic and
-Student Affiliation Program: R. Craik 10-32(303) 10-34(181) J. Krajnik 10-35(229-230)

10-35(246-247) Multichannel FES of Upper Limbs. NIHR REC Progress Report:
-Studies Involving Alignment of Above-Knee Prostheses: A. B. Wil- L Vodovnik, A. Kralj, R. Acimovic-Janezic, and S. Rebersek. Unhl

son, Jr. 10-32(292) of Ljubljana 10-32(282-283)
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Multifunctional Myolectric Actuation of Above-Elbow Prostheses MUSCULAR ANALYSIS OF HUMAN MOTION
via Time Series Analysis and Classification Methods Using Micro- -The Dynamics of EMG-Force Movement Relationships. NIGMS
processor Hardware. VA RER&DS Progress Report: D. Graupe and Progress Report: J. Perry. Rancho Los Amigos Hospital 10-35(89)
J. Fisk. Illinois Inst. of Tech./Loyola Univ./Hines VAMC 10-31(72- -Dynamics of EMG/Force Movement Relationships for Knee Exten-
74) sion. NIHR REC Progress Report: D. Antonelli and J. Perry. Rancho

MUNSON, John B. Los Amigos Hospital 10-35(222-225)
-Functional Spinal Cord Regeneration. VA RER&DS Progress Re- -Rehabilitation Engineering Center. NIHR REC Progress Report, Case

port: G. W. Sypert and J. B. Munson. Gainesville VAMC/Univ. of Western Reserve Univ.
Florida 10-33(220-222) 10-34(97-98) J. E. Zengel 10-35(144-146) -Control of Abnormal Muscle Contractions: R. Riso and J. T

Makley 10-34(169) 10-35(259-261)

MURPHY Eugene F -Evaluation of Abnormal Motor Control: P E. Crago and G. H.

-Biography of Gilbert M. Motis, 1911-1980. Notes and News Thompson 10-34(169) 10-35(257)

10-34(231-233) -Restoring Upper-Limb Function Through FES 10-32(251)
-Biography of John M. Erving, Jr. 1923-1980. Notes and News 10-33(114) R H. Peckham and M. W Keith 10-34(167) A. A. Free-

10-35(331 ) hafer 10-35(256)
-Biography of Thomas J. Canty, M.D., 1906-1979. Notes and News -Restoring Upper-Limb Function Through Tendon Transfer

10-33(237-238) 10-32(251-252) 10-33(114-115) R H. Peckham and A. A. Free-
103(237-238y ohafer 10-34(167-168) M. W Keith 10-35(256-257)
N-Biography of Verne Inman, M.D., Ph.D., 1905-1980. Notes and -A Single Unit Study of Muscle Afferents in Human Movement. VA

inPrisews 103(3920 PoRER&DS Progress Report: C. R. Lamb and A. J. Szumski. Rich-
--In Praise of Progress Reports. Editorial: E. Murphy 10-34(1-4) mond VAMC 10-35(129)

1-The nternational Year of Disabled Persons. Editorial: E. Murphy -Studies of Normal and Abnormal Motion. VA RER&DS Progress
10-35(1-3) Report: M. R Murray. Wood VAMC 10-31(106, no report) 10-32(356-

-Locomotion Assistance Through Cane Impulse: L. Bennett, M. 358) 10-33(192-193) 10-34(71-72) 10-35(116-117)
Murray, E. F Murphy, and T T. Sowell 10-31(38-47) -Study of Upper-Limb Biomechanics Using Ultrasound Transmis-
--Prosthetics. VA RER&DS Progress Reports: ed. by E. Murphy sion Imaging. VA RER&DS Progress Report: V R. Hentz, P Dev,

-Reflections on Automotive Adaptive Equipment-an Essay: E. F and K. W, Marich. Palo Alto VAMC 10-35(181-182)
Murphy 10-32(191-207) -Suppression of Abnormal Involuntary Movements by Application

of Mechanical Loads and Biofeedback. NIHR REC Progress Report:
M. J. Rosen, C. J. De Luca, and S. R. Simon. Harvard Univ. MIT

MURRAY Mary Patricia 10-32(234-235) 10-34(162) 10-35(215)
-Gait Patterns of Above-Knee Amputees Using Constant-Friction

Knee Components: M. P Murray, S. B. Sepic, G. M. Gardner, and
L. A. Mollinger 10-34(35-45) Musculoskeletal Defects-Engineering Applications in Orthotic and

-Instrumented Walking Aids. Conference Report: M. P. Murray Prosthetic Treatment of Musculoskeletal Defects. VA RER&DS
10-35(304-306) Progress Report: E. B. Marsolais. Cleveland VAMC 10-31)100)

-Interrupted-Light Method of Recording Gait. Conference Report: 10-32(352, no report) 10-33(193-194) 10-34(73-74) 10-35(129-130)
M. P Murray 10-35(286-288) Myelinated Fibers-Patterns of Conduction of Impulse Trains in

-Locomotion Assistance Through Cane Impulse: L. Bennett, M. R Myelinated Fibers. VA RER&DS Progress Report: S. L. Wood, S. G.
Murray, E. F Murphy, and T T Sowell 10-31(38-47) Waxman, and J. D. Kocsis. Palo Alto VAMC 10-35(177-178)

-Studies of Normal and Abnormal Motion. VA RER&DS Progress Myocutaneous Perfusion Measurements-Program for Evaluating
Report: M. P Murray Wood VAMC 10-31(106, no report) 10-32(356- and Monitoring the Dysvascular Patient. VA RER&DS Progress
358) 10-33(192-193) 10-34(71-72) 10-35(116-117) Report: B. Y Lee, W. R. Thoden, E S. Trainor, and D. Kavner. Castle

Point VAMC 10-35(146-147)
Myoelectrc Biofeedback-Evaluation and Application of Myoelectric

MUSCLE CONTRACTIONS Biofeedback. NIHR REC Progress Report: C. J. De Luca. Harvard
Univ/MIT 10-34(163) 10-35(216)

-Control of Abnormal Muscle Contractions. NIHR REC Progress MYOELECTRIC CONTROL SYSTEMS
Report: R. R. Riso and J. T Makley Case Western Reserve Uni- MYECTCCOROSSESveprst 10319 R 3(96 R adJTMkeyCaee-Adaptation of the VAIUSMC Electric Hand to the Liberty Mutual-Fersiya 1 (1)3( 2) ConrolbylecricMyoelectric Boston Elbow for Above-Elbow Amputees. Technical

-Functional Muscle Control by Electrical Stimulation of Afferent Note: J. M. Leal, T W. Williams, III, and J. M. Malone 10-35(56-60)
Nerves. VA RER&DS Progress Report: R. Hussey A. B. Rossier, -Clinical Evaluation of UNB 3-State Myoelectric Control for Arm
M. J. Rosen, and W R. Durfee. West Roxbury VAMC/MIT 10-33(188) Prostheses: J. E. Paciga, D. A. Gibson, R. Gillespie, and R. N. Scott
10-34(84) 10-35(135, no report) 10-34(21-33)

-Development of Myoelectric Knee Control for AK Prostheses. NIHR
MUSCLE FATIGUE REC Progress Report: G. D. Moskowitz. Moss Rehab. Hospital'
-Automated Muscle Fatigue Indicator. NIHR REC Progress Report: Temple Univ./Drexel Univ. 10-32(299) 10-33(133-134) 10-34(176)

C. J. De Luca. Harvard University/M.I.T 10-32(235-236) A. Oslan 10-35(241)
10-34(162) 10-35(215) -Development of a Wheelchair Using a Myoelectric Control System.

-Identification of Muscle Fatigue by EMG Power Spectrum Analy- VA RER&DS Progress Report: A. B. Rossier, M. Sarkarati, G. E.
sis. VA RER&DS Progress Report: R. E. Jones, V. Mooney, Crawford, and J. Dietz. West Roxbury VAMC/Neurocom 10-31(113-
T Carmichael. Dallas VAMC 10-32(351) 10-33(187) R. Ortengren 116) 10-32(405) 10-33(225) 10-34(83) 1n-35(133-135)
10-34(84-85) 10-35(152-153) -EMG Signature Identification for Mul ,function Prosthetic Control.
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VA RER&DS Progress Report: D. Graupe and J. Fisk. Illinois Inst. Joints. VA RER&DS Progress Report: B. A. Banks 10-33(216-217)
of Tech.Loyola Univ./Hines VAMC 10-32(316-317) 10-34(83)

-Microprocessor-Based Prosthetic Control. NSF Progress Report: National Aeronautics and Space Administration (NASA)-Empha-
D. E. Gustafson, Scientific Systems 10-33(107) sized by Congress: S. E. Roodzant and J. G. Clements 10-31(4-5)

-Multifunctional Myoelectric Actuation of Above-Elbow Prostheses National Council on the Handicapped-Emphasized by Congress:
via Time Series Analysis of Classification Methods Using Micro- S. E. Roodzant and J. G. Clements 10-31(9-10)
processor Hardware. VA RER&DS Progress Report: D. Graupe and National Crystal Identification Center Proposed by Veterans Admin-
J. Fisk. Illinois Inst. of Tech. Loyola Univ Hines VAMC 10-31172- istration. Notes and News 10-34(228)
74) National Institute of General Medical Sciences, Physiology and

-New Approaches for the Control of Powered Prostheses Particu- Biomedical Engineering Program, Dept. of Health and Human Ser-
larly by High-Level Amputees: R. D. Stein, D. Charles, J. A. Hoffer, vices, Bethesda, Maryland
J. Arsenault, L. A. Davis, S. Moorman, and B. Moss 10-33(51-62) -NIGMS Progress Reports: A. Rivera, Program Admin. 10-35(88-

-Upper Extremity Amputation: Immediate Postoperative Conven- 89)
tional, Electric, and Myoelectric Prostheses. VA RER&DS Progress National Institute of Handicapped Research (NIHR), Dept. of Educa-
Report: J. M. Malone, J. M. Leal, and S. J. Childers. Tucson VAMC tion, Washington, D.C.
10-34(110-111) J. Underwood 10-35(102) -Emphasized by Congress: S. E. Roodzant and J. G. Clements

10-31(5-8)
MYOELECTRIC PROSTHESES -Giannini to Head National Institute of Handicapped Research. Notes
-Harnessing Technique for Myoelectric Arm Prosthesis. Technical and News 10-33(236)

Note: M. Solomonow, C. Adair, and J. H. Lyman 10-32(208-212) National Institute of Handicapped Research (NIHR), Division of Re-
-Prosthetic Myoelectric Hook. VAREC Progress Report 10-34(133) habilitation Engineering, Dept. of Education, Washington, D.C.

-NIHR Rehabilitation Engineering Center progress reports: Joseph
Myoelectric Signals-Identification of Muscle Fatigue by EMG Power E. Traub, Division Director. 10-32(225-306) 10-33(108-157)

Spectrum Analysis. VA RER&DS Progress Report: R. E. Jones, 10-34(146-193) 10-35(202-271)
V. Mooney, T Carmichael. Dallas VAMC 10-32(351) 10-33(187) -Note: NIHR Rehabilitative Engineering Centers reporting in a
R. Ortengren 10-34(84-85) 10-35(152-153) typical BPR issue are the following:

- Case Western Reserve Univ., Cleveland Metropolitan Gen-
eral/Highland View Hospitals (Cleveland, Ohio)

-Children's Hospital at Stanford (Palo Alto, Calif.)
Nl -Harvard Univ.IMassachusetts Inst. of Technology (Boston,

Mass.)
NADUCKA, Mary D. -Moss Rehabilitation Hosp./Temple Univ.'Drexel Univ. (Phila-
-Maxillofacial Restorative Materials and Techniques. VA RER&DS delphia, Penn.)

Progress Report: J. F Lontz. J. W Schweiger M. D. Nadijcka, and -New York Univ. (New York, N.Y)
N. E. Donacki. Temple Univ.iWilmington VAMC 10-35(155-172) -Northwestern Univ. (Chicago, I1.)

-Rancho Los Amigos Hosp. (Downey, Calif.)
NAEFF Marinus -TIRR, The Institute for Rehabilitation and Research (Houston,
-Dynamic Pressure Measurements at the Interface Between Resid- Texas)

ual Limb and Socket-the Relationship Between Pressure Distri- -Univerza v Ljubljani (Ljubljana, Yugoslavia)
bution, Comfort, and Brim Shape: M. Naeff and T Van Pijkeren -University of Michigan, W E. Lay Automotive Laboratory (Ann
10-33(35-50) Arbor, Mich.)

-A New Method for the Measurement of Normal Pressure Between -University of Tennessee, College of Med. (Memphis, Tenn.)
Amputation Residual Limb and Socket: T. Van Pijkeren, M. Naeff, -Wichita, Kansas: Cerebral Palsy Res. Found. of Kansas, Inc.,
and H. H. Kwee 10-33(31-34) and Wichita State Univ. (Wichita, Kansas)

NAGEL, Donald A. National Institute of Handicapped Research (NIHR)-A Giant Step
-Internal and External Stabilization of the Disrupted Dorsal Lumbar for Expanded Rehabilitation Research. Editorial: R. R. Leclair (act-

Spine. VA RER&DS Progress Report: I. Perkash, D. A. Nagel, T. A. ing Director NIHR) 10-32(0-6)
Koogle, and R. L. Piziali. Palo Alto VAMC 10-35(179-180) National Institutes of Health-National Institute of Neurological and

Communicative Disorders and Stroke, Dept. of Health and Human
NAJENSON, Theodor Services, Bethesda, Maryland
-End-Bearing Characteristics of Patellar-Tendon-Bearing -NIH-NINCDS Progress Reports: F T Hambrecht, Program Head

Prostheses-a Preliminary Report: K. Katz, Z. Susak, R. Seliktar, 10-35(90-98)
and Th. Najenson 10-32(55-68) National Science Foundation, Washington, DC.

-Emphasized by Congress: S. E. Roodzant and J. G. Clements
NAKAMURA, Sachio 10-31(4)
-An Analysis of Soft Tissue Loading in the Foot-a Preliminary -NSF Progress Reports: D. R. McNeal, Program Manager 10-33(105-

Report: S. Nakamura, R. D. Crowninshield, and R. R. Cooper 107) 10-34(144-145) 10-35(86-87)
10-35(27-34)

Naval Oceans System Center, San Diego, California-Stand Aid
NARIC Has New Director: Eleanor Lynch Biscoe. Notes and News Powered Wheelchair. VAPC Research Report 10-32(465-468)

10-34(226) Needs and Design Concepts for Voice-Output Communications Aids.
NASA-Lewis Research Center, Cleveland, Ohio NSF Progress Report: S. Breugler, Telesensory Systems, Inc.
-Textured Grommets for Flexible Implant Arthroplasty of Finger 10-33(106)
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Nerve-Bundle Conduction Velocity Distribution Workshop, Palo Alto port: S. R. Simon, W. Berenberg, M. Hallette, and L. R. Young. Har-
VA Medical Center, July 23-24, 1979. Conference Report 10-34(195- yard Univ./MIT 10-32(232-234) 10-35(215-216)
196) NEUROMUSCULAR STIMULATION

Nerve Conduction Velocity Distributions: Clinical Research Appli- -Functional Neuromuscular Stimulation. NIH-NINCDS Progress Re-
cations. VA RER&DS Progress Report: K. L. Cummins, L. J. Dorf- port: J. T Mortimer. Case Western Reserve Univ. 10-35(93)
man, and L. J. Leifer. Palo Alto VAMC 10-35(177, a separate report -Functional Neuromuscular Stimulation of Limbs: a Feasibility Study.
on p. 131-132) VA RER&DS Progress Report: J. A. Foster and M. Solomonow.

Nerve Conduction Patterns-Patterns of Conduction of Impulse Trains Brentwood VAMC 10-31(106, no report) 10-32(409-414) 10-33(188)
in Mvelinated Fibers. VA RER&DS Progress Report: S. L. Wood, 10-35(129)
S. G. Vixman, and J. D. Kocsis. Palo Alto VAMC 10-35(177-178) -Transducer Development and Evaluation for Sensory Feedback in

NERVE REPAIR the Control of Paralyzed Extremities. NIH-NINCDS Progress Re-
-Nerve Repair and Evaluation. VA RER&DS Progress Report: V. R. port: A. A. Schoenberg. Univ. of Utah 10-35(94)

Hentz and L. J. Leifer. Palo Alto VAMC 10-33166) G. S. Abraham -see also entries under "neuro-", "neural", "functional electrical
10-35(178-179) stimulation", etc.

-Peripheral Nerve Repair. VA RER&DS Progress Report: L. J. Leifer
and V Hentz. Palo Alto VAMC 10-31(58-59) Neuromuscular Systems

-see also Electrical Assessment of Incomplete Spinal Cord Injury -- Experimental and Theoretical Study of Mammalian Movement. VA
and Repair RER&DS Progress Report: F E. Zajac and W. S. Levine. Palo Alto

-see also Functional Spinal Cord Regeneration VAMC 10-35177)
-Improved Predictive Filtering Techniques for the Non-Invasive

Nerve Repair and Evaluation. VA RER&DS Progress Report: V. R. Analysis of Neuromuscular Systems. VA RER&DS Progress Re-
Hentz and L. J. Leifer. Palo Alto VAMC 10-33166) G. S. Abraham port: C. C. Boylls. Palo Alto VAMC 10-35(181)
10-35(178-179)Neural Control Mechanism Neurophysiological Feedback From Extremities. NIHR REC ProgressNEeur ntol Maneicl SReport: N. Hogan, R. W. Mann, and M. J. Rosen. Harvard Univer--Experimental and Theoretical Study of Mammalian Movement. VA sity/M.L.T 10-32(228-229) 10-34(161) 10-35(214)
RER&DS Progress Report: F E. Zajac and W S. Levine. Palo Alto Neurophysiological Investigations of Pathological Motor Activity and
VAMC 10-35(177)

Neural Prosthesis Program. NIH-NINCDS Progress Reports: F T Improvements due to FES and Other Rehabilitation Methods. NIHR
Hambrecht, Program Head 10-35(90-98) REC Progress Report: F Gracanin and M. Vrabic. Univ. of Ljubljana

-Adhesion Studies: K. W Allen 10-35(93) 10-32(285-286) F. Bizjak 10-351231)
-Capacitor Stimulating Electrodes for Activation of Neural Tissue: Neurophysiologically-Based Controllers for Assistive Devices. NSF

H. Lerner and S. B. Brummer 10-35(92) Progress Report: N. Hogan, Massachusetts Inst. of Technology
-- Control of the Urinary Bladder: E. Tanagho 10-35(94-95) 10-33)106)
-Development and Evaluation of Safe Methods of Intracortical and New Approaches for the Control of Powered Prostheses Particularly

Peripheral Nerve Stimulation: W F Agnew 10-35(92) by High-Level Amputees: R. D. Stein, D. Charles, J. A. Hoffer.PDerpel Nrvent Stimuatn:l Electrodes for Agny 1: J. Arsenault, L. A. Davis, S. Moorman, and B. Moss 10-33(51-62)
-Development of Multichannel Electrodes for Auditory Prostheses: ANeAtaofLmPrshicPulhd.Nesnd ew

R. L. White 10-35(90-91) A New Atlas of Limb Prosthetics Published. Notes and News

-Development of Transdermal Stimulators: R. L. White 10-35(90) 10-35(332)
New Book Dedicated to Max Clland. Notes and News 10-31)210)

-Evaluation of Electrode Materials and Their Electrochemical Re- New Eoof aOP Aointed. Notes and News 10-3120)
actions: S. B. Brummer and T R. Beck 10-35(91-92) Now Editor of AAOP Appointed. Notes and News 10-32(502-503)
aFuction .B.roumuar ndmulation: J. R. Ber 1) -A New Method for the Measurement of Normal Pressure Between

-insulating Biomaterials: A. W, Hahn 10-35(93) Amputation Residual Limb and Socket: T Van Pijkeren, M. Naeff,

-Modification of Abnormal Motor Control by Focal Electrical Stim- and H. H. Kwee 10-33(31-34)
ulation: J. R. Bloedel 10-35(94) New VA Prosthetics Service Head Appointed. Notes and News

-Publications List 10-35(95-98) 10-34(226)-Transducer Development and Evaluation for Sensory Feedback in New York University, New York, New York
-Trasduer eveopmnt ad Ealutio fo SenoryFeebac in -Low Bandwidth Visual Communication for the Deaf. NSF Progress

the Control of Paralyzed Extremities: A. A. Schoenberg 10-35(94) Reor G. Vperl 10-35)87)
Report: G. Sperling 10-35(87)

New York University Medical Center, New York, New York
Neurocom, Franklin, Massachusetts -Rehabilitation Engineering Center. NIHR REC Progress Report: H. A.
-Development of a Wheelchair Using a Myoelectric Control System. Rusk, Proj. Dir. 10-32(262-266) 10-33)143-149) J. Goodgold, Dir.

VA RER&DS Progress Report: A. B. Rossier, M. Sarkarati, G. E. 10-34(151-160) 10-35(202-209)
Crawford, and J. Dietz. West Roxbury VAMC/Neurocom 10-31(113- -Bedside Evaluation of IRMNYU Voice Control 10-35(207)
116) 10-32(405) 10-33(225) 10-34(83) 10-35(133-135) -Braking Systems for Powered Wheelchairs for the Severely Dis-

Neuromuscular Defects-Electrophysiological Techniques in Evalu- abled 10-33(146-148) 10-34)155-156)
ation and Correction of Neuromuscular Defects. VA RER&DS -Clinical and Engineering Evaluation of Stationary Stand-Up
Progress Report: P. P. Griffin, R. Shiavi, S. Champion, and Frames and Stand-Up Wheelchairs for the Disabled 10-34(151-
F. Freeman. Nashville VAMC 10-31(106, no report) 154) 10-35(202-206)

Neuromuscular Deficts-Evaluative and Corrective Techniques for -Clinical Evaluation of Voice Control for Rehabilitation Aids for
Neuromuscular Deficits. VA RER&DS Progress Report: P Griffin the Severely Disabled-by Persons With and Without Speech
and R. Shiavi. Nashville VAMC/Vanderbilt Univ. 10-33(194) Impairment 10-33(144)
10-34(129-130) 10-35(101-102) -Control of Environmental Control System from Remote Loca-

Neuromuscular Disese-Objective Measurement of Stretch Reflex tions 10-34(158-159)
in the Evaluation of Spastic Dysfunction. NIHR REC Progress Re- -Docking System to Connect Mobile Voice Control System to
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Stationary Environmental Control System 10-35(207) -Synergetic Hook 10-31(69-70) 10-32(320-321) 10-33(174
-An Electrical 'Know-How" Manual for the Severely Disabled and 10-34(73) 10-35(123)

Their Families 10-33144-146) 10-34(154) -Rehabilitation Engineering Center NIHR REC Progress Report: C. L.
-Evaluation of Electronic Self-Help Devices for Severely Disabled Compere, Proj. Dir. 10-32(247-251) 10-33(111-114) 10-34(166)

Patients 10-32(262) 10-33(143-144) 10-34(155) 10-35(202) 10-35(209-210)
-Evaluation of Functional Performance of Devices and Instru- -Biomaterials 10-32(249) 10-33)113)

ments for the Severely Disabled 10-32(263-266) 10-33(148-149) -Biomechanics 10-32(250-251) 10-33)113-114)
-Remote Door Controls for the Severely Disabled 10-34(156-158) -Artificial Knee Joint Component Development 10-33114)
-Study of the Impact of Electronic Assistive Devices on the Qual- -Knee Ligament Mechanics 10-33(113)

ity of Life of High-Level Quadriplegics 10-32(264-266) 10-33(144) -Knee Orthotics 10-33)114)
NICHOLLS, Donald -Stress Analysis of Total Hip Prostheses 10-33(114)
-Acoustic Emission in Bone. VA RER&DS Progress Report: E. Berg, -Development and Evaluation of Total Knee Components and
R J. Nicholls, and D. Nicholls. Augusta VAMC/Medical College of Surgical Procedures 10-34(166)
Georgia/Airesearch Mfg, Co. of Calif. 10-32(362-365) 10-33(197) -Distributed Environmental Control System 10-35(209)

-Orthotics 10-32(250) 10-33)113)
NICHOLLS, Paul J. - Elbow Extension Orthosis 10-33)113)
-Acoustic Emission in Bone. VA RER&DS Progress Report: E. Berg, - Power Hand Orthosis 10-33)113)

P X Nicholls, and D. Nicholls. Augusta VAMC/Medical College of - Shoulder Subluxation Orthosis 10-33113)
GeorgialAiresearch Mfg. Co. of Calif. 10-32(362-365) 10-33(197) -Technological Systems for Severely Disabled People 10-33(111-

112)
NICKEL, Vernon L. Northwestern University, Evanston, Illinois
-Clinic Named in Honor of Dr. Vernon L. Nickel. Notes and News -Children's Auditory Discrimination and Perception of Monosyllabic

10-34(227) Words. NSF Progress Report: L. L. Elliot 10-33)106-107)
-VA RER&DS Progress Reports: V. L. Nickel, Dir. 10-33(157-227) Notes and News 10-31(208-215) 10-32(501-508) 10-33(235-240)

10-34(65-110) 10-35(99-191) 10-34(226-233) 10-35(328-335)

1YSF see National Science Foundation
NIGMS see National Institute of General Medical Sciences Nylon Hip and Knee Joints. VAPC Research Report 10-31)165)

10-32(447)

NIH-NINCDS see National Institutes of Health, National Institute of
Neurological and Communicative Disorders and Stroke

NIHR see National Institute of Handicapped Research 0

NILSSON, Lars A. Objective Measurement of Stretch Reflex in the Valuation of Spastic
-Lifting Device. Recent Patents: Lars A. Nilsson 10-31)217) Dysfunction. NIHR REC Progress Report: S. R. Simon,

W. Berenberg, M. Hallett, and L. R. Young. Harvard University MIlT.
Nitto Co., Japan see Nitto Dinko America, Inc., Lake Success, New 1 3 10-35a215-2v6)

York.10-32(232-234) 10-35(215-216)
York. Occupant-Operated Mobile Work Vehicle for Paraplegics. Recent Pat-

Nitto Dinko America, Inc. Lake Success, New York ents: Donald L. Ausmus 10-33(2-11)
--Nitto "No Sore" Cushion Pad. VAPC Research Report 10-31)189) An Ocular-Controlled Intelligent Speech Prosthesis. NSF Progress

NORMAN, Helge Report: K. M. Colby. University of California, Los Angeles 10-33)105)
-Bath Equipment for Disabled Persons. Recent Patents: Lars Ekman Office of Special Education, Dept. of Education, Washington, D.C.

and Helge Norman 10-32(509) -Office of Special Education Progress Report (Division of Innova-

tion and Development, Research Projects Branch) A. T Dittman,
NORRIS, Roy H. Proj. Officer 10-34(194)
-Rehabilitation Engineering Center. NIHR REC Progress Report: J. F OFIR, Reuven

Jonas, Jr., J. H. Leslie, Jr., R. H. Norris, and R. D. Dryden. Cerebral -Rehabilitation Engineering Center. NIHR REC Progress Report: J.
Palsy Research Foundation of Kansas 10-33(127-130) 10-35(268) Goodgold, Dir. New York University Medical Center 10-34(151-

160)
Northeastern University, Boston, Massachusetts
-Speech Perception in Noise by the Hearing-Impaired. NSF Prog- OHMS, Mark

ress Report: B. Scharf 10-34144) -A Foot-Controlled Laboratory Microscope. Technical Note: N. D.
Northwestern University, Chicago, Illinois Sherrill, M. Ohms, C. Holmstrom, and M. Kennedy 10-35(69-72)
-Prosthetics Research. VA RER&DS Progress Report: R. G. Thomp-

son and D. S. Childress 10-31(69-70) 10-32(319-321) 10-33(174) OHNISHI, Noboru
10-34(72-73) 10-35(123-124) -Apparatus for Analyzing the Balancing Function of the Human
-Below-Knee Preparatory Prostheses 10-35(123) Body. Recent Patents: Kazuo Tsuchiya and Noboru Ohnishi
-Hip Disarticulation Prosthesis 10-33(174) 10-34(72-73) 10-35124) 10-32(509)
-Lightweight BK Prosthesis 10-31(69)
-Live-Lift Lock 10-33174) 10-35(123) O'LEARY, James
-Powered Arm for Shoulder Disarticulation Levels 10-31(69) -Development of a Nondistorting Transducer System to, Me s,

10-32(319-320) 10-33(174) 10-34(73) 10-35(123-124) ing Pressure at the Tissue-Cushion Interface NIHR RE C P, C ,r%,

-Preparatory Lower-Limb Prosthesis 10-31(69) 10-32(320-321) Report: J. O'Leary Tufts New England Medt lal ( ente '4 . 'M

10-33(174) 10-34(73) -Evaluation of the Pressure Distribution Capatiot, ,of
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Mattresses. NIHR REC Progress Report: J. O'Leai y. Tufts/New Stimulation. VA RER&DS Progress Report: R H. Peckham. Cleve-
England Medical Center 10-34(149) land VAMC/Case Western Reserve Univ. 10-33(188-191) 10-34(107-

109) 10-35(128-129)
Olib E. Teague Award -Electrodes and Connectors 10-33(189-190) 10-34(107)
-Leigh Wilson Second Annual Teague Award Winner. Notes and -Exercise Stimulator Development 10-34(1081

News 10-33(235-236) -Lateral Pinch and Release 10-33(189)
-VA Establishes the Olin E. Teague Award for Outstanding Em- -Outpatient Evaluation of Functional System 10-33(190-191)

ployee Achievements in Rehabilitation. Notes and News 10-31(210- 10-34(108) 10-35(128)
211) -Patient Control of Functional System 10-34(107)

-VAs 1st Teague Award Presented. Notes and News 10-32(505) -Program for Upper-Extremity Functional Neuromuscular Stim-
OLIVER. Calvin C. ulation 10-35(128-129)
-Development and Evaluation of a New Artificial Larynx. VA RER&DS -System Design 10-33(188-189) 1034(107) 10-35(128)

Progress Report: L. P Goldstein, H. B. Rothman, and C. C. Oliver. -see also Patient Evaluation of a Functional Electrical Stimulation
Gainesville VAMC 10-33(224) 10-34(71, no report) 10-35(122-123) Hand Orthosis

Olympics for the Disabled, 1980. Notes and News 10-35(335)
On-Line Cart for 02 Cost Measurement. Gait Analysis Conference Orthotics-Publications of Interest 10-31(220-221) 10-32(531-532)

Report: G. V B. Cochran and M. Kadaba 10-35(317-318) 10-33(252) 10-34(219) 10-35(322-323)
OPTICAL CHARACTER RECOGNITION ORTON, Mark
-Development of an Advanced Optical Character Recognition -Monitoring, Modifying and Testing Anterior Spinal Instrumenta-

Speech-Output Accessory for Blind People. VA RER&DS Progress tion. NIHR REC Progress Report: D. Rowell, et al., Harvard Uni-
Report: G. F Groner, R. E. Savoie. Telesensory Systems 10-32(438- versity/MI.T 10-34(161)
440) 10-33(234) P Clark 10-34(111-112) 10-35(199)

-Research on Micro-Computer/Computer Terminal Character-Tone ORY, Jean-Marie
Output for the Blind. VA RER&DS Progress Report: G. W. Kelly and -Process and Device for the In Vivo Measurement of Bone Consol-
D. A. Ross. Atlanta VAMC/Georgia Inst of Technology 10-34(122) idation. Recent Patents: Jean-Marie Ory and Jacques Hummer

-ee also Reading Machines for the Blind 10-32(511)

Optoelectric (Selspot) Gait Measurement in lwo- and Three-Dimen- OSLAN, Alan
sional Space--a Preliminary Report Technical Note: H. J. Woltring -Automated Muscle Fatigue Indicator. NIHR REC Progress Report:
and E. B. Marsolais 10-34(46-52) D. J. De Luca and A. Oslan. Harvard University/M.I.T 10-34(162)

An Optoelactronic System for Human Motion Analysi. Gait Analysis
Conference Report: T P Andriacchi 10-35(291-292) OSTROWSKI, Carl L.

ORIN, David E. -Voice Synthesizer. Recent Patents: Carl L. Ostrowski 10-32(513)
-The Gait Laboratory Force Plate at the Cleveland VA Medical Cen-

ter. Technical Note: A. Cohen, D. E. Orin, and E. B. Marsolais OTIS, James C.
10-33(90-97) -Evaluation of the VA-Rancho Gait Analyzer, Mark 1: J. C. Otis and

A. H. Burstein 10-35(21-25)ORlrENOREN, Roland

-Identification of Muscle Fatigue by EMG Power Spectrum Analy- Outstanding Handicapped Federal Employees-(D. Gower, J. D.
sis. VA RER&DS Progress Report: R. E. Jones, V. Mooney, Schafer, and R. P. Reynolds) Three Vets Honored as 1980 Outstand-
'. Carmichael, and R. Ortengren. Dallas VAMC 10-34(84-85) ing Handicapped Federal Employees. Notes and News 10-35(333-

-Relationships Between Myoelectric Signal Amplitude and Muscle 334)
Force Estimates. Conference Report: R. Ortengren 10-35(303) Oxygen Consumption Determination by the Douglas Bag Technique.

Conference Report: R. L. Waters 10-35(317)
Orio Aid. VAPC Research Report 10-32(442)
Ortho-inatls, Inc., Waukesha, Wisconsin-Cushion Lift Wheelchair

Model 4000. VAPC Research Report 10-32(464) P
Cis Research, hIs., Bethesda, Meryland,-Ortho Aid. VAPC Re-

search Report 10-32(442) The Pace of Prosthetics Development Relative to General Technical
Ortho-Turn Bed. Recent Patents: G. B. Cary and N. B. Pfisterer Progress: Faster Than a Sabre Jet. Editorial: M. Cleland 10-33(1-

10-35(327) 2)
Ordopedl see Orthopedic PACHECO, Nelly M.
Orthopedic Rnger Pleee for Writing Instruments. Recent Patents: -Orthopedic Finger Piece for Writing Instruments. Recent Patents:

Nelly M. Pacheco 10-32(511) Nelly M. Pacheco 10-32(511)
Orthopdde Implant Devise Retrieval and Analysis. VA RER&DS Prog-

ress Report: A. M. Weinstein. New Orleans VAMC 10-31(108) PACIGA. J.E,
10-32(365-370) 10-33(211-213) 10-34(95-96) S. D. Cook, H. B. -Clinical Evaluation of UNB 3-State Myoelectric Control for Arm
Skinner, and A. J. T Clemow 10-35(151-152) Prostheses: J. E. Paciga, D. A. Gibson, R. Gillespie, and R. N. Scott

Orthupdle Implants-Development of Hydrogel Surfaces for Dental 10-34(21-33)
and Orthopedic Implants. VA RER&DS Progress Report: D. A. Gar-
cia and T. M. Sullivan. West Roxbury VAMC 10-35(139-142) PACO (Pivot Ambulating Crutchless Orthosis) see Prast, Martin T

Orthopedle hnplat see Total Hip ... Total Joint ... Total Knee... PALMIERI, Vincent R.
ORTHOWS -A Comparison of Sitting Pressures on Wheelchair Cushions as
-Development of Upper ExtremIty Orthoses Employing Electrical Measured by Air Cell Transducers and Miniature Electronic Trans-
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ducers: V R. Palmieri, G. T Haelen, and G. V B. Cochran 10-33(5- -Patient Evaluation of a Functional Electrical Stimulation Hand Or-
8) thosis. VA RER&DS Progress Report: P H. Peckham. Cleveland

-Development of Test Methods for Evaluation of Wheelchair Cush- VAMC 10-31(100-105) 10-32(352-356)
ions: G. V B. Cochran and V R. Palmieri 10-33(9-30) -Rehabilitation Engineering Center. NIHR REC Progress Report: P H.

Peckham and A. A. Freehafer, Co-Directors. Case Western Reserve
Palo Alto, Cald. Univ.iCleveland Metropolitan GeneralIHighland View Hospital
-see Children's Hospital at Stanford (NIHR REC) 10-35(256-261)
-see VA Medical Center, Palo Alto -Restoring Upper-Limb Function Through FES. NIHR REC Progress
-see VA Medical Center, Palo Alto, Rehabilitative Engineering R&D Report: P H. Peckham and M. W. Keith. Case Western Reserve

Center University 10-32(251) 10-33(114) 10-34(167) A. A. Freehafer
-see Stanford University 10-35(256)
Paraplegic Ambulation. VAREC Progress Report 10-34(133) -Restoring Upper-Limb Function Through Tendon Transfer. NIHR
-- me also FES of Spinal-Cord-Injured Patients, University of Lju- REC Progress Report: P H. Peckham and A. A. Freehafer. Case

bljana NIHR REC. Western Reserve University 10-32(251-252) 10-33(114-115)
PASILLAS, Richard 10-34(167-168) M. W. Keith 10-35(256-257)
-Seating Systems for Body Support and Prevention of Tissue

Trauma. VA RER&DS Progress Report: I. Perkash, W. Motloch, PEDEGANA, Larry R.
M. LeBlanc, and R. Pasillas. Palo Alto VAMCIChildren's Hospital at -Clinical and Laboratory Investigation of the Application of Trans-
Stanford 10-33(225-227) 10-34(70-71) D. Politi 10-35(126-127) cutaneous pO2 Monitoring in the Assessment of Local Circulation.

VA RER&DS Progress Report: F A. Matsen III, C. R. Wyss, E. M.
PATEL, Himanshu Burgess, L. R. Pedegana, C. W Simmons, and B. L. Thiele. Univ.
-Transferring Load to Flesh, Part IX, Cushion Stiffness Effects: Washington.'Prosthetics Research Study/Seattle VAMC 10-32(348-

L. Bennett and H. Patel 10-31(14-37) 349)

Patellar-Tendon-Bearing Prostheses PEDOTTI, Antonio
-End-Bearing Characteristics of Patellar-Tendon-Bearing -Apparatus Particularly for Evaluating the Functionality of Man's

Prostheses-a Preliminary Report: K. Katz, Z. Susak, R. Seliktar, Locomotive Faculties. Recent Patents: Antonio Pedotti 10-32(509)
and Th. Najenson 10-32(55-681

Patient Evaluation of a Functional Electrical Stimulation Hand Or- PEEL, Harry H.
thesis. VA RER&DS Progress Report: P H. Peckham. Cleveland -Method and Apparatus for Communicating With People. Recent
VAMC 10-31(100-105) 10-32(352-356) Patents: Charles J. Laenger St., Sam R. McFarland, and Harry H.

-Hardware Development 10-31(101) Peel 10-31(217-218)
-Lateral Pinch and Release in the C-6 Quadriplegic 10-31(105)

10-32(353-356) PEIZER, Edward
-Patient Studies 10-31(101-105) -VAPC Research Reports: A. Staros and E. Peizer 10-31(164-207)
-Prehension and Release in the C-5 Quadriplegic 10-32(352-353) 10-32(441-499) 10-33(234, no report)
-see also Development of Upper Extremity Orthoses Employing -VAREC (Formerly VAPC) Research Reports: A. Staros and E. Peizer

Electrical Stimulation, P H. Peckham (more recent research) 10-34(131-143) 10-35(101, no report)
Patterns of Conduction of Impulse Trains in Myelinated Fibers. VA

RER&DS Progress Report: S. L. Wood, S. G. Waxman, and J. D. Pennsylvania Firms Honored for Hiring the Disabled. Notes and News
Kocsis. Palo Alto VAMC 10-35(177-178) 10-35(335)

PATTERSON, Robert P Peripheral Nerve Stimulation-Development and Evaluation of Safe
-Pressure and Temperature Patterns Under the Ischial Tuberosities: Methods of Intracortical and Peripheral Nerve Stimulation. NIH-

R. P Patterson and S. V Fisher 10-34(5-11) NINCDS Progress Report: W F Agnew. Huntington Institute of
Applied Research 10-35(92)

PAUL, H. Stanton PERIPHERAL NERVES
-Clinical Application Study of Reading and Mobility Aids for the -Nerve Conduction Velocity Distributions: Clinical Research Appli-

Blind. VA RER&DS Progress Report: J. K. Wiely, G. L. Goodrich, cations. VA RER&DS Progress Report: K. L. Cummins, L. J. Dorf-
R. R. Bennett, and H. S. Paul. Palo Alto VAMC 10-31(152-155) man, and L. J. Leifer. Palo Alto VAMC 10-35(177, a separate report
10-32(426-430) on p. 131-732)

-Nerve Repair and Evaluation. VA RER&DS Progress Report: V. R.
PEARSON, J. Raymond Hentz and L. J. Leifer. Palo Alto VAMC 10-33(166) G. S. Abraham
-Rehabilitation Engineering Center. NIHR REC Progress Report: R. J. 10-35(178-179)

Pearson, Dir. University of Michigan 10-32(253-257) 10-33(138- -Peripheral Nerve Repair. VA RER&DS Progress Report: L. J. Leifer
141) 10-34(182-188) 10-35(254-256) and V R. Hentz. Palo Alto VAMC 10-31(58-59)

PECKHAM, P Hter PERIPHERAL VASCULAR DISEASE
-Command Controller Development and Evaluation. NIHR REC -Clinical and Laboratory Investigation of the Application of Trans-

Progress Report: P H. Peckham, D. Roscoe, and M. W Keith. Case cutaneous pO Monitoring in the Assessment of Local Circulation.
Western Reserve University 10-34(169) 10-35(258) VA RER&DS Progress Report: F A. Matsen Ill, C. R. Wyss, E. M.

-Development of Upper Extremity Orthoses Employing Electrical Burgess. L. R. Pedegana, C. W Simmons, end B. L. Thiele. Univ.
Stimulation. VA RER&DS Progress Report: P H. Peckham. Cleve- Washington/Prosthetics Research Study/Seattle VAMC 10-32(348-
land VAMC/Case Western Reserve Univ. 10-33(188-191) 349)
10-341107-109) 10-35(128-129) -Evaluation of Peripheral Vascular Disease by a Real-Time Multi-
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spectral Imaging System. VA RER&DS Progress Report: W R. Adey, Lippert, Ill, E. M. Burgess, and S, A. Veress. Seattle VAMC
D. 8. Hinshaw, J. E. Kaiser, N. P Poe, D. M. Street, and V J. An- 10-33(179-184) 10-34(87-94) 10-351106-108)
selmo. Loma Linda VAMCICalif. Inst. of Technology 10-35(103- PIERFEUCE, Gilbert E.
105) -Therapeutic Apparatus. Recent Patents: J. M. Cummins and G. E.

-Investigation of Viability of Neuromuscular Structures of the Ex- Pierfelice 10-35(327-328)
tremities. VA RER&DS Progress Report: F A. Matsen Ill. Univ. of
Washington 10-34(100-102) PIOTROWSKI, George

-Transcutaneous Oxygen Tension as Predictor of Wound Healing. -in Vitro Evaluation of the Effect of Acetabular Prosthesis Implan-
VA RER&DS Progress Report: F A. Matsen III and E. M. Burgess. tation on Human Cadaver Pelves. Technical Note: W. Petty, G. J.
Univ. of WashingtonlProsthetics Research Study 10-35(106) Miller, and G. Piotrowski 10-33(80-89)

PERKASH, Inder
-Development and Evaluation of a Robotic Aid for the Severely Pivot Ambulating Crutchlee Orhosi (PACO1 see PresS, Martin T

Disabled. VA RER&DS Progress Report: L. Leifer and 1. Perkash. PIZALI, Robert L.
Disble. V RR&D Prgrss epot: . eifr ad . Prkah. -Analytical Modeling of the Human Lumbar Spine. VA RER&DSPalo Alto VAMC 10-31(55-58) 10-33(165) B. Roth 10-35(173-176) Progress eort: Rf L. Piza LuS sand. A KERgDe

-Internal and External Stabilization of the Disrupted Dorsal Lumbar Palo Alto VAMC 10-35(176-177)
Spine. VA RER&DS Progress Report: R. Piziali and I. Perkash, Palo -tal And Etra Sbionfh sue raL a-Intrnal and External Stabilization of the Disrupted Dorsal Lumbar
Alto VAMC 10-31(58) 10-33(167-168) D. A. Nagel and T. A. Koogle Spine. VA RER&DS Progress Report: R. Piziali and I. Perkash. Palo
10-35(179-180)-Seating Systems for Body Support and Prevention of Tissue AltoVAM1-18) 103(6-6)D .Nae!n .Ko
Trauma. VA RER&DS Progress Report: I. Perkash, M. LeBlanc, and
W. Motloch. Palo Alto VAMCIChildren's Hospital at Stanford -The Mechanics of Human Bone and Long Bones. NIGMS Progress
10-31(116-118) 10-32(407) R. Pasillas 10-33(167, 225-227)10-34(70- Report: R. L. Piziali. Stanford Univ. 10-35(89)-- The Mechanics of Human Cancellous Bone. VA RER&DS Progress
71) D. Politi 10-35(126-127) Report: L. W, Swenson, Jr., R. L. Piziali, and K. S. Kim. Palo Alto

Permanently Attachd Arti Limbs. VA RER&DS Progress Re- VAMC 10-35(186-187)
Permnenly Ataced rtifcia Ume. V RE&DSProgessRe- -Spinal Cord Patient Transport System. VA RER&DS Progress Re-port: C. W Hall and W H. Mallow. Southwest Research Institute por aen Ta.sore andt. VA PizaDi PogAlto VAM

10-31(136-145) 10-32(344-347) 10-33(185-186) W. Rostoker port- E. E. Sabelman, T. A. Koogle, and R. L. Piziali. PaloAltoVAMC1 0-4(98100)1 0-35(184-185)
10-34(98-100)

PERRY Jacueffn
-The Dynamics of EMG-Force Movement Relationships. NIGMS Plastic Knee Orthoes. VAPC Research Report 10-31(165-166)

Progress Report: J. Perry. Rancho Los Amigos Hospital 10-35(89) PLEVNIK( S.
-Dynamics of EMG/Force Movement Relationships for Knee Exten- -FES of Urogenital Mechanics (FESUM)-Physiology, Techniques

sion. NIHR REC Progress Report: D. Antonelli and J. Perry Rancho of Stimulation, and Methods of Urodynamic Evaluation. NIHR REC
Los Amigos Hospital 10-35(222-225) Progress Report: S. Plevnik, J. Janez, S. Rakovec, P Vrtacnik, and

-Evaluation of CARS-UBC Triaxial Goniometer. NIHR REC Progress L. Ravnik. Univ. of Ljubljana 10-35(233-234)
Report: J. Perry and 0. Antonelli. Rancho Los Amigos Hospital -FES of Urogenital Mechanisms (FESUM)-Studies of Urodynam-
10-35(225-226) ics and Evaluation of Orthotic Aids. NIHR REC Progress Report:

-Generic Terminology for the Phases of Gait. Gait Analysis Confer- L Ravnik and S. Plevnik. University of Ljubljana 10-32(287-289)
ence Report: J. Perry 10-35(279-281) J. Janez 10-35(234)

-The Technics and Concepts of Gait Analysis. Gnit Analysis Con-
ference Report: J. Perry 10-35(279) Pneumatic Lifter Seat. VAPC Research Report 10-31(190)

Pneumatic Water Dispenser VAPC Research Report 10-32(480-482)
Personal Alarm System. Recent Patents: Raymond Doell 10-34(224) POE, Norman P
PETTy Willis -Evaluation of Peripheral Vascular Disease by a Real-Time Multi-
-in Vitro and In Vivo Quantitative Analysis of Acetabular Failure in spectral Imaging System. VA RER&DS Progress Report: W R. Adey

Total Hip Arthroplasty. VA RER&DS Progress Report: W, Petty. D. B. Hinshaw, J. E. Kaiser, N. P Poe, D. M. Street, and V J. An-
Gainesville VAMC 10-31(109-110) 10-32(376, no report) 10-33(220) selmo. Lome Linda VAMC/Calif. Inst. of Technology 10-35(103-

-in Vitro Evaluation of the Effect of Acetabular Prosthesis Implan- 105)
tation on Human Cadaver Pelves. Technical Note: W, Petty, G. J.
Miller, and G. Piotrowski 10-33(80-89) POLTI, Donne

-Quantitative Analysis of the Effect of Total Hip Arthroplasty on -Seating Systems for Body Support and Prevention of Tissue
Stress and Strain in the Human Pelvis. VA RER&DS Progress Re- Trauma. VA RER&DS Progress Report: R. Pasillas, D. Politi, and
port: W, Petty. Gainesville VAMC 10-35(117) M. LeBlanc. Palo Alto VAMC/Children's Hospital at Stanford

10-35(126-127)
PISTERUR, Ne01ae 9.
-Ortho-Turn Bed. Recent Patents: G. B. Cary and N. B. Pfisterer Polyat-ric Knees

10-35(327) -Design of Lower-Limb Prosthetic and Orthotic Devices. VA RER&DS
Progress Report: C. W. Radcliffe, D. M. Cunningham, J. M. Morris,

fiae.4Wp.spnnt Helm Revma In Contmilling Locomotion. NIHR L. Lamoreux. Univ. California, BerkeleylSan Francisco VAMC
REC Progress Report: R. Cralk. Moss Rehabilitation HospitallTem- -FourBar-Linkage Polycentric Pneumatic Knee 10-31(87) 10-32(3271
pie UnIv./Drexel Univ 10-32(291-292) 0-34(173) 10-35(241) 10-33(176) 10-344(86)

Phyelgis Suspesion-Evluation of Physiologic Suspension Foc- -Six-Bar-Linkage Knee With Friction Swing Control 10-31(66)
tore in Below-Knee Amputees. VA RER&DS Progress Report: F. G. 10-32(327) 10-33(176) 10-34(867)
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PolVethylem Behavior In Joint Replacements. NIGMS Progress Re- -Pressure and Temperature Patterns under the Ischial Tuberosities:
port: R. M. Rose. MIT 10-35(88) Robert P Patterson and Steven V Fisher 10-34(5-11)

Polymer Polyvinylklne Fluoride (PVF) -Rehabilitation Engineering Center. NIHR REC Progress Report: W A.
-Integrated Electro-Mechanical Transducer Systems. NSF Progress Spencer, T A. Krouskop, and J. H. Dickson. Texas Institute for Re-

Report: J. G. Linville. Stanford University 10-33(107) habilitation and Research 10-32(269-272) 10-33(150-151) Pressure
Polytechniques, Inc., Cleveland, Ohio-Safety Rolling Walker. VAPC Evaluation Pad 10-35(211-213)

Research Report 10-31182-184) -see also Transducers
Porto Care Sink. VAREC Progress Report 10-34(137-140)
Position Control of Above-Elbow Prostheses. VA RER&DS Progress Pressure Sore Instrumentation. VA RER&DS Progress Report: L. M.

Report: L. E. Carlson. University of Colorado 10-31(74-78) Vistnes, G. S. Abraham, and D. Riker. Palo Alto VAMC 10-35(187)
10-32(321-324) 10-33(174) PRESSURE-SORE RESEARCH

Power Access Corp., Eatontown, New Jersey-Power Access Door -identification and Control of Biophysical Factors Responsible for
Opener. VAPC Research Report 10-31(169) Soft Tissue Breakdown. NIHR Non-REC Progress Report: G. V B.

Power Steering forthe Mobility Engineering Van-Compatible Wheel- Cochran, N. P Reddy, and J. Brunski, Helen Hayes Hospital/RPI
chair. VA RER&DS Progress Report: F J. Weibell, C. M. Scott, and 10-33(156-157)
R. E. Prior. Sepulveda VAMC/Mobility Engineering and Develop- -The Measurement of Body Surface Pressures Using Optical Bar-
ment 10-34(123) 10-35(135) ography. VA RER&DS Progress Report: M. Springhom, Palo Alto

-see also Mobility Engineering for the Severely Handicapped VAMC 10-33(168)
Powered Wheelchair Battery Monitor. VAPC Research Report -Pressure Sore Instrumentation. VA RER&DS Progress Report: L. M.

10-32(482-485) Vistnes, G. S. Abraham, and D. Riker. Palo Alto VAMC 10-35187)
Powered Wheelchairs (for Dental Care). VAPC Research Report -Pressure Sores. VAREC Progress Report 10-34(131-132)

10-32(469-475) -Pressure Sores: Etiology and Prevention. VA RER&DS Progress
POWERS, Samuel T Report: J. Angell and L. Vistnes. Palo Alto VAMC 10-33(166-167)
-Wheelchair With Shock Absorber. Recent Patents: Samuel T Pow- Stanford Univ. 10-34(123-125) 10-35(153)

ers 10-34(225) -Transferring Load to Flesh, Part IX, Cushion Stiffness Effects:
L. Bennett and H. Patel 10-31(14-37)

A Practical Curb-Climbing Aid for Wheelchair-Bound Paraplegic Per-
sons (A Progress Report): R. N. White, A. Y J. Szeto, and H. A. PRESSURE-SORE PREVENTION AIDS
Hogan 10-34(13-19) -Aquarius Flotation System Mark IV. VAPC Research Report

PRAST Martin T 10-32(487-488)
-Research and Development Project on Advanced Orthotic Devices -- Differential-Pressure Flotation Cushion. Recent Patents: Richard

for Adult Paraplegics. VA RER&DS Progress Report: M. T. Prast S. Carlisle 10-31(217)
and L. E. Carlson. Prast Research Associates/Univ. Colorado -Ortho-Turn Bed. Recent Patents: G. B. Cary and N. B. Pfisterer
10-31(106) 10-35(327)

-Seat Cushions for the Paralyzed. VA RER&DS Progress Report:
Prast Research Associates, Inc., Grand Island, New York, see Prast, B. . Lee and L. Bennett. Castle Point VAMCIVAPC 10-31(116)

Martin T 10-32(405-407) 10-33(225) 10-35(127-128)
A Prellminay Evaluation of Remote Medical Manipulators: K. Corker, -Seating. Systems for Body Support and Prevention of Tissue

J. H. Lyman, and S. Sheredos 10-32(107-134) Trauma. VA RER&DS Progress Report: I. Perkash, M. LeBlanc, and
Presidential Awards to Two VA Rehabilitation Specialists (Yeongchi W. Motloch. Palo Alto VAMC/Children's Hospital at Stanford

Wu and Harold Krick). Notes and News 10-35(333) 10-31(116-118) 10-32(407) R. Pasillas 10-33(167, 225-227) 10-34(70-
Pressure and Tmperature Patterns under the Ischial Tuberositles: 71) 0. Politi 10-35(126-127)

R. R Patterson and S. V Fisher 10-34(5-11) -Talley Ripple Alternating Pressure Pad for Beds. VAPC Research
Pressure Distribution-Foot Biomechanics: Force and Pressure Dis- Report 10-32(490)

tribution in Health and Disease. VA RER&DS Progress Report: -Talley Ripple Alternating Pressure Pad for Wheelchairs. VAPC Re-
R. R. Cooper. Iowa VAMC 10-32(341-342) 10-33(184) 10-34(82-83) search Report 10-32(479-480)
10-35(116) -Therapeutic Apparatus. Recent Patents: J. M. Cummins and G. E.

PRESSURE MEASUREMENT Pierfelice 10-35(327-328)
-An Analysis of Soft Tissue Loading in the Foot-a Preliminary -see also Body Support Systems. Cushions, Decubitus Ulcers, Mat-

Report: S. Nakamura, R. D. Crowninshield, and R. R. Cooper tress, Seating Systems, Wheelchair Cushions
10-35(27-34)

-A Comparison of Sitting Pressures on Wheelchair Cushions as PRESTON, John, Jr.
Measured by Air Cell Transducers and Miniature Electronic Trans- -Catalog of Controls. NIHR REC Progress Report: J. Preston, Jr.
ducera: V R. Palmieri, G. T Haelen, and G. V B. Cochran 10-33(5- Children's Hospital at Stanford 10-34(170) 10-35(266-267)
8) -interaction with Industry. NIHR REC Progress Report: J. Preston,

-Dynamic Pressure Measurements at the Interface Between Resid- Jr. Children's Hospital at Stanford 10-35(265-266)
ual Limb and Socket-the Relationship Between Pressure Distri- -Survey on Controls. NIHR REC Progress Report: J. Preston, Jr.
bution, Comfort, and Brim Shape: M. Neeff and T. Van Pijkeren Children's Hospital at Stanford 10-34(170) 10-35(261)
10-33(35-50)

-The Measurement of Body Surface Pressures Using Optical Bar- PRIOR, Ronald E.
ography VA RER&DS Progress Report: M. Springhorn. Palo Alto -Mobility Engineering for the Severely Handicapped. VA RER&DS
VAMC 10-33(168) Progres Report: C. M. Scott and R. E. Prior. Mobility Engineering

-A New Method for the Measurement of Normal Pressure Between and Development 10-31(111-113) 10-32(376, no report)
Amputation Residual Limb and Socket: T Van Pijkeren, M. Naeff, -Power Steering for the Mobility Engineering Van-Compatible
and H. H. Kwee 10-33(31-34) Wheelchair. VA RER&DS Progrm Report: F. J. Weibell, C. M. Scott,
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and R. E. Prior. Sepulveda VAMC/Mobility Engineering and Devel- -Lightweight BK Prosthesis 10-31(69)
opment 10-34(123) 10-35(135) -Live-Lift Lock 10-33(174) 10-35(123)

-Powered Arm for Shoulder Disarticulation Levels 10-31(69)
PFITHAM, Chadles M. 10-32(319-320) 10-33(174) 10-34(73) 10-35(123-124)
-Clarification of Alignment .-d Control Principles for Lower-Limb -Preparatory Lower-Limb Prosthesis 10-31(69) 10-32(320-321)

Orthotics and Prosthetics. NIHR REC Progress Report, Moss Re- 10-33(174) 10-34(73)
hab. Hosp./Temple Univ./Drexel Univ. 10-33(133) 10-35(242) -Synergetic Hook 10-31(69-70) 10-32(320-321) 10-33(174) 10-34(73)

-Lower-Limb Prosthetic Components. NIHR REC Progress Report: 10-35(123)
C. Pritham. Moss Rehab. Hospital/Temple Univ./Drexel Univ.
10-33(134) 10-34(176-177) 10-35(242-243)-Ultralight Below-Knee Prosthesis. VA RER&DS Progress Report: Prothetics Rsearh Study, Seattle, Washington

-Clinical and Laboratory Investigation of the Application of Trans-A. B. Wilson, Jr and C. M. Pritham. Moss Rehabilitation Hospital cutaneous P02 Monitoring in the Assessment of Local Circulation.
10-31(98) VA RER&DS Progress Report: F A. Matsen III, C. R. Wyss, E. M.

proess and Device for the In Vio Mesurement of Bone Consoli- Burgess, L. R. Pedegana, C. W Simmons, and B. L. Thiele. Univ.

dation. Recent Patents: Jean-Marie Ory and Jacques Hummer Washington/Prosthetics Research Study/Seattle VAMC 10-32(348-

10-32(511) 349)
Production and Visual Articulatory Shaping of Speech in Deaf Chil. -Clinical and Laboratory Study of Amputation. VA RER&DS Prog-

dlen. NSF Progress Report: S. G. Fletcher. University of Alabama ress Report: E. M. Burgess. Prosthetics Research Study 10-34(100)
10-35(86) --Immediate Postoperative Prostheses Research Study. VA RER&DS

Program for Evaluating and Monitoring the Dysvascular Patient VA Progress Report: E. M. Burgess 10-31(96-98) 10-32(338-341)
RER&DS Progress Report: B. Y Lee, W. R. Thoden, F S. Trainor, 10-33(177-179)
and D. Kavner Castle Point VAMC 10-35(146-147) -Amputee Workshop 10-32(341)

and . Kvne Casle oin VAC 1035(46-47)-Biomechanical Analysis of Lower-Limb Amputee Extra-Ambu-
Program for the Study of Disabilities Due to Vascular Disease: latory ctiitie s 10-32(338-339)

Thromboembolism. VA RER&DS Progress Report: B. Y. Lee, F S. latory Activities 10-32(338-339)
Trinor, D. Kavner, and W, R. Thoden. Castle Point VAMC 10-34(79- -CicaAmueSrve103(810234)03(787980) K-Dynamic Evaluation of Blood Flow and the Vascular Character-

-see also Hemodynamic Evaluation of Postoperative and Pre- istics of lschemic Limbs 10-32(340)
operative Amputees -Evaluation of Residual Limb Physical Characteristics Using Vol-

umetric and Other Measurement Devices 10-32(339-340)Progrss Reports-In Praise of Progress Reports. Editorial: Eugene -Functional Capability 10-31 (97) 10-33(178)
F Murphy 10-34(1-4) -Fnio V ability 10-33(178)

Project Open House. Notes and News 10-34(229-230) -Lmb Viability 10-33178)
The Projection of the Ground Reaction Force as a Predictor of Inter- -Physical Characteristics of the Residual Below-Knee Limb

nal Joint Moments: R. P Wells 10-35(15-19) -Rcreational Activities and Quality of Life" 10-31(98)
Prosthetic Knee Apparatus. Recent Patents: T Jerome Weber and -Teclaan NutritinalSta of he sch3 icLim

Roy D. Roberts 10-32(511) -The Vascular and Nutritional Status of the Ischemic Limb

PROSTHETIC MATERIALS 10-31(96-97)
-Development of Improved Grouting Materials for Artificial Joint -see also Clinical and Laboratory Study of Amputation

-Transcutaneous Oxygen Tension as Predictor of Wound Healing.Replacement. VA RER&DS Progress Report: W R Fortune andF Lenar. Wshigto, DC. AMCGeoge ashngtn Uiv. VA RER&DS Progress Report: F A. Matsen III and E. M. Burgess.
F1Lenard.24 Waington, D.C.51431 V / g s tUniv. of Washington/Prosthetics Research Study 10-35(106)
10-33(213-214) 10-34(79) 10-35(143-144)

-Polyethylene Behavior in Joint Replacements. NIGMS Progress
Report: R. M. Rose. MIT 10-35(88) Protective Crutch Nut. Recent Patents: J. W, Thompson 10-35(327)

-see also Joint Replacements Prototype Wheelchair Wheel With Integral Anti-Rollback Capability.
VA RER&DS Progress Report: G. W. Kelly and K. S. Morgan. At-

Proethetic Myodetrie Hook. VAREC Progress Report 10-34(133) lanta VAMC/Georgia Inst. of Technology 10-34(120) 10-35(187-189)
Prosthetic Teeth and Bones. Recent Patents: T Hidaka, M. Inoue, and Public Law 94-433

M. Ebihara 10-35(327) -Causal Relationship Between Service-Connected Amputation and
Prosthetic Teminal Device. Recent Patents: R. Radocy and R. E. Dick Subsequent Cardiovascular Disorder: a Review of the Literature

10-35(327) and a Statistical Analysis of the Relationship: Senate Committee
PROSTHETICS Print No.6, 96th Congress, 1st Session 10-32(18-53)
-Publications of Interest 10-31(219-220) 10-32(532-533) 10-33(253- Publications of Interest

254) 10-34(219-220) 10-35(323) -Abstracts of Current Literature 10-32(515-528) 10-33(243-250)
-VA RER&DS Progress Reports: ed. by Eugene F Murphy 10-31(48- 10-34(207-216) 10-35(272-278)

145) 10-32(307-414) Vernon L. Nickel, Dir. 10-33(157-227) 10-34(65- -Bioengineering 10-34(217)
110) 10-35(99-191) -Biomechanics 10-32(529-531) 10-33(251-252) 10-34(218-219)

-The Pace of Prosthetics Development Relative to General Technical 10-35(321-322)
Progress: Faster Than a Sabre Jet. Editorial: M. Cleland 10-33(1- -General 10-31(223-226) 10-32(537-539) 10-33(255-257) 10-34(222-
2) 223) 10-35(325-326)

-Orthotcs 10-31(220-221) 10-32(531-532) 10-33(252) 10-34(219)
Proethetes ReWe h. VA RER&DS Progress Report: R. G. Thompson 10-35(322-323)

and D. S. Childress. Northwestern University 10-31(89-70) -Prosthetics 10-31(219-220) 10-32(532-533) 10-33(253-254)
10-32(319-321) 10-33(174) 10-34(72-73) 10-35(123-124) 10-34(219-220) 10-35(323)

-Below-Knee Preparatory Prosthesis 10-35(123) -Publications List resulting from Neural Prosthesis Program
-Hip Dlsarticulation Prosthesis 10-33(174) 10-34(72-73) 10-35(124) 10-35(95-98)
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INDEX

-- Sensory Aids 10-31(222-223) 10-32(534) 10-33(254) 10-34(220-221) -Pneumatic Lifter Seat. VAPC Research Report 10-31(190-191)
10-35(323) -Supermark Delta. VAPC Research Report 10-31(179-182)

-Spinal-Cord-Injury 10-32(535-536) 10-33(254-255) 10-34(221) RAKOVEC, S.
10-35(324) -FES of Urogenital Mechanisms (FESUM)-Physiology, Techniques

-Surgery 10-31(221-222) 10-32(536-537) 10-33(255) 10-34(221-222) of Stimulation, and Methods of Urodynamic Evaluation. NIHR REC
10-35(324-325) Progress Report: S. Plevnik, J. Janez, S. Rakovec, P Vrtacnik, and

L. Ravnik. Univ. of Ljubljana 10-35(233-234)
Pulse Watch. VAPC Research Report 10-31(202)
Pulsemeter. VAPC Research Report 10-31(199-201) RAMPS
PUNCH, Jerry L. -Vehicle-Mounted Access Ramp Assembly for Wheelchair User. Re-
-Clinical and Acoustic Parameters of Hearing Aid Effectiveness. VA cent Patents: Robert E. Royce 10-33(242)

RER&DS Progress Report: G. D. Causey, J. L. Punch, and H. C. -Vehicle Wheelchair Ramp. Recent Patents: Donald L. Rohrs, Harold
Schweitzer. Univ. Maryland/Washington, D.C. VAMC 10-32(431-435) A. Downing, and Donald L. Collins 10-31(218)
10-33(232-233) 10-35(199-200)

-The Development of Improved Techniques for the Analysis of Rancho Los Amigos Hospital, Downey, California
Hearing Aid Performance. VA RER&DS Progress Report: G. D. -The Dynamics of EMG-Force Movement Relationships. NIGMS
Causey, J. L. Punch, H. C. Schweitzer, E. Elkins, and L. Beck. Univ. Progress Report: J. Perry 10-35(89)
Maryland/Washington, D.C. VAMC 10-31(155-162) -Rehabilitation Engineering Center. NIHR REC Progress Report: J. B.

Reswick, Proj. Dir. 10-32(257-261) 10-33(142) R. L. Waters and D. R.
McNeal 10-35(217-228)

0 -Client Services Program 10-33(142)
-Correction of Spinal Deformities: J. Axelgaard and J. C. Brown

Quantllcatlon and Normalization (Dynamic Gait EMG Processing). 10-35(219-221)
Gait Analysis Conference Report: L. A. Barnes 10-35(300-302) -Cyclic Electrical Stimulation 10-33(142)

Quantitative Analysis of the Effect of Total H ArthropIsay on Stress -Dynamics of EMGIForce Movement Relationships for Knee Ex-
and Strain in the Human Pelvis. VA RER&DS Progress Report: tension: D. Antonelli, and J. Perry 10-35(222-225)
W Petty Gainesville VAMC 10-35(117) -Pathokinesiology 10-32(259-261) 10-33(142) 10-35(222)

-see also In Vitro and In Vivo Quantitative Analysis of Acetabular -Project Threshold 10-32(260-261) 10-33(142) N. Somerville and
Failure in Total Hip Arthroplasty H. McHugh Pendleton 10-35(227-228)

QUETIN, Nicole -Upper Extremity Control: R. L. Waters and B. Bowman 10-35(217-
-The Spartacus Telethesis: Manipulator Control Studies: J. Guittet, 219)

H. H. Kwee, N. Quetin, and J. Yclon 10-32(69-105) -Effectiveness of Surface Stimulation: B. Bowman 10-35(221-
222)

-Energy Costs of Ambulation in Children With Myelodysplasia:
R L. Thomas 10-35(225)

-Evaluation of CARS-UBC Triaxial Goniometer: J. Perry and
RABBY Rami D. Antonelli 10-35(225-226)
-Author of "Locating, Recruiting, and Hiring the Disabled." Notes -Functional Electrical Stimulation 10-32(258-259)

and News 10-35(332-333) -Neuromuscular Engineering 10-35(217)
-Normal Hip Abduction Torque: J. Gronley 10-35(226-227)

RADCLFFE, Charles W Range and Controllability of Physiological Output Signals In People
-Design of Prosthetic and Orthotic Devices and Biomechanical With Cerebral Palsy: a Systematic Evaluation Procedure for Inter-

Studies of Locomotion: VA RER&DS Progress Report: C. W. Red- face Selection. NIHR REC Progress Report: E. Gaddis. Tufts/New
diffe, D. M. Cunningham, J. M. Morris, L. Lamoreux. Univ. Califor- England Medical Center 10-34(148)
nia, Berkeley 10-31(87-95) 10-32(327-337) F T Hoaglund and H. E. Range of Motion (Servo-Controlled) Arm Exerciser for Upper-Limb
Jergesen. San Francisco VAMC 10-33(176-177) G. Stout 10-34(85- Spastioty. VA RER&DS Progress Report: T. Woo, P Axelson, and
87) K. D. Allen. Palo Alto VAMC 10-31(65-66) 10-33(170)

-Rehabilitative Engineering Research Program. VA RER&DS Prog- RASKUUNECZ, George
ress Report: F T. Hoaglund, L. W. Lamoreux, L. A. Wilson, H. E. -Electrical Assessment of Incomplete Spinal Cord Injury and Re-
Jergesen, R. A. Roberts, C. W Radcliffe, F N. Todd, R. W Cum- covery VA RER&DS Progress Report: H. H. Bohlman, E. Bahniuk,
mings, D. M. Cunningham, and G. Stout. San Francisco VAMC/UC, and G. Raskulinecz. Cleveland VAMC/Case Western Reserve Univ.
Berkeley 10-35(147-149) 10-34(74-79) 10-35(99-101)

RADOCY, Robert RASMUSSEN, Gunner O.V.
-Prosthetic Terminal Device. Recent Patents: R. Radocy and R. E. -Chassis for Stair-Climbing Vehicle. Recent Patents: Gunner O.V

Dick 10-35(327) Rasmussen 10-33(241)

RAGNARSSON, Kristen RAVNUK. L
-- Rehabilitation Engineering Center. NIHR REC Progress Report: H. A. -FES of Urogenital Mechanisms (FESUM)-Physiology, Techniques

Rusk, Proj. Dir., at al., New York University Medical Center of Stimulation, end Methods of Urodynamic Evaluation. NIHR REC
10-32(262-266) 10-33(143-149) 10-34(151-160) 10-35(202-209) Progress Report: S. Plevnik, J. Janez, S. Rakovec, P Vrtacnik. and

L Ravnik. Univ. of Ljubljana 10-35(233-234)
Rejwak Frace Equipment Co., Atwood, Indiana -Studies of Urodynamics and Evaluation of Orthotic Aids.
-Folding Rollator. VAPC Research Report 10-31(178-179) L. Ravnik and S. Plevnik. 10-32(287-289) J. Janez 10-35(234)
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REACHERS REDDY N.P
-No-Grasp Reacher VA RER&DS Progress Report: B. Scott. Palo -Identification and Control of Biophysical Factors Responsible for

Alto VAMC 10-33(172) Soft Tissue Breakdown. NIHR Non-REC Progress Report: G. V B.
-Two Body-Powered Reachers. VA RER&DS Progress Report: Cochran, N. P. Reddy, and J. Brunski, Helen Hayes Hospital/RPI

J. Bressler and D. Uken. Palo Alto VAMC 10-31(66-438) 10-33(156-157)

READING AIDS Reflections on Automotive Adaptive Equipment-an Essay: E. F.
-A Bimodal Reading Aid for Touch and Hearing. VA RER&DS Prog- Murphy 10-32(191-207)

ress Report: H. Lauer, A. Vacroux, and B. Vecerek. Hines VAMC Refreshablerile Data Display System. NIHR REC Progress Report:
10-33(162-163) D. Rowell. Harvard University/M.I.T 10-32(240-241) 10-35(216-217)

-Multiple Book Reading Stand. Technical Note: G. Schmeisser and Rehabilitation Engineering Centers (REC)-see name of agency or
W Seamone 10-32(217-218) participating institution. Note: VA nomenclature has used "reha-

bilitative" for official titles, etc., in recent years.
READING MACHINES FOR THE BLIND Rehabilitation Engineering Clinical Intemship. NIHR REC Progress
-Clinical Application Study of Reading and Mobility Aids for the Report: W. M. Motloch and S. Enders. Children's Hosp. at Stanford

Blind. VA RER&DS Progress Report: D. E. Garner, W. R. Do I'Aune, 10-35(267)
P D. Gadbaw. West Haven VAMC 10-31(146-149) 10-32(415-421) Rehabilitation Engineering Conference linternational), June 16-20,
J. J. Acton 10-33(227-228) 10-34(112-113) E. C. Roman 10-35(193- Toronto, 1980. Conference Report 10-34(196)
194) Rehabilitation Engineering Conference, Poznan, Poland, July 2-6,

-Clinical Application Study of Reading and Mobility Aids for the 1979. Notes and News 10-32(501-502)
Blind. VA RER&DS Progress Report: J. K. Wiley, G. L. Goodrich, Rehablitation Engineering Services Seminar (Annual). NIHR REC
R. R. Bennett, H. S. Paul, J. J. Hennessey, and D. L. Morrissette. Progress Report: W M. Motloch and S. Enders. Children's Hospital
Palo Alto VAMC at Stanford 10-35(267)
-AmBiChron 102. 10-32(429) Reablittion Engineeng Society of North America. (RESNA) Notes
-CCTV 10-31(155) 10-32(429) and News 10-32(508)
-Computer-Based Braille Systems 10-35(192) Rehabilitative Engineering Research Program. VA RER&DS Progress
-Elinfa Digicassette 10-31(154) 10-32(428) 10-33(231) 10-34(119) Report: F T Hoaglund, L. W Lamoreux, L. A. Wilson, H. E. Jerge-
-Eye Movements & Central Scotomas 10-34(119-120) son, R. A. Roberts, C. W Radcliffe, F N. Todd, R. W. Cummings,
-Frostig Figure-Ground Test 10-33(231) 10-35(192) D. M. Cunningham, and G. Stout. San Francisco VAMCIUC, Berke-
-Kurzweil Reading Machine 10-31(153) 10-32(426-428) 10-33(230- ley 10-35(147-149)

231) 10-35(192) -see also Design of Prosthetic and Orthotic Devices and Bio-
-Low Vision Diagnostic Tests 10-34(120) mechanical Studies of Locomotion
-Written Communications 10-35(192-193) Rehabilitation Reserch-Congress Emphasizes Rehabilitation Re-

-Clinical Trials of Reading Machines for the Blind. VA RER&DS Prog- search: S. E. Roodzant and J. G. Clements 10-31(3-10)
ress Report: J. D. Malamazian and H. L. Lauer. Hines VAMC REICH, Theobald
10-31(151-152) L. Mowinski 10-32(424-426) 10-33(229-230) -Rehabilitation Engineering Center NIHR REC Progress Report: H. A.
10-34(116-117) Rusk, Proj. Dir., et al., New York University Medical Center

-Communication Aids Research for the Blind. VA RER&DS Progress 10-32(262-266) 10-33(143-149) 10-34(151-160) 10-35(202-209)
Report: J. D. Malamazian, H. L Lauer and L. Mowinski. Hines VAMC
-Evaluation of the Talking Optacon 10-35(197) REILLY, Robert
-Kurzweil Reading Machine 10-35(197) -Monitoring, Modifying and Testing Anterior Spinal Instruments-
-- Other Devices Evaluated 10-35(197-196) tion. NIHR REC Progress Report: D. Rowell, et al., Harvard Uni-
-Tonal Output 10-35(197) versity/M.I.T 10-34(161)

-Development of an Advanced Optical Character Recognition
Speech-Output Accessory for Blind People. VA RER&DS Progress The Relationship Between Thial Torsion end Knee Stres. NIHR REC
Report: G. F Groner, R. E. Savoie. Telesensory Systems 10-32(438- Progress Report: T Cook. Moss Rehabilitation Hospital/Temple
440) 10-33(234) P Clark 10-34(111-112) 10-35(199) UnivIDrexel Univ. 10-34177)

-Development of a Camera for Application in Sensory Aids for the ReIation lIps Between Myoelectile SWW Ampltude and Musle
Blind. VA RER&OS Progress Report: S. L Wood. Palo Alto VAMC ree Estimates. Conference Report: R. Ortengren 10-35(303)
10-35(177, a separate report on p. 195) Remote Door Contrls for the Sevaely Disabled. NIHR REC Progress

-Electronic Typewriter for the Visually Impaired (low-vision). VA Report New York University Medical Center 10-34(156-158)
RER&DS Progress Report: G. W. Kelly and L. J. Moriarty Atlanta Remote Medical Mankplators: a Prellminary Evoluation. K. Corker,
VAMCIGeorgia Inst. of Technology 10-34(121-122) 10-35(18-191) J. H. Lyman, end S. Sheredos 10-32(107-134)

-The Kurzweil Reading Machine: a Report Based on Three Years of -General Teleoperators Telemetrically Controlled Wheelchair and
Evaluation of Models 1 and 3. Technical Note: H. L. Lauer and Manipulator System 10-32(130)
L. Mowinski 10-35(79-81) -The Johns Hopkins Manipulator System 10-32(126-127)

-Performance Testing of the Rancho Los Amigos (Golden Arm)
IEi*III S. Manipulator 10-32(124-126)
-Multichannel FES of Upper Limbs. NIHR REC Progress Report: -Prie-Clinical Performance Tests 10-32(122-123)

L. Vodovnlk, A. Kralj, R. AelmovlWC-Jasn , and S. ReberAel. Un- --Santa Barbara Voice Operated Controller 10-32(127-130)
versIty of Llubljans 10-32(282-283) Removable Cost for intermediate Phase Orthopedic Rehabilttion.

Recent Patents: William A. Gruber 10-34(224)
Resent Patents 10-31(217-218) 10-32(509-514) 10-33(241-242) RENDBURG, leSe L

10-34(224-225) 10-35(327-328) -- Abstracts of Recent Articles 10-33(249-20)
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Rensselaer Polytechic Institute, Troy, New York Federal Employee. Notes and News 10-35(333-334)
-Identification and Control of Biophysical Factors Responsible for RIKER, Diane

Soft Tissue Breakdown. NIHR Non-REC Progress Report: G. V B. -Pressure Sore Instrumentation. VA RER&DS Progress Report: L. M.
Cochran, N. P Reddy and J. Brunski. Helen Hayes Hospital/RPI Vistnes, G. S. Abraham, and D. Riker Palo Alto VAMC 10-35(187)
10-33(156-157)

Replacement of Sensory Capabilities for the Physically Handicapped. RIM, Kwan
NSF Progress Report: D. R. Cowsar Southern Research Institute -Rehabilitation-Low-Back Pain. NIHR REC Progress Report: R. A.
10-33(105-106) Brand, R. R. Cooper, and K. Rim. University of Iowa 10-32(245-

Report to the Veterans Administration Department of Medicine and 247)
Surgery on Service-Connected Traumatic Umb Amputations and
Subsequent Mortality From Cardiovascular Disease and Other RISO, Ronald R.
Causes of Death: Z. Hrubec and R. A. Ryder 10-32(29-53) -Control of Abnormal Muscle Contractions. NIHR REC Progress

Rescue and Transportation Device. Recent Patents: Oliver E. Burns Report: R. R. Riso and J. T Makley. Case Western Reserve Uni-
and Robert C. Day 10-32(511-512) versity 10-34(169) 10-35(259-261)

Research and Development in the Field of Artificial Umbs. VA RER&DS -Sensory Substitution Using Electrocutaneous Stimulation. NIHR
Progress Report: H. A. Mauch. Mauch Laboratories 10-31(84-87) REC Progress Report: R. Riso and M. W Keith. Case Western Re-
-Hydraulic Ankle Control System 10-31(85-87) serve Univ. 10-35(258-259)

Research and Development Project on Advanced Orthotic Devices
for Adult Paraplegics. VA RER&DS Progress Report: M. T Prast RIVERA, Americo
and L. E. Carlson. Prast Research Associates/Univ. Colorado -HHS-NIGMS Progress Reports: A. Rivera, Prog. Admin. 10-35(88-
10-31(106) 89)

Research In Posture and Support Orthoses. NIHR REC Progress Re-
port: R. Fincke. Tufts/New England Medical Center 10-34(148) RMA Industries, Ltd., Rockville Centre, New York-Monitec Emer-

Research on Micro-ComputerlComputer Terminal Character-Tone gency Systems. VAPC Research Report 10-31(173-175)
Output for the Blind. VA RER&DS Progress Report: G. W. Kelly ROBERTS, Roy D.
and D. A. Ross. Atlanta VAMC/Georgia Inst. of Technology -Prosthetic Knee Apparatus. Recent Patents: T Jerome Weber and
10-34(122) Roy D. Roberts 10-32(511)

Research on Transitory Tactile Display. NSF Progress Report:
D. Maure. American Foundation for the Blind 10-34(144-145) ROBERTS, Ruth A.

Research Related to the Design and Development of Upper-Limb -Rehabilitative Engineering Research Program. VA RER&DS Prog-
Externally Powered Prostheses. VA RER&DS Progress Report: J. H. ress Report: F T Hoaglund, L. W Lamoreux, L. A. Wilson, H. E.
Lyman, A. Freedy, and M. Solomonow. University of California, Jergesen, R. A. Roberts, C. W Radcliffe, F N. Todd, R. W. Cum-
Los Angeles 10-33(227) mings, D. M. Cunningham, and G. Stout. San Francisco VAMC/UC.
-see also Fundamental and Applied Research Related to the De- Berkeley 10-35(147-149)

sign and Development of Upper-Limb Externally Powered
Prostheses ROBOTIC AID SYSTEMS

Residual Bladder Volume Determination for Spinal Cord Injury Pa- -Computer-Aided Robotic Arm/Worktable System. VA RER&DS
tients. VA RER&DS Progress Report: R. Roomer, R. Wood, and Progress Report: W. Seamone and G. Schmeisser, Jr., The Johns
H. Meisel. Univ. of Calif., Santa Barbara 10-34(72-73) Univ. of Ar- Hopkins University 10-31(84) 10-32(325-326) 10-33(174-175)
izona 10-35(128) 10-34(65-66) 10-35(124-126)

RESIDUAL LIMBS -Development and Evaluation of a Robotic Aid for the Severely
-A Computerized Device for the Volumetric Analysis of the Residual Disabled. VA RER&DS Progress Report: L. Leifer and I. Perkash.

Limbs of Amputees. Technical Note: T W Starr 10-33(98-102) Palo Alto VAMC 10-31(55-58) 10-33(165) B. Roth 10-35(173-176)
-Immediate Postoperative Prostheses Research Study. VA RER&DS -improved Self-Feeding Mode Tested. VA RER&DS Progress Re-

Progress Report: E. M. Burgess. Prosthetics Research Study port: W. Seemone and G. Schmeisser, Jr. The Johns Hopkins Uni-
-Evaluation of Residual Limb Physical Characteristics Using Vol- versity 10-33(175)

umetric and Other Measurement Devices 10-32(339-340) -Remote Medical Manipulators: a Preliminary Evaluation: K. Corker,
-Physical Characteristics of the Residual Below-Knee Limb J. H. Lyman, and S. Sheredos 10-32(107-134)

10-33(178)
ROEMER, R.

Restoring Upper-Limb Function Through Functional Electrical Stim- -Residual Bladder Volume Determination for Spinal Cord Injury Pa-
ulation. NIHR REC Progress Report: P H. Peckham, and M. W, Keith. tients. VA RER&DS Progress Report: R. Roemer, R. Wood, and
Case Western Reserve University 10-32(251) 10-32(114) 10-34(167) H. Meisel. Univ. Calif., Santa Barbara 10-34(72-73) Univ. of Arizona
A. A. Freehafer 10-35(256) 10-35(128)

Restoring Upper-Umb Function Through lndon Transfer. NIHR REC
Progress Report: R H. Peckham and A. A. Freehafer. Case Western Rogars, Edith Norse-Bedford Hospital Renamed for Edith Norse
Reserve University 10-32(251-252) 10-331114-115) 10-341167-168) Rogers. Notes and News 10-31(212-213)
M. W Keith 10-35(256-257) RoNo Research and Develiopmet, Inc., East St. Louis, Ollinois-RoHo

RESWICK, James B. Dry Flotation Cushion. VAPC Research Report 10-31(189-190)
-Rehabilitation Engineering Center. NIHR REC Progress Report: J. B. ROHRS, Donald L

Reswick, Proj. Dir. Rancho Los Amigos Hospital 10-32(257-261) -Safety Barrier for a Wheelchair Lift. Recent Patents: Donald L.
10-33(142) Rohrs, Donald L. Collins, and Harold A. Downing 10-32(512)

-Vehicle Wheelchair Ramp. Recent Patents: Donald L. Rohrs, Harold
Reynolds, Raymond R-Honored as 1980 Outstanding Handicapped A. Downing, and Donald L Collins 10-31(218)
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The Role of the Upper Extremity in Gait: a Survey of the Forces -Functional Muscle Control by Electrical Stimulation of Afferent
Applied to Various Assltive Devicee. NIHR REC Progress Report: Nerves. VA RER&DS Progress Report: R. Hussey, A. B. Rossier,
T. Cook. Moss Rehab. Hospital/Temple Univ./Drexel Univ. 10-35(241) M. J. Rosen, and W R. Durfee. West Roxbury VAMC/MIT 10-33(188)

ROMAN, Evelyn C. 10-34(84) 10-35(135, no report)
-Clinical Application Study of Reading and Mobility Aids for the -Spinal Cord Injuries. VA RER&DS Progress Report: P S. Walker,

Blind. VA RER&DS Progress Report: J. J. Acton, W. R. De I'Aune, R. W. Hussey, and A. B. Rossier. West Roxbury VAMC 10-35(132-
and E. C. Roman. West Haven VAMC 10-35(193-194) 133)

Romh Beery mand Bayer Inc., Shreve, Ohio-Easicorder Model REC-1. ROSTOKER, William
VAPC Research Report 10-31(171-173) -Permanently Attached Artificial Limbs. VA RER&DS Progress Re-

ROODZANT Sherman E. port: C. W. Hall and W Rostoker. Southwest Research Institute
-Congress Emphasizes Rehabilitation Research: S. E. Roodzant and 10-34(98-100)

J. G. Clements 10-31(3-10)
ROTH, Bernard

ROSCOE. Dennis -Development and Evaluation of a Robotic Aid for the Severely
-Command Controller Development and Evaluation. NIHR REC Disabled. VA RER&DS Progress Report: L. J. Leifer, 1. Perkash, and

Progress Report: P H. Peckham, D. Roscoe, and M. W, Keith. Case B. Roth. Palo Alto VAMC 10-35(173-176)
Western Reserve University 10-34(169) 10-35(258)

ROTHMAN, Howard B.
PO6ERobert M. -Development and Evaluation of a New Artificial Larynx. VA RER&DS
-Polyethylene Behavior in Joint Replacements. NIGMS Progress Progress Report: L.P Goldstein, H. B. Rothman, and C. C. Oliver.

Report: R. M. Rose. MIT 10-35(88) Gainesville VAMC 10-33(224) 10-34(71, no report) 10-35(122-123)

ROSEN, Michael J. ROWELL Derek
-Communication Systems for the Non-Vocal Severely Motor Hand- -Clinical Evaluation of a Computer-Interactive Above-Knee Pros-

icapped. NIHR REC Progress Report: R. W, Mann, D. Rowell, M. J. thesis. NIHR REC Progress Report: W Flowers, R. W. Mann, S. R.
Rosen, and G. F Dalrymple. Harvard University/M.I.T 10-32(236- Simon, and D. Rowell. Harvard University/M.I.T. 10-32(229)
238) -Communication Systems for the Non-Vocal Severely Motor Hand-

-Evaluation of an Audio-Electromyographic Threshold Device. NIHR icapped. NIHR REC Progress Report: R. W. Mann, D. Rowell, M. J.
REC Progress Report: C. J. De Luca, M. J. Rosen, and S. R. Simon. Rosen, and G. F Dalrymple. Harvard UniversitylM.I.T 10-32(236-
Harvard University/M.I.T 10-32(239-240) 238) 10-35(215)

-Functional Muscle Control by Electrical Stimulation of Afferent -Monitoring, Modifying, and Testing Anterior Spinal Instrumenta-
Nerves. VA RER&DS Progress Report: R. Hussey, A. B. Rossier, tion. NIHR REC Progress Report: J. E. Hall, D. Rowell, and S. R.
M. J. Rosen, and W R. Durfee. West Roxbury VAMC/MIT 10-33(188) Simon. Harvard University/M.I.T 10-32(226) 10-34(161) 10-35(213)
10-34(84) 10-35(135, no report) -Refreshable Braille Data Display System. NIHR REC Progress Re-

-Neurophysiological Feedback From Extremities. NIHR REC Prog- port: D. Rowell. Harvard University/M.I.T 10-32(240-241)
ress Report: N. Hogan, R.W. Mann, and M.J. Rosen. Harvard 10-35(216-217)
University/M.I.T 10-32(228-229) -A TSPS (Traffic Service Position System) Telephone Console for

-Suppression of Abnormal Involuntary Movements by Application Blind Operators: Technology Transfer in Action. NIHR REC Prog-
of Mechanical Loads and Biofeedback. NIHR REC Progress Report: ress Report: G. F Dalrymple and D. Rowell. Harvard University/
M. J. Rosen, C. J. De Luca, and S. R. Simon. Harvard University/ M.I.T 10-33(108-111)
M.I.T 10-32(234-235) 10-34(162) 10-35(215)

ROYCE, Robert E.

ROSENT4AL. Robert -Vehicle-Mounted Access Ramp Assembly for Wheelchair User. Re-
-Evaluation of Gait in Selected Groups of Children With Cerebral cent Patents: Robert E. Royce 10-33(242)

Palsy and Scoliosis. NIHR REC Progress Report: S. R. Simon, M. J.
Glimcher, R. W Mann, and R. Rosenthal. Harvard UniversitylM.I.T. RPI see Rensselaer Polytechnic Inst.
10-32(229-232) RUSIK Howard A.

-Rehabilitation Engineering Center. NIHR REC Progress Report: H. A.
R110111A, E. Rusk, Proj. Director. New York University Medical Center 10-32(262-
-Automatic Vaginal Electrical Stimulator to Control Incontinence. 266) 10-33(143-149)

NIHR REC Progress Report: P Suhel, B. Kralj, E. Rosker, and
M. Benedik. Univ. of Ljubljana 10-35(231-233) RYAN, D.

-Evaluation of Gait-Training Technique in BK Amputees. NIHR REC
NOs, DJIL Progress Report: D. Ryan and R. Craik. Moss Rehab. Hospital/Tem-

-Research on Micro-Computer/Computer Terminal Character-Tone pie Univ./Drexel Univ. 10-34(179)
Output for the Blind. VA RER&DS Progress Report: G. W Kelly and
D. A. Ross. Atlanta VAMC/Georgia Inst. of Technology 10-34(122) RYDER. Richard A.

-Amputations of Extremities and Cardiovascular Disease: R. A. Ry-
ROIIONW Alin B. der 10-32(21-29)
-Development of a Wheelchair Using a Myoelectric Control System. -Report to the Veterans Administration Department of Medicine

VA RER&O6 Progress Report: A. B. Rossier, M. Sarkarati, G. E. and Surgery on Service-Traumatic Limb Amputations and Sub-
Crawford, and J. Dieu. West Roxbury VAMClNeurocom 10-31(113- sequent Mortality From Cardiovascular Disease and Other Causes
116) 10-32(406) 10-33(225) 10-34(83) 10-35(133-135) of Death: Z. Hrubec and R. A. Ryder 10-32(29-53)
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RYM. De" SCADEN. Lawrence A.
-A Special Controller for the BSR X-10 Adapts an Environmental -Rehabilitation Engineering Center. NIHR REC Progress Report: L A.

Control System Intended for the General Public to the Needs of Scadden, Proj. Dir., Smith-Kettlewell Institute of Visual Sciences
the Severely Handicapped. Technical Note: D. Rye 10-34(53-61) 10-32(266-269) 10-33(149-150)

SCATTERGOOD, Mmk G.
S -Linear Electromyographic Biofeedback System. Recent Patents:

Mark G. Scattergood and David C. Howson 10-32(511)
SABELMAN. Eric E.
-Spinal Cord Patient Transport System. VA RER&DS Progress Re- Schafer, Joseph D.-Honored as 1960 Outstanding Handicapped

port: E. E. Sabelman, T. A. Koogle, and R. L. Piziali. Palo Alto VAMC Federal Employee. Notes and News 10-35(333-334)
10-35(184-185) Schafti John W see Shaffer, John W

SACH Feet-SACH Foot With Metal Keel. VA RER&DS Progress Re- SCHARF, Sterm
port: C. W Radcliffe, D. M. Cunningham, J. M. Morris, L. M. La- -Speech Perception in Noise by the Hearing-Impaired. NSF Prog-
moreux, Univ. California, Berkeley/San Francisco VAMC 10-31(88) ress Report: B. Scharf, Northeastern University 10-34(144)
10-32(327) 10-33(176-177) 10-3487)

SACHERMAN, Jim SCHMEISSER, Gehard, Jr.
-Upper-limb ergometer. VA RER&DS Progress Report: J. Sacherman. -Interdisciplinary Development and Evaluation of Externally Pow-

Palo Alto VAMC 10-33(168-169) ered Upper-Limb Prostheses and Orthoses. VA RER&DS Progress
Report: W Seemone and G. Schmeisser. The Johns Hopkins Uni-

Safty Barrier for a Wheelchair Uft. Recent Patents: Donald L. Rohrs, versity 10-31(78-84) 10-32(324-326) 10-33(174-176) 10-34(65-68)
Donald L. Collins, and Harold A. Downing 10-32(512) 10-35(124-126)

Safety Roling Walker. VAPC Research Report 10-31(182-184) -Low Cost Assistive Device Systems for a High Spinal-CordInjured
SALETTA, G. Person in the Home Environment. Technical Note: G. Schmeisser
-Improving Intelligibility of Information in Ultrasonic Sensing Sys- and W, Seamone 10-32(212-223)

tems for the Blind. VA RER&DS Progress Report: G. Saletta,
K. Haag, and W H. Bunch. Hines VAMC 10-32(311-313) 10-33(163) SCHNEIER Lawence W,

-Evaluation and Design Guidelines for Wheelchair Restraint Sys-
SAMUELSON, Kent M. tems. NIHR REC Progress Report: L. W Schneider. University of
-Development of Hindfoot Joint Resurfacing Prosthesis. VA RER&DS Michigan 10-34(184-186)

Progress Report: K. M. Samuelson and A. U. Daniels. Salt Lake
City VAMC/Univ. of Utah College of Med. 10-33(217) 10-35(135- SCHOEN. Frederic J.
139) -Foreign Body Reaction in the Lung to Intravenously Injected Biom-

sterials. VA RER&DS Progress Report: C. I. Hood and F. J. Schoen.
San Francismo Medical Cente, San Francisco, California Gainesville VAMCIUniv of Florida 10-33(210-211) 10-34(125-128)
-Development of Multichannel Electrodes for Auditory Prostheses. S. E. Coleman 10-35(118-121)

NIH-NINCDS Progress Report: M. M. Merzenich and R. L. White.
Univ. of Calif., San Francisco-San Francisco Medical Center/Stan- SCHOENIG, AIL
ford Univ 10-35(90-91) -Transducer Development and Evaluation for Sensory Feedback in

San-El Instrumeft Co., Ltd., Tokyo, Japan-Pulsmeter. VAPC Re- the Control of Paralyzed Extremities. NIH-NINCDS Progress Re-
search Report 10-31(199-201) port: A. A. Schoenberg. Univ of Utah 10-35(94)

SARKARATI, Mshdi
-Development of a Wheelchair Using a Myoelectric Control System. SCHWAND, Dougla

VA RER&DS Progress Report: A. B. Roesier, M. Sarkarati, G. E. -Development and Evaluation of a Recreational Bicycle for Pars-
Crawford, and J. Dietz. West Roxbury VAMCINeurocom 10-31(113- plegics. VA RER&DS Progress Report: L LeIfe, P Axelson, C. Mintz,
116) 10-32(405) 10-33(225) 10-34(83) 10-35(133-135) and D. Schwand. Palo Alto VAMC 10-35(184)

SAUNDERS, Frank A. SCHWARX folent IH.
-A Tactile Aid for the Treatment of Sensorineural Hearing Loss and -improving Motor Control in Spastic Children Using Biofeedback

Aphasia. VA RER&DS Progress Report: R. T Wertz, P L. Divenyi, toward Development of a Technology Office of Special Education
G. Skalbeck, and F. A. Sounders. Martinez VAMC 10-35(196) Progress Report: D. P Inman and R. H. Schwary University of Or-

egon 10-34(194)
SAVOIE, Rbwrt E.
-Development of an Advanced Optical Character Recognition SCHWEIGER Jamrns W

Speech-Output Accessory for Blind People. VA RER&DS Progress -Maxillofacial Restorative Materials and bchniques. VA RER&DS
Report: G. F Groner, R. E. Savoie. Telesensory Systems 10-32(438- Progress Report: J. F Lont and J. W Schweiger. Temple Univ/
440) 10-33(234) P Clark 10-34111-112) 10-35(199) Wilmington VAMC 10-31(119-136) 10-32(376-404) 10-33(197-210)

E. 1. Mingledorff 10-34(102-1071 M. D. Nadijcka and N. E. Donacki
SAWlA, Miel N. 10-35(155-172)
-Methodology Devised for a Program to Improve Efficiency and

Reduce Risks for Wheelchair Locomotion. Technical Note: R. M. SCHWWI1, Hw d C.
Glaow, A. G. Suryapraesd, M. N. Sawka, and B. M. Flchtenbaum -ClInical and Acoustic Parameter of Hearing Aid Effectiveness. VA
10-363-68) RER&DS Progress Report: G. D. Causey J. L. Punch, and H. C.
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Schweiue. Univ. Maryland/Washington, D.C. VAMC 10-32(431-435) Seat Beck With Adjuetabie Lumbar Supporter. Recent Patents: Hi-
-The Development of Improved Techniques for the Analysis of roshi Tsuda and Hideoki Matsuoka 10-33(241)

Hearing Aid Performance. VA RER&DS Progress Report: G. 0. Seat Cushions for the Paralyzed. VA RER&DS Progress Report: B. Y
Cause, J. L. Punch, H. C. Schweitzer, E. Elkins, and L. Beck. Univ. Lee and L. Bennett. Castle Point VAMC/VAPC 10-31116) 10-32(405-
MarylandlWashington, D.C. VAMC 10-31(155-162) 407) 10-33(225) 10-35(127-128)

Seat Cushion Testing-Development of Test Methods for Evaluation
SCIAMMARREUL.A, C. of Wheelchair Cushions. George V B. Cochran and Vincent Pal-
-Harrington Rod Axial Force Transducer. VA RER&DS Progress Re- mieri 10-33(9-30)

port: R. Dix, C. Sciammarrella, D. Smith, and W H. Bunch. Hines SEATING SYSTEMS
VAMC 10-32(313) -Adaptive Seating Service. NIHR REC Progress Report: C. Leiper

-Spinal Computer Modeling. VA RER&DS Progress Report: R. Dix, Moss Rehabilitation Hospital/Temple Univ./Drexel Univ. 10-33(137)
C. Sciammarrella, D. Smith, and W. H. Bunch. Hines VAMC 10-34(179) 10-35(247-248)
10-32(314) -Car Door Transfer Seat for Handicapped Persons. Recent Patents:

-Spinal Fractures and Fused Vertebrae. VA RER&DS Progress Re- G. Wellett 10-35(327)
port: R. Dix, J. Fisk. and C. Sciammarrella. Hines VAMC 10-33(159- -A Modular Seating System. VA RER&DS Progress Report: J. Flamm.
160) Palo Alto VAMC 10-31(64)

-Spine Stiffness Measurement Fixture. VA RER&DS Progress Re- -Pneumatic Lifter Seat. VAPC Research Report 10-31(190-191)
port: C. Sciammarrella, D. Smith, and W H. Bunch. Hines VAMC -Rehabilitation Engineering Center. NIHR REC Progress Report: D. A
10-32(313) Hobson and R. Tooms. Univ. of Tennessee

-Foam-n-Place Clinical Trials 10-35(270-271)
Scientifc Systems, Cambridge, Massachusetts-Microprocessor- -Foam-n-Place Seating System 10-35(268-269)

Based Prosthetic Control. NSF Progress Report: D. E. Gustafson -Foam-In-Place Technique 10-35(269-270)
10-33(107) -Specialized Seating 10-33(117-121)

Schrnles, b i., Bethlehem, Pennsyivania-Form-A-Phrase VAPC -Rehabilitation Engineering Center NIHR REC Progress Report Moss
Research Report 10-32(462-464) Rehabilitation Hospital/Temple Univ/Drexel Univ.

Scolaoe see Spinal-Cord-Injury -Adaptive Seating Service: C. Leiper 10-33(137) 10-34(179)
Sconels Feedback Orthoels. NIHR REC Progress Report: E. E. Black. 10-35(247-248)

Children's Hospital at Stanford 10-35(264) -Conjoint Development and Evaluation for a Foam-In-Place (FIP)
SCOTT, M Seat Designed at the Univ. of Tennessee NIHR REC: C. Leiper
-No-grasp reacher. VA RER&DS Progress Report: B. Scott. Palo Alto 10-321302-303)

VAMC 10-33(172) -Evaluation of Prefabricated Modular Seating System: C. Leiper
10-32(303)

SCOTT, Charles M. -Seating Systems for Body Support and Prevention of Tissue
-Mobility Engineering for the Severely Handicapped. VA RER&DS Trauma. VA RER&DS Progress Report: 1. Perkash, M. LeBlanc, and

Progress Report: C. M. Scott and R. E. Prior. Mobility Engineering W. Motloch. Palo Alto VAMC/Children's Hospital at Stanford
and Development 10-31(111-113) 10-32(376, no report) 10-31(116-118) 10-32(407) R. Pasilles 10-33(167,225-227)1 0-34(70-

-Power Steering for the Mobility Engineering Van-Compatible 71) D. Politi 10-35(126-127)
Wheelchair. VA RER&DS Progress Report: F J. Weibell, C. M. Scott,
and R. E. Prior. Sepulveda VAMC]Mobility Engng. and Devel. Seating Unit for a Bath Tub, Shower Stall or the Uke. Recent Patents:
10-34(123) 10-35(135) Russell P. Lotta 10-31(218)

SELKTAR, RahamlmSCOTT Dolores - End-Bearing Characteristics of Patellar-Tendon-Bearing
-Rehbilite " ingineering Center NIHR REC Progress Report: A B. Prostheses-a Preliminary Report: K. Katz, Z. Susak, R. Seliktar,

Wilson, Jr., Dir., at al. Moss Rehab. Hospital/Temple Univ./Drexel and Th. Najenson 10-32(55-68)
Univ. 10-32(289-306) G. D. Moskowitz, Dir, at al. 10-33(131-137)
10-34(173-181) 10-35(235-253) S Gwg HOinrh

SCOTT, R.N. -in Memoriam (1938-1981). Notes and News 10-35(330-331)
--Clinical Evaluation of UNB 3-State Myoectric Control for Arm -Rehabilitation Engineering Center. NIHR REC Progress Report: H. A.

Prostheses: J. E. Pciga, D. A. Gibson, R. Gillespie, and R. N. Scott Rusk, Proj. Dir., et al., New York University Medical Center
10-34(21-33) 10-32(262-266) 10-33(143-149) 10-34(151-160) 10-35(202-209)

SEAEONIL Vton Semi-Scleral Contact Lens. Recent Patents: Wayne E. Trombley
-nterdisciplinary Development and Evaluation of Externally Pow- 10-34(224)

ered Upper-Umb Prosthem and Orthoses. VA RER&DS Progress Sensate Robotic Hand. VA RER&DS Progress Report: R. Sun. Palo
Report: W Seamone and G. Schmeisser. The Johns Hopkins Uni- Alto VAMC 10-33(170)
versity 10-31(78-84) 10-32(324-326) 10-33(174-176) 10-34(65-68) Senserlneural Heming Lose see Hearing Impaired
10-35(124-126) SENSORY AIWS

-Low Cost Asaistive Device Systems for a High Spinal-Cord-Injured -Consideration of Standards for Computer Sensory Aids for the
Person in the Home Environment Technical Note: G. Schmeisser Handicapped, Conference, Feb. 11, 1980. Chairman: G. L. Good-
and W. Seemone 10-32(212-223) rich. Standardization Section 10-34(201-205)

-Electrotectile Stimulation Relevant to Sensory-Motor Rehabilita-
Sm Reebuik end Co.,-Sears Home Control System. VAPC Re- tion-a Progress Report: M. Solomonow and J. Lyman 10-33(63-

search Report 10-32(448-449) 72)
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-Publications of Interest 10-31(222-223) 10-32(534) 10-33(254) -Replacement of Sensory Capabilities for the Physically Handi-
10-34(220-221) 10-35(323) capped. NSF Progress Report: D. R. Cowsar. Southern Research

-VA RER&DS Progress Reports: ed. by Howard Freiberger 10-31(146- Institute 10-33(105-106)
163) 10-32(415-440) 10-33(227-234) 10-34(111-123) 10-35(192-200)

Sensory Substitution Using Electrocutaneous Stimulation. NIHR REC
SENSORY AIDS FOR THE BLIND Progress Report: R. Riso and M. W Keith. Case Western Reserve
-Clinical Application Study of Reading and Mobility Aids for the Univ. 10-35(258-259)

Blind. VA RER&DS Progress Report: D. E. Garner, W. R. De I'Aune, SEPIC, Susan B.
P. D. Gadbaw. West Haven VAMC 10-31(14-149) 10-32(415-421) -Gait Patterns of Above-Knee Amputees Using Constant-Friction
J. J. Acton 10-33(227-228) 10-34(112-113) E. C. Roman 10-35(193- Knee Components: M. P Murray, S. B. Sepic, G. M. Gardner, and
194) L. A. Mollinger 10-34(35-45)

-Communication Aids Research for the Blind. VA RER&DS Progress
Report: J. D. Malamazian, H. L. Lauer, and L. Mowinski. Hines VAMC Serial Frame (Vanguard) Motion Analysis. Gait Analysis Conference
10-35(197-198) Report: J. Hagy 10-35(288)

-Computer Assisted Sensory Aids. VA RER&DS Progress Report: SHAFFER. John W.
J. J. Hennessey, G. L. Goodrich, R. R. Bennett, and D. L. Morris- -Microsurgical Techniques Applied to Orthopaedics and Hand Sur-
sette. Palo Alto VAMC 10-34(118-119) gery VA RER&DS Progress Report: J. W Shaffer. Cleveland VAMC

-Development of a Camera for Application ir Sensory Aids for the 10-32(371-372) 10-33(223-224) 10-35(117)
Blind. VA RER&DS Progress Report: S. L. Wood. Palo Alto VAMC
10-35(177, a separate report on p. 195) SHAW, Gregory

-Sensory Aid for Visually Handicapped People. Recent Patents: 0. A SHAW, rEgory
Warner 10-35(327) -Two-Handled Eating Utensil. VA RER&DS Progress Report: G. Shaw.

-Sensory Aids Research at Hines RER&DS Center. VA RER&DS Palo Alto VAMC 10-31(64-66)10-33(172-173) C. Wright 10-35(186)
Progress Report, Hines VAMC 10-33(161-162)
-see also Sensory Aids Research at Hines RER&DS SHEPLEY, Michael P
-see also Communication Aids for the Blind, Mobility Aids for -Use of a New Biofeedback and Gait Analysis System in Conjunc-

the Blind, Reading Machines for the Blind tion With the Microcomputer-Controlled Above-Knee Prosthesis.
NIHR REC Progress Report: W, Flowers and M. P. Shepley. Harvard

Sensory Aids Research at Hines RER&DS Center. VA RER&DS Prog- University/M.I.T 10-34(161-162)
ress Report, Hines VAMC 10-33(161-162)

-A Bimodal Reading Aid for Touch and Hearing: H. Lauer, A. Vacroux, SHEREDOS, Saleem
and B. Vecerek 10-33(162-163) -A Preliminary Evaluation of Remote Medical Manipulators.

-improving Intelligibility of Information in Ultrasonic Sensory Sys- K. Corker, J. H. Lyman, and S. Sheredos 10-32(107-134)
tems for the Blind: G. Saletta, K. Haag, and W H. Bunch 10-32(311-
313) L. Farmer 10-33(163) SHERRILL, Nathaniel D.

-Toward a Quantitative Evaluation of a Blind Rehabilitation Center: -A Foot-Controlled Laboratory Microscope. Technical Note: N. D.
R. W Lambert, S. W. Becker, and B. D. Wright 10-33(163-164) Sherrill, M. Ohms, C. Holmstrom, and M. Kennedy 10-35(69-72)

SENSORY FEEDBACK SHIAVI, Richard
-Augmented Sensory Feedback Devices. NIHR REC Progress Re- -Electrophysiological Techniques in Evaluation and Correction of

port: C. Leiper. Moss Rehabilitation Hospital/Temple Univ./Drexel Neuromuscular Defects. VA RER&DS Progress Report: P P Griffin,
Univ. 10-32(292-293) 10-33(135-136) R. Shiavi, S. Champion, and F Freeman. Nashville VAMC 10-31(106,

-Electrotactile Stimulation Relevant to Sensory-Motor Rehabilita- no report)
tion-a Progress Report: M. Solomonow and J. Lyman 10-33(63- -Evaluative and Corrective Techniques for Neuromuscular Deficits.
72) VA RER&DS Progress Report: R Griffin and R. Shiavi. Nashville

-Muscle Alone is Not Enough: Guest Editorial, J. Lyman 10-31(11- VAMC/Vanderbilt Univ. 10-33(194) 10-34(129-130) 10-35(101-102)
13) -Variability of Electromyographic Patterns for Level-Surface Walk-

-Neurophysiological Feedback From Extremities. NIHR REC Prog- ing Througi" a Range of Self-Selected Speeds: R. Shiavi,
ress Report: N. Hogan, R. W Mann, and M. J. Rosen. Harvard S. Champion, F Freeman and P Griffin 10-35(5-14)
University/M.I.T 10-32(228-229) 10-34(161) 10-35(2141

-Sensory Substitution Using Electrocutaneous Stimulation. NIHR
REC Progress Report: R. Riso and M. W, Keith. Western Reserve SHOES
Univ. 10-35(258-259) -Adjustable Arch Support for Shoes. Recent Patents: Charles A.

-Transducer Development and Evaluation for Sensory Feedback in Herbig 10-33(241)
the Control of Paralyzed Extremities. NIH-NINCDS Progress Re- -Apparatus for Stiffening Shoe Soles. Recent Patents: Leo . Stan-
port: A. A. Schoenberg. Univ. of Utah 10-35(94) ton 10-32(5091

-see also Foot Pressure Analysis
SENSORY PROSTHESES
-Electrical Stimulation of the Skin as a Basis for Sensory Prostheses. Shoulder Wheelchair Controller. NIHR REC Progress Report, Case

NSF Progress Report: W. H. Dobelle, Columbia University Western Reserve Univ. 10-32(252) 10-33(115-117)
10-33(105) Shower Prothesis-Ortho Aid. VAPC Research Report 10-32(442)

-Electrotactile Stimulation Relevant to Sensory-Motor Rehabilita- SHREVER, BiN
tion-A Progress Report: M. Solomonow and J. Lyman 10-33(63- -Head control unit. VA RER&DS Progress Report: B. Shriver, P Justle,
72) and S. Tipton, Palo Alto VAMC 10-33(169-170)
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SHULAK D. SKALBECK, Gretchen
-Simulation of Ligaments with Composites. VA RER&DS Progress -A Tactile Aid for the Treatment of Sensorineural Hearing Loss and

Report: L. J. Broutman, 0. Shulak, and W H. Bunch. Hines VAMC Aphasia. VA RER&DS Progress Report: R. T. Wertz, P L. Divenyi,
10-32(307-309) G. Skalbeck, and F. A. Saunders. Martinez VAMC 10-35(196)

Shyler Corp., Colorado Springs, Colorado-Wilson Transporter. VAPC Ski Sled for Paraplegics-Development and Evaluation of a Ski Sled-
Research Report 10-31(192-193) ding System for Paraplegics. VA RER&DS Progress Report:

SIMMONS, Chiles W P Axelson. Palo Alto VAMC 10-33171) L. J. Leifer, J. J. Csongradi,
-Clinical and Laboratory Investigation of the Application of Trans- and W G. Winter 10-35(180-181)

cutaneous pO% Monitoring in the Assessment of Local Circulation. Skin Blood Flow-see Blood Flow Measurement
VA RER&DS Progress Report: F A. Matsen III, C. R. Wyss, E. M. SKIN PRESSURE ANALYSIS
Burgess, L. R. Pedegana. C. W, Simmons, and B. L. Thiele. Univ. -An Analysis of Soft Tissue Loading in the Foot-a Preliminary
Washington/Prosthetics Research Study/Seattle VAMC 10-32(348- Report: S. Nakamura, R. 0. Crowninshield, and R. R. Cooper
349) 10-35(27-34)

SIM6ON, Helen J. -identification and Control of Biophysical Factors Responsible for
-An Auditory Prosthesis for Sensorineural Hearing Loss. VA RER&DS Soft Tissue Breakdown. NIHR Non-REC Progress Report: G. V B.

Progress Report: E.W Yund, R. Efron, and H. J. Simon. Martinez Cochran, N. P Reddy, and J. Brunski, Helen Hayes Hospital/PPI

Pors Report:95196) Ef10-33(156-157)
VAMC 10-35(195-196) -Transferring Load to Flesh, Part IX, Cushion Stiffness Effects:

SIMON. Sheldon R. L. Bennett and H. Patel 10-31(14-37)

-Clinical Applications of Kinematic Gait Measurement. Gait Analy- -see also Blood Flow Measurement, Sockets, Soft Tissue
sis Conference Report: S. R. Simon 10-35(292-294)

-Foot-Floor Calculated Reaction Vector. Gait Analysis Conference SKINNER, Harry B.
Report: S. R. Simon 10-35(309-312) -Orthopedic Implant Device Retrieval and Analysis. VA RER&DS

-NIHR REC Progress Reports: Harvard University/M.I.T. Progress Report: A. M. Weinstein, S. D. Cook, H. B. Skinner, and
-Clinical Evaluation of a Computer-Interactive Above-Knee Pros- A. J. T Clemow. New Orleans VAMC 10-35(151-152)

thesis. W. Flowers, R. W. Mann, S. R. Simon, and D. Rowell
10-32(229) SKINNER, Stephen R.

-Developing and Monitoring an Effective Pressure System for -The Correlation Between Gait Velocity and Rate of Lower-Extrem-
Use in the Boston Scoliosis Orthosis. M. Finston, J. E. Hall, and ity Loading and Unloading. Conference Report: S. R. Skinner
S. R. Simon. 10-32(226-227) 10-35(303-304)

-Evaluation of an Audio-Electromyographic Threshold Device.
C. J. De Luca, M. J. Rosen, and S. R. Simon. 10-32(239-240) Smart Wheelchair. VA RER&DS Progress Report: D. L. Jaffe. Palo

-Evaluation of Gait in Selected Groups of Children With Cerebral Alto VAMC 10-35(182-183)
Palsy and Scoliosis. S. R. Simon, M. J. Glimcher, R. W Mann, SMITH, D.
and R. Rosenthal. 10-32(229-232)10-35(214) -VA RER&DS Progress Reports, Rehabilitative Engineering Re-

-Monitoring, Modifying and Testing Anterior Spinal Instrumen- search & Development Center, Hines. Ill., VAMC
tation. J. E. Hall, D. Rowell, and S. R. Simon. 10-32(226) -Frequency Response Characteristics of the Somatosensory

-Objective Measurement of Stretch Reflex in the Evaluation of Evoked Response System. D. F. Dallman, J. Trimble, and
Spastic Dysfunction. S. R. Simon, W Berenberg, M. Hallett, and D. Smith. 10-32(314-315) 10-33(157-159)
L. R. Young. 10-32(229-234) -Harrington Rod Axial Force Transdlucer R. Dix, C. Sciammarrella,

-Suppression of Abnormal Involuntary Movements by Applica- D. Smith and W H. Bunch. 10-32(313)
tion of Mechanical Loads and Biofeedback. M. J. Rosen, C. J. -Instrumentation for Impact Measurements in Spinal-Cord Injury.
De Luca, and S. R. Simon. 10-32(234-235) V Gebben, D. Smith, and J. Trimble. 10-33(161)

-Spinal Computer Modeling. R. Dix, C. Sciammarrella, D. Smith,
Simple Living Aids for the Arthritic Patient. Technical Note: and W. H. Bunch. 10-32(314)

M. Solomonow and T Feder 10-35(60-63) -Spine Stiffness Measurement Fixture. C. Sciammarrella,
Simulation of Ligaments with Composites. VA RER&DS Progress D. Smith, and W H. Bunch. 10-32(313)

Report: L. J. Broutman, D. Shulak, and W. H. Bunch. Hines VAMC -Structural Properties of the Human Spine. W. Bunch, D. Burke,
10-32(307-309) V Gebben, and D. Smith. 10-33160)

A Single-Unit Study of Muscle Afferents in Human Movement. VA
RER&DS Progress Report: C. R. Lamb and A. J. Szumski. Rich- Smith-Kettlewell Institute of Visual Sciences, San Francisco, California
mond VAMC 10-35(129) -Rehabilitation Engineering Center. NIHR REC Progress Report: L. A.

Slnkette Corp., Gardenville, Pennsylvania-Porta Care Sink. VAREC Scadden, Proj. Dir. 10-32(266-269) 10-33(149-150) 10-34(171-173)
Progress Report 10-34(137-140) -Study of Fast Feature-Extraction for Blind Mobility. NSF Progress

SIVAK, Michael Report: C. C. Collins 10-33(105)
-Investigation of Physiological and Psychological Factors Affecting

Driver Performance. NII,.i REC Progress Report: M. Sivak. Uni- SOCKETS
versity of Michigan 10-34(187) -Adjustable Polypropylene Above-Knee Socket. VAPC Research Re-

port 10-32(442-443)
SJOWILUM, Urben C.S. -The "Cushion Brim" AK Socket. VAPC Research Report 10-32(446-
-Temporary Walking Aid for Use After Lower Leg Amputations. 447)

Recent Patents: Gunnar Marsh, Ole Henrikssen, and Urban C.S. -Dynamic Pressure Measurements at the Interface Between Resid-
Sjoblum 10-32(512) ual Limb and Socket-the Relationship Between Pressure Distri-
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bution, Comfort, and Brim Shape: M. Naeff and T. Van Pijkeren SPADARO, JA.
10-33(35-50) -Evaluation of Electrical Techniques for Stimulation of Hard Tissue

-End-Bearing Characteristics of Patellar-Tendon-Bearing Growth. VA RER&DS Progress Report: R. 0. Becker, J. A. Spadaro,
Prostheses-a Preliminary Report: K. Katz, Z. Susak, R. Seliktar and A. A. Marino. Syracuse VAMC 10-31(107) 10-32(356-361)
and Th. Najenson 10-32(55-68) 10-33(194-195) D. A. Webster 10-34(80-82) 10-35(115-16)

-Evaluation of Physiologic Suspension Factors in Below-Knee Am-
putees. VA RER&DS Progress Report: F G. Lippert, Ill, E. M. Bur- The Spartacus Telsthesis: Manipulator Control Studies: J. Guittet,
gess, and S. A. Veress. Seattle VAMC 10-33(179-184) 10-34(87- H. H. Kwee, N. Quetin, and J. Yclon 10-32(69-105)
94) 10-35(106-108) -Experimental Results 10-32(93-100)

-A New Method for the Measurement of Normal Pressure Between -Experimental Subjects 10-32(91-93)
Amputation Residual Limb and Socket: T Van Pijkeren, M. Naeff, -The Experimental System 10-32(83-91)
and H. H. Kwee 10-33(31-34) -General Organization of the Telemanipulator System 10-32(72-77)

-Men-Machine Communication 10-32(77-82)
Sol-Touch, Inc.. Boulder City, Nevada Spastic Dysfunction-Objective Measurement of Stretch Reflex in
-Touch-Lite. VAPC Research Report 10-31(202-204) 10-32(491-494) the Evaluation of Spastic Dysfunction. NIHR REC Progress Report:
Soft Tissue Mechanics Research Group-ldentification and Control S. R. Simon, W. Berenberg, M. Hallett, and L. R. Young. Harvard

of Biophysical Factors Responsible for Soft Tissue Breakdown. University/M.I.T. 10-32(229-234) 10-35(215-216)
NIHR Non-REC Progress Report: G. V B. Cochran, N. P Reddy and A Speciel Controler for the S X-1O Adapts an Environmental Con-
J. Brunski, Helen Hayes HospitalIRPI 10-33(156-157) trol System Intended for the General Public to the Needs of the

SOLOMONOW Moehe Severely Handicapped. Technical Note: D. Rye 10-34(53-611
-Electrotactile Stimulation Relevant to Sensory-Motor Rehabilita- SPECIAL EDUCATION

tion-a Progress Report: M. Solomonow and J. Lyman 10-33(63- -Biofeedback Relaxation Procedures: Application to Handicapped
72) Children. Office of Special Education Progress Report: J. Carter.

-Functional Neuromuscular Stimulation of Limbs: a Feasibility Study. Univ. of Houston 10-34(194)
VA RER&DS Progress Report: J. A. Foster and M. Solomonow. -Enhancing the Educational Potential of Non-Oral Children Through
Brentwood VAMC 10-31(106, no report) Matching Communication Device Capabilities of Children's Needs.

-Harnessing Technique for Myoelectric Arm Prosthesis. Technical Office of Special Education Progress Report: C. Coleman. Calif.
Note: M. Solomonow, C. Adair, and J. H. Lyman 10-32(208-212) State Univ. 10-34(194)

-Research Related to the Design and Development of Upper-Limb -General Computer System to Teach Language to the Deaf. Office
Externally Powered Prostheses. VA RER&DS Progress Report: J. H. of Special Education Progress Report: K. L. Wilson and M. Bates.
Lyman, A. Freedy, and M. Solomonow. University of California, Boston University 10-34(194)
Los Angeles 10-32(321, no report) 10-33(227) -Improving Motor Control in Spastic Children Using Biofeedback

-Simple Living Aids for the Arthritic Patient. Technical Note: Toward Development of a Technology. Office of Special Education
M. Solomonow and T Feder 10-35(60-63) Progress Report: 0. P Inman and R. H. Schwary Univ. of Oregon

10-34(194)
SOLOW, Terry S.
-Toothbrush for the Whole Mouth. Recent Patents: T S. Solow Spectral Analysis of EMG Signals. Gait Analysis Conference Report:

10-35(328) G. A. Bekey 10-35(302)
SPEECH IMPAIRED

Somatosensory Evoked Response System-Frequency Response -Communication for the Speech Impaired. VA RER&DS Progress
Characteristics of the Somatosensory Evoked Response System. Report: G. W Kelly. Atlanta VAMC/Georgia Inst. of Tech. 10-35(191)
VA RER&DS Progress Report: D. E. Dallman, J. Trimble, and -The Development of a Nonvocal Communication System for Pre-
D. Smith. Hines VAMC 10-32(314-315) 10-33(157-159) Reading Children. NSF Progress Report: C. Goodenough-Trepag-

Some Aspects of High Performance Indoor/Outdoor Wheelchairs: nier. Tufts/New England Medical Center 10-35(86)
G. Stout 10-32(135-175) -Electronic Communicator for the Speech Impaired. VA RER&DS

Sonic Orientation and Navigation Aid. VA RER&DS Progress Report: Progress Report: G. W Kelly and J. Wallace. Atlanta VAMC;Geor-
G. W Kelly and R. D. Atkins. Atlanta VAMC)Georgia Inst. of Tech- gia Inst. of Technology 10-34(122-123)
nology 10-34(120-121) 10-35(189) -Enhancing the Educational Potential of Non-Oral Children through

Southern Research Institute, Birmingham, Alabama Matching Communication Device Capabilities to Children's Needs.
-Replacement of Sensory Capabilities for the Physically Handi- Office of Special Education Progress Report: C. Coleman. Califor-

capped. NSF Progress Report: D. R. Cowsar. Southern Research nia State University 10-34(194)
Institute 10-33(105-106)

Southwest Research Institute, San Antonio, Texas Speech Intelligibllity see Hearing Aids, Speech Impaired
-Permanently Attached Artificial Limbs. VA RER&DS Progress Re- Speech Mechanim-Autometic Measurement of Laryngeal Vibra-

port: C. W Hall and W, H. Mallow. Southwest Research Institute tory Patterns NSF Progress Report: D. G. Childers, University of
10-31(136-145) 10-32(344-347) 10-33(185-186) W Rostoker Florida 10-33(105)
10-34(98-100) SPEECHOUlTPUT SYSTEMS

SOWELL, Tamara. -Development of an Advanced Optical Character Recognition
-Biography on Eugene J. Taylor 1913-1978. Notes and News Speech-Output Accessory for Blind People. VA RER&DS Progress

10-31(213-214) Report: G. F Groner, R. E. Savoie. Telesensory Systems 10-32(438-
-Biography on Georg Heinrich Sell, 1938-1981. Notes and News 440) 10-33(234) P Clark 10-34(111-112) 10-35(199)

10-35(330-331) -Research on Micro-Computer/Computer Terminal Character-Tone
-Locomotion Assistance Through Cane Impulse: L. Bennett, M. P Output for the Blind. VA RER&DS Progress Report: G. W Kelly and

Murray, E. F Murphy, and T T Sowell 10-31(38-47) D. A. Ross. Atlanta VAMC/Georgia Inst. of Technology 10-34(122)
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SPEECH RCEPTION SPINAL-CORD-INJURY REHASLITATION
-Children's Auditory Discrimination and Perception of Monosyllabic -Correction of Spinal Deformities. NIHR REC Progress Report:

Words. NSF Progress Report: L. L. Elliott, Northwestern University J. Axelgaard and J. C. Brown. Rancho Los Amigos Hospital
10-33106-107) 10-35(219-221)

-Speech Perception in Noise by the Hearing-impaired. NSF Prog- -Electrical Assessment of Incomplete Spinal Cord Injury and Re-
ress Report: B. Scharf, Northeastern University 10-34(144) covery. VA RER&DS Progress Report: H. H. Bohlman, E. Bahniuk,

-Tactile Perception of Speech. NSF Progress Report: J. C. Craig. and G. Raskulinez. Cleveland VAMC/Case Western Reserve Univ.
Indiana University 10-35(86) 10-34(74-79) 10-35(99-101)

-FES of Spinal-Cord-Injured Patients-Fundamental Locomotion
Speech Perception in Noise by the Hearing-impaired. NSF Progress Patterns. NIHR REC Progress Report: A. Kralj, R. Turk, S. Grobelnik,

Report: B. Scharf, Northeastern University 10-34(144) and T Bajd. University of Ljubljana 10-32(280-281) 10-35(230-231)
Speech Recognition and Control System. VAPC Research Report -Functional Spinal Cord Regeneration. VA RER&DS Progress Re-

10-31(168-169) port: G. W Sypert and J. B. Munson. Gainesville VAMC/Univ. of
SPEECH RECOGNITION SYSTEM Florida 10-33(220-222) 10-34(97-98) J. E. Zengel 10-35(144-146)
-Speech Recognition and Control System. VAPC Research Report -Interference-Insensitive System for Spinal Cord Monitoring During

10-31(168-169) Surgery. VA RER&DS Progress Report: D. Graupe and J. Fisk. Illi-
-Santa Barbara Voice-Operated Controller. Corker et al., Evaluation nois Inst. of Tech./Loyola Univ./Hines VAMC 10-32(317-319)

of Manipulators 10-32(127-128) S. Basseas 10-33(224-225)
-UCSB Commander Word Recognition System. VAPC Research Re- -Low Cost Assistive Device Systems for a High Spinal-Cord-Injured

port 10-31(167-168) Person in the Home Environment. Technical Note: G. Schmeisser
and W Seamone 10-32(212-223)

SPEECH SYNTHESIS -Monitoring, Modifying and Testing Anterior Spinal Instrumenta-
-A General-Purpose System for the Synthesis by Rule of Natural- tion. NIHR REC Progress Report: J. E. Hall, D. Rowell, and S. R.

Sounding Speech. NSF Progress Report: I. G. Mattingly, Haskins Simon. Harvard University/M.I.T 10-32(226) 10-34(161) 10-35(213)
Laboratories 10-34(144) -Publications of Interest 10-32(535-536) 10-33(254-255) 10-34(22 1)

-An Ocular-Controlled Intelligent Speech Prosthesis. NSF Progress 10-35(324)
Report: K. M. Colby. University of California, Los Angeles 10-33(105) -Rehabilitation Engineering Center. Spinal-Cord-Injury-Core Area

-see also Tufts/New England Medical Center of Research. NIHR REC Progress Report: W, G. Stamp and C. A.
McLaurin. University of Virginia 10-32(272-277) 10-33(152-153)

SPEECH TRAINING -Residual Bladder Volume Determination for Spinal Cord Injury Pa-
-Production and Visual Articulatory Shaping of Speech in Deaf tients. VA RER&DS Progress Report: R. Roemer, R. Wood, and

Children. NSF Progress Report: S. G. Fletcher. University of Ala- H. Meisel. Univ. Calif., Santa Barbara 10-34(72-73) Univ. of Arizona
bama 10-35(86) 10-35(128)

-Visual Feedback Speech Training for the Deaf. NSF Progress Re- -Spinal Cord Diagnostics Based on Stochastic Signal Processing
port: W, C. Gish. Integrated Sciences Corp. 10-33(107) via Microprocessor Hardware to Enhance Evoked Potential Mon-

itoring Speed and Reliability. VA RER&DS Progress Report:
SPENCER, William A. D. Graupe and J. Fisk. Illinois Inst. of Tech./Loyola Univ./Hines VAMC

-Rehabilitation Engineering Center. NIHR REC Progress Report: W. A. 10-31(74)

Spencer, T. A. Krouskop, aoid J. H. Dickson. Texas Institute for Re: -Spinal Cord Injuries. VA RER&DS Progress Report: P. S. Walker,
R. W Hussey, and A. B. Rossier. West Roxbury VAMC 10-35(132-habilitation and Research 10-321269-272) 10-33(150-151) 133)

-Spinal Cord Patient Service Area. Cairo Rehabilitation EngineeringSPENGLER, Dan M. Center. NIHR REC Progress Report: S. El-Din EI-Hommossani. Dir.
-Bone Strength: In Vivo Stress and Strain. VA RER&DS Progress Arab Republic of Egypt 10-34(190-191)

Report: D. M. Spengler, D. R. Carter, and D. J. Baylink. University -Spinal Cord Patient Transport System. VA RER&DS Progress Re-

port: E. E. Sabelman, T A. Koogle, and R. L. Piziali. Palo Alto VAMC
-Influence of Internal Fixation on In Vivo Stress Patterns in Bone. 10-35(184-185)

VA RER&DS Progress Report: D. M. Spengler, D. R. Carter, D. J. -a" also Spine Research; VA Prosthetics Center Research, Devel-Baylink, R. Vasu, and R. T Dueland. University of Washington opment and Evaluation Program-Spinal-Cord Injury Rehabilitation
10-33(195-196)

Spinal-Cord-Patient Transport System. VA RER&DS Progress Re-
SPERLING, George port: E. E. Sabelman, T. A. Koogle. and R. L. Piziali. Palo Alto VAMC
-Low Bandwidth Visual Communication for the Deaf. NSF Progress 10-35(184-185)

Report: G. Sperling. New York Univ. 10-35(87) Spinal Fractures and Fused Vartebrae. VA RER&DS Progress Report:
R. Dix, J. Fisk, and C. Sciammarrella. Hines VAMC 10-33(159-160)

Spinal Computer Modeling. VA RER&DS Progress Report: R. Dix, SPINAL ORTHOSES
C. Sciammarrella, D. Smith, and W. H. Bunch. Hines VAMC -Back Brace. Recent Patents: Jack Gold 10-35(327)
10-32(314) -Scoliosis Feedback Orthosis. NIHR REC Progress Report: E. E. Bleck.

Spinal-Cord Diagnostics based on Stochastic Signal Processing via Children's Hospital at Stanford 10-35(264)
Microprocessor Hardware to Enhance Evoked Potential Monitor- -Temporary Cervical Immobilizing Orthosis. Recent Patents: Paul
ing Speed and Reliability. VA RER&DS Progress Report: D. Graupe R. Meyer 10-32(512)
and J. Fisk. Illinois Inst. of Tech./Loyola Univ Hines VAMC 10-31(74) -see also Back Braces

Spinal Cord Injuries. VA RER&DS Progress Report: P S. Walker, R. W
Hussey and A. B. Rossier. West Roxbury VAMC 10-35(132-133) Spinal StabilizatIon-Internal and External Stabilization of the Dis-
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rupted Dorsal Lumbar Spine. VA RER&DS Progress Report: R. Piziali Hospital/Temple Univ./Drexel Univ. 10-32(296-298) 10-341174,176)

and I. Perkash. Palo Alto VAMC 10-31(58) 10-33(167-168) D. A. Nagel R. Craik 10-35(239-241)
and T A. Koogle 10-35(179-180) STAMP, Warren G.

SPINE RESEARCH -Rehabilitation Engineering Center. NIHR REC Progress Report: W G.
-Analytical Modeling of the Human Lumbar Spine. VA RER&DS Stamp and C. A. McLaurin. University of Virginia 10-32(272-277)

Progress Report: R. L. Piziali, L. W Swenson, and T A. Koogle. 10-33(152-153)
Palo Alto VAMC 10-35(176-177)

-Rehabilitative Engineering R&D Center. VA RER&DS Progress Re- Stand Aid (Portable Standing Frame). VAREC Progress Report

port, Hines VAMC 10-34(133-136)
-Harringlon Rod Axial Force Transducer: R. Dix, C. Sciammarrella, Stand Aid Powered Wheelchai. VAPC Research Report 10-32(465-

D. Smith, and W H. Bunch 10-32(313) 468)
-Instrumentation for Impact Measurements in Spinal-Cord In- Standardization Section

jury: V Gebben, D. Smith, and J. Trimble 10-33(161) -American National Standards Specifications (for making accessi-
-Spinal Computer Modeling: R. Dix, C. Sciammarrella, D. Smith. ble environments usable by physically handicapped people), Appr.

W H. Bunch 10-32(314) March 3, 1980. 10-34(205-206)
-Spinal Fractures and Fused Vertebrae: R. Dix, J. Fisk, and -ASTM Voluntary Consensus Standards Related to Rehabilitative

C. Sciammarrella 10-33(159-160) Engineering. Staff Manager: P G. Brown 10-35(320)
-Spine Stiffness Measurement Fixture: C. Sciammarrella, -Consideration of Standards for Computer Sensory Aids for the

D. Smith, and W H. Bunch 10-32(313) Handicapped, Conference, Feb. 11, 1980. Chairman: G. L. Good-
-Structural Properties of the Human Spine: W. Bunch, D. Burke, rich 10-34(201-205)

V Gebben and D. Smith 10-33(160) -International Standard Connections Project, June 19, 1980. Chair-
man: G. C. Vanderheiden 10-34(199-201)

Spine Stiffness Measurement Fixture. VA RER&DS Progress Report: -International Standards Organization (Technical Committee 168
C. Sciammarrella, D. Smith, and W. H. Bunch. Hines VAMC for consideration of limb prosthetics and orthopaedic bracing,
10-32(313) Jan.-Apr. 1980. 10-34(206)

SPORTS FOR THE HANDICAPPED -International Standards Organization (Technical Committee 173
-Development and Evaluation of a Recreational Bicycle for Para- for technical systems and aids for disabled or handicapped per-

plegics. VA RER&DS Progress Report: L Leifer, R Axelson, C. Mintz, sons), May 28-30, 1980. 10-34(205)

and D. Schwand. Palo Alto VAMC 10-35(184) Stand-Up Frames and Wheelchairs-Clinical and Engineering Eval-
-Development and Evaluation of a Ski Sledding System for Para- uation of Stationary Stand-Up Frames and Stand-Up Wheelchairs

plegics. VA RER&DS Progress Report: P W Axelson. Palo Alto for the Disabled. NIHR REC Progress Report, New York University
VAMC 10-33(171) L. J. Leifer, J. J. Csongradi, and W. G. Winter Medical Center 10-34(151-154)10-35(202-206)
10-35(180-181) Stanford University, Stanford, California

-1980 Olympics for the Disabled. Notes and News 10-35(335) -Development of Multichannel Electrodes for Auditory Prostheses.
NIH-NINCDS Progress Report: M. M. Merzenich and R. L. White.

SPRINGHORN, M. Univ. of Calif., San Francisco/San Francisco Medical Center/Stan-
-The Measurement of Body Surface Pressure Using Optical Bar- ford Univ. 10-35(90-91)

ography. VA RER&DS Progress Report: M. Springhorn. Palo Alto -Development of a Personal Information System for the Visually
VAMC 10-33(168) Impaired. VA RER&DS Progress Report: J. G. Linvill, G. L. Good-

rich, M. Morf, J. Gill, and G. A. Fowler. Palo Alto VAMC/Stanford
SRAMEK, Bohumir Univ. 10-34(113-115)
-Low-Cost Multi-Channel Recorder and Display System for Medical -Development of Transdermal Stimulators. NIH-NINCDS Progress

and Other Application. Recent Patents: B. Sramek 10-34(224) Report: R. L. White 10-35(90)
-Integrated Electro-Mechanical Transducer Systems. NSF Progress

STAGER, Phyllis H. Report: J. G. Linville 10-33(107)
-Disposable Cosmetic Glove. Recent Patents: Phyllis H. Stager -The Mechanics of Human Bone and Long Bones. NIGMS Progress

10-34(224) Report: R. L. Piziali 10-35(89)
-VA RER&D Service/Stanford University School of Engineering,

Stai Cat Inc., Nashua, New Hampshire-Design Refinement of the Rehabilitative Engineering R&D Center see full listing of projects
Stair-Climbing Wheelchair. VA RER&DS Progress Report: N. Van under "VA Medical Centers" at Palo Alto

Dine 10-32(407-409) Stanford University Medical Center, Stanford, California
STAIR-CLIMONG WHEELCHAIRS -Pressure Sores: Etiology and Prevention. VA RER&DS Progress
-Chassis for Stair-Climbing Vehicle. Recent Patents: G. 0. V Ras- Report: L. M. Vistnes. Palo Alto VAMC/Stanford Univ. 10-34(123-

mussen 10-33(241) 125) 10-35(153)
-Design Refinement of the Stair-Climbing Wheelchair. VA RER&DS STANIC, U.

Progress Report: N. Van Dine. StairCat Incorp. 10-32(407-409) -Multichannel FES of Lower Limbs for Gait Rehabilitation. NIHR
-Step-Climbing Wheelchair. Recent Patents: J. M. Feliz 10-35(327) REC Progress Report: U. Stanic, R. Acimovic-Janezic, A. Trnkoczy,
- *ee also A Practical Curb-Climbing Aid for Wheelchair-Bound Par- and M. Kljajic. Univ. of Ljubljana 10-32(277-280) M. Malezic and

aplegic Persons (A Progress Report): R. N. White, A. Y J. Szeto, J. Krajnik 10-35(229-230)
and H. A, Hogan 10-34(13-19)

STANTON. Leo F
Stair Daesent-Effects of Altered Sensory Input on Stair Descent. -Apparatus for Stiffening Shoe Soles. Recent Patents: Leo F Stan-

NIHR REC Progress Report: W Freedman. Moss Rehabilitation ton 10-32(509)
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STAPLETON, Patrick -Rehabilitative Engineering Research Program. VA RER&DS Prog-
-invalid Feeding Device. Recent Patents: Patrick Stapleton, Hubbard ress Report: F T Hoaglund, L. W Lamoreux, L. A. Wilson, H. E,

P Browne, and D. Weatherholt 10-33(241) Jergesen, R. A. Roberts, C. W. Radcliffe, F N. Todd, R. W. Cum-
mings, D. M. Cunningham, and G. Stout. San Francisco VAMCUC,

STAROS, Anthony Berkeley 10-351147-149)
-Rehabilitation Engineering Conference-Poznan, Poland, July 2- -Some Aspects of High Performance Indoor/Outdoor Wheelchairs:

6, 1979. Notes and News 10-32(501-502) G. Stout 10-321135-175)
-VAPC Research Reports: A. Staros and E. Peizer 10-31(164-207)

10-32(441-499) 10-33(234, no report) STRATFORD, Carol
-VAREC (Formerly VAPC) Research Reports: A. Staros and E. Peizer -Rehabilitation Engineering Center. NIHR REC Progress Report: H. A.

10-34(131-143) 10-35(101, no report) Rusk, Proj. Dir., et al., New York University Medical Center
10-32(262-266) 10-33(43-149) 10-34(151-160) 10-35(202-209)

STARR, Thomas W.
-A Computerized Device for the Volumetric Analysis of the Residual STREET, Dana M.

Limbs of Amputees. Technical Note: T W Starr 10-33(98-102) -Evaluation of Peripheral Vascular Disease by a Real-Time Multis-
pectral Imaging System. VA RER&DS Progress Report: W R. Adey,

STATISTICS D. B. Hinshaw, J. E. Kaiser, N. P Poe, D. M. Street, and V J. An-
-Causal Relationship Between Service-Connected Amputation and selmo. Loma Linda VAMC/Calif. Inst. of Technology 10-35(103-

Subsequent Cardiovascular Disorder: A Review of the Literature 105)
and a Statistical Analysis of the Relationship: Senate Committee
Print No.6, 96th Congress, 1st Session 10-32(18-53) Stratchaer. VAPC Research Report 10-31(198-199)

-Rehabilitative Engineering Research Program. VA RER&DS Prog- Stretcher Chair. VAPC Research Report 10-31(197-1981
ress Report: F T Hoaglund, L. W Lamoreux, L. A. Wilson, H. E. STRIDE CHARACTERISTICS
Jergesen, R. A. Roberts, D. W. Radcliffe, F. N. Todd, R. W Cum- -Clinical Use of Stride Measurements. Gait Analysis Conference
mings, D. M. Cunningham, and G. Stout. San Francisco VAMC/UC, Report: R. A. Mann 10-35(286)
Berkeley 10-35(147-149) -Footswitch Stride Analyzer. Gait Analysis Conference Report:

-Survey of the Status and Prosthetic Needs of Service-Connected E. Bontrager 10-35(284-285)
Amputees. Notes and News 10-31(211) -instrumented Walkway (a Gait Analyzer/Trainer System) Gait Anal-

-Therapeutic and Economic Impact of a Modern Amputation Pro- ysis Conference Report: R. A. Brand, R. H. Gabel, R. C. Johnston,
gram: J. M. Malone, W S. Moore, J. Goldstone, and S. J. Malone and R. D. Crowninshield 10-35(282-283)
10-32(7-17) -Variability of Electromyographic Patterns for Level-Surface Walk-

ing Through a Range of Self-Selected Speeds: R. Shiavi,
STAUFFER, E. Shannon S. Champion, F Freeman, and P Griffin 10-35(5-14)
-Biography on Sir Ludwig Guttman, 1900-1980. Notes and News

10-34(233) Structural Properties of the Human Spine. VA RER&DS Progress
Report: W Bunch, D. Burke, V Gebben, and D. Smith. Hines VAMC

STEIN, Richard D. 10-33(160)
-New Approaches for the Control of Powered Prostheses Particu- Structure Suitable for In Vivo Implantation. Recent Patents: Charles

larly by High-Level Amputees: R. D. Stein, D. Charles, J. A. Hoffer, A. Homsy 10-32(512)
J. Arsenault, L. A. Davis, S. Moorman, and B. Moss 10-33151-62) Student Affiliation Program. NIHR REC Progress Report: R. Craik.

Moss Rehabilitation Hospital/Temple Univ./Drexel Univ. 10-32(303)
Step-Climbing Wheelchair. Recent Patents: J. M. Feliz 10-35(327) 10-34(181) 10-35(246-247)
A Stp-Sensing Device for Mind Wheelchalr-Usea-a Preliminary Studies Involving Alignment of Above-Knee Prostheses. NIHR REC

Evaluation. Technical Note: L. W. Farmer 10-35(73-79) Progress Report: A. B. Wilson, Jr. Moss Rehabilitation Hospital
STEPHEN. Robert L Temple Univ./Drexel Univ. 10-32(2921
-Epidermal lontophoresis Device. Recent Patents: Stephen C. Ja- Studies of Normal and Abnormal Motion. VA RER&DS Progress Re-

cobsen, Robert L. Stephen, R. Todd Johnson, Richard Luntz, and port: M. P Murray. Wood VAMC 10-31(106, no report) 10-32(356-
David Knutti 10-32(510) 358) 10-33(192-193) 10-34(71-72) 10-35(116-117)

Study of Fast Feature-Extraction for Blind Mobility. NSF Progress
Stimulation of Repair of Cortical Bone Transplants by Implantation Report: C. C. Collins, Smith-Kettlewell Institute of Visual Sciences

of Piezoelectric Materials: a Pilot Study VA RER&DS Progress 10-33(105)
Report: G. V B. Cochran, B. Y Lee, and W Williams. Castle Point Study of the Impact of Electronic Assistive Devices on the Quality
VAMC/Helen Hayes Hospital 10-33(195) 10-34(68) 10-35(114-115) of Life of High-Level Quadriplegics. NIHR REC Progress Report,

-see also Acceleration of Bone Healing by Electrical Stimulation New York University Medical Center 10-32(264-266) 10-33(144)
STIVALA, Oscar G. Study of Upper-Umb Bomechanics Using Ultrasound Wanremislon
-Hyperbaric Treatment Apparatus. Recent Patents: 0. G. Stivala Imaging. VA RER&DS Progress Report: V R. Hentz. P Dev. and

10-35(327) K. W Marich. Palo Alto VAMC 10-35(181-182)
SOHEL. P

STOUT, Gordon -Automatic Vaginal Electrical Stimulator to Control Incontinence.
-Design of Prosthetic and Orthotic Devices and Biomechanical NIHR REC Progress Report: P Sohel, B. Kralj, E, Roskar, and

Studies of Locomotion. VA RER&DS Progress Report: F T Hoag- M. Benedik. Univ. of Ljubljana 10-35(231-233)
lund, C. W Radcliffe, H. E. Jergesen, L. W Lamoreux, D. M. Cun- -FES of Urogenital Mechanisms (FESUM)-Design of Orthotic Aids
ningham, and G. Stout. Univ. California, Berkeley/San Francisco and Special Measuring Systems. NIHR REC Progress Report:
VAMC 10-34(85-87) P SOhel and S. Grobelnik. University of Ljubljana 10-32(286-287)
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SULLIVAN. Thomas M. port: G. W. Sypert and J. B. Munson. Gainesville VAMC/Univ. of
-Development of Hydrogel Surfaces for Dental and Orthopedic Ir- Florida 10-33(220-222) 10-34(97-98) J. E. Zengel 10-35(144-146)

plants. VA RER&DS Progress Report: D. A. Garcia and T M. Sul-
livan. West Roxbury VAMC 10-35139-142) SZETO, Andrew YJ.

-A Practical Curb-Climbing Aid for Wheelchair-Bound Paraplegic
SUN, Riskeon Persons (A Progress Report): R. N. White, A. Y J. Szeto, and H. A.
-Sensate Robotic Hand, VA RER&DS Progress Report: R. Sun. Palo Hogan 10-34(13-19)

Alto VAMC 10-33(170)
SZUMSKI, Affred J.

Superma.* Dfts. VAPC Research Report 10-31(179-182) -A Single Unit Study of Muscle Afferents in Human Movement. VA
Support for Maintaining Heed in Upright Position. Recent Patents: RER&DS Progress Report: C. R. Lamb and A. J. Szumski. Rich-

Lance E. Zuesse 10-33(241) mond VAMC 10-35(129)
Supprsaslon of Abnormal brvoluntery Movements by Application of

Mechanical Loads and Biofeedback. NIHR REC Progress Report:
M. J. Rosen, C. J. Do Luca, and S. R. Simon. Harvard University/ T
M.I.T 10-32(234-235) 10-34(162) 10-35(215)

Surey A eafle Aid for the Treatment of Sensorineural Heating Loss and
-Publications of Interest 10-31(221-222) 10-32(536-537) 10-33(255) Aphasfa. VA RER&DS Progress Report: R. T Wertz, P L. Divenyi,

10-34221-222) 10-35(324-325) G. Skalbeck, and F. A. Saunders. Martinez VAMC 10-35(196)
Survey of the Status an Prosthetl Needs of Sir..c.......ed Tacle indicating Device. Recent Patents: Martin R. Hannen and David

Amputees. Notes and News 10-31(211) V Charlesworth 10-34(225)
SURYAPRASAD, Agerom G. Tactile Perception of Speech. NSF Progress Report: J. C. Craig. In-
-Methodology Devised for a Program to Improve Efficiency and diana University 10-35(86)

Reduce Risks for Wheelchair Locomotion. Technical Note; R. M. Tallsy Ripple see Talley Surgical Instruments, Ltd.
Glaser, A. G. Suryaprasad, M. N. Sawka, and B. M. Fichtenbaum Taley Surgical Instruments, Ltd., Borehamwood, England
10-35163-68) -Talley Ripple Alternating Pressure Pad for Beds. VAPC Research

Report 10-32(490)
SUSAK, Zav -Talley Ripple Alternating Pressure Pad for Wheelchairs. VAPC Re-
-End-Bearing Characteristics of Patellar-Tendon-Bearing search Report 10-32(479-480)

Prostheses-a Preliminary Report: K. Katz, Z. Susak, R. Seliktar, TANAGHO, Emil
and Th. Najenson 10-32(55-68) -Control of the Urinary Bladder. NIH-NINCDS Progress Report:

STHELAND. Dad H. E. Tanagho. Univ. of California, San Francisco 10-35(94-95)

-Clinical Use of Force Data. Conference Report: D. H. Sutherland TANIMOTO. Yoshinori
10-35(312-316) -Blood Vessel Tester. Recent Patents: Toshio Watanabo and Yoshi-

-Events Measurements in Normal and Pathological Gait. Confer- nori Tanimoto 10-34(224)
ence Report: D. H. Sutherland 10-35(281-282)

SWANSON, Alfhed S. TAYLOR, Donald R., Jr.
-Ambulation Force Monitoring. Conference Report: D, R. Taylor, Jr.-A Grommet Bone Liner for Flexible Implant Arthroplasty. VA 1-53638

RER&DS Progress Report: A. B. Swanson. Blodgtt Memorial 1-53638Rnstrument for Clinical Analysis of Gait. NIHR REC Progress Re-Medical Center 10-33(214-216)10-34(69-70) 10-35(108-114) port: D. Taylor. Moss Rehab. Hospital/Temple Univ/Drexel Univ.

SWEEBa 10-32(301) 10-33(132) 10-34(175)
-Rehabilitation Engineering Center. NIHR REC Progress Report: -Instrument for Clinical Observation of Weight-Bearing in Loco-

J. Goodgold, Dir New York University Medical Center 10-34(151- motion. NIHR REC Progress Report: D. Taylor. Moss Rehab. Hos-
160) pitaliTemple Univ./Drexel Univ. 10-33(134) 10-35(242)

SWENSON, Lyle W, TAYLOR, Eugene J.
-Analytical Modeling of the Human Lumbar Spine. VA RER&DS -In Memoriam (19t3-1978). Notes and News 10-31(213-214)

Progress Report: R. L. Piziali, L. W Swenson, and T A. Koogle.
Palo Alto VAMC 10-35(176-177) TAYLOR, Glenn N.

-The Mechanics of Human Cancellous Bone. VA RER&DS Progress -Brace Hinge. Recent Patents: Glenn N. Taylor 10-32(510)
Report: L. W Swenson, Jr, R. L. Piziali, and K. S. Kim. Palo Alto
VAMC 10-35186-187) Taylor, Josephine L-1980 Migel Medal Awards. Notes and News

10-34(227)
Swimming Prostwes TECHNICAL ADS
-Swim/Walk Ankle. VAPC Research Report 10-32(444-446) -Application of Personal Computing to Assist the Handicapped.
SbwnI/Wa Ankle. VAPC Research Report 10-32(444-446) NSF Progress Report: P. L. Hazan. The Johns Hopkins Univ.
Synrget ook VA RER&DS Progress Report: R. G. Thompson and 10-33(106) 10-34(145)

D. S. Childress. Northwestern University 10-31(69-70) 10-32(320- -Command Controller Development and Evaluation. NIHR REC
321) 10-33(174) 10-34(73) 10-35(123) Progress Report: P H. Peckham. D. Roscoe, and M. W, Keith. Case

YPINT, geare W Western Reserve University 10-34(169-170) 10-35(256)
-Functional Spinal Cord Regeneration. VA RER&DS Progresa Re- -Evaluation of Systems and Devices for the Disabled in the Acute
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Care Setting. NIHR REC Progress Report: R A. Dinker. Harvard yaprasad, M. N. Sawka, and B. M. Fichtenbaum 10-35(63-8)
University/M.I.T. 10-32(241-243) -Optoelectric (Selspot) Gait Measurement in Two- and Three-Di-

-A Foot-Controlled Laboratory Microscope. Technical Note: N. D. mensional Space-a Preliminary Report: H. J. Woltring and E. B.
Sherrill, M. Ohms, C. Holmstrom, and M. Kennedy 10-35(69-72) Marsolais 10-34(46-52)

-Han-Dee-Lite. VAPC Research Report 10-32(486) -A Special Controller for the BSR X-10 Adapts an Environmental
-international Standards Organization (Technical Committee 173 Control System Intended for the General Public to the Needs of

for technical systems and aids for disabled or handicapped per- the Severely Handicapped: D. Rye 10-34(53-61)
sons), May 28-30, 1980. Standardization Section 10-34(205) -- A Step-Sensing Device for Blind Wheelchair Users-a Preliminary

-Low Cost Assistive Devices. Systems for a High Spinal-Cord-In- Evaluation: L. W. Farmer 10-35(73-79)
jured Person in the Home Environment. Technical Note: -VA/USMC Electric Hand with Below-Elbow Cineplasty: J. M. Leal
G. Schmeisser and W Seamone 10-32(212-223) and J. M. Malone 10-35(52-56)

-Rehabilitation Engineering Center. NIHR REC Progress Report: H. A.
Rusk, Proj. Dir, et al. New York Univ. Medical Center The Technics and Concepts of Gait Analysis. Gait Analysis Confer-
-An Electrical "Know-How" Manual for the Severely Disabled and ence Introduction: J. Perry 10-35(279)

Their Families 10-33(144-146) 10-34(154) A Technique for the Display of Joint Movement Deviations: R. W.
-Evaluation of Electronic Self-Help Devices for Severely Disabled Wirta and F L. Golbranson 10-33(73-79)

Patients 10-32(262) 10-33(143-144) 10,34(155) Tblemanipulator see Manipulator Systems
-Evaluation of Functional Performance of Devices and Instru- Telephone Workstation-A TSPS (Traffic Service Position System)

ments for the Severely Disabled 10-32(263-266) 10-33(148-149) Telephone Console for Blind Operators: Technology Transfer in
-Study of the Impact of Electronic Assistive Devices on the Qual- Action. NIHR REC Progress Report: G. F Dalrymple and D. Rowell.

ity of Life of High-Level Quadriplegics 10-32(264-266) 10-33(144) Harvard University/M.I.T 10-33(108-111)
-see also Controls TelesensorV Systems, Inc., Palo Alto, California

-Rehabilitation Engineering Center: NIHR REC Progress Report: -Canon Communicator. VAPC Research Report 10-32(457-458)
J. F Jonas, Jr., J. H. Leslie, Jr., R. H. Norris and R. D. Dryden. Ce- -Development of an Advanced Optical Character Recognition
rebral Palsy Research Foundation of Kansas Speech-Output Accessory for Blind People. VA RER&DS Progress
-Communication System (Project VII) 10-33(128-129) Report: G. F Groner, R. E. Savoie 10-32(438-440) 10-33(234) P Clark
-Design of Adaptive Devices (Project 1) 10-33(128) 10-34(111-112) 10-35(199)
-Development of Devices for the Handicapped in the Work En- -Needs and Design Concepts for Voice-Output Communications

vironment 10-33(129) Aids. NSF Progress Report: S. Breugler 10-33(106)
-Other Devices Briefly Noted 70-33(130) Temple Univeslity School of Dentistr, Philadelphia, Pennsylvania
-Workstation Modification (Project IV) 10-33(128) 10-35(268) -Maxillofacial Restorative Materials and Techniques. VA RER&DS

-Touch-Lite. VAPC Research Report 10-32(491-494) Progress Report: J. F Lontz and J. W Schweiger. Temple Univ./
-Turntable Desks. VAPC Research Report 10-32(449-450) Wilmington VAMC 10-31(119-136) 10-32(376-404) 10-33(197-210)
-see also Aids to Daily Living, Communications Aids, Controls, En- E. B. Mingledorff 10-34(102-107) M. D. Nadijcka and N. E. Donacki

vironmental Control Systems, Spinal-Cord-Injury Rehabilitation 10-35(155-172)
-- e also Moss Rehab. Hosp./Temple Univ./Drexel Univ. NIHR REC

Technical-Clihieal Re-Evaluation of the Umb Load Monitor. NIHR REC Progress Reports
Progress Report: C. Leiper Moss Rehab. Hospital/Temple Univ./ Temporary Cervical Immobilizing Orthosis. Recent Patents: Paul R.
Drexel Univ. 10-35(253) Meyer 10-32(512)
gEiW NOTES Temporary Walking Aid for Use After Lower Leg Amputations. Re-

-Adaptation of the VAIUSMC Electric Hand to the Liberty Mutual cent Patents: Gunnar Marsh, Ole Henrikssen, and Urban C.S. Sjob-
Myoelectric Boston Elbow for Above-Elbow Amputees: J. M. Leal, lum 10-32(512)
T W Williams, Ill, and J. M. Malone 10-35(56-60) TEUNISSEN. Rudolf B.

-A Computerized Device for the Volumetric Analysis of the Residual -Apparatus for Supporting the Body of a Person in an Upright Po-
Limbs of Amputees: T. W Starr 10-33(98-102) sition, In Particular for Therapeutic Walking Exercises. Recent Pat-

-A Foot-Controlled Laboratory Microscope: N. D. Sherrill, M. Ohms, ents: August-Eden Zeijdel and Ruldolf B. Teunissen 10-33(241)
C. Holmstrom, and M. Kennedy 10-35(69-72)

-The Gait Laboratory Force Plate at the Cleveland VA Medical Cen- Texas Institute for Rehabilitation and Research, Houston, Texas
ter: A. Cohen, D. E. Orin, and E. B. Marsolais 10-33(90-97) -Rehabilitation Engineering Center. NIHR REC Progress Report: W A.

-Harnessing Technique for Myoelectric Arm Prosthesis: Spencer, T A. Krouskop, and J. H. Dickson 10-32(269-272)
M. Solomonow, C. Adair, and J. H. Lyman 10-32(208-212) 10-33(150-151) 10-35(211-213)

-In Vitro Evaluation of the Effect of Acetabular Prosthesis Implan- -Clinical Device Development 1035(211)
tation on Human Cadaver Pelves: W. Petty, G. J. Miller, and -Foot-Operated Check Proofing Device 10-35(211-213)

G. Piotrowski 10-33(80-89) -Pressure Research 10-35(211-213)
-The Kurzweil Reading Machine: a Report Based on Three Years of -Tissue Management Program and Clinic 10-35(211)

Evaluation of Models 1 and 3: H. L. Lauer and L Mowinski 10-35(79- lextured Gmmmets for Nexble hnplant Artl of Finger Jokt
81) VA RER&DS Progress Report: B. A. Banks. NASA-Lewis Res. Ctr.

-Low Cost Assistive Device Systems for a High Spinal-Cord-Injured 10-33(216-217) 10-34(83)
Person in the Home Environment: G. Schmesser and W Seamone THEDFORD, Shirley C.
10-32(212-223) -Fluid Filled Insole. Recent Patents: Shirley C. Thedford 10-32(510)

-Metacarpal Phalangeal Joint-Driven Index Finger Prosthesis: L. D. Theeraeakdl Vachranukunklet see Vachranukunkiet, Theerasakdi
Miller 10-35(48-51) Therapeutlc and Eeonomic Impact of a Modem Amputation Pro-

-Methodology Devised for a Program to Improve Efficiency and gram: J. M. Malone, W S. Moore, J. Goldstone, and S. J. Malone
Reduce Risks for Wheelchair Locomotion: R. M. Glaser, A. G. Sur- 10-32(7-17)
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Therapeutic Apparatus. Recent Patents: J. M. Cummins and G. E. TOOMS, Robert
Pierfelice 10-35(327-328) -Rehabilitation Engineering Center. NIHR REC Progress Report: D. A.

THIELE, Brian L Hobson and R. Tooms. Univ. of Tennessee 10-35(268-271)
-Clinical and Laboratory Investigation of the Application of Trans-

cutaneous pO, Monitoring in the Assessment of Local Circulation. Toothbrush for the Whole Mouth. Recent Patents: T S. Solow
VA RER&DS Progress Report: F A. Matson III, C. R. Wyss, E. M. 10-35(328)
Burgess, L. R. Pedegana, C. W Simmons, and B. L. Thiele. Univ. Torque Absorber for Artificial Limbs. Recent Patents: Michael T Wil-
Washington/Prosthetics Research Study/Seattle VAMC 10-32(348- son 10-32(513)
349) Total Hip Arthroplasty see Hip Arthroplasty

Total Hip Joint Replacement. Recent Patents: Harlan C. Amstuz and
THODEN, William R. Ian C. Clarke 10-32(513)
-Hemodynamic Evaluation of Postoperative and Preoperative Am- TOTAL JOINT REPLACEMENTS

putees. VA RER&DS Progress Report: B. Y Lee, F S. Trainor, -Development of Hindfoot Joint Resurfacing Prosthesis. VA RER&DS
D. Kavner, and W R. Thoden. Castle Point VAMC 10-33(186-187) Progress Report: K. M. Samuelson and A. U. Daniels. Salt Lake

-Program for Evaluating and Monitoring the Dysvascular Patient. City VAMC/Univ. of Utah College of Med. 10-33(217) 10-35(135-
VA RER&DS Progress Report: B. Y Lee, W R. Thoden, F S. Trainor, 139)
and 0. Kavner, Castle Point VAMC 10-35(146-147) -The Effect of Partial Versus Full Weightbearing on Late Loosening

-Program for the Study of Disabilities Due to Vascular Disease: After Total Joint Replacements in the Lower Extremities. VA
Thromboembolism. VA RER&DS Progress Report: B. Y Lee, F S. RER&DS Progress Report: D. L. Green, E. B. Marsolais, E. Bahniuk.
Trainor D. Kavner, and W R. Thoden. Castle Point VAMC 10-34(79- Cleveland VAMC/Case Western Reserve Univ. 10-32(370-371)
80) R. Liebelt and E. Fender 10-33(218-219) T. H. McLaughlin and

P. Mirkov 10-35(99)
THOMAS, Andrew -Polyethylene Behavior in Joint Replacements. NIGMS Progress
-Application of Low Cost Microcomputer Systems for Communi- Report: R. M. Rose. MIT 10-35(88)

cation Aids. NIHR REC Progress Report: A. Thomas, Tufts/New
England Medical Center 10-34(147-148) Total Knee Implant-Biotelemetry. VA RER&DS Progress Report:

-Design of an Audio Message System. NIHR REC Progress Report: J. R. Moreland and J. M. Kabo. Wadsworth VAMC/UCLA Center
A. Thomas. Tufts/New England Medical Center 10-34(148) for Health Sciences 10-35(101)

Total Knee Prostheses-Development and Evaluation of Total Knee
THOMAS, Lynn Components and Surgical Procedures. NIHR REC Progress Re-
-Energy Costs of Ambulation in Children With Myelodysplasia. NIHR port: C. L. Compare, Proj. Dir. Northwestern University 10-34(166)

REC Progress Report: L. Thomas. Rancho Los Amigos Hospital Touch-Ute. VAPC Research Report 10-31(202-204) 10-32(491-494)
10-35(225) Toward a Quantitotive Evaluation of a Blind Rehablitatin Center.

VA RER&DS Progress Report: R. W Lambert S. W Becker, and
THOMPSON, George H. B. D. Wright. Hines VAMC 10-33(163-164)
-Evaluation of Abnormal Motor Control. NIHR REC Progress Re- Training Films on Locomotion. NIHR REC Progress Report: T Cook.

port: P E. Crago and G. H. Thompson. Case Western Reserve Moss Rehabilitation Hospital/Temple Univ./Drexel Univ. 10-32(303-
University 10-34(169) 10-35(257) 304) 10-33(135)

TRAINOR Frieda S.
THOMPSON, Johnnie W. -Hemodynamic Evaluation of Postoperative and Preoperative Am-
-Protective Crutch Nut. Recent Patents: J. W Thompson 10-35(327) putees. VA RER&DS Progress Report: B. . Lee, F S. Trainor,

D. Kavner, and J. L. Madden. Castle Point VAMC 10-31(99-100)

THOMPSON, RobertOG. 10-32(350) 10-33(186-187)
-Program for Evaluating and Monitoring the Dysvascular Patient.-Prosthetics Research. VA RER&DS Progress Report: R. G. Thomp- VA RER&DS Progress Report: B. Y Lee, W R. Thoden, F S. Trainor,

son and D. S. Childress. Northwestern University 10-31(69-70) and D. Kavner. Castle Point VAMC 10-35146-147)
10-32(319-320) 10-33(174) 10-34(72-73) 10-35(123-124) -Program for the Study of Disabilities Due to Vascular Disease:

Thromboembolism. VA RER&DS Progress Report: B. Y Lee, F S.
Thromboembolism see Vascular Disease, Blood Flow Measurement Trainor, D. Kavner, and W R. Thoden. Castle Point VAMC 10-34(79-
Tip Members for Crutches and the Like. Recent Patents: Wilburn C. 80)

Willis 10-32(512-513)
TIPTON, Stave Transcutaneous Electrical Stimulation-Sensory Substitution Using
-Head Control Unit. VA RER&DS Progress Report: B. Shriver, Electrocutaneous Stimulation. NIHR REC Progress Report: R. Riso

P Justle, and S. Tipton. Palo Alto VAMC 10-33(169-170) and M. W Keith. Case Western Reserve Univ. 10-35(258-259)
Transcutaneous Oxygen Tension n Predictor of Wound Healing. VA

TITUS, Bert R. RER&DS Progress Report: F A. Matsen III and E. M. Burgess. Univ.
-In Memoriam (1924-1978). Notes and News 10-31(214-215) of Washington/Prosthetics Research Study 10-35(106)

TRANSCUTANEOUS pO, MEASUREMENT
TODD, Frank N. -Clinical and Laboratory Investigation of the Application of Trans-
-Rehabilitative Engineering Research Program. VA RER&DS Prog- cutaneous pO, Monitoring in the Assessment of Local Circulation.

ress Report: F T Hoaglund, L. W Lamoreux, L. A. Wilson, H. E. VA RER&DS Progress Report: F A. Matsen Ill. C. R. Wyss. E. M.
Jergesen, R. A. Roberts, C. W Radcliffe, F N. Todd, R. W Cum- Burgess, L. R. Pedegana, C. W Simmons and B. L. Thiele. Univ
mings, D. M. Cunningham, and G. Stout. San Francisco VAMCIUC, Washington/Prosthetics Research Study/Seettle VAMC 10-32(348-
Berkeley 10-35(147-149) 349)
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-Investigation of Viability of the Neuromuscular Structures of the W Freedman. Moss Rehabilitation Hospital/Temple Univ./Drexel
Extremities. VA RER&DS Progress Report: F. A. Matsen II. Univ. Univ. 10-32(295)
of Washington 10-34(100-102) TRAUS, Joseph E.

-Transcutaneous Oxygen Tension as Predictor of Wound Healing. -NIHR REC Progress Reports: J. E. Traub, Div. Dir. 10-32(225-306)
VA RER&DS Progress Report: F A. Matsen Ill and E. M. Burgess. 10-33(108-157) 10-34(146-193) 10-35(202-271)
Univ. of Washington/Prosthetics Research Study 10-35(106)

TRABLE, John
i 1anadermal Stimulation System -Engineering Director, Rehabilitative Engineering R&D Center, Hines,
-Development of Transdermal Stimulators. NIH-NINCDS Progress Ill., 10-33(157) 10-35(no report)

Report: R. L. White. Standford Univ. 10-35(90) -Frequency Response Characteristics of the Somatosensory Evoked
Transducer Development and Evaluation for Sensory Feedback in Response System. VA RER&DS Progress Report: D. E. Dallman.

the Control of Paralyzed Extremities. NIH-NINCDS Progress Re- J. Trimble, and D. Smith. Hines VAMC 10-32(314-315) 10-33(157-
port: A. A. Schoenberg. Univ. of Utah 10-35(94) 159)

TRANSDUCERS -Instrumentation for Impact Measurements in Spinal-Cord Injury.
-Ambulation Force Monitoring. Gait Analysis Conference Report: VA RER&DS Progress Report: V Gebben, D. Smith, and J. Trimble.

D. R. Taylor, Jr. 10-35(306-308) Hines VAMC 10-33(161)
-A Comparison of Sitting Pressures on Wheelchair Cushions as

Measured by Air Cell Transducers and by Miniature Electronic Tri-World Industries, Golden, Colorado
Transducers: V. R. Palmieri, G. T Haelen, and G. V B. Cochran -Centauri Freewheeler. VAPC Research Report 10-31(184-185)
10-33(5-6) TRNKOCZY A.

-Exoskeletal Goniometry. Conference Report: L. Lamoreux -Multichn ,= FES of Lower Limbs for Gait Rehabilitation. NIHR
10-35(288-290) REC Pr-ogress Report: U. Stanid, R. Adimovid-Janelid, A. Trnkoczy,

-A New Method for the Measurement of Normal Pressure Between and M. :-' ajid. University of Ljubljana 10-32(277-280)
Amputation Residual Limb and Socket: T. Van Pijkeren, M. Naeff,
and H. H. Kwee 10-33(31-34) TROMOLtY Wayne E.

-Research on Transitory Tactile Display. NSF Progress Report: -Semi-,r -PI Contact Lens. Recent Patents: Wayne E. Trombley
D. Maure. American Foundation for the Blind 10-34(144-145) 0t.W1

-Seat Cushions for the Paralyzed. VA RER&DS Progress Report:
B.Y. Lee and L. Bennett. Castle Point VAMCVAPC 10-31(116) ATSPS (TraffleS~uce Position System) TelephoneConsole for Blind
10-32(405-407) 10-33(225) 10-35(127-128) Operar,.t: Technology Transfer in Action. NIHR REC Progress Re-

-Transducer Development and Evaluation for Sensory Feedback in pore. 3. F. Dalrymple and D. Rowell. Harvard University/M.I.T.
the Control of Paralyzed Extremities. NIH-NINCDS Progress Re- 10-33(108-111)
port: A. A. Schoenberg. Univ. of Utah 10-35(94) TSUCHYA, Kazuo

-see also Electrodes, Functional Electrical Stimulation, Pressure -Apparatus for Analyzing the Balancing Function of the Human
Measurements, Pressure Sore Instrumentation Body. Recent Patents: Kazuo Tsuchiya and Noboru Ohnishi

10-32(509)
TRANSFER AIDS
-Bath Equipment for Disabled Persons. Recent Patents: Lars Ekman TSUDA, Hiroshi

and Helge Norman 10-32(509) -Seat Back With Adjustable Lumbar Supporter. Recent Patents: Hi-
-Car Door Transfer Seat for Handicapped Persons. Recent Patents: roshi Tsuda and Hideoki Matsuoka 10-33(241)

G. Wellett 10-35(327)
-Invalid Transfer Lift. Recent Patents: Dottie J. Vail and Nancy Tube-Chair. VAPC Research Report 10-31(195-197)

Getches 10-32(511) TUCKER, Frederick R.
-Transport Devices. NIHR REC Progress Report: D. A. Hobson, Tech. -Molded Syme Foot With Attached Stump Socket. Recent Patents:

Dir, University of Tennessee 10-33(123-124) I. W. Cochrane and F. R. Tucker 10-35(327)
-VAPC Research Reports

-Garaventa Wheelchair Elevator 10-31(194-195) Tufts-New England Medical Center, Boston, Massachusetts.
-Manhandler 10-32(490-491) -Capuchin Monkeys as Aids for the Severely Disabled. NSF Prog-
-Mann's E-Z Chair Lift 10-31(192) ress Report: M. J. Willard 10-34(144)
-Strtchair 10-31(198-199) -The Development of a Nonvocal Communication System for Pre-
-Stretcher Chair 10-31(197-198) Reading Children. NSF Progress Report: C. Goodenough-Trepag-
-Tuba-Chair 10-31(195-197) nier 10-35(86)
-Wilson Transporter 10-31(192-193) -Rehabilitation Engineering Center. NIHR REC Progress Report: R. A.

Foulds, Director. 10-34(146-150)
TransferrIng Load to Flesh, Part IX, Cushion Stiffness Effects: -Application of Low Cost Microcomputer Systems for Commu-

L Bennett and H. Patel 10-31(14-37) nications: A. Thomas 10-34(147-148)
arnltory Tile Displa, Reserch. NSF Progress Report: D. Maure. -Auditory Feedback as it Relates to Language Acquisition and

American Fou idation for the Blind 10-34(144-145) Utilization: A. A. Foulds 10-34(147)
Transport System -Spinal Cord Patient Transport System. VA -Clinical Implementation of Auditory Feedback: R. A. Foulds

RER&DS Progress Report: E. E. Sabelman, T A. Koogle, and R. L. 10-34(147)
Plziali. Palo Alto VAMC 10-354184-185) -Computer-Aided Motor Communication for the Severely Dis-

ransportatin Devise-Rescue and Transportation Device. Recent abled Nonvocal: W Crochetiere 10-34(147)
Patents: Oliver E. Burns and Robert C. Day 10-32(511-512) -Design of an Audio Message System: A. Thomas 10-34(148)

rWaneportation for tho HI lndpped-l. NIHR REC Progress Report: -Design of a Communication System and Wheelcnair Control to
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Meet the Needs of a Nonvocal High School Student: J. Bretz Unied States Manufacturing Co., Pasadena, California
and R. A. Foulds 10-34(149) -Adjustable Polypropylene Above-Knee Socket. VAPC Research Re-

-Design of an Encoded Communication Device: R. A. Foulds port 10--"4,442-443)
10-34(149) UnIversal Hospital Chalr. Recent Patents: Henry Classen 10-33(241-

-Design of a Multiple Switch Input Audio Response Communi- 242)
cation System: J. Bretz 10-34(149) University of Alaboma. Birmingham, Alabama

-Design of a Workstation for a Severely Disabled Computer Test -Production and Visual Articulatory Shaping of Speech in Deaf
Technician: R. Fincke 10-34(150) Children. NSF Progress Report: S. G. Fletcher 10-35(86)

-Development of Functional Eye Movement Communication Unliersty of Arizona, Tucson, Arizona
System: R. Fincke and R. A. Foulds 10-34(147) -Residual Bladder Volume Determination for Spinal Cord Injury Pa-

-Development of a Nondistorting Transducer System for Mea- tients. VA RER&DS Progress Report: R. B. Roemer 10-35(128)
suring Pressure at the Tissue-Cushion Interface: J. O'Leary University of Callfornia, Berkeley, California
10-34(148) -Design of Prosthetic and Orthotic Devices and Biomechanical

-Development, Testing, and Application of a Phonologically-Based Studies of Locomotion. VA RER&DS Progress Report: C. W Red-
Communication System for the Nonvocal: C. Goodenough-Tre- cliffe, D. M. Cunningham, J. M. Morris, L. Lamoreux. UC, Berkeley
pagnier 10-34(148) 10-31(87-95) 10-32(327-337) F T Hoaglund and H. E. Jergesen.

-Dynamics of Communication With the Nonvocal: San Francisco VAMC 10-33(176-177) G. Stout 10-34(85-87)
C. Goodenough-Trepagnier 10-34(148) -Clinical Evaluation of Lower-Limb Prosthetic Devices 10-31(94-

-Electronically Aided Communication for the Severely Physically 95) 10-32(328-330) 10-33(177) 10-34(86)
Disabled Nonvocal: R. A. Foulds 10-34(146-147) -Design of Lower-Limb Prosthetic and Orthotic Devices 10-31(87-

-Evaluation of a Commercial Speech Recognition Device as an 94) 10-32(327) 10-33(176-177) 10-34(86-87)

Aid to the Motorically Disabled: W. Crochetiere 10-34(148) -Mobility Aids for the Severely Disabled 10-31(95) 10-32(330-
-Evaluation of the Pressure Distribution Capabilities of Com- 337) 10-33(177) 10-34(87)

mercial Mattresses: J. O'Leary 10-34(149) -see also VA Medical Center, San Francisco, California
-Investigation of a Transition Preserving, Diphone Method of -Rehabilitative Engineering Research Program. VA RER&DS Prog-

Speech Synthesis: R. A. Foulds 10-34(149) ress Report: F T. Hoaglund, L. W. Lamoreux, L. A. Wilson, H. E.
-Range and Controllability of Physiological Output Signals in Jergesen, R. A. Roberts, C. W Radcliffe, F N. Todd, R. W Cum-

People With Cerebral Palsy: E. Gaddis 10-34(148) mings, D. M. Cunningham, and G. Stout. San Francisco VAMC/UC,
-Research in Posture and Support Orthoses: R. Fincke 10-34(148) Berkeley 10-35(147-149)
-Vocational Interface: a Project in Job Modification for the Se- University of CalloJrnl Los Angeles, California

verely Disabled: J. Bretz 10-34(149) -An Ocular-Controlled Intelligent Speech Prosthesis. NSF Progress
TURK, R. Report: K. M. Colby University of California, Los Angeles 10-33(105)
-FES of Spinal-Cord-Injured Patients-Fundamental Locomotion -Research Related to the Design and Development of Upper-Limb

Patterns. NIHR REC Progress Report: A. Kralj, R. Turk, S. Grobelnik, Extemally Powered Prostheses. VA RER&DS Progress Report: J. H.
and T Bald. University of Ljubljana 10-32(280-281) 10-35(230-231) Lyman, A. Freedy, and M. Solomonow 10-31(70-71) 10-32(321, no

report) 10-33(227)
Turntable Desks. VAPC Research Report 10-32(449-450) -Total Knee Implant-Biotelemetry. VA RER&DS Progress Report:
Typewriting Systems see Communication Aids for the Blind, Sen- J. R. Moreland and J. M. Kabo. Wadsworth VAMCIUCLA Center

sory Aids for the Blind, Visually Impaired for Health Sciences 10-35(101)
Univerety of California, San Francisco, California
-Control of the Urinary Bladder. NIH-NINCDS Progress Report:

E. Tanagho 10-35(94-95)
-Development of Multichannel Electrodes for Auditory Prostheses.

U NIH-NINCDS Progress Report: M. M. Merzenich and R. L. White.
Univ. of Calif., San Francisco-San Francisco Medical CenteriStan-

UCSB see University of California at Santa Barbara ford Univ. 10-35(90-91)
UKEN, David Univesity of California at Santa Barbara, California
-Two Body-Powered Reachers. VA RER&DS Progress Report: -Residual Bladder Volume Determination for Spinal Cord Injury Pa-

J. Bressler and D. Uken. Palo Alto VAMC 10-311(66-01) tients. VA RER&DS Progress Report: R. Roemer, R. Wood, and
H. Meisel 10-34(72-73) Univ. of Arizona 10-35(128)

Ultrlight Below-Knee Proetesl -Commander Word Recognition System. VAPC Research Report
-NIHR REC Progress Report: A. B. Wilson, Jr. Moss Rehabilitation 10-31(167-168)

Hospital/Temple Univ./Drexel Univ. 10-32(299-300) University of Colorado. Boulder, Colorado
-VA RER&DS Progress Report: A. B. Wilson, Jr. and C. M. Pritham. -Position Control of Above-Elbow Prostheses. VA RER&DS Prog-

Moss Rehabilitation Hospital 10-31(98) ress Report: L. E. Carlson 10-31(74-78) 10-32(321-324) 10-33(174)
Ultrasonic TooetIbrush. Recent Patents: Arthur Kuris 10-34(225) -Research and Development Project on Advanced Orthotic Devices
UNDWOOD, Jana for Adult Paraplegics. VA RER&DS Progress Report: M. T Prast
-Lower Extremity Amputation: Immediate Postoperative Fitting of and L. E. Carlson. Prast Research Associates/Univ. Colorado

Prostheses. VA RER&DS Progress Report: J. M. Malone, J. M. Leal, 10-31(106)
S. J, Childers, and J. Underwood. Tucson VAMC 10-35(102) Unhraity of Filoda, Gslavills, Florida

-Upper Extremity Amputation: Immediate Postoperative Conven- -Automatic Measurement of Laryngeal Vibratory Patterns NSF
tional, Electric, and Myoslectric Prostheses. VA RER&DS Progress Progress Report: D. G. Childers 10-33(105)
Report: J. M. Malone, J. M. Lel, S. J. Childers, and J. Underwood. Foreign Body Re-tion In the Lung to hItraveneusly e 3lorm-
Tucson VAMC 10-35(102) t VA RER&DS Progress Report: C. I, Hood, and F J. Schoen.
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Gainesville VAMC/University of Florida 10-33(210-211)10-34(125- Pearson, Dir. 10-32(253-257) 10-33(138-141) 10-34(182-188)
128) S. E. Coleman 10-35(118-121) 10-35(254-256)

-Functional Spinal Cord Regeneration. VA RER&DS Progress Re- -Advantages of a Right-Hand-Side Design 10-33(141)
port: G. W Sypert and J. B. Munson. Gainesville VAMC/Univ. of -Design and Development of Vehicle Adaptive Devices and Sys-
Florida 10-33(220-222) 10-34(97-98) J. E. Zengel 10-35(144-146) tems: R. C. Juvinall and D. H. Harden 10-34(182-184)

-Interfacial Behavior of Biomaterials. NIGMS Progress Report: L. L. -Evaluation and Design Guidelines for Wheelchair Restraint Sys-
Hench 10-35(88-89) tems: L. W Schneider 10-34(184-186)

-Investigation of Physiological and Psychological Factors Affect-
University of Houston, Houston, Texas ing Driver Performance: M. Sivak 10-34(187)
-Biofeedback Relaxation Procedures: Application to Handicapped -Vestibular Insufficiency in Drivers With Hearing Impairments:

Children. Office of Special Education Progress Report: J. Carter T D. Clack and W 0, Milburn 10-34(187) 10-35(254-256)
10-34(194) University of Minnesota, Minneapolis, Minnesota

University of Iowa, Iowa City, Iowa -Modification of Abnormal Motor Control by Focal Electrical Stim-
-Rehabilitation Engineering Center. NIHR REC Progress Report. Re- ulation. NIH-NINCDS Progress Report: J. R. Bloedel 10-35(94)

habilitation-Low-Back Pain: R. A. Brand, R. R. Cooper, and K. Rim University of Missouri, Columbia, Missouri
10-32(245-247) -insulating Biomaterials. NIH-NINCDS Progress Report: A. W Hahn

University of LIubljana, Ljubljana, Yugoslavia 10-35(93)
-Rehabilitation Engineering Center. NIHR REC Progress Report University of Oregon, Eugene, Oregon

10-32(277-289) A. Krali, Proj. Dir. 10-351229-234) -improving Motor Control in Spastic Children Using Biofeedback
-Automatic Vaginal Electrical Stimulator to Control Incontinence: toward Development of a Technology. Office of Specia4 Education

P Suhel, A. Kralj, E. Roskar, and M. Benedik 10-35(231-233) Progress Report: D. R Inman and R. H. Schwary 10-34(194)
-FES of Spinal-Cord-Injured Patients-Fundamental Locomotion University of Pennsylvania, Philadelphia, Pennsylvania

Patterns: A. Kralj, R. Turk, S. Grobelnik, and T Baid 10-32(280- -Identification of the Relevant Parameters and Their Magnitudes
281) 10-35(230-231) for Electrical Stimulation of Bone Remodeling. NSF Progress Re-

-FES of Urogenital Mechanisms (FESUM)-Design of Orthotic port: E. Korostoff 10-34(145)
Aids and Special Measuring Systems: R Suhel and S. Grobelnik University of Pittsburgh, Pittsburgh, Pennsylvania
10-32(286-287) -Analysis of Wear Particles in Human and Arthroplastic Joints. VA

-FES of Urogenital Mechanisms (FESUM)-Physiology, Tech- RER&DS Progress Report: D. C. Mears. Pittsburgh VAMCIUniv. of
niques of Stimulation, and Methods of Urodynamic Evaluation: Pittsburgh 10-33(217-218) 10-34(68-69) 10-35(117-118)
S. Plevnik, J. Janez, S. Rakovec, P. Vrtacnik, and L. Ravnik University of Tennessee, Memphis, Tennessee
10-35(233-234) -Rehabilitation Engineering Center. NIHR REC Progress Report: D, A.

-FES of Urogenital Mechanisms (FESUM)-Studies of Urodyn- Hobson, Tech. Dir. 10-33(117-127) R. Tooms 10-35(268-271)
amics and Evaluation of Orthotic Aids: L. Ravnik, and S. Plevnik -Foam-In-Place Clinical Trials 10-35(270-271)
10-32(287-289) J. Janez 10-35(234) -Foam-in-Place Seating System 10-35(268-269)

-Multichannel FES of Upper Limbs: L. Vodonik, A. Kralj, -Foam-In-Place Technique 10-35(269-270)
A. Acimovic-Janezic; and S. Rebersek 10-32(282-283) -Information Retrieval and Dissemination 10-33(127)

-Multichannel FES of Lower Limbs for Gait Rehabilitation: -Mobility for Severely Handicapped Children 10-33(121-126) see
U. Stanic, R. Acimovic-Janezic, A. Trnkoczy, and M. Kljajic also Mobility Aids for the Physically Handicapped
10-32(277-280) M. Malezic and J, Krajnik 10-35(229-230) -Specialized Seating 10-33(119-121)

-Neurophysiological Investigations of Pathological Motor Activ- -The Toxicity Issue 10-35(270)
ity and Improvements Due to FES and Other Rehabilitation University of Utah, Salt Lake City, Utah
Methods: F Gracanin and M. Vrabic 10-32(285-286) F. Bizjak -Control Systems for a Multi-Joint Prosthetic Arm. NIGMS Progress
10-35(231) Report: S. C. Jacobsen 10-35(88)

University of Maryland, College Park, Maryland -Development of Hindfoot Joint Resurfacing Prosthesis. VA RER&DS
-Clinical and Acoustic Parameters of Hearing Aid Effectiveness. VA Progress Report: K. M. Samuelson and A. U. Daniels. Salt Lake

RER&DS Progress Report: G. D. Causey, J. L. Punch, and H. C. City VAMC/Univ. of Utah College of Med. 10-33(217) 10-35(135-
Schweitzer. Univ. Maryland/Washington, D.C. VAMC 10-32(431-435) 139)
10-33(232-233) 10-35(199-200) -Transducer Development and Evaluation for Sensory Feedback in

-Development of a Hearing Aid System With Independently Ad- the Control of Paralyzed Extremities. NIH-NINCDS Progress Re-
justable Subranges of Its Spectrum Using Microprocessor Hard- port: A. A. Schoenberg 10-35(94)
ware. VA RER&DS Progress Report: D. Graupe and G. D. Causey University of Virginia, Charlottesville, Virginia
Illinois Inst. of TechnologylUni Maryland/Washington, D.C., VAMC -Rehabilitation Engineering Center. NIHR REC Progress Report: W G.
10-31(162-163) Stamp and C. A. McLaurin 10-32(272-277) 10-33(152-153)

-The Development of Improved Techniques for the Analysis of University of Washington, Seattle, Washington
Hearing Aid Performance. VA RER&DS Progress Report: G. D. -Bone Strength: In Vivo Stress and Strain. VA RER&DS Progress
Causey, J. L. Punch. H. C. Schweitzer, E. Elkins, and L. Beck. Univ. Report: D. M. Spongier, D. R. Carter, and D. J. Baylink 10-35(142-
Maryland/Washington, D.C. VAMC 10-31(155-162) 143)

-Digital Spectrum Shaping and Contraction of Speech Applied to -Clinical and Laboratory Investigation of the Application of Trans-
Audiological Instrumentation. VA RER&DS Progress Report: cutaneous pO, Monitoring in the Assessment of Local Circulation.
D. Graupe and G. D. Causey. Illinois Inst. of TechnologylUniv. VA RER&DS Progress Report: F A. Matsen Ill, C. R. Wyss. E. M.
Maryland/Washington, D.C. VAMC 10-31(162-163) 10-32(436-438) Burgess, L. R. Pedegana, C. W Simmons and S. L. Thiele. Unim
10-33(233-234) Washington/Prosthetics Research Study/Seettle VAMC 10-32(348-

Univriy of Micgn, Ann Arbor Michigan 349)
-Rehabilitation Engineering Center. NINR REC Progress Report: J. R. -Influence of Internal Fixation on In Vivo Stress Patterns. VA RER&DS
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Progress Report: D. M. Spenger. D. R. Carte, D. J. Baylink, R. Vasu, Report. Case Western Reserve University 10-32(251) 10-33(114)
and R. T. Dueland 10-33(195-196) P H. Peckham and M. W Keith 10-34(167) A. A. Freehafer 10-35(256)

-Investigation of Viability of the Neuromuscular Structures of the -Restoring Upper-Limb Function Through Tendon Transfer. NIHR
Extremities. VA RER&DS Progress Report: F A. Matsen Ill. Univ Progress Report, Case Western Reserve University 10-32(251-252)
of Washington 10-34(100-102) 10-33(114-115) P H. Peckham and A. A. Freehafer 10-34(167-168)

-Transcutaneous Oxygen Tension as Predictor of Wouno Healing. M. W Keith 10-35256-257)
VA RER&DS Progress Report: F A. Matson Ill and E. M. Burgess. Urinary Control see Incontinence Control, FES
Univ. of Washington/Prosthetics Research Study 10-35(106) Urinary Sphincter Control by Collision Block Tehnlques. NSF Prog-

University of Wisconsin. Madison, Wisconsin ress Report: J. T Mortimer. Case Western Reserve Univ. 10-35(87)
-Common Interconnector Formats for Electronic Communication The Use of Gait Analysis to Study Gait Patterns of the Lower-m4Jb

and Control Aids for Severely Handicapped Individuals. NSF Prog- Amputee. VA RER&DS Progress Report: F L Golbranson. San
ress Report: G. C. Vanderheiden 10-34(145) Diego VAMC 10-33(194) 10-34(96-97) R. W Wirta 10-35(153-155)

UnIverza Ljubljonl see University of Ljubljana Use of a New Biofeedback and Gait Analysis System In Conjunction
Upper Extremity Amputation: Immediate Postoperative Conven- with the Microcomputer-Controlled Above-Knee Prosthesis. NIHR

tional, Electric, and Myoelectric Prostheses. VA RER&DS Progress REC Progress Report: W Flowers and M. P Shepley. Harvard Uni-
Report: J. M. Malone, J. M. Leal, and S. J. Childers. Tucson VAMC versity/MIT. 10-34(161-162) 10-35(214)
10-34(110-111) J. Underwood 10-35(102)

Upper Extremity Control. NIHR REC Progress Report: R. L. Waters
and B. Bowman. Rancho Los Amigos Hospital 10-35(217-219) V

Upper Extremity Motion Analysis
-Study of Upper-Limb Biomechanics Using Ultrasound Transmis- VA Amputee Workshop, March 29-30, 1979. Conference Report

sion Imaging. VA RER&DS Progress Report: V R. Hentz, P De% 10-34(196-198)
and K. W Marich. Palo Alto VAMC 10-35(181-182) VA Blind Rehabiltltion Centers-Dan E. Garner Heads VA Blind Re-

Upper Extremity Orthoses see Hand Orthoses habilitation. Notes and News 10-33(236-237)
Upper Extremity Orthatics VA Eatablishes the Olin E. Teague Award for Outtenning Employee
-Orthotics. NIHR REC Progress Report, Northwestern University Achlomerent In Rehabilitation. Notes and News 10-31(210-211)

10-32(250) 10-33(113) VA MEDICAL CENTERS
-Elbow Extension Orthosis 10-33(113) -Va Medical Center, Atlanta, Georgia
-Power Hand Orthosis 10-33(113) -Advanced Concept Design of a High-Performance Indoor-Out-
-Shoulder Subluxation Orthosis 10-33(113) door Vehicle for the Physically Handicapped. VA RER&DS Prog-

ress Report: G. W Kelly and K. S. Morgan. Atlanta VAMC/Georgia

UPPER EXTREMITY PROSTHESES Inst. of Technology 10-34(120)

-Control of an Artificial Upper Limb in Several Degrees of Freedom. -Communication for the Speech Impaired. VA RER&DS Progress
VA RER&DS Progress Report: D. Graupe and J. Fisk. Illinois Inst. Report: G. W. Kelly. Atlanta VAMC/Georgia Inst. of Tech.

of Tech./Loyola Univ./Hines VAMC 10-31(72-74) 10-32(316-319) 10-35(191)
-Electronic Communicator for the Speech Impaired. VA RER&DS

10-33(173-174) Progress Report: G. W Kelly and J. Wallace. Atlanta VAMC/
-Control Systems for a Multi-Joint Prosthetic Arm. NIGMS Progress Georgia Inst. of Technology 10-34(122-123)

Report: S. C. Jacobsen. Univ. of Utah 10-35(88) -Electronic Typewriter for the Visually Impaired. VA RER&DS
-Metacarpal Phalangeal Joint-Driven Index Finger Prosthesis. Tech- Progress Report: G. W Kelly and L.J. Moriarty. Atlanta VAMCI

nical Note: L. D. Miller 10-35(48-51) Proress In t . W Klly and L0-M5at 89-a 91)

-New Approaches for the Control of Powered Prostheses Particu- Georgia Inst. of Technology 10-3411121-122) 10-35(189-191)
larl byHig-Leel mpuees R.D. tei, D Chrle, J A.Hofer, -Prototype Wheelchair Wheel With Integral Anti-Rollback Cape-lary by High-Level Amputees: R. D. Stein, D. Chares, J. A. Hoffer bility. VA RER&DS Progress Report: G. E. Kelly and K. S. Mor-

J. Arsenault, L.A. Davis, S. Moorman, and B. Moss 10-33(51-62) gan. Atlanta VAMC/Georgia Inst. of Technology 10-34(120)-Prosthetic Terminal Device. Recent Patents: R. Radocy and R.E. 10-35(187-189)
Dick 10-35(327) -Research on Micro-Computer/Computer Terminal Character-Tone

-Prosthetics Research. VA RER&OS Progress Report: R. G. Thomp- Output for the Blind. VA RER&DS Progress Report: G. W Kelly
son and D. S. Childress. Northwestern University and D. A. Ross. Atlanta VAMC/Georgia Inst. of Technology
-Live-Lift Lock 10-33(174)10-35(123)0-3422)
-Powered Arm for Shoulder Disarticulation Levels 10-31(69) -Sonic Orientation and Navigation Aid. VA RER&DS Progress

10-32(319-320) 10-33(174) 10-34(73) 10-35(123-124) Report: G. W Kelly and R. D. Atkins. Atlanta VAMC/Georgia Inst.
-Synergetic Hook 10-31(69-70) 10-32(320-321) 10-33(174) of Technology 10-34(120-121)10-35(189)

10-34(73) 10-35(123) -VA Medical Center, Augusta Georgia
-Research Related to the Design and Development of Upper-Limb -Acoustic Emission in Bone. VA RER&DS Progress Report: E. Berg,

Externally Powered Prostheses. VA RER&DS Progress Report: J. H. P. J. Nicholls, and D. Nicholls. Augusta VAMCIMedical College
Lyman, A. Freedy, and M. Solomonow. University of California, of GeorgialAiresearch Mfg. Co. of Calif. 10-32(362-365) 10-33(197)
Los Angeles 10-31(70-71) 10-32(321, no report) 10-33(227)

-Sensate Robotic Hand. VA RER&DS Progress Report: R. Sun. Palo - edical Center, medfor EasahseAlto AMC 0-33170)-Bedford Hospital Renamed for Edith Norse Rogers. Notes and
Alto VAMC 10-33(070) News 10-31(212-213)

-VA Medical Center, Castle Point, New York
Uppes.Lmb Ergometair VA RER&OS Progress Report: J. Sacherman. -Hemodynamic Evaluation of Postoperative and Preoperative

Palo Alto VAMC 10-33(168-169) Amputees. VA RER&DS Progress Report: B. Y Lee, F. S. Trainor,
Upper Lmb kuation Resteration D. Kavner, and J. L. Madden 10-31(99-100) 10-32(350) W R.
-Retoring Upper-Limb Function Through FES. NIHR REC Progress Thoden 10-33(186-187)
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-Program for Evaluating and Monitoring the Dysvascular Patient. -n Vitro and In Vivo Quantitative Analysis of Acetabular Failure
VA RER&DS Progress Report: B. Y Lee, W. R. Thoden, F S. Trai- in Total Hip Arthroplasty. VA RER&DS Progress Report: W. Petty
nor, and D. Kavner 10-35(146-147) 10-31(109-110) 10-32(376, no report) 10-33(220; Report incor-

-Program for the Study of Disabilities Due to Vascular Disease: porated in a Technical Note entitled in Vitro Evaluation of the
Thromboembolism. VA RER&DS Progress Report: B. Y Lee, F S. Effect of Acetabular Prosthesis Implantation on Human Cadaver
Trainor, D. Kavner, and W. R. Thoden 10-34(79-80) Pelves' by W Petty, et al.)

-Seat Cushions for the Paralyzed. VA RER&DS Progress Report: -Quantitative Analysis of the Effect of Total Hip Arthroplasty on
B. Y Lee and L. Bennett. Castle Point VAMC/VAPC 10-31(116) Stress and Strain in the Human Pelvis. VA RER&DS Progress
10-32(405-407) 10-33(225) 10-35(127-128) Report: W Petty 10-35(117)

-Stimulation of Repair of Cortical Bone Transplants by Implan- -VA Medical Center, Hines, Illinois
tation of Piezoelectric Materials: a Pilot Study VA RER&DS Prog- -Clinical Application Study of Mobility Aids for the Blind. VA
ress Report: G. V B. Cochran, B. Y Lee, and W Williams. Castle RER&DS Progress Report: J. D. Malamazian and L. W. Farmer
Point VAMC/Helen Hayes Hospital 10-33(195) 10-34(68) 10-31(149-151) 10-32(421-424) 10-33(228-229) 10-34(115-116)
10-35(114-115) 10-35(198)

-VA Medical Center, Cleveland, Ohio -Clinical Trials of Reading Machines for the Blind. VA RER&DS
-Development of Upper Extremity Orthoses Employing Electrical Progress Report: J. D. Malamazian and H. L. Lauer 10-31(151 -

Stimulation. VA RER&OS Progress Report: P H. Peckham. 152) L. Mowinski 10-32(424-426) 10-33(229-230) 10-34116-117)
Cleveland VAMC/Case Western Reserve Univ 10-33(188-191) -Communication Aids Research for the Blind. VA RER&DS Prog-
10-34(107-109) 10-35(128-129) ress Report: J. D. Malamazian, H. L. Lauer, and L. Mowinski

-The Effect of Partial Versus Full Weightbearing on Late Loos- 10-35(197-198)
ening After Total Joint Replacements in the Lower Extremities. -Control of an Artificial Upper Limb in Several Degrees of Free-
VA RER&DS Progress Report: D. L. Green, E. B. Marsolais, dom. VA RER&DS Progress Report: D. Graupe and J. Fisk. Illi-
E. Bahniuk. Cleveland VAMC/Case Western Reserve Univ. nois Inst. of Tech./Loyola Univ/Hines VAMC 10-31(72-74)
10-32(370-371) R. Liebelt and E. Fender 10-33(218-219) T H. 10-32(316-319) 10-33(173-174)
McLaughlin and P Mirkov 10-35(99) -Interference-Insensitive System for Spinal Cord Monitoring Dur-

-Electrical Assessment of Incomplete Spinal Cord Injury and Re- ing Surgery VA RER&DS Progress Report: D. Graupe, S. Basseas,
covery. VA RER&DS Progress Report: H. H. Bohlman, E. Bahniuk, and J. Fisk. Illinois Inst. of Tech./Loyola Univ. 'Hines VAMC
and G. Raskulinecz. Cleveland VAMCJCase Western Reserve Univ. 10-32(317-319) 10-34(224-225)
10-34(74-79) 10-35(99-101) -VA Medical Center, Hines, Illinois

-Engineering Applications in Orthotic and Prosthetic Treatment -Rehabilitative Engineering R&D Center: W H. Bunch, Director;
of Musculoskeletal Defects. VA RER&DS Progress Report: E. B. J. Trimble. Engineering Director. VA RER&DS Progress Report
Marsolais 10-31(100) 10-32(352, no report) 10-33(193-194) 10-32(307-315) 10-33(157-164)
10-34(73-74) 10-35(129-130) - A Bimodal Reading Aid for Touch and Hearing: H. Lauer,

-The Gait Laboratory Force Plate at the Cleveland VA Medical A. Vacroux, and B. Vecerek 10-33(162-163)
Center. Technical Note: A. Cohen, D. E. Orin, and E. B. Marsolais -Frequency Response Characteristics of the Somatosensory
10-33(90-97) Evoked Response System: D. E. Dallman, J. Trimble, and

-Microsurgical Techniques Applied to Orthopaedics and Hand D. Smith 10-32(314-315) 10-33)157-159)
Surgery. VA RER&DS Progress Report: J. W Shaffer 10-32(371- -Harrington Rod Axial Force Transducer: R. Dix,
372) 10-33(223-224) 1035(117) C. Sciammarrella, D. Smith, and W. H. Bunch 10-32(313)

-Patient Evaluation of a Functional Electrical Stimulation Hand -Improving the Crack Propagation Resistance and Durability
Orthosis. VA RER&DS Drogress Report: P H. Peckham 10-31(100- of Acrylic Bone Cement: L.J. Broutman, and W. H. Bunch
105) 10-32(352-356) 10-32(309-310)

-VA Medical Center, Dallas, Texas -Improving Intelligibility of Information in Ultrasonic Sensing
-identification of Muscle Fatigue by EMG Power Spectrum Anal- Systems for the Blind: G. Saletta, K. Haag, and W H. Bunch

ysis. VA RER&DS Progress Report: R. E. Jones, V Mooney, 10-32(311-313) L. Farmer 10-33(163)
T. Carmichael 10-32(351) 10-33(187) R. Ortengren 10-34(84-85) -Instrumentation for Impact Measurements in Spinal-Cord In-
10-35(152-153) jury: V. Gebben, D. Smith, and J. Trimble 10-33(161)

-VA Medical Center, Decatur, Georgia -Sensory Aids Research at Hines RER&DS Center 10-33(161 -
-Design of Bathrooms, Bathroom Fixtures, and Controls for the 162)

Able-Bodied, Disabled, and Elderly. VA RER&DS Progress Re- -Simulation of Ligaments With Composites: L. J. Broutman.
port: J. A. Bostrom and P M. Malassigne. Decatur VAMC/Geor- D. Shulak, and W H. Bunch 10-32(307-309)
gia Inst. of Tech. 10-35(149-150) -Spinal Computer Modeling: R. Dix, C. Sciammarrella, D. Smith.
- s also VA Medical Center, Richmond, Virginia and W H. Bunch 10-32(314)

-VA Medical Center, Gainesville, Florida -Spinal Fractures and Fused Vertebrae: R. Dix, J. Fisk, and
-Development and Evaluation of a New Artificial Larynx. VA C. Sciammarrella 10-33(159-160)

RER&DS Progress Report: L. P Goldstein, H. B. Rothman, and -Spine Stiffness Measurement Fixture: C. Sciammarrella,
C. C. Oliver 10-33(224) 10-34(71, no report) 10-35(122-123) D. Smith, and W. H. Bunch 10-32(313)

-Foreign Body Reaction in the Lung to Intravenously Injected -Structural Properties of the Human Spine: W Bunch, D. Burke.
Biomaterials. VA RER&DS Progress Report: C. I. Hood and F J. V Gebben, and D. Smith 1-33(160)
Schoen. Gainesville VAMC/Univ. of Florida 10-33(210-211) -Toward a Quantitative Evaluation of a Blind Rehabilitation
10-34(125-128) S. E. Coleman 10-35(118-121) Center: R. W, Lambert, S. W. Becker, and B. D. Wright

-Functional Spinal Cord Regeneration. VA RER&DS Progress Re- 10-33(163-164)
port: G. W Sypert and J. B. Munson. Gainesville VAMC/Univ. of -VA Medical Center, Iowa City, Iowa
Florda 10-33(220-222) 10-34(97-98) J. E. Zengel 10-35(144-146) -Foot Biomechanics: Force and Pressure Distribution in Health
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and Disease. VA RER&DS Progress Report: R. R. Cooper. Iowa -Development-Evaluation of an Omnidirectional Electric
VAMC 10-32(341-342) 10-33(184) 10-34(82-83) 10-35(116) Wheelchair: W H. T La, T. A. Koogle, and D. L. Jaffe 10-35(183-

-VA Medical Center, Loma Linda, California 184)
-Evaluation of Peripheral Vascular Disease by a Real-Time Mul- -Development-Evaluation of a Recreational Bicycle for Para-

tispectral Imaging System. VA RER&DS Progress Report: W R. plegics: L. Leifer, P Axelson, C. Mintz, and D. Schwand
Adey, D. B. Hinshaw, J. E. Kaiser, N. P Poe, D. M. Street, and V. J. 10-35(184)
Anselmo. Loma Linda VAMC/Calif. Inst. of Technology 10-35(103- -Development of a Camera for Application in Sensory Aids for
105) the Blind: S. L. Wood 10-35(177, separate report on p. 195)

-VA Medical Center, Los Angeles (Brentwood), California -Development of a Personal Information System for the Vi-
-Functional Neuromuscular Stimulation of Limbs: a Feasibility sually Impaired: J. Linvill and G. Goodrich 10-31(59-62)

Study. VA RER&DS Progress Report: J. A. Foster and 10-33(165-166)
M. Solomonow 10-31(106, no report) 10-32(409-414) 10-33(188) -Experimental and Theoretical Study of Mammalian Move-
10-35(129) ment: E E. Zajac and W S. Levine 10-35(177)

-VA Medical Center, Los Angeles (Wadsworth), California -Improved Predictive Filtering Techniques for the Non-Invasive
-Total Knee Implant-Biotelemetry. VA RER&DS Progress Re- Analysis of Neuromuscular Systems: C. C. Boylls 10-35(181)

port: J. R. Moreland and J. M. Kabo. Wadsworth VAMCIUCLA -Internal and External Stabilization of the Disrupted Lumbo-
Center for Health Sciences 10-35(101) Dorsal Spine: R. Piziali, 1. Perkash 10-31(58) 10-33(167-168)

-VA Medical Center, Martinez, California D. A. Nagel and T A. Koogle 10-35(179-180)
-An Auditory Prosthesis for Sensorineural Hearing Loss. VA -Mechanics of Human Cancellous Bone: L. W Swenson, R. L.

RER&DS Progress Report: E. W Yund, R. Efron, and H. J. Simon Piziali, and K. S. Soo 10-35(186-187)
10-35(195-196) -Nerve Conduction Velocity Distributions: Clinical Research

-A Tactile Aid for the Treatment of Sensorineural Hearing Loss Applications: K. L. Cummins, L. J. Dorfman and L. J. Leifer
and Aphasia. VA RER&DS Progress Report: R. T Wertz, P L. 10-35(177, a separate report on p. 131-132)
Divenyi, G. Skalbeck, and F. A. Saunders 10-35(196) -Nerve Repair and Evaluation: V R. Hentz, L. Leifer 10-33(166)

-VA Medical Center, Nashville, Tennessee G. S. Abraham 10-35(178-179)
-Electrophysiological Techniques in Evaluation and Correction of -Patterns of Conduction of Impulse Trains in Myelinated Fi-

Neuromuscular Defects. VA RER&DS Progress Report: R P Grif- bers: S. L. Wood, S. G. Waxman, and J. D. Kocsis 10-35(177-
fin, R. Shiavi, S. Champion, and F Freeman 10-31(106. no report) 178)

-Evaluative and Corrective Techniques for Neuromuscular Defi- -Peripheral Nerve Repair: L. Leifer and V Hentz 10-31(58-59)
cits. VA RER&DS Progress Report: P Griffin and R. Shiavi. -Pressure Sore Instrumentation: L. M. Vistnes, G. S. Abraham
Nashville VAMC/Vanderbilt Univ. 10-33(194) 10-34(129-130) and D. Riker 10-35(187)
10-35(101-102) -Pressure Sores: Etiology and Prevention: J. Angell and

-VA Medical Center, New Orleans, Lousiana L. Vistnes 10-33(166-167) 10-34(123-125) 10-35(153, separate
-Orthopedic Implant Device Retrieval and Analysis. VA RER&DS report)

Progress Report: A. M. Weinstein 10-31(108) 10-32(365-370) -Robotic Aids for the Severely Disabled: L. Leifer, I. Perkash
10-33(211-213) 10-34(95-96) S. D. Cook, H. B. Skinner, and A. J. T 10-31(55-58) 10-33(165) B. Roth 10-35(173-176)
Clemow 10-35(151-152) -Seating Systems for Body Support and Prevention of Tissue

-VA Medical Center, Pato Alto, California Trauma: M. LeBlanc and I. Perkash 10-33(167)
-Clinical Application Study of Reading and Mobility Aids for the -Smart Wheelchair: D. L. Jaffe 10-35(182-183)

Blind. VA RER&DS Progress Report: J. K. Wiley, G. L. Goodrich, -Spinal Injury Patient Transport System: E. E. Sabelman, T A.
R. R. Bennett, H. S. Paul 10-31(152-155) 10-32(426-430) J. J. Koogle, and R. L. Piziali 10-35(184-185)
Hennessey and D. L. Morrissette 10-33(230-232) 10-34(117-120) -Study of Upper-Limb Biomechanics Using Ultrasound Trans-
S. Melrose 10-35)192-193) mission Imaging: V. R. Hentz, P. Dev, and K. W. Marich

-Development of a Camera for Application in Sensory Aids for 10-35(181-182)
the Blind. VA RER&DS Progress Report: S. L. Wood 10-35(177, -Student Pilot-Project Examples 10-31(62-68) Door Opener:
a separate report on p. 195) L. Winick 10-33(171) Evaluation of Ski-Sledding System for

-Development of a Personal Information Svstem for the Visually Paraplegics: P Axelson 10-33(171) L. Leifer, J. J. Csongradi,
Impaired. VA RER&DS Progress Report: j. G. Linvill, G. L. Good- and W. G. Winter 10-35J180-181) Head Control Unit:
rich, M. Mort, J. Gill, and G. A. Fowler. Palo Alto VAMC/Stanford B. Schriver, P Justle and S. Tipton 10-33(169-170) Measure-
Univ. 10-34(113-115) ment of Body Surface Pressure Using Optical Barography:

-Nerve Conduction Velocity Distributions: Clinical Research Ap- M. Springhorn 10-33(168) A Modular Seating System:
plications. VA RER&DS Progress Report: K. L. Cummins, L. J. J. Flamm 10-31(64) No-Grasp Reacher: B. Scott 10-33(172)
Dorfman, and L. J. Leifer 10-351177, a separate report on p. 131- Range of Motion (Servo Controlled) Arm Exerciser: T. Woo,
132) P Axelson, and K. Allen 10-31(65-66) 10-33(170) Sensate Ro-

-Pressure Sores: Etiology and Prevention. VA RER&DS Progress botic Hand: R. Sun 10-33(170) Two Body-Powered Reachers:
Report: L. M. Vistnes. Palo Alto VAMC/Stanford Univ 10-34(123- J. Bessler and D. Uken 10-31(66-68) Two-Handled Eating
125) 10-35(153) Utensil: G. Shaw 10-31(64-66) 10-33(172-173) C. Wright

-Rehabilitative Engineering R&D Center, VAMC Palo Alto, in co- 10-35(186) Upper-Limb Ergometer: J. Sacherman 10-33(168-
operation with the Stanford Univ. School of Engineering: VA 169) Wheelchair Design Study: D. Willis 10-33(172)
RER&DS Progress Report: L. J. Leifer, Director; F G. Ebaugh, -Seating Systems for Body Support and Prevention of Tissue
Jr., Acting Med. Dir. 10-31(48-68) 10-32(315, no report) 10-33(164- Trauma. VA RER&DS Progress Report: I. Perkash, M. LeBlanc.
172) 10-35(173-187) and W Motloch. Palo Alto VAMC/Children's Hospital at Stanford
- Analytical Modeling of the Human Lumbar Spine: R. L. Piziali, 10-31(116-118) 10-32(407) R. Pasillas 10-33(167, 225-227)

L. W Swenson, and T A. Koogle 10-35(176-177) 10-34(70-71) D. Politi 10-35(126-127)
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-VA Medical Center, Pittsburgh, Pennsylvania 10-34(110-111) J. Underwood 10-35(102)
-Analysis of Wear Particles in Human and Arthroplastic Joints. -VA Medical Center, Washington, D.C.

VA RER&DS Progress Report: D. C. Mears. Pittsburgh VAMC/ -Clinical and Acoustic Parameters of Hearing Aid Effectiveness.
Univ of Pittsburgh 10-33(217-218) 10-34(68-69)10-35(117-118) VA RER&DS Progress Report: G. D. Causey, J. L. Punch, and

-VA Medical Center, Richmond, Virginia H. C. Schweitzer. Univ. Maryland /Washington, D.C. VAMC
-Design of Bathrooms, Bathroom Fixtures and Controls for the 10-32(431-435) 10-33(232-233) 10-35(199-200)

Able Bodied and Disabled. NIHR Non-REC Progress Report: P M. -Development of a Hearing Aid System With Independently Ad-
Malassigne and J. A. Bostrom 10-33(153-156) justable Subranges of its Spectrum Using Microprocessor Hard-
- see also VA Medical Center, Decatur, Georgia ware. VA RER&DS Progress Report: D. Graupe and G. D. Causey.

-A Single Unit Study of Muscle Afferents in Human Movement. Illinois Inst. of Technology/Univ. Maryland'Washington, D.C.
VA RER&DS Progress Report: C. R. Lamb and A. J. Szumski VAMC 10-31(162-163)
10-35(129) -Development of Improved Grouting Materials for Artificial Joint

-VA Medical Center, Salt Lake City, Utah Replacement. VA RER&DS Progress Report: W P. Fortune and
-Development of Hindfoot Joint Resurfacing Prosthesis. VA F Leonard. Washington, D.C. VAMC/George Washington Univ.

RER&DS Progress Report: K. M. Samuelson and A. U. Deniels. 10-33(213-214) 10-34(79) 10-35(143-144)
Salt Lake City VAMC/Univ. of Utah College of Med. 10-33(217) -The Development of Improved Techniques for the Analysis of
10-35(135-139) Hearing Aid Performance. VA RER&DS Progress Report: G. D.

-VA Medical Center, San Diego, California Causey, J. L. Punch, H. C. Schweitzer, E. Elkins, and L. Beck. Univ.
-The Use of Gait Analysis to Study Gait Patterns of the Lower- Maryland/Washington, D.C. VAMC 10-31(155-162)

Limb Amputee. VA RER&DS Progress Report: F. L. rSolbranson -Digital Spectrum Shaping and Contraction of Speech Applied
10-33(194) 10-34(96-97) R. W. Wirta 10-35(153-155) to Audiological Instrumentation. VA RER&DS Progress Report:

-VA Medical Center, San Francisco, California D. Graupe and G. D. Causey. Illinois Inst. of Technology Univ.
-Design of Prosthetic and Orthotic Devices and Biomechanical Maryland/Washington, D.C. VAMC 10-31(162-163) 10-32(436-

Studies of Locomotion. VA RER&DS Progress Report: F. T. 438) 10-33(233-234)
Hoaglund, C. W. Radcliffe, D. M. Cunningham, L. W. Lamoreux, -VA Medical Center, West Haven, Connecticut
and H. E. Jergesen 10-33(176-177) 10-34(85-87) -Clinical Application Study of Reading and Mobility Aids for the
- see also University of California, Berkeley, California Blind. VA RER&DS Progress Report: D. E. Garner, W R. De I'Aune,

-Rehabilitative Engineering Research Program. VA RER&DS P. D. Gadbaw 10-31(146-149) 10-32(415-421 J. J. Acton
Progress Report: F T Hoaglund, L. W Lamoreux, L. A. Wilson, 10-33(227-228) 10-34(112-113) E. C. Roman 10-35(193-194)
H. E. Jergesen, R. A. Roberts, C. W, Radcliffe, E N. Todd, R. W -VA Medical Center, West Roxbury, Massachusetts
Cummings, D. M. Cunningham, and G. Stout. San Francisco -Development of Hydrogel Surfaces for Dental and Orthopedic
VAMC/UC, Berkeley 10-35(147-149) Implants. VA RER&DS Progress Report: D. A. Garcia and T M.

-VA Medical Center, Seattle, Washington Sullivan 10-35(139-142)
-Clinical and Laboratory Investigation of the Application of -Development of a Wheelchair Using a Myoelectric Control Sys-

Transcutaneous pO, Monitoring in the Assessment of Local Cir- tem. VA RER&DS Progress Report: A. B. Rossier, M. Sarkarati,
culation. VA RER&DS Progress Report: F A. Matsen Ill, C. R. G. E. Crawford, and J. Dietz. West Roxbury VAMC/Neurocom
Wyss, E. M. Burgess, L. R. Pedegana, C. W. Simmons and B. L. 10-31(113-116) 10-32(405) 10-33(225) 10-34(83) 10-35(133-135)
Thiele. Univ. Washington/Prosthetics Research Study/Seattle -Functional Muscle Control by Electrical Stimulation of Afferent
VAMC 10-32(348-349) Nerves. VA RER&DS Progress Report: R. Hussey, A. B. Rossier,

-Evaluation of Physiologic Suspension Factors in Below-Knee M. J. Rosen, and W R. Durfee. West Roxbury VAMC MIT
Amputees. VA RER&DS Progress Report: F G. Lippert Il, E. M. 10-33(188) 10-34(84) 10-35(135, no report)
Burgess, and S. A. Veress 10-33(179-184) 10-34(87-94) -Spinal Cord Injuries. VA RER&DS Progress Report: P S. Walker,
10-35(106-108) R. W Hussey, and A. B. Rossier 10-35(132-133)

-VA Medical Center, Sepulveda, California -VA Medical Center, Wilmington, Delaware
-Power Steering for the Mobility Engineering Van-Compatible -Maxillofacial Restorative Materials and Techniques. VA RER&DS

Wheelchair. VA RER&DS Progress Report: F J. Weibell, C. M. Progress Report: J. F Lontz and J. W Schweiger. Temple Univ.
Scott, and R. E. Prior. Sepulveda VAMC/Mobility Engineering Wilmington VAMC 10-31(119-136) 10-32(376-404) 10-33(197-
and Development 10-34(123) 10-35(135) 210) E. B. Mingledorff 10-34(102-107) M.D. Nadijcka and N. E.

-VA Medical Center, Syracuse, New York Donacki 10-35(155-172)
-Evaluation of Electrical Techniques for Stimulation of Hard Tis- -VA Medical Center, Wood, Wisconsin

sue Growth. VA RER&DS Progress Report: R. 0. Becker, J. A. -Studies of Normal and Abnormal Motion. VA RER&DS Progress
Spadaro, and A A. Marino 10-31(107) 10-32(359-361) 10-33(194- Report: M. P. Murray 10-31(106, no report) 10-32(356-358)
195) D. A. Webster 10-34(80-82) 10-35(115-116) 10-33(192-193) 10-34(71-72) 10-35(116-117)

-VA Medical Center, Tucson, Arizona
-Below-Knee Amputation With Immediate Postoperative Fitting VA Prosthetics Center, New York, New York

of Prosthesis. VA RER&DS Progress Report: W. S. Moore -Seat Cushions for the Paralyzed. VA RER&DS Progress Report:
10-31(98) 10-32(349) 10-33(184-185) B. Y. Lee and L. Bennett. Castle Point VAMC/VAPC 10-31(116)

-Lower Extremity Amputation: Immediate Postoperative Fitting 10-32(405-407) 10-33(225) 10-35(127-128)
of Prostheses. VA RER&DS Progress Report: J. M. Malone, W S. VA Prosthetics Center Research, Compliance Testing 10-31(205-206)
Moore, and J. M. Leal 10-34(109-110) S. J. Childers and 10-32(497-499)
J. Underwood 10-35(102) -Shrinkage Tests

-Upper Extremity Amputation: Immediate Postoperative Con- -Coutil Corset Material 10-31(206)
ventional, Electric, and Myoelectric Prostheses. VA RER&DS -Herringbone Corset Material 10-31(205-206)
Progress Report: J. M. Malone, J. M. Leal, and S. J. Childers -Stump Socks 10-31(206)
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-Vibration and Cyclic Tests -Folding Rollator 10-31(178-179)
-Adaptive Automotive Hand Controls 10-32(497-499) -Freedom Chair 10-32(464)

VA Prosthetics Center Research, The VAPC Clnic Team 10-31(206- -Gad-A-Bout 10-31(188-189)
207) 10-32)499-500) -Han-Dee-Lite 10-32(486)

VA Prosthetics Center (VAPC, now known as VAREC) Research Re- -Imasen Recliner 10-32(478-479)
ports: A. Staros and E. Peizer 10-31(164-205) 10-32(441-497) -Independence Walker 10-31(185)
10-33(234, no report) -MED Quadriplegic Wheelchair System 10-3' ,;- i76)

-Lower Limb Orthotics -Mobilpodium Mark Ill. 10-31(176)
-Plastic Knee Orthosis 10-31(165-166) -Moto-Stand 10-31(185)

-Lower Limb Prosthetics -Pneumatic Water Dispenser 10-32(480-482)
-Adjustable Polypropylene Above-Knee Socket 10-32(442-443) -Powered Wheelchair Battery Monitor 10-32(482-485)
-'Cushion Brim" AK Socket 10-32(446-447) -Powered Wheelchairs (for Dental Care) 10-32(469-475)
-Nylon Hip and Hip Joints 10-31(165) 10-32(447) -Safety Rolling Walker 10-31(182-184)
-Ortho Aid 10-32(442) -Stand Aid Powered Wheelchair 10-32(465--468)
-Swim Walk Ankle 10-32(444-446) -Supermark Delta 10-31(179-182)

-Speech Recognition and Control System 10-31(168-169) -Talley Ripple Alternating Pressure Pad for Wheelchairs 10-32(479-
-Turntable Desks 10-321449-450) 480)
-UCSB Commander Word Recognition System 10-31(167-168) -VAPC Powered Ambulator 10-31(185-188)
-VAPC Quadriplegic Manipulator 10-32(447-448) -Voyager IV 10-32)485)
-VAPC Remote Station Environmental Control 10-32(452-455) -see also VA Rehabilitation Engineering Center (VAREC) Progress

-Spinal-Cord-Injury Rehabilitation-Body Supports Reports, for material published in BPR 10-34 and 10-35
-Aquarius Flotation System Mark IV 10-32(487-488)
-Babette Bath 10-31)192) VA-Rancho Gaft Analyzer, Mark I, Evaluation: J. C. Otis and A. H.
-Burke Long-Term-Care Bed Model 77-32-2. 10-32(488-489) Burstein 10-35(21-25)
-Nitto "No Sore" Cushion Pad 10-31(189) VA Rehabilitation Engineering Center (VAREC, formerly VAPC) Prog-
-Pneumatic Lifter Seat 10-31(190) ress Reports: A. Staros and E. Peizer 10-34(131-143) 10-35(101, no
-ROHO Dry Flotation Cushion 10-31(189-190) report)
-Talley Ripple Alternating Pressure Pad for Beds 10-32(490) -Research 10-34(131)

-Spinal-Cord-Injury Rehabilitation-Communication Aids -Microcirculation 10-34(132-133)
-Canon Communicator 10-32(457-458) -Paraplegic Ambulation 10-34(133)
-CommunicAid 10-31(169-171) -Pressure Sores 10-34(131-132)
-Easicorder Model REC-1. 10-31(171-173) -Prosthetic Myoelectric Hook 10-34(133)
-Form-A-Phrase 10-32(462-464) -VAREC Evaluation Program 10-34(133)
-Monitec Emergency Systems 10-31)173-175) -Apor Safety Shower and Tub Guards 10-34(136-137)
-VOTRAX Handi-Voice System, Models HC 110 and HC 120. -Ports Care Sink 10-34(137-140)

10-32(459-462) -Stand Aid 10-34(133)
-ZYGO Eye Transfer Communication System 10-32(455-457) -Winsford Feeder 10-,4(140-143)
-ZYGO Model 100. 10-32(458-459) -see also VA ProsthetiL ( inter (VAPC) Research

-Spinal-Cord-Injury Rehabilitation- Environmental Control Systems VACHRANUKUNKIET, Theerasakdi
-Magicall 10-32(450-451) -Clinical Gait Analysis Service. NIHR REC Progress Report:
-Power Access Door Opener. Model 4300. 10-31(169) T Vachranukunkiet. Moss Rehab. Hospital/Temple Univ/Drexel Univ
-Sears Home Control System 10-32(448-449) 10-35(244)

-Spinal-Cord-Injury Rehabilitation-Lifts and Transfer Aids -Effects of Prosthetic Knee Locking on the Gait Performance of
-Garaventa Wheelchair Elevator 10-31(194-195) Above-Knee Dysvascular Amputees: Vascular and Biomechanical
-Manhandler 10-32(490-491) Functions in the Intact Limb. NIHR REC Progress Report:
-Mann's E-Z Chair Lift 10-31(192) T Vachranukunkiet. Moss Rehab. Hospital/Temple Univ./Drexel Univ
-Stretchair 10-370198-199) 10-351243-244)
-Stretcher Chair 10-31(197-198) -Rehabilitation Engineering Center. NIHR REC Progress Report: G. 0.
-Tuba-Chair 10-31(195-197) Moskowitz, Dir, et al. Moss Rehab, Hospital/Temple Univ./Drexel
-Wilson Transporter 10-31(192-193) Univ. 10-33(131-137) 10-34(173-181) 10-35(235-253)

-Spinal-Cord-Injury Rehabilitation-Miscellaneous
-Dynavit 10-32(494-497) VACROUX, A.
-Pulsemeter 10-31(99-201) -A Bimodal Reading Aid for Touch and Hearing. VA RER&DS Prog-

-Touch-Lite 10-31(202-204) 10-32(491-494) ress Report: H. Lauer, A. Vacroux, and B. Vecerek. Hines VAMC

-Wheelchair Scales 10-31(204-205) 10-33(162-163)
-Winsford Feeder Model 2. 10-32(491)

-Spinal-Cord-njury Rehabilitation-Mobility Aids VAIL, Dottle J.
-Centauri Freewheeler 10-31(184-185) -Invalid Transfer Lift. Recent Patents: Dottle J. Vail and Nancy

-Chin Control Powered Swing Away 10-31(176) Getches 10-32(511)
-Convertible Armrest Wheelchair/Walker or Parallel Bars

10-32(468-469) VAN DINE, Norman
-Cushion Lift Wheelchair Model 4000. 10-32(464) -Design Refinement of the Stair-Climbing Wheelchair. VA RER&DS
-E&J Independence Recliner 10-321475-478) Progress Report: N. Van Dine. StairCat Inc. 10-32(407-409)
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VAN PIJKEREN, Teun Vestibular Insufficiency in Drivers With Hearing Impairments. NIHR
-Dynamic Pressure Measurements at the Interface Between Resid- REC Progress Report: T D. Clack and W 0. Milburn. University of

ual Limb and Socket-the Relationship Between Pressure Distri- Michigan 10-34(187) 10-35(254-256)
bution, Comfort, and Brim Shape: M. Naeff and T. Van Pijkeren VINEBERG, Arthur
10-33(35-50) -Elevated Mattress. Recent Patents: Arthur Vineberg 10-34(224)

-A New Method for the Measurement of Normal Pressure Between
Amputation Residual Limb and Socket: T Van Pijkeren, M. Naeff, VISTNES, Lars M.
and H. H. Kwee 10-33(31-34) -Pressure Sore Instrumentation. VA RER&DS Progress Report: L. M.

Vistnes, G. S. Abraham, and D. Riker. Palo Alto VAMC 10-35(187)
VANDERHEIDEN, Gregg C. -Pressure Sores: Etiology and Prevention. VA RER&DS Progress
-Common Interconnector Formats for Electronic Communication Report: J. Angell and L. Vistnes. Palo Alto VAMC 10-33(166-167)

and Control Aids for Severely Handicapped Individuals. NSF Prog- Stanford Univ. 10-34(123-125) 10-35(153)
ress Report: G. C. Vanderheiden, University of Wisconsin 10-34(145)

-international Standard Connections Project, June 19, 1980. Chair- Visual Feedback Speech Training for the Deaf. NSF Progress Report:
man: G. C. Vanderheiden. Standardization Section 10-34(199-201) W C. Gish. Integrated Sciences Corp. 10-33(107)

Visual Information-Acquisition of Transient Visual Information. NIHR
VAPC Powered Ambulator. VAPC Research Report 10-31(185-188) REC Progress Report: E. Kwatny. Moss Rehab. HospitalTemple
VAPC Quadriplegic Manipulator. VAPC Research Report 10-32(447- UnivIDrexel Univ. 10-32(295-296) W. Freedman 10-34(175)

448) Visual Movement-Cervico-Ocular Reflex (COR) Effects of Eye Sta-
VAPC Remote Station Environmental Control. VAPC Research Re- bility During Active and Passive Movements. NIHR REC Progress

port 10-32(452-455) Report: W Freedman. Moss Rehab. Hospital;Temple Univ. Drexel
Variability of Electromyographic Patterns for Level-Surface Walking Univ. 10-32(295) 10-34(175-176)

Through a Range of Self-Selected Speeds: R. Shiavi, S. Champion, VISUALLY IMPAIRED
F. Freeman, and P Griffin 10-35(5-14) -Development of a Personal Information System for the Visually

VAb First Teague Award Presented. Notes and News 10-32(505) Impaired. VA RER&DS Progress Report: J. G. Linvill, G. L. Good-
VASCULAR DISEASE rich, M. Morf, J. Gill, and G. A. Fowler. Palo Alto VAMC'Stanford
-Program for Evaluating and Monitoring the Dysvascular Patient. Univ. 10-34(113-115)

VA RER&DS Progress Report: B. Y Lee, W R. Thoden, F S. Trainor, -Electronic Typewriter for the Visually Impaired. VA RER&DS Prog-
and D. Kavner Castle Point VAMC 10-35(146-147) ress Report: G. W Kelly and L. J. Moriarty Atlanta VAMC Georgia

-Program for the Study of Disabilities Due to Vascular Disease: Inst. of Technology 10-34(121-122) 10-35(189-191)
Thromboembolism. VA RER&DS Progress Report: B. Y Lee, F. S. -Information System for the Visually Impaired. VA RER&DS Prog-
Trainor, D. Kavner, and W R. Thoden. Castle Point VAMC 10-34(79- ress Report: J. Linvill and G. Goodrich. Palo Alto VAMC 10-31(59-
80) 62) 10-33(165-166)

-see also Peripheral Vascular Disease -see also Blind, Low Vision

VASU, R. Vocational Interface: a Project in Job Modification for the Severely
-Influence of Internal Fixation on In Vivo Stress Patterns. VA RER&DS Disabled. NIHR REC Progress Report: J. Bretz. Tufts/New England

Progress Report: D. M. Spengler, D. R. Carter, D. J. Baylink, R. Vasu, Medical Center 10-34(149)
and R. T Dueland. University of Washington 10-33(195-196) VODOVNK. L.

-Multichannel FES of Upper Limbs. NIHR REC Progress Report:
VAIUSMC Electric Hand L. Vodovnik, A. Kralj, R. Atimovid-Janeit, and S. Rebertek. Uni-
-Adaptation of the VA/USMC Electric Hand to the Liberty Mutual versity of Ljubljana 10-32(282-283)

Myoelectric Boston Elbow for Above-Elbow Amputees. Technical
Note: J. M. Leal, T W Williams, III, and J. M. Malone 10-35(56-60) Voice Control System-Rehabilitation Engineering Center NIHR REC

-VA/USMC Electric Hand with Below-Elbow Cineplasty. Technical Progress Report: J. Grodgold, Proj. Dir. New York Univ. Medical
Note: J. M. Leal and J. M. Malone 10-35(52-56) Center

VECEREK, Bernard -Bedside Evaluation of IRM/NYU Voice Control System 10-35(207)
-A Bimodal Reading Aid for Touch and Hearing. VA RER&DS Prog- -Clinical Evaluation of Voice Control for Rehabilitation Aids for

res Report: H. Lauer, A. Vacroux, and B. Vecerek. Hines VAMC the Severely Disabled-by Persons With and Without Speech
10-33(162-163) Impairment 10-33(144)

-Docking System to Connect Mobile Voice Control System to
Vactr Viualzation Gait Analysi. Gait Analysis Conference Report: Stationary Environmental Control System 10-35(207)

T M. Cook 10-354308-309) Voice Synthesizers
Vhle-Mounted Acme Ramp Assembly for Wheelhair Users. Re- -Recent Patents: Mark V Dorais 10-32(513)

cent Patents: Robert E. Royce 10-33(242) -Recent Patents: Carl L. Ostrowski 10-32(513)
Vehicle Wheelhir Ramp. Recent Patents: Donald L. Rohrs, Harold -seae also Speech, Speech Synthesis, VOTRAX

A. Downing, and Donald L. Collins 10-31(218) Volumetric AnalysIm-A Computerized Device for the Volumetric
%Wi Graft Research see Shaffer, John W Analysis of the Residual Limbs of Amputees. Technical Note: T W
VERES, Under A. Starr 10-33(98-102)
-Evaluation of Physiologic Suspension Factors in Below-Knee Am- VOTRAX Hand-Voice System. Models HC 110 and HC 120. VAPC

putee. VA RER&DS Progress Report: F G. Lippert Ill, E. M. Bur- Research Report 10-32(459-462)
ges, and S.A. Vares. Seattle VAMC 10-33(179-184) 10-34(87- Voyager, Inc., South Bend. Indiana-Voyager IV VAPC Research Re-
94) 10-35(106-108) port 10-32(485-486)
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VRABIC, M. Waters and D. R. McNeal, Dir. Rancho Los Amigos Hospital
-Neurophysiological Investigations of Pathological Motor Activity 10-35(217-228)

and Improvements Due to FES and Other Rehabilitation Methods. -Upper Extremity Control. NIHR REC Progress Report: R. L. Waters
NIHR REC Progress Report: F Gratanin and M. Vrabit. University and B. Bowman. Rancho Los Amigos Hospital 10-35(217-219)
of Ljubljana 10-321285-286)

WAXMAN, Stephen G.
VRTACNIK, P -Patterns of Conduction of Impulse Trains in Myelinated Fibers. VA
-FES of Urogenital Mechanisms (FESUM)-Physiology, Techniques RER&DS Progress Report: S. L. Wood, S. G. Waxman, and J. D.

of Stimulation, and Methods of Urodynamic Evaluation. NIHR REC Kocsis. Palo Alto VAMC 10-35(177-178)
Progress Report: S. Plevnik, J. Janez, S. Rakovec. P Vrtacnik, and
L. Ravnik. Univ. of Ljubljana 10-35(233-234) WEATHERHOLT, D.

-Invalid Feeding Device. Recent Patents: Patrick Stapleton, Hubbard
P Browne, and D. Weatherholt 10.33(241)

W
WEBER, T. Jerome

WALKER, Peter S. -Prosthetic Knee Apparatus. Recent Patents: T Jerome Weber and
-Load-Stabilizing Prosthetic Joint and Connecting Component Roy D. Roberts 10-32(511)

Thereof. Recent Patents: Peter S. Walker 10-34(224)
-Spinal Cord Injuries. VA RER&DS Progress Report: P S. Walker, WEBSTER, Dwight A.

R. W Hussey, and A. B. Rossier. West Roxbury VAMC 10-35(132- -Evaluation of Electrical Techniques for Stimulation of Hard Tissue
133) Growth. VA RER&DS Progress Report: J. A. Spadaro, D. A. Webs-

ter, and A. A. Marino. Syracuse VAMC 10-34(80-82) 10-35(115-
Walker for Invalid Persons. Recent Patents: John E. McCague, Sr. 116)

and Elinor M. McCague 10-33(242)
WALKING AIDS WEIBELL, Fred J.
-Folding Rollator VAPC Research Report 10-31(178-179) -Power Steering for the Mobility Engineering Van-Compatible
-Protective Crutch Nut. Recent Patents: J. W Thompson 10-35(327) Wheelchair. VA RER&DS Progress Report: F J. Weibell, C. M. Scott,
-Safety Rolling Walker. VAPC Research Report 10-31(182-184) and R. E. Prior. Sepulveda VAMC/Mobility Engineering and Devel-
-Supermark Delta. VAPC Research Report 10-31(179-182) opment 10-34(123) 10-35(135)
-Temporary Walking Aid for Use After Lower Leg Amputations.

Recent Patents: Gunnar Marsh, Ole Henrikssen, and Urban C. S. WEINSTEIN, Allan M.
Sjoblum 10-32(512) -Orthopedic Implant Device Retrieval and Analysis. VA RER&DS

-Walker for Invalid Persons. Recent Patents: John E. McCague, Sr. Progress Report: A. M. Weinstein. New Orleans VAMC 10-31(108)
and Elinor M. McCague 10-33(242) 10-32(365-370) 10-33(211-213) 10-34(95-96) S.D. Cook, H. B.

-Wheel-Mounted Walker With Foot Pedal Brake. Recent Patents: Skinner, and A. J. T Clemow 10-35(151-152)
W J. Daugherty 10-35(328)

-see also Ambulators, Canes, Crutches, Mobility Aids for the Phys- WELLS. Richard p.
ically Handicapped -The Projection of the Ground Reaction Force as a Predictor of

WALLACE, J. Internal Joint Moments: R. P Wells 10-35(15-19)

-Electronic Communicator for the Speech Impaired. VA RER&DS WELLETT Gabriel
Progress Report: G. W Kelly and J. Wallace. Atlanta VAMC/Geor- -Car Door Transfer Seat for Handicapped Persons. Recent Patents:
gia Inst. of Technology 10-34(122-123) G, Wellett 10-35(327)

WARNER, David A.
-Sensory Aid for Visually Handicapped People. Recent Patents: D. A. WELSH, Richard L.

Warner 10-35(327) -Foundations of Orientation and Mobility-New Book edited by
R. L. Welsh and B. B. Blasch. Notes and News 10-34(227)

Washkn Attachment for Artilcial Arms. Recent Patents: Joseph I.
Mitchell 10-32(513-514) WERTZ, Robert T.

WATANABE, Toshio -A Tactile Aid for the Treatment of Sensorineural Hearing Loss and
-Blood Vessel Tester. Recent Patents: Toshio Watanabe and Yoshi- Aphasia. VA RER&DS Progress Report: R. T Wertz, P L. Divenyi,

nori Tanimoto 10-34(224) G. Skalbeck, and F A. Saunders. Martinez VAMC 10-35(196)

WATANABE, Robert S. Wheelchair Actlvty-Methodology Devised for a Program to Im-
-Bone Plate Clamp. Recent Patents: Robert S. Watanabe 10-34(224) prove Efficiency and Reduce Risks for Wheelchair Locomotion.

Technical Note: R. M. Glaser, A. G. Suryaprasad, M. N. Sawka, and
WATERS, Robert L B. M. Fichtenbsum 10-35163-M8)
-Clinical Use of EMG. Conference Report: R. L. Waters 10-35(295) Wheelchair Urakes-Braking Systems for Powered Wheelchairs for
-Clinical Uses of 02 Measurement. Gait Analysis Conference Re- the Severely Disabled. NIHR REC Progress Report, New York Uni-

port: R. L. Waters 10-35(316-317) varsity Medical Center 10-33(146-148) 10-34(155-156)
-Oxygen Consumption Determination by the Douglas Bog Tech- tWhEELCHAI CONTROLS

nique. Gait Analysis Conference Report: R. L. Waters 10-35(317) -interdleciplinary Development and Evaluation of Externally Pow-
-Rehabilitation Engineering Center. NIHR REC Progress Report: R. L. ered Upper-Limb Prostheses and Orthoses. VA RER&DS Progress
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Report: W Seamone and G. Schmeisser. The Johns Hopkins -Design Refinement of the Stair-Climbing Wheelchair VA RER&DS
University Progress Report: N. Van Dine. StairCat Incorp. 10-32(407-409%
-Chin-Controlled Wheelchair Clinical Evaluation 10-33(175-176) -Development and Evaluation of an Omnidirectional Electric
-Chin Controller for Wheelchairs 10-31(79-83) 10-32(325) Wheelchair. VA RER&DS Progress Report: W H. T La, T A. Koogle,

10-33(176) 10-34(65) 10-35(124) end D. L. Jaffe. Palo Alto VAMC 10-35(183-184)
-Closed Loop Velocity Controller for Wheelchair Control 10-34(66- -Development of a Wheelchair Using a Myoelectric Control System.

68) 10-35(126) VA RER&DS Progress Report: A. B. Rossier, M. Sarkarati, G. E.
-Powered-Assist Wheelchair 10-32(326) Crawford, and J. Dietz. West Roxbury VAMC/Neurocom 10-31(113-
-Retractable Mouthstick Holder 10-31(83-84) 116) 10-32(405) 10-33(225) 10-34(83) 10-35(133-135)
-Wheelchair Control Techniques 10-33(176) -Mobility Aids for the Severely Disabled. VA RER&DS Progress Re-

-Wheelchair Controls. Recent Patents: Robert E. Brown and Ray- port: C. W Radcliffe, D. M. Cunningham, J. M. Morris, L. M. La-
mond Hatfield 10-31(218) moreux. UC, Berkeley 10-31(95) 10-32(330-337) F. T Hoaglund and

-see also Wheelchairs, various titles H. E. Jergesen. San Francisco VAMC 10-33(177) G. Stout 10-34(87)
L. A. Wilson, R. A. Roberts, F N. Todd, and R. W. Cummings

WHEELCHAIR CUSHIONS 10-35(149)
-A Comparison of Sitting Pressures on Wheelchair Cushions as -Feedback Control Project 10-35(149)

Measured by Air Cell Transducers and Miniature Electronic Trans- -Lever Drive System for Manual Wheelchair 10-31(95) 10-32(177)
ducers: V R. Palmieri, G. T Haelen, and G. V B. Cochran 10-33(5- 10-33(336-337)
8) -Manual Spring Suspension Wheelchair 10-31(95) 10-32(335-336)

-Comments on the article "Development of Test Methods for Eval- 10-33(177) 10-34(87)
uation of Wheelchair Cushions": P W Brand 10-33(3-4) -PC2 Wheelchair 10-31(95) 10-32(330) 10-33(177) 10-34(87)

-Development of Test Methods for Evaluation of Wheelchair Cush- -Powered Spring Suspension Wheelchair 10-31(95) 10-32(330)
ions: G. V. B. Cochran and V. R. Palmieri 10-33(9-30) 10-33(177) 10-34(87) 10-35(149)

-Nitto "No Sore" Cushion Pad. VAPC Research Report 10-31(189) -Spring Suspension Caster Fork 10-31(95) 10-32(333-335)
-Pressure and Temperature Patterns under the Ischial Tuberosities. 10-33(177) 10-34(87) 10-35(149)

R. P Patterson and S. V Fisher 10-34(5-11) -Spring Suspension Wheelchair 10-31(95)
-Talley Ripple Alternating Pressure Pad for Wheelchairs. VAPC Re- -Solid State Controller 10-32(331-332) 10-33(177) 10-34(87)

search Report 10-32(479-480) 10-35(149)
-A Practical Curb-Climbing-Aid for Wheelchair-Bound Paraplegic

WHEELCHAIR LIFT DEVICES Persons (A Progress Report): R. N. White, A. Y J. Szeto, and H. A.
-Locking Arrangement for Wheelchair Lift Device. Recent Patents: Hogan 10-34113-19)

Dale A. Hawks 10-32(511) -Prototype Wheelchair Wheel With Integral Anti-Rollback Capabil-
-Safety Barrier for a Wheelchair Lift. Recent Patents: Donald L. ity. VA RER&DS Progress Report: G. E. Kelly and K. S. Morgan.

Rohrs, Donald L. Collins, and Harold A. Downing 10-32(512) Atlanta VAMC/Georgia Inst. of Technology 10-34(120) 10-35(187-
-Recent Patents: Peter P Dudynskyj 10-32(514) 189)
-Recent Patents: Peter P Dudynskyj, Daniel L. Kline, and James -Rehabilitation Engineering Center. NIHR REC Progress Report: W G.

T Hogan 10-32(514) Stamp and C. A. McLaurin. University of Virginia 10-32(272-277)
-Recent Patents: Dale A. Hawks, Daniel L. Kline, and James T 10-33(152-153)

Hogan 10-32(514) -Shoulder Wheelchair Controller. NIHR REC Progress Report. Case
Western Reserve University 10-32(252) 10-33(115-117)

WHEELCHAIR RESTRAINT SYSTEMS -Smart Wheelchair. VA RER&DS Progress Report: D. L. Jaffe. Palo
-Evaluation and Design Guidelines for Wheelchair Restraint Sys- Alto VAMC 10-35(182-183)

tems. NIHR REC Progress Report: L. W Schneider. University of -Some Aspects of High Performance Indoor/Outdoor Wheelchairs:
Michigan 10-34(184-186) G. Stout 10-32(135-175)

-Wheelchair Restraint Systems. NIHR REC Progress Report: R. C. -Step-Climbing Wheelchair. Recent Patents: J. M. Feliz 10-35(327)
Juvinall and D. H. Harden. University of Michigan 10-34(183-184) -Vehicle-Mounted Access Ramp Assembly for Wheelchair User. Re-

cent Patents: Robert E. Royce 10-33(242)
Wheelchair Scales. VAPC Research Report 10-31(204-205) -Vehicle Wheelchair Ramp. Recent Patents: Donald L. Rohrs, Harold
Wheelchair with Shock Absorber. Recent Patents: Samuel T Powers A. Downing, and Donald L. Collins 10-31(218)

10-34(225) -Wheelchair. Recent Patents: Earl E. McMunn and Ronald N.
WHEELCHAIRS McMunn 10-31(218)
-Adjustable Wheel Chair Recent Patents: Gilbert E. Haury 10-31(217) -Wheelchair. Recent Patents: Uzi Dsnziger and Reuven Danziger

-Advanced Concept Design of a High-Performance Indoor-Outdoor 10-33(242)
Vehicle for the Physically Handicapped. VA RER&DS Progress Re- -Wheelchair Design Study. VA RER&DS Progress Report: D. Willis.
port: G. W Kelly and K. S. Morgan. Atlanta VAMC/Georgia Inst. of Palo Alto VAMC 10-33(172)
Technology 10-34(120) -Wheelchair with Shock Absorber. Recent Patents: Samuel T Pow-

-Chassis for Stair-Climbing Vehicle. Recent Patents: Gunner 0. V ers 10-34(225)
Rasmussen 10-33(241) -Wheelchairs. Recent Patents: J. D. Harris, M. F Fogden, and G. E.

-Chin Controlled Wheelchair with Motorized Mouthtick Holder. Mead 10-32(514)
Technical Note: G. Schmeliser and W Seamone 10-32(213-214) --see also Mobility Aids for the Physically Handicapped

-Clinical and Engineering Evaluation of Stationary Stand-Up Frames
and Stand-Up Wheelchairs for the Disabled. NIHR REC Progress Wheel-Mounted Walker With Foot Pedal Brake. Recent Patents: W J.
Report, New York University Medical Center 10.34(151-154) Daugherty 10-35(328)
10-35(202-206)
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WITE, Robert L
-Development of Multichannel Electrodes for Auditory Prostheses.

NIH-NINCDS Progress Report: M. M. Merzenich and R. L. White. of Special Education Progress Report: K. L. Wilson and M. Bates.
Univ. of Calif., San Francisco/San Francisco Medical Center/Stan- Boston University 10-34(194)
ford Univ. 10-35(90-91)

-Development of Transdermal Stimulators. NIH-NINCDS Progress WILSON, Leigh A.
Report: R. L. White. Stanford Univ. 10-35(90) -Leigh Wilson Second Annual Teegue Award Winner. Notes and

News 10-33(235-236)
WHITE, Roger N. -Rehabilitative Engineering Research Program. VA RER&OS Prog-
-A Practical Curb-Climbing Aid for Wheelchair-Bound Paraplegic ress Report: F T Hoaglund, L. W Lamoreux, L. A. Wilson, H. E.

Persons (A Progress Report): R. N. White, A. Y J. Szeto, and H. A. Jergesen, R. A. Roberts, C. W Radcliffe, F N. Todd, R. W Cum-
Hogan 10-34113-19) mings, D. M. Cunningham, and G. Stout, San Francisco VAMC/UC,

Berkeley 10-35(147-149)
Wichita State University College of Engineering, Wichita, Kansass e e ere ral als R e s a r c F o u d at o n o K a s a sW I L S O N , M ic h a e l T .

see Cerebral Palsy Research Foundation of Kansas -Torque Absorber for Artificial Limbs. Recent Patents. Michael T.WILEY, J. Kenneth Wilson 10-32(513)

-Clinical Application Study of Reading and Mobility Aids for the
Blind. VA RER&DS Progress Report: J. K. Wiley G. L. Goodrich, Wilson Transporter. VAPC Research Report 10-31(192-193)
R. R. Bennett, and H. S. Paul. Palo Alto VAMC 10-31(152-155) WINICK. Lee
10-32(426-430) -Door Opener: an Aid for Quadriplegics and Arthritics. VA RER&DS

Progress Report: L. Winick. Palo Alto VAMC 10-33(171)
WiLLARD, Mary Joan

-Capuchin Monkeys as Aids for the Severely Disabled. NSF Prog- Winsford Products, Inc., Pennington, New Jersey
ress Report: M. J. Willard. Tufts/New England Medical Center -Winsford Feeder Model 2. VAPC Research Report 10-32(491)
10-34(144) 10-34(140-143)

-Winsford Feeder VAREC Progress Report 10-34(140-143)
WILLIAMS, TW, ill WINTER, Wlliam G.
-Adaptation of the VA/USMC Electric Hand to the Liberty Mutual -Development and Evaluation of a Downhill Ski-Sledding System

Myoelectric Boston Elbow for Above-Elbow Amputees. Technical for Persons With Disabilities. VA RER&DS Progress Report: P W
Note: J. M. Leal, T W. Williams, Ill, and J. M. Malone 10-35(56-60) Axelson, L. J. Leifer, J. J. Csongradi, and W G. Winter. Palo Alto

VAMC 10-35(180-181)
WILLIAMS, Wendel
-Stimulation of Repair of Cortical Bone Transplants by Implantation WINTERCORN, Eleanor S.

of Piezoelectric Materials: a Pilot Study. VA RER&DS Progress Re- -Custom In-the-Ear Hearing Aids: a Survey Report: M. Howard,
port: G. V B. Cochran, B. Y Lee, and W Williams. Castle Point VAMC/ L. B. Beck, and E. S. Wintercorn 10-35(41-47)
Helen Hayes Hospital 10-33(195) 10-34(68) 10-35(114-115)

WIRTA, Roy W.
WILLIS, David -A Technique for the Display of Joint Movement Deviations: R. W
-Wheelchair Design Study. VA RER&DS Progress Report: D. Willis, Wirta and F L. Golbranson 10-33(73-79)

Palo Alto VAMC 10-33(172) -The Use of Gait Analysis to Study Gait Patterns of the Lower-Limb
Amputee. VA RER&DS Progress Report: F L. Golbranson and R. W

111.LIS, W116rn C. Wirta. San Diego VAMC 10-35(153-155)
-Tip Members for Crutches and the Like. Recent Patents: Wilburn

C. Willis 10-32(512-513) WOLTRING, Herman J.
-Optoelectric (Selspot) Gait Measurement in Two- and Three-Di-

W1ILSON, A. Bennett, Jr. mensional Space-A Preliminary Report, Technical Note: H. J.
-Biography on Col. Maurice J. Fletcher, 1906-1980. Notes and News Woltring and E. B. Marsolais 10-34(45-52)

10-34(230-231)
-Rehabilitation Engineering Center. NIHR REC Progress Report: A. B. WOO, Thomas

Wilson, Jr., Dir., at al. Moss Rehab. Hospital/Temple Univ./Drexel -Range of Motion (Servo-Controlled) Arm Exerciser for Upper-Limb
Un;v. 10-32(289-306) Spsticity VA RER&DS Progress Report: T Woo, P Axelson, and

-Studies Involving Alignment of Above-Knee Prostheses. NIHR REC K. D, Allen. Palo Alto VAMC 10-31(65-66) 10-33(170)
Progress Report, Moss Rehab. Hospital/Temple Univ./Drexel Univ.
10-32(292) WOOD, R.

-Ultralight Below-Knee Prosthesis. NIHR REC Progrem Report, Moss -Residual Bladder Volume Determination for Spinal Cord Injury Pa-
Rehab. Hosp./Ternple Univ./Drexel Univ. 10-32(299-300) tients. VA RER&DS Progress Report: R. Roemer, R. Wood, and

-Ultrlight Below-Knee Prosthesis. VA RER&DS Progress Report: H. Meisel. Univ. Calif., Santa Barbara 10-34(72-73)
A. B. Wilson, Jr. and C. M. Pritham. Moss Rehab. Hoep. 10-31(98)

WOOD, Sally L
WILSON, mrodlaIrd W, -Development of a Camera for Application in Sensory Aids for the
-Arm and Wrist Exerciser. Recent Patents: Bradford W Wilson Blind. VA RER&DS Progress Report: S. L. Wood. Palo Alto VAMC

10-34(224) 10-35(177, a separate report on p. 195)
-Patterns of Conduction of Impulse Trains in Myelinated Fibers. VA

WILSON, KiK L RERbDS Progress Report: S. L. Wood, S. G. Waxman, and J. D.
-General Computer System to Teach Language to the Deaf. Office Kocsis. Palo Alto VAMC 10-35(177-178)
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WOOLLY James Max YOUNG, Laurence R.
-J. M. Woolly and R. H. Bennett Awarded 1978 Migel Medal. Notes -Objective Measurement of Stretch Reflex in the Evaluation of

and News 10-31(211-212) Spastic Dysfunction. NIHR REC Progress Report: S. R. Simon,
W Berenberg, M. Hallett, and L. R. Young. Harvard University/M.I.T

Wound Healing-Transcutaneous Oxygen Tension as Predictor of 10-32(229-234)
Wound Healing. VA RER&DS Progress Report: F A. Matsen III and
E. M. Burgess. Univ. of Washington/Prosthetics Research Study YUND, E. Willem
10-35(106) -An Auditory Prosthesis for Sensorineural Hearing Loss. VA RER&DS

WRESSLL Charles Progress Report: E. W Yund, R. Efron, and H. J. Simon. Martinez
-Coordination Practice Device. Recent Patents: Charles Wressell VAMC 10-35(195-196)

10-33(241)

WMIGT S.D.
-Toward a Quantitative Evaluation of a Blind Rehabilitation Center ZAJAC, FE.

VA RER&DS Progress Report: R. W Lambert, S. W Becker, and -Experimental and Theoretical Study of Mammalian Movement. VA
B. D. Wright. Hines VAMC 10-33(163-164) RER&DS Progress Report: F E. Zajac and W S. Levine. Palo Alto

VAMC 10-35(177)
WMGHT, Christine
-Two-Handled Spoon for Independent Eating With Cerebral Palsy. ZEIJDEL, August-Eden

VA RER&DS Progress Report: C. Wright and G. Shaw. Palo Alto -Apparatus for Supporting the Body of a Person in an Upright Po-
VAMC 10-35(186) sition, In Particular for Therapeutic Walking Exercises. Recent Pat-

ents: August-Eden Zeijde and Rudolf B. Teunissen 10-33(241)
Wdttng Instruments
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